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PREFACE. 


The  matter  contained  within  these  pages  is  broadly 
that  which  is  taught,  under  the  direction  of  Professor 
Corfield,  in  the  Practical  Hygiene  Course  at  University 
College.  It  is  hoped  that  the  book  will  prove  of  value 
to  those  interested  in  Public  Health,  and  to  those 
seeking  Public  Health  degrees,  and  that  it  may  be 
read  along  with  the  many  excellent  works  upon 
Hygiene  and  Public  Health  which  are  now  in  circu- 
lation, but  which  of  necessity  deal  with  the  subject  of 
hygienic  analyses  in  far  too  cursory  a  manner. 

An  effort  has  been  made  to  convey  to  the  reader,  in 
a  concise  and  practical  form,  the  knowledge  necessary 
to  enable  him  to  make  those  analyses  which  may  be 
fairly  considered  to  be  included  within  the  domains  of 
practical  hygiene.  To  treat  the  subject  exhaustively 
would  necessitate  a  very  bulky  volume,  and  those  who 
recognise  the  breadth  of  subject  matter  embraced  by 
the  title  "  Public  Health  Laboratory  Work,"  will  ap- 
preciate that  it  has  been  found  necessary,  in  the  pre- 
sent volume,  to  avoid  all  discursive  matter  save  what  is' 
required  to  make  the  rationale  of  a  process  evident,  and 
where  there  are  several  processes  in  vogue  to  one  com- 
mon end,  to  select  that  one  which  experience  has  taught 
to  be  at  the  same  time  the  most  simple,  ready  and 
efficient — to  the  exclusion  of  all  others. 

It  has  not  been  an  easy  task,  in  every  case,  to  decide 
as   to  what   should  be    included    and  what    omitted. 
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There  are,  for  instance,  several  recent  and  somewhat 
improved  methods  of  estimating  the  carbonic  acid  in 
air,  but  the  process  of  Pettenkofer  has  become  what 
one  may  term  "  classical,"  and  is  that  which  is  still 
generally  asked  in  Public  Health  Examinations ;  and 
since  the  method  is  sufficiently  accurate,  when  care- 
fully performed,  for  all  practical  purposes,  it  was 
thought  advisable  to  introduce  it  to  the  exclusion  of 
others. 

The  subject  of  hygienic  analysis  will  be  seen  to  dove- 
tail itself  into  the  work  of  the  Public  Analyst,  but 
not  to  such  an  extent,  it  is  held,  as  to  render  that 
officer  any  the  less  essential  to  a  district. 

The  writer  acknowledges  his  great  indebtedness  to 
the  useful  contribution  on  bacteriological  methods  by 
Dr.  Boyce,  for  he  recognises  how  much  this  enhances 
the  value  of  the  work  ;  he  desires  also  to  express  his 
thanks  for  many  kind  and  valuable  suggestions  from 
Professor  Corfield,  Dr.  Louis  C.  Parkes  and  Dr.  Braga. 

He  is  further  indebted  to  Dr.  Louis  C.  Parkes  for  the 
use  of  figures  51,  52,  55,  58,  60  to  67,  69  to  74,  81,  82, 
84,  88,  89,  go,  taken  from  his  "  Hygiene  and  Public 
Health." 

H.  R.  K. 

University  College,  W.C. 
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animal  organic  pollution — as  by  urine." 
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PART  I. 

THE   HYGIENIC   ANALYSIS   OF   WATER. 

The  object  of  a  hygienic  analysis  of  any  water  is,  to 
learn  whether  the  use  of  such  for  drinking  purposes 
should  be  sanctioned  or  condemned  from  a  health 
stand-point. 


CHAPTER   I. 


If  it  is  desired  to  fit  up  a  laboratory  to  meet  all  the 
requirements  of  a  hygienic  analysis  of  water,  it  will  be 
necessary  to  provide  in  the  first  place  a  bench,  at  least 
six  feet  long  and  two  feet  broad,  standing  to  half  the 
height  of  the  operator,  and  placed  in  a  good  light ;  this 
must  be  fitted  up  at  the  back  with  shelves,  to  carry 
some  at  least  of  the  chemical  reagents,  i.e.,  those  which 
are  in  most  common  use.  By  the  side  of  the  bench 
there  should  be  a  tap  (furnishing  a  good  supply  of  pure 
water),  with,  if  possible,  a  small  water  sink  beneath  it. 
There  must  be  gas  in  the  room,  but  not  necessarily  near 
the  bench,  for  it  can  be  readily  conducted  thereto  by 
tubing.      A  Bunsen  gas  burner  is  required,  and  it  is 
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very  desirable  to  have  two  of  these,  so  that  both  can  be 
utiHsed  at  the  same  time.  The  Bunsen  burner  (fig.  i) 
consists  of  a  larger  external  tube  surrounding  a  smaller 
gas-delivering  one  at  its  base,  the  former  being  per- 
forated for  the  admittance  of  air — so  that  at  the  top 
the  gas  escapes  well  mixed  with  air,  and  hence  oxida- 
tion (and  therefore  heat)  in  the  flame  is  increased. 

The  apparatus  required: — 

I.  A  pair  of  balances  with  weights.  Oertling's  No.  3 
(Townson  and  Mercer's  Catalogue)  will  be  found  to  be 
extremely  suitable  to  all  purposes.  As  shown  in  the 
accompanying  diagram,  they  consist  of  a  twelve  inch 


Fig.  I. — The  Bunsen  burner. 

beam  which  supports  two  pans,  the  ends  of  the  beam 
being  constructed  with  straight  knife  edges  upon  which 
the  pans  are  suspended  by  agate  planes.  The  case  is 
fitted  with  a  sliding  window  in  front,  which  can  be 
closed  and  still  admit  of  the  scales  being  made  to 
register  by  means  of  a  screw  which  projects  externally. 

The  operation  of  weighing  consists  of  first  lifting  the 
beam  off  its  support  by  means  of  the  screw,  and  then 
noting  by  the  long  indicator  which  hangs  down  in  front 
of  the  central  vertical  support  of  the  balances — and 
which  must  come  to  rest  in  an  absolutely  central  and 
vertical  positipu—whether   the  two  pans  exactly  coun- 


HYGIENIC    ANALYSIS    OF   WATER.  3 

terbalance  each  other  ;  if  not  the  balance  must  be  ad- 
justed by  means  of  a  small  mechanism  situated  on  the 
top  of  the  centre  of  the  cross-beam  and  which  can  be 
moved  horizontally  to  the  right  or  left  according  as  it 
is  necessary  to  increase  the  weight  in  either  of  these 
directions. 

The  material  is  then  placed  upon  the  tray  to  the 
left,  and  the  weights  are  added  to  the  tray  on  the 
right. 


FiQ.  2. — Chemical  balances. 


After  the  addition  of  each  successive  accretion  of 
weight  the  result  must  of  course  be  tested,  but  before 
any  further  addition  or  removal  is  made  the  scales 
must  be  brought  to  rest  upon  their  supports,  or  the 
apparatus  may  be  put  out  of  gear. 

Each  of  the  weights  is  marked,  as  the  plan  of  the 
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box  will  best  show  (fig.  4).  The  larger  brass  weights 
representing  grammes,  the  next  in  size  decigrammes, 
the  next  centigrammes,  and  small  forceps  are  used  for 
picking  up  and  applying  them  to  the  pan.  The  milli- 
grammes-are  added  by  a  little  piece  of  bent  wire,  which 
is  carried  by  means  of  a  sliding  rod  moving  just  above 


Fig.  3. — Box  of  chemical  weights. 

the  level  of  one  of  the  cross-beams,  which  latter  will 
be  observed  to  show  ten  markings  numbered  from  one 
to  ten.  By  sliding  the  rod  which  supports  the  bent 
wire  up  to,  say  the  marking  No.  5,  and  then  turning  it 


—  07  nj  0  HJ  0  '' 


'  0&/0Z  /  o-t  /  o-/    /  o 


Fig.  4.— Plan  showing  the  arrangement  of  the  weights  in  box. 

round  by  means  of  a  screw,  the  wire  may  be  made  to 
ride  upon  that  number,  and  the  carrier  can  subsequently 
be  withdrawn ;  five  milligrammes  of  weight  will  then 
have  been  added  to  that  side  of  the  scales. 
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Example. — A  small  platinum  dish  is  placed  on  that 
pan  which  is  not  surmounted  by  the  apparatus  for 
applying  milligramme  weights. 

A  five  gramme  weight  is  placed  on  the  other  pan. 

The  pans  are  lifted  by  means  of  the  screw,  and  the 
platinum  dish  is  found  to  weigh  down  the  five  grammes. 

The  scales  are  put  at  rest  and  a  two  gramme  weight 
is  added  to  the  five,  and  this  is  also  carried  up  by  the 
superior  weight  of  the  platinum  dish. 

Another  one  grm.  is  added,  and  this  is  found  to  be 
too  much,  and  is  therefore  removed,  and  a  five  deci- 
gramme weight  {i.e.,  ^  grm.)  substituted. 

The  platinum  dish  is  still  slightly  the  heavier,  there- 
fore another  decigramme  is  added,  with  the  result  that 
the  weights  now  slightly  overbalance  the  dish. 

The  one  decigramme  weight  is  therefore  removed  and 
five  centigramme  substituted — not  enough  ! 

A  two  centigramme  weight  further  added,  however, 
so  extremely  nearly  establishes  the  required  equilibrium 
that  the  addition  of  another  centigramme  over-reaches 
the  mark. 

Three  milligrammes  are  ultimately  found  necessary 
to  effect  such  an  uniformity  between  the  weights  of  the 
contents  of  the  two  pans,  that  the  index  rests  absolutely 
in  a  central  and  vertical  position. 

The  weight  therefore  of  the  platinum  dish  is : — 
Seven  grammes  =     7 

Five  decigrammes        =     0-5 
Seven  centigrammes    =     0*07 
Three  milligrammes     =     0-003 


Total  =     7"573  grammes. 

2.  A  platinum  dish,  capable  of  holding  a  little  over 
100  c.c.  of  water. 


6  LABORATORY   WORK. 

3.  Two  shallow  porcelain  evaporating  dishes,  holding 
a  little  over  250  and  500  c.c.  respectively  (fig.  5)- 

4.  A  porcelain  crucible  with  cover,  for  igniting  resi- 
dues (fig.  6). 

5.  A  white  porcelain  slab,  about  six  inches  by  four. 

6.  Two  white  porcelain  basins  of  about  five  inches 
diameter  (fig.  7). 


Fig.  5.— Evaporating  dish.  Fig.  6.— Crucible  with  lid. 

7.  A  mortar  and  pestle  (fig.  8). 

8.  Graham's  or  Liebig's  condenser.  Graham's  will 
be  found  a  most  convenient  instrument.  As  seen  by 
figure  25,  it  consists  of  a  smaller  glass  tube  bent  at 
one  end,  where  it  carries  an  indiarubber  cork.  Sur- 
rounding this  smaller  tube  for  about  three-fourths  of  its 
extent  is  a  larger  one,  closed  at  both  ends  by  india- 
rubber  corks,  the  centres  of  which  are  perforated  for  the 


Fig.  7. — Porcelain  dish.  Fio.  8. — Pestle  and  mortar. 

passage  of  the  smaller  tube.  Cold  water  is  made 
to  circulate  constantly  in  this  outer  tube  by  means 
of  the  tubing  which  connects  its  interior  with  the 
tap,  the  water  escaping  at  the  opposite  end  through 
the  tubing  which  conducts  to  the  sink.  The  cool 
water  thus  constantly  kept  circulating   condenses  the 
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vapour  in  the  inner  tube,  at  the  further  extremity  of 
which  the  condensed  vapour  finds  its  outlet  and  is 
collected. 

A  condensing  apparatus  can  be  readily  improvised, 
but  since  either  Graham's  or  Liebig's  instruments  are 
cheap  (involving  the  outlay  of  only  a  few  shillings  !)  and 
at  the  same  time  are  less  liable  to  leak,  yield  impurities, 
or  to  get  out  of  repair,  it  is  better  and  cheaper  to  pur- 
chase one  of  these. 

9.  A  set  ("  nest ")  of  glass  beakers  (fig.  9)  and  large 
watch  glass  covers  for  same. 


Fig.  9. — Nest  of  beakers. 

10.  A  bell  glass  cover. 

11.  Two  boiling-flasks  or  retorts  (of  about  a  litre 
capacity),  one  of  which  is  seen  attached  to  the  con- 
denser in  figure  25. 

12.  Glass  stirring-rods. 

13.  A  small  glass-stoppered  bottle  (250  c.c.)  for  the 
soap  test. 

14,.  Glass  funnels  for  filtration,  with  wooden  support 
(fig.  10). 

15.  Glass  burettes  holding  ten  cubic  centimetres,  and 

graduated  in  c.c's.,  and  one-tenth  of  c.c's.,  one  of  which 

Hould  be  mounted  upon  a  wn'"''°n  stand  and  should 
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Fig.  io. — Filtering  apparatus. 


be  stoppered  at  the  top,  and  fitted  with  a  stop-cock  at 
the  bottom  (fig.  ii). 


Fig.  II. — Graduated  burette  with  stopcock. 
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i6.  Four  graduated  glass-flasks  ("measuring  flasks") 
marked  respectively  at  the  height  to  which  i,  i,  i  and 


Fig.  12. — Measuring  flask. 


j^  of  a  litre  of  water  will  stand.     Figure  12  shows  one 
such  flask. 

17.  Six  Nessler  glasses,  four  of  which  are  shown  in 
figure  25. 

18.  A  dozen  test-tubes,  with  stand  for  same,  and  a 
test-tube  cleaner  and  holder  (fig.  13). 


<l*kii, I ,HU ffllHWWn 


Fig.  13. — Test-tube  stand,  cleaner,  and  holder. 

19.  A  glass  pipette. 

20.  Two  four-footed  iron  stands. 

21.  Two  iron  tripods  (fig.  14). 

22.  Triangles  of  iron-wire  lined  with  pipe-clay  (fig.  15). 

23.  Wire  gauze,  cut  about  four  inches  square. 


lO 
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24.  A  pair  of  small  crucible  tongs  (fig.  i5). 

25.  A  small  copper  water  bath,  of  about  six  inches 
diameter,  and  fitted  with  rings,  which  adapt  its  mouth 


€ 
Fig.  14.- 


-Iron  tripod. 


Fig.  15. 


so  as  to  fit  different  sized  evaporating  dishes  (fig.  17)  ; 
or  the  water-bath  recommended  by  the  writer,  which 


Fig.  16. — Crucible  tongs. 

comes  in  equally  serviceable  for  other  analyses — apart 
from  that  of  water.     This  consists,  as  in  figure  18,  of  a 
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Fig.  17. — Ring  water  bath. 


Fig.  18.— The  form  of  water-bath 
recommended. 


water  bath  of  the  common  shape,  but  in  its  roof  are 
three  openings,  a  large  central  and  two  .  small  lateral 
ones. 
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A  water  bath  is  a  receptacle  in  which  the  water  it 
holds  may  be  heated  up  to  a  certain  temperature ;  when 
vessels  containing  liquids  are  made  to  stand  in  or  over 
'  the  water  thus  heated,  evaporation  of  their  fluid  con- 
tents may  be  effected  at  a  temperature  which  must  in 
any  case  be  considerably  below  that  which  would  be 
reached  by  the  application  of  the  naked  flame. 

26.  A  water  oven.  This  is  a  small  chamber  whose 
double  walls  enclose  water,  which  is  made  to  regulate 
its  internal  temperature.  The  residue  procured  from 
the  evaporation  of  a  liquid  over  the  water  bath  will  still 


Fig.  ig.— a  water-bath  improvised        Fig.  20. — A  water  oven, 
from  an  ordinary  beaker. 

contain  a  trace  of  moisture,  it  is  therefore  subsequently 
transferred  to  the  oven,  where  absolute  drying  can  be 
effected  (fig.  20). 

27.  A  packet  of  Swedish  filter  papers. 

28.  A  long  tube  of  thin  colourless  glass,  known  as 
"  the  two  foot  tube,"  employed  in  judging  some  of  the 
physical  characters  of  water. 

29.  A  box  of  test  papers,  red  and  blue  litmus  and 
lead  papers. 

30.  A  long  thermometer  graduated  in  Fahrenheit 
degrees. 
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31.  Indiarubber  corks  (perforated  and  imperforated)  to 
fit  the  boiling  flasks. 

32.  A  "  desiccator."     A  desiccator  is  simply  a  glass 
shade  inside  of  which  there  is  a  vessel  containing  some 


Fig.  21. — A  desiccator. 

agent  which  will  keep  the  air  free  from  moisture  (such 
as  strong  sulphuric  acid).  A  residue  completely  dried  by 
heat  will  otherwise  absorb  a  little  of  the  vapour  from 
the  atmosphere  while  cooling,  and  thus  increase  slightly 
in  weight  (fig.  21). 


Fig.  22. — A  conical  sediment  glass. 

33.  A  conical  sediment  glass  (fig.  22). 

The  reagents  required  consist  of  :— 

1.  Distilled  water. 

2.  Distilled  ammonia-free  water. 
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3.  Standard  solutions  oi : — 

Chloride  of  ammonium. 

Nitrate  of  silver. 

Soap. 

Nitrite  of  potassium. 

Calcium  carbonate. 

Permanganate  of  potassium. 

Sulphate  of  copper. 

Sulphate  of  zinc. 

Acetate  of  lead. 

Protosulphate  of  iron. 

Iodide  of  potassium. 

Starch. 

Hyposulphite  of  sodium. 
Solutions  of: — 
Alkaline  permanganate.  Potassium  chroniate. 

Pure  and  dilute  sulphuric,  ni-    Potassium  iodide. 

trie,  and  hydrochloric  acids.    Potassium  ferrocyanide. 
Liquor  ammoniae.  Potassium  ferricyanide. 

Chloride  of  ammonium.  Pure  soda. 

Oxalate  of  ammonia.  Sodium  phosphate. 

Ammonium  sulphide.  Nitro-prusside  of  sodium. 

Ammonium  molybdate.  Chloride  of  barium. 

Sulphuretted  hydrogen.  Brucine. 

Silver  nitrate.  Starch. 

Meta-phenylene-diamine.  Perchloride  of  mercury. 

Caustic  potash.  Nessler's  reagent. 

4.  Zinc  foil  and  copper-turnings. 
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The    Weights   and  Measures   upon   the    Metrical 
System. 

(A  knowledge  of  which  is  necessary  for  water  analysis). 

Length. 

The  metrical  system  is  founded  upon  the  "  metre  " 
which  is  divided  and  multiplied  by  ten  to  represent 
different  measures  as  follows  : — 

I  millimetre    =  xihru  P^'^^  °^  ^  metre. 

I  centimetre  =  ^-J^  „  ,, 

1  decimetre    ^yu  »  » 

I  metre  =  39*37  inches. 

I  decametre    =      10  metres. 

I  hectometre  =    100    ,  ,, 

I  kilometre*  =  1000      „ 

Capacity. 

1  centimetre  cubed  =  o'o6i  cubic  inches. 
28-35        )>  »       =  I  fluid  ounce. 

1000  „  „     or  I  cubic  decimetre  =  i  litre, 

1000  litres  =  I  cubic  metre. 

Weight. 

I  cubic  centimetre  of  distilled  water  at  4°  C,  and  760 
millimetres  barometric  pressure,  weighs  i  gramme,  which 
is  the  standard  of  weight. 

I  milligramme         =  ^^  part  of  a  gramme. 

I  centigramme        =^ 

I  decigramme         =  ^ 

•  The  Latin  prefix  therefore  indicates  division,  the  Greek  multi- 
plication. 
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I  gramme  =      i5"432  grains. 

I  decagramme  =      lo  grammes. 

I  hectogramme  =    loo       ,, 

I  kilogramme  =  looo     „ 

lib  avoirdupois  =    453*5    „ 
1  gallon  of  water    =  70,000  grains. 
The  term  "  septem  "  is  sometimes  used.      It  simply 
implies  7  grains. 

Thermometer  Scales. 

Centigrade  Freezing  point  =    o    Boiling  point  =  100 

Reaumur  „  „      =z    o         ,,  „     =  80 

Fahrenheit         „  „      =  32  „  „     =212 

.•.  Centigrade Reaumur Fahrenheit — 32. 

5  4  9 

.•.  To  convert  Centigrade  to  Fahr.  x  9-5-5  and  add  32. 

„        „       Fahr.  to  Centigrade  subtract  32  and -5-9x5. 
„         „       R6aumur  to  Fahr.  -h  4  X  9  and  add  32. 

Table  of  Atomic  Weights. 


Barium 

(Ba) 

= 

137 

Calcium 

(Ca) 

= 

40 

Chlorine 

(CI) 

:= 

35-5 

Copper 

(Cu) 

= 

63-4 

Iron 

(Fe) 

= 

56 

Lead 

(Pb) 

= 

207 

Magnesium 

(Mg) 

= 

24 

Hydrogen 

(H) 

= 

I 

Nitrogen 

(N) 

= 

14 

Oxygen 

(0) 

z= 

16 

Sodium 

(Na) 

= 

23 

Sulphur 

(S) 

= 

32 

Zinc 

(Zn) 

=^ 

65 

i6 
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Table   of  Solubilities. 
(Showing  the  salts  which  are  soluble  in  cold  water). 

Chlorides. — Nearly  all.      Those   of  Bi,  Sn  and  Sb  are 

only  partially  so  (Pb  chloride  is  soluble  only  in  hot 

water). 
Chlorates. — All. 

Iodides. — Nearly  all.     Pb  iodide  only  in  hot  water. 
Sulphides. — Those  of  the  alkalies  and  alkaline  earths. 
Sulphates.— l>iea.r\y  all.     Ag  and  Hg  sparingly  so. 
Nitrates  and  Nitrites. — All  (a  few  basic  nitrates  sparingly 

so). 
Phosphates. — Those  of  the  alkalies. 
Carbonates. — The  alkaline  ones. 
Silicates. — Those  of  Na  and  K. 
Arseniates. — Those  of  the  alkalies. 
Chromates. — Nearly  all  (exceptions  =  Pb,  Ag,  Hg,  Ba  and 

Bi  chromates). 
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CHAPTER   II. 

A  Water  Report. 

For  hygienic  purposes  such  a  report  must  include  all 
the  information  which  can  be  obtained  regarding  the 
extent  to  which  organic  matter  at  present  exists ;  the 
evidence  of  former  pollution  by  this  material  in  the 
oxidised,  &c.,  products  of  its  decomposition  ;  and  the 
amount  to  which  poisonous  metals — if  any — are  present. 
Much  unnecessary  confusion  is  created  by  the  fact 
that  no  fixed  terms  are  recognised  and  adopted  by 
which  results  may  be  universally  expressed.  The  results 
in  the  several  steps  of  the  analysis  are,  in  conse- 
quence, variously  returned  by  different  analysts  in  terms 
of:  — 

Parts  per  100. 

Grains  per  gallon. 

Parts  per  100,000 

Parts  per  1,000,000. 

Parts  per  100,000,000. 
It  seems  most  desirable,  therefore,  that  some  decision 
should  be  come  to  upon  this  point.  Undoubtedly  the 
best  amount  for  working  purposes  in  many  of  the 
stages  of  the  analysis  is  100  c.c.  of  the  water,  and  the 
result,  if  this  quantity  be  taken,  can  generally  be  at 
once  expressed  in  "  parts  per  100,000  "  (since  100  c.c  = 
100,000  milligrammes)  ;  this  is  by  far  the  most  com- 
mon term  employed  in  this  country,  and  it  is  moreover 

c 
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in  general  use  in  France  and  Germany.  In  the  estima- 
tion of  organic  matter,  however,  it  seems  preferable — 
dealing  as  we  are  with  such  small  amounts — in  order 
that  the  results  shall  represent  whole  numbers,  to  take 
larger  quantities  of  the  water,  and  to  return  the  estima- 
tions as  parts  per  hundred  million.  The  findings  of  the 
whole  analysis  will  then  be  appropriately  expressed  in 
terms  of  either  parts  per  hundred  thousand  or  parts  per 
hundred  million. 

It  appears  advisable,  nevertheless,  to  make  one  ex- 
ception in  the  case  of  a  quantitative  examination  of  the 
poisonous  metals,  and  to  express  these — in  those  uncom- 
mon cases  where  they  exist — in  terms  of  grains  per  gallon, 
since  they  are  almost  invariably  thus  referred  to  in 
this  country. 

Such  then  will  be  the  quantitative  expressions  used 
throughout  this  book.  Where,  however,  the  terms  em- 
ployed are  other  than  those  to  which  the  reader  has 
grown  familiar,  he  should  convert  them  into  such  before 
attempting  to  form  an  opinion  of  the  water.  The 
process  is  a  very  simple  one  !  Parts  per  million  are 
obviously  converted  into  parts  per  loo  million  by  mul- 
tiplying by  100,  or  by  moving  a  decimal  point  two 
places  to  the  right,  and  parts  per  hundred  thousand 
are  converted  into  parts  per  million  by  multiplying  by 
ten  ;  but  the  conversion  of  grains  per  gallon  to  parts 
per  100,000  is  not  so  apparent. 

Supposing  a  report  reads  "  chlorine  2-8  grs.  per  gal- 
on,"  how  many  parts  per  100,000  will  this  represent  ? 

Now  there  are  70,000  grains  in  a  gallon. 

>i      ..     2-8  grains  in  70,000  grains,  or  2-8  parts 
per  70,000  parts. 

.-.  as  70,000  :  100,000  :  :  2-8  :  a;  (parts  per  100,000). 

Or  as  7  :  10  :  :  2-8  :  a;  =  4  (parts  per  100,000). 
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It  is  thus  seen  that  it  is  only  necessary  to  multiply 
results  returned  in  "  grains  per  gallon  "  by  lo  and  to  di- 
vide by  7,  in  order  to  convert  them  into  "  parts  per 
100,000,"  since  grains  per  gallon  are  parts  per  70,000. 
The  converse  of  this  also  applies  of  course,  and  if  it  be 
desired  to  convert  "  parts  per  100,000"  to  "grains  per 
gallon  "  the  returns  must  be  multiplied  by  7  and  divided 
by  10. 

Where  the  results  of  a  quantitative  test — as  in  the 
case  of  poisonous  metals — are  to  be  returned  in  terms  of 
"  grains  per  gallon  "  it  is  convenient  to  measure  out 
70  c.c.  of  the  sample  and  to  work  with  this.  The 
reason  for  this  is,  that  70  c.c.  represent  "  a  miniature 
gallon  "  so-called,  and  the  results  can  at  once  be  ex- 
pressed in  terms  of  an  imperial  gallon.  The  relation 
between  the  so-called  "miniature  gallon"  and  the 
imperial  gallon  depend  upon  the  following  facts  : — 

1  c.c.  of  water  weighs  one  gramme. 

Therefore  70  c.c.  ("in  the  miniature  gallon")  of  water 
weighs  70  grammes  or  70,000  milligrammes. 

But  I  gallon  of  water  weighs  70,000  grains. 

Therefore  since  there  are  70,000  component  parts  in 
either  case  (of  milligrammes  in  one  and  grains  in  the 
other),  the  70,000  milligrammes  ihay  be  taken  to  repre- 
sent "  a  miniature  gallon,"  in  which  the  grains  of  the 
imperial  measure  are  represented  by  these  milligrammes. 
The  results  arrived  at  in  milligrammes,  where  70  c.c.  of 
water  are  taken,  can  therefore  be  at  once  expressed  in 
terms  of  "  grains  per  gallon."  Thus  it  is  seen  that  no 
calculation  becomes  necessary,  and  where  the  results 
are  expressed  in  "  grains  per  gallon  "  the  "  miniature 
gallon  "  may  be  advantageously  chosen. 

Subjoined  is  a  copy  of  the  Report  in  use  at  the 
Hygienic  Laboratory,  University  College. 

c  2 
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The  Hygienic  Laboratory, 

University  College,  W.C. 

Report  on  analysis  of  sample    of  water  received  on 

from 

Name  or  number  of  Sample 

Date  of  Collection 

Physical  Characters 

Reaction 

Saline  (or  "  Free  ")  Ammonia \ 

Organic  (or  "  Albuminoid  ")  Ammonia j     j 

Oxygen  absorbed  from  Permanganate  in  one  hour    ( 

at8o°F )  ''°"- 

Total  solid  matters 

(a)  Volatile 

(6)  Fixed 

(c)  Appearance  on  ignition 

Total  Hardness 

(a)  Temporary 

(Jb)  Permanent      .......     .     . 

Chlorine 

Equivalent  to  common  salt 

Nitrogen  as  Nitrates  and  Nitrites 

Poisonous  metals Grains  per  gallon 

Microscopical  Examination  of  the  Sediment  ... 

Remarks 

Date  of  examination.  Signed 


Parts  per 
hundred   thou- 
sand. 
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CHAPTER    III. 
The  Collection  of  Samples. 

Since  the  analyst  will  be  frequently  asked  for  instruc- 
tions concerning  the  mode  of  collecting  a  sample  of 
drinking  water  for  analysis,  it  will  be  opportune  to  con- 
sider at  the  outset  a  few  points  under  this  head. 

At  first  sight  it  appears  that  the  matter  may  be  dis- 
missed off-hand  by  a  simple  statement  to  the  effect,  that 
such  water  should  always  be  collected  for  analysis 
under  exactly  those  circumstances  regarding  which  it 
is  ordinarily  obtained  for  drinking  purposes,  and  such  is 
broadly  correct.  It  is  obvious,  since  our  object  is  to 
discover  the  possibilities  of  danger  in  addition  to 
actual  danger  present,  we  should  not  effect  this  by  col- 
lecting the  water  under  circumstances  which  would 
show  the  least  amount  of  dangerous  pollution ;  but 
rather,  on  the  other  hand,  an  endeavour  should  be 
made  to  ascertain  the  maximum  amount  of  pollution  to 
which  the  water  is  liable,  in  order  that  this  may  be 
taken  as  a  gauge  of  its  potentialities  for  evil.  The  "  aver- 
age "  sample  of  water  which  is  often  recommended — 
probably  in  a  spirit  of  fairness  to  the  water — is  neither 
fair  therefore  to  its  consumers,  or  consistent  with  the 
cause  of  preventative  medicine.  Instead  then— if  the 
collection  be  made  from  a  house  tap — of  allowing  the 
water  to  run  for  some  time  before  taking  the  sample,  it 
should  be  a  safer  and  better  policy — if  there  is  nothing  to 
show  that  some  of  the  water  is  always  first  run  off  and 
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discarded  by  the  consumers — to  include  it  in  the  sample 
taken.  As  is  well  known,  the  water  which  has  been 
standing  over  night  in  the  pipes  is  very  liable  to  show 
traces  of  lead,  whereas  the  rest  of  the  water  drawn 
throughout  the  day  may  be  quite  free  from  this  metal ; 
it  might  therefore  be  contended,  that  in  view  of  these 
circumstances,  the  course  here  recommended  is  some- 
what arbitrary.  The  contention  may  be  met  by  urging 
that  the  motive  for  a  hygienic  examination  is  to  ascer- 
tain the  potentialities  for  evil  of  a  water  ;  that  of  all  the 
water  used  throughout  the  day  that  which  is  drawn  the 
first  thing  in  the  morning  is  most  liable  to  be  consumed ; 
and  that  lead  is  a  poison  with  wonderful  cumulative 
powers. 

In  the  case  of  streams,  lakes,  &c.,  the  entrance  of  any 
source  of  pollution,  floating  scum,  &c.,  should  only  be 
avoided  to  the  same  extent  as  it  is  by  those  who  come 
to  collect  their  drinking  water,  and  all  the  conditions  of 
such  collection  should  be  closely  imitated  in  taking  the 
sample. 

When  there  is  a  general  system  of  water  supply  an 
effort  must  be  made  to  meet  the  same  ends  by  choosing 
samples  from  the  street  fountains  and  street  mains, 
rather  than  from  storage,  &c.,  reservoirs,  and  the  reputa- 
tion of  the  water  supply  must  rest  upon  the  result  of  an 
analysis  of  such  samples.  Since,  however,  impurities 
may  be  added  in  its  storage  and  distribution  about  the 
house,  it  would  not  be  fair  in  all  cases  to  judge  a 
public  supply  from  the  tap  water  of  any  particular 
dwelling. 

Following  out  the  principles  advocated,  with  regard 
to  those  wells  from  which  the  water  is  removed 
by  pumping,  it  is  advisable  to  continue  the  pro- 
cess for  some  time,  but  not  longer  than  is  commonly 
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done  in  the  ordinary  course  of  events; — as  the  last 
"  pumpings "  will  often  yield  the  greatest  evidence  of 
pollution.  A  very  fine  estimate  of  contamination  may 
often  be  made  by  collecting  samples  from  the  wells  and 
pumps  immediately  around,  and  taking  the  purest  of 
these  waters  collected  as  the  standard  of  purity  to 
which  the  others  should  attain. 

When,  however,  the  fact  is  borne  in  mind  that  the 
water  from  a  well  is  so  materially  influenced  both  as  to 
quantity  and  quality  by  the  rainfall,  it  will  be  seen  how 
materially  samples  from  the  same  well  may  vary  in 
purity  according  as  a  long  dry  period  may  have  pre- 
ceded the  collection,  or  a  heavy  rain-downpour  which 
may  be  the  means  of  conveying  to  the  well  water  im- 
pregnated with  surface  washings,  &c.  These  facts 
should  always  be  well  weighed  in  such  a  case,  and  a  fur- 
ther sample  requested  at  a  time  when  the  well  has  run 
the  maximum  risk  of  pollution. 

Water  is  customarily  collected  for  analysis  in  a  large 
dark  blue  or  pale  green  glass-stoppered  bottle,  called 
"  a  Winchester  quart,"*  which  holds,  however,  about 
twice  the  amount  which  is  impUed  in  its  name,  i.e., 
about  half  a  gallon.  These  bottles  have  become  gener- 
ally adopted  because,  in  addition  to  holding  an  amount 
which  meets  all  the  requirements  of  an  analysis  (even 
though  it  be  necessary  to  repeat  some  of  the  tests),  they 
are  strongly  made  and  of  a  convenient  shape  ;  but  ob- 
viously any  stout  glass  bottle  of  pretty  much  the  same 
dimensions,  fitted  with  a  glass  stopper,  will  serve  the 
same  end. 

The  bottle  must  be  thoroughly  cleansed  by  first  well 
rinsing  with  a  little  dilute  hydrochloric  acid,  and  then 

•  Stout  wicker  covers  are  made  to  protect  them  in  transit  when 
sent  by  parcel  post  or  rail. 
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well  washing  in  good  water  until  the  washings  are  no 
longer  acid. 

The  sample  is  then  thus  collected  and  dealt  with  : — 
The  bottle  is  first  quite  filled  with  the  water  and  then 
emptied ;  the  sample  is  taken,  and  the  glass  stopper, 
having  been  found  to  fit  accurately  and  tightly,  is  tied 
down  firmly  on  to  the  neck  of  the  bottle,  and  the  knots 
are  protected  with  sealing  wax.  A  label  having  been 
attached,  care  is  taken  to  keep  the  sample  cool  and  un- 


FiG.  23. — The  Winchester  quart  bottle  with  label  affixed. 

exposed  to  light  until  the  analysis  is  commenced,  and 
under  no  circumstances  should  the  major  part  of  the 
analysis  be  delayed  more  than  48  hours,  or  important 
chemical  changes  may  transpire. 

Although  information  is  often  furnished,  and  gene- 
rally demanded,  on  all  the  points  bearing  upon  the 
possibilities  of  pollution  which  the  water  has  incurred, 
it  is  often  best  not  to  avail  oneself  of  the  information 
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until  the  analysis  is  completed,  otherwise  there  is  a  strong 
incentive  to  treat  cursorily  some  part  of  the  analysis, 
on  the  supposition  that  it  is  unnecessary,  which  with 
due  care,  might  have  disclosed  an  undreamt  of  source 
of  pollution.  Regarding  such  information,  the  most 
important  to  the  analyst  would  be  that  bearing  upon 
the  constitution  of  the  strata  through   or  over   which 


Fig.  24. — Wicker  case  for  the  Winchester  quart  bottle. 


the  water  has  passed,  since  certain  ingredients  (in  de- 
fault of  such  a  source)  are  indicative  of  organic  pollu- 
tion ;  unfortunately  this  is  by  far  the  most  difficult  in- 
formation to  obtain  in  a  reliable  form.  Comparatively, 
all  other  information  is  of  little  worth  to  the  analysis 
itself,  since  contamination,  past  or  present,  will  readily 
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be  detected.  It  is  important,  however,  to  keep  in  view 
the  fact  that  our  work  resides  essentially  in  the  cause 
of  disease  prevention,  and  that  our  duties  and  responsi- 
bilities do  not  end  in  returning  an  analytical  report ; 
and  that,  as  sanitarians,  all  information  as  regards  the 
risks  of  pollution  are  of  great  value  as  indicating  possi- 
bilities of  danger,  when  such  dangers  may  not  be  made 
manifest  at  the  time  in  an  analysis ;  it  is  also  of  great 
importance  to  know,  in  every  instance,  the  motive  for 
requiring  an  analysis,  as  one  may  often  thus  learn  the 
presence  of  some  preventable  disease  in  a  household, 
which  is  not  necessarily  connected  with  the  water 
though  attributed  to  it. 

It  seems  hardly  necessary  to  point  out  that  the  lesser 
degrees  of  pollution  are  none  the  less  worthy  of  our 
consideration  because  they  appear  insignificant.  A 
water  may  effect  harm  without  creating  manifest  sick- 
ness, and  many  obscure  conditions  of  slightly  impaired 
health  and  vigour  may  be  due  to  a  slightly  impure 
water  supply. 

Lastly,  having  found  the  water  polluted,  no  time 
should  be  lost  in  ascertaining  by  a  thorough  examina- 
tion the  mode  of  pollution,  in  order  that  efficient  re- 
medial measures  shall  be  advised  and  adopted  with  the 
least  possible  delay. 

It  is  so  impossible  to  form  a  correct  opinion  of  a 
sample  as  to  its  purity  or  its  potentiality  for  danger 
without  the  knowledge  of  some  of  the  circumstances  of 
its  collection,  that  it  is  very  desirable  that  labels  should 
always  be  given  to  those  collecting  samples,  and  such 
should  be  stuck  upon  the  bottle  in  each  case.  The 
subjoined  label  when  filled  in  would  convey  all  neces- 
sary information  to  the  analyst. 
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Sample  of  Water  for  Analysis. 

Reason  for  desiring  an  analysis 
Date  of  collection 
Where  and  how  collected 

(a)  If  from  well  the  depth  at  which  the  sample  was  taken 

(6)  If  from  tidal  river,  note  whether  at  the  ebb  or  flood  tide 
Geological  characters  of  the  soil  and  subsoil  of  the  district 
The  rainfall  during  the  previous  week  (i.e.,  in  such  terms  as  "nil" 

"  small"  or  "great "'  in  amount) 
Distance  of  supply  from  any  evident  source  of  pollution 

(a)  The  nature  of  such  source  of  pollution 

The  result  of  every  analysis  should  be  carefully  en- 
tered into  a  book  kept  for  the  purpose,  and  such  a  record 
becomes  most  valuable  for  making  comparisons  with 
future  samples  of  water  from  the  same  sources. 
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CHAPTER   IV, 

The  Analysis. 

It  has  been  said,  and  truly  so,  that  so  small  an 
amount  of  organic  matter  as  would  not  call  for  con- 
demnation in  the  water,  may  yet  contain  the  specific 
germs  of  disease,  and  that  therefore  it  is  only  from 
the  results  of  a  bacteriological  combined  with  a 
chemical  examination,  that  a  water  may  ever  be  classi- 
fied as  safe.  At  present,  however,  there  are  many 
difficulties  to  surmount  before  most  of  the  specific  germs 
can  be  identified  as  such  in  a  water,  and  in  the  main  a 
chemical  a  nalysis  may  be  held  to  be  very  reliable  ;  for 
it  is  logical  to  contend — and  experience  supports  the 
contention — that  organic  matter  being  the  food  pabulum 
for  specific  micro-organisms  in  water,  the  probability  of 
their  presence  should  bear  a  direct  ratio  to  the  amount 
of  such  organic  matter  present. 

At  the  very  outset  it  must  be  realised  that  in  drawing 
a  conclusion  as  to  whether  a  water  is  fit  for  human 
drink,  organic  matter  (since  an  analysis  mainly  aims  at 
detecting  this)  will  give  evidence  of  its  presence  in 
most  of  the  steps  which  form  a  complete  analysis,  and 
that  it  is  this  collective  evidence  which  mainly  deter- 
mines a  conclusion,  rather  than  the  evidence  which  any 
one  special  test  may  offer.  This  point  is  well  illustrated 
in  the  physical  characters  of  water,  for  whereas  polluted 
shallow  well  waters  are  notoriously  often  clear,  spark- 
ling, and  pleasant  to  the  palate  (though  affording  direct 
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evidence  of  organic  pollution  "  all  along  the  line  "  of  the 
analysis),  yet  these  characters  are  precisely  those  of 
our  purest  and  best  waters. 

For  these  reasons,  and  from  what  follows,  it  will  be 
seen  that  evidence  of  purity  or  pollution  furnished  by 
the  senses,  is  very  unreliable  in  itself,  and  is  not  even 
of  much  corroborative  value.  Such  tests,  therefore,  are 
not  worthy  of  lengthy  consideration  here. 


The  Physical  Characters. 

The  sample  of  water  should  be  well  .shaken,  and  then 
about  a  litre  (looo  c.c.)  is  emptied  into  a  glass  beaker, 
which  is  kept  covered  so  as  to  protect  from  suspended 
matters  in  the  air,  and  after  the  bulk  of  any  suspended 
matter  which  may  be  present  has  settled,  a  thin  colour- 
less glass  tube  twenty-four  inches  long  is  filled  with  the 
clear  (supernatant)  water,  and  from  the  appearance  of 
this  in  the  "two-foot  tube"  as  it  is  called  the  following 
physical  characters  are  judged  : — 

1.  Clearness. — Though  the  best  waters  are  always 
bright  and  clear,  these  qualities  cannot  be  considered 
as  reliable  evidence  of  purity,  for  a  polluted  well-water 
may  possess  these  characters  ;  and  on  the  other  hand 
any  haziness  or  turbidity — which  is  of  course  created  by 
minute  particles  of  suspended  matter — may  by  chemical 
and  microscopical  examination  be  proved  either  inoccu- 
ous  or  harmful.  The  degrees  of  such  turbidity  may  be 
expressed  as  "  clear,"  "  very  slightly  turbid,"  "  slightly 
turbid,"  and  "  turbid." 

2.  Colour. — To  detect  this  the  tube  is  held  verti- 
cally upon  a  white  porcelain  slab,  and  the  observer 
looks  down  through  the  depth  of  the  column  of  water 
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on  to  the  slab,  which  forms  the  background.  It  is  only 
in  this  manner  that  the  faintest  degrees  of  colouration 
are  best  appreciated,  if  even  they  be  detected  at  all ; 
and  when  thus  examined  it  is  rare  that  the  water  is  not 
seen  to  possess  some  colour,  however  faint.  In  a  good 
water  it  is  generally  of  an  extremely  faint  greyish-blue 
or  greenish  tint,  and  if  there  is  any  doubt  upon  this 
point  another  similar  tube  should  always  be  filled  with 
colourless  distilled  water,  and  a  comparison  made  after 
the  two  waters  have  been  placed  under  exactly  the 
same  conditions  of  depth  of  column  and  Hght  access, 
&c. 

The  various  hues  of  yellow  and  brown  will  denote 
the  presence  of  either  animal  or  vegetable  pollution  (»',«,, 
sewage  or  peat),  or  mineral  contamination  such  as  iron 
or  clay  (silicate  of  alumina), — but  generally  any  iron 
present  will  have  been  precipitated  to  form  a  sediment 
of  the  hydrated  ferric  oxide  {i.e.,  "  rust "). 

A  marked  green  denotes  the  presence  of  the  vegetable 
matter  containing  chlorophyll,  which  will  generally  be 
found  to  mainly  consist  of  the  harmless  unicellular 
algae.  The  water  in  the  neighbourhood  of  dye-works 
may  be  of  course  variously  coloured. 

Colour  alone  is  thus  seen  to  afford  no  justification  for 
condemning  a  water  until  the  nature  of  the  material 
creating  it  is  known;  peat,  for  example,  present  to 
quite  a  harmless  extent,  will  often  colour  a  water 
highly.  The  importance  of  the  test,  per  se,  does 
not  seem  to  warrant  any  attempt  at  definite  measure- 
ment. 

3.  Taste. — The  pleasant  taste  of  good  water  is 
created  by  the  gases  dissolved  in  it,  but  since  water 
must  contain  large  quantities  of  any  ingredient  for  its 
presence  to  be  detected  by  this  means,  and  as  an  indi- 
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cation  of  dangerous  contamination,  the  test  is  practi- 
cally useless. 

Among  the  many  ingredients  to  which  ordinary  drink- 
ing water  is  liable,  iron  stands  alono  as  offering  any  valu- 
able indieation  of  its  presence,  and  so  little  as  J  gn^'n 
to  the  gallon  of  this  metal  will  impart  a  Chalybeate 
flavour.  Chloride  of  sodium  (common  salt)  may  be 
present  in  enormous  quantities  (75  grains  to  the  gallon) 
without  causing  a  brackish  taste,  and  waters  foully 
polluted  with  organic  matter  are  often  so  palatable  that 
wells,  i*i:c.,  containing  them  are  fretpiently  patronised  by 
the  public  in  preference  to  those  which  contain  mucli 
purer  waters. 

It  is  not  advisable  in  every  case  to  taste  samples  sent 
for  analysis,  and  the  analyst  must  exercise  his  discretion 
from  the  information  which  he  receives  with  the  sample 
as  to  the  safety  of  such  a  procedure. 

4.  Smell. — This  is  best  detected  by  placing  some  of 
the  sample  into  a  glass  stoppereil  bottle  (itself  odour- 
less), immersing  this  in  hot  water  at  about  140°  F.  for  a 
few  minutes,  and  then  taking  prolonged  (deep)  sniffs  at 
its  contents  after  removing  the  stopper.  ¥ot  most 
practical  purposes,  however,  it  will  suffice  if  the  sample 
is  smelt  after  it  has  been  thoroughly  shaken,  and  it  is 
only  necessary  when  a  suspicion  remains  after  this 
procedure  to  resort  to  the  plan  of  heating  the  water — 
except  it  be  in  those  cases  where  there  is  strong  reason 
for  considering  that  odoriferous  gases  may  be  present 
in  small  quantities  inappreciable  except  by  heat,  such, 
for  instance,  as  would  arise  when  the  water  is  judged  to 
have  run  risk  of  coal-gas  contamination,  Oic. 

The  test  of  smell  is  unrehable,  and  none  may  be 
evident  in  waters  which  are  considerably  polluted  by 
sewage;    it  must  be  borne  in  mind  also  that  many  of 
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the  noxious  materials  which  may  gain  access  to  a  water 
have  little,  if  any,  smell  originally. 

Any  coal  gas,  sulphuretted  hydrogen,  or  ammonium 
sulphide  present,  would  be  detected,  and  more  especi- 
ally if  the  water  is  heated  to  about  120°  F. 

The  variety  of  odours  which  may  be  given  off  from  a 
water  defies  description ;  many  of  them,  though  quite 
peculiar  and  distinct,  it  seems  quite  impossible  to 
describe,  and  any  comparisons  made  with  more  familiar 
smells  will  only  appeal  to  a  certain  proportion  of  those 
who  test  them. 

Since,  however,  a  good  water  should  contain  no  smell 
whatever  it  seems  unnecessary  to  define  an  odour  when 
it  exists,  more  especially  as  it  can  rarely  give  any  clue 
as  to  the  nature  of  the  pollution.  It  is  far  better  that 
the  analyst  describes  the  odour  in  his  own  words  than 
that  he  should  be  cramped  by  any  desire  to  confine  his 
returns  within  the  category  of  any  such  well-known 
terms  as  "musty,"  "horse-pond-like,"  "pig-odour,"' 
"fishy,"  and  "cucumber-like." 

A  distinctly  putrid  odour  is  characteristic  of  large 
quantities  of  decomposing  animal  or  vegetable  matter, 
and  an  urinous  odour  is  sometimes  distinctly  percep- 
tible when  fresh  sewage  has  gained  access  to  the 
water.  The  rotten  egg  smell  of  sulphuretted  hydrogen 
and  that  of  coal  gas  are  both  peculiar  and  distinctive. 
The  presence  of  any  of  these  odours  would  condemn  the 
water,  as  indeed  should  any  other  if  well  marked  {vide 
"  Gases  and  Vapours  in  Water"). 

5.  Oration. — Evidence  of  this  is  afforded  by  minute 
air  bubbles  collecting  at  the  sides  and  bottom  of  the 
tube  and  rising  up  occasionally  through  the  water  to 
the  surface,  and  also  by  the  degree  of  lustre  ("  spark- 
ling ")  the  water  possesses. 
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It  is  of  no  value  by  itself,  in  the  estimation  of  the 
purity  or  impurity  of  a  water,  though  a  good  water  to 
be  palatable  must  be  well  aerated  {vide  "  Gases  and 
Vapours  in  Water  "). 

6.  Reaction. — This  is  important,  not  so  much  as  af- 
fecting an  opinion  upon  the  wholesomeness  of  the  water, 
but  from  the  value  the  knowledge  acquires  in  some  further 
stages  in  the  analysis,  for  the  correct  performance  of  which 
it  becomes  necessary  to  neutralise  any  acidity  in  the 
sample.  Though  the  most  polluted  waters  from  animal 
organic  matter  are  generally  decidedly  alkaline  from  the 
carbonate  of  ammonia  furnished  by  urine  decomposition, 
yet  most  waters  will  be  found  to  be  alkaline  in  practice, 
the  alkalinity  being  generally  given  by  calcium  carbon- 
ate, and  less  often  by  sodium  carbonate. 

It  does  not  appear  generally  necessary  for  hygienic 
purposes  to  test  the  degree  of  alkalinity  or  acidity  of  the 
water,  apart  from  that  denoted  by  delicate  litmus 
papers  (blue  and  red). 

The  estimation  of  alkalinity  is,  however,  sometimes 
of  value,  and  it  may  be  best  effected  in  the  following 
manner  : — loo  c.c.  of  water  are  placed  in  a  white  porce- 
lain dish,  and  tinged  yellow  by  a  solution  of  methyl- 
orange;  decinormal  hydrochloric  acid  is  then  run  in 
from  a  graduated  burette  until  the  appearance  of  a  red 
tint  denotes  that  the  neutral  stage  has  just  been  reached. 
The  estimation  is  made  in  terms  of  calcium  carbonate 
(to  which  most  of  the  alkalinity  is  generally  due)  and 
each  c.c.  of  the  acid  solution  required  to  effect  neutral- 
isation is  equivalent  to  5  milligrammes  of  this  salt. 

7.  The  sediment. — The  presence  of  this,  together 
with  its  macroscopic  appearance,  should  be  noted  at 
this  stage,  but  any  opinion  of  its  nature  must  be  re- 
served until  a  microscopic  examination  has  been  made. 

D 
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CHAPTER  V. 

Organic  Matter  in  Water. 

The  hygienic  analysis  of  water  essentially  aims  at  at- 
taining two  objects,  i.e.,  the  detection  of  the  extent  of 
organic  pollution,  and  the  detection  of  the  presence  of 
poisonous  metals.  The  former  is  the  more  important 
and  urgent  of  the  two,  since  the  evil  consequences  fol- 
lowing in  the  wake  of  organic  pollution  are  generally 
more  suddenly  dangerous  and  widespread  than  those  of 
the  latter.  By  organic  pollution  is  included  the  fouling 
of  water  by  both  animal  and  vegetable  material  together 
with  the  products  of  their  decomposition,  and  since  the 
relative  significance  and  danger  of  each  of  these  differs 
very  materially  (animal  contamination  being  far  more 
dangerous  and  harmful  than  vegetable),  it  is  important, 
both  by  a  knowledge  of  the  water's  source  and  by 
chemical  analysis,  to  discover  which  form  of  organic 
matter  is  fouling  the  water,  or  in  what  proportion  they 
are  respectively  doing  so. 

Organic  matter  gains  access  to  water  by  manifold 
channels,  many  of  which  will  readily  occur  to  the 
reader,  and  all  of  which  may  be  learnt  by  consulting 
the  best  works  upon  Hygiene  and  Public  Health. 

This  organic  matter,  as  is  well  known,  has  a  strong 
natural  tendency  to  resolve  itself  under  suitable  con- 
ditions of  temperature,  air  and  moisture,  into  simpler 
parts,  by  fermentation,  eremacausis  and  putrefaction. 
In  the  process  of  fermentation  numerous  minute  forms 
of  animal  or  vegetable  life  are  developed,  which  if  they 
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do  not  start  Ithe  process  themselves,  play  an  important 
part  in  fostering  and  continuing  it. 

By  eremacausis  is  implied  the  breaking  up  of  organic 
matter  by  slow  oxidation,  in  other  words  the  natural 
"  burning  off"  of  organic  matter. 

Whereas  in  these  two  processes  no  offensive  odour  is 
created,  when  putrefaction  sets  in  odorous  gases  are 
evolved,  which  mostly  consist  of  compounds  of  sulphur 
and  phosphorus,  and — as  in  fermentation— minute  or- 
ganisms develop,  which  mainly  take  the  form  of  the 
vegetable  fungi  and  the  animal  infusoria. 

The  great  necessity  for  a  closely  proximate  estimation 
of  this  danger-carrying  and  danger-breeding  material  in 
a  water  has  been  recognised  for  many  years,  and  the 
difficulty  encountered  in  performing  it  is  both  interest- 
ingly and  instructively  exemplified-  in  a  perusal  of  the 
successive  methods  to  this  end  which  have  been  ad- 
vanced and  adopted  ;  but  the  subject  must  be  treated 
very  summarily  here. 

One  method,  which  was  for  a  long  time  a  popular 
one,  took  advantage  of  the  destructibility  (and  loss)  of 
organic  matter  by  heat.  A  large  bulk  of  water  was 
evaporated  to  a  solid  residue  at  a  low  temperature,  and 
this  was  then  heated  at  a  high  temperature  ("  ignited  ") 
until  all  organic  matter  was  burnt  off,  and  nothing  but 
mineral  ash  remained.  The  difference  in  weight  of  the 
residue  before  and  after  ignition  was  held  to  represent 
the  organic  matter,  until  successive  chemists  pointed 
out  and  insisted  upon  the  fact,  that  the  loss  by  ignition 
included,  in  addition  to  organic  matter,  some  of  the 
mineral  constituents  as  well,  and  that  more  especially 
was  this  the  case  with  the  nitric  acid  which  thus  became 
dissipated.  The  organic  matter  therefore  was  con- 
siderably over-estimated   by  this   method,  but   it   had 

D      2 
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become  a  popular  favourite,  and  lived,  strange  to  say, 
for  a  long  time  after  the  facts  which  belied  its  accuracy 
were  generally  known  and  appreciated  among  chemists. 

The  effort  to  estimate  the  organic  matter  from  the 
amount  of  oxygen  of  which  it  will  deprive  the  perman- 
ganate of  potassium  (Condy's  fluid),  was  practised  almost 
universally  for  another  long  period,  and  it  remains  as 
an  auxiliary  test  for  organic  matter  to  this  day.  The 
facts,  however,  that  potassium  permanganate  in  solution 
is  so  very  unstable,  that  it  will  part  with  its  oxygen  more 
readily  to  the  least  dangerous  {i.e.,  vegetable)  than  to 
the  more  dangerous  {i.e.,  animal)  pollution,  and  that  the 
oxidisable  organic  matter  bears  an  unknown  and  incon- 
stant ratio  to  the  total  organic  matter, — have  all  conduced 
to  some  dissatisfaction  and  mistrust  of  the  test,  and  the 
outcome  has  been,  that  further  endeavours  have  been 
made  to  find  another  one  more  inclusive  and  reliable  in 
its  estimation. 

Dr.  Frankland  has  devised  a  beautiful  and  ingenious 
process  to  meet  the  want,  but  it  is  quite  unsuited  to  the 
bulk  of  Health  Officers,  and  there  is  scope  for  some 
error  to  creep  in  even  with  practised  hands.  He 
evaporates  a  measured  volume  of  water  to  a  solid 
residue,  and  this  is  collected  in  a  hard  glass  combustion 
tube,  mixed  with  oxide  of  copper,  and  burnt  in  a  furnace. 
The  oxide  of  copper  parts  with  its  oxygen  to  the  organic 
matter,  which  is  completely  destroyed,  and  the  carbonic 
acid  and  nitrogen  which  result  are  collected,  measured, 
and  returned  in  terms  of  "organic  carbon"  and  "or- 
ganic nitrogen." 

A  method  superior  in  its  facility  of  execution,  against 
which  no  important  chemical  defects  can  be  raised  and 
sustained,  and  one  which  has  rapidly  become  popular 
and  accepted  among  the  bulk  of  chemists,  is  that  known 
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as  "  The  Wanklyn,  Chapman  and  Hall  Process."  By 
it  an  endeavour  is  made,  after  computing  the  amount 
of  "saline"  ammonia  originally  present  in  the  water,  to 
estimate  the  amount  of  nitrogenous  organic  matter 
from  the  amount  of  ammonia  which  can  be  derived 
from  the  breaking  up  of  such  matter  by  the  addition  of  a 
solution  of  strongly  alkaline  permanganate  of  potassium, 
and  then  boiling.*  No  better  clue  to  the  presence  of 
organic  matter  can  well  be  imagined  than  an  estimation 
based  upon  the  nitrogen  produced  by  its  decomposition, 
but  the  question  which  will  naturally  arise  is  as  to 
whether  all  injurious  organic  matter  is  nitrogenous,  and 
there  is  no  doubt  that  broadly  for  the  purposes  of  water 
pollution  it  appears  to  be  so ;  the  composition  of  organic 
matter,  however,  is  so  varied  and  complex,  and  defies 
analysis  so  successfully,  that  much  has  yet  to  be  learnt 
of  its  chemical  constitution. 

Of  course  great  consideration  is  had  in  the  process  to 
the  amount  of  the  "  saline  "  ammonia,  and  it  is  held  to 
have  its  origin  mainly  in  organic  pollution  also,  though 
it  does  not,  like  the  "  organic  "  ammonia,  necessarily 
indicate  such  pollution  actually  present  as  organic  matter, 
but  rather  an  early  stage  in  the  decomposition  of  such 
matter. 

While,  therefore,  the  ammonia  which  is  created  by 
the  process  must  always  be  considered  the  greatest 
index  of  danger,— since  it  is  derived  from  organic  matter 
actually  present  at  the  time  of  analysis,— the  amount  of 
"  saline  "  ammonia  is  considered  of  great  value  as  an 
index  in  conjunction  with  this :— for  most  of  it,  and 
very  nearly  all  in  many  cases,  must  be  derived  from 

•  The  nitrogen  of  all  nitrogenised  bodies  (present  other  than  as 
nitrate  or  cyanide)  comes  away  as  ammonia  when  boiled  with  the 
hydrated  alkalies. 
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extremely  recent  organic  pollution,  although  very  little 
of  the  original  organic  matter  itself  whose  decompo- 
sition furnished  it,  may  be  present  in  the  water. 

It  is  obvious  that  no  chemical  process  can  determine 
as  to  whether  the  organic  matter  is  living  or  dead,  or 
whether  in  the  former  case  it  is  harmful  or  not.  When 
it  is  considered  how  minute  the  germs  of  disease  are,  it 
will  be  seen  at  once  that  considerable  quantities  cannot 
by.  themselves  materially  affect  the  amount  of — say 
''organic  ammonia  ;  "  but  since  they  would  always  be 
associated  with  organic  food-pabulum,  the  presence  of 
organic  pollution  which  this  would  disclose  in  the  ana- 
lysis, sounds  the  warning  note. 

The  tests  for  organic  matter,  in  addition  to  those 
which  aim  at  detecting  it  when  actually  present,  also, 
include  others  whose  object  it  is  to  detect  the  products 
of  organic  decomposition,  i.e.,  oxidised  nitrogen  in  the  form 
of  nitrates  and  nitrites,  and  those  other  chemical  con- 
stituents which  by  entering  into  the  composition  of 
organic  bodies  gain  access  to  the  water  along  with  it, 
i,e.,  phosphates,  sulphates  and  chlorides. 
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CHAPTER  VI. 

Wanklyn's  Process. 

The  principle  upon  which  this  process  is  conducted 
is  that  known  as  a  "  colorimetric  analysis," — a  variety 
of  volumetric  analysis,  in  which  a  reagent  having 
the  power  of  combining  with  the  substance  sought 
after  and  creating  a  colour  with  it,  is  added  to 
a  measured  quantity  of  the  solution  under  analysis. 
The  amount  of  the  substance  present  and  thus  com- 
bined, is  then  found  by  adding  to  a  similar  volume  of 
distilled  water  and  reagent,  a  solution  which  contains 
known  quantities  of  the  substance,  and  this  is  con- 
tinuously added  until  the  colour  is  matched  (which  act 
of  matching  is  known  as  "  titrating ").  The  amount 
of  the  substance  contained  in  the  amount  of  the  stan- 
dard solution  used,  is  of  course  the  same  as  that  exist- 
ing in  the  solution  under  analysis. 

Apparatus  Required. 

1.  A  condensing  apparatus. 

2.  A  boiling  flask  or  retort,  most  conveniently  of 
about  a  Utre  capacity.  This  must  be  supported  upon 
a  four  footed  iron  stand  across  the  top  of  which  a  piece 
of  wire  gauze  has  been  placed,  and  then  attached  to  the; 
condensing  apparatus  by  means  of  the  cork  which  is 
perforated  by  the  bent  end  of  the  smaller  tube,  the  ex- 
tremity of  which  is  allowed  to  project  about  half  an  inch 
below  the  cork  into  the  neck  of  the  bottle  {vide  figure 

25)- 
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3.  Six  Nessler  glasses.     One  of  these  is  represented 
in  figure  25  as  catching  the  condensed  vapour.     They 
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are  each  marked  off  at  a  point  which  indicates  the  level 
to  which  50  c.c.  of  water  will  stand  in  them,  and  should 
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be  made  of  thin  colourless  glass  and  of  precisely  similar 
diameter. 

4.  A  white  porcelain  slab  about  six  inches  square, 
which  is  used  to  facilitate  colour  comparison. 

5.  A  burette  graduated  in  cubic  centimetres  and 
tenths  of  cubic  centimetres,  fixed  upon  a  stand  and 
fitted  with  a  glass  stop-cock  which  regulates  the  de- 
livery with  delicacy. 

6.  A  glass  measuring  flask  for  500  cubic  centimetres 
(500  c.c.)  of  water. 


Chemical  Reagents. 

1.  A  standard  solution  of  chloride  of  ammonium, 
made  to  the  strength  that  i  c.c.  contains  o-oi  milli- 
gramme of  ammonia. 

2.  Nessler's  reagent.  This  consists  of  a  solution  of 
potassium  iodide  and  the  periodide  of  mercury  in  dis- 
tilled ammonia  free  water,  the  whole  being  rendered 
strongly  alkaline  with  caustic  potash.  When  this  re- 
agent is  applied  to  a  solution  containing  ammonia  it 
imparts  a  colour  varying  from  a  faint  yellow  to  a  dark 
brown  or  amber,  and  sometimes  even  a  precipitate,  ac- 
cording to  the  amount  of  ammonia  present;  and  this 
reaction,  which  is  due  to  the  formation  of  ammonio- 
mercuric  iodide,  may  be  considered  as  quite  charac- 
teristic of  ammonia,  since  it  is  not  shared  by  any  other 
substance  with  which  we  are  familiar.  It  is  important, 
however,  to  clearly  understand  the  fact  that  it  does  not 
react  to  organic  matter  as  such. 

The  solution  of  the  reagent  should  have  an  extremely 
faint  yellow  colour,  which  indicates  that  it  is  saturated 
with  the  periodide  of  mercury,  and  is  therefore  "  sensi- 
tive ;  "  should  it  be  colourless  and  not  "  sensitive,"  this 


42  LABORATORY   WORK. 

can  be  corrected  by  the  addition  of  a  drop  or  two  of  a 
saturated  solution  of  corrosive  sublimate. 

Any  precipitate  of  the  red  mercuric  iodide  which 
settles  should  not  be  disturbed  when  the  reagent  is 
being  used. 

3.  A  strongly  alkaline  solution  of  the  permanganate  of 
potassium  which  has  been  boiled  for  a  few  minutes  (five) 
in  order  to  get  rid  of  any  traces  of  ammonia,  and  the 
loss  by  evaporation  is  made  up  by  distilled  ammonia 
free  water. 

4.  Ammonia-free  distilled  water  is  made  by  collecting 
the  distillate  from  a  condensing  apparatus  (Graham's  or 
Liebig's),  after  discarding  the  first  quantities  which 
contain  any  free  ammonia  (as  shown  by  Nessler's  re- 
agent) ;  and  care  must  also  be  had  not  to  allow  the  water 
to  boil  down  too  low,  or  the  last  amount  of  distillate  may 
also  contain  ammonia.  For  most  tap  waters,  if  a  litre 
of  such  be  placed  in  a  boiling  flask,  it  will  only  be 
necessary  to  discard  the  first  150  c.c,  of  distillate  and 
to  stop  the  process  of  distillation  when  about  the  same 
amount  remains  behind  in  the  flask,  all  then  collected 
will  be  "  ammonia-free." 


The  Process. 

Firstly  the  amount  of  "free  and  saline  ammonia "  is 
calculated ;  the  latter  term  including  that  which  exists  in 
solution  in  the  water,  in  combination  with  acids  (car- 
bonic, nitric,  &c.),  or  any  which  may  exist  in  some  other 
easily  decomposable  form. 

1.  The  sample  of  water  having  been  well  shaken, 
500  c.c.  of  it  («.«.,  half  a  litre)  are  measured  out  and 
placed  within  the  boiling  flask. 

2.  If  the  water  is  acid,  or  even  neutral,  a  little  pure 
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anhydrous  sodium  carbonate  should  be  added  so  as  to 
insure  alkaUnity.  The  motive  for  this  is  primarily  to 
enable  the  free  ammonia  to  come  away  readily,  since 
acidity  exerts  a  fixing  influence  upon  it,  and  secondarily 
it  will  prevent,  in  a  measure,  the  caking  of  the  solids 
which  takes  place  in  the  flask  by  the  end  of  the  process, 
and  which  entails  trouble  in  removal. 

3.  The  boiling  flask  is  then  tightly  connected  by  the 
cork  with  the  Graham's  condenser, — tigUly  in  order  that 
uncondensed  vapour  shall  not  escape  at  this  point.  The 
Bunsen  burner  is  next  lighted,  the  flame  applied  to  the 
flask,  a.nA  rapid  boiling  is  encouraged, — care  being  had 
that  "  spurting  "  does  not  take  place. 

-  4.  The  water  tap  is  turned  to  such  an  extent  that  the 
water  after  circulating  in  the  outer  tube  returns  in  a 
small  stream  to  the  waste-sink. 

.5.  A  Nessler-glass  is  placed  so  as  to  catch  the  distil- 
late, and  when  sufficient  of  this  is  collected  so  as  to 
reach  up  to  the  level  of  the  50  c.c.  mark,  a  second  glass 
is  substituted,  and  then  a  third. 

6.  When  three  Nessler  glasses  are  thus  filled  up  to 
their  50  c.c.  marks,  a  fourth  is  placed  to  catch  the 
distillate,  while  2  c.c.  of  Nessler's  reagent  are  added  to 
each  of  the  three  glasses.  If  these  glasses  be  disposed 
upon  the  white  porcelain  slab  from  left  to  right  in  the 
order  in  which  they  receive  the  distillate,  the  colour 
created  in  each  of  them  by  the  reagent  will  show  a 
decrease  in  amount  from  left  to  right,  since  the  first  50 
c.c.  collected  will  contain  the  most  "  free  ammonia " 
and  the  third  the  least. 

7.  The  gas  may  be  turned  out,  and  the  distillation 
stopped,  if  there  is  no  colour  created  in  the  third  Nessler 
glass,  or  if  it  be  extremely  faint, — since  all  the  "  free  and 
saline  ammonia  "  will  then,  have  come  oyer.     If,  how-. 


44  LABORATORY   WORK. 

ever,  the  colour  is  at  all  marked  in  the  last  Nessler  glass 
a  fourth  must  be  collected  and  tested  with  2  c.c.  of  the 
reagent ;  and  even  a  fifth  may  be  necessary  in  very  rare 
cases.  It  is  absolutely  imperative  that  all  the  "free  and 
saline  ammonia  "  in  the  original  500  c.c.  of  water  shall 
be  removed,  and  it  is  rare  in  a  drinking  water  that  the 
150  c.c.  of  distillate  does  not  contain  the  whole  of  this. 

8.  The  presence  and  degree  of  coloration  must  al- 
ways be  judged  by  looking  down  through  the  depth  of 
the  water  on  to  the  white  slab,  and  precaution  must  be 
taken  that  the  bottoms  of  the  glasses,  and  the  upper 
surface  of  the  slab  also,  are  perfectly  dry,  as  a  thin  layer 
of  water  intervening  between  these  diminishes  materi- 
ally the  depth  of  colour,  and  thus  leads  to  error  in  malt- 
ing a  comparison. 

9.  The  colour  in  the  glasses  is  caused  by  the  presence 
of  ammonia,  the  amount  of  which  we  do  not  know  how- 
ever, and  the  knowledge  is  acquired  in  the  following 
manner : — Fill  another  Nessler  glass  nearly  up  to  the 
50  c.c.  mark  with  distilled  ammonia  free  water,  add  2 
c.c.  of  Nessler's  reagent  to  it,  and  then  ascertain  how 
much  of  a  standard  solution  of  ammonia  of  known 
strength,  {i.e.,  the  standard  solution  of  the  chloride  of 
ammonium),  has  to  be  added  to  this  water  to  match  the 
amount  of  coloration  in  each  of  the  three  Nessler 
glasses.  The  amount  of  ammonia  thus  required  must 
then  be  that  in  the  glass  with  which  we  are  making  the 
comparison,  for  equal  tints  of  colour  are  created  by 
similar  amounts  of  ammonia. 

10.  It  is  found  that  it  is  not  necessary  to  match  each 
glass  respectively,  since  three  quarters  of  the  total 
amount  of  "  free  and  saline  ammonia  "  are  constantly 
contained  in  the  first  glass  of  distillate  ;  that  is  to  say, 
this   ammonia   comes   off   so   remarkably    readily   and 
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evenly  that  on  this  account  it  is  only  necessary  to  com- 
pute the  amount  which  the  first  Nessler  glass  contains, 
since  this  will  constantly  represent  three  quarters  of  the 
total. 

11.  Drop,  therefore,  into  the  comparison  test-glass  con- 
taining the  distilled  ammonia-free  water  and  Nessler 
reagent,  the  standard  solution  of  ammonia  chloride,  in 
half  c.c's.  from  the  burette,  and  when  after  gently  shak- 
ing up  or  stirring  with  a  clean  glass  rod  the  colour  is 
found  to  be  approaching  that  in  the  first  Nessler  glass, 
wait  about  three  minutes  before  adding  further,  since 
the  colour  deepens  a  little  upon  standing. 

12.  Having  thus  effected  a  colour  match  by  placing 
the  two  glasses  side  by  side  upon  the  white  slab  under 
exactly  the  same  conditions  of  light  access  and  by 
comparing  the  colours  from  above,  the  amount  of  am- 
monium chloride  solution  which  has  been  used  to  effect 
this  is  read  off,  and  the  ammonia  which  this  is  equiva- 
lent to  will  be  the  amount  of  the  "free  and  saline  am- 
monia "  in  the  first  Nessler  glass.  The  quantity  thus 
estimated  will  represent  three  quarters  of  the  total 
amount,  and  another  quarter  will  still  be  required  to 
match  the  colour  in  the  other  two  glasses. 

Example. — 150  c.c.  of  distillate  have  been  collected, 
the  reagent  added,  and  the  last  50  c.c.  distilled  is  found 
to  contain  no  trace  of  ammonia.  The  whole  of  the 
"  free  and  saline  ammonia  "  in  the  500  c.c.  of  water 
has  therefore  been  collected. 

It  was  necessary  to  add  3  c.c.  of  the  standard  solution 
of  ammonium  chloride  to  the  contents  of  the  comparison 
test-glass,  in  order  to  match  the  colour  in  the  glass  con- 
taining the  first  50  c.c.  of  distillate. 

But  the  colour  in  this  glass  is  created  by  three- 
quarters   of  the  total   "free   and  saline  ammonia,"  so 
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however  much  this  represents,  one-third  of  it  has  yet 
to  be  added  to  get  the  total.  Supposing  in  this  instailce 
3  c.c.  of  the  standard  solution  of  ammonium  chloride 
are  required  to  match  the  colour  created  by  three- 
quarters  of  this  total  ammonia,  then  let  x  represent  the 
amount  required  for  the  whole ;  3  c.c.  will  then  be  equal 

\.o  \  X,  or  X  =  'L2i_3  =  ^  c.c. 
3 

The  total  amount  then  of  "  free  and  saline  ammonia  " 
in  the  500  c.c.  of  water  corresponds  to  the  ammonia 
present  in  4  c.c.  of  the  standard  solution. 

But  I  c.c.  of  this  standard  solution  contains coi  mil- 
ligramme of  ammonia. 

.•.  4  c.c.  of  this  standard  solution  contains  0*04  iriilli- 
gramme  of  ammonia. 

.•.  there  is  0-04  milligramme  of  "  free  and  saline 
ammonia  "  in  the  500  c.c.  of  water. 

It  is  customary  to  express  the  results  of  this  process — 
dealing  as  we  are  with  such  small  quantities — in  terms 
of  "  parts  per  million  or  parts  per  hundred  million." 

We  must  therefore  convert  the  cubic  centimetres  of 
water  into  milligrammes  likewise,  and  since  i  c.c.  of 
water  weighs  i  gramme,  and  i  gramme  contains  1000 
milligrammes,  500  c.c.  of  water  will  represent  500,000 
milligrammes. 

.-.  there  is  0*04  milligramme  of  "  free  and  saline  am- 
monia "  in  500,000  milligrammes  of  water. 

Or  X  2  =  o-o8  part  of  "free  and  saline  ammonia"  in 
1,000,000  parts  of  water. 

Or  X  100  =  8  parts  per  100,000,000. 

Conclusions  to  he  dvawn  from  the  amount  estimated. — If 
the  "free  and  saline  ammonia"  exceeds  o-o8  part  per 
million  or  8  parts  per  hundred  million,  it  almost  in- 
variably proceeds  from  the  fermentation  of  urea  into 
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ammonium  carbonate,  and  it  indicates  comparatively 
recent  urine  pollution ;  but  since  the  amount  of  the 
"  albuminoid  ammonia  "  must  be  considered  along  with 
that  of  the  "  free  and  saline  "  in  drawing  general  con- 
clusions, further  remarks  under  this  heading  are  de- 
ferred until  this  estimation  has  been  made. 

The  next  step  in  the  process  is  to  continue  the  distilla- 
tion  more   slowly  after  adding  50  c.c.  of  the  alkaline 
permanganate  of  potassium  solution  to  the  water  left 
in  the  boiling  flask ;    to  collect  the  distillate  in  three 
Nessler  glasses ;  and  to  repeat  the  process  of  "  Nessler- 
ising  "  precisely  as  before.     The  ammonia  estimated  is 
here,  however,  called  "  albuminoid  ammonia,"  since  it 
is  derived  from  the  breaking  up  of  albuminoid  and  other 
nitrogenous   organic  matter  by  means  of  the  alkaline 
permanganate  at  the   boiling   temperature.      It  is  im- 
portant to  remember,  that  in  this   case   the  ammonia 
comes   over  more   slowly  and  much  less   evenly   (the 
second   Nessler   glass   sometimes   containing  as   much 
as  the  first),  so  that  grave  errors  (of  under  estimation) 
may  be  made  by  considering  the  first  50  c.c.  of  dis- 
tillate to  contain  three-quarters  of  the  total  "  albuminoid 
ammonia"    The  colour,  on  this  account,  in  each  Nessler, 
must  be  matched  separately,   and  it  is  convenient  to 
commence  with  the  glass  containing  the  least  colour, 
so  that  having  made  a  match,  it  is  only  necessary  to 
add  more  of  the  standard  solution  to  increase  the  colour 
already  created   in   order   to   match   the   next  deepest 
colour,  and  so  on  ;   otherwise  a  fresh  test  solution  would 
have  to  be  made  for  each  comparison  and  much  time 
and  reagents  wasted.     Of  course  distillation  must  be 
continued,  as  in  the  former  case,  until  all  the  "  albu- 
minoid ammonia  "  has  been  brought  over. 
Example. — It  was  necessary  to  distil  over  200  c.c.  in  four 
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Nessler  glasses  before  all  the  ammonia  had  come  over. 

The  fourth  glass  had  colour  equal  to  that  created  by 
^  c.c.  of  the  standard  solution. 

The  third  glass  had  colour  equal  to  that  created  by 

1  c.c.  of  the  standard  solution  (i.e.,  another  ^  c.c.  of 
standard  solution  had  to  be  added  to  the  comparison 

-  test-glass). 

The  second  glass  had  colour  equal  to  that  created  by 

2  c.c.  of  the  standard  solution  {i.e.,  another  c.c.  had  to 
be  added). 

The  first  glass  had  colour  equal  to  that  created  by 
2\  c.c.  of  the  standard  solution  (i.e.,  an  extra  -J  c.c.  of 
standard  solution  had  to  be  added). 

.*.  (I  +  I  +  2  +  2^)  =  6  c.c.  of  standard  solution 
were  altogether  required  to  match  the  colour  created  by 
the  "  albuminoid  ammonia  "  in  500  c.c.  of  water. 

But  I  c.c.  of  standard  solution  ^  o-oi  milligramme  of 
ammonia. 

.■.  6  c.c.  of  standard  solution  =  o'o6  milligramme  of 
ammonia. 

500  c.c.  of  water  =  500,000  milligrammes. 

0'o6  milligramme  of  ammonia   ("  albuminoid  ")  in 
500,000  milligrammes  of  water. 

Or  o'i2  part  of  ammonia  ("albuminoid"  in  1,000,000 
parts  of  water. 

Or  12  parts  of  ammonia  ("albuminoid")  in  100,000,000 
parts  of  water. 

Conclusions  to  he  drawn  from  the  amounts  estimated. — 
Wanklyn's  conclusions  are  generally  accepted,  i.e., 
"  when  the  albuminoid  ammonia  amounts  to  0-05  part 
per  million,  then  the  proportion  of  free  ammonia  be- 
comes an  element  in  the  calculation,  but  if  o"oo  then  it 
may  be  passed  as  organically  pure  despite  much  free 
ammonia   and   chlorides.      Free   ammonia   being   very 
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small,  a  water  should  not  be  condemned  unless  the 
albuminoid  equals  about  o-io." 

A  water  is  generally  considered  just  within  the  border 
line  of  safety  if  the  "free"  and  "albuminoid"  am- 
monia are  0'05  and  0'o8  respectively.  Much  "  albu- 
minoid "  along  with  a  small  amount  of  "  free "  am- 
monia indicates  vegetable  contamination,  and  this 
indication  gains  further  support  if  there  is  only  a  faint 
trace  of  chlorides  and  no  excess  of  nitrates  and  nitrites. 
Much  "free,"  and  excess  of  chlorine,  nitrates  and  ni- 
trites, will  denote  animal  pollution,  though  in  those  rare 
cases  where  a  water  is  solely  polluted  by  effluvia  (arising 
from  animal  matter)  there  may  be  no  excess  of  chlorine 
present. 

Excess  of  "free"  ammonia,  unaccompanied  by  any 
excess  of  "albuminoid"  may  be  due  to  the  following 
circumstances  : — 

(a).  The  sample  is  rain  water,  which  always  contain 
ammonia  and  sometimes  in  large  amounts. 

(b).  The  water  has  percolated  strata  in  which  some 
ammonia  salt  is  present. 

(c).  The  water  has  percolated  a  stratum  containing  a 
reducing  agent  (generally  an  iron  salt)  which  has  de- 
composed nitrates  and  nitrites  originally  taken  up  by 
the  water  from  other  strata  previously  permeated,  as 
in  the  case  of  some  deep  well  waters;  or  pipes,  &c.,  with 
which  the  water  comes  in  contact,  may  effect  this  re- 
duction,— as  in  the  case  of  artesian  well  waters,  in  which 
"  free  "  ammonia  is  always  present. 

(d).  Organic  pollution. 

The  necessity  of  considering  the  amount  of  "free 
ammonia"  when  in  excess,  along  with  that  of  the  "albu- 
minoid," rather  than  judging  it  alone  as  indicative  of 
danger,    is    best    exemplified    in    the    case    of    rain- 
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water,  in  which  "  free  ammonia "  often  exists  in  con- 
siderable quantities  and  especially  when  collected  in 
town  districts, — where  it  is  derived  from  the  soot 
in  the.  atmosphere.  In  the  rain  collected  in  open 
country  districts,  however,  faint  traces  of  ammonia  are 
always  found,  and  some  of  it  is  combined  with  nitric 
acid — formed  when  electric  discharges  pervade  the 
atmosphere — and  it  is  held  that  this  electrically  pro- 
duced nitrate  of  ammonia  is  the  origin  of  all  organic 
nitrogen.  The  further  steps  of  the  analysis  will  always 
indicate  the  source  of  any  excess  of  "free  ammonia," 
whatever  this  may  be,  and  where  it  is  derived  from 
organic  pollution  the  "  albuminoid  ammonia "  denotes 
the  fact  by  being  also  in  excessive  quantities. 


Notes  upon  the  Process. 

The  Nessler  reagent  will  create  the  faintest  possible 
evidence  of  a  yellow  colour  in  water  not  containing  a 
suspicious  amount  of  "free  ammonia,"  when  this  is  ex- 
amined in  a  Nessler  glass  ;  if,  however,  this  colour  is 
distinctly  apparent  the  water  is  a  very  suspicious  one. 
This  forms  a  rough  and  reliable  test  of  the  freedom  of  a 
water  from  an  excessive  amount  of  "  free  ammonia," 
and  to  a  great  extent  of  its  purity,  but  it  must  be  borne 
in  mind  that  slight  excess  does  not  necessarily  imply 
animal  pollution,  and  a  water  may  contain  such  matter 
recently  acquired  and  yet  show  but  little  "  free  am- 
monia." A  water  which  shows  a  marked  amber  tint 
with  Nessler  reagent  must  of  necessity  be  exceedingly 
foul. 

Where  by  Wanklyn's  process  ammonia  is  present  in 
the  sample  in  large  quantities,  the  amount  of  coloura- 
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tion  to  be  matched  is  in  consequence  great  in  degree, 
and  it  will  frequently  be  found  that  as  the  standard 
solution  is  added  to  the  comparison  test-glass,  a  tur- 
bidity appears,  which  by  altering  the  nature  of  the 
colour  as  well  as  its  depth  of  tint,  makes  the  process  of 
comparison  (or  "  Nesslerising  "  as  it  is  termed)  a  very 
difficult  and  unreliable  one.  In  these  cases  the  com- 
parison test  solution  should  be  discarded  and  a  fresh 
one  made,  and  if  say  a  couple  of  c.c.  of  the  standard 
solution  be  run  into  the  test-glass  before  the  Nessler  re- 
agent is  applied,  it  will  have  the  effect  of  materially 
lessening  the  turbidity  or  precipitate,  if  not  of  entirely 
preventing  it. 

Where  the  process  is  applied  to  extremely  foul 
waters,  or  to  sewage  effluents,  the  degree  of  colour  due 
to  the  ammonia  in  the  first  50  c.c.  will  be  so  intense 
that  it  will  be  impossible  to  match  it  with  the  standard 
solution,  and  in  most  cases  a  copious  precipitate  will 
appear  and  prevent  further  comparison.  In  these 
cases  therefore,  the  distillate  should  be  diluted  with  an 
equal  bulk,  and  sometimes  even  with  three  or  five-fold 
its  amount,  of  distilled  ammonia  free  water,  and  when 
the  estimation  is  effected  at  the  end  of  the  process 
allowance  must  be  made  for  this  dilution.  I  have, 
therefore,  made  it  a  practice,  if  when  the  Nessler  re- 
agent is  added  a  distinct  amber  tint  appears,  to  con- 
sider the  distillate  too  rich  in  ammonia  to  estimate 
without  dilution,  and  thus  save  time  and  trouble. 

A  little  practice  makes  the  colour  comparison  an  easy 
matter,  and  experience  will  enable  the  operator  to  guess 
the  approximate  amount  of  standard  solution  required 
to  make  the  match,  and  to  effect  this  with  great  rapid- 
ity. Although  instruments  and  other  means  have  been 
suggested  to   facihtate  this  end,  such  are  of  no  value 
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whatever,  even  to  the  merest  novice  in  chemical  pro- 
ceedings. 

Strange  to  say,  though  the  urea  is  decomposed  in  the 
process  of  boiling  with  the  alkaline  permanganate,  its 
decomposition  does  not  yield  any  ammonia,  and  this  at 
first  sight  would  seem  a  grave  defect  in  the  process. 
Whenever,  however,  it  is  considered  that  this  is,  so  far 
as  has  yet  been  shown,  the  only  nitrogenous  organic 
contamination  to  which  a  water  is  liable  which  does 
not  under  the  circumstances  yield  ammonia,  and  that 
the  urea  in  the  urine  almost  as  soon  as  it  enters  the 
water  becomes  changed  to  carbonate  of  ammonia,  and 
as  such  is  detected  in  the  saline  ammonia, — the  matter 
is  not  one  of  great  moment.  Moreover,  it  is  not  neces- 
sary that  in  the  process  the  total  nitrogen  contained  in 
organic  matter  should  be  evolved  as  ammonia,  so  long 
as  that  which  is  evolved  gives  an  index  which  bears 
a  pretty  fixed  and  constant  ratio  to  the  total  amount ; 
so  that  from  this  index  an  empirical  standard  of  purity 
can  be  formed.  The  process  appears  to  efficiently  meet 
this  requirement. 

Sometimes  while  extracting  the  "  albuminoid  ammo- 
nia "  the  contents  of  the  boiling  flask  boil  too  violently 
and  "bumping"  ensues;  to  obviate  this  a  gentle  shaking 
of  the  flask  will  often  suffice,  but  in  default  of  this  a  few 
fragments  of  freshly  ignited  tobacco  pipe  (as  suggested 
by  Mr.  Duppa)  afford  an  excellent  remedy.  The  foulest 
waters,  and  those  containing  much  saline  matter,  are 
apt  to  bump  most,  and  it  is  highly  important  to  prevent 
this,  since  uncondensed  vapour  thereby  escapes  at  the 
distal  end  of  the  tube,  and  sometimes  some  of  the  water 
from  the  boiling  flask,— both  of  which  occurrences  ob- 
viously vitiating  the  results  ;  and  when  some  of  the 
water   to   which   the  alkaline  permanganate  has   been 
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added  thus  spurts  over  into  the  Nessler  glass  placed 
to  collect  the  distillate,  it  is  of  course  impossible  then 
to  "  Nesslerise,"  since  the  distillate  has  a  pink  colour. 
There  is  no  alternative  then  but  to  commence  the  pro- 
cess all  over  again  with  a  fresh  quantity  of  the  sample. 

All  the  materials  used  must  be  scrupulously  clean, 
and  if  the  condenser  has  not  been  used  quite  recently 
for  the  same  process  or  for  distilling  ammonia  free  water, 
it  is  advisable  to  distil  a  little  such  water  through,  to 
ensure  the  absence  of  ammonia  in  the  apparatus  ;  care 
must  also  be  had  that  no  ammonia  fumes  are  escaping — 
or  have  recently  done  so — into  the  atmosphere  of  the 
room  from  the  bottles   containing   ammonia   solutions. 


Fig.  26. — A  burette  filled  up  to  the  10  c.c.  mark. 

The  boiling  flask  if  showing  any  fur  from  a  previous 
analysis  should  be  cleansed  with  a  little  dilute  hydro- 
chloric acid,  and  then  washed  with  pure  water  until  the 
washings  are  no  longer  acid. 

In  judging  of  the  height  to  which  fluid  stands  in  a 
burette  always  take  the  level  of  the  convex  lower  border 
of  the  meniscus  which  forms  upon  its  upper  surface,  and 
make  this  rest  upon  the  line  to  which  the  fluid  is  re- 
quired to  reach.  Water  standing  to  the  level  of  10  c.c. 
in  a  burette  will  appear,  therefore,  as  in  the  accom- 
panying figure  (26). 

When  the   "albuminoid   ammonia"    comes  over  so 
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evenly  and  slowly  that  almost  all  the  water  in  the  retort 
threatens  to  be  used  up,  and  in  those  rare  cases  where 
"the  free  ammonia"  seems  to  hang  about  in  small  quan- 
tities, it  is  a  good  plan  to  adopt  the  measure  (Rich)  of 
".Nesslerising  "  the  first  50  c.c,  and  to  return  the  rest 
of  the  distillate  to  the  flask  and  redistil  it  before 
"  Nesslerising." 

As  Prof.  Mallet  points  out,  "  the  gradual  evolution  of 
albuminoid  ammonia  indicates  the  presence  of  organic 
matter  in  a  fresh  or  comgaratively  fresh  condition, 
whilst  rapid  evolution  indicates  that  the  organic  matter 
is  in  a  putrescent  or  decomposing  state." 

The  distillation  adopted  in  the  process  adds  mate- 
rially to  the  delicacy  of  the  operation  of  estimating  the 
amount  of  the  ammonia,  for  inter  alia,  it  separates  the 
salts  which  the  water  contains,  thus  preventing  the 
turbidity  which  often  arises  when  Nessler's  reagent  is 
added  to  undistilled  water. 


Solutions  Required  for  Wanklyn's  Process. 

Nessler's  Reagent  is  made  by  "taking  35  grammes 
of  the  iodide  of  potash,  1 3  grammes  of  corrosive  sublimate, 
and  about  800  c.c.  of  water.  These  materials  are  then 
heated  to  boiling  and  stirred  up  until  the  salts  dissolve. 
That  having  been  accomplished,  a  cold  saturated  solu- 
tion of  corrosive  sublimate  in  water  is  cautiously  added, 
until  the  red  periodide  of  mercury,  which  is  produced  as 
each  drop  of  the  solution  falls  into  the  liquid,  just  begins 
to  be  permanent.  In  this  manner  we  obtain  the  solu- 
tion of  the  iodide  of  potassium  saturated  with  mercury 
periodide,  and  it  remains  to  render  it  sufficiently  alka- 
line and  to  render  it  sensitive.     This  is  accomplished 
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by  adding  i6o  grammes  of  solid  caustic  potash,  or  120 
grammes  of  caustic  soda  to  the  liquid,  which  is  afterwards 
to  be  diluted  with  water,  so  that  the  whole  volume  of 
the  solution  may  comprise  one  litre.  In  order  to  render 
the  Nessler  reagent  "  sensitive,"  it  is  mixed  finally  with 
a  little  more  cold  saturated  solution  of  corrosive  sub- 
limate and  allowed  to  settle"  [Water  Analysis,  Wanklyn). 

The  reagent  should  be  kept  in  a  tight-fitting  glass 
stoppered  store  bottle,  and  small  quantities  emptied  out 
into  a  smaller  one  for  use  from  time  to  time. 

The  standard  solution  of  ammonium  chlo- 
ride is  made  by  dissolving  0-0315  grammes  of  pure 
chloride  of  ammonium  in  a  litre  of  distilled  ammonia- 
free  water. 

The  amounts  recommended  to  be  used  in  making  up 
the  alkaline  permanganate  of  potash  solution 
are : — 

Caustic  potash,  200  grammes. 

Permanganate  of  potash,  8  grammes. 

Water,  i  litre. 
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CHAPTER  VII. 

The  Oxidisable  Organic  Matter  Process. 

A  CERTAIN  quantity  of  any  organic  matter  which  may 
be  present  in  water  is  always  oxidisable,  but  unfor- 
tunately this  amount  varies  with  the  nature  of  the 
organic  pollution,  and — since  it  bears  no  constant  ratio 
its  estimation  furnishes  no  reliable  index  to  the  total 
quantity  of  such  pollution  present.  Moreover,  the 
oxidisable  matter  itself  is  not  even  estimated  in  its 
entirety  by  the  process,  for  different  substances  re- 
duce different  proportions  of  the  permanganate  em- 
ployed in  the  process.  In  the  various  attempts  to 
estimate  this  matter  in  water  advantage  is  taken  of  the 
well  known  chemical  fact,  that  in  the  presence  of 
organic  material  the  permanganate  of  potassium  under 
favourable  conditions  will  part  freely  with  its  oxygen, 
until  all  the  permanganate  has  become  reduced  to 
hydrated  manganese  dioxide,  the  first  stage  being  : — 
KaMn^Os  =  K^MnOi  +  MnOa  -f  O,  ;  and  that  such 
change  is  denoted  by  the  original  pink  colour  which 
this  salt  gives  to  the  water  being  replaced  by  one  of  a 
brownish  hue. 

The  permanganate  of  potassium  is  unfortunately  in 
some  respects  an  unsatisfactory  salt  to  work  with :  it  does 
not,  for  instance,  oxidise  albuminous  matters,  nor  does 
it  affect  creatin,  sugar,  gelatine,  urea  or  fatty  matters  ; 
and  the  standard  solution  of  the  salt  which  has  to  be 
employed  is  very  unstable,  and  in  consequence  unre- 
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liable  unless  frequently  renewed,  and  on  this  account 
small  amounts  only  must  be  made  at  a  time. 

In  the  face  of  these  drawbacks,  and  possessing  as  we 
do  in  Wanklyn's  process  the  means  of  making  a  far 
closer  and  more  reliable  estimation,  the  chief  value  of 
the  test  lies  in  the  direction  of  its  employment  as  a 
means  of  instituting  comparisons  between  the  purity  of 
different  waters,  or  of  the  same  water  at  various  times. 
A  great  deal  of  time  and  care  has  to  be  devoted  to  the 
process,  and  liability  to  error  in  any  but  very  careful 
hands  is  greater  than  in  any  other  of  the  processes 
introduced  within  these  pages.  It  would  have  great 
value  as  a  rough  test  for  organic  pollution  if  it  had  the 
recommendation  of  quick  accomplishment,  but  the  pro- 
cess entails  quite  as  much  time  trouble  and  care  as 
Wanklyn's  method,  to  which  its  results  add  little  if 
anything  of  importance. 

Unfortunately  this  reaction  of  the  permanganate 
("  Condy's  fluid  ")  has  become  only  partially  understood 
by  the  laity,  among  whom  there  is  a  wide-spread  im- 
pression that  any  water  which  has  been  rendered  a 
distinct  pink  by  this  salt  and  allowed  to  stand  for  about  a 
quarter  of  an  hour  and  which  does  not  at  the  end  of  that 
time  show  any  change  of  colour,  is,  as  regards  organic 
pollution,  above  suspicion.  No  better  instance  of  the 
truth  of  the  old  adage  "  a  little  knowle4ge  is  a  dangerous 
thing,"  could  well  be  adduced,  for  such  a  test  when  the 
water  is  alkaline — as  it  often  will  be — will  not  detect  such 
quantities  of  animal  pollution  as  would  place  the  water 
well  within  the  category  of  a  dangerously  polluted  one— 
and  this  for  the  reason  that  two  essential  conditions  of 
the  test  are  ignored,  i.e.,  that  the  water  should  be  ren- 
dered acid  (to  induce  the  permanganate  to  part  with  its 
oxygen),  and  also  heated  to  a  certain  temperature  (to 
encourage  the  same  result). 
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I  have  not  seen  it  pointed  out  that  in  order  to  avoid 
much  error  it  is  necessary  to  institute  a  comparison 
test ;  for,  even  after  much  practice,  one  is  frequently 
under  the  conviction  that  some  pink  is  permanent  in  the 
water  when  by  such  a  comparison  there  is  found  to  be 
no  evidence  of  it  whatever ;  and  I  have  frequently  tested 
those  whom  I  have  had  to  teach  upon  the  same  point, 
and  left  them  astonished  at  their  false  colour  impres- 
sions when  I  have  thus  demonstrated  their  error.  The 
change  is  sufficiently  well  marked,  of  course,  at  the 
commencement  of  the  process  in  a  bad  water  to  leave  no 
doubt  in  the  mind  of  anyone,  but  it  is  at  the  end  of  the 
process  where  the  difficulty  of  deciding  arises. 

It  is  difficult  to  believe  but  that  many  incorrect 
results  must  have  been  furnished  when  the  original- 
Forchammer  process  or  Du  Chaumont's  modification 
were  widely  employed,  save  it  be  with  those  who  have 
had  an  extensive  experience  and  possess  a  most  deli- 
cate appreciation  of  colour.  There  is  not  the  same 
amount  of  liability — though  it  exists— to  err  on  this 
account  in  Tidy's  modification. 

My  practice,  therefore,  is  to  create  the  same  depth  of 
pink  in  a  similar  bulk  of  pure  water  to  that  under  analy- 
sis at  the  commencement  of  any  test  dependent  upon  the 
decoloration  of  permanganate  of  potassium,  and  to  judge 
by  this  comparison  whether  any  real  evidence  of  pink  re- 
mains in  the  water  under  analysis  after  the  time  chosen 
for  experiment  has  elapsed.  Though  this  precaution 
may  appear  at  first  sight  to  be  trivial,  and  an  addition  ' 
to  an  already  troublesome  test,  considerable  error  is 
sometimes  thus  prevented,  and  if  it  is  necessary  to 
make  the  estimation  at  all  it  should  be  necessary  to 
conduct  it  with  the  greatest  possible  degree  of  accuracy. 

It  is  very  essential  to  appreciate,  and  always  to  bear 
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in  mind,  the  important  fact  that  there  are  other  sub- 
stances which  water  is  liable  to  contain  which  will 
reduce  the  permanganate,  besides  organic  matter  : — i.e., 
nitrites,  sulphites,  ferrous  salts  and  sulphuretted  hydro- 
gen ;  so  that  it  is  necessary  to  dispose  of  these  before 
attributing  the  reduction  in  the  permanganate  solely  to 
organic  pollution,  and  thus  to  preclude  the  possibility  of 
reducing  agents  other  than  organic  matter  affecting  the 
results.  Since  J  grain  to  the  gallon  of  iron  can  be  de- 
tected by  the  chalybeate  taste  which  it  imparts  to  the 
water,  in  the  absence  of  any  such  taste  the  presence  of 
iron  may  be  disregarded  (more  especially  as  existing  in 
the  form  of  a  ferrous  salt).  If  the  temperature  of  the 
water  is  brought  up  to  near  that  of  the  boiling  point 
any  sulphuretted  hydrogen  is  driven  off ;  but  to  get  rid 
of  the  nitrous  acid  completely  it  is  necessary  to  boil  the 
water  after  acidulation  with  sulphuric  acid,  for  about 
twenty  minutes; — and  if  the  amount  of  oxidisable  matter 
is  estimated  before  and  after  such  boiling,  the  amount  of 
oxygen  absorbed  by  nitrous  acid  (as  nitrites)  can  be 
estimated,  and  thus  a  quantitative  calculation  of  these 
salts  may  be  effected.  In  the  absence  when  tested  for 
of  any  of  these  other  reducing  agents,  the  process  can, 
of  course,  be  at  once  commenced  without  any  pre- 
liminary treatment. 

Unfortunately  the  original  Forchammer  principle 
of  estimating  the  oxidisable  organic  matter  with  per- 
manganate of  potassium  has  been  so  variously  applied, 
that  at  the  present  day  the  student  of  water  analysis 
can  but  be  struck  with  the  variety  of  methods  adopted, 
and  the  confusion  created  in  the  various  ways  of  return- 
ing results.  The  water  is  tested  by  different  observers 
at  different  temperatures,  and  for  different  periods  of 
time,  by  solutions  of  permanganate  of  different  strengths. 
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from  which  the  oxygen  is  liberated  by  different  reagents. 
No  greater  confusion,  no  more  unsatisfactory  state  of 
things  can  well  be  imagined,  dealing  as  we  are  with 
such  a  salt  as  potassium  permanganate,  and  a  process 
which  has  some  value  is  thus  made  so  obscure  and 
puzzling  to  many  as  to  be  rendered  almost  nugatory. 

There  may  be  some  who  are  able  to  institute  a  com- 
parison between  a  water  which  is  simply  returned  as 
"  0-035  P^-rt  per  hundred  thousand  of  oxygen,  absorbed 
by  organic  matter  in  30  minutes  at  140°  F.,"  and  another 
as  "  80  parts  per  hundred  million  in  4  hours  at  80°  F.," 
but  unfortunately  the  writer  is  not  of  their  number,  and 
is  loth  to  make  any  attempt  to  enter  here  upon  so  long 
and  unprofitable  a  subject. 

There  is  probably  nothing  more  desirable  within  the 
scope  of  a  chemical  water  analysis  than  that  this  absurd 
state  of  things  should  cease,  and  that  an  intelligent  ap- 
preciation of  results  should  be  facilitated,  if  not  estab- 
lished, by  the  adoption  of  an  universally  accepted  mode 
of  procedure.  Fortunately  Tidy's  method  bids  fair  to 
settle  much  of  the  difficulty,  since  its  adoption  is  now 
rapidly  becoming  general.  The  late  Dr.  Tidy  made 
some  valuable  improvements  in  the  working  details  of 
the  original  Forchammer  process,  which  have  however 
of  necessity  made  it  more  difficult  and  lengthy  of  per- 
formance, and  those  drawbacks  inseparable  from  the 
test,  and  which  have  been  pointed  out,  of  course  remain. 
In  his  method  a  certain  temperature  is  insisted  upon,  as 
well  as  the  employment  of  definite  amounts  of  certain 
reagents,  and  it  only  remains  for  analysts  to  agree  upon 
the  terms  in  which  the  results  shall  be  invariably  ex- 
pressed and  the  period  of  time  for  which  each  test  shall 
be  applied. 

The  temperature  has  been  proved  by  experiment  to 
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be  a  more  important  factor  than  would  be  imagined, 
and  the  amount  of  oxygen  abstracted  from  the  perman- 
ganate varies  considerably  at  different  temperatures. 


Tidy's   Modification   of  the   Forchammer  Process. 

Reagents  required:— 

1.  A  standard  solution  of  the  permanganate  of  potas- 
sium 10  c.c.  of  which  contain  i  milligramme  of  available 
oxygen. 

2.  A  solution  of  potassium  iodide. 

3.  Dilute  sulphuric  acid. 

4.  A  solution  of  sodium  hyposulphite. 

5.  A  solution  of  starch. 
Apparatus  required: — 

1.  Two  glass  stoppered  bottles  of  about  400  c.c. 
capacity  each. 

2.  A  large  glass  beaker. 

3.  Two  burettes  graduated  in  cubic  centimetre  and 
tenths  of  cubic  centimetres. 

The  process: — 

1.  Pour  250  c.c.  of  the  water  into  a  thin  glass  stop- 
pered bottle,  and  then  place  this  inside  a  large  stout 
beaker  containing  so  much  water  that  it  rises  up  the 
sides  of  the  bottle  to  well  above  the  level  of  the  con- 
tents.    A  water-bath  is  thus  improvised. 

2.  Apply  heat  until  the  250  c.c.  of  water  in  the  bottle 
(when  tested  with  a  thermometer)  have  reached  a  tem- 
perature of  80°  F.,  and  then  regulate  the  calibre  of  the 
flame  and  remove  it  away  from  the  centre  of  the  under 
surface  of  the  beaker  until  the  heat  applied  is  just 
sufficient  to  retain  the  water  under  examination  con- 
stantly at  80°  F. ; — this  being  a  temperature  which  facili- 
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tates  the  parting  of  the  oxygen  from  the  permanganate 
of  potassium  and  its  absorption  by  the  organic  matter 
present. 

3.  Add  to  the  250  c.c.  of  water,  first  10  c.c.  of  the 
dilute  sulphuric  acid,  and  then  10  c.c.  of  the  standard 
solution  of  permanganate.  The  sulphuric  acid  liberates 
the  oxygen  from  the  permanganate  in  the  following 
manner : — 

aKjMn.Os  +  6H,SO^  =  4MnS04  +  2K,SO^+6H,0+50, 

4.  After  two  hours,  (or  after  i  or  4  hours  as  the  case 
may  be),  take  the  bottle  from  the  bath,  and  proceed  to 
estimate  the  amount  of  undecomposed  permanganate  it 
contains  in  the  following  manner  : — ■ 

5.  Add  a  drop  or  two  of  the  solution  of  the  iodide  of 
potassium,  stirring  well  with  a  clean  glass  rod,  until  the 
pink  colour  is  entirely  removed  and  a  yellow  one  (due 
to  free  iodine)  replaces  it ;  i.e.,  the  undecomposed  per- 
manganate immediately  reacts  upon  the  iodide,  with  the 
result  that  an  amount  of  free  iodide  is  liberated  propor- 
tionate to  the  amount  of  undecomposed  permanganate: — 

KaMiijOg  -I-  loKI  +  SH^SO^  =  aMnSO^  -t-  eK^SO^^  -|-  SH^O  +  sl^ 

The  next  step  is  to  estimate  the  amount  of  this  free 
iodide,  and  it  is  done  in  the  following  manner  : — 

6.  Add  by  a  graduated  burette  the  standard  solution 
of  sodium  hyposulphite  until  the  yellow  colour  has 
nearly  disappeared,  i.e.,  little  free  iodine  remains  ;  and 
then,  so  as  to  estimate  precisely  when  it  finally  disap- 
pears, create  the  blue  colour  of  the  iodide  of  starch 
by  adding  a  drop  or  •  two  of  the  starch  solution  ;  then 
resume  the  addition  of  the  standard  solution  of  sodium 
hyposulphite  until  this  blue  colour  has  just  disappeared. 
The  reaction  of  the  hyposulphite  solution  upon  the  free 
iodine  is  according  to  the  following  equation  : — 

2Na,S,03  +  I,  =  2NaI  -f  Na.S^Oa 
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7.  If  this  process  of  titration  has  been  properly  per- 
formed, and  if  the  necessary  amount  of  hyposulphite 
solution  has  not  been  exceeded,  a  drop  of  the  perman- 
ganate solution  will  suffice  to  restore  the  blue  colour. 

8.  The  solution  of  hyposulphite  is  extremely  liable  to 
change,  and  it  is  therefore  advisable  to  standardize  it 
upon  each  occasion  of  trial  by  a  control  test  as  fol- 
lows : — 

250  c.c.  of  doubly  distilled  water  are  treated  in  pre- 
cisely the  same  manner,  and  for  the  same  time,  as  the 
water  under  examination,  and  the  10  c.c.  of  standard 
solution  of  permanganate  should  not  of  course  be  in  any 
way  affected  in  this  case  ;  so  that  when  we  come  to 
titrate  with  the  hyposulphite  solution,  the  quantity  of 
this  necessary  for  the  titration  will  be  the  amount  which 
is  equivalent  to  10  c.c.  of  the  standard  solution  of  per- 
manganate {i.e.,  I  milligramme  of  oxygen  will  be  con- 
sumed). The  difference,  therefore,  between  the  amount 
of  hyposulphite  solution  required  for  the  titration  of 
10  c.c.  of  potassium  permanganate  in  this  pure  distilled 
water,  and  that  required  for  the  10  c.c.  which  has  been 
partially  decomposed  by  oxidisable  organic  matter  in 
impure  water,  will  represent  the  amount  of  oxygen  con- 
sumed by  such  oxidisable  matter. 

Example. — The  distilled  water  -f  10  c.c.  of  perman- 
ganate used  up  40  c.c.  of  the  hyposulphite  solution. 

.*.  40  c.c.  of  the  hyposulphite  solution  may  be  con- 
sidered as  equivalent  to  10  c.c.  of  permanganate,  or  i 
milligramme  of  oxygen. 

The  sample  water  +  10  c.c.  of  permanganate  used  up 
only  30  c.c.  of  the  hyposulphite  solution,  and  therefore 
an  amount  of  oxygen  equivalent  to  40  — 30  =  10  c.c.  of 
hyposulphite  solution  has  been  taken  up  by  the  organic 
matter.     But  if  40  c.c.  of  hyposulphite  solution  is  equi- 
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valent  to  i  milligramme  of  O2,  then  10  c.c.  =  0'25  milli- 
gramme of  O2. 

.-.  0-25  milligramme  of  Oj  is  taken  up  by  250  c.c.  of 
water  (250,000  milligrammes)  =  I'O  part  per  million, 
or  the  organic  matter  in  a  hundred  million  parts  of  water 
required  100  parts  of  oxygen  to  oxidise     . 

Notes  upon  the  process. — The  amount  of  permanganate 
added  during  the  heating  must  in  every  case  be  suffi- 
cient to  create  a  pink  which  remains  distinctly  perma- 
nent at  the  end  of  the  heating, — in  the  case,  therefore,  of 
making  the  four  hours'  test,  it  is  often  necessary  to 
make  further  additions  of  the  permanganate  solution — 
when  careful  note  must  of  course  be  made  of  the  total 
quantity  which  has  been  employed. 

At  the  end  of  the  process,  i.e.,  after  titration,  the  blue 
colour  returns  when  the  fluid  has  been  exposed  a  few 
minutes  to  the  air. 

Four  hours  is  quite  short  enough  for  the  test  to  be 
of  much  value — since  it  is  highly  probable  that  it  is 
mainly  the  putrescent  organic  matter  which  is  chiefly  oxi- 
dised in  the  first  hour. 

The  desirability  of  conducting  the  test  in  a  stoppered 
bottle,  rather  than  in  an  open  beaker  in  which  the  water 
is  exposed  to  the  air,  was  pointed  out  by  Dr.  Dupr6  and 
the  Society  of  Analysts. 

Conclusions  to  he  drawn  from  the  amount  estimated. — In  a 
very  pure  water  the  oxygen  thus  absorbed  does  not 
exceed  about  50  parts  per  hundred  million  after  four 
hours,  or  about  40  parts  in  two  hours ;  but  a  water 
cannot  be  classed  as  suspicious  unless  it  absorbs  more 
than  about  200  parts  in  four  hours,  or  160  in  two,  and 
even  in  these  cases  no  definite  conclusion  can  be  come 
to  unless  the  the  main  nature  of  the  organic  pollution  is 
roughly  known,  since  a  peaty  water  could  not  be  judged 
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as  harmful  which  required  as  much  as  600  parts  of 
oxygen  to  oxidise  its  organic  matter  in  four  hours,  or 
about  450  in  twQ  hours ;  this  is  due  to  the  fact  that 
vegetable  matter  absorbs  a  great  deal  of  oxygen  from 
the  permanganate,^much  more  so  than  an  equiva- 
lent amount  of  animal  matter, — and  waters  may  con- 
tain a  considerable  quantity  of  the  former  (as  peat)  and 
not  be  generally  productive  of  ill-health.  If  then  the 
oxygen  absorbed  is  due  to  this  vegetable  matter,  there 
is  not  much  ground  for  alarm.  Unfortunately  another 
weak  point  in  the  test  thus  discloses  itself,  for  besides 
furnishing  no  indication  of  the  nature  of  the  organic 
matter  present,  the  permanganate  appears  to  give  its 
readiest  response  to  the  least  harmful  of  the  two  forms 
of  organic  pollution. 

From  a  hygienic  standpoint  then,  there  can  be  no 
gainsaying  that  for  many  reasons  the  test,  though  use- 
ful, is  not  one  ever  likely  to  find  a  prominent  place  in 
water  analyses  ;  and  it  is  to  be  hoped  that  as  our 
knowledge  of  the  constitution  of  the  different  forms 
of  organic  matter  increases,  subsequent  researches  will 
discover  a  more  accurate  and  useful  method  which 
shall  estimate  the  oxidisable  organic  matter  which  is 
dangerous. 

Note. — The  standard  solution  of  permanganate  of 
potassium  is  made  by  dissolving  0-395  gramme  of  the 
pure  salt  in  a  litre  of  distilled  water.  The  solution  of 
potassium  iodide  by  dissolving  i  part  of  the  pure  salt 
in  ID  of  distilled  water. 

The  dilute  sulphuric  acid,  by  adding  i  part  of  pure 
acid  to  3  of  distilled  water,  and  a  solution  of  the  per- 
manganate of  potassium  is  dropped  in  until  a  very  slight 
pink  tint  is  discernible  after  four  hours  at  a  temperature 
of  80°  F. 
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The  sodium  hyposulphite  solution,  by  dissolving  i 
gramme  of  the  crystallised  salt  in  a  litre  of  water. 

The  solution  of  starch,  by  adding  i  gramme  to  500  c.c. 
of  cold  distilled  water  and  briskly  boiling  this  for  five 
minutes,  and  then  allowing  to  stand  and  settle,  when  the 
almost  clear  supernatant  liquid  is  decanted  off. 
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CHAPTER  VIII. 

Dr.  E.  Frankland's  Process. 

A  SHORT  abstract  only  of  this  truly  ingenious  process  is 
here  appended  since  it  is  too  difficult  and  complex  for 
any  but  trained  chemists  to  perform,  and  it  is  generally 
thought  that  Wanklyn's  method  attains  to  as  true  an 
estimate  of  the  organic  matter  at  the  cost  of  far  less 
trouble.  A  correct  appreciation  of  the  process  is  neces- 
sary, however,  for  the  Public  Health  student,  since  the 
chemists  of  the  London  Water  Companies  and  the 
Official  London  Water  Analyst  on  behalf  of  the  Local 
Government  Board  (Dr.  Frankland  himself)  adopt  the 
process,  and  send  in  their  returns  accordingly ;  more- 
over, the  analyses  of  the  important  Rivers  Pollution 
Commissioners  were  thus  performed.  The  chief  reason, 
therefore,  for  introducing  it  here  and  offering  a  short 
abstract  of  the  clever  and  elaborate  process,  is  to 
enable  the  reader  of  such  reports  to  understand  the 
significance  of  the  terms  employed  to  express  results. 

The  process  for  reasons  already  seen  is  less  a  favourite 
among  Health  Officers  than  with  even  the  generality  of 
analytical  chemists,  and  it  may  be  interesting  and  in- 
structive to  review  the  reasons  of  its  unpopularity,  to- 
gether with  the  chemical  objections  which  have  been 
raised  against  its  accuracy. 

The  reader  will  remember  that  it  was  pointed  out 
on  a  previous  page  that  the  rationale  of  the  method  is 
as  follows  : — When  water  is  evaporated  to  dryness  and 
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the  residue  is  burnt  with  the  oxide  of  copper,  the  nitro- 
gen and  the  carbonic  acid  which  are  associated  with  the 
organic  matter  are  readily  eliminated,  and  can  then 
be  collected  and  measured  as  "  organic  nitrogen  "  and 
"  organic  carbon  "  (in  carbonic  acid).  It  is  evident, 
however,  that  in  every  case  it  is  necessary  to  consider 
and  dispose  of  the  nitrogen  and  carbon  which  may  be 
originally  present  in  the  water  in  the  form  of  ammonia 
and  oxidised  ammonia  (as  to  the  nitrogen),  and  in  car- 
bonates (as  to  the  carbon). 

The  chief  objections  raised  against  the  process  are : — 
(a)  Its  cost.     The  expense  of  the  mercury  and  appar- 
atus is  great :   (a  description  of  the  latter  would  entail 
many  pages  of  print) . 

(6)  Its  difificulty  of  performance  except  in  the  hands 
of  trained  and  skilful  chemists. 

(c)  The  process  is  tedious  and  requires  at  least  two 
days  for  completion.  In  the  face  of  these  obvious  draw- 
backs it  is  maintained — and  justly  so — that  results  are 
certainly  no  more  precise  and  trustworthy  than  those 
obtained  by  Wanklyn's  method  ;  and  as  regards  the 
opinion  which  these  results  enable  one  to  form  upon  the 
water,  they  closely  coincide  with  those  formed  when  the 
same  water  is  analysed  by  Wanklyn's  method. 

(d)  It  is  impossible  to  prevent  some  contamination 
from  organic  dust  or  atmospheric  ammonia.  This  is 
probably  a  trivial  objection  since  the  evaporation  is 
conducted  under  a  tall  glass  shade. 

(e)  The  fact  that  a  large  bulk  of  water  has  to  be 
evaporated  to  dryness  must  insure  some  amount  of 
breaking  up  and  dissipation  of  the  less  stable  organic 
matter  ;  and  nitric  acid  also  remains  as  a  further  source 
of  fallacy,  especially  when  nitrates  are  abundant.  In 
some  cases  it   has  been   found   that  such   losses   may 
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approximate  in  their  proportion  to  the  total  amount  of 
organic  matter  which  is  estimated  by  the  process. 

(/)  Inferences  are  drawn  from  the  ratio  which  "or- 
ganic nitrogen "  bears  to  "  organic  carbon,"  and  the 
amount  of  "  organic  nitrogen  "  is  less  reliably  estimated 
than  that  of  the  latter.  Dr.  Dupre  points  out  that  sea- 
water  shows  a  ratio  between  the  two  worse  even  than  is 
found  in  pure  sewage. 

(g)  The  dangers  of  errors  in  working,  and  delays  some- 
times occasioned  by  the  fracture  of  combustion  tubes,  are 
greater  than  that  in  any  process  employed  in  a  water 
analysis. 

The  Process. 

I.  A  litre  of  water  is  measured  out  and  to  this  20  c.c. 
of  a  saturated  solution  of  sulphurous  acid  is  added,  in 
order  that  during  subsequent  heating  the  nitrogen  in 
nitrates  and  nitrites  shall  be  eliminated  as  nitric  oxide, 
and  the  carbonic  acid  in  the  carbonates  present  shall 
likewise  be  disposed  of; — otherwise  results  would  of 
course  be  valueless,  since  the  object  is  to  collect  and 
estimate  the  nitrogen  and  carbon  of  organic  matters 
alone. 

II.  Evaporate  this  to  dryness,  then  intimately  mix 
the  residue,  by  means  of  a  clean  flexible  spatula,  with 
pure  oxide  of  copper  in  a  finely  powdered  state,  and 
heat  in  vacuo  in  a  combustion  tube  for  about  an  hour  ; — 
i.e.,  until  exhaustion  is  complete,  and  the  gases  evolved 
{i.e.,  sulphurous  acid,  nitric  oxide,  nitrogen,  carbonic 
acid  and  oxide,  and  if  nitric  oxide  be  absent— as  in  some 
cases — oxygen)  have  all  passed  over  and  been  collected 
over  the  mercurial  trough ;  after  which  they  are  mea- 
sured volumetrically. 
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III.  It  becomes  necessary  to  remove  the  sulphurous 
acid  and  also  any  carbonic  oxide  or  oxygen  when  present. 
The  first  named  is  absorbed  by  a  concentrated  solution 
of  potassium  bichiomate,  the  oxygen  by  a  cold  saturated 
solution  of  the  pyrogallate  of  potassium,  and  carbonic 
oxide  by  a  solution  of  the  chloride  of  copper. 

IV.  The  remaining  gases  will  then  consist  of  the 
whole  of  the  "  organic  carbon  "  as  carbonic  acid,  and 
the  "  organic  nitrogen  "  as  nitrogen. 

V.  The  carbonic  acid  is  then  absorbed  by  a  strong 
solution  of  caustic  potash,  and  the  residue  is  measured 
volumetrically  as  nitrogen.  The  nitrogen  originally 
present  in  the  water  in  the  form  of  ammonia  (and 
which  has  been  previously  estimated)  is  deducted,  and 
the  result  is  then  expressed  as  "  organic  nitrogen." 
The  "organic  carbon"  is  represented  by  the  loss  in 
volume  of  the  combined  gases  after  treatment  with  the 
strong  liquor  potassas. 

By  this  process  the  purity  of  water  is  judged  from  a 
consideration  of  the  actual  amounts  of  organic  carbon  and 
organic  nitrogen  present,  and  their  relative  proportions  to 
each  other ; — and  both  a  low  quantity  of  each  and  a  small 
relative  amount  of  organic  nitrogen  is  favourable  to  the 
water.  Much  carbon  and  little  nitrogen  is  indicative 
of  vegetable  pollution,  whereas,  on  the  other  hand,  the 
nearer  the  amount  of  nitrogen  approximates  to  that  of 
carbon  the  greater  is  the  indication  of  the  pollution 
being  of  an  animal  origin. 

The  Rivers  Pollution  Commissioners  held  that  "  a 
good  drinking  water  should  not  yield  more  than  o-2  part 
of  organic  carbon  or  o'02  of  organic  nitrogen  in  100,000 
parts;"  and  it  seems  quite  justifiable  to  condemn  a  water 
containing  as  much  as  o-6  part  of  the  former  and  0-04 
part  of  the  latter. 
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Dr.  Frankland  in  his  Reports  classifies  "  the  total 
combined  nitrogen  "  in  his  return  of  the  water  ingredi- 
ents ;  the  term  includes  the  quantities  of  organic  ni- 
trogen, the  nitrogen  in  "  free  and  saline  ammonia,"  and 
the  oxidised  nitrogen  of  nitrates  and  nitrites.  The 
utility  of  this  collective  estimation  is  not  very  apparent 
for  we  are  already  made  acquainted  with  the  respec- 
tive quantities  of  nitrogen  under  each  heading,  and 
these  vary  considerably  in  their  respective  significance. 
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CHAPTER   IX. 

Oxidised  Nitrogen  in  Nitrates  and  Nitrites. 

Nitrates  and  nitrites  in  a  water  represent,  in  most 
instances,  the  oxidised  nitrogen  derived  from  nitrogen- 
ous organic  matter,  and  hence  denote  danger.  Organic 
matter  by  its  putrefaction  and  decomposition  becomes 
ultimately  reduced  to  its  absolute  elements,  of  which  ni- 
trogen is  one,  and  this  nitrogen  combining  with  hydro- 
gen first  forms  ammonia;  hence  when  "free  or  saline 
ammonia  "  is  found  in  large  quantities  in  a  water  it 
affords  evidence  of  the  actual  presence  of  a  polluting 
organic  source,  such  as  raw  sewage.  As  the  water  con- 
tinues on  its  course  and  percolates  porous  strata  the 
ammonia  acquires  oxygen  from  the  water,  the  air,  or  by 
the  action  of  the  so-called  "nitrifying  organisms"  in 
the  soil,  and  thus  becomes  partially  oxidised  to  nitrous 
acid  (HNO2),  which  by  combining  with  bases  (commonly 
of  calcium,  sodium,  and  potassium)  forms  nitrites ;  the 
presence  of  these  therefore  indicates  organic  pollution, 
which,  if  not  actually  present,  must  have  been  very 
recently  so.  The  same  causes  continuing  to  act  the 
nitrous  acid  combines  with  more  oxygen,  and  becomes 
nitric  acid  (HNO3),  and  nitrates  of  these  same  bases  are 
formed  until  ultimately  none  of  the  original  nitrites 
may  have  escaped  this  further  oxidation.  The  oxidis- 
ing process  cannot  proceed  beyond  the  formation  of  ni- 
trates, and  their  presence  thus  indicates  that  owing 
either  to  the  extent  of  dilution,  or  the  distance  travelled, 
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or  other  favourable  conditions  met  with,  some,  it  may 
be  all,  of  the  organic  matter  has  been  thoroughly  oxi- 
dised into  innocuous  nitrates. 

If  "the  two  ammonias"  are  very  small  in  amount 
then  the  whole  of  the  organic  matter  may  be  considered 
as  thus  purified ;  when  this  is  not  the  case,  however, 
purification  has  only  been  partially  eifected.  When,  as 
in  some  rare  cases,  the  water  in  its  subsequent  flow 
meets  with  reducing  agents  in  the  strata  (either  inor- 
ganic or  organic),  the  nitrates  which  have  been  built  up 
may  become  gradually  deoxidised,  and  by  successive 
retrograde  steps  become  reduced  to  the  original  am- 
monia again. 

"  Their  determination  (nitrates  and  nitrites)  is  there- 
fore a  point  of  the  greatest  importance,  for  they  indicate 
either  a  pollution  of  the  water  at  some  remote  period 
with  possibly  dangerous  ingredients,  or  the  contamina- 
tion of  the  water  at  the  present  time  with  partially  or 
completely  purified  sewage.  At  any  time,  however,  the 
purifying  power  of  the  filtering  earth  may  be  exceeded 
or  overcome,  and  then  the  liquid  filth  may  pass  into  the 
well  with  its  dangerous  ingredients  unchanged  and 
unpurified."  _  (Louis  C.  Parkes,  "  Hygiene,"  Second 
Edition). 

It  is  necessary,  however,  in  all  cases  where  nitrates 
exist  in  small  amounts,  before  actually  convicting  the 
water  to  preclude  the  possibility  of  their  access  from 
the  strata  permeated,  since  waters, — as  from  the 
chalk,  the  oolite,  the  red  sandstone  and  the  Lias, — 
may  contain  marked  traces  {i.e.,  7  parts  per  100,000). 

With  regard  then  to  the  inferences  to  be  drawn  from 
the  presence  of  nitrates,  we  are  in  a  similar  posi- 
tion to  that  which  the  estimation  of  chlorine  places  us 
in, — with  the  exception  that  chlorine  may  exist  much 
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more  frequently  and  in  much  larger  quantities  in  a  pure 
water  than  nitrates  can  ever  do. 

When  then  the  nitrates  have  not  been  derived  from 
organic  matter  (which  will  be  animal  for  the  most  part, 
and  if  vegetable  will  be  mainly  derived  from  the  dan- 
gerous fungi),  the  water  will  have  permeated  the  chalk 
and  red  sandstone  formations,  &c.  ;  there  will  therefore 
be  considerable  hardness  and  mineral  residue  (among 
which  will  be  much  carbonate),  and  the  direct  evidence 
of  organic  matter  will  also  be  of  a  negative  character — 
such  as  little  "  saline  "  and  "  organic  ammonia,"  &c. 

A  knowledge  of  these  facts  will  at  once  enable  a  true 
estimate  of  the  importance  of  traces  of  nitrates  to  be 
made.  The  presence  therefore  of  the  slightest  traces  will 
always  arouse  suspicion,  and  demand  an  investigation  into 
their  source  ;  and  more  especially  is  this  the  case  with 
nitrites.  Nitrites  have  of  course  a  tendency  to  rapidly 
become  nitrates  in  water,  so  that  whereas  a  water  may 
contain  the  latter  without  any  evidence  of  the  former, 
nitrates  will  always  be  found  accompanying  nitrites. 

Nitrates  and  nitrites  exist  in  very  small  quantities  in 
most  waters  vitiated  by  vegetable  matter,  and  chiefly 
because  vegetable  decomposition  yields  comparatively 
little  nitrogen  and  plant  life  removes  nitrates  and 
nitrites  from  a  water. 

Nitrites  in  a  river  water  which  courses  through  arable 
districts,  are  sometimes  excessive,  from  the  nitrites  of 
sodium  and  potassium  now  extensively  used  for  arti- 
ficially manuring  the  land. 

Dr.  Frankland  has  classified  all  the  inorganic  nitrogen 
present  in  a  water,  i.e.,  that  contained  in  nitrates,  ni- 
trites, and  "free  or  saline  ammonia" — after  deducting 
"the  average  amount  of  nitrogen  present  in  rain  water  " 
— as  evidence  of  "  previous  sewage  contamination,"  and 
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such  may  for  most  practical  purposes  be  accepted  as 
broadly  correct ;  but  it  will  be  seen,  from  what  has 
already  been  said,  that  a  water  from  the  chalk  may 
discover  a  fallacy  in  so  peremptory  a  decision,  and  that 
the  rainfall  over  different  districts  often  shows  such  vary- 
ing amounts  of  ammonia,  that  "  the  average  amount  of 
nitrogen  in  rain  water  "  is  a  very  unsatisfactory  factor 
to  deal  with. 


Qualitative  Tests  for  Nitrates. 

It  does  not  appear  necessary  to  mention  here  any  of 
the  newer  and  on  that  account  more  fashionable  tests 
for  nitrates,  since  the  old  brucine  test  in  careful  hands 
will  detect  extremely  faint  traces. 

A  few  drops  of  a  solution  of  brucine'*  are  well  mixed 
up  with  half  a  test-tubeful  of  the  suspected  water; 
then  with  the  test-tube  held  well  on  the  slant  against 
a  white  background  pure  sulphuric  acid  is  poured 
gently  down  its  sides,  until  it  forms  a  distinct  layer  at 
the  bottom  of  the  test-tube.  When  the  test-tube  is 
brought  to  the  vertical  a  pink  zone  is  seen  to  occupy 
the  line  of  junction  between  the  mixture  of  brucine  and 
water  and  the  sulphuric  acid  ;  the  pink  is  very  tran- 
sitory, however,  and  soon  changes  to  a  brownish-yellow, 
hence  the  necessity  of  having  previously  provided  a 
white  background  in  order  that  the  colour  shall  not  be 
missed. 

A  more  delicate  mode  still  of  applying  the  same  test 
is  to  place  2  c.c.  of  the  water  in  a  perfectly  clean 
platinum  dish  and  evaporate  to  dryness.      Then  a  drop 

*  Brucine  is  allied  to  strychnine,  and  the  solution  should  be  a 
saturated  one. 
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of  pure  sulphuric  acid  is  allowed  to  fall  into  the  dish, 

and   a   minute   crystal  of  brucine  is   added.      A  pink 

colour  will  appear  with  extremely  faint  traces  {i.e.,  o-oi 
parts  per  100,000). 


Qualitative  Tests  for  Nitrites. 

The  old  starch  test  for  nitrites  is  sufficiently  reliable 
and  delicate,  when  carefully  performed,  for  most  pur- 
poses. It  consists  in  the  addition  of  a  little  clear  starch 
solution  and  a  drop  of  a  solution  of  potassium  iodide  to 
some  of  the  water  in  a  test-tube.  Dilute  sulphuric  acid 
is  then  added,  and  in  the  presence  of  nitrites  a  dark  blue 
tint  appears  immediately  *  i.e.,  nitrous  acid  is  liberated 
by  the  sulphuric  acid,  it  then  reduces  the  potassium 
iodide,  leaving  the  iodine  free  to  combine  with  the  starch 
and  to  form  the  blue  iodide. 

A  more  reliable  and  delicate  test,  however,  is  that  of 
Griess  : — 5  grammes  of  meta-phenylene-diamine  are  dis- 
solved in  100  c.c.  of  water  (the  solution  when  not  per- 
fectly colourless  must  be  decolourised,  i.e.,  by  animal 
charcoal) ;  the  water  is  afterwards  slightly  acidified  with 
dilute  sulphuric  acid.  If  i  c.c.  of  this  be  added  to  50 
c.c.  of  the  suspected  water  in  a  Nessler  glass  placed 
upon  a  white  porcelain  slab,  a  pale  orange  to  a  red  tint 
according  as  the  nitrites  are  present  in  smaller  or  larger 
amounts,  is  slowly  created. 

The  solution  of  meta-phenylene-diamine  must  not  be 
acidified  too  strongly,  and  in  every  case  after  applying 
the  test  time  must  be  allowed  for  the  reaction  to  take 

*  Frequently  nitrates  will  give  a  similar  reaction  after  standing 
a  while,  due  to  the  reduction  of  some  of  the  nitric  acid  to  nitrous 
acid ;  so  that  an  instant  reaction  is  a  necessity  to  this  test. 
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place.  In  cold  weather  the  water  should  be  slightly 
warmed,  and  in  cases  of  very  faint  traces  indeed  the 
colour  does  not  develope  in  less  than  half  an  hour,  and 
this  fact  must  be  allowed  for  in  the  process  of  titration 
or  difficulty  and  error  will  result. 

The  reader  is  aware  of  the  importance  of  learning 
whether  nitrites,  apart  from  nitrates,  exist  in  a  drinking 
water,  and  unfortunately  the  matter  is  not  an  easy  one 
since  they  respond  similarly  to  most  tests  and  they 
frequently  co-exist  in  a  water.  The  most  reliable  and 
simple  mode  of  detecting  a  nitrite  in  the  presence  of  a 
nitrate  is  the  following  : — Add  a  little  of  the  solution  of 
potassium  iodide  and  starch,  a  small  quantity  of  pow- 
dered metallic  zinc,  and  then  render  acid  with  acetic 
acid.  If  nitrites  are  present  a  blue  colour  appears — of 
the  iodide  of  starch — but  not  so  with  nitrates  alone, 
even  after  waiting  a  little. 


The  Quantitative  Estimation  of  Nitrites. 

There  is  nothing  to  be  gained  from  the  trouble  and 
work  entailed  in  this  estimation  since  the  mere  pre- 
sence of  nitrites  is  sufficient  to  condemn  the  water. 

The  estimation  is  commonly  based  upon  Griess'  test, 
and  the  degree  of  colour  thus  created  is  matched  by 
adding  a  standard  solution  of  potassium  nitrite  (i  c.c. 
=  o-oi  milligramme  of  NO^)  to  a  similar  quantity  of 
distilled  water  which  has  been  otherwise  treated  in 
like  manner  to  the  suspected  water,  in  another  Nessler 
glass. 

Example.— li  took,  say,  8  c.c.  of  the  standard  nitrite 
solution  to  create  in  the  comparison  Nessler  glass  the 
same  tint  of  colour  which  the  nitrous  acid  present  in 
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the  water  sample  creates,  and  therefore  the  amount  of 
NO2  in  the  sample  of  water  is  equivalent  to  that  con- 
tained in  8  c.c.  of  the  standard  solution. 

But  I  c.c.  of  this  =  o-oi  milligramme  of  NOj. 

Therefore  8  c.c.  =  o-o8  milligramme  of  NOj. 

Therefore  there  are  o-o8  milligramme  of  NO3  in  50 
c.c.  (or  50,000  milligrammes)  of  water,  or  o-i6  milli- 
gramme of  NOj  in  100,000  milligrammes. 

The  atomic  weight  of  nitrogen  is  14,  and  that  of  oxy- 
gen is  16.  Therefore  the  combined  atomic  weight  of 
NO2  =  46.  Therefore  if  {i.e.,  o-i6)  of  the  amount  of 
NO2  will  represent  "the  nitrogen  in  nitrites"  =  0-048 
parts  per  100,000;  and  this  is  the  form  in  which  results 
are  generally  returned. 

Note. — The  standard  solution  of  potassium  nitrite 
is  made  of  the  required  strength  by  dissolving  0-406 
gramme  of  pure  silver  nitrite  in  hot  water,  and  decom- 
posing it  with  a  slight  excess  of  potassium  chloride. 
This  is  allowed  to  cool  and  the  solution  is  then  made 
up  to  one  litre  ;  allow  the  chloride  of  silver  to  settle, 
and  dilute  each  100  c.c.  of  the  clear  supernatant  liquid 
again  to  one  litre  ;  one  c.c.  of  this  liquid  contains  o-oi 
milligramme  of  potassium  nitrite. 


The   Quantitative  Estimation  of  Nitrates  and 
Nitrites. 

The  most  convenient  method — while  at  the  same  time 
it  appears  to  be  as  reliable  as  any  of  the  other  numerous 
processes  to  the  same  end — is  that  known  as  the  copper- 
zinc  process,  by  which  all  the  oxidised  nitrogen  in  nitrates 
and  nitrites  is  converted  into  ammonia  in  the  presence 
of  a  wet  copper-zinc  couple.     The  amount  of  the  am- 
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monia  thus  obtained  can  be  readily  estimated  as  in 
Wanklyn's  method,  and  taken  as  an  index  of  the  nitric 
and  nitrous  acid  from  which  it  was  originally  derived. 

Apparatus  required.— i.  A  small  wide  mouthed 
glass  stoppered  bottle. 

2.  A  boiling  flask. 

3.  A  condensing  apparatus. 

4.  Nessler  glasses. 

Reagents  required.— i .  Clean  thin  zinc  foil. 

2.  A  concentrated  solution  of  cupric  sulphate,  about 
3  per  cent. 

3.  Occasionally    some    pure    sodium    chloride    and 
oxalic  acid. 

4.  The  reagents  for  Griess'  test  for  nitrites. 

5.  The   Nessler   reagent,  and   standard   chloride   of 
ammonium  solution. 


The  Process. 

I.  A  wet  copper- zinc  couple  is  prepared  by  taking  a 
piece  of  thin  well  crumpled  zinc  foil—  clean  and  bright — 
measuring  about  3  inches  by  2  (of  about  three  grammes 
weight),  and  covering  this  with  a  concentrated  solution 
of  copper  sulphate  (about  3  per  cent.). 

Very  quickly  the  bright  surface  of  the  zinc  loses  its 
metallic  appearance  and  becomes  tarnished  with  a 
black  adherent  coating  of  metallic  copper,  which  en- 
velopes the  foil.  As  soon  as  this  has  thoroughly  formed, 
and  generally  from  3  to  6  minutes  will  suffice,  the  zinc 
with  its  copper  coat  is  removed,  or  the  coating  becomes 
pulverulent  and  falls  away.  It  is  then  well  washed 
with  distilled  water,  and  next  with  some  of  the  sample 
under   analysis.     Finally  it  is  placed  in  a  thoroughly 
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clean  8-ounce  glass  stoppered  bottle,  armed  with  a  wide 
mouth  in  order  that  it  may  take  the  metal. 

2.  loo  c.c.  (or  250  c.c.)  of  the  water  under  analysis 
are  poured  in  so  as  to  cover  the  "couple,"  and  the 
bottle  is  stoppered  and  left  all  night  in  a  warm  place 
(65°  to  85°  F.). 

With  very  soft  water  a  trace  of  sodium  chloride  should 
be  added,  and  with  very  hard  ones  a  small  quantity  of 
pure  oxalic  acid  to  precipitate  the  lime.  Both  these 
additions  where  they  are  required  will  accelerate  the 
reaction,  as  will  also  the  warming  of  the  water  to  about 
100°  F. 

3.  On  the  following  morning  the  water  is  decanted 
into  a  boiling  flask,  and  400  c.c.  of  ammonia  free  dis- 
tilled water  are  added.  At  this  stage  a  little  of  the 
water  should  be  tested  for  nitrous  acid  by  Griess'  test ; — 
the  absence  of  this  acid  proves  the  completion  of  the 
process,  and  its  presence  demands  that  the  reaction 
should  be  given  more  time  to  complete  itself  in. 

4.  The  water  is  then  distilled  until  all  the  ammonia 
present  has  come  over.  This  is  then  Nesslerized  as  in 
Wanklyn's  method,  and  the  nitrogen  present  is  calculated 
from  the  ammonia  formed  thus  : — ■ 

The  atomic  weight  of  ammonia  =  N(i4)H3(3)  ^  17, 
therefore  N  =  if  of  the  ammonia  estimated. 

Of  course  the  amount  of  free  ammonia  originally 
present  in  the  water,  and  which  has  already  been 
estimated  by  Wanklyn's  method,  must  be  deducted 
from  the  total  ammonia  estimated  by  this  process. 

Example. — The  500  c.c.  furnish  0-25  milligrammes  of 
ammonia,  all  of  which  must  have  been  yielded  by  the 
100  c.c.  of  sample. 

There  is  therefore  0-25  milligramme  of  ammonia  in 
100  c.c.  of  sample  water  (or  100,000  milligrammes). 
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But  by  Wanklyn's  method  the  water  showed  eight 
parts  per  hundred  milHon  of  "free  ammonia  "  or  o-oo8 
parts  per  100,000. 

Deducting  this  amount  therefore  (o'25  —  o-oo8  = 
0-242)  there  are  0-242  parts  of  ammonia  due  to  nitrates 
and  nitrites  in  100,000  parts  of  the  water  sample. 

The  results  are  now  almost  invariably  expressed  in 
terms  of  "  nitrogen  as  nitrates  and  nitrites,"  and  nitrogen 
has  been  seen  to  form  if  of  ammonia,  therefore  there 
are  if  of  0-242 ^o- 199  of  ^'nitrogen  as  nitrates  and  nitrites" 
in  100,000  parts  of  water. 

If  it  should  be  desired  to  estimate  the  nitrogen  of  the 
nitrates  alone,  the  nitrogen  yielded  by  nitrites  must  be 
deducted.  This  is  rarely,  if  ever,  done  now  for  any 
practical  purpose  ;  but  the  matter  is  a  simple  one.  The 
water  has  been  found  by  Griess'  method  to  contain 
nitrogen  as  nitrous  acid  to  the  extent  of  0-048  parts  per 
100,000. 

The  amount  of  nitrogen  therefore  which  must  be 
deducted  on  account  of  that  furnished  by  nitrites  ^ 
0-048,  and  0-199  — 0-048  =  0-151,  *-^-i  the  amount  fur- 
nished by  nitrates  alone  in  100,000  parts. 


Notes  upon  the  Process. 

It  is  a  question  whether  the  presence  of  organic 
matter  does  not  destroy  the  accuracy  of  the  results,  as 
pointed  out  by  Friihling.  If,  however,  such  is  the  case 
to  any  material  degree,  and  it  does  not  appear  to  be  so, 
the  water  could  first  be  distilled  with  alkaline  perman- 
ganate of  potassium. 

It  seems  better  that  the  conversion  of  nitric  and 
nitrous  acids  into  ammonia  should  be  allowed  to  take 
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place  without  the  addition  of  any  marked  degree  of 
heat,  else  some  ammonia  appears  to  be  lost,  probably 
owing  to  the  escape  of  nitrogen  as  such. 

If  the  ammonia  is  in  large  quantities  and  its  colour 
cannot  on  this  account  be  matched  by  the  chloride  of 
ammonium  solution,  it  can  best  be  estimated  by  dilution 
of  the  distillate  with  distilled  ammonia  free  water,  as 
previously  recommended  [vide  "  Wanklyn's  Method  "). 

Conclusions  to  he  drawn  from  the  amount  estimated. — The 
faintest  trace  of  nitrites  will  always  arouse  the  greatest 
suspicion,  and  when  the  "  nitrogen  in  nitrates  and 
nitrites  "  exceeds  o-i  part  per  100,000,  suspicion  is  like- 
wise justified  in  those  cases  where  the  strata  may  be 
excluded  as  the  source  from  which  the  water  derives 
such  salts. 
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CHAPTER   X. 

Chlorine. 

Chlorine  exists  in  water  chiefly  as  chlorides  of  sodium 
and  calcium,  and  only  occasionally  as  magnesium 
chloride. 

Chlorine  is  present  in  all  waters  to  a  small  extent, 
even  in  rain  water,  since  all  atmospheres  contain 
sodium  chloride  in  suspension.  It  is  only  when  its 
presence  is  marked  that  suspicion  is  aroused  as  to  its 
origin. 

The  presence  of  an  excess  of  chlorides  in  water  is  due 
to  either  one  of  the  following  causes  : — 

(a)  A  mixture  with  sea  water,  as  in  tidal  rivers. 
(h)  Open  reservoirs  and  other  expanses  of  fresh  water 
near  the  coast,  also  show  excess — due  to  the  fact 
that  the  atmosphere  contains  larger  amounts  of 
sodium  chloride  than  is  usual  elsewhere,  and 
this  in  part  gets  deposited  upon  the  surface  of 
such  waters  and  is  at  once  dissolved. 
(c)  Deep  wells  by  the  sea  coast,  or  those  in  which 
the  water  has  previously  percolated  strata  into 
the  composition  of  which  saline  constituents 
enter,  i.e.,  greensand,  sandstone,  the  London 
clay,  and  to  a  less  extent  the  chalk* — yield 
water  rich  in  chlorides.  In  the  districts  of  salt 
deposits  the  water  may  contain  very  large  quan- 
tities of  chlorides. 
*  Such  waters  may  contain  twenty  parts  per  100,000  of  chlorine. 

G  2 
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(d)  Pollution  by  animal  organic  matter,  chiefly 
urine ; — in  which  case  sulphates  will  also  be 
in  excess. 

The  presence  of  chlorine  in  excess  is  thus  seen — after 
excluding  any  possiljilities  the  water  may  have  run  in 
acquiring  its  chlorine  from  sources  (a)  {b)  and  {c)  —  to 
indicate  organic  contamination,  and  that  of  an  animal 
nature,  since  vegetable  pollution  per  se  creates  no  excess 
in  this  respect ;  hence  in  these  cases  the  estimation 
affords  a  most  important  means  of  determining  as  to 
whether  a  vitiated  water  is  polluted  by  animal  or  by  vege- 
table matter.  It  follows,  then,  that  although  the  presence 
of  but  little  chlorine  is  pretty  conclusive  evidence  of  the 
water's  purity  as  regards  animal  pollution,  it  could  not 
under  ordinary  circumstances  be  used  as  a  rapid  means 
of  gauging  the  general  purity  of  a  water,  since  such 
may  be  injuriously  contaminated  with  vegetable  matter, 
or  even  with  organic  effluvia,  and  give  no  evidence  of 
these  in  any  excess  of  chlorine.  When,  however,  the 
amount  of  chlorine  which  the  purest  waters  in  the 
district  contain  is  known,  a  water  may  be  quickly 
judged — as  regards  animal  pollution — by  testing  for 
chlorides  alone,  and  noting  if  there  is  an  increase  of 
these. 

It  remains  now  to  be  seen,  apart  from  any  other  in- 
formation which  has  been  furnished  or  which  is  avail- 
able, what  chemical  means  there  are  of  excluding  causes  , 
{a)  (b)  and  (c),  as  creating  excess  of  chlorine.  Well ! 
we  are  so  generally  dependent  upon  water  which  has 
come  in  contact  somewhere  in  its  course  with  the 
chalk  formation,  in  England,  that  the  difficulty  which 
will  probably  most  often  arise  is  to  decide  as  to  whether 
excess  of  chlorine  is  not  due  to  the  fact  that  the  strata 
from  which  the  water  has  been  collected,  or  over  which 


CHLORINE.  85 

it  has  coursed,  contains  soluble  chlorides ;  rather  than  to 
the  presence  of  animal  pollution.  The  matter  fortu- 
nately becomes  an  easy  one  to  decide  upon  when  it  is 
borne  in  mind  that  if  the  excess  be  derived  from  the 
strata  the  total  solids  will  be  high  and  entirely  of  a 
mineral  nature,  and  there  will  be  no  evidence  of  organic 
pollution  furnished  by  those  other  stages  of  the  analysis 
which  aim  at  detecting  such  pollution  ;  except  it  be  in 
the  fully  oxidised  nitrogen  ("nitrates"), — for  strata  con- 
taining soluble  chlorides  generally  contain  soluble  ni- 
trates also,  in  less  degree. 

If,  on  the  other  hand,  the  excess  be  due  to  animal 
pollution  (it  cannot  be  to  vegetable !),  the  total  solid 
residue,  though  it  may  be  high,  will  contain  much 
organic  matter,  and  there  will  be  further  evidence  of 
the  nature  of  the  contamination  all  along  the  line  of 
those  steps  of  the  analysis  which  serve  to  indicate  such 
pollution. 

If  a  large  amount  of  chlorine  be  due  to  admixture 
with  sea  water  there  will  also  be  present  large  quanti- 
ties of  magnesium  salts,  which  fact  enables  a  decision 
at  once  to  be  made  upon  this  score.  A  specimen  of 
sea  water  collected  by  the  late  Dr.  Tidy  during  high 
water  at  Margate  gave  : — 

Chlorine  1239    \ 

Lime  24-5  [parts  per  100,000. 

Magnesia  144    j 


Qualitative  Test. 
The  presence  of  chlorides  may  be  best  detected  by 
the  addition  of  a  few  drops  each  of  a  solution  of  silver 
nitrate  and  dilute  nitric  acid  to  the  water  in  a  test-tube, 
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when  a  white  haze,  turbidity,  or  precipitate  of  argentic 
chloride  will  appear,  according  to  the  amount  of  chlorine 
present. 


Quantitative  Test. 

Apparatus  required.— This  is  of  the  simplest 
nature  : — 

1 .  A  burette  graduated  in  tenths  of  cubic  centimetres, 
fixed  upon  a  stand,  and  fitted  with  a  stopcock. 

2.  A  white  porcelain  basin  capable  of  holding  a  little 
over  loo  c.c.  of  water. 

3.  A  glass  stirring  rod. 

4.  A  measuring  flask  for  100  c.c.  of  water. 
Chemical  reagents : — 

1.  A  solution  of  the  yellow  chromate  of  potassium, 
which,  since  it  is  to  be  added  to  the  water,  must  ob- 
viously be  free  from  chlorine. 

2.  A  standard  solution  of  silver  nitrate,  made  to  the 
strength  that  i  c.c.  is  capable  of  precipitating  i  milli- 
gramme of  chlorine. 


The  Process. 

1.  Measure  out  100  c.c.  of  the  water  and  place  it  in 
the  white  porcelain  dish. 

2.  Add  a  few  drops  of  the  solution  of  yellow  chromate 
of  potassium  until  a  faint — though  distinct — yellow  colour 
is  created  in  the  water.  The  object  in  creating  this 
colour  is  to  make  it  serve  as  an  "  indicator,''  which 
shall  denote  at  once  the  stage  when  all  the  chlorine  has 
been  precipitated. 

3.  Some  of  the  standard  solution  of  nitrate  of  silver  is 
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taken  up  in  the  burette  and  then  added  drop  by  drop 
to  the  water,  when  a  dull  red  precipitate  is  at  once 
formed  of  the  red  silver  chromate ;  this  when  stirred  up 
in  the  water  by  means  of  the  glass  rod  at  once  dis- 
appears, owing  to  the  chlorine  in  the  water  displacing 
the  chromic  acid  and  itself  combining  with  the  silver, 
to  form  a  white  precipitate  of  the  chloride  of  silver.  As 
the  addition  of  the  standard  solution  is  continued,  the 
water,  though  it  retains  the  yellow  colour,  becomes 
very  turbid,  owing  to  the  accumulation  of  this  precipi- 
tate of  silver  chloride  ;  and  at  length  a  point  is  reached, 
at  which,  there  being  no  longer  any  chlorine  left  which 
is  not  already  combined  with  the  silver,  the  chromic 
acid  holds  undisputed  possession  of  this  metal,  and  the 
red  silver  chromate  remains  permanently  present ; — the 
first  evidence  of  this  is  afforded  by  the  yellow  colour 
changing  into  an  orange.  After  further  addition  of  the 
silver  salt  the  whole  solution  becomes  a  dull  red. 

The  motive  for  originally  adding  the  "  indicator,"  i.e., 
the  yellow  chromate  of  potassium,  becomes  very  evident 
by  this  stage,  since  there  would  otherwise  be  no  means  of 
knowing  when  just  the  required  amount  of  silver  nitrate 
had  been  added  ;  for  it  would  be  impossible  to  judge-  of 
the  exact  stage  when  the  maximum  amount  of  white 
precipitate  of  silver  chloride  had  been  created. 

4.  The  first  evidence  of  any  red  colour  remaining 
permanent,  so  as  to  create  with  the  original  yellow  an 
orange  colour,  should  be  the  clue  for  withholding  any 
further  addition  of  the  silver  nitrate — or  the  amount 
of  chlorine,  estimated  as  it  is  from  the  amount  of  the 
solution  of  the  silver  salt  used,  will  be  over-estimated. 

5.  It  is  then  seen  by  the  burette  how  much  silver 
nitrate  solution  has  been  added,  and  each  c.c.  of  this 
will  represent  i  milligramme  of  chlorine. 
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Example. — 5  c.c.  of  the  standard  solution  •  of  silver 
nitrate  were  required  to  exhaust  the  chlorine  in  100  c.c. 
of  water. 

But  I  c.c.  of  the  solution  =  1  milligramme  of  chlorine 

•"■   5  *^-c      >>  >i        ^=5  "  " 

.'.  there  are  5  milligrammes  of  chlorine  in  100  c.c.  of 
water. 

But  100  c.c.  of  water  =  100  grammes  =  (100,000 
milligrammes). 

.',  there  are  5  milligrammes  of  chlorine  in   100,000 
milligrammes  of  water,  or  5  parts  per  100,000. 

If  70  c.c.  of  the  water  had  been  originally  taken,  the 
estimation  would  be  made  as  follows  : — 

3-5  c.c.  of  the  standard  solution  of  silver  nitrate  were 
used  by  the  chlorine  in  70  c.c.  of  water. 

But  I  c.c.  of  this  solution  =  i  milligramme  of  chlorine 
.-.   3-5  c.c.  „  =  3-5         „  „ 

.•.  there  are  3-5  milligrammes  of  chlorine  in  70  c.c.  of 
water. 

But  70  c.c.  is  "  a  miniature  gallon "  in  which  the 
grains  of  the  imperial  measure  are  represented  by  milli- 
grammes. 

.*.    There   are   3-5  grains  of  chlorine  to  the  gallon, 

3-5  X  10 
or  ■i-^ =  5  parts  per  100,000. 

7 
Conclusions  to  he  drawn  from  the  amount  estimated. — It  is 
not  necessary,  since  it  is  invariably  present  in  the  purest 
waters,  (rain  water  for  instance  commonly  containing  as 
much  as  0-5  parts  per  100,000),  to  grow  suspicious  of 
the  presence  of  chlorine  until  it  reaches  the  proportion 
of  3  parts  per  100,000 ;  above  which  it  becomes  desira- 
ble to  ascertain  its  source.  It  must  always  be  borne 
in  mind,  however,  that  its  presence  in  excess  can  only 
be    attributed    to   animal   organic   pollution   after    the 
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Ja4celihood  of  certain  other  sources  having  furnished  it 
have  been  excluded.  Deep  well  waters  in  saliferous 
strata  may  yield  as  much  as  15  parts  per  100,000  in 
cases  where  the  water  is  absolutely  free  from  animal 
pollution. 


Notes  upon  the  Process. 

It  is  highly  important  that  neither  the  water  nor  the 
standard  solution  of  silver  nitrate  should  be  acid,  or 
the  results  are  incorrect — since  the  red  silver  chromate, 
being  soluble  in  an  acid  medium,  is  dissolved,  and  does 
not  remain  to  create  the  orange  colour  at  the  precise 
stage  when  all  the  chlorine  has  been  exhausted.  In  these 
cases  a  grain  or  two  of  pure  anhydrous  sodium  carbon- 
ate should  be  added  to  effect  neutrality,  or  even  faint 
alkalinity. 

The  chlorine  is  sometimes  —  in  order  that  its  amount 
shall  be  more  readily  appreciated  by  the  laity — ex- 
pressed in  the  terms  of  the  common  salt  it  is  equivalent 
to.  This  is  readily  calculated  by  a  comparison  which 
the  atomic  weight  of  chlorine  bears  to  the  combined 
atomic  weights  of  NaCl  (common  salt). 

The  atomic  weight  of  chlorine  is  35*5,  and  that  of 
sodium  is  23  .-.  NaCl  =  (35-5  +  23)  =  58-5 

.-.  CI  =  l^^  of  NaCl. 
58-5 
Now  the  chlorine  in  the  example  taken  amounted  to 
5  parts  per  100,000  ;  let  a;  =  the  amount  of  NaCl  this  is 

equivalent  to ;  then  5  =  ?|^  x 

5°'5 

ovx^5±5_xj  =  8-2 
35-5 
.•.  there  are  8-2  parts  of  NaCl  per  100,000. 
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The  effluents  from  sewage  farms  generally  show  such 
a  small  amount  of  chlorine  that  it  frequently  does  not 
much  exceed  the  limit  necessary  to  arouse  suspicion  in 
a  drinking  water. 

In  using  an  unmounted  graduated  burette  it  is 
always  as  well  to  fill  it  with  the  solution  being  used 
up  to  the  highest  mark  upon  it,  i.e.,  in  this  case  exactly 
up  to  the  lo  c.c.  mark — so  that  the  height  to  which  the 
solution  originally  stood,  before  any  of  it  was  removed, 
shall  in  every  case  be  the  same ;  otherwise,  by  the  end 
of  the  process,  the  exact  level  to  which  the  burette  was 
charged  may  have  been  forgotten  (that  is  if  trouble  has 
not  been  taken  to  note  it  down  upon  paper),  and  in  con- 
sequence a  repetition  of  the  whole  test  becomes  neces- 
sary at  the  sacrifice  of  time  and  material.  When  the 
delivery  from  the  burette  is  controlled  by  the  hand,  it 
should  be  held  vertically  with  the  index  finger  guarding 
the  upper  extremity,  and  it  is  only  after  a  little  practice 
that  the  amount  escaping  from  the  lower  extremity  can 
be  nicely  controlled.  When  it  is  desired  to  regulate 
the  escape  in  drops,  the  pressure  of  the  index  finger 
(which  must  be  perfectly  dry)  upon  the  top  of  the 
burette,  is  only  gently  relaxed, — that  is  to  say,  almost 
imperceptibly  lessened ;  otherwise  the  contents  will 
escape  too  rapidly. 


Solution  for  the  Estimation  of  Chlorine. 

In  order  that  the  standard  solution  of  silver  nitrate 
shall  be  of  the  strength  that  i  c.c.  will  precipitate  i 
milligramme  of  chlorine,  it  is  necessary  to  add  to  i  litre 
of  distilled  water  4788  grammes  of  pure  silver  nitrate. 
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CHAPTER   XI. 

The  Poisonous  Metals. 

Those  metals  which  may  in  this  connection  be  classed 
as  "  poisonous,"  and  for  which  it  is  commonly  neces- 
sary to  test  a  water,  are  lead,  iron,  copper  and  zinc. 

Water,  under  favourable  circumstances,  will  be  found 
most  generally  to  take  up  these  metals  either  from  the 
pipes  through  which  it  has  been  made  to  flow,  from 
the  receptacles  in  which  it  has  been  stored,  or  from  the 
materials  used  in  making  or  repairing  the  joints  of  such 
pipes  or  cisterns ;  but  in  addition,  such  metals  may  gain 
access  from  trade-processes  carried  on  by  river  sides, 
or  from  metalliferous  mines  within  the  district. 

Lead  is  taken  up  from  pipes  and  cisterns  made  of 
this  material,  and  the  action  of  the  water  upon  this 
metal  is  primarily  an  oxidising  one— highly  oxygenated 
waters  are  therefore  the  most  active ;  such  action  is 
greatly  aided  by  the  presence  of  nitrates,  nitrites  and 
chlorides,  and  is  favoured  by  either  neutrality  or  slight 
alkalinity  of  the  water — (acidity,  however,  is  even  more 
important,  since  it  aids  the  power  of  the  water  to  carry 
the  lead  in  solution).  Since  hard  waters  form  a  pro- 
tecting coat  to  the  pipes.  Sec,  it  follows  that  soft  waters 
have  the  greatest  plumbo-solvent  action. 

The  circumstances  being  favourable  then,  the  surface 
of  the  metal  is  oxidised  to  plumbic  oxide,  which  latter 
is  dissolved  and  carried  away  by  the  water  as  quickly 
as  it   is  formed  ;    and   in   those  cases   where   there   is 
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excess   of  carbonic   acid   present   in   the   water,    some 
carbonate  of  lead  may  be  produced  and  held  in  solution. 

A  chalybeate  water  contains  its  iron  in  the  form  of 
carbonate,  and  this  is  held  in  solution  by  free  carbonic 
acid ;  on  exposure  to  air,  however,  hydrated  ferric 
oxide  or  "  rust  "  is  thrown  down  (4FeC03+02+2H20  = 
2Fe203H20+4C02), — rust  being  insoluble  in  water  con- 
taining no  free  carbonic  acid.  Upland,  moorland,  and 
some  other  waters,  (as  those  from  the  green  sand  and 
new  red  sandstone),  generally  contain  traces  of  iron, 
which  are  taken  up  from  the  soil  and  strata  permeated. 

Copper  is  sometimes  given  to  water  by  culinary 
utensils  made  of  this  metal,  for  a  small  amount  of 
copper  is  dissolved  when  water  which  contains  common 
salt,  acid  (vinegar,  &c.),  fatty  or  oily  material,  is  boiled 
in  contact  with  it.  It  is  an  occasional  and  highly  con- 
demnatory practice  by  cooks  to  place  a  penny  into  the 
saucepan  in  which  vegetables  are  boiled,  in  order  to 
improve  their  colour,  and  the  writer  has  recorded  an 
instance  where  this  practice  gave  rise  to  symptoms  of 
copper  poisoning  in  a  household. 

Zinc  is  most  generally  taken  up  from  the  galvanised 
iron  with  which  the  water  has  come  in  contact.  It 
generally  exists  in  water  in  the  form  of  bicarbonate, 
but  is  never  present  except  in  very  small  traces.  Gal- 
vanised iron  must  not  be  held  to  entail  much  danger  in 
its  use,  unless  the  water  contains  much  free  carbonic 
acid,  since  under  common  conditions  the  zinc  oxide  or 
basic  carbonate  form,  and  protect  the  subjacent  metal 
from  further  action. 

Lead  and  copper  being  cumulative  in  their  actions, 
small  and  apparently  insignificant  traces  may  in  time 
lead  to  symptoms  of  chronic  poisoning.  The  smallest 
possible  trace,  therefore,  of  these  metals  should  theoretic 
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cally  be  considered  sufficient  to  render  condemnation  of 
the  water  justifiable.  Iron  is  not  dangerous  to  the  same 
extent,  and  since  it  gives  indication  of  its  presence 
when  in  such  amounts  as  would  not  make  its  ingestion 
undesirable,  by  imparting  a  distinct  taste  to  the  water, 
its  powers  for  evil  on  this  account  are  almost  nullified — 
for  people  will  not,  as  a  rule,  drink  water  possessing 
an  unpleasant  taste. 

Zinc  never  exists  but  in  very  small  traces,  and  since 
it  is  not  a  cumulative  poison,  the  possibility  of  danger 
from  this  metal  is  very  limited. 

Apparatus  required : — 

1.  Two  white  porcelain  dishes. 

2.  A  glass  stirring  rod. 

3.  A  burette  graduated  in  cubic  centimetres  and 
tenths  of  cubic  centimetres. 

Chemical  reagents: — 

1.  A  solution  of  the  yellow  chromate  of  potassium. 

2.  „  „       ammonium  sulphide. 

3.  „  ,,       the  ferrocyanide  of  potassium. 

4.  Liquor  ammonise. 

5.*  Dilute  hydrochloric  acid. 

6.  Copper  turnings. 

7.  A  standard  solution  of  lead  acetate,  i  c.c.  =  i 
milligramme  of  lead. 

8.  A  standard  solution  of  copper  sulphate,  i  c.c.  =  i 
milligramme  of  copper. 

9.  A  standard  solution  of  iron  proto-sulphate,  i  c.c. 
=  I  milligramme  of  iron. 

•  Dilute  acid  solutions  generally  indicate  about  i  part  of  strong 
acid  to  q  of  distilled  water. 
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The  Process. 


1.  To  about  loo  c.c.  of  the  water  placed  in  a  white 
porcelain  dish,  apply  a  little  of  the  ammonium  sulphide 
solution  upon  the  glass  rod.  By  allowing  the  rod  to 
descend  gently  through  the  water,  and  noticing  any 
change  in  the  latter  immediately  adjacent  to  the  rod, 
faint  quantities  of  poisonous  metals  will  be  more  readily 
detected  than  by  allowing  a  drop  of  the  reagent  to  fall 
into  the  water  and  then  stirring.  The  reason  for  this 
is  that  the  reagent  itself  imparts  colour,  and  it  is  there- 
fore advisable  to  add  as  little  of  it  as  possible  to  com- 
mence with; — otherwise  a  faint  discoloration  caused  by 
a  metal  may  be  lost  in  that  created  by  the  reagent. 

2.  Any  evidence  of  a  dark  colour  appearing  in  the 
water  denotes  the  presence  of  lead,  iron  or  copper,  and 
the  reagent  should  be  added  until  the  maximum  amount 
of  darkening  has  been  produced.  If  there  is  any  colour 
present  in  the  original  water,  a  comparison  must  be 
made — before  and  after  the  application  of  the  reagent — 
with  a  similar  quantity  placed  in  another  porcelain  dish, 
before  it  is  decided  whether  any  additional  colour  has 
been  created  by  the  ammonium  sulphide.  Where, 
however,  the  colour  originally  present  is  marked  (as 
by  peat,  &c ),  it  may  well  obscure,  even  with  these 
precautions,  such  a  slight  presence  of  lead,  iron,  or 
copper,  which  would  otherwise  make  itself  manifest. 
In  these  cases  it  would  be  well,  especially  where  there 
is  any  cause  whatever  for  suspicion,  to  evaporate  loo 
c.c.  of  the  water  to  dryness,  burn  off  the  organic  matter 
from  the  solid  residue  (and  with  it  the  colouring  matter 
will  also  be  destroyed  when  this  is  due  to  peat)  and 
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then  having  dissolved  the  residue,  to  proceed  to  test  the 
solution. 

3.  Next  add  a  drop  or  two  of  dilute  hydrochloric 
acid ;  if  the  colour  disappears  the  metal  is  iron,  or  if  it 
diminishes  perceptibly  iron  is  present,  whatever  else 
there  may  be. 

A  confirmatory  test  should  then  be  applied  to  some 
of  the  original  water  in  a  test-tube,  i.e.,  a  drop  or  two 
of  the  acid  is  added,  and  then  a  few  drops  of  the 
solution  of  the  ferrocyanide  of  potassium,  i.e.,  just 
sufficient  to  create  the  maximum  amount  of  colour. 
The  dark  blue  colour  thus  created  by  iron  salts  is  called 
"  Prussian  "  when  formed  by  ferric  salts,  and  a  paler 
blue  ("  Everett's  salt ")  is  formed  by  ferrous  salts. 
A  solution  of  potassium  ferricyanide  will  give  with 
ferric  salts  a  reddish-brown  colour,  and  with  ferrous 
salts  a  dark  blue  precipitate  ("  Turnbull's  blue  "),  and 
hence  by  using  a  mixture  of  ferro-  and  ferricyanide  of 
potassium  a  dark  blue  would  be  formed  in  the  presence  of 
either  ferric  or  ferrous  salts,  and  such  may  therefore  be 
employed  with  advantage. 

4.  If,  after  adding  the  hydrochloric  acid,  the  colour 
does  not  disappear,  the  metal  is  either  lead  or  copper. 

First  test  for  lead,  which  is  the  commoner  of  the  two, 
by  adding  to  some  of  the  original  water  in  a  test-tube, 
a  few  drops  of  the  yellow  chromate  of  potassium, — when, 
if  lead  be  present,  an  opacity  appears  in  the  water  (due 
to  the  formation  of  lead  chromate)  and  the  yellow  colour 
which  has  been  created  by  the  chromate  of  potassium, 
and  which  has  a  slight  greenish  tint  in  it,  is  deepened 
and  changed  to  more  of  a  canary  hue.  The  reaction  is, 
however,  comparatively  slight,  and  difficult  of  appre- 
ciation ;  and  faint  traces  of  lead  will  often  be  missed  by 
this  test  unless  a  careful  comparison  is  always  instituted 
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with  another  test-tube  containing  a  similar  amount  of 
pure  water  and  reagent.  Under  these  conditions  so 
little  as  ^  grain  to  the  gallon*  can  sometimes  be  detected, 
if  the  water  is  either  quite  clear  at  the  outset,  or  has 
been  rendered  so  by  filtration. 

The  ammonium  sulphide  reaction  is  itself  an  ex- 
tremely delicate  test  for  lead,  and  to  the  novice  will  be 
found  not  to  present  the  same  difficulties  as  the  chro- 
mate  of  potassium  test ;  but  since  copper  and  iron  will 
furnish  the  same  reaction,  their  presence  must  be  most 
carefully  excluded  before  lead  is  ascribed  as  the  cause 
of  the  darkening.  One-tenth  of  a  grain  to  the  gallon 
can  always  readily  be  detected  by  either  of  these 
methods,  but  where  smaller  quantities  than  this  exist, 
the  water  must  be  considerably  reduced  in  bulk  by 
evaporation  before  the  test  is  applied. 

It  is  important  to  bear  in  mind  that  iron  is  liable  to 
be  present  along  with  lead,  and  may  contribute  to  the 
darkening  created  by  the  ammonium  sulphide  ;  the  pos- 
sibility of  this  taking  place  may  be,  however,  excluded 
by  adding  a  drop  of  dilute  hydrochloric  acid  to  the 
water, — for  this  has  been  seen  to  prevent  or  remove 
any  darkening  created  by  an  iron  salt. 

Dr.  Garrett  has  devised  by  far  the  most  delicate  test 
for  lead.  He  claims  that  it  will  detect  -^  grain  per 
gallon,  and  the  writer's  experience  closely  corroborates 
this.  The  author  of  the  test  directs  that  f  ounce  of 
water  be  placed  into  a  narrow  test-tube,  and  one  drop 
of  dilute  hydrochloric  acid  be  added  to  obliterate  iron. 
One  drachm  of  strong  freshly  prepared  sulphuretted 
hydrogen  water,  and  ^  grain  of  sulphate  of  barium 
are  then  added,  when  the  whole  is  well  shaken  and  set 

•  The  quantities  of  metals  are  so  universally  expressed  in  terms  of 
grains  per  gallon  that  it  is  thought  best  to  adopt  these  terms  here. 
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aside.  The  insoluble  barium  sulphate  (used  in  the  form 
of  powder)  collects,  and  carries  down  with  it  the  sul- 
phide of  lead,  "  the  presence  and  quantity  of  the  lead 
being  declared  by  the  degree  of  colour  imparted  to  the 
white  powder."  This  white  powder  in  settling  forms 
two  layers,  and  it  is  in  the  upper  one  of  these  that  lead 
imparts  a  coloration,  varying  from  "  the  palest  Indian 
grey  or  buff  to  the  darkest  brown." 

5.  To  test  for  copper,  a  drop  or  two  of  a  solution  of 
the  ferrocyanide  of  potassium  should  be  added  to 
some  of  the  original  water  after  it  has  been  acidulated 
with  a  drop  of  dilute  hydrochloric  acid  (since  the 
reaction  does  not  take  place  in  an  alkaline  hquid). 
If  copper  be  present,  a  bronze  coloration  and  pre- 
cipitate of  cupric  ferrocyanide  appears,  which  is  best 
detected  by  holding  the  test-tube  against  a  white  back- 
ground. 

A  corroborative  test  consists  in  adding  to  some  more 
of  the  water,  a  drop  or  two  of  liquor  ammoniae,  when  a 
faint  blue  colour  is  created — which  will  often  be  missed 
unless  it  be  looked  for  through  the  depth  of  the  water 
on  to  a  white  background. 

6.  When  no  darkness  is  created  in  the  water,  a  fresh 
amount  should  be  placed  in  a  test-tube,  and  tested  for 
zinc,  by  adding  a  drop  or  two  of  liquor  ammoniae  (and 
no  more,  since  the  precipitate  formed  is  soluble  in  excess). 
This  white  precipitate  created  in  the  presence  of  zinc 
(and  consisting  of  zinc  sulphide)  when  once  seen  will 
always  be  recognised,  since  it  has  marked  character- 
istics, i.e. — it  is  copious,  and  of  a  flocculent,  curdled, 
and  gelatinous  appearance.  A  drop  or  two  of  dilute 
hydrochloric  acid  will  dissolve  it  up,  and  on  adding 
ammonium  sulphide  it  can  be  made  to  reappear. 

As  an  additional  test,  the  ferrocyanide  of  potassium 
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will  give  a  white  gelatinous  precipitate  of  zinc  ferro- 
cyanide,  insoluble  in  dilute  acids. 

7.  The  presence  of  arsenic,  which  would  exist  in  water 
in  the  form  of  arsenious  acid  (As^Oj),  has  very  rarely  to 
be  tested  for,  but  when  it  is  desirable  or  necessary  to 
do  so, — as  notably  in  the  case  of  water  taken  from  the 
neighbourhood  of  manufactories  of  aniline  colours,  or 
where  the  soil  is  rich  in  arsenic, — Reinsch's  test  is  the 
most  readily  performed. 

Reinsch's  test  consists  of  first  placing  in  a  test-tube  a 
bright  piece  of  copper  turnings  or  filings,  adding  a  little 
dilute  hydrochloric  acid,  and  then  boiling  well ;  when  if 
the  brightness  of  the  metal  is  unimpaired,  the  materials 
employed  are  themselves  proved  free  from  arsenic.  The 
water  is  next  added,  and  the  whole  heated  together  for 
several  minutes,  when — upon  cooling — if  arsenic  is  pre- 
sent a  grey  film  of  cupric  arsenide  forms  on  the  bright 
bronze-coloured  copper  turnings ;  this  may  then  be  re- 
moved, washed,  dried,  and  placed  within  a  wide  glass 
tube  to  which  a  Bunsen  flame  is  subsequently  applied ; 
the  arsenic  then  gets  oxidised  to  arsenious  oxide,  which 
is  sublimed,  and  deposited  in  the  form  of  a  white  ring 
round  the  inside  of  the  tube  beyond  the  flame.  This 
deposit  can  then  be  removed  and  examined  under  the 
microscope  for  the  characteristic  minute  octahedral 
crystals. 

Having  thus  detected  the  presence  of  either  lead, 
iron,  copper,  or  zinc,  it  becomes  necessary  to  estimate 
the  extent  to  which  they  exist  in  the  water. 

The  Process. 

I.  Measure  out  "a  miniature  gallon"  (70  c.c.)  of  the 
water  which  has  been  found  to  contain — say  lead,  and 
pour  into  a  white  porcelain  basin. 
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2.  Place  a  nearly  similar  amount  (about  60  c.c.)  of 
distilled  water  into  a  second  precisely  similar  dish. 

3.  To  each  basin  add — say  two  drops  of  the  am- 
monium sulphide  solution,*  and  stir  both  well  with  a 
glass  rod,  each  rod  being  carefully  reserved  to  its  own 
water. 

4.  Whereas  the  water  containing  lead  darkens,  there 
will  be  no  such  darkening  in  the  miniature  gallon  of 
distilled  water.  Add  to  this  latter,  by  the  burette,  the 
standard  solution  of  lead  acetate  (i  c.c.=^i  milligramme 
of  lead),  well  stirring  the  while,  until  the  amount  of 
darkening  created,  exactly  resembles  that  in  the  minia- 
ture gallon  of  water  which  originally  contained  the  lead, 
and  then  make  up  the  70  c.c.  with  distilled  water. 

5.  Read  off  the  number  of  cubic  centimetres  of  the 
standard  solution  required  to  effect  this  match,  and  this 
number  will  contain  the  amount  of  lead  in  the  original 
water. 

Example. — The  amount  of  standard  solution  required 
by  the  70  c.c.  of  distilled  water  to  match  the  coloration 
in  the  sample  of  lead  polluted  water,  was  to  the  ex- 
tent of  2  of  the  J(y  divisions  into  which  each  of  the  i 
cubic  centimetre  measures  are  marked  upon  the  burette. 

.•.  ^  ^  -^  of  a  cubic  centimetre  of  the  standard  solu- 
tion was  required. 

But  I  c.c.  :=  I  milligramme  of  lead. 

1  —  1 

-  .    -5    ,,    —  5  II  " 

.-.  there  is  i  milligramme  of  lead  in  70  c.c.  of  water. 
But  70  c.c.  is  "a  miniature  gallon"  in  which  the  milU- 
grammes  represent  grains  in  the  Imperial  measure. 
.-.  there  is  1  grain  of  lead  to  the  gallon  of  water. 
Since  the  method  of  making  a  quantitative  estimation 
•  Or  advantage  may  thus  be  taken  of  the  chromate  of  potassium 
reaction  if  preferred. 

H  2 
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of  one  of  the  metals  is  so  precisely  similar  to  that  em- 
ployed with  any  of  the  others,  it  will  suffice  if  mention 
is  made  of  the  only  and  obvious  diiference,  i.e.,  that  of 
the  reagent  employed.  The  standard  solution  must  of 
course  consist  of  a  salt  of  the  metal  to  be  estimated  in 
each  case  : — for  lead,  a  solution  of  lead  acetate  has  been 
used  ;  but  for  copper,  the  standard  solution  is  made  of 
copper  sulphate  ;  for  iron,  of  the  protosulphate  of  iron. 

The  quantitative  estimation  of  zinc*  can  be  conveni- 
ently made  by  taking  a  measured  quantity  of  the  water 
(which  is  found  to  be  free  from  other  poisonous  metals), 
adding  ammonium  sulphide  solution,  and  collecting  the 
precipitate  of  zinc  sulphide  on  a  filter  ;  this  is  then  well 
washed  with  dilute  ammonium  sulphide,  dried,  ignited 
in  a  weighed  capsule — at  a  bright  red  heat,  allowed  to 
cool,  and  finally  weighed  as  oxide. 

Conclusions  to  he  drawn  from  the_  amounts  estimated. — Opin- 
ion has  been  a  good  deal  divided  as  to  the  amounts  of 
the  poisonous  metals  in  a  water  which  may  be  con- 
sidered as  dangerous.  In  the  case  of  lead  J^  grain  to 
the  gallon  is  generally  accepted,  and  ^^  is  advocated 
by  some  excellent  authorities.  It  would  appear  best — 
because  it  is  safer— rather  to  make  an  over-estimation 
of  the  danger  than  to  run  the  risk  of  erring  in  the  other 
direction,  and  in  the  case  of  the  poisonous  metals  which 
are  cumulative  in  their  action,  it  is  difficult  to  see  what 
amount,  however  small,  can  be  accepted  as  a  limit  to 
such  powers.  Is  it  not  best  then  in  the  case  of  lead 
and  copper  to  condemn  a  water  containing  more  than 
^  grain  of  either  ? 

*  The  estimation  of  zinc  by  means  of  potassium  ferrocyanide, 
with  copper  sulphate  paper  as  indicator,  is  slowly  superseding  this 
older  process.  There  is  liability  to  error,  however,  except  certain 
precautions  are  taken. 
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With  regard  to  zinc  which  is  not  a  cumulative  poison 
— undesirable  as  its  presence  is — a  little  more  latitude 
may  be  allowed,  and  a  ^  grain  to  the  gallon  may  be 
permitted  ;  but  the  faintest  traces  of  arsenic — an  excep- 
tionally poisonous  and  somewhat  cumulative  metal — 
should  suffice  to  condemn  the  water. 

Iron  should  under  no  circumstances  exceed  ^  grain 
per  gallon,  except  when  the  water  is  taken  solely  for 
medicinal  purposes — as  this  quantity  will  provoke  dys- 
pepsia, general  malaise,  headache,  &c.,  in  those  sus- 
ceptible to  its  action. 


Notes  upon  the  Process. 

In  making  the  quantitative  estimation  of  these  metals, 
if  the  water  contains  considerable  coloration  before  the 
ammonium  sulphide  has  been  added,  and  which  cannot 
be  safely  disposed  of  in  the  manner  already  indicated,  an 
attempt  must  be  first  made  to  estimate  the  value  of  this 
with  reference  to  the  standard  solution  employed,  i.e., 
to  ascertain  the  quantity  of  the  latter  which  is  required 
to  create  the  same  degree  of  coloration  in  distilled  water 
to  which  the  ammonium  sulphide  has  been  added, — 
in  order  that  this  amount  may  be  deducted  from  the 
total  standard  solution  it  is  necessary  to  add  to  the 
distilled  water  and  ammonium  sulphide,  to  match  the 
total  coloration  in  the  polluted  water. 

In  highly  coloured  waters  a  deduction  of  0-5 — i  c.c. 
of  the  standard  solution  would  have  to  be  made  on  this 
account.  The  quantitative  tests  for  metals  existing  in 
small  amounts,  is  a  very  delicate  one,  in  which  a  slight 
error  effects  very  largely  the  results,  so  that  it  is  prefer- 
able in  those  cases  where  no  loss  by  volatilisation  is  to 
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be  feared— since  it  disposes  of  a  highly  probable  source 
of  fallacy — to  remove  the  colouring  matter  where  pos- 
sible in  the  manner  already  shown,  rather  than  to 
attempt  to  match  its  colour,  which  is  often  of  a  some 
what  different  character,  and  therefore  difficult  to  gauge 
by  comparison. 

Though  the  metals  lead,  copper,  and  iron,  when  exist- 
ing in  very  faint  traces,  will  generally  be  detected  by 
testing  the  original  water,  yet  in  order  to  make  their 
presence  more  evident,  and  their  quantities  more  readily 
estimated,  it  is  often  desirable  to  reduce  the  bulk  of  the 
water — and  thus  concentrate  their  solutions  as  it  were — 
by  evaporation.  In  the  case  of  zinc,  which  will  gene- 
rally exist  in  the  form  of  bicarbonate,  it  will  always 
be  necessary  to  thus  reduce  the  original  bulk  of  the 
water,  and  during  the  process  of  evaporation  the  metal 
will  frequently,  after  a  time,  indicate  its  presence  by 
forming  a  thin  film  of  carbonate  upon  the  surface  of  the 
water. 

A  litre  of  water  should  in  these  cases  be  evaporated 
down  to  loo  c.c.  in  some  material  which  will  not  in  the 
process  yield  any  metal  to  the  water — such  as  porce- 
lain ;  and  any  precipitate  which  may  be  deposited  (such 
as  ferric  oxide),  should  be  re-dissolved  with  a  little  dilute 
hydrochloric  acid. 

The  quantitative  estimation  of  iron  and  copper  may 
also  be  made  from  the  ferrocyanide  of  potassium  reac- 
tion ;  but  only  just  sufficient  of  the  reagent  should  be 
added  to  create  the  maximum  amount  of  colour,  for  a 
large  excess  will  give  a  yellowish  tinge  to  the  water, 
and  this  impairs  very  materially  the  facility  of  effecting 
a  colour  comparison. 
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Solutions  for  the  Quantitative  Estimation  of 
Metals. 

The  standard  solution  of  lead  is  made  by  dissolving 
i*66  grammes  of  crystallised  acetate  of  lead  in  one  litre 
of  distilled  water. 

The  standard  solution  of  copper,  by  dissolving  3-93 
grammes  of  the  sulphate  of  copper  in  one  litre  of  dis- 
tilled water. 

The  standard  solution  of  iron,  by  dissolving  4-96 
grammes  of  the  protosulphate  of  iron  in  one  litre  of 
distilled  water. 
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CHAPTER   XII. 

The   Non-poisonous    Metals.     Sulphates.     Phos- 
phates. 

Nothing  of  any  practical  value,  in  a  Public  Health 
respect,  is  gained  by  prosecuting  an  investigation  under 
this  head  beyond  what  is  necessary  to  determine  the 
presence  and  amount  of  calcium,  magnesium,  and  silica. 
The  presence  of  lime,  which  mainly  exists  as  the 
bicarbonate  and  sulphate  in  a  water,  may  be  discovered 
by  creating  the  white  precipitate  of  the  oxalate  of  cal- 
cium, by  adding  powdered  oxalate  of  ammonia,  and  then 
well  stirring  with  a  glass  rod.  If  it  be  desired  to  make 
a  quantitative  estimation,  a  measured  quantity  of  water, 
say  250  c.c,  must  be  thus  treated,  and  the  precipitate  fil- 
tered—until the  filtrate  is  quite  clear— through  a  small 
Swedish  filter  paper  (of  which  the  weight  of  ash  it  will  yield 
after  ignition  is  known).  The  oxalate  of  calcium  pre- 
cipitate remaining  on  this  filter  paper  is  then  thoroughly 
washed  with  hot  distilled  water,  and  afterwards  dried 
in  the  water  oven  at  a  temperature  of  212°  F.,  until  a 
constant  weight  is  got.  If  the  weight  of  the  filtering 
paper  is  previously  known,  the  difference  between  this 
and  the  total  weight  will  be  due  to  the  calcium  oxalate ; 
or  to  be  more  accurate  and  so  as  to  insure  that  all  the 
water  shall  be  thoroughly  driven  off,  the  filter  paper 
should  be  folded  up,  placed  in  a  small  porcelain  crucible 
(previously  weighed),  covered  by  a  lid  and  then  ignited 
— at  first  gently  so  as  to  obviate  spurting  and  loss,  and 
the  lid  should  be  removed  after  a  little  for  free  access 
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of  air.  When  the  filter  paper  has  been  entirely  de- 
stroyed ("burnt  off")  the  lid  is  then  replaced,  and  the 
whole  allowed  to  cool  under  a  desiccator,  after  which  it 
is  weighed.  The  weight  found,  minus  that  of  the  cruci- 
ble and  the  ash  of  the  filter  paper,  represents  the  weight 
of  the  calcium  salt  (CaC204),  of  which  calcium  forms 
j^  :  or  the  precipitate  may  be  weighed  as  carbonate. 

Magnesia  mainly  exists  in  water  in  the  form  of  the 
carbonate  and  sulphate,  and  chiefly  in  that  collected 
from  the  dolomite  strata,  and  if  these  salts  exceed  5 
grains  per  gallon  they  are  apt  to  cause  dyspepsia  and 
diarrhoea  in  those  unaccustomed  to  the  use  of  the  water 
containing  them.  The  presence  of  magnesia  may 
be  best  ascertained  by  precipitating  all  the  calcium 
present  in  the  water,  by  means  of  powdered  oxalate  of 
ammonia,  and  filtering  until  the  filtrate  is  perfectly 
clear  and  free  from  calcium.  The  filtrate  should  next 
be  concentrated  by  boiling,  and  then  a  few  drops 
each  of  a  solution  of  phosphate  of  sodium  and  chloride 
of  ammonium  are  added,  and  sufficient  liquor  ammonias 
to  create  strong  alkalinity.  The  whole  is  well  stirred 
up  with  a  glass  rod,  and  then  set  aside  for  several  hours, 
when  a  crystalline  precipitate  of  a  double  phosphate  of 
magnesium  and  ammonia  (ammonium-magnesium  phos- 
phate or  "  triple  phosphate  ")  is  formed. 

The  amount  present  is  roughly,  and  most  readily, 
estimated  from  the  hardness  which  it  will  create  when 
a  water  perfectly  freed  from  calcium  by  the  oxalate  of 
ammonium,  is  tested  by  the  soap  solution  (wWi?  "  Hard- 
ness ").  Supposing  for  instance,  5  c.c.  of  the  soap  solu- 
tion are  required  to  satisfy  the  hardness  remaining  in 
100  c.c.  of  the  water :  deduct  i  c.c.  (the  amount  of 
solution  required  for  an  equal  bulk  of  pure  distilled 
water)  =  4  c.c. 
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But  I  c.c.  of  soap  solution  =  i  milligramme  of  cal- 
cium carbonate. 

.-.  4  c.c.  =  4  milligrammes  of  calcium  carbonate. 

-•.  The  hardness  due  to  magnesium  salts  in  loo  c.c. 
of  water  is  equivalent  to  4  milligrammes  of  calcium 
carbonate.  But  i  part  of  calcium  carbonate  is  equiva- 
lent to  0-56  parts  of  magnesium  carbonate. 

.•.  4  X  0"56   =  2-24  parts   of    magnesium   carbonate   in 

100,000  of  water,  or  Z 1:=  1-5  grains  per  gallon. 

10 

Magnesium  carbonate  has  been  estimated  as  high  as 
9  grains  per  gallon  by  Wanklyn  and  Playfair  in  Sunder- 
land water. 

The  estimation  of  silica  may  become  of  importance, 
having  in  view  the  fact  .that,  as  Dr.  Tidy  pointed  out, 
its  presence  diminishes  the  plumbo-solvent  action  of 
water.  In  quantities  it  may  also  create  gastro-intes- 
tinal  irritation  and  diarrhoea. 

It  generally  exists  in  the  form  of  insoluble  silicate  of 
alumina  (clay),  or  of  soluble  silicate  of  sodium. 

A  measured  quantity  of  water,  say  500  c.c,  is  evapor- 
ated to  a  solid  residue ;  this  is  treated  with  strong 
hydrochloric  acid,  and  then  well  washed  with  boiling 
distilled  water,  when  the  residue  remaining  is  dried, 
ignited,  and  again  treated  with  the  acid  and  washed  as 
before ;  any  residue  ultimately  left  will  consist  of  most — 
if  not  all — of  the  silica  originally  present  in  the  water, 
and  the  white  gritty  powder  of  silica  (.SiOa)  may  be 
dried  and  weighed. 
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Sulphates. 

Sulphates  exist  in  most  waters,  especially  selenitic* 
ones,  and  are  either  derived  from  the  strata  over  or 
through  which  the  water  has  passed,  or  from  the  sul- 
phur contained  in  organic  pollution  (urine,  &c.).  Even 
the  rain  water  collected  in  large  towns  yields  small 
amounts  by  taking  up  the  sulphurous  acid  from  the 
smoky  atmosphere. 

Sulphates  sometimes  result  from  the  oxidation  of 
metallic  sulphides  (chiefly  iron  pyrites),  which  exist  as 
such  in  some  strata.  They  mainly  exist  as  calcium  and 
magnesium  sulphates,  and  to  a  less  extent  as  sodium 
sulphate ;  and  any  of  these  when  present  in  large  amount, 
tend  to  cause  diarrhoea  and  dyspepsia  in  those  unaccus- 
tomed to  their  use.  Acid  sulphates  may,  moreover,  by 
creating  acidity,  thus  increase  the  power  of  water  to 
carry  lead  in  solution. 

Waters  collected  from  the  lime-stone  and  dolomite 
formations  always  contain  a  marked  quantity  of  sul- 
phates, but  not  so  the  water  from  the  chalk.  The 
sulphates  in  lime-stone  may  reach  to  20  parts  per 
100,000,  and  consist  mainly  of  calcium  sulphate ;  while 
those  of  the  dolomite  consist  to  a  less  extent  of  cal- 
cium sulphate,  and  partly  of  magnesium  sulphate.  The 
sulphuric  acid  (SOs)  has  been  found  above  100  parts 
per  100,000  in  some  exceptional  circumstances  of  deep 
wells. 

The  so-called  "sewage-fungus"  ("Beggiatoa  alba") 
is  found  where  sulphates  abound,  and  as  the  action  of 
the  fungus  is  to  reduce  these  to  sulphuretted  hydrogen, 
there  is  a  consequent  production,  to  a  greater  or  less 

*  Selenite  is  a  natural  foliated  or  crystallised  sulphate  of  lime. 
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degree,  of  the  characteristic  and  offensive  odour  of  this 
gas. 

The  Test.— A  few  drops  of  the  chloride  of  barium 
solution  and  of  dilute  hydrochloric  acid  are  added  to 
the  water  in  a  test-tube,  which  is  then  left  to  stand  for 
a  few  minutes,  when  a  precipitate  of  the  sulphate  of 
baryta  is  created  with  even  very  small  quantities  of 
sulphates. 

If  a  quantitative  estimation  is  desired,  70  c.c.  of  the 
water  should  be  taken  and  boiled  for  a  few  minutes, 
after  the  addition  of  slight  excess  of  chloride  of  barium 
solution  and  dilute  hydrochloric  acid.  The  precipitate 
created  is  collected  on  a  small  Swedish  filter-paper, 
washed,  ignited,  and  weighed  as  barium  sulphate,  the 
washing  of  the  precipitate  being  continued  until  the 
filtrate  no  longer  gives  a  turbidity  with  silver  nitrate. 

To  express  the  result  in  the  terms  of  sulphuric  acid 
(SOg)  it  is  necessary  to  remember  that  every  part  of 
barium  sulphate  represents  0-343  SOj. 


Phosphates. 

The  phosphates  found  in  water  are  commonly  those 
of  potassium,  sodium,  and  ammonia,  and  their  double 
salts.  The  presence  of  these  affords  corroborative 
evidence  of  remote  animal  contamination ;  but  they 
may  only  exist  in  small  amounts  in  those  waters  gene- 
rally used  for  drinking  purposes  even  when  these  be 
dangerously  polluted.  When  this  point  is  considered 
in  conjunction  with  the  facts  that  most  waters  contain 
faint  traces  of  phosphates,  that  these  may  also  have 
their  origin  in  strata — chiefly  sandstone  —  permeated, 
and  that  they  have  also  been  found  to  be  present  in- 
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considerable  quantities  in  some  marshy  meadows, — their 
estimation  does  not  at  first  sight  appear  to  be  of  great 
practical  value.  But  there  is  one  important"  considera- 
tion connected  with  their  presence,  i.e.,  that  they  form 
food-pabulum  for  bacteria  and  fungi,  and  thus,  whatever 
be  their  source,  they  must  always  indicate  great  possi- 
bilities of  danger  on  this  account. 

In  every  case  before  a  test  is  applied  for  phosphoric 
acid,  the  water  should  be  reduced  from  a  large  bulk  to 
a  very  small  one  by  condensation,  and  it  is  even  prefer- 
able to  dissolve  it  out  from  the  ash  by  nitric  acid. 

The  Test. — The  best  test  for  their  presence  is  the 
following : — Add  a  few  drops  of  pure  and  colourless 
nitric  acid,  and  then  about  twice  as  much  of  a  solution 
of  the  molybdate  of  ammonium,  to  some  of  the  water  in 
a  test-tube,  and  boil  well.  If  "traces"  of  phosphates  are 
present  a  faint  greenish-yellow  colour  appears ;  if 
"heavy  traces"  a  yellow  precipitate  falls  in  a  few 
minutes  consisting  of  ammonic  phospho-molybdate." 
Results  may  be,  and  are  sometimes,  returned  as 
"traces,"  "heavy  traces,"  and  "very  heavy  traces," 
according  as  a  colour,  turbidity,  or  marked  precipitate, 
is  produced  in  fifteen  minutes  at  a  temperature  of  about 
80°  F. 

'  Arsenic  acid  would  cause  the  same  reaction.  Where  necessary, 
the  two  can  be  distinguished  by  adding  a  few  drops  of  a  solution  of 
silver  nitrate : — 

Argentic  arseniate  forms  a  brick-red  precipitate. 

Argentic  phosphate  forms  a  yellow  precipitate. 


no 
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CHAPTER   XIII. 


The  Solid  Residue. 


By  this  term  is  implied  the  substances  which  are  held 
in  solution  in  the  water,  and  which  when  the  latter  is 
evaporated  remain  behind  as  a  solid  residue. 

The  mineral  salts  which  a  water  may  contain,  and 
which  are  taken  up  in  its  course  through  or  over  the 
strata  it  comes  in  contact  with,  (with  the  exception  of 
traces  of  sodium  chloride  which  may  be  chiefly  taken 
up  from  the  atmosphere)  are — if  an  attempt  be  made  to 
arrange  them  in  the  order  of  their  most  general  relative 
frequency  of  occurrence — the  result  of  a  combination  of 
one  or  more  of  the  following  acids  and  bases  : — 

"^  /Calcium 

Sodium 
Magnesium 
Potassium 
Iron 

Aluminium 
(Lead,  Copper,  or 
Zinc). 

In  regard  to  the  principles  which  guide  chemists  in 
the  hypothetical  association  of  the  acids  and  bases 
found  in  the  water,  it  is  assumed  that  the  combination 
of  the  bases  and  acids  is  governed  by  their  respective 
affinities  ;  that  is  the  strongest  acid  is  assumed  to  be 
combined  with  the  strongest  base,  due  attention  being 


Carbonic 

Hydrochloric 

Sulphuric 

Nitric 

Nitrous 

Phosphoric 

Silicic  (silica) 


>■     and     { 


V 


THE    SOLID    RESIDUE.  Ill 

also  paid,  however,  to  the  greater  or  less  degree  of 
solubility  of  the  salts,— since  it  is  well  known  that  this 
exercises  a  considerable  influence  on  the  manifestations 
of  the  force  of  affinity. 

The  most  common  combinations  (salts)  which  are 
held  in  solution  in  a  water  are  : — 

The  carbonates  of  calcium,  sodium,  magnesium,  potas- 
sium, and  iron. 

The  sulphates  of  calcium,  magnesium,  and  sodium. 

The  chlorides  of  sodium,  calcium,  and  magnesium. 

The  nitrates  of  calcium,  sodium,  and  potassium. 

The  nitrites  of  calcium,  sodium,  and  potassium. 

The  phosphates  of  sodium  and  potassium. 

The  estimation  of  the  total  solids  is  not  by  itself  of 
great  practical  value  from  a  hygienic  point  of  view, 
though  often  when  we  come  to  incinerate  them  valu- 
able corroborative  evidence  of  organic  pollution  is 
obtained  ;  the  important  point  is  to  discover  the  nature 
of  the  constituents  of  "  the  solid  residue  "  ! 

A  large  amount  of  mineral  solids,  consisting  as  it 
frequently  does  in  this  country  largely  of  calcium  car- 
bonates (even  up  to  50  or  60  parts  per  hundred  thou- 
sand), is  not  considered  necessarily  injurious  ;  but  if  a 
goodly  proportion  of  this  is  found  to  be  contributed  by 
the  salts  which  form  permanent  hardness,  as  indicated 
by  the  soap  test,  one  is  disposed,  since  these  salts  are 
productive  of  considerable  digestive  disturbances  in 
some  people,  to  look  with  disfavour  upon  a  water  con- 
taining more  than  10  parts  per  100,000  of  them. 

Another  important  question  which  a  large  amount  of 
total  solids  would  give  rise  to,  is  that  of  the  suitability 
of  the  water  for  washing  and  cooking  purposes,  on 
account  of  its  hardness  being  probably  excessive. 

The  total  solids  have  been  estimated  even  above  300 
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parts  per  100,000  in  deep  well  water  from  the  chalk, 
and  sea  water  contains  over  3000  parts  per  100,000. 
Apparatus  required: — 

1.  A  small  copper  water-bath. 

2.  A  wat^r  oven. 

3.  A  platinum  dish  capable  of  holding  a  little  over 
100  c.c.  of  water  (say  125  c.c). 

4.  A  desiccator. 

5.  A  weighing  apparatus.  Oertling's  No.  3  balances 
(Townson  and  Mercer's  catalogue)  have  been  found  very 
suitable  to  all  requirements  by  the  writer. 


The  Process. 

If  it  is  required  to  estimate  the  total  solids,  i.e.,  the 
dissolved  and  suspended,  the  sample  of  water  should  be 
shaken  up ;  but  if  the  dissolved  alone  are  required,  the 
suspended  matters  must  of  necessity  be  allowed  to 
subside,  or  which  is  less  desirable,  be  separated  by  the 
process  of  filtration  ;  but  since  it  is  rare  that  the  sample 
may  not  in  spite  of  everything  contain  some  of  the 
lighter  suspended  matter,  it  would  be  more  accurate  to 
shake  the  sample,  at  once  remove  100  c.c,  and  let  the 
estimated  solids  include  both  dissolved  and  suspended 
matters.  When  such  a  course  is  pursued,  however,  the 
fact  must  be  noted,  for,  as  generally  performed,  it  is  the 
total  solids  in  solution  which  are  returned  as  estimated, 
and  such  a  signification  must  be  attached  to  the  expres- 
sion "total  solids"  throughout  this  book. 

I.  100  c.c.  of  the  water  are  measured  out  and  emptied 
into  the  platinum  dish,  which  is  then  placed  upon  the 
water-bath  and  covered  by  a  glass  bell-jar;  provision  is 
best  made  for  the  escape  of  steam  when  the  small  ringed 
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water-bath  is  employed,  by  making  a  small  dent  up  the 
side  of  the  platinum  dish,  so  thaf  it  shall  not  fit  accu- 
rately at  this  point  to  the  mouth  of  the  water-bath. 

2.  When  the  water  is  evaporated  to  apparent  dryness 
the  gas  is  turned  out,  and  the  dish  removed*  and  placed 
for  a  few  minutes  in  the  water-oven,  in  order  that  the 
contents  ("the  solid  residue")  may  be  further  freed 
from  all  traces  of  moisture. 

To  save  time  it  is  more  convenient  to  evaporate  the 
100  c.c.  to  about  10  c.c.  over  a  low  gas  flame,  and  then 
transfer  to  the  water-bath,  otherwise  the  process  takes 
about  two  hours. 

3.  The  dish  is  removed  and  then  allowed  to  cool 
under  a  desiccator,  the  covering  of  which  protects 
against  the  access  of  dust,  &c. 

4.  In  a  few  minutes  the  dish  and  its  contents  are 
weighed,  and  the  difference  between  this  weight  and 
that  of  the  clean  and  empty  dish,  represents  "  the  total 
solids"  in  100  c.c.  of  water. 

5.  By  means  of  a  pair  of  crucible  tongs  the  dish  is 
next  held  in  the  flame  of  the  Bunsen  burner  and  slowly 
heated  to  dull  redness  (not  bright !),  when  any  organic 
matter  will  give  evidence  of  its  presence  by  charring  in 
little  specks,  or  by  causing  an  evanescent  discoloured 
wave  to  spread  over  the  residue — if  small  in  amount. 
If  large  quantities  are  present,  this  organic  matter, 
as  it  is  being  burnt  off,  shows  blackened  patches  which 
slowly  disappear,  and  gives  off  dark  fumes  possessing 
an  odour  of  burnt  horn  when  nitrogenous  matter  is 
present,  or  of  burning  sugar  when  the  material  is 
purely  organic  ; — or  a  sulphurous  acid  smell  may  rarely 

•  When  recourse  is  not  had  to  the  water-oven,  the  under  surface 
of  the  dish  must  be  always  carefully  wiped  dry  before  the  dish  and  its 
contents  are  weighed. 
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be  detected.  Marked  scintillation  is  sometimes  also 
perceptible — that  is  tt)  say  tiny  sparks  are  emitted. 
Eventually  nothing  remains  but  clear  white  mineral 
ash,  except  where  iron  or  manganese  is  present,  the 
former  imparting  a  reddish  tint,  and  the  latter  a  green. 

6.  The  dish  is  allowed  once  more  to  cool  under  the 
desiccator  and  is  then  re-weighed,  and  the  excess  of 
weight  over  that  of.  the  clean  and  empty  platinum  dish 
consists  of  mineral  ash,  and  represents  "the  non-volatile 
solids."  It  will  be  shown  later  that  although  the 
residue  after  ignition  consists  of  "mineral  ash,"  it  does 
not  contain  the  whole  of  the  mineral  material  originally 
present,  and  hence  the  selection  of  the  preferable  term 
"  non-volatile  solids." 

7.  The  weight  of  "  non-volatile  solids  "  deducted  from 
that  of  the  "total  solids,"  represents  "the  volatile 
solids." 

Example. — The  clean  platinum  dish  weighs  40-225 
grammes. 

The  dish  +  the  total  solids  weigh  40-245  grammes. 

.-.  40-245  —  40-225  =  0-020  gramme  =  the  total 
solids  in  100  c.c.  of  water. 

But  100  c.c.  of  water  =  100  grammes. 

.-.  there  is  0-020  gramme  in  100  grammes. 

Or  X   1000  =  2.0  parts  per  100,000  of  total  solids. 

After  ignition,  the  dish  -\-  contents  weigh  40-24 
grammes. 

.-.  40-24  —  40-225  =  0-015  gramme  =  "the  non- 
volatile solids." 

.-.  there  is  0-015  gramme  in  100. 

Or  X  1000  =  15  parts  per  100,000  of  "non-volatile 
solids." 

The  total  solids  =  20  parts  and  the  non-volatile 
solids  =  15. 
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•■•  20  —  15  =  5  parts  pey  100,000  of  "  volatile  solids." 

(Not  more  than  i'5  parts  per  100,000  are  volatile 
in  the  purest  waters). 

For  public  health  purposes  it  must  be  extremely  rare, 
in  view  of  the  information  which  is  acquired  in  other 
steps  of  the  analysis,  that  an  analysis  of  the  ash  is 
either  necessary  or  desirable ;  so  that  its  introduction 
here  would  be  going  beyond  the  important  issues  of  the 
subject.  It  may  be  pointed  out,  however,  that  a  few 
drops  of  hydrochloric  acid  will,  by  creating  little  or 
much  effervescence,  roughly  detect  the  proportion  of 
carbonates  present ;  and  that  warm  distilled  water  will 
mostly  dissolve  from  the  residue,  the  salts  of  the  alka- 
lies and  of  magnesia,  sulphate  of  calcium,  &c. ;  and 
that  the  insoluble  residue  will  consist  generally  in  the 
main  of  calcium  carbonate,  but  also  if  present,  silica, 
alumina,  phosphates  of  calcium,  peroxide  of  iron,  &c. 

A  sample  of  water  collected  at  full  tide  from  the 
Thames  Embankment,  showed  the  following  constitution 
of  its  total  solids :  — 

Organic  matter  .  .  • 

Calcium  and  magnesium  carbonate 
Calcium  sulphate 


Alkaline  chlorides 
Alkaline  nitrates 
Alkaline  sulphates 
Silica  and  alumina, 


&c. 


375 
II-5 
4-0 

IO-35 
17 

075 
0-45 

32-50 


A  short  table  for  analytical  purposes  given  in  the 
appendix,  would  be  of  service  in  making  such  an  ex- 
amination of  a  water  residue  when  desired, — as  it  some- 
times is  in  the  case  of  mineral  medicinal  waters  and 
those  used  for  commercial  chemical  purposes ;  the  table 

12 
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has  been  more  especially  compiled  to  meet  these  pur- 
poses. 

Notes  upon  the  Process. 

It  has  been  already  seen  that  by  evaporating  over  the 
water-bath  the  process  proceeds  gently,  and  the  pla- 
tinum dish  and  its  contents  are  only  exposed  to  the 
temperature  of  boiling  water. 

Although  it  may  seem  desirable  to  take  in  every  case 
as  large  a  bulk  as  loo  c.c.  of  water,  50  c.c.  will  often 
suffice  for  practical  sanitary  purposes,  the  difference 
being  so  slight  that  it  does  not  affect  the  conclusions 
drawn.  The  larger  bulk,  moreover,  entails  a  prolonga- 
tion of  the  time  required  for  complete  evaporation  to  be 
effected,  so  that  the  organic  matter  which  under  any 
circumstances  suffers  some  loss  is  liable  to  have  this 
loss  increased,  and  greater  opportunities  are  also 
afforded  to  suspended  matters  in  the  atmosphere  to  gain 
access — unless  special  precautions  in  this  direction  be 
taken  as  by  the  employment  of  a  bell-jar ;  moreover,  so 
far  as  the  process  of  weighing  is  affected  by  the  less  and 
more  delicate  amounts  to  be  weighed,  the  scales  recom- 
mended are  so  sensitive  as  to  make  this  a  considera- 
tion of  no  import. 

As  a  rule,  however,  it  is  preferable  to  select  100  c.c, 
and  the  extra  time  taken  in  the  evaporation  is  a  matter 
of  little  import,  since  other  steps  in  the  analysis  may  be 
proceeded  with  in  the  meantime.  In  those  cases  where 
it  is  desired  to  make  the  estimation  more  rapidly,  the 
bulk  of  the  water  may  be  almost  completely  evaporated 
by  the  application  of  the  direct  flame  to  the  under 
surface  of  the  platinum  dish,  care  being  taken  that  the 
liquid  does  not  reach  the  boiling  point ;  the  dish  is  then 
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transferred  to  the  water-bath  and  evaporation  is  there 
completed. 

If  it  is  required  to  make  a  rough  estimate  of  "  the 
mineral  solids "  care  must  be  had  to  remove  the  dish 
from  the  flame  immediately  any  evidence  of  organic 
matter  has  disappeared,  and  not  to  conduct  the  incin- 
eration at  a  higher  temperature  than  is  found  absolutely 
necessary — or  there  is  a  considerable  loss  in  the  mineral 
residue  by  destruction,  dissipation,  and  volatilization. 

Of  what  may  "  the  volatile  solids  "  consist  ?  i.e.,  to 
what  may  be  due  the  loss  by  ignition  ?  Such  loss  is 
most  generally  from  the  following  ingredients  : — Am- 
monia salts,  destructible  organic  matter,  nitrates  and 
nitrites,  some  of  the  chlorides,  combined  carbonic  acid, 
and  the  water  of  hydrated  salts  (such  as  calcium  sul- 
phate) which  thereby  become  anhydrous,  &c. 

A  platinum  dish  is  cleansed  after  use  with  a  little 
dilute  hydrochloric  acid,  then  well  washed  in  pure 
water,  and  finally  heated  to  redness  in  the  Bunsen 
flame.  It  should  be  allowed  to  cool  upon  a  clean  por- 
celain slab. 

Opinions  to  he  formed  upon  the  amount  estimated. — This  has 
already  been  discussed,  and  has  been  seen  to  depend 
chiefly  upon  the  nature  of  the  constituents  which  go  to 
form  the  total  solid  residue. 
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CHAPTER  XIV. 

Hardness. 

The  estimation  of  "hardness"  is  more  of  economic 
concern  than  of  hygienic,  since  the  main  consideration 
which  it  affects  is  either  that  of  the  amount  of  soap  and 
time  wasted  before  a  lather  is  formed,  or  whether  the 
amount  of  lime  salts  (which  chiefly  create  the  hardness) 
is  such  as  to  render  the  water  unsuitable  for  some  trade 
processes.*  Further,  a  hard  water  when  used  for  per- 
sonal ablution  is  often  found  deleterious  to  delicate 
skins  ;  it  does  not  extract  the  same  amount  of  strength 
from  coffee,  tea-leaves,  and  meat  substances  used  for 
making  soup,  stews  and  gravies,  as  softer  water  ;  and 
vegetables  boiled  in  it  lo'se  much  of  their  flavour  and 
colour.  On  the  other  hand  moderately  hard  waters  are 
always  more  palatable  than  the  very  soft  ones. 

It  must  not  be  thought,  however,  that  "  hardness  "  in 
a  water  is  a  factor  which  can  be  altogether  disregarded 
in  a  public  health  sense,  for  gastro-intestinal  derange- 
ment, of  a  nature  varying  with  the  constitution  of  the 
salts  which  form  the  "  hardness,"  may  follow  the  con- 
stant ingestion  of  a  hard  water  in  those  constitutionally 
susceptible.  As  will  be  seen  the  "permanent  hardness" 
is  generally  mainly  due  to  sulphates,  and  these  have  an 
aperient  action,  so  that  when  they  exist  in  large  amounts 

*  For  trade  processes  generally — apart  from  the  waste  of  fuel  and 
danger  occasioned  by  the  "  crust "  which  hard  waters  yield  to 
boilers — it  is  of  great  importance  to  the  process  itself  that  the  water 
should  be  moderately  soft. 
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the  water  is  recommended  and  used  medicinally  on  ac- 
count of  this  property.  Epsom,  Leamington,  Scar- 
borough, and  Cheltenham  provide  such  waters. 

Finally  hard  waters,  from  the  deposit  they  yield  to 
boilers,  are  more  apt  to  be  the  cause  of  explosions  in 
these  receptacles  than  other  waters.* 

The  factors  which  commonly  cause  "  hardness  "  in  a 
water  are  the  following  : — 

Calcium  and  magnesium  salts  {i.e.,  carbonates,  sul- 
phates, chlorides  and  nitrates). 

Free  carbonic  acid  in  the  water. 

Iron  and  alumina. 

"  The  total  hardness  "  in  most  of  the  drinking  waters 
of  this  country  is  created  by  calcium  and  magnesium 
salts,  and  free  carbonic  acid ;  and  more  especially  is  such 
hardness  due  to  calcium  salts.  Waters,  therefore,  from 
the  chalk,  oolite,  limestone,  dolomite,  and  new  red  sand- 
stone formations — which  strata  consist  largely  of  vari- 
ous proportions  of  these  several  salts  of  calcium  and 
magnesium — will  be  those  which  furnish  the  highest 
degrees  of  hardness. 

Of  the  calcium  and  magnesium  salts,  the  carbonates 
very  greatly  predominate  as  the  cause  of  "hardness." 
The  carbonates   of  calcium   and  magnesium   as   such, 
being  almost  insoluble  in  pure  water,  would  not  create 
such  "  hardness  "  were  it  not  for  the  fact  that  they  are 
held  in  solution  by  carbonic  acid — in  the  form  of  bicar- 
bonates. 
•  The  order  in  which  the  salts  are  deposited  is  the  following  : — 
The  carbonates  of  calcium  and  magnesium. 
The  sulphates  of  calcium  and  magnesium. 
Salts  of  iron,  as  bases  or  oxides,  when  present. 
The  silica  and  alumina  when  present. 
It  is  calculated  that  J  inch  of  the  incrustation — which  is  a  bad  con- 
ductor of  heat— causes  the  waste  of  45  per  cent,  of  coal. 
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Assuming  a  water  to  have  its  "  total  hardness  "  built 
up  of  all  the  materials  above  enumerated,  then  if  it  be 
well  boiled  some  of  these  become  precipitated;  and 
being  no  longer  in  solution  they  cease  of  course  to  add 
to  its  "  total  hardness  "—the  amount  thus  lost  is  accord- 
ingly termed  "temporary  hardness"  and  that  remaining 
"  permanent  hardness." 

Of  what  does  this  "temporary  hardness  "  consist  — or 
in  other  words  what  materials  are  precipitated  by  the 
boiling  ?  Foremost  in  importance  is  the  fact,  that  the 
carbonic  acid  which  held  the  carbonates  of  calcium  and 
the  magnesium  in  solution  is  dissipated,  so  that  these 
insoluble  salts  fall  to  the  bottom.*  Other  constituents, 
however,  which  were  held  in  solution  by  the  free  car- 
bonic acid  present,  in  the  form  of  bicarbonates,  are  also 
precipitated — such  as  iron  (the  hydrated  ferric  oxide  be- 
ing formed).  Phosphate  of  lime,  and  the  sulphate  if 
present  in  large  quantity,  would  also  be  precipitated. 

The  "  permanent  hardness,"  then,  consists  of  what 
still  remains  in  solution,  i.e.,  calcium  and  magnesium 
sulphates,  chlorides  and  nitrates,  a  little  iron,  and  any 
alumina  present.  A  little  of  the  magnesium  carbonate 
thrown  down  by  the  boiling  will,  moreover,  become  re- 
dissolved  and  hence  go  to  help  in  the  formation  of 
"  permanent  hardness." 

Although  the  amount  of  mineral  solids  which  the 
water  contains  generally  forms  an  index  to  the  extent 
of  "  hardness," — the  latter  increasing  pretty  much  pari 
passu  with  the  former — yet  this  must  not  be  considered  as 
by  any  means  as  constantly  the  case,  and  some  saline 
waters  yielding  considerable  quantities  of  "total  solids" 

*  Water  containing  calcium  carbonate  in  solution,  even  at  ordinary 
temperatures,  will  lose  some  of  its  carbonic  acid  and  deposit  calcium 
carbonate  if  exposed  to  the  atmosphere. 
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are  very  "soft," — as  seen  notably  in  the  case  of  some 
Artesian  well  waters,  in  which  considerable  quantities  of 
the  bicarbonate  of  soda  exists  and  mainly  contributes  to 
the  softness. 

This  carbonate  of  sodium  is  frequently  taken  up  by 
water  in  percolating  chalk  and  sandstone  strata,  in  fact 
it  exists  in  greater  or  less  quantities  pretty  generally  in 
different  waters. 

Quantitative  Test. 

Apparatus  required. — 

1.  A  small  glass  stoppered  bottle  (of  about  250  to  500 
c.c.  capacity  is  a  convenient  size)  used  for  shaking  up 
the  water  and  soap  solution. 

2.  A  burette  graduated  in  cubic  centimetres  and  parts 
of  cubic  centimetres. 

3.  A  glass  beaker,  with  tripod,  wire  gauze,  and  triangle 
lined  with  pipe-clay. 

4.  A  measuring  flask  for  100  c.c. 

5.  A  measuring  flask  for  250  c.c. 

6.  Filtering  apparatus. 

Chemical  reagents. — i.  A  solution  in  dilute  alco- 
hol of  soft  soap  (or  as  Wanklyn  recommends  of  Castille 
soap),  made  to  such  a  strength  that  i  c.c.  will  exactly 
precipitate  either  i  milligramme  of  calcium  carbonate, 
or  those  other  soap-destroying  agents  in  the  water  to  an 
extent  which  is  equivalent  to  i  milligramme  of  calcium 
carbonate. 

2.  Pure  powdered  oxalate  of  ammonia. 

The  Process. 

The  rationale  of  the  process  is  as  follows  : — The  soap 
employed  is  a  result  of  the  combination  of  an  alkali  with 
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one  or  more  of  the  fatty  acids,  i.e.,  oleic,  stearic  or  pal- 
mitic. If  potash  is  the  alkali  employed  the  result  is 
"  soft  soap,"  consisting  chiefly  of  oleate  of  potassium  ; 
whereas  if  it  be  sodium  a  "hard  soap"  results,  con- 
sisting mainly  of  stearate  of  sodium.  Supposing,  as 
in  this  test,  "  soft  soap "  be  added  to  water  which 
contains  calcium  and  magnesium  salts  in  solution,  then 
the  fatty  acids  (oleic  mainly)  will  decompose  these  salts 
and  combine  with  the  calcium  and  magnesium,  forming 
chiefly  an  insoluble  oleate  of  these  bases,  i.e.,  calcic  and 
magnesic  oleate ;  and  thus  the  soap  has  to  be  added 
until  there  is  no  longer  any  calcium  and  magnesium 
salts  to  decompose  and  combine  with,  when  it  remains 
in  solution  and  creates  a  lathering  when  the  water  is 
well  shaken  up  with  it.  Hence  the  more  calcium,  mag- 
nesium, &.C.,  salts  there  are  present,  the  larger  amount  of 
soap  solution  will  be  required  to  decompose  them,  and 
in  consequence,  the  longer  will  the  production  of  a  lather 
be  delayed — until  in  some  cases  so  much  precipitate  of 
these  insoluble  salts  has  been  thrown  down,  that  their 
very  presence  alone  will  in  itself  delay,  or  even  prevent 
altogether,  the  formation  of  such  a  lather  which  is  sub- 
sequently described  as  characteristic. 

1.  loo  c.c.  of  the  water  are  placed  within  the  "  shaking 
bottle." 

2.  The  burette  is  then  filled  up  to  the  lo  c.c.  mark 
with  the  soap  solution,  of  which  5  c.c.  are  run  into  the 
bottle — when  a  cloudy  precipitate  of  insoluble  calcic 
and  magnesic  stearate,  oleate  and  palmitate  is  formed. 
The  bottle  is  then  briskly  shaken  to  see  if  its  contents 
will  form  a  lather. 

3.  The  solution  is  afterwards  added  in  cubic  centi- 
metres, and  the  bottle  well  shaken  up  after  each  fresh 
addition,  until  a  certain  definite  and  characteristic 
lather  is  at  last  produced. 
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Many  books  upon  "hygiene"  simply  state  that  this 
lather  "  must  be  permanent  for  five  minutes,"  without 
giving  the  student  any  clue  as  to  the  amount,  &c.,  of 
lather  which  may  be  judged  sufficient.  It  would  be 
perfectly  true  to  maintain,  for  instance,  that  where  so 
much  soap  solution  has  been  added  that  the  lather 
reaches  almost  to  the  stopper  of  the  bottle,  this  re- 
quirement has  been  met,  since  the  lather  is  "  permanent 
for  five  minutes ;"  and  there  is  latitude  for  error  even 
when  it  is  stated  that  the  lather  should  be  a  thin  one. 
I  have  made  it  a  practice,  therefore,  to  teach  that  suf- 
ficient soap  solution  has  been  added,  when  the  con- 
ditions created  in  the  contents  of  the  shaking  bottle  are 
the  following : — 

4.  (a)  The   contents  of  the   bottle   on   being  shaken 

must  give  only  a  faint  dull  soft  sound. 
{b)  There  should  be  a  quarter  inch  of  fine  uniform 
lather. 

(c)  After  shaking  small  particles  of  the  lather  must 

cling  to,  and  slowly  descend  the  sides  of  the 
bottle. 

(d)  An  unbroken  surface  of  lather  must  be  present 

after  five  minutes — which  it  invariably  will 
be  if  the  above  three  points  are  observed. 

5.  From  the  number  of  cubic  centimetres  of  soap 
solution  required  for  the  100  c.c,  the  amount  of  cal- 
cium carbonate,  or  its  equivalents  in  soap-destroying 
powers,  in  the  water,  is  deduced. 

6.  A  deduction  of  i  c.c.  from  the  amount  of  soap 
solution  used  must  be  made  in  every  case,  however, 
since  this  amount  of  soap  solution  is  required  to  create 
a  similar  lather  in  the  same  bulk  of  distilled  water, 
which  is  of  course  free  from  any  of  the  ingredients 
which  are  here  considered  as  creating  "  hardness." 
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Example. — loo  c.c.  of  water  required  15  c.c.  of  the 
soap  solution  to  create  the  characteristic  lather. 

Deduct  I  c.c.  which  would  be  required  for  100  c.c.  of 
distilled  water  =  14  c.c. 

But  I  c.c.  of  the  soap  solution  will  combine  with  i 
milligramme  of  calcium  carbonate,  or  its  equivalents. 

Therefore  14  c.c.  has  combined  with  14  milligrammes 
of  calcium  carbonate,  &c. 

Therefore  the  "total  hardness"  in  100  c.c.  of  the 
water  is  equivalent  to  14  milligrammes  of  calcium 
carbonate,  and  14  milligrammes  in   100  c.c.  (or  100,000 

milligrammes)  =  14  parts  per  100,000  (or  '- i  =  9-8grs. 

10 

per  gallon). 

Conclusions  to  he  drawn  from  the  amount  estimated. — The 
"  total  hardness  "  of  a  water  should  not  exceed  30  parts 
per  100,000,  or  it  becomes  unsuitable  for  washing  and 
cooking  purposes  ;  and  if  it  much  exceeds  40  it  is  practi- 
cally useless  in  this  respect.  A  very  soft  water  may 
contain  up  to  8  ;  a  soft  water  from  8  to  12  ;  a  rather 
hard  water  from  15  to  20  ;  a  hard  water  from  20  to  30  ; 
a  very  hard  water  from  30  to  40  and  upwards. 

Notes. — Where  the  hardness  exceeds  20  parts  per 
100,000,  so  much  precipitate  of  calcium  and  magnesium 
stearate,  palmitate,  and  oleate,  is  created,  that  it  inter- 
feres with  the  formation  of  a  characteristic  lather,  and 
leads  to  an  error  by  over-estimation  of  the  "  hardness." 
In  these  cases  it  is  necessary  to  dilute  the  water  with 
an  equal  amount  of  distilled  water,  i.e.,  100  c.c.  of  dis- 
tilled water  are  added  to  100  c.c.  of  the  sample,  and  in 
the  estimation  of  the  hardness  2  c.c.  are  deducted  from 
the  soap  solution  used  up,  instead  of  i. 

The  soap  solution  is  unstable,  and  after  several  weeks 
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loses  in  strength  and  deposits  a  thin  sediment,  which 
should  not  however  be  disturbed  ;  to  avoid  error  there- 
fore, it  must  always  first  be  standardised  when  an  in- 
terval of  a  week  has  elapsed  since  it  was  last  used. 
This  may  be  most  readily  done  by  dissolving,  as 
Wanklyn  suggests,  i-ii  grm.  of  pure  fused  chloride 
of  calcium  in  a  litre  of  distilled  water;  the  standard 
solution  will  then  contain  chloride  of  calcium  corres- 
ponding to  I  milligramme  of  calcium  carbonate  to  each 
cubic  centimetre.  If  the  soap  solution  does  not  register 
correctly  with  this,  it  must  be  diluted  or  fortified  ac- 
cording to  circumstances.  A  quicker,  though  rougher 
plan,  but  one  which  will  suffice  in  many  cases,  is  to 
standardise  from  the  laboratory  tap-water  if  the  hard- 
ness of  this  is  known  and  remains  approximately 
constant. 

When  the  results  are  expressed  in  "  degrees "  upon 
Clark's  scale,  i  degree  (Clark)  simply  corresponds  to 
I  grain  of  calcium  carbonate  per  gallon  in  this  country, 
i.e.,  of  I  part  of  CaOCoj  in  70,000.  In  France,  however, 
a  degree  signifies  i  part  of  CaOCoj  in  100,000;  and  in 
Germany  i  part  of  CaO  in  100,000. 

The  "  total  hardness  "  being  found,  the  next  step  is 
to  estimate  the  "  temporary "  and  the  "  permanent 
hardness." 

1.  250  CO.  of  the  water  are  measured  out  and  poured 
into  a  glass  beaker,  which  is  placed  upon  a  tripod,  and 
protected  by  wire  gauze  and  triangle  lined  with  pipe- 
clay from  direct  access  of  the  Bunsen  flame  beneath. 

2.  The  water  is  then  boiled  for  about  half-an-hour. 

3.  After  the  water  has  been  placed  aside  and  allowed 
to  cool,  all  the  calcium  and  magnesium  carbonate,  and 
most  of  the  iron,  wjll  constitute  the  precipitate  notice- 
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able  at  the  bottom  of  the  beaker — but  a  little  of  the 
magnesium  carbonate  will  have  become  re-dissolved. 
It  is  the  supernatant  fluid  which  contains  the  "per- 
manent hardness,"  the  "  temporary  hardness"  which  has 
been  separated  being  represented  by  the  deposit.  In 
testing  for  "  permanent  hardness,"  therefore,  it  is  neces- 
sary to  preclude  all  possibility  of  any  of  the  precipitated 
material  gaining  access  to  the  supernatant  water. 

4.  From  the  beaker  the  cooled  water  is  gently  re- 
turned to  the  measuring  flask,  great  care  being  taken  to 
disturb  the  precipitate  (which  is  left  behind)  as  little  as 
possible.  The  water  is  then  made  up  to  its  original 
bulk  by  filling  up  to  the  250  c.c.  mark  with  distilled 
water,  and  the  loss  by  evaporation  during  the  boiling  is 
thus  made  good. 

5.  100  c.c.  of  this  water  is  then  filtered  through  a 
fine  filter  paper  and  tested  for  its  "hardness"  in  the 
same  manner  as  the  original  water  was,  and  this  will 
now  constitute  the  "  permanent  hardness." 

5.  If  the  "  permanent  hardness  "  be  then  subtracted 
from  the  "  total,"  the  remainder  will  represent  the  hard- 
ness separated  by  the  boiling,  i.e.,  the  "  temporary  hard- 
ness." 

Example. — The  100  c.c.  of  water,  thus  treated,  re- 
quired 7  c.c.  of  soap  solution. 

Deduct  I  c.c.  as  that  used  up  by  an  equal  bulk  of 
distilled  water  =  6  c.c. 

But  I  c.c.  of  soap  solution  is  equivalent  to  i  milli- 
gramme of  calcium  carbonate. 

.-.  6  c.c.  of  soap  solution  is  equivalent  to  6  milli- 
grammes of  calcium  carbonate. 

.-.  6  milligrammes  of  calcium  carbonate  represent  the 
permanent  hardness  of  100  c.c.  {i.e.,  100,000  milli- 
grammes') of  water,  or  indicate  that  there  are  6  parts 
per  100,000  of  ^^ permanent  hardness." 
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The  total  hardness  was  14  parts  per  100,000  .•.  the 
"  temporary  hardness"  =  14  —  6  =  %  parts  per  100,000. 

Conclusions  to  he  drawn  from  the  amounts  estimated: — The 
greater  the  proportion  of  "  temporary  "  to  "  permanent" 
hardness  the  better,  since  while  the  former  is  remediable 
by  several  efficient  processes — and  notably  Clark's — the 
latter  in  addition  to  being  constituted  of  more  objec- 
tionable salts  from  a  health  standpoint,  is  extremely 
difficult  to  remedy;— although  such  a  process  as  Howat- 
son's  effects  something  in  this  direction  by  adding 
caustic  soda,  which  by  decomposing  the  earthy  sul- 
phates removes  so  much  of  the  "permanent  hardness" 
as  is  thereby  created.  It  is  accordingly  agreed  that  the 
"  permanent  hardness "  in  a  good  water  should  not 
exceed  7  parts  per  100,000. 

If  it  be  desired  to  know  the  amount  of  hardness  due  to 
magnesium  salts  in  a  water,  where  the  "  total  hardness  " 
is  known  to  be  due  to  calcium  and  magnesium  salts  and 
free  carbonic  acid,  it  is  necessary  to  precipitate  all  the 
calcium  salts  by  a  little  powdered  oxalate  of  ammonia, 
and  having  effected  this  to  filter  through  double  filter 
papers,  until  a  little  of  the  filtrate  when  treated  with 
some  fresh  oxalate  of  ammonia,  gives  no  evidence  what- 
ever of  calcium  being  longer  present ;  then  the  amount 
of  soap  solution  (minus  i  c.c.)  required  to  create  the 
characteristic  lather  will  represent  the  hardness  due  to 
magnesium  salts,  and  this  deducted  from  the  total  will 
give  the  hardness  due  to  calcium  salts.  The  difficulty 
which  arises  here  is  to  know  how  much  oxalate  of  am- 
monia to  add,  since  while  it  is  imperative  to  supply  the 
necessary  amount  required  to  combine  with  all  the  lime 
present  (so  as  to  form  a  white  precipitate  of  the  insolu- 
ble oxalate  of  lime)  yet  a  marked  excess  will  itself  create 
some  degree  of  "  hardness."     The  best  course  to  pursue 
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is  to  add  different  quantities  to  equal  bulks  of  water  in 
three  Nessler  glasses,  and  to  judge  from  these  the  mini- 
mum amount  necessary  to  create  the  maximum  amount 
of  precipitate ;  but  the  glasses  should  be  allowed  to 
stand  for  some  time  before  comparing,  since  the  pre- 
cipitate after  a  while  deepens  slowly. 

Wanklyn  has  pointed  out  that  whereas  lime  reacts 
immediately  upon  solution  of  soap,  magnesia  requires 
the  lapse  of  time  ;  and  that  one  equivalent  of  magnesia 
consumes  as  much  soap  solution  as  one  and  a  half  of 
lime. 

If  magnesium  salts  exist  in  quantity  in  the  water  the 
lather  is  also  modified  in  other  directions,  a  thin  fine 
dirty  film  forms  upon  the  surface,  which  soon  breaks  up, 
and  which  cannot  be  mistaken  for  the  typical  lather. 
In  these  cases  the  water  must  be  diluted  considerably 
with  distilled  water. 

Bearing  in  mind,  then,  the  longer  time  taken  for 
magnesia  to  react,  the  presence  of  this  film  will  warn 
the  operator  that  he  must  proceed  slowly  and  shake 
more  thoroughly — the  while  he  adds  the  soap  solution. 

Note. — In  Clark's  process  lime  is  added  in  quantities 
corresponding  to  the  hardness  of  the  water — in  order 
that  it  may  combine  with  the  carbonic  acid  which 
holds  the  calcium  and  magnesium  carbonates  in  solu- 
tion, and  the  whole  be  precipitated  as  insoluble  cal- 
cium and  magnesium  carbonates.  It  is  difficult  day  by 
day,  in  many  cases,  to  estimate  and  apply  the  exact 
amount  of  lime  necessary  to  effect  this,  and  the  result  is 
that  when  added,  as  it  sometimes  is,  in  too  large  quan- 
ties,  some  of  it  remains  in  solution  in  the  water  in  an 
uncombined  state  (there  being  no  mor§  carbonic  acid  to 
combine  with  it).  Since  this  is  to  an  extent  injurious 
to  the  water  from  a  health  point  of  view,  frequent  at- 
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tempts  should  be  made  to  discover  this  state  of  things 
in  water  treated  by  Clark's  process.  A  ready  and 
simple  method  of  detecting  uncombined  lime  is  by 
adding  a  few  drops  of  a  solution  of  silver  nitrate  to  some 
of  the  water  in  a  test-tube,  when  if  such  be  present,  the 
cloudiness  created,  instead  of  being  white  and  clean 
(from  the  silver  chloride),  becomes  dirty  and  brown  (an 
oxide  of  silver  being  formed). 

Soap  solution  for  the  estimation  of  hardness. — Castille  soap 
(which  contains  about  60  f  of  olive  oil)  is  frequently 
used,  and  if  10  grammes  of  this  be  added  to  i  litre  of 
weak  alcohol  (35  f  in  distilled  water),  the  standard  soap 
solution  will  be  of  the  strength  that  i  c.c.  :=  i  milli- 
gramme of  calcium  carbonate.  When,  however,  soft 
soap  is  employed,  17  grammes  of  this  must  be  thus  dis- 
solved. In  every  case  care  must  be  had  that  all  the 
soap  is  thoroughly  taken  up. 

The  Rivers  Pollution  Commissioners  in  their  sixth 
report  give  the  following  classification  of  waters  as  to 
their  softness : — i.  Rain  water.  2.  Upland  surface 
water.  3.  Surface  water  from  cultivated  land.  4.  River 
water.  5.  Spring  water.  6.  Deep  well  water.  7.  Shal- 
low well  water.  And  they  found  that  the  following 
formations  almost  invariably  furnish  hard  waters  : — 
I.  Calcareous  silurian.  2.  Calcareous  Devonian.  3. 
Mountain  limestone.  4.  Calcareous  rocks  of  the  coal 
measures.  5.  New  red  sandstone.  6.  Conglomerate 
sandstone.  7.  Lias.  8.  Oolites.  9.  Upper  greensand. 
10.  Chalk. 
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CHAPTER    XV. 

Examination  of  the  Sediment. 

Chemical. — Since  the  estimation  and  examination  of 
the  total  soHds  have  only  included  those  solids  which 
are  in  solution,  it  will  be  desirable  in  some  instances  to 
make  a  chemical  examination  also  of  the  sediment.  In 
these  cases  it  is  necessary  to  collect  a  fair  quantity  of 
this  deposit ;  and  the  most  simple  method  by  which  this 
can  be  effected,  and  one  which  will  also  be  found  in 
every  way  very  satisfactory,  is  to  remove  as  much  as 
possible  by  a  pipette,  and  then  place  it  into  a  small 
conical  glass  (fig.  22),  to  which  a  cover  is  subsequently 
applied  ;  after  about  an  hour  the  supernatant  water  can 
be  sufficiently  closely  decanted  off  without  disturbing 
the  material  which  has  settled.  The  sediment  can  then 
be  collected  on  filter  paper,  and  well  washed  with  pure 
water,  dried,  and  the  organic  matter  then  carefully 
burnt  off  at  as  low  a  temperature  as  possible ;  the 
residue  is  next  boiled  with  about  100  c.c.  of  distilled 
water  (to  which  a  little  dilute  hydrochloric  acid  has 
been  added)  and  if  any  part  then  remains  undissolved, 
it  should  be  treated  with  strong  nitric  and  hydrochloric 
acids  together. 

All  the  residue  having  been  thus  rendered  soluble, 
it  may  be  tested  in  the  wet  by  the  analytical  table  given 
in  the  appendix, — where  in  those  rare  cases  such  a  pro- 
cedure may  be  thought  desirable  for  hygienic  purposes. 

Where,  however,  a  sediment'  forms  from  the  sample 
of  water,  any  analysis  which  fails  to  take  advantage  of 
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the  important  positive  evidence  which  a  microscopic  ex- 
amination affords,  will  exhibit  a  great  short-coming — 
since  this  alone  in  some  cases  may  suiifice  to  condemn 
a  water,  by  detecting  elements  which,  though  denoting 
danger,  have  not  been  shown  to  be  in  suspicious 
amounts  by  the  other  steps  of  the  analysis.  It  is 
mainly,  after  all,  the  nature  of  the  organic  matter  which 
denotes  present  danger,  and  by  a  microscopical  ex- 
amination of  the  water  direct  evidence  of  this  can  in 
many  cases  be  acquired.  Some  of  the  sediment,  then, 
should  be  collected  from  the  beaker  in  which  it  has 
been  allowed  to  settle  since  the  commencement  of  the 
analysis,  by  means  of  a  small  pipette,  in  the  manner 
adopted  with  urine  sediments.     It  is  then  transferred 


Fig.  27. — Wynter  Blyth's  tube  for  collecting  sediments. 

to  several  glass  slides,  cover-glasses  are  applied,  and 
the  examination  by  the  microscope  commenced ;— any 
excess  of  water  upon  the  slide  being  removed  by  clean 
blotting  paper. 

Wynter  Blyth's  tube  is  a  convenient  instrument  for 
collecting  water  sediments ;  as  seen  in  the  accompanying 
figure,  it  is  similar  in  appearance  to  a  huge  pipette 
which  is  capable  of  holding  about  a  litre  of  water, 
A  small  glass  cell  fits  over  the  small  lower  extremity 
of  the  tube,  into  which  the  deposited  matter  collects 
after  a  time.  By  the  insertion  of  the  long  rod-shaped 
stopper,  the  cell  and  the  sediment  within  it  can  easily  be 
removed  undisturbed. 

The  various  forms  of  animal  and  vegetable  life,  and 
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of  inanimate  organic  and  inorganic  material,  are  best 
sought  after  by  commencing  with  the  i  inch  power,  next 
passing  on  to  the  J  inch  power,  and  then  prosecuting  the 
examination  further  by  means  of  the  3-V  ^^ch  oil  immer- 


Fio.  28. — Showing  the  sediment  of  a  pond-water,  a.  sample  oi 
which  was  collected  in  the  early  spring  (x  250).  Drawn  by  A.  E. 
Evans,  M.B. 

1.  A  desmid. 

2.  Tabellaria  floccosa  (Diatomacese). 

3.  Actinophrys. 

4.  A  confervoid  growth. 

5.  A  vegetable  fibre  showing  spiral  cells. 

6.  Silicious  particles. 

7.  Conferva. 

8.  Gomphonema. 

Various  forms  of  minute  unicellular  plants  are  seen  scattered  about 
the  "  field." 

sion  lens  and  an  Abbe's  condenser.  Further  steps  are 
necessary  in  the  examination  of  bacteria,  for  which  the 
reader  is  directed  to  the  section  written  by  Dr.  Boyce. 
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If  the  suspended  matter  is  so  light  that  it  will  not 
settle,  drops  of  the  water  must  be  examined ;  but  it  must 
be  extremely  rare  that  any  visible  suspended  matter 
does  not  deposit  in  part  after  an  hour  or  two.* 

Before  giving  a  list  of  animate  organisms  which  the 
naked  eye  or  microscope  may  disclose,  it  must  be 
pointed  out  that  these  do  not  (with  few  exceptions) 
convey  danger  in  themselves,  but  that  it  is  rather  their 
presence  which  implies  such  danger— denoting  as  it 
does  that  some  pabulum,  and  possibly  a  dangerous  one, 
accompanies  them,  upon  which  they  are  capable  of 
feeding  and  existing.  Though  this  pabulum  may  be 
vegetable  organic  material,  or  its  products — as  it  fre- 
quently is,  since  they  mostly  exist  in  stagnant  pond 
water  in  greatest  numbers — the  presence  of  these  or- 
ganisms in  abundance,  bearing  as  they  do  a  direct  and 
constant  ratio  to  their  food  supply,  will  be  often  sufficient 
in  itself  to  condemn  the  water  as  containing  at  least  an 
injurious  amount  of  vegetable  pollution.  The  fact  that 
animal  and  vegetable  life  have  powers  of  purifying  the 
water  is  beside  the  question  of  a  sanitary  analysis,  their 
very  presence  denotes  impurity,  and  with  the  attainment 
of  purity  they  mostly  disappear. 

The  higher  and  macroscopical  types  of  animal  life, 
such  as  water-fleas,  water-bears,  amphipoda  and  iso- 
poda,  &c.,  broadly  speaking  denote  less  danger  than 
the  lower  and  more  minute  forms  (bacteria,  amcebas, 
infusoria) ;  but  all  alike  will  of  course  yield  evidence  of 
organic  impurity  by  Wanklyn's  method. 

The  most  suspicious  elements  are  those  which  point 

•  A  slight  mineral  sediment  may  often  be  increased  by  boiling  the 
water — when  sand,  chalk,  &c.,  get  deposited.  If  a  water  be  9, 
markedly  chalk  one,  the  chalk  will  carry  down  with  it  some  also  gf 
the  suspended  animal  and  vegetable  matter. 
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directly  to  sewage  contamination,  and  next  to  these 
those  which  point  indirectly  to  such  contamination. 
The  latter  will  be  found  in  hair,  wool,  cotton  and  linen 
fibres,  reddish-brown  globular  masses,  &c.,  the  former 
in  those  objects  enumerated  on  page  138. 

A  careful  examination,  however,  should  always  be 
made  for  further  evidence  of  danger,  as  afforded  by  the 
presence  of  bacteria,  fungi,  amoebae,  anguilluls,  and 
ova,  &c.,  of  the  various  animal  parasites;  for  each  of  the 
first  four  classes  of  organisms,  apart  from  the  inherent 
danger  of  some  of  them,  certainly  point  to  the  presence 
of  further  impurities  (other  animal  matter,  &c.)  which 
form  their  favourite  food  pabulum  ;  and  the  dangers  of 
parasitic  infection  are  too  well  appreciated  to  need  in- 
sistence upon  here. 


Matter  which   may  be   Found   by  a  Microscopical 
Examination  of  Water. 

I.  Inanimate. 

[a)  Mineral. — Sand  and  flint  particles  generally  have 
a  sharp  and  angular  outline,  though  often  somewhat 
rounded  from  rolling  and  attrition. 

Clay  and  marl  (alumina-silicate)  particles  are  amor- 
phous, and  very  minute. 

Chalk  particles  are  likewise  amorphous,  mostly  some- 
what larger  than  those  of  clay  and  marl,  and  generally 
rounded  in  outline.  A  drop  of  hydrochloric  acid  placed 
beneath  the  cover-glass  dissolves  them,  i.e.,  causes  them 
to  disappear  with  effervescence. 

Iron  peroxide  forms  a  reddish-brown  amorphous 
debris,  soluble  like  the  chalk  in  hydrochloric  acid,  and 
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blued  when  a  drop  of  the  solution  of  ferrocyanide  of 
potassium  is  allowed  to  run  under  the  cover-glass. 
Mica  forms  thin  fine  films  of  very  irregular  outline. 

(b)  Vegetable. — Vegetable  debris  and  parenchymatous 
cells  ;  the  dotted  ducts  of  the  vessels  ;  spiral  vessels,  or 
spiral  fibres  drawn  out  of  the  cells  ;  pieces  of  the  cuticle 
with  the  vegetable  "  hairs  "  still  adhering  ;  pollen. 

Woody  fibres  ;  fragments  of  leaves,  &c. 

Starch  cells,  of  wheat,  potatoe,  &c. 

Macerated  paper. 

Vegetable  matter  may  also  appear  as  dark  flattened 
structureless  masses  (opaque),  or  most  frequently  only 
as  debris — ^when  the  diagnosis  is  attended  with  great 
difficulty ;  if,  however,  any  spiral  vessels,  or  fibres,  or 
dotted  ducts  can  be  distinguished,  these  will  always 
point  to  the  nature  of  any  obscure  debris,  &c.,  with 
which  they  may  be  associated. 

Dark  masses  from  soot  may  be  present  in  the  water. 

(c)  Animal. — Hairs  ;  feathers  ;  down. 
Wool,  silk,  linen,  or  cotton  fibres. 

Striped  muscular  fibres  ;  fat  cells  and  crystals ;  con- 
nective tissue ;  epithelial  scales ;  shreds  of  mucous  mem- 
brane. 

Scales  from  the  Lepidopterous  insects  (moths,  &c.), 
and  wings,  legs,  &c.,  of  other  insects. 

Reddish-brown  globular  masses  are  sometimes  justly 
attributed  to  sewage  pollution. 


II.  Animate. 

(a)  Vegetable.— Minute  forms  of  vegetable  life  mostly 
belong  to  the  class  of  cryptogamous  {i.e.,  non-flowering) 
plants,  and  all— except  diatoms  and  bacteria— contain 
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ehlorophyll,  and  are  in  consequence  green.     They  may 
be  divided  into: — 

1.  Small  and  microscopic  fungi,  which,  with  moulds, 
represent  the  lowest  forms  of  vegetable  parasites. 
They  may  be  present  as  spores,  sporangia,  or  as 
mycelium. 

Both  bacterium  termo  and  sarcina  ventriculi  present 
familiar  instances  of  these  forms. 

Beggiatoa  alba  has  been  badly  named  "  the  sewage 
fungus,"  but  any  water  containing  sulphates  is  capable 
of  supporting  the  fungus,  quite  independently  of  the 
source  from  which  such  sulphates  are  derived. 

2.  Numerous  forms  of  alga,  ranging  in  size  from  those 
only  visible  by  high  microscopic  powers,  to  those  visible 
with  the  naked  eye.  Of  these  there  are  many  families : — 
the  volvocineae,  of  which  volvox  is  the  type,  comprise 
the  lowest  vegetable  forms  of  minute  unicellular  organ- 
isms; the  oscillatoria  {vide  plate  iii.)  exhibit  a  pendulum 
like  motion  ;  the  confervaceae  {vide  plate  iii.),  &c. 

Protococcus  pluvialis  is  an  interesting  instance  of  an 
algoid  plant  which  can  live  in  the  atmosphere,  and 
which  is  often  found  in  pure  rain-water. 

Bacteria,  desmids,  and  diatoms,  would  all  be  included 
in  this  class,  the  characteristic  feature  of  the  two  latter 
being  the  fact  that  they  are  built  up  of  two  precisely  simi- 
lar parts.  The  algae  when  in  considerable  quantities  give 
a  dark  green  repulsive  appearance  to  the  water,  and 
may  create  diarrhoea,  and  when  they  die  and  decay  the 
water  acquires  an  offensive  taste  and  smell ;  otherwise 
they  are  not  of  much  hygienic  importance. 

(J)  Animal: — i.  Protozoa,  (a)  Rhizopoda.  AmcEba 
will  be  recognised  by  its  characteristic  amoeboid  move- 
ment. Actinophrys  is  another  common  and  familiar 
form  ;  and  polyps  shows  a  very  low  type  of  structure.  In 
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spongilla  fluviatilis  (the  fresh  water  sponge)  the  animal 
substance  is  spread  over  a  network  of  spicules. 

{b)  Infusoria.  Paramoecium,  vorticella,  coleps,  and 
euglena  viridis,  are  all  common  types. 

Stentor  is  among  the  largest  of  this  class,  and  is  so 
named  from  the  trumpet-like  shape  of  the  body. 

2.  Cceknterata. — Hydra  is  a  common  type  of  this  sub- 
kingdom. 

3.  Annulosa. — This  sub-kingdom  embraces  : — 

(a)  Crustacea  including  the  Amphipoda*  Isopodaf 
and  BranchiopodaJ. 

Both  Cyclops  quadricornis  and  daphnia  pulex  are 
familiar  types  of  this  class ;  in  the  latter  the  antennae  act 
as  oars  and  propel  the  little  animal  through  the  water 
by  a  series  of  short  springs  or  jerks  ;  they  assume  a  red 
colour  in  summer,  and  when  in  swarms  they  give  a 
bloody  tinge  to  the  water. 

(i)  Arachnida,  including  water  bears  (the  tardigrada), 
&c. 

(c)  Insecta.   Either  in  the  larval,  pupal,  or  adult  forms. 

4.  Annuloida. — This  sub-kingdom  embraces  the  scole- 
cida,  and  includes  turbellaria,  rotifera  (or  wheel-animal- 
cules) tasniada,  naematoidea,  anguillulae  (water- worms). 

5.  Mollusca.     Including  polyzoa,  siphonida,  &c. 

The  vaxious  parasites  which  may  be  conveyed  through 
the  medium  of  drinking  water  are  :  — 

The  tape-worms  (Taenia  Solium,  T.  Mediocanellata, 

•  The  Amphipoda  are  sessile-eyed  malacostracans.  Their  bodies 
are  compressed  laterally,  the  eyes  are  immobile,  and  their  feet  are 
directed  partly  forwards  and  partly  backwards. 

f  The  Isopoda  possess  sessile  eyes  and  a  depressed  body,  and  the 
feet  are  of  equal  size  and  move  in  the  same  direction. 

I  The  Branchiopoda  are  so-called  because  their  branchise  or  gills 
are  situated  on  the  feet.  The  head  is  not  distinct  from  the  thorax, 
which  is  much  reduced  in  size. 
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T.  Echinococcus,  and  Bothriocephalus  Latus) ;  the 
Guinea-worm  (Dracunculus  Medinensis)  ;  small  leeches 
(Hirudinidae) ;  the  Round- worm  (Ascaris  Lumbricoides) ; 
the  Thread-worm  (Oxyuris  Vermicularis)  ;  Bilharzia 
Hsematobia  ;  Dochmius  Duodenalis  ;  Tricocephalus 
Dispar  (the  Whip-worm) ;  Filaria  Sanguinis  Hominis ; 
Distomum  Hepaticum  (the  Liver-fluke  of  sheep). 

All  these  may  be  found  in  either  embryonic  or  adult 
stages  of  development. 

From  out  of  this  confusing  mass  of  objects  what 
material  may  be  selected  as  affording  direct  evidence  of 
human  sewage  contamination  ?  i.e.,  which  are  those 
objects  which  can  rarely,  except  along  with  sewage, 
gain  excess  to  the  water  ?  They  are  either  (i)  substances 
which  from  their  indigestibility  commonly  leave  the 
body  in  the  faeces;  (2)  substances  which  may  do  so 
when  digestion  is  interfered  with ;  or  (3)  the  various 
animal  parasites  which  infest  the  human  gastro-intes- 
tinal  tract. 

Under  the  first  heading  would  be  embraced  such 
substances  as : — various  connective  tissue  elements,  fat 
cells  and  crystals,  muscle  fibres,  some  vegetable  cells 
and  starch  grains,  &c. 

Under  the  second  heading  shreds  of  mucous  mem- 
brane, mucus,  epithelial  cells,  gall  stones,  quantities  of 
all  kinds  of  food  in  a  semi-digested  state,  &c. 

The  third  heading  includes  T.  Solium,  T.  Mediocan- 
e.lata,  Bothriocephalus  Latus  (either  as  eggs,  segments, 
or  the  adult  form) ;  Ascaris  Lumbricoides ;  Oxyuris 
Vermicularis  ;   Tricocephalus  Dispar. 

(Bacterium  Termo  and  Sarcina  Ventriculi  are  vege- 
table). 
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CHAPTER   XVI. 

Gases    in   Water.      The    Opinion    upon    a    Water 
Analysis. 

It  is  a  generally  known  fact  that  water  can  absorb 
almost  all  gases  or  vapours  coming  in  contact  with  it, 
and  this  with  great  readiness — for  it  is  the  aeration  of 
water  which  gives  to  it  the  pleasant  taste  and  sparkling 
appearance.  The  absence  or  degree  of  this  aeration, 
however — as  has  been  already  pointed  out — affords  no 
evidence  of  the  water's  purity  or  impurity,  since  the 
foul  water  of  a  shallow  polluted  well  is  generally 
markedly  aerated,  whereas  the  pure  water  collected 
from  great  depths  in  the  chalk  (notably  in  the  case  of 
many  artesian  wells)  is  sometimes  poorly  so.  The  best 
waters  are  invariably  well  aerated ;  those  from  the 
chalk  and  limestone  formations  contain  much  car- 
bonic acid  and  little  or  none  of  any  other  gas,  and 
where  the  water  from  these  strata  has  been  subjected 
to  conditions  of  very  high  pressure  and  low  temperature, 
carbonic  acid  may  even  be  in  such  quantities  as  to  give 
a  turbid  appearance  to  the  water,  when  this  is  first 
exposed  to  the  air.  A  water  thus  naturally  highly 
charged  with  this  gas  is  the  well  known  ApoUinaris 
water,  and  it  may  be  interesting  to  point  out  in  this 
connection  that  some  of  the  carbonic  acid  present  in 
water  may  be  derived  from  the  oxidation  of  organic 
matter  (carbon),  though  of  course  it  always  mainly 
indicates  a  decomposition  of  carbonates. 
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In  addition  to  the  innocuous  gases  upon  which  the 
aeration  of  a  pure  water  depends,  i.e.,  nitrogen,  oxygen, 
and  carbonic  acid,  it  is  obvious  that  water  may  at  the 
same  time  take  up  noxious  gases  (such  as  the  consti- 
tuents of  coal  gas),  or  those  which,  though  not  noxious 
in  themselves,  yet — inasmuch  as  they  are  generally  the 
products  of  organic  putrefaction  and  decomposition — 
indicate  the  presence  of  danger,  such  as  sulphuretted 
hydrogen,  ammonias,  marsh  gas  (CH^)  and  defiant  gas 
(C,HJ,  &c. 

Some  waters  issuing  as  springs  in  the  vicinity  of 
volcanoes,  are  charged  with  sulphurous  acid. 

The  estimation  of  the  nitrogen,  oxygen,  and  carbonic 
acid,  can  serve  no  practical  hygienic  ends,  as  no  con- 
clusions of  value  can  be  drawn  from  the  results  ;  in- 
teresting as  they  are  from  a  chemical  point  of  view. 
Evidence  of  most  of  the  other  gases  may  be  obtained 
by  heating  the  water  to  110°  F.,  in  the  manner  already 
described  when  treating  of  "  smell ;"  or  frequently  sul- 
phuretted hydrogen  and  ammonium  sulphide  may  be 
discovered  in  very  small  quantities  by  the  addition  of  a 
solution  of  lead  acetate,  when  the  water  darkens.  A 
solution  of  the  nitro-prusside  of  sodium  (a  few  drops) 
will  create  a  violet  purple  colour  with  ammonium  sul- 
phide, but  will  remain  unchanged  if  sulphuretted  hy- 
drogen be  alone  present. 

Should,  however,  a  more  careful  and  delicate  investi- 
gation be  desirable,  the  gases  may  be  liberated  by  boil- 
ing half  a  litre  of  the  water,  and  then  collected  over 
a  mercurial  trough,  when  they  may  be  tested  for  their 
nature  according  to  the  methods  given  in  the  chapter 
upon  air-analysis. 

Though  ammonia  will  always  exist  in  small  quantities, 
when  there  is  marked  evidence  of  its  presence,  or  when 
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sulphuretted  hydrogen,  ammonium  sulphide,  or  the  con- 
stituents of  coal  gas  are  present,  then  the  water  should 
be  regarded  with  the  greatest  suspicion. 

While  sulphuretted  hydrogen  may,  however,  be  de- 
rived from  mineral  sulphides,  or  from  reduction  of 
mineral  sulphates*  (which  reduction  is  frequently  effected 
by  organic  matter  and  living  algae),  and  the  presence 
of  ammonia  may  be  due  to  reducing  agents  in  the  strata 
subsequently  percolated  acting  upon  nitrates,  yet  these 
sources  are  very  rare  as  compared  with  the  danger 
yielding  ones. 

With  regard  to  vapour  in  water,  advantage  can  be 
taken  of  the  fact  that  if  water  is  distilled  the  foreign 
liquids  present  will  come  over  in  the  first  quantities  of 
distillate,  and  this  may  accordingly  be  examined  for 
any  suspected  vapours. 


Analysis  of  Mineral  Waters. 

In  these  waters  a  careful  analysis  of  the  ash  must  be 
made,  and  the  following  acids  and  bases  should  be 
especially  sought  for  : — 

(a)  Bases. — Potassa,    soda,    lithia,    baryta,    strontia, 

magnesia,  alumina,  protoxide  of  iron  and  also 
of  manganese. 

(b)  Acids. — Phosphoric,    sulphuric,    silicic,    carbonic, 

boric ;    chlorine,  bromine,   iodine,    sulphuretted 
hydrogen. 

•  Good  examples  of  waters  charged  with  sulphuretted  hydrogen 
from  such  harmless  sources,  are  to  be  found  at  Harrogate  and  Aix-la- 
Chapelle  notably.  Some  waters  from  the  clay  have  a  distinct  odour 
of  sulphuretted  hydrogen,  derived  from  the  tiny  particles  of  iron 
pyrites  which  enter  into  the  composition  of  the  clay. 
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Specimens  of  the  water  at  various  depths  in  the  case 
of  wells  should  be  collected. 

The  whole  of  the  dissolved  gases  must  be  collected 
and  analysed. 

The  temperature  of  an  immersed  thermometer  (at  the 
time  of  collecting)  should  also  be  taken,  and  thfe  specific 
gravity  should  be  ascertained  and  compared  with  that 
of  distilled  water  taken  as  1000. 


The  Opinion  upon  a  Water  Analysis. 

It  will  be  seen  from  what  has  already  been  written, 
that  there  are  many  considerations  to  be  carefully 
weighed  together,  before  any  definite  opinion  can  be 
formed  upon  the  presence  or  absence  of  organic  pollu- 
tion in  any  given  water  sample  ;  and  in  order  to  impress 
the  point,  the  reader  is  again  reminded  of  the  fact,  that 
in  forming  such  an  opinion  dependence  must  not  be 
placed  upon  the  issue  of  any  one  stage  of  the  analysis, 
but  upon  the  results  of  the  various  stages  considered 
collectively. 

To  instance  the  force  of  this  contention  it  is  only 
necessary  to  point  out,  that  in  some  country  districts,  if 
reliance  were  placed  upon  Wanklyn's  process  alone,  the 
rain-water  even  would  be  held  to  be  suspicious. 

There  is  no  necessity,  however,  in  those  cases  where 
it  is  necessary  to  form  a  rapid  conclusion  as  to  whether  a 
water  may  be  safely  drank  for  the  time  being,  to  subject 
it  to  a  complete  and  thorough  analysis  ;  since  the  quan- 
titative estimation  of  the  "  two  ammonias,"  the  chlorine 
and  the  nitrates,  together  with  a  qualitative  examination 
for  nitrites  and  the  poisonous  metals,  will  here  suffice. 

It    is    desirable    that    a    water    analysis    should  be 
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as  inclusive  and  complete  in  every  case  as  it  is 
possible  to  make  it,  and  it  becomes  an  absolute  sine 
qua  non  that  this  shall  be  so  in  those  instances  when 
the  question  arises  of  selecting  a  water  from  among 
several  others  for  a  permanent  domestic  supply. 

In  expressing  an  opinion  upon  the  analysis,  it  is  very 
desirable  to  adopt  such  terms  which,  while  leaving  no 
doubt  in  the  mind  of  anyone  as  to  the  opinion  held 
upon  the  safety  of  the  water,  shall  not  be  too  definite  in 
signification ;  and  thus  it  will  always  be  better  to  say 
that  "  the  water  shows  no  evidence  of  harmful  organic 
pollution,"  than  to  employ  such  a  precise  statement  as 
"  there  is  no  organic  pollution  ;''  and  the  results  of  a 
single  examination  in  the  case  of  well,  river,  and  pond 
water,  must  not  be  considered  sufficient  evidence  to 
enable  one  to  pronounce  aught  but  the  fact,  that  the 
sample  examined  is  that  of  a  good  water.  In  order  to 
commit  oneself  to  a  statement  which  would  imply  that 
the  source  from  which  the  water  is  derived  is  a  constantly 
pure  one,  it  will  be  necessary  to  examine  many  samples 
at  different  seasons,  and  under  different  conditions  of 
rainfall,  drought,  &c. — any  of  which  furnish  important 
factors  in  determining  the  different  degrees  and  char- 
acters of  the  fouling  which  may  obtain.  It  would  be 
of  great  assistance  to  most  medical  officers  of  health  if 
they  carefully  constructed  "  water  standards  "  for  their 
districts.  Such  would  be  prepared  by  selecting  the 
purest  water  in  each  locality,  and  would  form  a  ready, 
and  reliable  means  of  detecting  the  smallest  amount  of 
additional  impurity  which  may  have  gained  access  to 
the  supply  of  any  particular  household,  the  water  of 
which  it  may  be  desirable  to  examine.  For  instance,  a 
water  sample  may  well  contain  2-5  parts  per  100,000  of 
chlorine  without  any  suspicion  being  aroused  ;    but  say 
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that  the  average  of  the  pure  water  of  the  locality  is'  i'5 
parts,  then  the  excess  becomes  important  evidence  of 
"  added  chlorine,"  the  presence  of  which  would  have  to 
be  accounted  for. 

It  will  be  appropriate  here  to  recapitulate  the  amounts 
which,  when  found  in  the  most  important  stages  of  the 
analysis  of  water,  would  indicate  danger,  or  make  its 
employment  otherwise  undesirable. 

"  Free  "  ammonia  and  "  albuminoid  "  ammonia. — If  the 
"  albuminoid  "  ammonia  exceeds  5  parts  per  hundred 
million,  the  "  free "  should  not  be  above  this  amount, 
but  if  the  former  is  represented  by  a  cypher,  then  con- 
siderable "  free  "  ammonia  may  not  signify  danger  ; 
conversely  the  "  albuminoid "  ammonia  may  reach  to 
10  parts  per  hundred  million  if  the  "  free  "  does  not 
exceed  i. 

The  oxidisahle  organic  matter  examined  by  Tidy's  modifica- 
tion at  80°  F. — The  oxygen  absorbed  must  reach  the 
proportions  of  160  parts  per  hundred  million  in  2  hours, 
or  about  400  parts  per  hundred  million  in  peaty  waters, 
before  its  amount  can  be  regarded  as  suspicious. 

Chlorine. — More  than  3  parts  per  100,000,  if  not 
accounted  for  by  the  strata  permeated,  would  arouse 
distrust. 

The  oxidised  nitrogen. — More  than  o'l  parts  per  100,000 
of  nitrogen  in  nitrates  and  nitrites,  excites  suspicion. 
The  faintest  trace  of  nitrites  will  generally  condemn. 

The  poisonous  metals. — ^More  than  -^^  grain  of  lead  or 
copper  should  probably  suffice  to  condemn.  Zinc 
should  not  exceed  J  grain,  nor  iron  \  grain.  The 
faintest  trace  of  arsenic  condemns. 

The  total  solids. — These  should  not  exceed  50  parts  per 
100,000,  but  of  course  much  depends  upon  their  con- 
stitution.    In  no  case,  except  in  peaty  waters,  should 
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there  be  much  charring  on  ignition,  nor  should  fumes  or 
odour  ever  be  appreciable  during  this  process. 

The  hardness  should  certainly  not  exceed  30  parts  per 
100,000,  and  the  greater  the  proportion  of  "  temporary  " 
to  "  permanent  hardness  "  the  better. 


146 


LABORATORY   WORK. 


CHAPTER  XVII. 


Water  Samples. 


Sample  I. 

A  Very  Pure  Water. 

{i.e,,  Showing  amounts  which,  when  not  exceeded,  denote  great 
parity  in  all  the  steps  of  the  analysis). 

Physical   Characters. — Pleasant  taste.     Well   aerated.      Clear  and 

bright.     No  marked  colour.     No  smell.     No  sediment. 
Reaction        .... 
Saline  Ammonia    . 
Organic  Ammonia 
Oj  absorbed  from  Permanganate 

(in  2  hours  at  80"  F.) 
Total  Solid  Matters 

(a)  Volatile     . 

(b)  Fixed 

(c)  Appearance  on  ignition 


Neutral. 
2 

4 
40 

8 
2 
6 

No  appreciable 
blackening.  No 
smell  or  fumes 
given  off. 

8 


parts   per 
100,000,000. 


Total  hardness 

(a)  Temporary 

(b)  Permanent 
Chlorine        .... 

Equivalent  to  Common  Salt 
N  as  Nitrates  and  Nitrites    . 

Poisonous  Metals  ...  nil        )    ^galfon" 

Microscopical  Examination  of  Sediment.      If  any  sediment  it  must 

be  very  small  in  amount,  and  should  consist  of  a  harmless  mineral 

or  unrecognisable  debris. 


5 
3 

1-3 
2-4 
001 
nil 


parts  per 
100,000. 
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Note. — As  has  been  pointed  out,  if  the  oxidisable 
organic  matter  is  of  a  vegetable  nature,  the  40  parts 
per  hundred  miUion  may  be  much  exceeded  in  even 
a  very  pure  water. 

Sample  II. 
A  Foul  and  Dangerous  Water. 


{i.e.,   Showing  dangerous  pollution  in  all   the    steps  of  the 
analysis). 

Physical  Characters. — Unpleasant  taste  and  smell  (on  heating).  A 
dirty  (yellow  or  brown)  colour.  Turbidity.  Sediment.  Often  poorly 
aerated. 

Reaction Alkaline. 

Saline  Ammonia    ....  10 

Organic  Ammonia  ...  12 

O,  absorbed  from  Permanganate  .{  °7"  ^So  (if  not  due 
^  °  I    to  peaty  matter), 

(in  2  hours  at  80°  F.) 


parts  per 
100,000,000. 


Total  Solid  Matters 

(a)  Volatile     . 

(b)  Fixed 

(c)  Appearance  on  ignition 

Total  hardness 

(fl)  Temporary 

(b)  Permanent 
Chlorine         .... 
Equivalent  to  Common  Salt 
N  as  Nitrates  and  Nitrites     . 

Poisonous  Metals  . 


60  \ 

25 

35 

/Considerable  char- 
J     ring,  and  fumes 
"1      and   odour    may 
V     be  given  off. 

30 

15 

15 

8 

131 

0-5  / 

J  Dangerous  amounts  1 
I  of  Pb,  Cu,  or  Zn.  i 


parts  per 
100,000. 


grains  per 
gallon. 


Microscopical  Examination  of  Sediment  : — Low  forms  of  animal  and 
vegetable  life,  such  as  bacteria  and  fungi ;  and  organic  debris. 
Evidence  of  human  excretal  contamination  in  epithelium,  cotton 
fibres,  undigested  particles,  paper,  &c. 

L  2 
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Notes. — Water  polluted  by  sewage  emanations  (gases 
and  vapours)  shows  an  absence  of  this  excess  of 
chlorine  and  nitrogen  as  nitrates  and  nitrites ;  but 
other  evidences  of  organic  pollution  are  marked,  and 
especially  the  "free  ammonia."  Microscopically,  abun- 
dant evidence  of  bacteria  and  micrococci  is  forthcoming. 


Sample  III. 

A  Suspicious  Water. 

{i.e..  Showing  amounts  which  indicate  danger  in  all  the  steps  of 
the  analysis.  The  possibility  of  peat  and  of  certain 
mineral  elements  having  been  yielded  by  the  strata  being 
excluded). 

Physical  Characters. — Slightly  coloured  (shades  of  yellow  or  brown). 
Not  perfectly  clear.  No  marked  taste  or  smell,  though  not  pala- 
table.    Slight  sediment. 


Reaction         .... 

Alkaline.         \ 

Saline  Ammonia    . 
Organic  Ammonia 
Oj  absorbed  from  Permanganate 
(in  2  hours  at  So"  F.) 

6 

11 

over  i6o 

^   parts  per 
100,000,000. 

Total  Solid  Matters 

(a)  Volatile     . 

(b)  Fixed 

40           . 
25 

(c)  Appearance  on  ignition 

Total  hardness 

(a)  Temporary 

(b)  Permanent 

(    some  charring,  no 
I      fumes  or  smell. 

25 
15 
10 

I  parts  per 
f     100,000. 

Chlorine         .... 
Equivalent  to  Common  Salt 
N  as  Nitrates  and  Nitrites     . 

4 

6-5 

0-25       ' 

Poisonous  Metals 

(  nil  (except  faint 
\     traces  of  iron). 

grains  per 
■      gallon. 

Microscopical  Examination  of  Sediment.    A  few  low  forms  of  animal 
and  vegetable  life,  of  questionable  origin  and  significance. 
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Sample  IV. 

Rain-Water. 

(As  collected  generally  in  country  districts). 

Physical  Characters — No  colour  apart  from  that  of  pure  water. 
Quite  clear.  Pleasant  taste.  No  smell.  Well  aerated.  No  sedi- 
ment. 

Reaction Slightly  alkaline. 


Saline  Ammonia     . 

5 

Organic  Ammonia. 
O2  absorbed  from  Permanganate 
(in  two  hours  at  80°  F.) 

about 

0-5 
15 

3'5         ' 

parts  per 
100,000,000 

Total  Solid  Matters 

(a)  Volatile     . 

(b)  Fixed 

2 

(c)  Appearance  on  ignition 
Total  Hardness 

(a)  Temporary 

(b)  Permanent 

no  charring,  &c. 
I 

0-4 
0-6 

L    parts   per 
'     100,000. 

Chlorine         .... 

05 

Equivalent  to  Common  Sal 

0-8 

N  as  Nitrates  and  Nitrites 

0-005 

Poisonous  Metals 

nil 

grains  per 

Microscopical  Examination  of  Sediment. 


gallon. 


Notes. — -In  towns  the  reaction  is  slightly  acid,  from 
the  sulphurous  acid  in  the  atmosphere ;  and  the  water 
is  a  little  different  in  other  respects,  owing  to  further 
impurities  taken  up,  such  as  soot — which  furnishes  other 
sulphur  compounds  and  increases  the  amount  of  "  free 
ammonia." 

That  rain-water,  which  is  collected  in  country  districts 
after  long  periods  of  continuous  rainfall,  affords  the 
purest  possible  natural  water. 


150 


LABORATORY   WORK. 


Sample  V. 
A  Typical  Peaty  "  Upland  Surface  "  Water. 


Physical  Characters. — The  colour  is  generally  yellowish-brown,  but 
peat  may  create  various  shades  of  green,  yellow,  and  brown, — or 
there  may  even  be  no  colour  at  all.  Not  quite  clear  (from  fine 
suspended  matter).     No  marked  taste  or  smell.     Aeration  slight. 


Reaction        .... 

Saline  Ammonia    . 

Organic  Ammonia. 

Oa  absorbed  from  Permanganate 

(in  two  hours  at  80°  F.) 
Total-  Solid  Matters 

(a)  Volatile      . 

(6)  Fixed 

(c)  Appearance  on  ignition 

Total  Hardness 

{a)  Temporary 

(6)  Permanent 
Chlorine  .... 

Equivalent  to  Common  Salt 
N  as  Nitrates  and  Nitrites 

Poisonous  Metals  . 


Distinctly  acid. 

12 
about  300-400 


5 

3 
I  Some  blackening, 
\  faint  sweet  odour 

5 

I 

4 
I 

1-6 
o-oog 

nil 


parts   per 
100,000,000. 


parts  per 
100,000. 


grams  per 
gallon. 

Microscopical  Examination  of  Sediment. — Shows  vegetable  debris, 
fibres,  cells  and  parenchyma,  and  frequently  minute  forms  of  vege- 
table life  {vide  Chapter  on  Water  Sediments). 

Note.  — In  many  "peaty  waters"  the  "organic  am- 
monia "  and  the  "  oxygen  absorbed  "  will  be  found  to 
much  exceed  the  amounts  given  above, — which  consti- 
tute the  mean  of  many  such  waters  analysed. 
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Sample    VI. 

Spring  Water  from  the  Chalk. 

Physical  Characters. — No   marked  colour.      No  smell.    Very  pala- 
table.    Well  aerated  as  a  rule.     Quite  clear.     No  sediment. 


Reaction         .... 

Alkaline. 

Saline  Ammonia    . 

I 

Organic  Ammonia . 

3 

parts   per 

O2  absorbed  from  Permanganate 

about  65 

100,000,000 

(in  two  hours  at  80"  F.) 

Total  Solid  Matters 

30          ' 

(a)  Volatile      . 

6 

(i)  Fixed 

24 

(c)  Appearance  on  ignition 

no  charring,  &c. 

Total  Hardness 

20 

^  parts  per 
100,000. 

(a)  Temporary. 

13 

(6)  Permanent 

7 

Chlorine         .... 

2-5 

Equivalent  to  Common  Salt 

4-1 

N  as  Nitrates  and  Nitrites     . 

o"4 

Poisonous  Metals   . 

T.ir- : 1    T? ' .? _rci_J 

'"•'       l^gS." 

Microscopical  Examination  of  Sediment. 

Note. — The   solid   constituents  of    such   waters  must 
naturally  vary  materially  in  different  samples. 


Sample    VII. 

A  Typical  River  Water. 

(Derived  from   deep  springs,   direct  rainfall,   and  surface 
drainage). 

Physical    Characters.— ^o    marked  colour.       Fairly    well  aerated. 

Pleasant  taste.   No  smell.   Clear  and  no  sediment— or  a  very  slight 

one. 
Reaction         .... 
Saline  Ammonia     . 
Organic  Ammonia . 
O2  absorbed  trom  Permanganate 
(in  two  hours  at  80°  F.) 


Faintly  alkaline, 

1-5 
6 
about  80 


parts   per 
100,000,000. 


I  =,2 
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Total  Solid  Matters 
(a)  Volatile 
(6)  Fixed. 


(c)  Appearance  on  ignition 

Total  Hardness 

(a)  Temporary 

(i)  Permanent 
Chlorine.         .... 
Equivalent  to  Common  Salt 
N  as  Nitrates  and  Nitrites 

I'oisonous  Metals  . 


25  \ 

8 

17 
J  No,  or  extremely 
(faint,  discoloration 

21-5 

13 
8-5 

17 
2-8 

0-2 

nil 


\  parts  per 
f    100,000. 


(  grains  per 
\      gallon. 

Microscopical  Examination  of  Sediment. — A  trace  of  mineral  or  vege- 
table debris  may  be  present. 

Notes. — ^^These  quantities  will  also  be  found  to  approxi- 
mate to  the  averages  of  the  water  supplied  by  the 
Thames  Companies  {i.e.,  after  it  has  passed  through 
their  filters) . 

The  composition  of  River  water  will  always  of  course 
vary  with  the  following  circumstances. 

1.  The  nature  of  the  country  through  which  the 
river  courses,  and  which  it  therefore  drains;  «.«.,  whe- 
ther this  be  cultivated  and  manured,  or  wild  ;  whether 
there  be  much  or  little  vegetation  ;  and  whether  it  be 
thickly  or  sparsely  populated. 

2.  The  amount  of  pollution  by  sewage,  waste  pro- 
ducts of  manufactories,  the  drainage  of  manured  land 
and  cemeteries. 

3.  The  nature  of  the  bed  of  the  river,  and  of  the 
strata  through  which  the  springs  (which  feed  the  river) 
rise. 

4.  The  rapidity  and  smoothness  of  flow — i.e.,  the  more 
rapid  and  interrupted  this  is,  the  greater  the  powers  of 
the  river  in  the  direction  of  self-purification. 
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parts  per 
100,000,000. 


Sample    VIII. 

A  Deep  Well- Water  from  the  Chalk. 

Physical  Characters. — No  marked  color.     Pleasant  taste.     No  sir.ell. 
Generally  well  aerated — though  sometimes  poorly  so,  and  at  others 
to  great  excess.     Clear.     No  sediment. 
Reaction         .... 
Saline  Ammonia     . 
Organic  Ammonia 
Oa  absorbed  from  Permanganate 

(in  two  hours  at  80°  F.) 
Total  Solid  Matters 

(a)  Volatile      . 

(6)  Fixed 

(c)  Appearance  on  ignition 
Total  Hardness 

(a)  Temporary 

(b)  Permanent . 
Chlorine  .... 

Equivalent  to  Common  Salt 
N  as  Nitrates  and  Nitrites 


Alkaline. 
8 

3 
about  75 

45 
10 

35 
no  charring,  &c. 
29 

19 
10 

4'5 

05 

nil 


\   parts  per 
'     100,000. 


(  grains  per 
I     gallon. 


Poisonous  Metals  . 

Microscopical  Examination  of  Sediment.  — 

Note. — The  total  solids  may  reach  as  high  as  250 
parts  per  100,000  in  some  of  these  waters,  but  this 
amount  is  very  rare. 


Sea- Water. 

The  Rivers'  Pollution  Commissioners  found  that  sea- 
water  contained  approximately : — 

Harts  per  100,000. 

Free  Ammonia o'oo6 

Chlorine i975'6 

Total  Solids 38987 
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A  specimen  collected  by  the  late  Dr.  Tidy  during  high 
water  at  Margate  gave  : — 

Chlorine I770'5 

Total  Solids 3343'° 

Lime. 3S"i 

Magnesia 205'6 

Silica        .......  0*4 

Hardness 564"o 

Sewage. 

An  average  composition  of  sewage  was  found,  by  the 
above  mentioned  Commissioners,  to  represent  about  the 
following  quantities  in  parts  per  100,000. 

Free  Ammonia 5'52o 

Nitrogen  as  Nitrates  and  Nitrites    .        .  0-003 

Chlorine 10-66 

Total  Solids 72-2 


Scheme  for  Effecting  an  Analysis   in   the   Quick- 
est AND  Most  Convenient  Manner. 

(As  by  this  scheme  more  than  one  process  is  going  on 
at  the  same  time,  care  must  be  taken  that  all  due  at- 
tention is  given  to  each ;  although  a  little  confusion 
may  be  experienced  at  first,  yet,  after  a  little  prac- 
tice, the  plan  will  be  found  as  practical  as  it  is  ex- 
pedient). 

1.  Remove  100  c.c.  of  the  water  from  the  sample 
bottle,  and  start  the  evaporation  over  a  water-bath  for 
"  the  total  solids  in  solution."  This  will  take  from  2  to 
3  hours. 

2.  Remove  250  c.c.  and  commence  the  estimation  of 
"  the  oxidisable   organic  matter." 

3.  Remove  500  c.c.  from  the  bottle,  and  start  the 
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distillation  for  the  estimation  of  "saline"  and  "organic" 
ammonia. 

4.  Well  shake  the  sample,  noting  any  smell  distin- 
guishable, and  decant  about  1  litre  of  the  water  into  a 
clean  glass  beaker  ;  cover  this,  place  aside,  and  allow 
the  bulk  of  any  suspended  matter  present  to  settle — 
with  this  object  disturb  the  water  as  little  as  possible 
when  amounts  are  removed  for  the  following  purposes. 

5.  Estimate  the  hardness,  "total,"  "temporary,"  and 
"permanent." 

6.  Make  the  "  quantitative  estimation  of  chlorine." 

7.  Test  for  poisonous  metals,  and  estimate  quanti- 
tatively if  any  one  is  present. 

8.  Note  the  physical  characters  in  the  two-foot  tube 
&c.,  together  with  the  reaction  of  the  water  (acid,  alka- 
line, or  neutral). 

9.  Test  qualitatively  for  nitrites  ;  sulphates ;  and  phos- 
phates. 

10.  Collect  aud  make  a  microscopic  examination  of 
the  sediment  (if  any). 

11.  Prepare  the  water  for  the  quantitative  estimation 
of  "nitrogen  as  nitrates  and  nitrites,"  set  aside,  and  com- 
plete the  process  on  the  following  morning. 

Scheme  for  Examination  Purposes. 

(In  the  examination  for  Public  Health  Degrees,  the 
time  is  limited,  and — as  they  are  at  present  conducted — 
the  subjoined  tests  are  considered  to  suffice  in  detecting 
whether  the  candidate  has  a  good  knowledge  of  the 
subject  of  water  analysis  or  not.  He  is  expected  to 
hand  in  an  abstract  of  each  process  by  which  he  arrives 
at  his  results,  in  addition  to  the  results  themselves). 

I.  Start  the    quantitative  estimation  of  "free"   and 
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"albuminoid"  ammonia*'    and  then  proceed  to  deter- 
mine the  following  points  :  — 

2.  The  physical  characters  i.e.,  colour ;  clearness ; 
aeration  ;  reaction ;  taste ;  smell ;  sediment  (if  any). 

3.  The  quantitative  estimation  of  chlorine. 

4.  The  total  hardness. 

5.  The  qualitative  examination  for  poisonous  metals 
and  calcium  salts. 

6.  The  qualitative  examination  for  nitrates  ;  nitrites  ; 
sulphates ;  and  phosphates. 

7.  The  macroscopic  appearances  of  any  sediment 
present. 

8.  If  the  necessary  material  is  given  to  the  candidate, 
and  only  one  sample  is  provided  for  analysis,  a  quanti- 
tative estimation  of  "  nitrogen  in  nitrates  and  nitrites," 
and  of  the  "  oxidisable  organic  matter,"  would  be  re- 
quired. {Vide  Appendix  for  a  quick  method  of  estimat- 
ing the  former). 

An  Analytical  Form. 
(Adapted  to  a  quick  analysis  of  a  mineral  residue^. 

If  a  solid  residue: — (i)  Dissolve  as  much  as 
possible  by  boiling  in  distilled  water  ;  (2)  dissolve  any 
residue  by  boiling  in  dilute  hydrochloric  acid  ;  (3)  dis- 
solve any  residue  still  remaining  by  warming  with 
strong  hydrochloric  acid  and  nitric  acid,  mixed  in  the 
proportion  of  2  parts  to  i. 

An  entire  solution  having  been  thus  effected,  to  some 
of  the  liquid  add  : — 

A.  A  few  drops  of  hydrochloric  acid,  until  the 
maximum  precipitate — if  any — is  created. 

*  This  process  must  be  watched  as  the  other  tests  are  proceeded 
with.  A  skilful  worker  will  have  finished  step  4  before  the  "free" 
ammonia  is  all  over,  and  ready  for  estimation. 
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(a)  A  w.hite  precipitate  =  silver,  mercury  {-ous  salt),  or 
lead ;  add  ammonia,  if  the  precipitate  dissolves  =  silver ;  if 
it  blackens  =  mercury  ;  if  unchanged  =  lead. 

Add  a  solution  of  potassium  chrohate  to  some  of  the 
original  liquid ; — a  reddish  brown  precipitate  =  silver  ;  a 
red  precipitate  =  mercury  ;  a  yellow  precipitate  =  lead. 

B.  If  no  precipitate  add  strong  sulphuretted 
hydrogen  vrater. 

(a)  A  yellow  precipitate  =  Arsenic,  tin  {-ic  salt),  or 
cadmium.  If  arsenic  or  tin  {-ic),  the  precipitate  is 
soluble  in  ammonium  sulphide  and  in  liquor  potassae. 
Distinguish  by  Reinsch's  test.  If  cadmium  the  preci- 
pitate is  more  of  an  orange  colour,  and  it  is  insoluble  in 
ammonia  sulphide  and  liquor  potassae. 

(b)  A  red  precipitate  =  antinomy. 

Add  liquor  potassae  to  original  liquid,  and  a  white 
precipitate  forms,  soluble  in  excess. 

(c)  A  brown  precipitate  =  bismuth,  copper,  or  tin  {-ous). 
If  bismuth  or  copper,  the  precipitate  is  insoluble  in 

ammonia  and  liquor  potassae. 

If  tin  {-ous),  the  precipitate  is  soluble  in  ammonia  and 
liquor  potassae. 

Copper  will  give  a  bronze  colour  and  precipitate  with 
potassium  ferrocyanide. 

{d)  An  orange  or  Mack  precipitate  =  Mercury  {-ic,  salt). 

A  solution  of  potassium  iodide  will  give  a  red  colour 
to  the  original  liquid. 

C.  To  a  fresh  portion  of  the  solution  add  a  solution 
of  the  chloride  of  ammonium,  and  ammonia. 

{a)  A  black  precipitate  =  iron  ; — ferrocyanide  of  potas- 
sium will  yield  a  blue  color  ;  ferricyanide  of  potassium, 
a  red  with  ferric  and  blue  with  ierrous  salts. 

(6)  A  greenish-white  precipitate  =  aluminium. 

{c)  A  dark  green  precipitate  =  chromium. 
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D.  If  no  precipitate,  further  add  some  ammonium 
sulphide  solution. 

(a)  A  white  precipitate  =  zinc. 

(b)  A  salmon-colour  precipitate  =  manganese. 

(c)  A  black  precipitate  =  nickel  or  cobalt. 

If  nickel,  liquor  ammonise  yields  a  blue ;  if  cobalt, 
liquor  ammonias  yields  a  green. 

E.  If  no  precipitate,  add  amimonium  carbonate 
solution. 

(a)  A  white  precipitate  =  barium,  strontium,  or  calcium. 

If  barium — burns  with  a  green  flame ;  if  strontium  and 
calcium— burns  with  a  red  flame  ;  potassium  chromate 
creates  a  yellow  with  strontium,  and  none  with  cal- 
cium. 

F.  If  no  precipitate,  is  obtained  by  this  stage,  only 
magnesium,  ammonium,  potassium,  and  sodium  can  be 
present. 

Add  liquor  potassa. 

(a)  A  white  precipitate  =  magnesium. 

If  no  precipitate,  but  ammonia  is  evolved  =  ammonium. 

If  potassium,  it  burns  with  a  lilac  flame;  if  sodium, 
it  burns  with  a  yellow  flame. 

Potassium  and  ammonium  will  create  a  yellow  with 
platinum  chloride  solution. 

For  acids. 

A.  Add  barium  chloride  solution  (or  if  silver, 
mercury,  or  lead  be  present,  use  barium  nitrate). 

{a)  A  white  precipitate  =  sulphates,  carbonates,  phos- 
phates, oxalates,"  or  borates. 

Add  hydrochloric  acid. 

If  sulphates,!  the  precipitate   is   insoluble  even   on 

*  If  organic  matter  has  not  been  previously  destroyed. 
]  Insoluble  sulphates  will  not  have  much  concern  for  sanitarians, 
but  barium  and  lead  sulphates  may  be  detected  by  converting  them 
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boiling ;  if  carbonates  the  precipitate  is  soluble  (also  in 
acetic  acid)  with  effervescence ;  if  phosphates  or  borates 
the  precipitate  is  soluble  (also  in  acetic  acid) ;  if 
oxalates  the  precipitate  is  soluble  (but  not  in  acetic 
acid). 

B.  If  no  precipitate,  to  some  of  the  original  solution 
add  silver  nitrate. 

[a)  A  white  precipitate  =  chlorides  or  cyanides** ;  add 
nitric  add. 

If  chlorides  the  precipitate  is  insoluble,  (and  it  fuses  on 
heating) ;  if  cyanide  the  precipitate  is  soluble  on  boil- 
ing. 

(6)  A  pale  yellow  precipitate  =  bromides  or  iodides ;  add 
a  drop  of  strong  sulphuric  acid. 

If  bromides,  starch  paper  is  coloured  orange;  if 
iodides,  starch  paper  is  coloured  blue. 

C.  Test  especially  for: — Nitrates;  sulphides — 
heat  with  acid  and  sulphuretted  hydrogen  evolved ; 
acetates*— heat  with  dilute  sulphuric  acid  (  vinegar 
smell) ;  tartrates* — heat  with  strong  sulphuric  acid  it 
blackens  immediately,  and  burnt  sugar  odour  and  sul- 
phurous acid  smell  evolved ;  citrates** — treated  similarly 
to  tartrates,  blackens  slowly  and  pungent  irritating  fumes 
are  given  off. 

Salicylic  acid. — Add  a  solution  of  the  perchloride  of 
iron,  and  a  deep  purple  colour  is  created. 

Boracic  acid  and  borates.  Condense  the  liquid  by  eva- 
poration from  a  large  bulk  to  a  very  small  one,  then  add 
hydrochloric  acid  and  continue  the  evaporation.  While 
this  is  proceeding  direct  a  flame  across  the  top  of  the 

into  their  corresponding  sulphides,  by  heating  them  with  sodium 
carbonate  upon  charcoal,  and  the  metals  can  be  detected  by  their 
blow-pipe  reactions. 

•  If  organic  matter  has  not  been  previously  destroyed. 
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evaporating  dish,  and  it  will  acquire  a  green  tinge.  Or 
evaporate  the  liquid  to  near  dryness,  and  then  add 
about  a  drachm  of  spirit  of  wine,  warm  together  and 
then  ignite,  and  observe  a  bright  green  flame. 

After  adding  just  sufficient  hydrochloric  acid  to  render 
the  liquid  slightly  acid,  dip  in  a  piece  of  turmeric  paper, 
then  dry  this  at  a  gentle  heat,  and  it  will  turn  red. 
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Alkalimetry  and  Acidimetry. 

For  estimating  the  amount  of  alkalinity  or  acidity  of 
a  liquid,  it  is  expedient  to  use  standard  test  solutions 
based  on  the  atomic  system.  Of  such,  a  "  normal  solu- 
tion "  signifies  one  made  up  as  follows : — The  number 
representing  the  atomic  weight  of  the  reagent  employed 
is  found,  and  then,  whatever  this  may  be,  a  correspond- 
ing number  of  grammes  of  the  reagent  are  weighed  out 
and  dissolved  in  a  litre  of  water — in  the  case  of  univalent 
substances  (H  =  i),  such  as  sodium,  iodine,  &c. ;  but  the 
number  is  divided  by  2,  in  the  case  of  bivalent  sub- 
stances, such  as  lead,  calcium,  &c.;  and  by  3,  in  the 
case  of  trivalent  ones.  "  Seminormal "  and  "  deci- 
normal  "  solutions  are  obviously  those  made  up  to  ^ 
and  j3jj,  respectively,  of  the  strength  of  the  "normal" 
solutions. 

In  estimating  alkalinity,  a  standard  solution  of  hydro- 
chloric acid  is  employed ;  whereas  for  acidity,  a  standard 
solution  of  sodium  carbonate  is  taken. 

The  normal  solution  of  hydrochloric  acid  (HCl) — 
since  the  atomic  weight  of  H  =  i  and  01  =  35-37 — con- 
sists of  36'37  grammes  of  hydrochloric  acid  to  a  litre  of 
distilled  water. 

The  normal  solution  of  sodium  carbonate  (NajCOj) — 
since  the  atomic  weight  of  Na=23,  0^i2,  and  0=:i6 — 

consists  of =  53  grammes  of  pure  sodium  carbonate 

to  a  litre  of  distilled  water. 

A  similar  amount  of  each  of  these  solutions  should 
thus  exactly  neutralise  each  other  ;  but  it  is  diificult  to 
get  these  to  absolutely  correspond,  and  when  they  do 
not  do  so,  the  diiference  must  be  ascertained,   and  a 
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simple  calculation  made  in  order  to  get  their  relative 
values. 

In  making  the  estimation  methyl-orange  (about  i 
gramme  to  the  litre)  is  the  "indicator"  which  should 
be  selected.  This  substance  has  the  property  of  yielding 
a  beautiful  scarlet  colour  in  the  presence  of  acidity  ;  but 
its  solution,  which  is  of  a  bright  orange  colour,  must  not 
be  employed  where  organic  acids  are  concerned,  or  where 
nitrites  are  present. 

Example. — It  is  desired  to  estimate  the  alkalinity  of  a 
solution.  A  few  drops  of  the  methyl-orange  "indicator" 
are  run  into  a  measured  quantity — say  loo  c.c. — of  the 
solution  in  a  Nessler  glass,  placed  upon  a  white  porce- 
lain slab. 

A  "  decinormal  "  solution  of  hydrochloric  acid  is  then 
dropped  in  from  a  graduated  burette,  until  a  scarlet  tint 
appears,  denoting  all  alkalinity  to  be  neutralised. 

It  took  20  c.c.  of  the  decinormal  hydrochloric  to  effect 
neutrality,  therefore  the  alkalinity  is  equivalent  to  20 
c.c.  of  this  acid  solution.  But  20  c.c.  of  the  "  deci- 
normal "  hydrochloric  acid  is  equivalent  to  a  similar 
amount  of  "  decinormal "  sodium  carbonate  solution, 
therefore  the  alkalinity  is  equivalent  to  20  c.c.  of  the 
"  decinormal "  sodium  carbonate  solution. 

But  I  litre  of  the  "normal"  solution  contains  53 
grammes  of  sodium  carbonate  ;  therefore  i  litre  of  the 
"decinormal"  solution  contains  5-3  grammes  of  sodium 
carbonate,  and  i  c.c.  of  the  "  decinormal"  solution  con- 
tains 0-0053  gramme  of  sodium  carbonate,  and  20  c.c. 
of  the  "decinormal"  solution  contains  o'io6  gramme 
of  sodium  carbonate. 

Therefore  the  alkalinity  of  100  c.c.  of  the  solution  is 
equivalent  to  o'io6  gramme  of  sodium  carbonate. 

In    testing   for   acidity,    the   "indicator"    would    be 
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added,  and  the  sodium  carbonate  "  decinormal "  solu- 
tion run  in  until  the  scarlet  colour  is  just  discharged, 
when  the  calculation  would  be  made  upon  the  principles 
shown  above. 

Table  of  Atomic  Weights  {by  latest  researches). 

Barium  (Ba)  =  136-8 

Calcium  (Ca)  =  39-9 

Carbon  (C)  =  ii"97 

Chlorine  (CI)  =  35-37 

Copper  (Cu)  :=  63-18 

Iron  (Fe)  =  55-88 

Lead  (Pb)  =  206-4 

Magnesium  (Mg)  =  23-94 

Hydrogen  (H)  =  i-o 

Nitrogen  (N)  =  14-01 

Oxygen  (O)  =  15-96 

Sodium  (Na)  =  22-99 

Sulphur  (S)  =  31 '98 

Zinc  (Zn)  64-9 

A  Quick  Method  of  Estimating  the  "Nitrogen  in 
Nitrates." 

The  phenol-sulphuric  acid  method  of  estimating 
nitrates  is  not  quite  as  delicate  as  the  copper  zinc 
couple  process,  but  the  results  can  be  very  much  more 
rapidly  arrived  at.  It  will  not  be  necessary  here  to  go 
fully  into  the  details  of  the  process,  if  the  main  prin- 
ciples are  pointed  out,  since  the  former  will  occur  to  the 
reader  of  the  foregoing  pages. 

The  reagents  required  are : — 

(i)  Phenol-sulphuric  acid,   made  by  mixing  8  vols. 

M2 
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and  I  vol.  respectively,  of  pure  sulphnric  acid  and  pure 
phenol,  heating  for  several  hours  at  100°  C,  and  then 
diluting  to  three  times  the  original  bulk  with  distilled 
water. 

(2)  A  standard  solution  of  potassium  nitrate  (07215 
gramme  to  the  litre),  each  c.c.  of  which  contains  o-oi 
milligramme  of  nitrogen. 

(3)  Liquor  potassse. 


The  Process. 

10  c.c.  of  the  water  sample  and  10  c.c.  of  the  standard 
nitrate  solution  are  each  placed  in  a  clean  platinum 
dish,  and  evaporated  just  to  dryness.  3  c.c.  of  the 
phenol-sulphuric  acid,  followed  by  a  couple  of  drops  of 
pure  hydrochloric  acid,  are  then  run  into  both  of  the 
dishes,  which  are  subsequently  allowed  to  remam  on 
the  water  bath  for  about  three  minutes. 

The  contents  of  the  two  dishes  are  then  each  put  into 
a  separate  Nessler  glass,  and  the  dishes  are  washed  out 
with  liquor  potassse  (the  washings  of  each  being  also 
placed  into  its  appropriate  Nessler  glass)  and  then  liquor 
potassse  is  added  to  each  glass  until  effervescence  ceases. 
The  glasses  are  then  filled  up  to  their  marks  with  dis- 
tilled water.  That  which  received  the  contents  of  the 
platinum  dish  which  held  the  10  c.c.  of  standard  nitrate 
solution,  has  now  assumed  a  distinct  orange  colour  (due 
to  the  formation  of  tri-nitro-phenol,  i.e.,  picric  acid) ; 
and  the  contents  of  the  other  Nessler  glass  are  coloured, 
more  or  less,  according  to  the  amount  of  nitrates  in  the 
10  c.c.  of  water  sample. 

By  transferring  measured  quantities  from  the  deeper 
coloured  liquid  (which  will  generally  be  that  containing 
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the  potassium  nitrate),  into  other  Nessler  glasses,  which 
are  again  filled  up  with  distilled  water  to  their  marks,  a 
match  is  effected  ;  that  is  to  say,  it  is  learnt  how  much 
of  the  deeper  coloured  liquid  is  required,  when  this  is 
filled  up  to  the  50  c.c.  mark  with  distilled  water,  to 
match  the  tint  created  by  those  nitrates  which  are 
furnished  by  the  water  sample  in  the  other  Nessler 
glass. 

Suppose  that  25  c.c.  are  required  of  the  50  c.c.  of  the 
darker  coloured  liquid  (which  in  this  case  contains  the 
10  c.c.  of  standard  nitrate  solution).  Then  of  course 
(^  of  10^)  5  c.c.  of  the  standard  solution  are  required, 
to  match  the  colour  created  by  nitrates^  in  the  10  c.c. 
of  water  sample. 

But  I  c.c.  of  the  standard  solution  contains  o-oi 
milligramme  of  nitrogen;  therefore  5  c.c.  of  the  standard 
solution  contains  0-05  milligramme  of  nitrogen ;  there- 
fore there  is  0-05  milligramme  of  "  nitrogen  in  nitrates  " 
in  10  c.c.  (10,000  milligrammes)  of  water,  or  there  is  0-5 
milligramme  of  "  nitrogen  in  nitrates  "  in  100,000  milli- 
grammes of  water,  or  0-5  part  per  100,000. 
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PART  11. 

SOIL    EXAMINATION. 
The  Analysis  of  Soils. 

The  Sanitarian  will  not  often  find  it  necessary  to  make 
a  chemical  analysis  of  soil,  and  where  he  does,  it  must 
be  very  rarely  required  that  the  analysis  should  pro- 
ceed beyond  a  qualitative  estimation  of  those  various 
constituents  which  are  soluble  in  water,  and  which  may, 
on  this  account,  gain  access  in  many  cases  to  the  drink- 
ing water  supply.  If,  moreover,  the  subject  is  looked 
upon  from  an  agricultural  point  of  view,  the  soluble  con- 
stituents of  the  soil  will  alone  concern  the  analyst,  since 
these  alone  are  taken  up  by  plant  life.  It  will  be  neces- 
sary, however,  to  include  in  the  analysis  those  sub- 
stances which  are  soluble  in  a  weak  acid  medium,  since 
such  acidity  is  sometimes  naturally  supplied  in  the  form 
of  vegetable  and  peaty  acids,  carbonic  acid,  &c.  A 
quantitative  estimation  of  any  of  these  substances  is  of 
little  practical  import,  and  no  attempt  will  be  made  to 
treat  of  such,  since  the  reader  will  have  already  become 
familiar  with  the  chief  methods  of  quantitative  analysis 
which  would  apply  to  such  an  estimation.  All  soils 
contain,  though  in  different  proportions,  the  chief  mine- 
ral constituents  which  are  found  in  the  ash  of  the  plants 
which  grow  upon  them ;  and  an  analysis  of  such  ash 
will  afford  a  rough  and  ready  clue  to  the  constitution 
of  the  soil,  which  may  frequently  suffice  for  all  practical 
purposes ;  but  it  should  be  pointed  out  in  this  connection, 
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that  the  same  value  is  not  attached  to  an  analysis  of  the 
aqueous  extract  of  soils  as  was  formerly  the  case,  for  it 
is  now  well  understood  that  such  does  not  contain  the 
same  proportions  of  the  soluble  constituents  as  origin- 
ally existed  before  the  solution  was  made.  This  is  ac- 
counted for  by  the  fact  that  soil  will  yield  up  readily  to 
water,  the  substances  in  regard  to  which  its  powers  of 
absorption  have  been  satisfied,  while  it  will  more  or 
less  strongly  retain  other  soluble  ingredients.  Whereas 
the  power  of  absorbing  and  retaining  moisture  is  a  con- 
sideration of  the  first  importance  from  a  health  view, — 
exercising  as  it  does  an  important  influence  upon  the 
health  of  whole  communities, — yet  it  is  of  little  practical 
value  to  perform  any  tests  in  this  direction  upon  small 
quantities  of  soil,  which  are  collected  and  brought  to  a 
laboratory  :  the  powers  of  retaining  moisture, — together 
with  other  conditions, — are  so  largely  dependent  upon 
the  characters  of  the  subsoil,  &c.,  that  the  most  reliable 
and  valuable  information  is  always  obtained,  by  obser- 
vations of  such  tests  as  are  applied  by  nature  herself 
to  the  soil  in  situ. 

In  collecting  samples,  it  must  be  borne  in  mind  that 
the  characters  of  the  soil  may  vary  within  small  areas, 
and  at  different  depths— so  that  many  samples  must  be 
collected  and  analysed,  before  one  can  speak,  with  any- 
thing approaching  accuracy,  of  the  constituents  of  the 
soil  of  a  district.  The  depth  of  the  surface  soil  varies 
considerably  in  diiferent  localities.  In  uncultivated 
grounds  the  soil  generally  occupies  only  a  few  inches  in 
depth  on  the  surface,  and  in  cultivated  grounds  its  depth 
is  generally  the  same  as  that  to  which  the  implements 
used  in  cultivation  have  penetrated.  Soil  is  composed 
of  certain  mixtures  or  combinations  of  the  following 
substances :  —the  earths — silica,  alumina,  lime  and  mag- 
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nesia  ;  the  alkalies — soda,  potassa  and  ammonia  ;  the 
acids — sulphuric,  hydrochloric,  carbonic,  nitric,  phos- 
phoric and  silicic ;  oxide  of  iron,  and  small  portions  of 
other  metallic  oxides ;  a  considerable  proportion  of 
moisture;  and  several  gases,— chiefly  oxygen,  hydrogen 
and  carbonic  acid.  Besides  these,  every  soil  contains  a 
large  amount  of  vegetable  and  animal  matter,  which  is 
either  partially  or  wholly  decomposed. 

The  stratum  which  lies  immediately  under  the  soil  is 
called  the  subsoil,  into  the  composition  of  which  com- 
paratively little  organic  matter  enters  ;  sometimes  this 
subsoil  is  porous  sand  or  gravel ;  sometimes  light  and 
loamy  and  closely  similar  to  the  super-imposed  soil ; 
sometimes  stiff  (clayey)  and  more  or  less  impervious  to 
water. 

The  Analysis. — The  sample  having  been  collected,  the 
coarser  stones  should  be  removed,  and  all  lumps  broken 
up  so  far  as  possible  with  a  hard  wooden  pestle. 

Special  apparatus  has  been  devised,  both  for  tho- 
roughly crushing,  and  also — where  this  is  not  done — for 
washing  and  separating  the  various  coarse  constitutents 
seriatim ;  thus  the  small  rock  fragments  are  first 
separated,  then  the  small  stones  or  gravelly  sand,  next 
the  coarse  sand,  the  fine  sand,  and  the  clayey  sand, 
until  finally  the  finest  clayey  portions  only  remain. 

But  essentially  the  analysis  is  of  importance  in  de- 
tecting the  substances  which  a  water  will  extract  and 
hold  in  solution,  and  hence  this  is  made  the  chief  fea- 
ture of  the  analysis  here. 

Schulze's  method  is  the  best  for  thus  obtaining  the 
aqueous  extract  of  a  soil : — the  necks  of  several  middle- 
sized  funnels  are  closed  with  small  filters  of  strong  filter 
paper ;  these  are  moistened,  and  the  paper  pressed  close 
to  the  sides  of  the  funnel ;    the  air-dried  soil  is   then 
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introduced  in  small  lumps  ranging  in  size  from  a  pea 
to  a  walnut,  (but  not  pulverised  or  even  crushed), 
until  the  funnels  are  filled  to  about  two-thirds.  Dis- 
tilled water  is  now  poured  in,  in  quantity  sufficient  to 
cover  the  soil ;  if  the  first  portion  of  the  filtrate  is  turbid, 
it  must  be  poured  back  into  the  funnel,  and  the  filtra- 
tion allowed  to  proceed  quietly  ;  the  funnels  are  again 
filled  with  water,  and  this  process  of  extraction  is  con- 
tinued until  the  filtrates  weigh  twice  or  three  times  as 
much  as  the  soil  used  (2-3  litres).  The  several  filtrates 
are  next  mixed  in  one  vessel,  and  a  portion  of  the  washed 
soil  is  kept.  The  aqueous  solution  is  divided  into  a 
larger  and  a  smaller  part,  and  the  larger  part  is  eva- 
porated to  a  small  bulk.  A  part  of  this  concentrated 
solution  is  then  tested  for  organic  matter  and  chlorine  ; 
and  the  remainder,  (which  generally  contains  a  little 
precipitate),  is  evaporated  to  dryness  and  cautiously 
ignited, — so  that  the  organic  matter  may  be  slowly  but 
completely  burnt  off ;  some  of  the  ash  thus  obtained  is 
tested  in  the  dry  for  manganese,  by  fusing  it  with  2  or 
3  parts  of  sodium  carbonate  upon  a  platinum  wire  ; 
the  bead  of  manganate  of  soda  thus  formed,  appears  as 
a  transparent  green  while  hot,  and  an  opaque  bluish- 
green  when  cold.  The  remainder  of  the  ash  is  dissolved 
in  hydrochloric  acid,  when  any  effervescence  indicates 
carbonic  acid  ;  the  whole  is  then  evaporated  to  dryness, 
— to  separate  silicic  acid— then  moistened  with  hydro- 
chloric acid,  water  added,  and  the  mixture  warmed  and 
filtered.  The  filtrate  is  next  tested  for  sulphuric  acid, 
phosphoric  acid,  iron,  and  (if  required)  for  magnesia, 
potassa,  soda,  and  lithia.  The  residue  generally  con- 
tains a  little  carbon,  a  little  clay,  and  also  sihcic  acid ; 
and  the  silicic  acid  may  be  tested  for  by  washing  the 
residue,    boiling   it   with   caustic   soda,   filtering,   satu- 
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rating  with  hydrochloric  acid,  evaporating  to  dryness, 
and  finally  taking  up  the  residue  with  water — when  the 
silicic  acid  will  be  left  behind. 

Alumina  was  never  found  by  Schulze  in  the  aqueous 
extract. 

The  smaller  part  into  which  the  non-concentrated 
aqueous  solution  was  divided,  is  finally  tested  for  nitric 
and  nitrous  acids  and  ammonia.  The  portion  of  the 
soil  insoluble  in  water  averages  about  90  per  cent,  of 
the  total,  and  the  analysis  then  proceeds  to  deal  with 
this,  thus  : — 

About  50  grammes  of  the  washed  soil  are  heated  for 
several  hours  with  hydrochloric  acid  (of  medium  strength) 
upon  a  water  bath,  and  then  filtered.  The  filtrate, 
which  is  often  yellow  from  ferric  chloride,  contains  the 
substances  in  the  soil  which  are  soluble  in  an  acid 
medium ;  and  it  is  accordingly  tested  for  iron,  manganese, 
copper,  alumina,  lime,  fluorine,  magnesia,  potassa,  soda 
and  lithia,  silicic,  phosphoric,  sulphuric,  carbonic,  and 
even  arsenic  acids. 

As  the  solvents  which  act  naturally  on  the  soil,  how- 
ever, are  far  weaker  than  the  hydrochloric  acid  here 
employed,  it  will  be  more  exact  if  we  examine  those  sub- 
stances which  are  soluble  in  carbonic  acid  water — as  by 
saturating  distilled  water  with  carbonic  acid,  and  allow- 
ing this  to  act  upon  the  soil  for  several  days  in  a  closed 
flask,  which  should  be  well  shaken  from  time  to  time. 
Water  containing  both  carbonic  acid  and  ammonium 
chloride  (about  0-05  per  cent.),  should  also  be  allowed 
in  a  similar  manner  to  act  upon  the  soil,  and  the  sub- 
stances then  taken  up  should  be  discovered. 

No  practical  hygienic  purpose  will  be  served  by 
analysing  that  part  (which  is  always  the  greater)  of  the 
soil  which  is  insoluble  even  in  an  acid  medium, — it  then 
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becomes  chiefly  a  question  of  finely  crushing,  and 
examining  for,  and  estimating,  silicates. 

An  examination  for  the  peaty  acids  may  be  made 
thus : — Some  of  the  washed  soil  is  dried  and  sifted,  to 
separate  any  straw,  roots  and  stones ;  what  passes 
through  the  fine  sieve  is  digested  for  several  hours  at 
80'  to  90°,  with  a  solution  of  carbonate  of  soda,  and 
filtered  ;  the  filtrate  is  then  slightly  acidified  with  hy- 
drochloric acid, — and  if  brown  flakes  separate,  these 
consist  of  the  peaty  acids,  i.e.,  ulmic,  humic,  or  geic 
acids.  Collect  these  flakes  upon  a  weighed  filter,  wash 
until  the  water  begins  to  be  coloured,  dry,  and  weigh. 
Burn  the  dry  mass,  deduct  the  weight  of  the  ash  (after 
subtracting  the  filter  ash)  from  that  of  the  dry  mass, 
and  enter  the  difference  as  "  acids  of  humus." 

The  estimation  of  the  moisture  of  soil  has  been  seen  to 
be  of  no  practical  value ;  as  ordinarily  performed  it  is 
simply  a  matter  of  driving  off  the  water  from  a  weighed 
quantity  of  soil,  weighing  the  residue,  and  noting  the 
loss  as  due  to  water. 

The  estimation  of  carbonic  acid  is  conducted  upon 
lines  which  will  at  once  occur  to  the  reader. 


Fig.  2g. — Fraenkel's  borer,  for  taking  samples  of  soil  from  any  depth. 

A  microscopical  examination  of  the  soil  may  some- 
times be  made  with  advantage,  and  a  bacteriological 
one  generally  surpasses  even  the  chemical  in  impor- 
tance. The  microbes  in  soil,  their  characters,  and  what 
they  effect,  are  as  yet  but  partially  understood,  and  they 
afford  an  interesting  subject  for  research. 

The   results,  obtained   by   the   writer,  of  a   mineral 
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analysis  of  a  few  common  soils,  are  here  appended  ;  but 
it  must  be  understood  that  those  soils  which  are  called 
by  the  same  name,  may  vary  considerably  in  the  nature 
and  amounts  of  their  less  characteristic  constituents. 
The  main  purpose  of  the  following  analyses  is  to  afford 
an  approximate  idea  only  of  the  amount  of  the  various 
substances  which  enter  into  the  composition  of  the  more 
common  soils. 


Clay  (Stourbridge). 

Silica 
Alumina    . 
Organic  matter 
Iron  (oxide) 
Lime 

(carbonate  1-4) 

(sulphate    o-i) 
Magnesia,  &c. 
Phosphoric  acid 
Water 


68 
15 

4 

3 

1-5 


[  traces  0-5 


loo-o 

Calcareous  (Sussex). 

Lime         .... 

(carbonate  89-5) 

(sulphate       0-35) 

(phosphate    0'i5) 
Magnesia  (carbonate) 
Oxide  of  iron  and  alumina 

90 
2-5 

Silica         .... 

0-55 

Organic  matter 

Water       .... 

3 

3-45 

loo-oo 
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^72, 


Peaty  (Devonshire). 

Organic  matter 

Silica 

Alumina 

Lime 

Sulphuric  acid 

Oxide  of  iron 

Magnesia 

Phosphoric  acid 

Sodium  and  potassium 


90-5 

7-5 
074 

0-2 

0*46 

0-05 

0*02 

0-03 


lOO-OO 

Garden  Vegetable  Mould. 

Silica    .... 

49-25 

Organic  matter     . 

13-5 

Oxide  of  iron 

9'25 

Carbonic  acid 

7-12 

Water 

6-9 

Calcium 

5'i3 

Alumina 

274 

Sodium  and  potassium 

2-5 

Chlorine 

1-5 

Sulphuric  acid 

1-3 

Oxide  of  manganese     . 

0-25 

Phosphoric  acid    . 

Q-4 

Magnesium  .... 

o-i6 

lOO-OO 


If  an  attempt  be  made  to  classify  a  soil,  it  can  readily 
be  effected  in  the  following  manner.  A  weighed  quantity 
should  be  mixed  with  water,  shaken  thoroughly,  and 
then  placed  at  rest ;    in  a  few  minutes  the  sand  will 
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settle,  while  the  fine  lighter  particles  of  clay  will  remain 
suspended.  If  the  water  and  clay  is  decanted,  after  a 
time  it  becomes  clear  ;  and  the  clay  can  be  collected, 
dried,  and  weighed. 

Any  soil  which  is  not  so  rich  in  vegetable  matter  as 
to  constitute  a  "  peaty  "  one,  and  which  contains — when 
thus  treated — not  over    . 

10   per   cent,    of  clay  =  a  "  sandy  "  soil. 
10-40  per  cent,  of  clay  =  a  "  sandy  loam." 
40-70  per  cent,  of  clay  ==  a  "  loamy  soil." 
70-85  per  cent,  of  clay  =  a  "  clay  loam." 
85-95  per  cent,  of  clay  =  a  "  strong  clay  soil." 
A  soil  containing  no  sand  at  all  =  a  "pure  agricultural 
clay," — which  is  essentially  a  silicate  of  alumina,  mixed 
with  organic  matter,  alkalies,  and  oxide  of  iron. 

If  there  is  more  than  five  per  cent,  of  calcium  car- 
bonate, the  soil  is  called  "  a  marl;"  and  if  there  is  more 
than  twenty  per  cent.  "  calcareous." 

"  Peaty  "  soils  generally  contain  from  sixty  to  eighty 
per  cent,  by  weight  of  organic  matter  ;  "  rich  cultivated 
soils  "  from  about  five  to  twenty  per  cent. ;  and  "  stiff 
clayey  "  ones  from  two  to  ten  per  cent. 

Strong  clays  absorb  and  retain  nearly  three  times  as 
much  water  as  sandy  soils,  while  peaty  ones  absorb  a 
still  larger  proportion ;  and  the  same  remarks  broadly 
apply  to  the  relative  readiness  with  which  water  is  lost 
by  evaporation  from  those  soils  through  the  day,  and 
can  be  reabsorbed  from  the  air  at  night. 

In  100  parts  of  soil  dried  in  the  air,  Krocker  found 
that  clayey  soils,  before  manuring,  yielded  o"i  to  0*45  of 
ammonia;  loamy  soils,  0-13  of  ammonia;  sandy  soils 
(never  cultivated),  about  0-05  of  ammonia  ;  marls,  0-004 
to  o-og  of  ammonia. 

The  various  manures  with  which  the  soils  under  cul- 
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tivation  are  dressed,  of  course  effect  considerable 
changes  in  the  constitution  of  the  original  soil,  besides 
yielding  abundance  of  soluble  matter  to  the  water  which 
comes  in  contact  with  them.  The  commoner  manures 
are : — 

Farmyard  and  animal  excrement,  and  "  Guano." 

Bones,  and  other  phosphatic  manures. 

Vegetable  manures  —  sawdust,  soot,  charcoal,  peat 
and  seaweed. 

Ammonia  salts. 

Sodium  salts — especially  the  nitrate. 

Potassium  salts — especially  the  chloride  and  phos- 
phates. 

Gypsum. 
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PART  III. 

AIR    ANALYSIS. 


CHAPTER   I. 

The  Normal  and  Abnormal  Constituents  of  Air. 
eudiometry. 

A  HYGIENIC  analysis  of  atmospheric  air  aims  at  detect- 
ing the  injurious  gases  and  vapours  which  it  may  con- 
tain, together  with  the  nature  and  amount  of  the  sus- 
pended matter  present. 

Atmospheric  air,  the  elastic  fluid  which  we  breathe, 
consists,  almost  in  toto,  of  a  mixture  of  the  gases— nitro- 
gen and  oxygen  ;  it  is  possessed  of  gravity,  fluidity,  and 
of  the  power  of  becoming  rarified  and  condensed,  and 
since  all  gases  have  now  been  resolved,  by  reduction  of 
temperature  and  increase  of  pressure,  into  liquids,  they 
differ  only  from  those  bodies  in  their  degree  of  elas- 
ticity, and  in  the  aeriform  condition  under  which  they 
exist. 

It  is  advantageous  to  recognise  this  at  the  very 
outset,  for  a  knowledge  of  the  fact  will  serve  to  make 
clear  a  good  deal  in  the  methods  of  treating  gases  for 
analytical  purposes.  We  shall  find  ourselves,  for  in- 
stance, measuring  gases  in  a  graduated  burette,  pouring 
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them  into  receptacles,  and  condensing  them  in  a  very 
similar  manner  to  fluids. 

Broadly,  the  atmospheric  air  consists  of: — oxygen,  21 
per  cent.,  and  nitrogen  79  per  cent. ;  but  to  be  more 
correct  a  trace  of  carbonic  acid  has  to  be  included  in 
its  composition,  which  thus  becomes  : — 


Oxygen     .     .     . 

.     20-95 

Nitrogen  .     .     . 

•     79 

Carbonic  acid    . 

0-04 

loo-oo 


After  this  air  has  been  respired,  the  carbonic  acid  is 
increased  to  the  extent  of  about  4  per  cent.,  and  there 
is  a  corresponding  diminution  in  the  oxygen  :  i.e.,  ex- 
pired air  contains  about : — 


Oxygen     .     .     . 

.     16-96 

Nitrogen  .     .     . 

-     79 

Carbonic  acid    . 

-       4-04 

loo-oo 


and  in  addition  to  this  change  in  its  composition,  it  has 
gained  "  organic  matter,"  and  is  saturated  with  aqueous 
vapour. 

An  analysis  of  ordinary  air  will  detect,  however, — in 
addition  to  oxygen,  nitrogen  and  carbonic  acid, — the 
presence,  in  traces  only,  of  suspended  matter,  and'  also 
of  other  gases.  If  an  attempt  is  made  to  represent,  in  a 
tabular  form,  the  common  constituents  of  country  and 
town  air  respectively,  the  following  would  have  to  be 
included  in  each  case  : — 

N 
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Country  Air. 

Nitrogen 79"oo 

Oxygen    • 20-96 

•Carbonic  acid o'04 

(variable    (from    0-4 
Aqueous  vapour j      jg  ^.g. 

Ammonia traces 

Oxidised  nitrogen •. 

Ozone 

Marsh  gas 

Common  salt  and  other  mineral  sub- 
stances               II 

Organic  matter — in  vapour  or  in  sus- 
pended solid  form — living  or  dead 
(including  micro-organisms)      ...         ,1 


Town  Air. 

(Reaction — faintly  acid) 

Nitrogen 79'oo 

Oxygen 20  92  (average) 

„    ,       .        . ,  f   0-05  (average  0-07 

Carbonic  acid ^        during  fog). 

Aqueous  vapour variable 

Ammonia traces 

Oxidised  nitrogen ,, 

Sulphurous  acid „ 

Sulphuretted  hydrogen „ 

Marsh  gas „ 

Common  salt  and  other  mineral  sub-         ,, 

stances ,, 

Organic  matter — more  than  in  country 

air  (including  micro-organisms)    .     .        „ 

It  will  thus  be  seen,  that,  with  the  exception  of 
oxygen  and  nitrogen,  everything  else  which  may  be 
found  in  the  general  atmosphere  exists  only  in  the 
very    smallest    proportions,    and    as   it   is   these   latter 
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constituents  which  chiefly  concern  the  sanitarian,  it 
will  be  gathered  that  any  processes  adopted  for  their 
estimation,  must  be  delicate,  and  carefully  performed, 
and  that  large  bulks  of  air  should  be  employed. 

There  is  not,  under  ordinary  circumstances,  much  to 
be  gained  by  a  sanitary  examination  of  the  general 
"  external  atmosphere,"*  except  it  be  with  regard  to 
its  moisture,  or  during  the  occasion  of  city  fog.  The 
chief  scope  for  such  an  analysis  lies  in  the  unhealthy  air 
of  crowded  rooms  (as  to  its  organic  matter,  &c.),  of 
manufactories  (as  to  the  presence  of  poisonous  gases 
from  the  chemicals,  &c.,  employed),  of  mines  (for  poi- 
sonous and  explosive  gases),  of  cellars  (for  "  ground 
air,''  "  sewer  gas,"  &c.). 

What  then  are  the  gaseous  and  volatile  substances 
which  may,  under  favourable  conditions,  gain  access 
to  the  air  ?  and  what  is  their  source  ?  It  is  obvious, 
with  regard  to  the  latter  question,  that  their  source 
must  be  either  from  the  vital  processes  of  organic  life 
(respiration  and  transpiration),  the  decomposition  of 
organic  matter,  the  combustion  of  various  materials,  or 
from  the  products,  &c.,  of  trade  processes. 

They  may  be  thus  classified  : — 

Carbon  and  compounds  of  carbon : — Carbon  (from  incom- 
plete combustion). 

Carbonic  oxide  (from'  combustion,  iron  and  copper 
stoves,  furnaces,  &c.,  cement  works,  brickfields). 

Carbonic  acid  (from  combustion,  brickfields,  cement 
works,  respiration,  chemical  works — soda  water  manu- 
factories, brewing,  &c.). 

Carburetted  hydrogen  (from  combustion). 

Carbo-ammoniacal  substances  (from  sewers,  &c.). 

'  By  the  term  "  external  atmosphere  "  is  implied  the  atmosphere 
not  included  within  buildings,  mines,  &c. 

N  2 
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Sulphur  and  compounds  of  sulphur  : — Sulphur  (from  coiri- 
bustion,  &c.). 

Sulphurous  acid  (from  combustion — and  varying  in 
amount  with  the  pyrites  in  the  fuel,  bleaching  works, 
copper  smelting,  volcanic  action,  cement  works,  brick- 
fields, &c.). 

Sulphuric  acid  (from  combustion). 

Sulphuretted  hydrogen  (from  combustion,  brickfields, 
chemical  works,  &c.). 

Ammonium  sulphide  (from  combustion). 

Carbon  bisulphide  (from  combustion,  vulcanised  india- 
rubber  works,  &c.). 

Chlorine  and  compounds  of  chlorine  :  —  Chlorine  (from 
bleaching  works). 

Hydrochloric  acid  (from  alkali  works,  &c.). 
'Ammonia.  \ 

Nitrous  acid  ^^°^  organic 

Compounds  of  ^^.^^.^  ^^.^^  I    decomposition, 

nitrogen. —  \  ,  .',,., 

Ammonium  sulphide. 

^Ammonium  carbonate. 
Organic  vapours,  the   composition  of  which  is   unde- 
termined (from  decay  of  organic  matter,  trade  processes 
—  such  as  soap  works,  glue  refiners,   bone  boiling  and 
burning,  slaughter  houses,  tanyards,  &c.). 

Metallic  fumes  of  arsenic  (from  copper  smelting,  &c., 
■vide  arsenic). 
,,  ,,         copper  (from  copper  smelting). 

,,  ,,         lead  (from  various  trade  processes). 

,,  ,,         zinc  (from  brass  founding). 

,,  ,,         phosphorus    (from    match    making, 

especially  before  the  red  or  amor- 
phous phosphorus  was  employed). 
Water. — (From  combustion,  respiration,  &c.). 
The  next  point  is  to  consider  upon  what  principles  we 


from    combus- 
tion. 
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shall  proceed  to  estimate  the  proportions  of  the  consti- 
tuents of  any  gaseous  mixture, — since  the  nature  of  these 
is  determined  by  reactions  with  which  the  reader  is 
already  familiar.  Well !  if  we  follow  out  the  analogy 
which  such  a  mixture  presents  to  a  liquid,  some  chemi- 
cal substance  might  be  added — as  in  the  latter  case — 
with  which  the  gas  in  question  has  the  property  of 
combining,  and  the  amount  of  such  gas  which  has  thus 
combined  may  be  readily  estimated  by  the  increased 
weight,  &c.,  gained  by  the  substance  which  was  exposed 
to  it.  This  plan,  however,  is  not  very  satisfactory,  and 
is  not,  in  consequence,  generally  employed ;  the  only 
other  practical  alternative  remaining,  is  to  estimate  the 
amount  of  gas  which  has  thus  been  absorbed,  by  ascer- 
taining what  loss  in  volume  the  original  mixture  has 
suffered. 

The  eudiometer  (svShi,  serene,  good,  and  fj-erpov,  mea- 
sure) is  the  instrument  used  for  conducting  the  latter 
process,  and  it  consists  of  an  apparatus  employed  for 
measuring  the  volume  of  a  gas,  or  gaseous  mixture; 
and  eudiometry  may  be  defined  as  the  act  of  estimating 
the  volumetric  proportions  of  any  of  the  constituents  of 
a  gaseous  mixture.  Eudiometry  is  the  method  now  in 
frequent  employ  ;  and  in  order  to  demonstrate  the  most 
simple  and  ready  manner  of  performing  it,  the  estima- 
tion of  the  amount  of  oxygen  in  a  sample  of  air  is 
chosen.  It  is  obvious  that  the  process  must  be  con- 
ducted with  great  care,  and  that— dealing  as  we  are 
with  a  gas — the  different  volumes  of  the  mixture  must 
be  measured  off  under  exactly  the  same  conditions  of 
temperature  and  atmospheric  pressure  ;  and  that — vary- 
ing as  these  do  from  time  to  time— the  process  of  esti- 
mation should  not  be  unduly  prolonged. 

We   have  seen  that  the   amount   of  oxygen  in   the 
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external  atmosphere  may  be  taken  to  constitute  a 
normal  percentage  of  20-96.  After  a  careful  consider- 
ation of  the  number  of  investigations  which  have  been 
made,  it  seems  that  it  may  reach  its  highest  limit  of  21 
per  cent,  over  large  expanses  of  open  country ;  and  that 
in  the  most  crowded  parts  of  cities  it  seldom,  if  ever, 
falls  below  2075  in  the  exiernal  atmosphere  (even  in 
the  time  of  fog),  or  below  20-65  i"  the  atmosphere  of 
occupied  rooms. 

In  mines,'*  however,  the  oxygen  has  been  estimated 
as  considerably  below  20  per  cent.  (Angus  Smith  found 
18-27  psr  cent. ;  during  fog  and  frost  in  Manchester, 
and  in  the  pit  of  a  theatre,  the  same  observer  found 
20-89  per  cent,  and  20-74  P^^  cent,  respectively). 

Having  in  view  the  fact  that  the  amount  of  oxygen 
diminishes  to  such  a  slight  extent  in  atmospheres  which 
are  foul  and  unhealthy,  it  is  clearly  not  by  the  estimation  of 
this  element  that  much  information  of  a  sanitary  nature 
can  readily  be  gleaned,  and  its  introduction  here  is  main- 
ly because  it  serves  admirably  to  illustrate  the  perform- 
ance of  an  eudiometric  observation, — the  principles  of 
which  the  reader  must  early  become  conversant  with. 
It  must  not  be  thought,  however,  that  small  though  the 
difference  is  between  20-96  per  cent,  and  20-75  per  cent., 
(i.e.,  0-21  per  cent.),  it  may  be  altogether  ignored,  for 
the  loss  in  oxygen  is  made  up  by  some  deleterious  agent 
or  agents,— and  these  will  be  present  in  a  million  vol- 
umes to  the  extent  of  2,100  volumes  ! 

*  The  explosion  of  gunpowder,  where  this  is  still  employed,  further 
contributes  to  the  carbonic  acid  yielded  by  respiration  to  an  atmo- 
sphere which  is  never  sufficiently  renewed. 
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The  Estimation  of  the  Amount  of  Oxygen  in  the 
Atmosphere  by  Eudiometry. 

Apparatus  required. — Many  of  the  gas-measuring 
apparatus  are  cumbersome,  costly,  and  difficult  to  work, 
and  the  writer  has  found  one  of  the  most  simple  and 
convenient  of  these  instuments  to  be  Hempel's  gas  bu- 


FiG.  30. — Hempel's  ga9  burette  and  absorption  apparatus. 

rette.  From  the  accompanying  figure,  it  will  be  seen 
to  consist  of  two  glass  tubes  supported  on  flat  round 
iron  stands,  and  connected  together  at  their  lowest 
points  by  wide  india-rubber  tubing ;  the  tube  which  is 
seen  in  the  figure  to  be  held  up  (and  which  will  be  sub- 
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sequently  referred  to  as  tube  A)  is  plain,  and  is  con- 
tinued, full  bore,  up  to  its  top,  where  it  generally 
ends  in  a  slight  trumpet-shaped  mouth ;  the  other 
tube  (which  will  be  referred  to  as  tube  B)  is  gradu- 
ated into  cubic  centimetres,  and  narrowed  above  so 
as  to  fit  inside  of  a  piece  of  small  india-rubber  tub- 
ing, which  serves  to  connect  it  with  the  apparatus  con- 
taining the  chemical  substances  employed  to  absorb  and 
remove  any  constituent  of  a  gaseous  mixture.  This 
apparatus,  as  shown  mounted  upon  a  wooden  stand, 
consists  of  two  glass  bulbs  blown  in  a  fine  glass  tube 
bent  in  the  manner  portrayed  in  the  plate ;  the  lower 
globe  has  a  larger  diameter  than  the  upper,  and  is 
capable  of  holding  about  150  c.c.  of  the  reagent  em- 
ployed, while  the  upper  one  should  be  of  at  least  100 
c.c.  capacity. 

Reagents    employed. — A  solution  of  pyrogallic 
acid  and  caustic  potash  in  distilled  water. 


The  Process. 

1.  The  amount  of  atmospheric  air  is  first  measured  in 
the  gas  burette  in  the  following  manner : — Both  tubes 
are  placed  upon  a  level  surface,  and  water  is  poured 
down  the  plain  tube  A  until  each  tube  is  about  half  full. 
Now,  owing  to  the  well  known  physical  fact  that  water 
seeks  its  own  level,  according  as  the  tube  A  is  lowered, 
will  the  height  of  the  water  in  B  descend,  and  vice  versa. 
Raise  the  tube  A,  therefore,  and  thus  fill  the  tube  B 
with  water ;  then  lower  the  tube  A,  and  the  atmospheric 
air  of  the  compartment  will  rush  into  the  graduated 
tube  B,  where  it  is  imprisoned  by  applying  a  pinch  cock 
to  the  india-rubber  tubing  at  is  mouth.     This  volume 
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of  air  collected  is  next  exposed  to  the  same  atmospheric 
pressure  as  obtains  in  the  room,  by  adjusting  the  two 
tubes  (on  wooden  blocks),  at  the  respective  heights  neces- 
sary to  insure  that  the  water  stands  at  the  same  height 
in  each.  A  reading  is  then  made  of  the  volume  of  air 
experimented  on,  by  noting  the  space  {i.e.,  number 
of  c.c.'s)  which  it  occupies  in  the  graduated  tube. 

2.  Connection  is  then  made,  as  shown  in  the  figure, 
by  fine  stiff  india-rubber  tubing  with  the  "  absorption 
pipette,"  which  is  fitted  upon  a  stand  and  raised  up 
very  close  to  the  tube  containing  the  air, —  since  it  is 
desirable  to  have  as  short  a  length  of  tubing  as  pos- 
sible. The  necessary  quantity  of  pyrogallic  acid  solu- 
tion is  then  poured  into  the  "absorption  pipette"  to 
quite  fill  the  lower  and  larger  bulb,  and  the  height 
to  which  the  -solution  stands  should  be  marked  off 
upon  the  piece  of  enamel  which  is  seen  to  form  a  back- 
ground to  a  part  of  the  absorption  apparatus.  Next, 
by  liberating  the  two  clasps  shown  in  the  figure,  the  gas 
burette  and  absorption  pipette  are  put  into  communi- 
cation with  each  other,  and  by  raising  the  tube  A  the 
water  ascends  in  tube  B,  and  the  air  is  thus  forced  over 
into  the  absorption  pipette  ;  whence  it  can  be  brought 
back  again  by  lowering  the  tube  A. 

This  is  slowly  repeated  several  times, — in  order  to  give 
the  solution  time  to  absorb  all  the  oxygen, — and  the  air 
is  finally  drawn  back  into  the  burette,  care  being  taken 
that  the  acid  solution  is  left  standing  exactly  at  its 
original  level,  as  shown  by  the  mark  placed  upon  the 
piece  of  enamel.  The  height  of  the  water  in  the  two 
tubes  is  then  brought  to  the  same  level,  just  as  it  was 
at  the  commencement  of  the  process  (and  for  the  same 
reason),  and  then  the  volume  which  the  air  now  occu- 
pies  is   read   off.      The   volume  remaining   is   broadly 
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due  to  the  nitrogen,  and  the  difference  between  it  and 
the  original  volume  represents  the  oxygen  absorbed. 

It  is  desirable  to  further  expose  the  air  to  the  pyro- 
gallic  acid,  and  then  to  see  if  the  volume  of  the  remain- 
ing gas  (N)  is  the  same.  If  so  "  a  constant  reading " 
has  been  obtained,  and  there  is  no  doubt  that  all  the 
oxygen  has  been  absorbed. 


Notes  upon  the  Process. 

Since,  as  it  was  pointed  out,  the  conditions  of  tem- 
perature must  remain  the  same  throughout  the  estima- 
tion, the  gas  burette  after  it  has  been  charged,  should 
not  be  handled  except  by  its  iron  stand. 

The  solution  of  acid  employed  should  be  made  about 
up  to  the  strength  of  15  grammes  of  pyrogallic  acid,  and 
50  of  caustic  potash  (in  sticks). 

The  oxygen  may  also  be  estimated  by  Dumas'  process, 
in  which  the  air  having  been  freed  of  its  carbonic  acid 
by  a  strong  solution  of  caustic  potash,  is  passed  through 
a  combustion  tube  containing  a  length  of  pure  spongy 
metallic  copper.  The  copper  is  kept  ignited,  and  the 
air  is  gradually  drawn  over  the  surface  of  the  bright 
metal  which  becomes  tarnished  by  oxidation,  and  the 
difference  in  weight  of  the  original  copper  and  this 
tarnished  metal,  represents  the  oxygen  taken  up  from 
the  volume  of  air  experimented  upon. 
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CHAPTER   II, 

Collecting  Samples.      Examination  by  the  Senses. 

Samples  are  most  conveniently  collected  in  large  wide- 
mouthed,  glass-stoppered  bottles,  of  about  four  litres 
capacity — which,  when  used  for  these  purposes,  are 
termed  "  air-jars."  These  must  be  thoroughly  cleansed 
in  every  case  before  use — the  last  washings  may  with 
advantage  be  of  distilled  water  ;  they  are  then  inverted, 
allowed  to  drain  quite  dry,  and  subsequently  stoppered ; 
and  after  the  collection  of  the  sample  the  jars  should 
be  closely  sealed  in  those  cases  where  they  have  to 
be  removed.  Lastly,  a  label  which  carries  a  written 
statement  of  the  current  temperature  and  pressure,  is 
applied. 

Following  out  the  principles  advocated  with  regard 
to  water  samples,  a  sample  of  air  should  be  collected — 
whether  it  be  vitiated  by  respiration,  combustion,  trade- 
processes,  or  by  products  of  decomposition,  &c. — at  the 
time  when,  so  far  as  can  be  judged,  the  atmosphere  will 
afford  its  maximum  evidence  of  pollution. 

In  investigating  the  case  of  respiratory  contamination 
in  the  air  of  a  bedroom,  for  instance,  the  sample  should 
be  taken  shortly  before  the  first  riser  quits  the  room  ; 
that  is  to  say,  after  the  room  has  been  occupied  by  its 
customary  number  of  inmates  for  the  greatest  con- 
secutive number  of  hours.  Specimens  of  the  external 
atmosphere  are  best  collected  at  a  height  of  about  four 
feet  from  the  ground,  that  being  about  the  mean  level 
at  which  it  is  most  generally  inspired. 
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The  air  is  made  to  occupy  the  jar  by  either  of  the 
following  methods  : — 

1.  A  jar  may  be  accurately  filled  with  good  water — 
which  can  with  rare  exceptions  be  got  upon  the 
premises,  and  may  with  advantage  be  previously  boiled — 
and  then  inverted,  emptied,  and  allowed  to  drain  dry  in 
the  compartment  the  air  of  which  is  under  examination  ; 
a  sample  then  rushes  in  to  fill  the  place  of  the  original 
water. 

2.  The  air  may  be  blown  in,  by  bellows  which  are 


Fig.  31. — The  flexible  bellows-pump  employed  by  Angus  Smith  to 
draw  out  air  from  the  air-jar. 


provided  with  a  nozzle  longer  than  is  usual,  so  that  it 
may  be  placed  well  down  into  the  jar  to  within  an  inch 
of  the  bottom  ;  this  insures  that  the  air  which  originally 
occupied  the  jar,  will  be  displaced  from  below  upwards 
in  its  entirety. 

3.  The  original  air  in  the  jar  may  be  pumped  out  by 
means  of  a  small  air-pump,  and  if  this  is  done  in  the 
same  atmosphere  as  that  of  which  a  sample  is  desired, 
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the  jar  is,  of  course,  refilled  by  a  sample  of  such  flow- 
ing in  to  fill  the  void. 

Angus  Smith  drew  the  air  out  of  the  bottle  by  a 
flexible  bellows  pump,  shown  in  the  accompanying 
diagram  (after  Angus  Smith). 

4.  A  jar  may  be  accurately  filled  with  mercury,  and 
emptied  in  the  compartment  where  the  sample  is  to  be 
collected.  Although  this  plan  is  theoretically  a  good 
one,  it  is  practically  inapplicable  on  account  of  the 
large  amount  of  mercury  required,  and  from  the  diffi- 
culty of  conveying  it  (from  its  enormous  weight)  from 
place  to  place. 

Each  plan,  it  is  seen,  involves  the  encumbrance  and 
expense  of  special  instruments — with  the  exception  of 
the  first ;  and  this  is  the  method  recommended  on  ac- 
count of  the  facility  of  its  execution,  and  from  the  fact 
that  it  is  at  least  on  a  par  with  the  others  as  regards  its 
freedom  from  the  possibilities  of  error. 

Whenever  it  is  possible,  there  is  no  gainsaying  the 
advantage,  in  greater  exactitude,  attained  by  making 
the  analysis  at  once  in  the  compartment  in  which  the 
sample  has  been  taken,  since  the  general  atmosphere 
is  that  of  the  jar  ;  and  this  can  generally  be  done,  al- 
though frequently  at  the  cost  of  much  trouble  and  incon- 
venience. Sometimes,  however,  the  matter  becomes 
practically  impossible,  and  in  those  cases  the  extra 
precision  attained — which  in  careful  hands  will  not  be 
great — need  not  be  aimed  at. 

Under  all  the  circumstances  and  conditions  in  which 
we  are  concerned  with  the  collection  and  analysis  of 
air,  it  is  apparent  how  necessary  it  is  for  the  operator 
to  avoid  the  error  which  would  be  introduced  by  breath- 
ing into  the  apparatus,  or  into  the  reagents,  &c. 
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Examination  by  the  Senses. 

The  extent  to  which  injurious  gases  are  allowed  to 
pollute  an  atmosphere  which  is  breathed  continuously 
by  human  beings,  is  never  so  great  as  to  afford  any 
evidence  of  their  presence  save  by  the  sense  of  smell. 

The  sense  of  smell  is  doubtless  capable  of  considerable 
education,  and  some  people  possess,  naturally,  powers 
in  the  direction  of  odour  perception,  superior  by  far  to 
those  of  others  ;  and  in  the  case  of  these  very  sensitive 
ones  it  may  safely  be  said — with  regard  to  odorous 
gases — that  if  such  are  not  appreciable  by  smell  they  do 
not  exist  in  injurious  amounts.  But  unfortunately  the 
sense  is  remarkably  blunt  in  others,  and  especially  with 
certain  sections  of  the  community  whose  noses  have 
been  constantly  subjected  to  non-refining  influences, 
and  which  have  in  consequence  grown  accustomed 
to — that  is  to  say,  have  become  blunted  in  their  per- 
ception of — bad  smells.  This  cdhsideration  alone  will 
suffice  to  show  the  advisability  of  the  adoption  of  further 
means  of  detection  ;  but  when  we  consider  that  many 
gases  are  entirely  odourless,  though  not  the  less  harmful 
on  this  account,  the  adoption  of  such  means  becomes 
imperative. 

Fortunately  the  atmospheric  impurity  which  we  are 
by  far  most  generally  concerned  with,  i.e.,  organic 
matter  from  the  lungs  and  skin — gives  an  index  of  its 
presence  when  it  has  reached  a  harmful  extent,  in  a 
manner  which  is  almost  universally  appreciated.  Every- 
one is  familiar  with,  and  can  detect  at  once,  the  "stuffy" 
odour  in  an  atmosphere,  as  soon  as  such  organic  matter 
accumulates  beyond  a  certain  point — everyone,  that  is, 
who  passes  into   such  an  atmosphere  direct  from  the 
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external  air !  The  atmosphere  may,  however,  be  suf- 
fered to  acquire  a  high  degree  of  "stuffiness,"  (with 
which  is  synonymous  "  unhealthiness,")  without  de- 
tection, unless — as  is  the  case  with  most  of  our  other 
special  senses — we  quicken  our  perception  by  instituting 
a  comparison, — made  in  this  case  between  the  smell 
of  the  external  and  internal  airs. 

The  perception  of  odour  in  the  atmosphere  is  ma- 
terially influenced  by  the  temperature,  the  amount  of 
moisture  present,  and  the  degree  of  agitation  existing  at 
the  time ;  a  low  temperature,  little  moisture,  and  per- 
fect quiescence,  being  all  unfavourable  to  odour  percep 
tion.  The  more  common  gaseous  or  vaporous  impurities 
which  furnish  an  odour  are : — "  organic  matter,"  em- 
pyreumatic  and  tarry  matters,  ammonium  sulphide, 
sulphuretted  hydrogen,  ammonia,  coal  gas,  carbon- 
bisulphide,  &c. ;  while  carbonic  acid,  carbonic  oxide, 
and  marsh  gas,  are  practically  inodorous. 

Reaction. — The  air  over  open  country  regions  and  the 
sea  has  no  evident  reaction  to  litmus  papers,  and  may 
be  said  to  be  neutral ;  under  those  circumstances,  how- 
ever, in  which  ammonia  exceeds  its  usual  amount,  a 
faint  alkaline  reaction  may  be  sometimes  produced. 

The  air  of  large  towns  is  slightly  acid,  owing  to  the 
sulphurous  acid  which  is  derived  from  the  sulphur  com- 
pounds contained  in  the  substances  used  for  combustion. 
A  piece  of  delicate  blue  litmus  paper,  moistened  with 
neutral  distilled  water,  denotes  this  acidity  by  changing 
in  an  hour  or  two  to  a  faint,  though  distinct,  red. 

In  the  neighbourhood  of  manufactories,  it  is  evident 
that  the  air  may  be  markedly  acid  or  alkaline,  according 
.  to  the  nature  of  the  predominant  gases  which  escape  in 
connection  with  the  manufacturing  process. 
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CHAPTER   III. 

Carbonic  Acid. 

The  estimation  of  the  carbonic  acid  in  the  atmosphere 
is  of  all  air  analyses  the  one  of  most  general  importance, 
and  is,  on  this  account,  the  one  most  frequently  per- 
formed. This  is  not  because  the  carbonic  acid  is  liable 
to  exist  in  injurious  amounts,  even  under  the  worst 
conditions  of  ventilation  commonly  obtaining,  but  be- 
cause the  gas,  being  a  product  mostly  of  respiration, 
affords  an  important  clue  as  to  the  extent  to  which 
another  and  highly  injurious  product  is  co-existent,  i.e., 
organic  matter  from  the  lungs. 

So  inert  is  the  carbonic  acid  itself,  that  it  may  exist, 
when  unaccompanied  by  this  poisonous  organic  agent, 
to  the  extent  of  1-5  parts  per  100.  It  is  therefore  the 
carbonic  acid  which  has  been  added  to  the  atmosphere  hy  res- 
piration which  mainly,  if  not  solely,  concerns  sanitarians, 
and  this  simply  because  it  affords  an  index  to  the 
amount  of  organic  matter,  which,  coming  from  the  same 
source,  increases  pretty  nearly  pari  passu  with  it. 

The  amount  of  carbonic  acid  which  is  present  in  the 
general  atmosphere, — and  which  maybe  termed  "nor- 
mal,"— has  been  seen  to  be  0-04  per  cent,  by  volume ; 
it  arises  mainly  from  three  sources  : — 

1 .  The  combustion  of  ordinary  fuel,  &c. 

2.  Animal  respiration. 

3.  Organic  decay,  fermentation,  and  combustion. 
The  lowest  estimation  of  carbonic  acid  made  in  any 

atmosphere  was  0-02  per  cent. 
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The  purest  mountain  and  sea  air  contains  only  0-03 
per  cent.* 

The  external  atmosphere,  during  fogs,  often  contains 
0-07  per  cent. 

Where  there  is  overcrowding  it  has  been  estimated 
as  high  as  07  per  cent.,  and  it  is  commonly  under  these 
circumstances  0-3. 

Angus  Smith  found  in  the  worst  parts  of  theatres 
0-32  per  cent. ;  in  mines,  he  found  an  average  of  0785, 
but  in  one  case  the  amount  reached  as  high  as  2-5  per 
cent. 

Carbonic  acid,  per  se,  does  not  appear  to  be  injurious 
even  when  it  reaches  as  high  as  1-5  per  cent.,  and  fatal 
results  would  not  accrue  with  less  than  5  to  10  per  cent. 

The  relative  importance  of  the  estimation  of  this  gas 
has  been  recognised  for  many  years,  and  it  is  probable 
that  it  will  ever  have  an  abiding  place  in  hygienic  air 
analysis,  although  to  a  degree  its  use  may  be  restricted 
as  our  knowledge  of  the  composition  of  organic  vapours, 
&c.,  increases. 

We  are  indebted  to  Pettenkofer,  of  Munich,  for  a 
method,  which,  owing  to  the  facility  of  its  performance, 
is  universally  adopted  ;  a  method  which, — though  many 
innovations  have  been  suggested,  and  sometimes  adopted, 
—  has  not  been  materially  improved  upon  since  its  intro- 
duction, now  many  years  ago. 

So  small  is  the  amount  of  carbonic  acid  existing  in 
the  atmosphere,  under  even  bad  conditions  of  ventila- 
tion (save  in  mines),  that  eudiometry  fails  to  indicate 
its  amount,  and  resort  is  had  in  Pettenkofer's  process, 

*  Recent  investigations  tend  to  prove  the  fact  that  carbonic  acid 
exists  in  greater  quantities  in  the  air  over  the  summits  of  very  high 
mountains,  than  lower  down  towards  their  base.  If  this  is  so,  it  is 
difScult  to  conceive  a  satisfactory  explanation  of  the  circumstance. 
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to  make  the  gas  combine  with  the  lime  of  lime-water 
(CaO  +  COj  =  CaCOj) ;  and  then  to  estimate  the  quan- 
tity thus  absorbed  by  the  diminished  alkalinity  which 
the  acid  has  effected  in  the  lime-water. 


Pettenkofer's  Alkalimetric  Method  of  Estimating 
THE  Carbonic  Acid  in  the  Atmosphere. 

The  rationale  of  the  process  is  as  follows : — Clear  lime- 
water* — a  strongly  alkaline  medium — will,  owing  to  the 
lime  it  contains,  absorb  carbonic  acid  with  great  readi- 
ness, and  thereby  become  turbid  (CaO  -f  C02  =  CaC03) ; 
this  carbonic  acid  is  a  weak  acid,  and  will  diminish  on 
this  account  the  degree  of  alkalinity  (the  "  causticity  ") 
of  the  original  lime-water,  according  to  the  extent  to 
which  it  is  absorbed.  If,  therefore,  the  degree  of  alka- 
linity of  a  measured  quantity  of  lime-water  is  estimated, 
and  then  this  reagent  be  made  to  take  up  all  the  car- 
bonic acid  of  a  sample  of  air,  the  diminished  alkalinity 
of  the  lime-water — when  subsequently  tested — will 
represent  the  amount  of  carbonic  acid  which  has  com- 
bined with  the  CaO  (lime). 

More  recently  other  methods  have  been  suggested 
which  appear  to  have  little  more  than  novelty  to  recom- 
mend them,  for  they  have  not  offered  in  the  writer's 
hands — as  an  inducement  for  adoption — any  more  true 
or  more  readily  achieved  results.  They  need  not  con- 
cern us  here,  save  that  it  may  be  of  interest  to  point  out 
that  they  are  all  based  upon  two  self-evident  principles. 

(a)  That  if  the  turbidity  in  the  lime  (or  baryta) 
water  taken  from  the  air  jar,  be  matched   by  adding 

*  Pettenkofer  first  used  lime-water,  and  afterwards  baryta-water. 
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known  quantities  of  carbonic  acid  (in  the  form  of 
sodium  carbonate)  to  a  similar  bulk  of  the  original 
clear  lime  (or  baryta)  water,  the  carbonic  acid  taken 
up  by  the  lime-water  from  the  air  in  the  jar  can  be  thus 
estimated. 

(b)  If  the  carbonic  acid  in  the  air  be  absorbed  by  a 
strong  solution  of  caustic  soda,  then  the  amount  of  the 
residual  air  can  be  measured  volumetrically,  and  the 
loss  will  be  due  to  the  carbonic  acid  removed. 

Apparatus  required  for  Pettenkofer's  me- 
thod : — 

1.  A  large  air -jar,  i.e.,  a  large  wide-mouthed  glass 
stoppered  bottle  of  about  4  litres  (4000  c.c.)  capacity. 
It  is  necessary  to  be  acquainted  with  the  exact  capacity 
of  the  bottle,  in  order  that  the  amount  of  air  which  it 
will  hold  may  be  accurately  known.  This  can  be  as- 
certained by  filling  the  bottle  quite  full  of  water,  and 
then  measuring  the  water  as  it  is  emptied  out, — the 
volume  of  the  water  which  the  bottle  holds  will  likewise 
be  the  volume  of  air  which  takes  its  place. 

2.  A  white  porcelain  dish. 

3.  A  glass  stirring  rod. 
Chemical  reagents :  — 

1.  Pure  clear  lime-water  (saturated),  made  by  slaking 
lime  with  water  and  stirring,  and  then  when  the  lime 
has  subsided  pouring  off  the  clear  lime-water. 

2.  A  standard  solution  of  oxalic  acid  (crystallised) 
made  to  such  a  strength  (i.e.,  2-84  grammes  to  the  litre) 
that  I  c.c.  corresponds  in  acidity  to  0-5  c.c.  of  carbonic 
acid. 

3.  Yellow  turmeric  paper. 


02 
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The  Process. 

1.  A  sample  of  the  air  should  be  collected  in  the  air- 
jar. 

2.  50  c.c.  of  perfectly  clear  lime  (or  baryta)  water  are 
then  placed  in  this,  and  thoroughly  shaken  up  with  the 
sample  of  air ;  the  jar  is  then  set  aside  for  from  6  to  10 
hours — in  order  that  time  may  be  given  for  all  the  car- 
bonic acid  present  in  the  sample  to  combine  with  the 
lime,  and  thus  create  a  turbidity  of  calcium  carbonate. 

3.  25  c.c.  of  the  clear  lime-water  are  meanwhile  tested 
as  to  their  degree  of  causticity,  (due  to  the  amount  of 
caustic  lime  present),  in  the  following  manner  : — the  25 
c.c.  are  placed  in  a  porcelain  dish,  and  the  standard 
solution  of  oxalic  acid  is  cautiously  run  in  from  a  gradu- 
ated burette,  until  the  causticity  of  the  lime-water  has 
been  just  neutralised  by  the  acid ;  then  the  amount  of 
acid  necessary  to  effect  this  neutrality  is  read  off  from 
the  burette.  The  method  of  detecting  the  exact  stage 
when  neutrality  is  reached,  is  by  the  use  of  turmeric 
paper, — since  yellow  turmeric  paper  has  the  power  of 
turning  brown  when  moistened  with  an  alkaline  medium, 
and  this  reaction  is  excessively  delicate.  A  number  of 
small  pieces  of  this  paper  should  be  disposed  on  a  clean 
surface,  upon  the  operator's  right ;  he  can  then,  while 
adding  the  acid  solution  by  the  left  hand,  employ  the 
right  to  mix  it  up  (by  a  glass  rod)  with  the  lime- 
water,  and  frequently  test  the  reaction  by  transferring 
the  wet  rod  to  one  of  the  pieces  of  turmeric  ;  as  the 
neutral  stage  becomes  near,  the  degree  of  browning 
gets  fainter  and  fainter,  and  when  the  stage  is  ex- 
actly reached,  the  original  yellow  colour  of  the  paper 
remains  entirely  unchanged.      Care  must  be  taken  not 
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to  add  acid  beyond  this  point,  or  the  causticity  of  the 
lime-water  will  be  over-estimated — for  turmeric  has  no 
power  of  denoting  acidity. 

4.  At  the  end  of  from  6  to  10  hours,  25  c.c.  of  the 
lime-water  are  removed  from  the  air-jar,  and  the  causti- 
city is  estimated  in  a  precisely  similar  manner, — but  in 
effecting  the  removal  the  precipitate  of  calcium  car- 
bonate which  has  settled,  must  be  disturbed  as  little 
as  possible. 

5.  The  difference  in  the  number  of  cubic  centimetres  of 
acid  solution  required  to  neutralize  {a)  the  original  lime- 
water  and  {b)  that  which  has  taken  up  the  carbonic  acid 
of  the  air  in  the  jar,  represents  half  the  amount  of  car- 
bonic acid  in  the  air — since  another  25  c.c.  of  lime- 
water  remains  in  the  jar,  and  this  has  been  weakened 
by  carbonic  acid  to  a  similar  extent  to  the  25  c.c.  which 
has  been  removed  and  tested. 

6.  The  sample  of  air  examined  must  not  be  counted 
as  4000  c.c,  for  when  50  c.c.  of  lime-water  were  added 
to  the  jar,  an  equivalent  bulk  of  air  was  displaced.  The 
air  experimented  upon  therefore  represents  4000 — 50  c.c. 

=  3950  c.c. 

7.  The  result  may  be  returned  as  the  amount  of  car- 
bonic acid  per  cent,  (or  per  1000  parts)  of  air,  at  the  "  cur- 
rent temperature  and  pressure,"  after  carefully  noting 
what  these  respectively  were  at  the  time  of  experiment. 
Or,  as  is  more  usual,  it  may  be  reduced  to  the  "standard 
temperature,"  i.e.,  32°  F.  or  14-5''  C,  and  the  "  standard 
pressure,"  i.e.,  29922  inches  or  760  millimetres  of  mercury. 

To  reduce  results  to  the  standard  temperature  of  32° 
F.,  it  is  necessary  to  bear  in  mind  the  fact,  that  air 
expands,  when  heated,  to  the  extent  of  0-002  of  its  bulk 
for  every  degree  rise  above  32°  F.,  and  in  consequence 
at  this  temperature  a  larger  amount  of  cold  condensed 
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air  would  occupy  the  same  air-jar,  than  would  be  the 
case  with  the  warmer  and  more  expanded  air  at  68°  F. 
Supposing  that  we  have  found  that  the  carbonic  acid 
represents  0-07  per  cent,  per  volume  of  the  sample  of  air 
collected  when  the  current  temperature  was  68°  F.,  and 
we  require  to  find  what  per  centage  amount  by  volume 
this  will  correspond  to  at  32°  F.  It  is  obvious  that  we 
must  find  how  much  more  of  the  air  than  that  which 
constitutes  100  volumes  at  68°  F.  will  be  contained  in 
a  similar  number  of  volumes  at  32°  F.,  and  that  100 
volumes  at  32°  F.  will  be  found  to  contain  more  air 
than  100  volumes  at  68°  F.  since  the  100  volumes  at 
32°  F.  will  expand  in  bulk  for  every  degree  above  that 
temperature,  and  thus  occupy  more  space.  There  is  in 
this  case  a  difference  of  36  degrees  between  68  and  32, 
and  for  each  of  these  degrees  the  air  will  contract  0*002 
of  its  volume :  that  is  to  say,  each  volume  of  air  at  68° 
will  become  i  —  (36  x  0*002)  =  0-928  at  32°,  and  100 
volumes  will  become  92-8.  Therefore  92-8  volumes  at 
32°  are  equivalent  to  100  volumes  at  68° ;  or  in  other 
words,  100  volumes  at  32°  will  contain  the  same  amount 
of  carbonic  acid  as  io7'2  volumes  at  68°.  It  is  neces- 
sary, then,  to  find  the  amount  of  carbonic  acid  in  107-2 
volumes  at  the  current  temperature,  to  ascertain  the 
amount  which  will  be  present  in  100  volumes  at  32°  F. 

But  100  volumes  at  68"  contain  0-07  of  carbonic  acid 
and  therefore  107-2  volumes  contain  : — 

100  :  107-2  :  :  0-07  :  x  =  0-075. 

That  is  to  say,  since  100  volumes  of  the  air  at  32°  cor- 
respond to  107-2  at  68°,  100  volumes  at  32°  will  contain 
0-075  parts  of  carbonic  acid. 

The  correction  to  the  standard  barometric  pressure  is 
not  necessary  unless  the  experiment  is  made  upon  a 
considerably   elevated   region ;    for   the    circumstances 


CARBONIC    ACID.  IQQ 

under  which  a  sample  is  collected  and  analysed  fcr 
public  health  purposes,  the  correction  need  rarely  if 
ever  be  made,  and  at  best  must  represent  an  insignifi- 
cant figure.  The  object  is  to  reduce  the  percentage 
amounts  of  carbonic  acid  at  the  current  pressure,  to  the 
percentage  amounts  at  the  standard  pressure,  since  air 
occupies  a  smaller  or  larger  volume  according  to  the  pres- 
sure which  it  is  subjected  to  {i.e.,  according  as  the  height 
of  the  super-imposed  column  of  air  is  greater  or  less). 
The  correction  is  made  upon  the  same  lines  as  that  of 
temperature,  when  necessary,  by  the  following  estima- 
tion : — 

As  the  current  height  of  the  barometer :  the  standard 
height  (29-922")  :  :  the  percentage  amount  of  carbonic 
acid  at  the  standard  temperature,  and  at  the  current 
height :  that  of  the  standard  height  and  temperature. 

Suppose  for  instance  the  carbonic  acid  at  the  baro- 
metric reading  of  29-5  inches  is  0'075,  then  as  : — 

29"5  :  29*922  :  :  0.075  •  *  =  0-076 
The   amount  is  seen  to  be  greater,  since   more   air  is 
compressed  into  the  100  volumes  by  the  greater  atmo- 
spheric pressure. 

Example. — The  causticity  of  25  c.c.  of  the  original  and 
clear  lime-water  was  tested,  by  first  running  in  20  c.c. 
of  the  standard  acid  solution,  and  subsequently  adding 
this,  more  cautiously,  in  cubic  centimetres. 

30  c.c.  of  the  acid  solution  were  required  to  just  effect 
neutralisation. 

25  c.c.  of  the  lime-water  from  the  air  jar  required 
only  27  c.c.  of  the  acid  solution  to  neutralise  its  dimin- 
ished causticity. 

Therefore  30  —  27  =  3  c.c.  of  the  acid  solution  repre- 
sents the  carbonic  acid  taken  up  by  this  lime-water  from 
the  sample  of  air. 
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But  I  c.c.  =  o"5  c.c.  of  carbonic  acid. 
.-.   3  c.c.  =  1-5  c.c.  „  „ 

The  other  25  c.c.  of  lime-water  left  in  the  jar  will  also 
have  combined  with  another  1-5  c.c.  of  carbonic  acid. 

.-.  the  carbonic  acid  combined — or,  what  is  the  same 
thing,  the  carbonic  acid  in  the  air-sample,  =  3  c.c. 
The  capacity  of  the  jar  was  4000  c.c,  and  the  air  ex- 
amined is  4000  c.c.  —  50  c.c.  (space  occupied  by  the 
lime-water)  =  3950  c.c. 

.•.  there  are  3  c.c.  of  carbonic  acid  in  3950  c.c.  of 
air,  or  3950  :  100  :  :  ^  :  x  carbonic  acid  per  cent.  = 
0*0759  —  at  the  current  temperature  and  barometric 
pressure  {i.e.,  72°  F.  and  29-8"). 


Notes  upon  the  Process. 

There  is  but  little  scope  for  error  in  the  estimation 
which  is  a  very  approximately  correct  one,  and  quite  near 
enough  for  all  practical  hygienic  purposes.  Evidently  the 
lime-water  does  not  remain  of  exactly  constant  alkalinity, 
even  though  it  is  well  stoppered,  for  when  75  c.c.  are 
removed  for  each  experiment,  75  c.c.  of  the  air  of  the 
room  (containing  carbonic  acid)  are  admitted ;  but  while 
this  does  not  effect  results,  since  it  is  only  necessary  to 
know  the  causticity  of  the  lime-water  at  the  time  of  use, 
it  will  s^rve  to  point  out  the  necessity  of  making  a  fresh 
estimation  of  this  causticity  for  each  experiment.  In 
order  that  the  lime,  or  baryta  water,  shall  be  kept  quite 
pure,  and  constant  in  strength,  it  will  be  necessary  to 
remove  the  carbonic  acid  from  the  air  which  enters  the 
store  bottle  when  some  of  its  contents  are  withdrawn — 
as  by  making  it  pass  through  the  pumice  stone  mois- 
tened with  caustic  potash.   The  accompanying  figure  will 
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serve  to  demonstrate  how  this  can  be  readily  effected  : — 
A  large  glass  store  bottle  is  represented  fitted  with  a 
glass  tap  to  draw  off  the  clear  lime-water ;  any  air  which 
enters  must  pass  through  the  U-shaped  tube,  which  is 
packed  with  the  pumice  moistened  with  caustic  potash. 

The  turbidity  which  appears  in  the  clear  lime-water 
on  the  addition  of  the  oxalic  acid  solution,  is  due  to  the 
insoluble  oxalate  of  calcium  being  formed. 

If  clear  and  pure  baryta  water  is  substituted  for  the 
lime-water,  it  will  be  found  to  absorb  the  carbonic  acid 
mucli  more  readily  than  the  latter,  and  the  air  sample 
need  only  be  exposed  to  its  action  for  an  hour.      The 


Fig.  32. — Store  bottle  for  lime-water. 

strength  should  be  about  7  grammes  of  the  crystallised 
hydrate  to  the  litre  of  distilled  water. 

A  simple  indicator  of  the  exact  stage  at  which  neu- 
trality is  reached,  is  a  drop  or  two  of  a  solution  of 
methyl-orange,  which  then  loses  its  yellow  colour,  and 
assumes  a  reddish  hue. 

Conclusions  to  he  drawn  from  the  amount  estimated. — It  is 
generally  agreed  that  the  air  of  compartments,  which 
are  occupied  by  human  beings,  should  not  show  more 
than  o'o6  per  cent,  of  carbonic  acid,  i.e.,  the  0-04  per  cent, 
which  exists  normally  in  the  air,  and  0-02  per  cent,  of 
<'  allowable  respiratory  impurity."     This  limit  is  chosen 
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because,  when  it  is  reached  solely  from  respiration,  the 
organic  matter,  &c.,  is  judged  to  have  reached  an  un- 
healthy amount,  and  is  said  to  be  appreciable  to  the 
sense  of  smell  (creating  a  "stuffy"  atmosphere).  It 
must  be  so,  however,  only  to  those  in  whom  the  sense  is 
extremely  delicate,  since  from  the  writer's  experiments 
nothing  is  generally  thus  appreciated  until  the  carbonic 
acid  reaches  o-o8  per  cent.,  in  those  cases  where  samples 
have  been  collected  from  rooms  occupied  under  ordinary 
conditions.  The  air  of  inhabited  rooms,  moreover,  is 
so  generally  above  this  limit,  without  any  evidence  of 
harm,  and  carbonic  acid  can  be  furnished  to  a  room 
from  other  sources  than  the  lungs  of  its  inmates,  that  it 
would  appear  to  be  a  little  arbitrary  to  demand  the 
limit  of  o-o6  per  cent,  in  every  case. 

When  the  carbonic  acid  from  respiration  carries  the 
total  up  to  o*i5  per  cent.,  most  of  the  inmates  will  then 
complain  of  headache,  torpitude,  lassitude,  and  faint- 
ness  ;  and  no  further  impurity  can  be  detected  by  the 
sense  of  smell  after  the  carbonic  acid,  from  respiration, 
has  carried  the  total  up  to  1-3  per  cent. 

It  is,  of  course,  not  necessary  that  rooms  in  which 
gas  lights  are  burning  shall  show  only  a  percentage 
amount  of  carbonic  acid  equivalent  to  o-o5  per  cent., 
since  in  these  cases  there  is  no  concomitant  organic 
matter,  such  as  is  given  out  by  the  lungs.  The 
extent  to  which  a  common  gas  burner  may  furnish  car- 
bonic acid  to  the  atmosphere  is  about  ten  times  that  of 
an  average  adult, «'.«.,  about  six  cubic  feet  per  hour  ;  and 
the  amount  of  sulphur  compounds  thus  yielded,  in  a 
good  gas,  is  not  important  hygienically. 

The  air  over  burial  grounds,  especially  when  these 
are  crowded,  contains  a  high  amount  of  carbonic  acid. 

Angus  Smith  devised  a  rough  "  household  test," 
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which,  though  little  adopted  at  the  present  time,  is 
simple  and  practical,  and  as  such  is  of  special  value 
for  determining  as  to  whether  the  carbonic  acid  is 
above  or  below  "  the  allowable  limit."  He  found,  by 
experiment,  the  largest  volume  of  air  which  could  be 
shaken  up  with  clear  lime-water  without  furnishing 
a  turbidity,  so  long  as  the  carbonic  acid  therein 
did  not  exceed  the  allowable  amount,  viz.,  o*o6  per 
cent.,  and  from  the  findings  of  his  experiments  he  pro- 
pounded the  following : — "  Let  us  keep  our  rooms  so  that 
the  air  gives  no  precipitate,  when  a  loj  ounce  bottle  is 
shaken  up  with  ^  ounce  of  clear  lime-water ;  "  which  is 
equivalent  to  stating  "  let  us  keep  our  rooms  so  that  the 
carbonic  acid  shall  not  exceed  o-o6  per  cent." 
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CHAPTER   IV. 

The  Organic  Matter  in  the  Air. 

The  organic  matter  in  the  air  includes  that  given 
oif  from  the  lungs  and  skin,  and  this  varies  in 
character  and  amount  in  different  human  beings  with 
the  constitution  and  state  of  health  of  the  individual. 
It  probably  forms  pabulum  for  the  nourishment  of 
germs,  while  at  the  same  time  its  presence  debili- 
tates those  exposed  to  it,  and  renders  them  more  sus- 
ceptible to  diseases,  and  less  capable  of  combating  them. 
Its  composition  is  very  imperfectly  understood,  and  it 
probably  consists  partly  of  volatile  fatty  acids  and  their 
ethers,  and  partly  of  vaporous  and  suspended  matters 
(epithelial  and  fatty  debris).  It  is  certainly  largely 
nitrogenous  and  oxidisable,  since  it  will  deoxidise  so- 
lutions of  the  permanganate  of  potassium,  and  will  yield 
ammonia.  It  quickly  putrefies ;  and  when  air  containing 
it  is  aspirated  through  sulphuric  acid,  the  organic  par- 
ticles are  charred  and  darken  the  solution.  When 
present  in  large  amounts  in  water,  it  can  be  precipitated 
by  silver  nitrate.  Probably  the  major  part  is  molecular 
and  suspended,  since  it  does  not  diffuse  equally  about  a 
room,  and  tends  to  fall  and  settle ;  and  there  is  no 
doubt  that  it  is  mostly  in  combination  with  watery 
vapour,  for  substances  absorb  it  according  to  their 
hygroscopic  powers  {i.e.,  it  is  absorbed  chiefly  by  wool, 
feathers,  &c.,  and  least  so  by  horse-hair).  It  gives  a 
foetid  smell  to  the  atmosphere,  and  from  the  persistence 
of  this  it  is  doubtless  burnt  off  but  slowly  by  the  atmo- 
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spheric  oxygen  ;  and  in  small  quantities  it  gives  odour  to 
water.  When  organic  substances  decompose  in  the  air 
they  give  off  gaseous  compounds  of  carbon,  nitrogen, 
sulphur,  and  phosphorus. 

The  processes  employed  for  the  estimation  of  this  matter  in 
air  are  preferably  those  with  which  we  have  already 
grown  familiar,  and  which  have  served  to  detect  the 
same  matter  in  water.  A  known  quantity  of  the  air 
—and  from  choice  a  large  one — is  made  to  slowly  pass 
through  doubly  distilled  ammonia  free  water,"  which 
will  retain  all  the  soluble  and  suspended  material — in- 
cluding organic  matter  as  such,  and  those  gases  which 
afford  evidence  of  the  presence  or  former  presence  of 
such  matter.  The  water  is  then  tested  for  its  nitro- 
genised  organic  constituents  by  Wanklyn's  method — 
as  to  its  "  free  "  and  "  albuminoid  "  ammonia,  and  by 
Tidy's  improvement  of  the  Forchammer  process — as  to 
its  "  oxidisable  organic  matter  ;  "  it  being  borne  in  mind 
in  the  latter  test,  that  either  putrescible  organic  matters, 
sulphuretted  hydrogen,  or  tarry  matters,  will,  if  present, 
decolourize  the  permanganate. 

The  most  convenient  method  of  performance  is  to  take  a 
glass  wash  bottle,  partially  fill  with  500  c.c.  of  doubly 
distilled  ammonia  free  water,  and  then  tightly  fit  with 
a  doubly  perforated  india-rubber  cork.  Into  one  perfor- 
ation a  glass  tube  bent  at  right  angles  with  one  trumpet- 
shaped  extremity  is  accurately  fitted,  with  the  trumpet- 
shaped  end  projecting  externally  (to  collect  the  air), 
while  the  other  extremity  is  made  to  dip  well  down  into 
the  distilled  water;  the  second  perforation  conducts 
another  bent  glass  tube,  the  end  contained  within  the 

•  The  distilled  ammonia  free  water  should  always  be  redistilled 
quite  recently,  as,  even  when  comparatively  fresh,  it  is  often  found 
to  contain  minute  traces  of  ammonia. 
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flask  being  well  above  the  surface  of  the  water,  and 
the  other  connected  directly  by  india-rubber  tubing  to 
the  aspirator.  The  capacity  of  the  aspirator  being 
known  (and  a  convenient  size  is  that  of  25  litres), 
it  is  filled  to  the  top  with  tap-water,  the  tap  is  then 
turned  so  that  the  water  passes  slowly  out — when  air  of 
course  enters  the  trumpet-shaped  mouth  of  the  bent 
glass  tube  to  fill  the  vacuum  created ;  such  air  is 
washed  in  the  distilled  water  (which  has  the  property 
of  taking  up  gases,  &c.,  with  extreme  readiness)  before 
it  reaches  the  aspirator. 


Fig.  33. — An  aspirator. 


Example. — It  is  desired  to  make  an  estimation  of  the 
nitrogenous  organic  matter ; — then,  if  the  aspirator  be 
twice  filled  and  allowed  to  empty,  50  litres  of  air  will 
have  replaced  the  50  litres  of  water,  and  these  will  have 
been  drawn  through  the  500  c.c.  of  distilled  water ; 
therefore  this  500  c.c.  of  water  will  contain  the  nitro- 
genous organic  matter  of  50  litres  of  air. 

Suppose  the  500  c.c.  of  water  are  found  to  contain  by 
Wanklyn's  method  0-05  milligramme  of  free  ammonia, 
then  there  will  be  0-05  milligramme  of  free  ammonia  in 
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50  litres  of  air.  But  in  dealing  with  air  the  results  are 
expressed  in  terms  of  "  milligrammes  per  cubic  metre  " 
(«.«.,  1000  litres). 

Therefore,  if  there  is  0-05  milligramme  of  free  am- 
monia in  50  litres,  there  will  be  i  milligramme  of  free 
ammonia  in  1000  litres — or  a  cubic  metre — of  air. 

Pure  air  contains  albuminoid  ammonia  up  to  o-i  milli- 
gramme per  cubic  metre,  and  averages  about  o'o8.  In 
a  hospital  ward  this  ammonia  has  been  estimated  at  i"3. 

Generally  speaking  the  external  atmosphere  (pure  air) 
averages  about  o-o6  milligramme  per  cubic  metre  of 
free  ammonia,  which  has  been  estimated  as  high  as  0'8  in 
hospital  wards. 

The  process  is  made  much  more  troublesome,  and  is 
but  slightly  increased  in  accuracy,  by  passing  the  air 
through  a  succession  of  small  wash  bottles  containing 
ammonia  free  distilled  water — instead  of  one  large 
bottle. 

In  the  same  manner  pure  distilled  water  may  be 
charged  with  the  oxidisable  organic  matter  ;  but  before 
estimating  this,  any  sulphuretted  hydrogen,  sulphurous 
and  nitrous  acids,  and  chlorine  compounds,  must  be 
previously  got  rid  of  in  the  manner  already  seen,  and 
likewise  any  tarry  matter — which  will  generally  give 
evidence  of  its  presence  by  yielding  a  smell  or  turbidity 
to  the  water. 

The  water  may  also  be  tested  for  oxidised  nitrogen 
(nitrates  and  nitrites),  chlorine,  &c.  For  processes 
vide  "  Water.'' 

Another,  rougher,  plan  is  to  surround  a  thoroughly 
clean  U-shaped  glass  tube  with  a  freezing  mixture 
of  salt  and  snow  (or  ice),  and  to  aspirate  the  air 
through  the  tube,  when  the  low  temperature  condenses 
the  watery  vapour  in  the  air  as  it  passes  through,  and 
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most  of  the  organic  matter  is  thereby  collected.  The 
U-shaped  tube  can  then  be  washed  with  ammonia  free 
distilled  water,  and  the  washings  treated  for  "free" 
and  "  albuminoid  "  ammonia. 

This  plan  may  also  be  used  for  the  collection  and 
examination  of  suspended  matters. 
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CHAPTER    V. 

Ammonia — Marsh    Gas  —  Carbonic    Oxide  —  Sulphur 
Compounds. 

Ammonia. 

Traces  of  this  gas  are  present  in  every  atmosphere — 
normally,  to  the  extent  of  about  o'o6  milligramme  per 
cubic  metre — and  such  are  derived  from  organic  decom- 
position (sewage,  &c.),  from  combustion  (coal),  and 
from  manufacturing  processes  in  which  chemicals,  &c., 
containing  ammonia  are  employed.  The  ammonia  exists 
generally  in  combination  with  an  acid,  so  as  to  form 
a  salt, — such  as  the  carbonate  and  chloride,  and,  less 
commonly,  as  the  nitrate,  or  sulphate.  Ammonia 
vapours  do  not  appear  to  injure  health,  beyond  affecting 
the  conjunctiva  when  in  excessive  quantities,  and  it  is 
doubtless  one  of  the  most  wholesome  forms  in  which 
nitrogen  and  hydrogen,  as  gases,  pass  into  the  air.  It 
is  in  greatest  quantity  near  the  ground — over  peaty  land 
it  is  abundant  during  hot  weather — and  it  is  largely 
present  at  the  back  of  houses  where  refuse  matter  is 
deposited.  Its  presence,  however,  is  regarded  with 
scant  favour,  in  spite  of  its  comparative  innocuousness, 
for  it  is  the  result  of  decomposition,  and  it  is  a  constant 
ingredient  in  the  most  impure  airs  ;  it  has  therefore 
very  bad  relations  and  keeps  very  bad  company. 

The  gas   may  be   detected   by  moistening   strips   of 
filtering    paper   with    Nessler's    reagent,    and   hanging 
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these  up  for  some  time  in  the  air  of  the  compartment ; 
or  if  a  sample  of  air  is  collected  in  a  jar — by  catching  one 
of  these  prepared  papers  between  the  stopper  and  the 
neck,  in  such  a  way  that  it  hangs  down  into  the  jar  free 
of  the  sides  for  a  few  minutes.  Or  known  quantities  of 
air  may  be  aspirated  through  doubly  distilled  water, 
and  the  ammonia  estimated  quantitatively  by  "  Ness- 
lerisation." 

Marsh  Gas  (CH^). 

This  gas  probably  exists  in  traces  in  most  atmo- 
spheres, although  owing  to  the  difficulties  of  its  detection 
it  is  not  easy  to  speak  definitely  upon  this  point.*  There 
are  certainly  traces  in  the  atmosphere  of  towns,  and 
over  districts  of  abundant  vegetation  (especially  when 
such  districts  are  marshy)  it  exists  in  large  quantities. 
As  it  is  evolved  from  strata  in  which  mining  operations 
are  progressing,  it  is  known  as  "  fire-damp  ;"  and  its 
character  of  exploding,  when  ignited  in  the  presence  of 
carbonic  acid,  is  often  disastrously  exemplified. 

There  is  no  doubt  that  marsh  gas,  though  apparently 
extremely  innocuous,  may  create,  after  a  while,  sym- 
ptoms of  chronic  cachexia  (poisoning) ;  and  being  in- 
odorous and  non-irritating,  its  presence  would  not  be 
detected  by  the  senses.  Any  escape  of  coal  gas,  con- 
taining as  it  does  35  per  cent,  of  marsh  gas,  will  charge 
the  atmosphere  with  considerable  and  dangerous 
amounts  of  this  substance,  but  fortunately  in  these 
cases  the  strongly  smelling  ingredients  of  the  coal  gas 
give  timely  warning. 

*  A.  Muntz  and  E.  Aubin  found  that  a  million  volumes  of  such 
air,  previously  freed  from  all  dust  and  CO2,  yielded,  when  passed 
over  red-hot  cupric  oxide,  from  3  to  10  volumes  of  CO2. 
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Carbonic  Oxide  (CO). 

Owing  to  the  properties  which  this  gas  possesses  of 
entering  into  combination  with  the  haemoglobin  of  the 
red  corpuscles,  displacing  their  oxygen,  and  thus  para- 
lysing their  oxygen-carrying  functions,  it  plays  the  part 
of  a  virulent  narcotic  poison  ;  and  since  it  gives  no 
indication  of  its  presence  to  the  senses,  its  powers  for 
evil  are  materially  "enhanced.  It  becomes,  then,  an 
urgent  duty  to  examine  the  air  for  this  gas  in  those 
cases  where  there  is  any  likelihood  of  its  presence,  and 
this  will  always  be  the  case  in  the  atmosphere  of  com- 
partments where  iron  or  copper  stoves  are  employed, 
and  especially  so  when  the  material  is  cast  iron,  and 
when  the  fuel  is  coke  ;  where  coal  gas  (which  contains 
6  per  cent.)  is  incompletely  burnt  or  escapes  ;  or  where 
there  is  a  possibility  of  some  of  the  products  of  com- 
bustion from  furnaces,  flues,  &c.,  escaping  into  a  com- 
partment— for  the  air  in  furnace-flues  has  been  found  to 
contain  over  20  per  cent,  of  carbonic  oxide,  and  that  of 
ordinary  flues  from  domestic  fire-places  as  much  as  4 
per  cent.  The  carbonic  oxide  of  the  air  of  flues  is 
always  the  product  of  incomplete  combustion,  that  is  to 
say,  the  carbon  of  the  organic  material  burnt  is  either 
not  fully  oxidised  to  carbonic  acid  (CO3),  owing  to  the 
supply  of  fresh  air  being  insufficient,  or  else  the  carbonic 
acid,  being  formed  low  down  in  the  furnace,  gets  re- 
duced in  passing  through  the  rest  of  the  furnace  to 
carbonic  oxide. 

It  will  also  be  of  service  to  remember,  that  of  the 
gases  generated  from  the  explosion  of  gunpowder,  car- 
bonic oxide  forms  nearly  8  per  cent.  (7 "5  per  cent.);  and 
that  a  serious  drawback  to  the  adoption  of  "  water  gas  " 
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as  a  source  of  heat  and  light,  is  the  fact  that  it  contains 
(before  combustion)  25  to  40  per  cent,  of  this  very 
dangerous  ingredient. 

The  carbonic  oxide  in  the  atmosphere  of  stove-heated 
rooms,  is  derived  from  either  of  the  following  sources 
(and  probably  to  some  extent  from  all)  : — 

(i)  Red-hot  cast  iron  will  transmit  the  gas  from  the 
fire — either  through  its  substance,  or  through  minute 
fissures ;  and  the  hot  iron  will  even  itself  reduce  CO2 
to  CO. 

(2)  The  carbon  which  enters  into  the  formation  of 
the  cast  iron,  may  get  oxidised  and  reach  the  external 
atmosphere. 

(3)  Particles  of  suspended  organic  matter  in  the 
atmosphere  get  charred  and  partially  oxidised,  by  com- 
ing in  contact  with  the  heated  stove. 

(4)  Currents  passing  down  the  smoke  flue,  as  they  do 
under  certain  conditions,  may  thus  introduce  the  gas. 


Qualitative  Test  of  its  Presence. 

The  best  is  Vogel's, — but  a  knowledge  of  the  spec- 
troscope is  necessary  to  the  test,  and  for  those  unac- 
quainted with  the  use  of  this  instrument  a  short  intro- 
ductory description  is  appended  : — 

If  a  compound  light,  such  as  sunlight,  is  made  to 
pass  through  a  glass  prism,  the  different  coloured  rays 
of  which  it  consists  are  unequally  refracted,  (or  bent 
out  of  their  original  course),  so  that  beyond  the  prism 
they  form,  upon  a  white  surface,  a  continuous  line  of 
colours  called  the  "  spectrum;"  and  the  spectrum  of  the 
compound  white  light  will  be  seen  to  consist,  in  order, 
of  red,  orange,  yellow,  green,  blue,  indigo,  and  violet. 
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A  number  of  dark  lines — called  absorption  bands,  or 
Fraunhofer's  lines — are  also  seen  to  cross  the  image  of 
the  solar  spectrum. 

In  other  lights,  however,  the  spectrum  will  only  show 
a  very  few  bright  bands  (that  of  the  sodium  flame  only 
one),  and  the  remainder  of  the  spectral  image  is  thus 
rendered  almost — or  quite — invisible,  by  comparison. 

If  now  we  transmit  solar  light  through  different 
coloured  solutions,  we  then  get  different  absorption 
bands — though  analogous  to   the  lines  of  Fraunhofer. 


Fig.  34. — The  spectroscope. 

If  a  solution  of  fresh  blood,  for  instance,  be  taken,  and 
the  cell  containing  it  is  placed  before  the  slit  in  the 
instrument  which  admits  the  light,  two  distinct  and 
characteristic  absorption  bands  are  seen. 

The  accompanying  figure  will  serve  to  show  the 
manner  in  which  the  spectroscope  is  constructed  : — 

A  firm  iron  stand  is  seen  to  support,  at  its  upper 
end,  a  brass  plate  carrying  the  glass  prism ;  laterally 
a  cylinder  is  also  fastened  to  the  brass  plate,  and  in 
the  end  of  this  cylinder  which  is  nearest  the  prism  is 
placed  a  lens,  the  other  end  being  closed  by  a  plate 
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with  a  vertical  slit  in  it  (the  breadth  of  which  can  be 
regulated  by  a  screw  to  meet  requirements),  and  through 
which  slit  the  light  (represented  by  two  coloured  flames 
in  the  figure)  is  admitted  to  the  prism — the  rays  being 
first  rendered  parallel,  and  condensed,  by  passing  through 
the  lens.  The  spectroscopic  appearance  is  then  viewed 
through  a  small  telescope  (with  a  magnifying  power 
of  8),  and  this  is  fitted  on  to  the  cast  iron  foot,  so  as 
to  be  moveable  in  a  horizontal  plane  about  the  axis 
of  the  foot.  The  other  tube  seen  in  the  figure  contains 
a  fixed  scale,  which  is  reflected  from  the  front  surface 
of  the  prism  into  the  telescope,  and  serves  the  purpose 
of  fixing  the  width  and  distance  apart  of  the  various 
characteristic  lines— it  is  illuminated  by  a  small  gas 
flame,  as  shown  in  the  figure. 

All  foreign  light  must  of  course  be  cut  off,  and  this  is 
done  by  a  black  cloth  having  a  circular  opening  to 
admit  the  illuminated  tube  just  referred  to,  and  which 
is  thrown  over  the  prism  and  the  other  tubes. 

By  a  spectroscopic  examination,  therefore,  the  colour, 
number,  and  position  of  the  bright  lines  on  the  spectral 
scale,  are  carefully  observed  and  noted. 

The  most  convenient  and  delicate  method  of  perform- 
ing spectroscopic  observations  is  by  means  of  the  Sorby- 
Browning  micro-spectroscope,  which  simply  consists  of 
a  small  spectroscope  placed  in  connection  with  a  micro- 
scope, in  such  a  way  that  the  former  fits  into  the  tube 
of  the  latter  in  the  same  manner  as  an  eye-piece. 

Vogel's  test  is  so  delicate  that  it  more  than  suffices  for 
all  practical  purposes,  detecting  as  it  does  as  little  as 
0-03  per  cent.  To  the  sample  of  air  collected  in  the  jar, 
a  little  pure  water  is  emptied ;  and  the  finger  is  then 
pricked  so  that  a  drop  of  blood  may  be  made  to  fall  also 
into  the  jar.     The  whole  is  then  vigorously  shaken  up 
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and  allowed  to  stand  for  a  short  while,  when  a  little  of 
the  reddish  liquid  is  removed  and  examined  by  the 
spectroscope,  and  the  appearance  on  the  scale  is  care- 
fully noted.  The  spectral  appearance  will  be  that  of 
oxy-haemoglobin. 

Oxidised  haemoglobin  shows  two  well  marked  bands 
in  the  yellow  and  in  the  green  parts  of  the  solar  spec- 
trum, both  lying  between  Fraunhofer's  lines  D  and  E. 
The  spectral  appearance  of  hsemoglobin  in  the  presence 
of  carbonic  oxide  is  almost  identical. 

A  few  drops  of  a  solution  of  ammonium  sulphide  are 
next  added,  the  bottle  is  well  shaken,  and  the  liquid  is 
re-examined.  If  no  change  whatever  in  the  spectro- 
scopic appearance  of  the  fluid  has  ensued,  carbonic 
oxide  is  present ;  otherwise  the  ammonium  sulphide  hav- 
ing de-oxidised  or  reduced  the  hsemoglobin,  the  two 
bands  will  be  represented  by  a  single  band,  shaded  off 
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Fig.  35. — Showing  the  characteristic  disposition  of  the  absorption 
bands,  in  the  spectroscopic  picture  of  oxy-  and  reduced  haemoglobin. 
The  upper  scale  representing  oxyhaemoglobin  and  the  lower  reduced 
hsemoglobin. 


at  the  borders,  and  occupying  a  position  intermediate 
with  regard  to  the  original  two  bands. 
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A  Quantitative  Test. 

The  subchloride  of  copper  has  the  peculiar  property 
of  absorbing  this  gas  ;  and  advantage  is  taken  of  the 
fact  to  estimate  the  quantity  present  by  the  method  of 
eudiometry. 

It  will  be  unnecessary  to  repeat  here  what  has  already 
been  described  in  connection  with  oxygen  and  nitrogen ; 
it  will  suffice  to  state  that  a  volume  of  air  is  measured 
in  the  Hempel's  burette  (at  the  current  temperature  and 
pressure),  and  then  passed  over,  slowly  and  repeatedly, 
into  the  absorption  pipette  charged  with  the  solution 
of  subchloride  of  copper.  Time  must  be  allowed  for 
complete  absorption,  which  takes  place  slowly ;  and  two 
or  three  readings  should  be  repeated  until  a  "  constant 
reading"  is  obtained,  to  ensure  that  all  the  gas  has  been 
absorbed.  The  loss  in  the  original  volume,  taken  under 
the  same  conditions  of  temperature  and  pressure,  is  due 
to  carbonic  oxide  present,  and  represents  its  amount. 


Notes  upon  the  Process. 

It  is  necessary  to  use  an  absorption  apparatus  with 
large  bulbs,  in  order  that  a  good  quantity  of  the  copper 
solution  may  be  employed  ;  and  this  is  especially  desir- 
able because  the  oxygen  in  the  air  somewhat  impairs 
the  powers  of  the  copper  solution.  Having  in  view  this 
fact,  it  is  desirable  to  first  remove  the  oxygen,  and  then 
examine  the  residual  gases  for  carbonic  oxide— in  those 
cases  where  a  very  correct  estimation  is  required.  The 
faintest  traces  will  escape  detection  (as  in  the  case  of 
carbonic  acid)  by  this  method  of  endiometry,  and  there- 
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•fore  its  utility  for  hygienic  purposes  is  not  great  when 
one  considers  the  fact  that  an  amount  of  under  one 
per  cent,  has  caused  narcotic  poisoning,  and  that  traces 
far  short  of  this  must  of  necessity,  from  the  nature  of 
the  gas,  work  insidious  harm  to  animal  life.  It  seems, 
therefore,  that  the  qualitative  test  of  Vogel's,  which  will 
detect  slighter  traces,  will  suffice  for  sanitary  purposes — 
since  it  is  not  necessary  to  estimate  the  amount,  when  the 
faintest  trace  suffices  to  make  an  atmosphere  very  un- 
desirable. The  solution  of  the  subchloride  of  copper  is 
made  by  exposing  copper-turnings  and  the  oxide  of 
copper  to  the  action  of  strong  hydrochloric  acid. 

Sulphurous  acid,  sulphuretted  hydrogen 
and  ammonium  sulphide  may  all  be  present  in 
the  atmosphere  of  large  towns,  the  first  two  invariably 
so,  in  traces  ;  the  latter  is,  however,  less  often  appreci- 
able. They  are  also  added  to  certain  atmospheres  by 
combustion  and  trade  processes. 

There  is  no  doubt  but  that  their  presence  is  deleterious 
to  health,  and  creates  in  time  a  chronic  unhealthy 
(cachectic)  condition. 

The  external  atmosphere  chiefly  gains  sulphurous 
acid  from  the  combustion  of  the  coal  used  in  manu- 
factories, especially  when  this  is  impure  and  contains 
quantities  of  pyrites.  The  gas  is  distinctly  injurious  to 
vegetation,  and  it  is  an  open  question  whether — diluted 
as  it  is  in  the  atmosphere — it  can  even  have  the  dis- 
infectant powers  which  have  been  ascribed  to  it  by 
some. 

Angus  Smith  considers  sulphuretted  hydrogen  "  one 
of  the  most  deadly  of  gases,"  and  holds  that  "it  lowers 
the  tone  of  health,  and  may  gradually  diminish  vitality 
to  such  an  extent,  that  disease  ensues."  Chemists  are, 
however,  exposed  to  it  daily  with  no  marked  ill-effects ! 
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Sulphurous  acid,  in  large  quantities,  appears  to  favour 
the  development  of — even  if  it  does  not  induce — chronic 
chest  conditions,  anaemia,  and  conjunctivitis,  &c.  A 
cubic  metre  of  air  examined  at  Lille,  was  found  to  con- 
tain on  an  average  i'8  cubic  centimetres. 

These  gaseous  compounds  of  sulphur  may  all  be 
detected  by  exposing  to  the  air  strips  of  filtering  paper 
moistened  with  a  solution  of  lead  acetate.  Any  faint 
evidence  of  darkening  about  the  borders  of  the  pre- 
viously white  paper  will  prove  their  presence  in  the 
atmosphere.  The  darkening  may  be  due  to  ammonium 
sulphide ;  but  if  this  is  present,  the  air  will  at  the 
same  time  be  alkaline  in  reaction,  and  similar  paper 
moistened  with  the  blue  solution  of  the  nitro-prusside 
of  sodium  will  turn  violet. 

A  quantitative  examination  may  be  made  by  drawing 
a  known  volume  of  air  through  distilled  water  by 
means  of  an  aspirator,  and  having  created  a  colour  in 
this  by  adding  lead  acetate  solution,  match  the  colour 
in  a  similar  bulk  of  pure  water  (which  is  treated  with 
a  like  amount  of  lead  acetate  solution)  by  adding 
known  quantities  of  the  sulphur  compound.  In  the 
case  of  ammonium  sulphide,  the  violet  colour  produced 
by  the  nitro-prusside  of  sodium  may  also  be  similarly 
titrated. 

Hydrochloric,  nitric  and  nitrous  acids  pro- 
voke chronic  chest  conditions  ;  and  carbon  bisul- 
phide induces  serious  chronic  nervous  derangements. 
Their  presence  is  indicated  by  tests  given  upon  a  subse- 
quent page,  or  large  volumes  of  the  air  may  be  passed 
through  distilled  water  —  which  may  be  afterwards 
tested  for  these  gases. 
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CHAPTER  VI. 

Ozone  (O3) — Aqueous  Vapour. 

This  gas  is  an  allotropic  oxygen,  in  which  the  molecule 
is  represented  by  3  volumes  of  oxygen  instead  of  2.  It 
is  a  gas  with  a  peculiar  phosphorous  odour,  and  pos- 
sessing marked  irritating  properties  upon  the  mucous 
membrane  of  the  eyes  and  nose,  and  upon  the  respira- 
tory tract ;  the  function  it  performs  in  nature  is  to  oxi- 
dise oxidisable  products,  and  thus  to  purify  the  atmo- 
sphere. It  is  best  prepared  artificially  by  passing 
electrical  discharges  through  moist  air,  and  hence  it 
will  be  readily  understood  that  its  chief  natural  source 
is  atmospheric  electricity,  and  that  it  exists  in  greatest 
quantities  during  and  after  thunderstorms — when  it  is 
also  generally  associated  with  nitric  and  nitrous  acids 
a  ad  peroxide  of  hydrogen.  The  peroxide  of  hydrogen 
is  also  a  powerful  oxidising  agent,  by  parting  with  some 
of  its  oxygen  and  becoming  water  (2H202  =  2HjO  +  Oj) ; 
and  nitrous  acid  will  also  part  with  its  oxygen  with 
great  readiness. 

According  to  the  late  Dr.  Tidy  : — 

1.  Most  ozone  is  found  after  thunderstorms,  and  least 
in  damp  and  foggy  conditions  of  the  atmosphere. 

2.  More  is  found  on  the  coast  than  inland,  especially 
when  sea  breezes  are  blowing. 

3.  More  is  found  at  high  than  at  low  levels. 

4.  More  is  found  in  country  than  in  town  districts, 
and  M.  Houzeau  suggests  that  this  fact  may  be  due 
to  the  freer  movement  of  air. 
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5.  More  is  found  in  winter  than  in  summer. 

6.  More  is  found  during  the  night  than  the  day,  and 
the  greatest  quantity  at  dawn. 

7.  Western  winds  in  Great  Britain  contain  more 
than  Eastern.  M.  Houzeau  points  out  that  the  mani- 
festation of  ozone  is  affected  chiefly  by  the  intensity  of 
the  winds  in  most  cases,  except  where  these  blow 
directly  off  the  ocean. 

8.  It  is  rarely,  if  ever,  found  in  the  air  of  dwelling 
rooms  when  occupied. 

Test. — The  common  test  for  ozone  is  that  of  exposing 
to  the  atmosphere  a  white  porous  paper  (filtering  or 
blotting),  after  this  has  been  soaked  in  a  solution  of 
potassium  iodide  and  starch  and  then  dried.  Ozone 
will  free  the  iodine,  which  then  combines  with  the 
starch  to  form  the  blue  iodide,  and  thus  a  blue  colour  is 
created  (03+2KI  +  HjO=2KHO  +  Ij,  +  Oj).  The  papers 
are  exposed  for  a  definite  time  in  a  cage,  which  aids  in 
protecting  them  from  direct  sunlight,  dust  and  rain — all 
of  which  must  be  excluded  (together  with  wind),  or  sub- 
sequent bleaching  and  fading  of  the  colour  ensues. 

The  test  is  a  coarse  one,  however,  and  fallacy  arises 
from  the  following  causes  : — 

1.  The  oxides  of  nitrogen,  peroxide  of  hydrogen, 
and  chlorine  (which  may  also  be  formed  by  electrical 
discharges  in  the  atmosphere)  will  produce  the  same 
results  upon  the  papers. 

2.  The  freed  iodine  is  partially  volatilized,  and  thus 
its  effect  is  lost ;  while  some  of  it  may  return  to  the 
potash  and  form  inert  iodide  and  iodate. 

3.  It  is  impossible  to  get  uniform  atmospheric  condi- 
tions, i.e.,  the  amount  of  light,  moisture,  temperature, 
and  wind — vary,  and  make  results  inconstant ;  and  the 
purity  and  strength  of  the  starch  varies  considerably. 
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The  greater  the  movement  of  the  air  (wind),  the  greater 
the  quantity  of  ozone  which  is  brought  to  act  upon 
the  paper,  and  hence  less  quantities  of  this  gas  present 
on  windy  days  may  create  more  bluing  than  greater 
quantities  on  still  days. 

A  better  test  (Houzeau)  is  the  bluing  of  faintly  red- 
dened litmus  paper  when  moistened  with  a  solution  of 
potassium  iodide  and  dried — when  the  potash  formed  by 
the  ozone,  being  alkaline,  gives  the  paper  a  blue  tint. 
Ammonia  is  the  only  other  gas  in  the  atmosphere  which 
can  produce  the  same  effect,  and  consequently  another 
piece  of  the  litmus  paper,  not  treated  with  potassium 
iodide,  is  exposed  at  the  same  time.  Then  if  the  whole 
colour  is  not  due  to  ozone,  any  difference  in  the  shades 
of  the  two  papers  must  be  created  by  this  gas — which 
can  thus  be  estimated. 

The  principles  upon  which  a  quantitative  estimation 
of  ozone  (i.e.,  "  ozonometry ")  is  made,  are  colorimetric. 
The  intensity  of  the  blue  colour  created  by  the  ozone  act- 
ing upon  the  papers  when  these  are  exposed  to  the  atmo- 
sphere, is  matched  with  one  of  a  series  of  papers  forming 
a  standard  scale  (i  to  lo)  of  tints — each  tint  having  been 
produced  by  exposing  such  papers  to  known  amounts  of 
ozone ;  the  same  tint  of  blue  will,  of  course,  in  either 
instance,  be  produced  by  similar  quantities  of  the  gas. 

Aqueous  vapour  must  only  be  briefly  considered 
here. 

It  is  best  estimated  by  hygrometers,  i.e.,  instruments 
which  read  the  amount  of  moisture  present  in  the  at- 
mosphere. The  best  of  these  is  probably  the  combina- 
tion of  wet  and  dry  bulb  thermometers,  the  readings  of 
which,  when  applied  to  Glaisher's  Tables,*  form  a  ready 
means  of  making  the  calculation. 

*  Vide  pages  240,  241. 
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The  wet  and  dry  bulb  hygrometer  consists  of  two 
thermometers,  identical  in  every  respect,  and  fitted  on  to 
a  stand.  The  bulb  of  one  of  the  thermometers  (the 
"wet  thermometer")  is  covered  with  thin  muslin,  and 
around  its  neck  are  twisted  conducting  threads  of  cotton 
which  pass  thence  into  a  small  vessel  of  pure  water, — 
placed  at  such  a  distance  as  to  allow  a  length  of  about  3 
inches  of  thread :  this  vessel  is  fixed  upon  one  side, 
so  that  the  evaporation  of  its  contained  water  may  not 
affect  the  readings  of  the  dry  bulb  thermometer.  The 
cotton  is  previously  freed  from  fat  by  ether,  and  then  it 
conducts  the  water  from  the  vessel  to  the  muslin  sur- 
rounding the  bulb  of  the  thermometer,  where  it  eva- 
porates quickly  or  slowly  according  to  the  dryness 
("drying  power")  of  the  atmosphere;  and  as  during 
evaporation  there  is  a  reduction  of  heat,  the  tempera- 
ture recorded  by  the  wet  bulb  is  always  reduced  below 
that  of  the  dry  bulb — -except  of  course  in  those  cases 
where  the  atmosphere  is  already  saturated,  and  no  eva- 
poration on  this  account  ensues.  The  temperature  of 
the  air,  and  of  evaporation,  is  thus  given  by  the  differ- 
ence in  the  readings  of  the  two  thermometers ;  from 
which  can  be  ascertained  by  means  of  Glaisher's  Tables 
the  various  hygrometric  data. 

The  instrument  should  be  placed  in  the  shade,  with 
the  bulbs  of  the  two  thermometers  well  exposed — though 
protected  from  any  radiant  heat  which  may  pass  from 
the  walls  of  occupied  houses.  The  observations  are 
generally  taken  at  a  height  of  4  feet  from  the  ground. 

The  amount  of  watery  vapour  in  the  atmosphere 
varies  much  from  time  to  time,  and  from  place  to  place, 
and  is  greatly  dependent  upon  temperature  ;  warm  air 
having  the  power  of  holding  more  invisible  moisture 
than  cold.      It  may   range   from    30  per   cent,  of  the 
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amount  necessary  to  create  complete  saturation,  to 
complete  saturation  itself,  taken  as  100.  From  65-70 
per  cent,  of  saturation  is  probably  the  degree  most  con- 
ducive to  general  good  health,  and  75  per  cent,  is  very 
agreeable — a  difference  between  the  dry  and  wet  bulb 
thermometers  of  about  5  degrees,  that  is  ! 

Abnormal  dryness  of  the  atmosphere  gives  rise  to  an 
oppressive  feeling,  and  obtains  chiefly  in  store  heated 
rooms,  or  in  rooms  ventilated  with  hot  air  ;  and  ab- 
normal dampness,  gives  rise  to  numerous  conditions 
familiar  to  everyone. 

All  air  contains  some  moisture,  and  when  the  tempera- 
ture is  lowered  to  a  less  or  greater  degree,  at  last — ac- 
cording to  the  amount  of  this  invisible  moisture  present — 
a  degree  is  reached  at  which  the  air  is  no  longer  capable 
of  holding  the  vapour,  and  it  is  deposited  in  a  solid 
visible  form  ;  the  temperature  to  which  it  is  necessary 
to  reduce  the  air  of  any  place  in  order  that  it  shall  thus 
deposit  its  moisture,  is  called  "the  dew-point." 

The  amount  of  vapour  which  will  saturate  a  cubic 
foot  of  air  under  the  standard  barometrical  pressure  at 


32°  F. 

= 

about 

2    grains 

35°  F. 

= 

2i       „ 

40°  F. 

= 

3 

45°  F. 

= 

3i 

50°  F. 

= 

4 

55°  F. 

= 

5 

60°  F. 

= 

6 

65°  F. 

= 

7 

70°  F. 

= 

8 

75"  F. 

= 

9i 

•  For  precise  amounts  see  Table  on  page  241. 
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CHAPTER  VII. 

Suspended  Matter  in  the  Air. 

The  nature  of  the  suspended  matter  in  the  atmosphere 
must,  of  course,  vary  widely  with  the  place  and  the 
circumstances  of  its  collection  ;  and  it  would  not  be 
going  too  far  to  say  that  particles  of  almost  everything 
the  observer  can  see  about  him  may  be  present  to  a 
greater  or  less  degree.  Under  these  circumstances,  the 
task  of  tabulating  here  these  various  materials  would 
become  a  difficult  and  tedious  one  ;  but  those  which  are 
of  more  common  occurrence  will  be  given. 

Although  under  general  conditions  they  are  invisible 
to  the  unaided  eye,  everyone  must  have  been  struck 
with  the  enormous  quantities  of  these  suspended  mat- 
ters when  a  ray  of  sunshine  enters  a  room,  and  the 
rays  of  light  reflected  from  their  tiny  surfaces  disclose 
their  presence.  Obviously  their  number  increases  ac- 
cording as  the  atmosphere  departs  from  its  state  of 
greatest  purity  ;  high  mountain  air  on  the  one  hand 
containing  few,  and  low  town  air  containing  many 
(soot,  dust,  &c.). 

These  minute  solid  particles,  which  mostly  have  a 
tendency  to  settle  when  the  air  is  still,  gain  access 
to  the  atmosphere  chiefly  in  the  following  manners : — 

They  are  lifted  up  by  air  currents ;  by  the  bursting 
of  the  bubbles  which  may  form  upon  the  surface  of 
liquids  ;  by  the  ascensional  force  of  evaporation ;  by 
combustion  ;  and  by  volcanic  upheavals. 
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It  is  more  especially  in  the  work-rooms  of  factories 
that  this  examination  of  suspended  matters  becomes  an 
urgent  desideratum,  since  both  the  nature  and  amount 
of  these  have  been  abundantly  proved  to  be  concerned 
in  the  production  of  disease. 

The  collection,  and  microscopical  examination,  of  the 
dust  which  settles  in  a  room,  gives  a  rough  means  of 
investigating  the  subject — but  it  is  necessary  to  deal 
with  methods  which  are  more  inclusive  and  precise. 

The  methods  of  collection. — 

Undoubtedly  the'  best  method  is  to  aspirate  large 
volumes  of  the  air  slowly  through  small  amounts  (say 
loo  c.c.)  of  distilled  water,  placed  in  2  or  3  small  wash 
bottles.  These  are  then  covered  up  and  set  aside — so 
that  the  suspended  matter  may  settle  as  much  as 
possible — when  the  supernatant  fluid  is  siphoned  off,  or 
decanted ;  specimens  of  what  remains  behind  in  the 
bottles  are  next  removed  by  a  pipette,  and  mounted 
for  examination.  At  the  same  time  some  of  the  ap- 
parently clear  supernatant  liquid  should  be  examined 
for  those  suspended  matters  which  have  not  settled. 
The  method  can  be  made  quantitative  by  aspirating 
measured  quantities  of  air  through  water  and  counting 
the  number  of  particles  in  an  aliquot  part  of  such  water. 

Another  plan  is  by  means  of  Pouchet's  aeroscope. 

This  instrument  consists  of  a  vertical  glass  cylinder, 
capable  of  being  hermetically  closed  at  either  end  by  a 
copper  ferule.  The  ferule  at  the  upper  extremity  of  the 
cylinder  is  a  permanent  fixture,  and  gives  passage  to  a 
vertical  copper  tube  which  is  partly  outside  and  partly 
enclosed  within  the  cylinder ;  of  this  tube,  the  extremity 
of  the  part  which  is  outside  the  cylinder  is  expanded 
into  a  trumpet-shaped  mouth  (so  as  to  better  collect  the 
air)  and  the  end  of  the  part  which  is  inside  the  cylinder 
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is  gradually  drawn  to  a  very  fine  point,  not  more  than 
o"5  mm.  in  diameter. 

The  ferule  at  the  lower  extremity  can  be  removed,  so 
that  a  circular  glass  plate — which  has  been  previously 
smeared  with  glycerine — can  be  placed  immediately 
under  the  finely  drawn  point  of  the  copper  tube.  The 
whole  apparatus  is  then  made  air-tight,  and  connected 
with  the  aspirator.  The  air  which  is  thus  sucked  in 
falls  in  a  spray  upon  the  glass  slide,  and  the  glycerine 
retains  the  suspended  matter. 

A  modification  of  Pouchet's  aeroscope  is  the  instru- 
ment of  M.  Mari^-Davy,  a  description  of  which  is  not 


t 


^ 


Fig.  36. — M.  Marie-Davy's  modification  ot  Pouchet's  aeroscope. 

necessary,  since  from  what  has  been  written  the  accom- 
panying figure  sufficiently  explains  itself. 

Hesse's  apparatus  is  seen  by  figure  37  to  consist  of  a 
long  glass  tube  connected  at  one  end  to  the  aspirator ; 
the  small  india  rubber  cap  which  closes  the  other  end 
is  removed  just  before  use,  and  50  c.c.  of  pure  glycerine 
is  poured  into  the  tube,  which  is  then  turned  round  on 
its  horizontal  axis  so  as  to  make  the  glycerine  coat  the 
whole  interior.  As  the  air  is  subsequently  aspirated 
through  the  tube,  the  suspended  matter  is  caught  up  by 
the  glycerine — which  can  be  removed  and  examined 
microscopically. 
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Methods  in  which  glycerine  is  employed  are  some- 
what unsatisfactory,  since  it  is  rare  that  the  original 
"pure"  glycerine  will  not  contain  marked  evidence  of 
solid  particles.  A  preliminary  microscopic  examination 
of  the  glycerine  would  not,  however,  entail  much  addi- 
tional labour  or  loss  of  time  ! 

A  third  plan  entails  the  use  of  a  pure  sugar  filter 
through  which  the  air  is  slowly  drawn ;  the  sugar  is  then 
dissolved  in  a  sufficiency  of  pure  water,  and  the  sus- 


FiG.  37. — Hesse's  apparatus  for  the  collection  of  suspended  matters 
in  the  air.  u.  The  extremity  connected  with  the  aspirator,  b.  A  re- 
moveable  cap. 

pended  matters  caught  up  in  it  are  retained  in  sus- 
pension in  the  water,  when  they  may  be  collected  and 
examined  microscopically. 

The  filter  is  best  arranged  as  a  glass  tube,  at  least  an 
inch  in  diameter,  disposed  horizontally,  and  packed — 
not  too  tightly— for  several  inches  with  the  sugar  crys- 
tals. One  end  of  the  tube  is  left  open  for  the  entrance 
of  air,  and  the  other  connected  by  india-rubber  tubing 
with  an  aspirator.     The  filter  dissolved— the  suspended 

Q2 
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matter  may  be  separated  by  filtration  through  a  weighed 
Swedish  filter-paper,  then  dried  at  a  low  temperature 
and  weighed.  If  the  amount  of  air  aspirated  has  been 
recorded,  the  weighed  quantity  of  its  original  suspended 
matter  may  be  expressed  as  milligrammes  per  cubic 
metre,  i.e.,  a  quantitative  estimation  may  be  made. 

Objections  may  be  raised  to  each  of  these  processes, 
but  such  are  not  of  great  import :  it  may  be  argued  for 
instance— and  truly  so — that  some  substances  will  pass 
through  the  water  in  the  aspiration  method,  or  may  be 
deposited  in  the  tubes  and  bottles.  These  consider- 
ations, however,  will  only  affect  conclusions'  when  ex- 
tremely refined  work  is  desired. 


The  Nature  of  the  Suspended  Matter. 

This  is,  of  course,  either  animal  or  vegetable  (dead  or 
living),  or  mineral.  The  more  common  substances 
found  are  : — 

Animal. — 

1 .  Dead. — Debris  from  wear  and  tear  of  clothes,  &c. ; 
wool,  silk,  &c.,  fibres;  human  hair;  particles  of  feather; 
molecular  debris  (?)  in  considerable  quantity  ;  debris 
of  dried  epithelial  cells,  and  epidermic  scales  from 
skin ;  pus  cells ;  pyogenic  micro-organisms ;  frag- 
ments of  insects,  i.e.,  scales  from  wings,  legs,  and 
particles  of  the  spider's  web  ;  dried  faecal  particles 
from  horses'  dejecta,  &c. 

2.  Living. — Minute  ova  ;  infusorians — minute  forms 
even  grow  in  the  atmosphere — chiefly  amoebiform. 

Vegetable. — 

I .  Dead. — Soot  or  particles  of  carbon,  &c. ;  molecular 
debris  (?)  in  large  quantity ;  vegetable  fibres,  hairs,  and 
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cells,  &c. ;  cotton,  &c.,  fibres  ;  starch  grains  ;  portions 
of  plants,  and  pieces  of  woody  fibre  ;  pulverised  straw  ; 
dead  spores,  &c.,  of  moulds,  fungi,  diatoms  and  bacteria. 

2.  Living. — Pollen  seeds;  spores  of  fungi,  moulds, 
and  diatoms  (which  may  even  live  and  grow  in  the 
atmosphere),  and  rarely  mycelium  of  fungus*  ;  algae, 
notably  protococcus  pluvialis,  and  also  the  small  oval 
cells  of  other  unicellular  algae ;  bacteria  and  their 
spores. 

Mineral. — Especially  numerous  when  the  ground  is 
dry.  Minute  particles  of  every  chemical  constituent  of 
the  soil  may  be  raised  up  into  the  atmosphere,  e.g.,  silica, 
silicate  of  aluminium,  sand,  mud,  salts  of  sodium  potas- 
sium and  calcium  (carbonate  and  phosphate),  peroxide 
of  iron,  &c. 

Sodium  chloride  is  invariably  present,  and  in  greatest 
quantities  at  the  sea-side. 

Lead,  arsenic  and  zinc  from  the  wall-papers,  paint, 
and  "dryers"  employed  upon  the  walls  of  rooms;  and 
arsenic  also  from  artificial  fruit,  flowers,  curtains,  &c., 
used  for  ornamentation.  Molecular  debris  (?),  coal 
ashes,  &c. 

There  are  certain  trade-dusts  which  vitiate  the  air  of 
the  immediate  neighbourhood  in  which  the  trade  pro- 
cesses are  carried  on ;  and  particles  of  the  following  sub- 
stances find  their  way  into  the  atmosphere  : — 

Coal  and  tin,  in  coal  and  tin  mines  ;  and  the  former 
also  exists  to  a  considerable  extent  in  furnace  and  engine 
rooms. 

Stone,  in  quarries,  and  places  where  the  stones  are 
ground,  &c. 

Slate,  in  quarries,  and  places  where  they  are  prepared. 

•  The  spores  and  mycelium  of  Achorion  Schonleinii  and  Trico- 
phyton  tonsurans  have  been  found  in  the  atmosphere  of  skin  wards. 
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Cement,  in  cement  works,  &c. 

Sand,  where  collected  and  employed. 

Wood,  as  sawdust  in  saw-mills,  carpenter's  shops,  &c. 

Soot,  when  chimneys  are  swept,  &c. 

Earthenware,  clay,  and  china — in  the  work-rooms. 

Steel,  where  such  is  ground  and  worked  up— as  by 
cutlers,  file-makers,  steel-grinders,  needle  and  pin  makers, 
tool  makers,  &c. 

Lead,  where  such  is  being  worked  with — as  by  file- 
makers,  printers,  white-lead  manufacturers,  plumbers, 
painters,  glaziers,  lapidaries,  file-makers,  lead-miners, 
type-founders,  glazed  card  manufacturers,  earthenware 
manufacturers,  &c. 

Fabrics  of  clothing,  i.e.,  wool,  silk,  cotton,  linen,  flax, 
&c.,  in  factories  of  these  articles. 

Wheat,  and  other  flour,  in  mills,  bakeries. 

Arsenic,  in  wall-paper,  and  artificial  flower  manu- 
factories. 

Copper,  in  brass  founderies,  copper  smitheries,  and 
tin-plate  works. 

Bichromate  of  potassium,  &c.,  in  manufactories  of 
such. 

Pearl-dust,  in  button,  &c.,  manufactories. 

Glass,  in  glass-works,  sand-paper  making,  &c. 

Phosphorus  in  match  manufactories,  especially  before 
the  red  or  amorphous  phophorus  was  used. 

Mfercuryj  in  silvering  and  gilding  works  —  before 
electrolysis  was  employed. 
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CHAPTER  VIII. 

The  Characters  of  the  Air  Collected  from  Various 
Sources. 

Marsh  Air. 

The  air  collected  over  marshy  regions  is  contaminated 
by  the  products  of  vegetable  putrefaction  and  fermenta- 
tion ;  for  the  circumstances  of  moisture  are  just  those 
which  favour  these  changes,  i.e.,  sufficiency,  but  not  ex- 
cess ;  and  the  temperature  being  favourable  will  also 
aid  materially  in  these  changes. 

Such  air  contains  : — Excess  of  carbonic  acid — about 
o"055  per  cent,  being  the  mean ;  marsh  gas  in  considerable 
quantity  ;  sulphuretted  hydrogen  is  also  sometimes  in 
considerable  quantity  ;  watery  vapour  in  large  amount ; 
ammonia  in  traces ;  ozone  in  faint  traces  generally ; 
phosphuretted  hydrogen  in  faint  traces.  Decaying  or- 
ganic matters,  (vaporous  and  solid),  together  with  living 
minute  forms  of  animal  and  vegetable  life,  constitute 
almost  entirely  the  suspended  matter ;  such  is  found, 
therefore,  to  mainly  consist  of  vegetable  debris,  algse, 
diatoms,  fungi,  bacteria  and  other  micro-organisms, 
(which  in  some  countries  may  include  the  bacillus 
malariae) — most  of  which  gain  access  to  the  atmo- 
sphere by  the  ascensional  force  of  evaporation. 

In  those  cases  where  the  presence  of  sulphuretted 
hydrogen  is  marked,  there  must  be  soluble  sulphates  in 
the  marsh  water  which  have  become  deoxidised  to  sul- 
phides by  reducing  agents  (chiefly  organic  matter) — 
from  which  the  sulphuretted  hydrogen  is  doubtless 
formed  by  the  action  of  vegetable  ("peaty,"  &c.)  acids. 
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Sewer  Air. 

Sewer  air  is  of  course  variable  in  composition.  Its 
reaction  is  generally  alkaline. 

Oxygen  is  variously  diminished,  according  to  the  effi- 
ciency of  the  sewer  ventilation  ;  it  is  sometimes  in  nor- 
mal proportions. 

Carbonic  acid  is  variously  increased  from  the  same 
cause ;  it  probably  does  not  average  more  than  twice 
the  normal  amount. 

Ammonium  \ 

Sulphuretted  hydrogen!  are  present  in  small  quanti- 

Ammonium  sulphide      |      ties. 

Carbon  bisulphide         > 

Marsh  gas  is  small  in  amount,  or  absent. 

The  foetid  and  putrid  organic  vapours  of  sewage,  are, 
according  to  Odling,  allied  to  the  compound  ammonias, 
and  are  probably  carbo-ammoniacal,  and  contain  traces 
of  ptomaines  and  leucomaines  {i.e.,  animal  alkaloids). 

Moulds,  fungi,  and  bacteria  (chiefly  bacilli),  and  their 
spores,  together  with  animal  and  vegetable  debris,  ap- 
pear to  constitute  almost  the  entire  suspended  matter. 
Micro-organisms  average  about  6  per  litre  in  the  air  of 
a  good  sewage  system. 

Air  over  Burial  Grounds. 

The  oxygen  is  slightly  diminished. 
The   carbonic   acid  varies,  but  is   commonly   about 
twice  the  normal  amount. 
Ammonia  J 

Ammonium  sulphide      >in  faint  traces. 
Sulphuretted  hydrogen  \ 
Organic  vapours. 
Animal  and  vegetable  debris,  fungi,  bacteria,  &c. 
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The  Air  of  Mines. 

The  oxygen  is  diminished  in  proportion  to  the  effici- 
ency of  ventilation  ;  the  carbonic  acid  is  increased  also 
proportionate  to  the  ventilation  ;  marsh  gas,  in  small  or 
large  amount ;  frequently  a  little  sulphuretted  hydrogen 
is  present ;  organic  matter — chiefly  vegetable ;  few 
moulds,  fungi,  or  bacteria. 

Blasting  by  gun-powder  yields  to  the  atmosphere  : — 
carbonic  acid,  carbonic  oxide,  carbon,  hydrogen,  sul- 
phuretted hydrogen,  and  mineral  salts  (of  potassium) . 


The  Air  during  Fogs. 

Reaction  acid  ;  the  oxygen  is  diminished ;  the  car- 
bonic acid  very  much  increased — may  reach  o-og  per 
cent. ;  sulphurous  acid  in  small  quantity  ;  carbon  bisul- 
phide in  traces  ;  carbonic  oxide  in  traces  ;  ammonium 
sulphide  or  carbonate  in  small  quantity ;  sulphuretted 
hydrogen  generally  in  faint  traces  ;  watery  vapour  ex- 
cessive ;  fine  suspended  particles  of  carbon  and  tarry 
matters,  together  with  the  commoner  forms  of  sus- 
pended matter  in  air  [quod  vide). 


Ground  Air. 

Ground  air  may  be  sucked  from  considerable  distances 
into  a  house,  owing  to  the  aspirating  effect  of  the 
warmed  and  expanded  air  of  the  house  itself ;  and  the 
foul  air  of  cesspools  has  been  shown  to  be  sucked  through 
the  earth  into  a  dwelling,  for  distances  of  over  20  feet. 


234 


LABORATORY   WORK. 


When  it  is  borne  in  mind  that  many  houses  contain 
cellars  built  in  and  ventilated  considerably  below  the 
ground  level,  it  is  not  difficult  to  see  how  "  ground 
air"  must  enter  materially  into  the  constitution  of  the 
atmosphere  of  such  cellars. 

A  consideration  of  the  character  of  ground  air  will 
show  its  undesirability  !  It  contains  an  enormously  high 
percentage  of  carbonic  acid,  and  the  maximum  amount 


Fig.  38. — Hesse's  apparatus  for  collecting  ground  air. 

of  this  impurity  is  always  found  between  July  and 
November — doubtless  due  to  the  amount  of  vegetable 
life  which  dies  off  in  the  early  autumn,  and  the  circum- 
stance that  at  that  season  the  temperature  and  moisture 
prevalent  favour  its  rapid  decomposition. 

The  escape  of  large  quantities  of  ground  air  into  base- 
ments and  cellars  will,  then,  be  best  detected  by  ex- 
amining  the   atmosphere   for   carbonic   acid,   and   any 
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considerable  excess  of  this  gas  not  otherwise  accounted 
for,  points  to  such  pollution ;  other  impurities  likewise 
being  present  it  becomes  a  question  as  to  whether  these 
are  derived  from  the  same  source,  and  the  matter  can 
be  settled  by  collecting  a  sample  of  the  ground  air  in 
the  vicinity  of  the  house,  analysing  it,  and  comparing 
it  with  that  of  the  house  basement. 

A  sample  of  ground  air  is  conveniently  taken  in  the 
following  way  : — A  sharp-pointed  narrow  steel  cylinder, 
with  numerous  perforations  just  above  its  point,  is 
driven  into  the  earth  to  depths  varying  from  i  to 
6  feet.  The  upper  end  of  the  tube  is  connected 
with  a  large  air  jar,  which  is  again  connected  to  an 
aspirator.  The  connection  between  the  jar  and  the 
steel  cylinder  is  shut  off,  and  the  jar  is  first  emptied, 
by  means  of  the  aspirator,  of  the  air  it  contains  ;  the 
connection  is  then  re-established  and  the  sample  col- 
lected. 
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CHAPTER   IX. 

Scheme  for  the  Detection  of  Gases  when  present 
IN  LARGE  Quantities. 

{Mainly  constructed  for  use  of  Candidates  for  Examinations  in 
Hygiene). 

Whereas  for  the  detection  of  the  various  gases  which 
contaminate  an  atmosphere,  no  better  course  can  be 
pursued  than  that  of  passing  air  through  doubly  dis- 
tilled ammonia-free  water,  and  then  treating  this  water 
according  to  the  tests  already  given — yet,  when  these 
gases  exist  in  considerable  quantities  (as  in  the  atmo- 
sphere of  chemical  manufactories,  or  those  manufac- 
tories in  which  chemicals  are  employed),  they  can  be 
discovered  by  tests  applied  directly  to  the  air  itself — 
such  as  by  the  exposure  of  strips  of  filtering  paper 
appropriately  prepared,  &c. 

To  test  the  knowledge  of  candidates  presenting  them- 
selves for  examination  in  Public  Health,  generally  a 
large  amount  of  a  gas  is  put  into  a  small  air -jar ;  and  two 
or^three  of  these  jars,  containing  each  a  different  gas,  are 
placed  before  the  candidate.  In  these  cases  he  cannot 
do  better  than  adopt  the  following  ready  method  of 
procedure,  which  has  been  devised  to  meet  these  special 
circumstances,  and  is  of  course  of  no  use  where  small 
quantities  of  gases  are  concerned. 

1.  The  air -jar  contains  large  quantities  of  the  gas. 

2.  Partially  remove  the  stopper,  smell,  and  replace  as 
quickly  as  possible. 
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Free  chlorine  has  a  pecuHar  and  disagreeable  odour, 
and  is  particularly  irritating  to  the  throat  and  lungs  ; 
when  in  very  small  quantities  the  odour  closely  resem- 
bles that  of  seaweed. 

Hydrochloric  acid  has  a  fainter  chlorine-like  odour. 

Carbonic,  nitric,  and  nitrous  acids,  have  no  marked 
smell. 

Sulphurous  acid  has  a  pungent  sulphur-like  smell. 

Ammonia,  ammonium  sulphide,  and  sulphuretted 
hydrogen,  all  possess  well-known  and  characteristic 
smells. 

Carbon  bisulphide  has  a  peculiar  and  disagreeable 
garliky  odour. 

3.  Moisten  two  pieces  of  delicate  red  and  blue  litmus 
papers  in  neutral  distilled  water,  and  catch  these  be- 
tween the  stopper  and  the  neck  of  the  bottle — in  such  a 
way  that  they  hang  down  into  the  bottle  free  of  the 
sides.  Note  any  change  in  the  colour  of  these  papers 
after  waiting  a  minute  or  so. 

4.  Poiur  rapidly  into  the  jar  a  small  quantity  of  dis- 
tilled ammonia-free  water  {i.e.,  about  the  amount  which 
half  fills  a  small  test-tube),  and  replace  the  stopper  at 
once ;  then  shake  vigorously  several  times,  so  that  the 
bulk  of  the  gases  may  be  taken  up. 

5.  Half  of  this  water  is  then  decanted  into  a  test-tube 
and  tested  as  follows :  — 

A.  If  the  blue  litmus  paper  turns  red  {i.e.,  the  gas  is  acid), 
it  is  either  carbonic  acid,  hydrochloric  acid,  sulphurous 
acid,  nitric  or  nitrous  acids. 

Add  a  drop  or  two  of  a  solution  of  silver  nitrate  to  some  of 
the  distilled  water  emptied  from  the  jar  into  a  test-tube. 

(a)  There  is  a  white  precipitate,  which  denotes  the  pre- 
sence of  either  : — 

I.  Carbonic  acid.— Very  slight  precipitate,  which  is  in- 
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soluble  in  nitric  acid  ;  acidity  also  very  faint ; 
clear  baryta  water  added  to  the  jar  becomes 
turbid — which  turbidity  is  increased  by  adding 
liquor  ammonise. 

2.  Hydyochloric  acid. — Marked  precipitate  ;  insoluble  in 

nitric  acid,  but  soluble  in  liquor  ammonise ; 
acidity  also  marked. 

3.  Sulphurous    acid.' — Marked    precipitate ;    soluble  in 

nitric   acid ;    the   original   precipitate    on   being 
heated  darkens  (AgjS). 
(6)  There  is  no  precipitate,  from  which  is  inferred  the 
presence  of  either  : — 

1 .  Nitric  acid. — Add  brucine  and  sulphuric  acid  to  the 

original  water,  and  note  the  appearances  of  the 
pink  zone  changing  to  yellow  and  brown  ;  or  add 
a  crystal  of  ferrous  sulphate  and  then  sulphuric 
acid  to  the  original  water,  and  note  the  brown 
coating  of  the  green  crystal. 

2.  Nitrous  acid. — Add  a  drOp  each  of  the  solutions  of 

starch  and  potassium  iodide,  and  then  a  drop  of 
sulphuric  acid — a  blue  colour  forms  in  the 
presence  of  this  acid ;  or  the  meta-phenylene- 
diamine  test  may  be  applied. 
B.  //  the  red  paper  is  turned  blue  {i.e.,  the  gas  is  alka- 
line), it  is  either  : — 

1.  Ammonia. — Add  a  drop  or  two  of  Nessler's  reagent 

to  some  of  the  distilled  water  from  the  jar,  and  a 
yellow  to  amber  colour  appears  ;  odour  charac- 
teristic. 

2.  Ammonium  sulphide. — Nessler's    reagent    causes    a 

black  colour  to  appear  ;  nitro-prusside  of  sodium 
creates  a  violet  colour  ;  odour  characteristic,  i.e., 
that  of  rotten  eggs  predominates,  but  a  deep  sniff 
will  always  also  detect  the  presence  of  the  am- 
monia. 


DETECTION    OF    GASES.  239 

C.  //  the  litmus  is  not  affected*  {i.e.,  the  gas  is  appar- 
ently neutral),  it  is  either  : — 

1.  Sulphuretted  hydrogen. — Lead   acetate   papers    sus- 

pended in  the  jar  are  darkened,  as  are  also 
solutions  of  lead,  iron,  or  copper  salts  ;  odour 
characteristic. 

2.  Carbon   bisulphide. — A   highly   inflammable    vapour 

with  a  garlicky  odour ;  the  condensed  liquid  burns 
with  a  yellow  flame,  giving  off'  sulphur  fumes,  and 
leaving  a  yellow  deposit  of  sulphur  behind. 

D.  //  the  litmus  papers  are  slowly  bleached,  the  gas  is  : — 
I.  Chlorine. — Filtering  paper  moistened  in  a  solution 

of  potassium  iodide  and  suspended  in  the  jar  is 
first  darkened  and  then  bleached  ;  odour  charac- 
teristic. 
Note. — Sulphuretted  hydrogen  has   many  reactions 
in  common  with  ammonium  sulphide,  i.e.,  both  gases 
will  darken  lead  acetate  papers  and  solutions  of  lead, 
copper    or    iron    salts,    and   their   odours    are    closely 
similar ;  but  they  may  be  readily  told  apart  if  attention 
is  paid  to  the  subjoined  differences  : — 

Ammonium  sulphide. — Alkaline  reaction ;  creates  a  violet 
colour  with  solutions  of  nitro-prusside  of  sodium  ;i  odour 
of  rotten  eggs  and  ammonia. 

Sulphuretted  hydrogen.  —  Neutral  reaction;  no  effect 
upon  the  nitro-prusside  ;  odour  of  rotten  eggs  alone. 

*  If  neither  acid  or  alkaline,  no  water  should  be  added  to  the 
air-jar. 

f  This  reaction  is  only  got  from  alkaline  sulphides. 
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Two  OF  Glaisher's  Tables. 

Table  I. — Factors  by  which  it  is  necessary  to  multiply 
the  excess  of  the  reading  of  the  dry  thermometer 
over  that  of  wet,  to  give  the  excess  of  the  tem- 
perature of  the  air  above  that  of  the  dew  point— for 
every  degree  of  air  temperature:  from  32°  to  75°. 


Reading  of  Dry 
Bulb  Ther. 

Factor. 

Reading  of  Dry 
Bulb  Ther. 

Factor. 

Degree. 

Degree. 

32 

3-32 

54 

1-98 

33 

3-OI 

55 

I -96 

34 

277 

56 

1-94 

35 

260 

57 

1-92 

35 

2*50 

58 

1-90 

37 

242 

59 

1-89 

38 

2-36 

60 

1-88 

39 

2-32 

61 

1-87 

40 

2-2g 

62 

1-86 

41 

2-26 

63 

1-85 

42 

2-23 

64 

1-83 

43 

2'20 

65 

1-82 

44 

2-i8 

66 

i-8i 

45 

2-i6 

67 

i-8o 

46 

2-14 

68 

179 

47 

2-12 

69 

178 

48 

2-10 

70 

177 

49 

2-o8 

71 

176 

50 

2'o6 

72 

175 

51 

2-04 

73 

174 

52 

2-02 

74 

173 

53 

2'00 

75 

172 
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Table  II. — Showing  the  weight  in  grains  of  a  cubic 
foot  of  vapour  {i.e.,  grains  of  vapour  to  saturate  a 
cubic  foot  of  dry  air),  under  the  pressure  of  30 
inches  of  mercury — for  every  degree  of  temperature 
from  32°  to  75°. 


Temperature 
Fahr. 

Weight  in  Grs. 

OF  A  Cubic  Foot 

OF  Vapour. 

Temperature 
Fahr. 

Weight  in 

Grs.  op  a 

Cubic  Foot 

OF  Vapour. 

Degree. 

Grains. 

Degree. 

Grains. 

32 

2-13 

54 

471 

33 

2-21 

55 

4-87 

34 

2-30 

56 

5-04 

35 

2'39 

57 

5-21 

36 

2-48 

58 

5-39 

37 

2-57 

59 

5-58 

38 

2-66 

60 

577 

39 

276 

61 

5-97 

40 

2-86 

62 

6-17 

41 

2-97 

63 

6-38 

42 

3-o8 

64 

6-59 

43 

3-20 

65 

6-8i 

44 

3-32 

66 

7-04 

45 

3-44 

67 

7-27 

46 

3-S& 

68 

7-51 

47 

3-69 

69 

776 

48 

3-82 

70 

8-OI 

49 

3-96 

71 

8-27 

50 

4-10 

72 

8-54 

51 

4-24 

73 

8-82 

52 

4"39 

74 

g'lo 

53 

4-55 

75 

9-39 
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PART  IV. 

COAL  GAS  ANALYSIS. 


CHAPTER  I. 

The  Composition  and  Analysis  of  Coal  Gas. 

As  it  issues  from  the  retort,  crude  coal  gas — the  volatile 
product  of  the  destructive  distillation  of  coal — contains 
large  quantities  of  "  impurities,"  in  the  form  of  water, 
tarry  matters,  ammonia,  carbonic  acid,  sulphuretted 
hydrogen  and  carbon  bisulphide ;  and  it  is  therefore 
necessary  to  effect  considerable  purification.  This  is 
done  by  passing  it  through  condensers,  which  remove  most 
of  the  watery  vapour  and  tarry  matters,  and  some  of 
the  ammonia  (absorbed  by  the  condensed  vapour) ; 
through  scrubbers,  which  remove  the  remaining  ammonia 
and  tarry  matters ;  through  lime  purifiers,  for  the  removal 
of  darbonic  acid ;  and  lastly,  through  purifiers  of  an 
iron  salt  (generally  an  oxide)  for  the  abstraction  of 
sulphuretted  hydrogen — a  sulphide  of  the  metal  being 
formed.  Where  carbon  bisulphide  has  to  be  removed, 
a  small  purifier  of  calcium  sulphide  is  used — with  the 
result  that  a  sulpho-carbonate  is  formed. 
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A  volumetric  analysis  of  coal  gas  (by  Bunsen,  Heidelberg). 


Hydrogen            .... 

. 

46'2 

Marsh  gas  (CHJ  or  "light  carburetted 

hydrogen "      . 

34-02 

Carbonic  oxide'* 

8-88 

Carbonic  acid     .... 

3-OI 

Ethylene  (CjH^)  or  "  olefiant  gas,' 

or 

"  heavy  carburetted  hydrogen  " 

2-55 

Nitrogen 

2-15 

Benzene     

1-33 

Propylene            .... 

I"2I 

Oxygen 

0-65 

Minute  traces  of  napthalene 

— 

lOO'OO 

Coal  gas  is  thus  seen  to  be  a  compound  gas,  con- 
sisting of  illuminants,  diluents,  and  impurities  {i.e.,  car- 
bonic acid,  sulphuretted  hydrogen  and  other  sulphur 
compounds). 

The  illuminants  are  the  benzene,  propylene,  naptha- 
lene, and  ethylene. 

The  hydrogen,  marsh  gas,  and  carbonic  oxide,  dilute 
these  illuminants,  and  themselves  burn  without  creating 
luminosity — though  furnishing  heat.  The  composition 
of  "  pure  "  coal  gas  must  vary  in  every  case,  of  course, 
according  to  the  efficiency  of  the  means  taken  to  purify 
the  crude  gas,  but  an  average  of  the  London  companies 
would  be  about : — 

Hydrogen  ...  45 
Marsh  gas  .  •  ■  35 
Carbonic  oxide  .         .  7 

•  Carbonic  oxide  has  been  estimated  as  high  as  11  per  cent. 

R  2 
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Illuminants       ...  6  (ethylerie  =  3) 

Carbonic  acid  .         .  3 

Nitrogen.  ...  2 

Sulphurous  acid 

Sulphuretted  hydrogen 

Carbon  bisulphide    . 

Ammonium  sulphide 
In  "  gas  "  which  has  been  but  little  purified,  traces  of 
many  complex  substances  may  be  present,  (mostly  alco- 
hols and  hydrocarbons)  but  neither  their  importance 
or  frequency  of  occurrence  is  such  as  to  make  their  in- 
clusion here  desirable. 

Professor  Roscoe  found  the  following  differences  in 
channel  and  coal  gas  : — 


Channel  gas 
Coal  gas 


Hydrogen. 


25-82 
47-60 


Marsh 


51-20 
41-53 


Carbonic 
oxide. 


7-83 
7-82 


Heavy  hydro- 
carbons. 


13-06 
3-05 


Nitrogen,  carbonic  acid 
and  oxygen. 


2-07 


After  combustion  the  following  changes  have  occurred 
in  coal  gas  : — 

Nitrogen  ...... 

Water 

Carbonic  acid  ..... 

Carbonic  oxide,  variable,  and  least  when 
combustion  is  most  complete ;  generally 
about  ..... 

Sulphurous  acid      .... 
Ammonia,  &c.  .... 

One  volume  of  coal  gas  uses  up  the  oxygen  of  from 
6  to  8  volumes  of  air  in  complete  combustion,  and  pro- 
duces about  2  volumes  of  carbonic  acid ;  and  each  cubic 
foot  burnt  furnishes  0-2  to  0-5  grains  of  sulphurous  acid. 


67 

16 

7 


5  to  6 


;1 
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The   Analysis. 

It  is  beyond  our  purpose  to  go  into  the  matter  of 
a  complete  analysis  of  coal  gas  ;  what  concerns  us 
mainly  is  to  learn  whether  it  is  sufficiently  purified  that 
the  products  of  its  combustion  shall  not  yield  injurious 
amounts  of  harmful  gases  (such  as  sulphuretted  hydro- 
gen and  other  sulphur  compounds,  &c.)  to  the  atmo- 
sphere of  our  rooms,  and  also  whether  the  illuminating 
power  it  supplies  is  constantly  efficient.  The  value 
of  the  estimation  of  the  sulphur  compounds  is  of 
especial  hygienic  import,  and  Professor  Corfield  has 
pointed  out  that  when  coal  gas  gains  admittance  to  the 
atmosphere,  in  constant  though  small  quantities  -  as 
from  defects  in  pipes  or  burners— people  breathing  this 
atmosphere  aire  apt  to  contract  relaxed  and  ulcerated 
conditions  of  the  throat,  due  in  all  probability  to  the 
sulphur  compounds  which  are  added  to  the  atmosphere 
by  the  escaping  gas. 

Another  possible  source  of  such  air  pollution  resides 
in  the  fact  that  coal  gas  can  frequently  be  detected,  in 
small  quantities,  in  the  ground  air  collected  from  the 
earth  adjacent  to  gas  pipes ;  and  there  is  no  doubt  that 
the  gas  has  the  power,  in  these  cases,  of  passing,  under 
favourable  conditions,  through  the  pipes  in  small  quan- 
tities. When  the  escape  is  in  large  quantities,  into  an 
atmosphere  more  or  less  confined,  the  result  may  be 
fatal  to  those  breathing  it ;  this  fact  is  due  chiefly  toj 
the  large  amount  of  carbonic  oxide  which  thus  gains 
access  to  the  air,  and  the  symptoms  are  accordingly 
those  of  poisoning  by  this  agent. 
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The  Gaseous  Compounds  of  Sulphur. 

The  sulphur  in  coal  gas  has  been  estimated  as  high 
as  60  grains  in  100  cubic  feet  of  gas ;  but  its  amount 
will  necessarily  vary  with  the  pyrites  in  the  coal  em- 
ployed, the  manufacture  of  the  gas,  and  the  efficiency 
with  which  provision  for  purification  is  made  and  main- 
tained. The  sulphur  is  mainly  in  the  form  of  sulphur- 
etted hydrogen,  sulphurous  acid,  and  carbon  bisulphide. 

Sulphuretted  hydrogen. — This  harmful  constituent  of 
crude  coal  gas  (of  which  it  may  form  as  much  as  1000 
grains  in  100  cubic  feet)  can  be  so  easily  and  thoroughly 
removed  by  the  employment  of  efficient  purifiers,  that 
there  is  no  excuse  for  its  presence  in  the  gas  as  sup- 
plied to  consumers.  By  Acts  of  Parliament  all  gas 
supplied  must  be  wholly  free  from  this  impurity ;  a 
quantitative  estimation,  therefore,  is  unnecessary,  since 
any  trace  suffices  to  condemn  the  gas. 

In  making  a  qualitative  determination  the  Gas 
Referees  recommend  that  the  gas  should  be  passed, 
as  it  leaves  the  service  pipe,  through  an  apparatus 
(figure  39),*  in  which  are  suspended  slips  of  bibu- 
lous paper  impregnated  with  the  basic  acetate  of 
lead  (i  part  of  sugar  of  lead  to  8-9  parts  of  water). 
Such  papers  become  darkened  in  the  presence  of  sul- 
phuretted hydrogen,  &c.,  in  degree  varying  with  the 
amount  of  this  agent  present ;  the  faintest  indication 
will  generally  be  found  in  a  slight  discoloration  of  the 
extreme  margin  of  the  papers. 

Sulphurous  acid,   and  sulphur  compounds  other  than  suU 

*  For  the  illustrations  of  apparatus  required  in  gas  analysis,  I  am 
indebted  to  William  Sugg  and  Co.,  Gas  Engineers,  London. 


ANALYSIS    OF    COAL    GAS. 


247 


pkuyetted  hydrogen. — These  are  estimated  by  collecting 
the  sulphur  as  sulphuric  acid,  into  which  it  is  converted 
by  combustion  ;  precipitating  this  by  baric  chloride  as 
the  sulphate  of  baryta,  and  then  estimating  the  sulphur 
in  the  precipitate  (of  BaSO^). 

The  gas  is  passed  through  a  meter,  by  means  of  which 
the  rate  of  flow  can  be  adjusted  and  registered  to  half  a 
cubic  foot  per  hour,  and  in  which  a  self-acting  move- 


FiG.  39. — Apparatus  for  testing  the  presence  of  sulphuretted  hydro- 
gen. 

ment  shuts  off  the  gas  when  10  cubic  feet  have  passed 
through.  The  meter  employed  is  shown  in  figure  40. 
The  dial  of  the  meter  is  divided  into  100  parts,  and 
each  complete  revolution  of  the  index  hand  represents 
that  one  cubic  foot  of  gas  has  passed  through  the 
apparatus;  and  each  division,  therefore,  represents 
j^  of  a  cubic  foot.  The  position  of  the  long  index  hand 
on  the  dial  must,  accordingly,  be  carefully  noted  at  the 
commencement  of  each  test. 
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When  making  the  estimation  no  other  gas  should  be 
burning  in  the  same  room,  and,  according  to  the  direc- 
tions of  the  Referees,  the  gas  (which  has  been  freed  from 
sulphuretted  hydrogen)  is  to  be  burnt  in  a  small  Bunsen 
burner  mounted  upon  a  short  cylindrical  stand  (figs.  41 
and  42),  perforated  with  holes  for  the  admission  of  air 
(which  is  necessary  to  support  combustion),  and  which 
has,  on  its  upper  surface,  a  deep  circular  channel  to  re- 
ceive the  wide  end  of  a  trumpet-shaped  glass  tube.     On 


Fig.  40. — The  experimental  "  gas  "  meter. 


the  top  of  the  stand,  between  the  narrow  stem  of  the 
burner  and  the  surrounding  glass  tube,  are  to  be  placed 
pieces  of  commercial  sesqui-carbonate  of  ammonia 
weighing  in  all  about  2  oz. 

The  products,  both  of  the  combustion  of  the  gas 
and  of  the  gradual  volatilisation  of  the  ammonia,  go 
upwards  through  the  trumpet-tube  into  a  vertical  glass 
cylinder  packed  with  glass  balls  (to  break  up  the  current 
and  promote  condensation) ;  from  the  top  of  this  cylinder 
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a  long  glass  pipe  issues,  and  serves  to  effect  some 
further  condensation,  as  well  as  to  regulate  the  draught 
and  afford  an  exit  to  the  non-condensable  gases.  In 
the  bottom  of  the  cylinder  is  fixed  a  small  glass  tube, 
through  which  the  condensed  liquid  arising  from  the 
combustion  of  the  hydrogen  in  the  gas  (and  containing 
the  sulphuric  acid)  passes  into  a  beaker  placed  beneath. 
All  parts  of  the  apparatus  must  of  course  fit  accu- 
rately, and  the  india-rubber  connections  must  permit  of 
no  escape.  The  gas  flame,  which  should  not  be  lumin- 
ous, is  of  necessity  very  low  indeed— since  only  half  a 
cubic  foot  per  hour  is  burnt ;  and  when  10  cubic  feet  of 
gas  have  passed  through,  the  cylinder'  and  trumpet-tube 
are  to  be  well  washed  with  distilled  water,  and  these 


Fig.  41.— Burner  with  fittings  used  for  estimating  sulphur  compounds. 

washings  are  added  to  and  mixed  with  the  contents  of 
the  beaker.  Fresh  pieces  of  sesqui-carbonate  of  am- 
monia are  to  be  used  for  each  test.  Slight  excess  of 
hydrochloric  acid,  followed  by  an  excess  of  a  solution  of 
the  chloride  of  barium,  are  next  added  to  the  whole,, 
which  is  then  well  boiled  for  five  minutes.  The  precipi 
tate  of  sulphate  of  baryta  which  has  formed  must  be  col- 
lected on  a  Swedish  filter  paper,  and  then  several  quan- 
tities of  hot  distilled  water  passed  through  the  filter- 
so  that  it  may  be  thoroughly  freed  of  any  baric  chloride 
and  ammonium   chloride    remaining   behind   with   the 
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baric  sulphate.  This  "washing"  is  repeated,  there- 
fore, until  a  drop  of  a  solution  of  silver  nitrate,  added 
to  the  filtrate  in  a  test-tube,  gives  no  cloudiness.  The 
filter  paper,  with  its  contained  baric  sulphate,  has  then 
to  be  dried  in  the  water  oven ;  and  afterwards  folded  up 


Fig.  42. — Complete  apparatus  for  estimating  the  sulphur  compounds 
in  coal  gas. 


and  placed  within  a  weighed  platinum  dish,  which  is 
then  gradually  heated  to  redness,  and  retained  thus 
until  the  filter  paper  has  burnt  off  {i.e.,  no  dark  specks, 
&c.,  remain).  Then  the  platinum  dish  is  allowed  to 
cool  in  a  desiccator   over   strong   sulphuric  acid,  and 
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subsequently  weighed.     The  excess  of  this  weight  over 
that  of  the  empty  dish  is  due  to  baric  sulphate. 

Now  the  atomic  weight  of  barium  =  137. 
,,  ,,  ,,         sulphur  =    32. 

,,  „  „  oxygen  =    16. 

.•.  the  combining  weight  of  the  compound  (BaS04)  = 
233,  of  which  S  =  32.  .•.  the  sulphur  forms  ^%  of 
BaSO^,  i.e.,  o'i37. 

.-.  Supposing  8-6  grains  of  baric  sulphate  are  found 
in  10  cubic  feet  of  gas,  then  8*6  x  0-137  will  represent 
1-178  grains  of  sulphur  in  10  cubic  feet,  or  ii-78  grains 
in  100  cubic  feet. 

The  number  is  to  be  corrected  for  the  variations  of 
temperature  and  atmospheric  pressure,  in  the  same 
manner  as  that  of  the  illuminating  power  (quod  vide) — 
except  that  the  readings  of  the  thermometer  and  baro- 
meter are  to  be  taken  for  the  day  on  which  the  testing 
commenced,  and  also  the  day  on  which  it  closed,  and 
the  mean  of  the  two  is  to  be  used. 

The  maximum  permissible  amount  is  17  (22  in  the 
winter)  grains  of  sulphur  in  every  100  cubic  feet  of  gas 
(Gas  Referees). 

Ammonia. — Traces  of  this  gas  may  escape  absorption 
by  the  water  in  "  the  hydraulic  main,"  and  the  "  scrub- 
bers "  through  which  it  subsequently  passes.  This  agent 
besides  adding  an  impurity  to  the  atmosphere,  acts 
deleteriously  upon  many  of  the  metallic  fittings,  &c., 
about  a  room.  Its  presence  may  be  detected  by  ex- 
posmg  to  the  "gas"  a  filtering  paper,  dipped  in  the 
Nessler  reagent,  and  noting  any  degree  of  yellowing 
which  may  ensue.  It  is  necessary,  however,  to  make  a 
quantitative  examination ;  and  the  Gas  Referees  recom- 
mend that  the  coal  gas  should  be  passed  through  a 
glass  cylinder  (fig.  43)  filled  with  glass  beads  which 
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have  been  moistened  with  a  measured  quantity  (con- 
siderably in  excess  of  any  quantity  of  ammonia  likely 
to  be  present)  of  standard  sulphuric  acid,  25  septems 
of  which  will  neutralise  one  grain  of  ammonia.  One 
terminal  tube  of  the  cylinder  is  connected  with  the 
"  gas  "  supply,  and  the  other  with  the  meter;  and  the 
"  gas  "  is  to  be  passed  through  at  the  rate  of  about  half 
a  cubic  foot  per  hour  for  20  hours,  so  that  10  cubic  feet 
of  gas  shall  be  examined.  The  sulphuric  acid  fixes 
the  ammonia  present,  and  its  acidity  is  thereby  corre- 
spondingly decreased.  The  glass  cylinder  and  its  con- 
tents are  washed  out  with  neutral  distilled  water, 
the  washings  coloured  with  litmus  and  tested  by  a 
solution  of  ammonia  (100  septems  of  which  contain 
one  grain  of  ammonia)  until  the  colour  changes  : — i.e., 
until  the  whole  of  the  sulphuric  acid  has  been  neutra- 
lised. 100  septems  of  the  standard  ammonia  solution 
exactly  neutralise  25  of  the  acid  ;  note,  therefore,  how 
much  of  the  100  septems  of  the  ammonia  solution  em- 
ployed remain  in  the  burette  after  complete  neutralisa- 


FiG.  43. — Apparatus  for  estimating  ammonia. 

tion  has  been  effected,  and  this  represents  the  degree  of 
neutralisation  brought  about  by  the  ammonia  in  the 
"  gas."  Suppose  20  septems  remain  ; — then,  since  100 
contain  i  grain  of  ammonia,  20  contain  J  grain  ;  and  .'. 
10  cubic  feet  of  "gas"  contain  i  grain,  or  100  con- 
tain 2. 

The  maximum  amount  of  this  impurity  shall  be  4 
grains  per  100  cubic  feet  (Gas  Referees). 

The  illuminating  power. — This    is    ascertained    by    a 
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simple  method  of  comparing  the  light  furnished  by  the 
gas,  burning  at  a  certain  rate  {i.e.,  5  cubic  feet  per  hour), 
with  that  furnished  by  sperm  candles,  burning  at  the 
rate  of  120  grains  per  hour.  The  meter  employed  to 
measure  the  rate  at  which  the  gas  is  issuing  is  slightly 
different  from  the  one  mentioned  above.  There  are 
two  hands  upon  the  dial,  the  position  of  which  are  care- 
fully noted  at  the  time  of  commencing  the  test.  The 
dial  is  divided  into  50  divisions,  and  each  complete 
revolution  represents  J^  cubic  foot ;  each  division, 
therefore,  represents  ^^  cubic  foot. 

The  illuminating  power  of  gas  is  tested  by  means  of 
an  instrument  termed  a  photometer,  by  which  the  inten- 
sity of  the  light  of  the  gas  flame  is  compared  with  that 
of  sperm  candles.  In  Bunsen's  photometer  the  two 
lights  are  placed  on  either  side  of  a  screen  of  white 
paper,  which  has  a  round  spot  of  grease  in  the  middle ; 
the  gas  light  is  a  fixture,  but  the  candle  light  can  be 
moved  towards  the  screen,  until  the  transparent  spot, 
as  reflected  onto  a  small  mirror  immediately  on  either 
side  of  the  screen,  is  invisible  on  either  side.  Another 
method  of  photometry  is  that  of  comparing  the  intensity 
of  the  two  shadows  cast  by  the  different  lights. 

The  intensities  of  the  two  lights  differ  as  the  squares 
of  their  distances  from  the  screen. 

The  following  notifications  of  the  Metropolitan  Gas 
Referees  are  valuable  ; — ■ 

The  testings  for  illuminating  power  shall  be  three  in 
number,  daily ;  to  be  taken  at  intervals  of  not  less  than 
one  hour. 

The  gas  in  the  photometer  is  to  be  kept  burning  fcr 
at  least  15  minutes  before  any  testing  is  made. 

A  clean  chimney  is  to  be  placed  on  the  burner  before 
each  testing. 
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The  candles  should  be  sperm  candles,  6  to  the  pound, 
each  burning  1 20  grains  an  hour.  Two  of  these  candles 
shall  be  used  together,  and  the  3  testings  made  on  one 
day  shall  be  made  with  3  different  pairs  of  candles. 

Each  testing  shall  consist  of  an  average  taken  of  10 
observations  of  the  photometer,  made  at  intervals  of  one 
minute. 

The  rate  of  burning  of  the  gas  in  each  burner  shall 
be  5  cubic  feet  per  hour  (shown  by  the  long  hand  of 
the  meter  making  exactly  one  revolution  per  minute  for 
several  minutes  consecutively). 

The  candles  are  to  be  lighted  at  least  10  minutes 
before  the  beginning  of  each  testing— so  as  to  have 
attained  their  normal  rate  of  burning. 

Before  and  after  making  each  testing  the  Gas 
Examiner  shall  counterpoise  the  candles ;  and  if  the 
rate  of  consumption  per  candle  shall  not  have  exceeded 
126  grains  per  hour  or  fallen  short  of  114  grains  per 
hour,  he  shall  make  and  record — in  a  book  to  be  kept  for 
the  purpose — the  calculations  requisite  to  neutralise  the 
effects  of  this  difference. 

If  the  rate  of  consumption  shall  have  varied  from  the 
prescribed  rate  beyond  the  above-named  limits  :  or  if 
the  Gas  Examiner  should  observe  (during  the  testing) 
that  the  candles  are  burning  irregularly,  or  that  their 
flames  are  not  exactly  between  the  two  plumb  Hnes 
which  mark  their  true  position— then  the  testing  is  to 
be  rejected  and  a  fresh  one  made. 

At  the  "time  of  each  testing  the  Gas  Examiner  shall 
observe  the  temperature  of  the  gas  (as  shown  by  the 
thermometer  attached  to  the  meter),  and  also  the  height 
of  the  barometer — in  order  that  the  volume  of  gas  oper- 
ated on  may  be  corrected  to  that  at  the  standard  pres- 
sure (30")  and  temperature  60°.     (This  is  facilitated  by 
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using  a  table  of  tabular  numbers  whereby  to  make  the 
correction). 

It  must-  be  understood  that  as  the  candle  light  is 
brought  towards  the  screen  of  the  photometer,  a  finger 
registers  on  a  scale  the  candle  light  equivalent  to  the 
gas — when  their  shadows  are  made  to  correspond. 

Recently,  instead  of  candles,  a  standard  light  equiva- 
lent to  ten  candles  has  been  introduced ;  and  instead  of 
this  light  being  moved  towards  the  disc,  the  disc  is 
moved  towards  the  light — which  is  thus  left  undisturbed 
and  steady. 

The  calculations  for  working  out  the  corrections,  &c., 
in  ascertaining  the  illuminating  power  of  the  gas,  proceed 
in  the  following  manner : — Add  the  observations  together, 
and  divide  the  sum  by  10  to  get  the  average ;  then,  as  2 
candles  are  used,  multiply  by  2,  to  get  the  illuminating 
power  of  the  gas  if  tried  against  one  candle.  Then  as 
the  standard  rate  of  consumption  of  the  candles  (viz., 
120  grains),  is  to  the  average  number  of  grains  con- 
sumed by  each  per  hour,  so  is  the  above  obtained 
number  to  the  actual  illuminating  power.  Finally, 
make  the  correction  for  temperature  and  pressure,  by 
dividing  the  illuminating  power  by  the  tabular  number. 

For  example  (taking  the  tabular  number  as  i'025) : — 
Observations  ist  minute  =  7'8  candle  power 
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10)  826 


8'26  =  average,  by  2  candles. 
2 

16-52  =  „  I  candle. 

123   grains*  {i.e.,  consumption 

by  one  candle  per  hour). 

4956 

3304 
1652 


Standard  consumption  =  120)  203i'96 

Factor  for  correcting  tern- 1 

J  I  i'025)      16-933 

perature  and  pressure  =  J  ' 

16-5  =  corrected  illuminating 
power  of  the  gas  in 
candles  (which  repre- 
sents the  illuminating 
power  of  good  average 
"  gas  "). 

As  to  the  mode  of  testing  the  pressure  at  which  gas  is 
supplied : — testings  of  pressure  shall  be  made  by  unscrew- 
ing the  governor  and  burner  of  one  of  the  ordinary- 
public  lamps,  and  accurately  fitting,  in  their  stead,  a 
portable  pressure  gauge.  The  difference  of  level  of  the 
water  in  the  two  limbs  of  the  gauge  is  read  by  means 
of  a  sliding  scale,  the  zero  of  which  is  made  to  coincide 
with  the  top  of  the  lower  column  of  liquid.  From  the 
observed  pressure,  Jjy  inch  is  to  be  deducted — to  correct 
for  the  difference  between  the  pressure  of  gas  at  the  top 
of  the  lamp  column,  and  that  at  which  it  is  supplied 
in  the  main. 

The  Referees'  pressure  gauge  is  represented   in  the 

*  Consumption  of  the  2  candles  in  10  minutes  =  41  grains.  .•.  con- 
sumption of  I  candle  per  hour  =  123  grains. 
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accompanying  figure  44.  Within  a  lantern,  provided 
with  a  handle  for  carrying  and  feet  for  resting  on  the 
ground,  is  placed  a  candle  lamp  to  give  light  for  reading 


Fig.  44. — The  Gas  Referees'  pressure  gauge. 


the  gauge.  In  front  of  the  candle  lamp  is  a  sheet  of 
opal  glass,  and  in  front  of  this  a  glass  U  tube  partly 
filled  with  coloured  water  communicates  at  one  end 
with  the  air,  and  at  the  other  with  a  metal  pipe  which 

s 
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passes  the  bottom  of  the  lantern.  In  prder  to  read 
easily  and  accurately  the  difference  of  level  of  the  liquid 
in  the  two  limbs,  a  scale,  divided  into  tenths  of  an  inch, 
is  made  to  slide  between  them  with  sufficient  friction 
to  retain  it  in  any  positioh.  The  zero  of  the  scale 
having  been  brought  level  with  the  surface  of  the  liquid 
which  is  pressed  upon  by  the  gas,  the  height  above  this 
of  the  surface  which  is  pressed  upon  by  the  air,  can  be 
read  directly.  The  lantern  is  closed  in  front  by  a  glass 
door,  at  each  side  of  which  is  a  reflector  for  throwing 
light  upon  the  scale  of  the  gauge.  Above  each  limb  of 
the  U  tube  is  a  tap  which  can  be  closed  when  the 
instrument  is  not  in  use,  so  as  to  prevent  the  liquid  being 
accidentally  spilt. 

Carbonic  acid  does  not  rank  as  an  impurity — or  rather 
as  an  injurious  contamination — of  coal  gas;  and  since  its 
chief  effect,  when  present  in  quantity,  is  to  limit  the 
illuminating  power  of  the  "  gas,"  and  this  test  is  spe- 
cially conducted  in  all  "gas"  exariiinations,  the  subject 
does  not  here  call  for  further  comment. 

Carbonic  oxide. — Every  possible  effort  should  be  made 
to  rid  coal  gas  from  the  presence  of  this  very  dangerous 
element,  since  gas  leakages  and  escapes  are  of  common 
occurrence  in  every  household.  To  estimate  the  amount 
to  which  this  constituent  is  present,  it  should  be  ab- 
sorbed by  exposing  a  measured  volume  of  "  gas  "  to  the 
action  of  a  solution  of  the  sub-chloride  of  copper.  The 
diminution  in  volume  of  this  "  gas,"  subsequently  to 
each  such  treatment,  is  due  to  the  carbonic  oxide  which 
has  been  removed. 

Tar. — The  "gas"  which  issues  from  the  retort  is  very 
dark,  and  contains,  among  its  other  impurities,  a  con- 
siderable percentage  of  tarry  matter ;  in  the  process  of 
purification,  however,  it  becomes  quite  colourless,  and 
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all  but  the  very  faintest  indication  of  tar  is  removed. 
Should  the  purifying  process  be  imperfect  in  this  re- 
spect, and  tar  be  present  in  even  slight  amount,  a  piece 
of  white  filtering  or  blotting  paper  becomes  darkened 
when  held  in  the  "  gas  "  as  it  issues  from  the  burner. 


S  1 
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PART  V. 

FOOD   EXAMINATION. 


CHAPTER   I. 

Composition  of  Cows'  Milk. 

Milk  consists  of  water,  albuminous  substances  (casein, 
albumen,  and  traces  of  other  kindred  nitrogenous  sub- 
stances), milk  sugar  (CuHjjOn)  and  mineral  salts 
(chiefly  phosphates  of  calcium,  magnesium,  and  potas- 
sium, and  chlorides  of  sodium  and  potassium  ;  very 
small  quantities  of  sulphates  are  present,  and  traces 
only  of  carbonates). 

The  fat  is  suspended  as  minute  globules,  and  since 
this  substance  forms  the  lightest  element  in  the  milk,  after 
the  lapse  of  time  the  bulk  of  it  rises  to  the  surface  in  the 
form  of  "cream" — the  largest  globules  being  the  first 
to  separate.  This  natural  separation  of  the  fat  is  a 
slow  process,  and  even  after  twenty-four  hours  is  not 
complete ;  so  that  given  the  cream  represented  pure  fat, 
it  would  not  be  fair  to  take  this  as  representing  the  total 
amount  of  fat  which  the  original  milk  contained  ;  it  is 
found,  moreover,  that  the  cream  consists — in  addition 
to    fat — of  varying   proportions   of  water,    sugar,    and 
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If  the  cream  is  now  separated,*  a  further  change 
transpires — in  a  longer  or  shorter  period  according  to 
the  temperature  and  the  character  of  the  milk — and  the 
result  is  a  souring,  followed  by  a  natural  separation  into 
a  solid  ("curd")  and  a  liquid  ("whey").  This  change 
can  be  readily  induced  artificially  by  the  addition  of 
calves'  rennet— but  the  effect  is  created  naturally  by  the 
fermentative  conversion  of  the  milk  sugar  into  lactic 
acid,  by  the  agency  of  a  micro-organism  which  gains 
access  to  the  milk,  and  which  is  known  as  the  bacterium 
lactis. 

The  "  curd "  is  found  to  consist  of  casein,  albumin, 
and  traces  of  other  kindred  nitrogenous  substances  ;  the 
"whey," — -of  the  water,  milk-sugar  and  salt. 

A  still  later  change  is  characterised  by  the  appear- 
ance of  a  markedly  bluish  tint,  which  is  ascribed  to  the 
growth  of  another  micro-organism,  called  bacillus  syn- 
cyanus ;  and  ultimately  the  casein  decomposes,  owing  to 
the  access  and  development  of  putrefactive  bacteria. 

"  Koumiss "  is  a  Virell  known  article,  now  upon  the 
market,  consisting  of  mares'  milk  which  has  been 
skimmed  of  some  of  its  cream,  and  then  partially  fer- 
mented by  yeast — whereby  much  of  the  sugar,  in  which 
mares'  milk  is  rich,  is  converted  into  lactic  acid. 

Cows'  milk  is,  of  course,  the  milk  which  almost  entirely 
concerns  the  Public  Health  Analyst ;  and  when  the  vast 
amount  consumed,  the  dependence  placed  upon  it  as  a 
food  article  (forming  as  it  does  the  staple  food  of  child- 
hood), and  the  peculiar  properties  and  powers  which 
the  medium  possesses  of  absorbing,  retaining,  and 
elaborating    gaseous    and    solid    poisonous    material — 

*  Milk  from  which  the  cream  has  been  separated  is  termed  "  skim 
milk,"  and  such  is  found  to  contain  only  abo-..t  o'5  per  cent,  of  fat. 
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living  and  dead,  organic  and  inorganic — are  considered, 
the  importance  of  the  subject  cannot  well  be  over- 
estimated. 

First  it  is  necessary  to  have  a  knowledge  of  the 
characters  of  good  milk,  and  a  perfect  familiarity  with 
his  branch  of  the  subject  is  essential,  in  order  that 
departures  from  such  may  be  at  once  recognised  and 
appreciated. 

The  average  composition  of  a  good  sample  of  pure 
cows'  milk  may  be  given  as  : — 


12-5. 


lOO'O 

The  cream  forms  about  10  per  cent,  by  volume,  and 
the  specific  gravity  is  1030.  The  utility,  however,  of 
deciding  upon  an  average,  is  impaired  by  the  fact  that 
milk  which  has  been  collected  under  circumstances 
which  preclude  the  possibility  of  any  dilution  or  adul- 
teration, has  been  found  to  contain  these  constituents 
in  amounts  varying  between  considerable  limits  ;  so 
that  it  is  impossible  to  insist  upon  the  above  standard 
being  reached. 

The  circumstances  which  mainly  determine  the  quality 
of  the  milk  are  these : — 

(a)  The  breed  of  the  cow.  Alderneys  give  most  fat, 
and  Longhorns  most  casein. 

(6)  The  time  which  has  been  suftered  to  elapse  since 
the  last  milking. 

(c)  The  stage  of  milking.  That  which  is  first  drawn 
("  fore-milk ")  contains  very  little  cream  (under  0'5 
per  cent.) ;    but  towards   the   end  of  the  milking,  the 


COMPOSITION    OF   COWS'    MILK.  263 

cream  is  very  high  in  amount :  and  the  very  last  quanti- 
ties drawn  from  the  udder,  and  which  are  known  as 
"the  strippings,"  are  almost  pure  cream. 

(d)  The  health  of  the  animal. 

(«)  The  age.  Young  cows  secreting  less  milk: — and 
that  of  a  poorer  quality. 

(/)  The  time  of  year. 

{g)  The  period  which  has  elapsed  since-) last  calv- 
ing — affecting  the  presence  or  absence  of  colostrum 
corpuscles. 

(h)  The  number  of  pregnancies — less  milk  is  given 
with  the  first  calf  (Hassall). 

(i)  The  food  taken — beet  and  carrots  throw  up  the 
sugar. 

(/)  The  conditions  under  which  the  animal  is  kept — 
house  or  grass-fed,  &c. 

What  are  the  limits,  then,  within  which  the  various 
components  of  a  pure  milk  may  fall  ? 

I  am  indebted  to  Dr.  James  Bell's  valuable  manual 
upon  "  The  Chemistry  of  Foods  "  for  much  information 
under  this  head.  A  large  number  of  milk  samples  were 
collected  from  diflferent  cows  and  examined  under  his 
surveillance,  and  the  valuable  tables  compiled  afford  a 
trustworthy  answer  to  the  above  question.  These  show 
that  the  following  limits  may  be  reached  : — 

Fatty  solids,  1-92 — 6-87  per  cent.]  Total  solids,  io-3i 

Non-fatty  solids,  8* — 11-27     >>      J    — 16-29  per  cent. 

Mineral  ash,  0-62 — 0-87  ,, 

Cream,  2 — 26  per  cent. 
Specific  gravity,  1026-70—1036-94. 
The  following  table  (after  Bell)  shows  a  comparison 
between  samples  of  the  milks  of  various  animals. 

•  It  is  very  rare,  however,  that  the  non-fatty  solids  fall  below  8-5 
per  cent.  ! 
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Constituents. 

Cow. 

Woman 

AGED   18. 

Woman 
AGED  33, 

Mare. 

Goat. 

Ewe 

Specific  Gravity    .     . 

Fat 

Casein,  Albumin,  &c. 
Sugar  .     .     ^   .     .     . 

Ash 

Water 

1032-50 
376 
3-50 
475 
078 
87-21 

1034-50 
3-20 

2-39 

6-83 
0-29 

87-29 

1033-03 
2-99 
2-51 
6-5, 
0-30 
87-6C 

1036-12 
1-76 

3-58 
5-87 
0-39 

88-40 

1032-70 
5-80 
4-20 

4"94 

i-oo 

84-06 

1039-30 
11-28 

8-83 
3-58 
1-09 

75-22 

Total 

loo-oo 

100-00 

loo-oo 

100-00 

lOO'OO 

100-00 

It  will  be  seen,  from  this  table,  how  the  casein  and 
albumen  varied  in  the  samples  taken  of  the  different 
milks,  from  2-39  in  a  young  woman,  to  8-83  in  the  ewe  ; 
with  regard  to  the  fat,  how  this  is  lowest  in  the  mare's 
milk  (176),  and  highest  in  the  ewe's  (11-28) ;  that  sugar 
ranges  from  3-58  in  the  ewe,  to  6-83  in  the  young 
woman  ;  and  that  the  water  is  least  in  amount  in  the 
ewe's  milk  (75-22),  and  greatest  in  that  of  the  mare 
(88-40). 

Adopting  the  cow's  milk  as  a  standard  for  comparison, 
human  milk  shows  an  increased  quantity  of  sugar,  and  a 
slightly  increased  quantity  of  water ;  but  all  solid  con- 
stituents, with  the  exception  of  sugar,  are  materially  less. 
Mare's  milk  is  also  richer  in  sugar  and  water,  and  slightly 
so  in  casein  and  albumen ;  the  fat  and  ash  are  consider- 
ably less.  Goafs  milk  is  richer  in  all  the  solid  con- 
stituents, and  of  necessity  contains  a  less  percentage  of 
water.  Ewe's  milk  is  characterised  by  the  very  high 
amount  of  fat,  casein,  and  albumen  ;  the  ash  is  also 
higher  than  in  cow's  milk,  but  the  sugar  and  water  are 
less. 
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The  Milk  of  Diseased  Cows. 

Although,  fortunately,  the  milk  secretion  is  in  abey- 
ance during  many  diseases,  it  is  not  so  in  all,  nor  is  it 
even  in  every  case  of  the  same  disease ;  and  in  a  few 
conditions  the  milk  presents  somewhat  definite  chemical 
and  microscopical  characters,  which  are  fairly  constant. 
To  the  naked  eye  the  milk  is  commonly  all  that  is  de- 
sired. 

It  is  in  cattle  plague,  and  foot  and  mouth  disease, 
that  these  changes  are  most  marked. 

In  cattle  plague  the  sugar  is  markedly  diminished  ;  the 
fat  is  increased,  together  with — to  a  less  extent — the 
casein  and  salts  (Gamgee).  Blood  and  pus  corpuscles 
are  also  commonly  detected  in  the  milk. 

In  foot  and  mouth  disease  the  milk  commonly  contains 
pus,  blood,  or  mucus  {i.e.,  in  those  cases  where  there  is 
ulceration  of  the  nipples  or  abscesses  in  the  udder) ;  and, 
as  in  cattle  plague,  the  milk  corpuscles,  under  the  micro- 
scope are  seen  to  display  a  tendency  to  aggregate  into 
grape-like  clusters :  when  the  disease  is  advanced,  bodies 
resembling  pus  corpuscles  (though  a  little  larger),  and 
large  yellow  granular  bodies,  together  with  pus  and 
blood  corpuscles,  vibriones,  and  bacteria  (the  dumbell 
micrococci  of  Klein  ?)  are  also  present.  In  this  disease 
a  chemical  analysis  varies  so  considerably  in  its  re- 
sults as  to  be  of  no  value  for  diagnostic  purposes.  The 
milk  separates,  however,  remarkably  quickly,  on  the 
application  of  a  gentle  heat,  into  curds  and  a  pale 
blue  whey ;  and  this  feature  alone  is  considered  as 
almost  diagnostic  by  continental  observers. 

In  the  Western  States  of  America  the  cows  are  some- 
times seized  with  an  affection  commonly  termed  "  the 
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trembles,"  and  this  is  supposed  to  be  caused  by  their 
feeding  upon  the  herb  "  Rhus  Toxicodendron."  If  the 
milk  of  these  cows  be  given  to  children,  a  train  of  sym- 
ptoms sets  in,  i.e.,  weakness  and  prostration,  a  fall  in 
body  temperature,  vomiting,  swelling  and  dryness  of  the 
tongue,  and  constipation.,  Boiling  the  milk  invariably 
destroys  these  hurtful  qualities. 
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CHAPTER   II. 
The  Analysis  of  Milk. 

Apparatus  required  for  milk  analysis : — 

1.  Lactometer. 

2.  Cream  tube. 

3.  Red  and  blue  litmus  papers. 

4.  Three  small  platinum  dishes. 

5.  Chemical  balance,  with  the  set  of  chemical  weights, 
as  described  in  Part  I.  ("  Water  "). 

6.  Pipette  graduated  in  cubic  centimetres. 

7.  Water  bath  and  water  oven,  on  iron  stands. 

8.  Bunsen's  burner,  with  regulator. 
g.  Crucible  tongs. 

10.  Glass  funnel  with  stand. 

11.  Packet  of  cut  filtering  papers. 

12.  Microscope. 
Reagents  : — 

1.  Methylated  ether. 

2.  Absolute  alcohol. 

The  physical  characters  : — 
■  I .  Consistence. — The  milk  should  be  quite  opaque  when 
placed  in  a  narrow  glass  tube ;  otherwise  it  has  probably 
been  watered — whereby  it  acquires  a   bluish  and   ab- 
normally transparent  character. 

Sometimes  it  is,  on  the  other  hand,  thick  and  viscid  ; 
and,  on  pouring,  has  an  appearance  something  akin  to 
mucus.  Such  milk  contains  large  quantities  of  albumen, 
and  has  the  property  of  imparting,  when  added  in  small 
quantities,    its    own    peculiar    characteristics   to   large 
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bulks  of  good  milk.  The  condition  requires  further 
elucidation. 

"Colostrum" — the  milk  yielded  by  recently  calved 
cows  during  the  first  few  days  after  the  birth  of  the 
calf— coagulates  much  more  readily  than  ordinary  milk, 
owing  to  the  much  larger  quantity  of  albumin  it  con- 
tains. Some  milks,  however,  coagulate  immediately 
after  being  drawn,  or  immediately  upon  warming;  these 
are,  of  course,  very  acid,  and  are  generally  yielded  by 
cows  in  febrile  conditions  that  are  suffering  from  inflam- 
mation of  the  udder. 

2.  Colour. — The  colour  is  greatly  caused  by  the  minute 
fatty  globules  suspended  in  the  fluid  ;  and  everyone  has 
noticed,  so  soon  as  these  are  separated  in  the  form  of 
cream,  to  what  a  marked  extent  the  original  white 
colour  is  lost.  Normally  a  good  milk  should  be  white 
with  the  faintest  possible  suspicion  of  yellow— although 
such  food  as  buttercups,  mangel-wurzel,  &c.,  tend  to 
make  the  colour  distinctly  yellow.  A  distinct  yellow 
may  also  occur  naturally  in  milk  containing  consider- 
able quantities  of  colostrum  corpuscles,  or  where  there 
are  certain  congestive  conditions  of  the  udder.  This 
colour  is  also  sometimes  artificially  created  by  dairy- 
men, by  means  of  the  addition  of  annatto  or  turmeric. 

Rarely,  the  freshly  drawn  milk  is  of  a  faint  blue  hue — 
or  even  green,  or  reddish-brown ;  and  it  is  not  easy  to 
ascribe  a  cause  for  these  strange  appearances,  apart 
from  that  furnished  by  the  kind  of  food  consumed  ;  but 
seeking  elsewhere  for  an  explanation,  micro-organisms 
have  been  adduced  as  both  the  cause  and  the  effect. 
Certain  it  is  that  such  milks  may  be  deleterious  to 
health,  and  have,  in  fact,  been  known  to  cause  severe 
gastro-intestinal  irritation ;  and  more  especially  is  this 
the  case  with  "  blue  "  milk.      When  these  colours  form 
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slowly  after  the  milk  has  been  passed,  it  seems  probable 
that  they  are  then  invariably  due  to  fungi — such  as 
oidium  lactis  or  penicillium ;  and  in  support  of  this 
contention  Erdmann  discovered  that  vibriones  were 
capable  of  producing  aniline  colours  from  protein  sub- 
stances. 

A  pinkish  hue  is  sometimes  created  by  the  presence 
of  blood. 

3.  Taste  and  odour. — No  taste  or  odour — other  than  that 
of  good  milk,  with  which  everyone  is  familiar — should 
be  perceptible. 

Milk  has  a  marked  power  of  absorbing  any  odorous 
gases  with  which  it  comes  in  contact,  and  of  acquiring 
and  retaining  distinct  flavours  from  the  food  consumed 
by  the  animal  secreting  it ;  thus  cows  which  have  been 
feeding  upon  turnips,  yield  a  milk  which  tastes  strongly 
of  these  articles,  and  when  bitter  medicines  have  been 
administered,  or  when  the  chestnut  or  vine  leaves  have 
been  eaten,  or  when  the  cow  suffers  from  some  forms 
of  liver  disease, — a  bitter  flavour  is  imparted  to  the 
milk.  Animals,  moreover,  kept  in  filthy  sheds,  and  sup- 
plied with  polluted  water  for  drink,  generally  furnish 
a  milk  which  gives  some  evidence  of  these  facts  in  its 
odour. 

4.  Reaction. — This  should  be  neutral  or  alkaline ;  and 
if  acid,  only  very  faintly  so.  If  markedly  acid,  most  pro- 
bably lactic  acid  fermentation  has  set  in  ;  and  if  mark- 
edly alkaline,  some  alkaline  salt  (such  as  sodium  car- 
bonate) has  generally  been  added  ;  or  either  condition 
may  be  due  to  the  fact  that  the  cow  is  not  in  health. 

5.  Sediment. — Any  insoluble  solid  matter  which  may 
have  gained  access,  and  is  suspended  in  the  milk,  is 
generally  readily  seen  on  the  white  background  which 
the  fluid  itself  presents ;  and  any  sediment,  even  when  of 
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chalk  or  starch,  is  always  detected  at  the  bottom  of  the 
cream  tube  after  the  milk  has  stood  in  this  for  several 
hours. 

A  hygienic  analysis  of  milk  essentially  aims  at  the  detec- 
tion of  fraud,  by  making  an  effort  to  ascertain  how  much 
water  has  been  added,  and  how  much  cream  has  been 
removed.  The  addition  of  such  water  may  also  become 
a  weighty  consideration  to  the  Health  Officer,  in  con- 
nection, more  directly,  with  the  purposes  of  preventative 
medicine,  in  those  cases  where  a  suspicion  of  the  milk 
as  a  probable  cause  of  typhoid,  &c.,  in  the  district 
is  entertained, — for  when  such  milk  is  found  to  be 
"watered,"  a  judicious  and  thorough  investigation  of 
the  source  of  the  water  employed,  may  discover  the 
secret  of  the  milk's  infectivity ;  and  the  value  of  the 
adoption  of  bacteriological  methods,  rather  than  chemi- 
cal ones,  in  these  cases  is  apparent. 

A  hygienic  examination  of  milk,  then,  must  include 
an  estimation  of  those  constituents  which  will  serve  to 
detect  the  addition  of  water  or  of  solid  matter,  or  the 
removal  of  cream.  It  is  only  in  rare  cases,  i.e.,  in  those 
where  the  milk  is  judged  to  have  incurred  special  risks, 
or  where  the  consequences  of  its  consumption  point  to 
such  contamination,  that  the  common  poisonous  metals 
(or  other  materies  morbi)  need  be  looked  for  ;  but  it  must 
be  borne  in  mind  that  milk  absorbs  metallic  poisons 
with  great  facility  when  brought  in  contact  with  them, 
that  other  materies  morbi  (bacteria,  &c.)  may  gain  access 
in  a  variety  of  ways,  and  that  milk  is  a  medium  which 
will  feed  and  foster  micro-organisms  to  an  exceptional 
degree. 

The  safest  lines  to  proceed  upon  in  forming  an  opinion 
of  the  milk,  are — as  in  water  analyses — to  draw  one's 
inferences  from  the  results  of  the  many  stages  of  a  more 
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or  less  complete  analysis.  If  an  attempt  be  made,  then, 
to  tabulate  in  the  order  of  their  relative  importance,  the 
various  means  of  deciding  upon  the  quality  of  any 
sample,  and  its  freedom  from  sophistication,  they  may 
be  given  thus  : — 

1 .  The  estimation  of  the  percentage  amount  of  solids 
—fat. 

2.  The  specific  gravity,  considered  in  relation  with 
the  amount  of  cream. 

3.  The  estimation  of  the  solids — non-fat. 

4.  The  estimation  and  analysis  of  the  ash. 

The  latter  two  estimations,  when  taken  as  a  gauge  of 
the  quality  of  milk,  may  easily  mislead  if  they  are 
only  made  quantitatively,  owing  to  the  fact  that  mine- 
ral salts,  starch,  treacle,  &c.,  are  sometimes  fraudu- 
lently added ;  but  a  qualitative  analysis  of  their  re- 
spective constituents  will  at  once  detect  such  addition.  It 
is  useful  to  hold  in  view  the  fact  that  the  ash  should  in 
every  case  be  low  when  the  solids — non-fat — are  low, 
and  vice  versa. 

The  milk  must  be  fresh,  as  after  lactic  acid  ferment- 
ation of  the  milk  sugar  has  set  in,  there  is  a  slight 
reduction  in  the  weight  of  the  original  solids — non-fat ; 
and  the  sample  should  in  every  case  be  gently  shaken 
before  any  is  removed  for  analysis. 

It  will  be  noted  in  the  analysis,  that  all  the  various 
constituents  of  the  milk,  with  the  exception  of  the 
cream,  are  expressed  as  the  percentage  they  form  by 
weight  of  the  milk — the  creani  being  expressed  by  its 
percentage  volume. 

I.  The  cream. — Some  of  the  milk  is  poured  into  a 
"  cream  tube,"  which  is  a  glass  tube  similar  in  shape 
to  a  large  Nessler  glass,  and  marked  into  10  equal  parts 
— the  two  or  three  upper  parts  being  further  marked 
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off  into  tenths  ;  each  of  these  smaller  divisions  therefore 
represents  i  per  cent,  of  the  whole  scale. 

The  milk  is  made  to  stand  exactly  up  to  the  level  of  o 
of  the  scale  (due  allowance  being  made  for  capillarity) 
and  it  is  then  set  aside  for  several  hours  (8-10),  after 
which  time  the  cream  is  found  to  have  separated,  and 
its  depth  is  read  off  by  the  markings  on  the  cream  tube. 
Supposing  the  cream  is  found  to  extend  from  o-io  on 
the  scale,  then  it  is  10  per  cent. ;  and  if  it  extends 
beyond  this  to  the  depth  say  of  2  of  the  smaller  mark- 
ings between  the  10  and  the  20,  then  there 
is  12  per  cent.— and  so  on. 

The  cream  will  have  separated  in  10 
hours  sufficiently  for  the  test,  and  if  the 
time  is  protracted  much  beyond  this,  partial 
dryness  ensues,  and  the  resulting  contrac- 
tion may  even  leave  a  space  between  the 
lower  surface  of  the  cream  and  the  upper 
surface  of  the  milk,  and  an  error  in  the 
reading  may  be  thus  easily  introduced. 
U  The  average  of  good  milk  shows  about  10 

Fig.  45.  per  cent,  of  cream,  but  the  milk  of  Alderney 
The  cream  cqws  commonly  yields  between  30  and  40 
per  cent. 
The  estimation  is  of  considerable  value  when  con- 
sidered side  by  side  with  the  specific  gravity  {quod  vide), 
in  forming  a  rapid  conclusion  as  to  whether  milk  has 
been  tampered  with.  Unfortunately,  however,  the 
whole  of  the  fat  does  not  separate  as  cream ;  nor  does 
the  amount  which  separates  form  a  constant  ratio  to 
that  which  remains  behind,  or  otherwise  the  necessity 
for  some  further  and  troublesome  steps  in  the  analysis 
would  be  spared. 

2.  The  specific  gravity  is  taken  by  the  lactometer,  on  the 
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same  principles,  and  with  the  same  precautions,  as  the 
reader  has  learned  to  employ  in  taking  the  specific 
gravity  of  urine  by  the  urinometer — that  is  to  say, 
the  instrument  must  be  accurate,  perfectly  at  rest  when 
the  reading  is  taken,  and  floating  quite  free  from  the 
sides  of  the  vessel  containing  the  milk.  In  taking  the 
height  on  the  stem  to  which  the  lactometer  floats,  it  will 
be  seen  that,  owing  to  capillarity,  the  milk  immediately 
around  the  stem  has  climbed  slightly  upward — the 
extent  of  this  must  be  allowed  for  in  taking  the  read- 


FiG.  46. — Lactometer  and  glass,  for  taking  the  specific  gravity  of 
milk. 


ing.  A  correction  for  temperature  is  necessary  for  exact 
observation,  since  the  instruments  are  originally  gradu- 
ated by  water  (taken  as  looo),  at  the  temperature  of 
60°  F.,  and  the  specific  gravity  varies  with  the  tempera- 
ture. The  matter  is  a  simple  one,  it  is  only  necessary 
to  add  or  subtract  i  degree  of  specific  gravity  for  every 
degree  of  temperature  above  or  below  60°  F. 

Note. — The  specific  gravity  of  distilled  water  at  60° 
F,  being  taken  as  1000,  that  of  pure  milk  at  the  same 
temperature  is  commonly  about  1030.      This  increased 
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specific  gravity  of  milk,  as  compared  with  water,  is  due 
to  the  greater  amount  of  solids  it  contains.  The  fat 
is  so  much  lighter  than  the  remainder  of  the  milk,  that 
with  its  removal  an  element  is  lost  which  partially 
counteracts  the  effects  of  the  more  heavy  solids  it  con- 
tains, and  therefore  the  specific  gravity  rises  even 
higher  still.  A  specific  gravity  above  1032  will  create 
suspicion,  then,  as  to  the  removal  of  the  lighter  element 
(cream)  from  the  milk ;  and  since  the  specific  gravity 
test  is  such  a  simple  and  ready  one,  and  is  frequently 
practised  by  the  laity,  the  dairyman  subverts  the  de- 
tection of  his  fraud  by  adding  something  which  will 
lower  the  specific  gravity  again,  while  at  the  same  time 
it  will  increase  the  volume  of  the  milk  ;  water  is  the 
agent  generally  employed  !  it  is  cheap,  always  handy, 
(if  not  required  too  pure),  and  it  is  obvious  that  the 
specific  gravity  of  water  being  1000,  the  more  this  is 
added  the  nearer  will  the  specific  gravity  of  the 
mixture  of  milk  and  water  be  reduced  to  1000. 

Correlatively,  an  abundance  of  cream  will  naturally 
reduce  the  specific  gravity  of  a  milk  ;  so  that  a  low 
specific  gravity  may  mean  either  abundance  of  cream, 
or  the  addition  of  water. 

It  follows,  then,  that  the  two  tests  considered  together 
must  afford,  a  valuable  clue  as  to  the  class  of  milk  with 
which  we  are  dealing,  at  the  very  outset  of  our  analysis — 
since  a  low  specific  gravity  can  only  be  due  to  abundance 
of  cream  in  a  good  milk.  If  such  cream  is  very  low,  the 
sample  is  either  naturally  an  extremely  poor  one,  or, 
what  is  more  likely,  water  has  been  added.  But  from 
the  fact  that  the  fat  does  not  entirely  separate,  and  does 
so  in  varying  quantities  in  different  samples  of  milk,  it 
is  necessary  to  proceed  further  with  the  analysis  before 
a  definite  conclusion  can  be  arrived  at. 


ANALYSIS    OF    MILK.  275 

An  attempt  has  been  made  to  estimate  the  amount  of 
added  water,  empirically,  from  the  specific  gravity  ;  and 
it  has  been  held  that,  at  60°  F.,  every  fall  of  3°  in  the 
specific  gravity  represents  an  addition  of  water  equiva- 
lent to  10  per  cent,  of  the  milk.  Any  such  decision 
would  have  to  include  a  careful  consideration  of  the 
cream  present  at  the  time,  and  a  low  specific  gravity 
(1027)  would  have  to  be  taken  as  the  standard,  to  make 
such  a  crude  test  broadly  correct. 

3.  The  total  solids  and  the  ash  are  estimated  in  the  fol- 
lowing manner  : — • 

1.  Weigh  a  small  shallow  platinum  dish. 

2.  Pour  in  five  c.c.  of  milk,  and  then  re-weigh,  in 
order  to  get  the  weight  of  milk  employed. 

3.  Evaporate  to  dryness  over  the  water  bath  (this 
:  -T  "-'-  :'-—'-  '--'.  hours). 

■- rying  in  the  water  oven,  and  remove 

)(jrou;i  uiue  t(j  Liiijie  and  weigh,  until  the  weight  is  found 
not  to  vary — at  which  stage  the  drying  is  complete. 

5.  The  weight  found,  less  that  of  the  dish,  will  be  the 
weight  of  total  solids  in  the  weight  of  milk  employed. 

Example. — The  platinum  dish  weighs  7-203  grammes  ; 
the  platinum  dish  -f-  5  c.c.  of  milk  weighs  i2'304. 

The  weight,  therefore,  of  5  c.c.  of  milk  =  5-101 
grammes  {i.e.,  12-304  —  7-203). 

The  platinum  dish  +  total  soHds  =  7-900  grammes. 

Deduct  the  weight  of  the  dish  (7-203  grammes),  and 
the  difiference,  i.e.,  0-697,  represents  the  total  solids. 

Then  there  is  0-697  gramme  of  total  solids  in  5-101 
grammes  of  milk.  This  represents  (5-101  :  0-697  •  • 
100  :  X  per  cent.)  13-6  per  cent. 

Note. — It  is  desirable— and  it  expedites  the  process- 
to  break  up  occasionally,  with  a  fine  clean  glass  rod,  the 
film  which  forms  over  the  milk  and  delays  evaporation. 

T  2 


276  LABORATORY    WORK. 

6.  Ignite  the  total  solid  residue  until  all  dark  specks, 
&c.,  have  disappeared,  and  nothing  but  a  perfectly 
'clean  white  ash  remains  ;  this  must  be  effected  slowly, 
and  at  as  low  a  temperature  as  possible — and  Dr.  Bell 
recommends  that  an  Argand  burner  be  used  in  preference 
to  a  Bunsen,  on  this  account. 

The  poisonous  metals  may  be  taken  up,  but  since 
milk  is  only  in  contact  with  these  for  such  short  periods 
under  ordinary  circumstances,  it  will  not  be  necessary 
to  test  for  them  except  in  the  event  of  the  milk  having 
been  boiled  in  metallic  receptacles,  or  where  there  are 
other  special  reasons  for  suspecting  their  presence. 

7.  The  ash  is  then  weighed,  and  its  percentage 
amount  by  weight  ascertained,  as  in  the  case  of  the 
total  solids.  Too  large  a  proportion  of  ash  (that  is 
above  7  per  cent.),  points  to  the  addition  of  mineral 
matter ;  a  milk  may  have,  on  the  other  hand,  a  paucity 
of  ash,  due  to  the  copious  admixture  of  water. 

8.  A  rough  analysis  of  the  ash  is  sometimes  desirable. 
It  must  then  be  dissolved  and  tested  quantitatively 
for  chlorides,  sulphates,  phosphates,  lime,  &c.,  precisely 
on  the  principles  detailed  under  water  analysis.  Effer- 
vescence on  the  addition  of  hydrochloric  acid  denotes 
adulteration  by  sodium  carbonate  or  chalk — since  the 
ash  of  a  pure  milk  does  not  effervesce  when  hydro- 
chloric acid  is  added  to  it. 

g.  Solids — fat  and  non-fat. — The  estimation  of  the 
amount  of  fat  in  milk  is  the  corner  stone  of  the  whole 
analytical  edifice,  for  this  (and  this  alone)  furnishes 
immediate  and  direct  evidence  of  the  quality  of  the  milk. 

There  are  many  methods  at  the  present  day  in  use 
for  the  extraction  and  estimation  of  the  fat  from  milk, 
and  most  involve  the  employment  of  some  especially 
devised    fat-extraction    apparatus.       The    method   de- 
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scribed  here,  however,  is  eminently  suited  to  the  re- 
quirements of  sanitary  officers,  for  it  is  easy  and  requires 
no  additional  apparatus  to  those  already  employed. 
The  writer  has  found  this  process,  after  some  experience, 
in  every  sense  a  most  satisfactory  one,  and  agrees  with 
Dr.  Bell,  to  whose  work  he  was  originally  indebted  for 
the  method,  that  finer  estimations  are  thereby  made 
than  by  the  use  of  especially  devised  fat-extraction 
apparatus. 
The  process  is  as  follows: — 

1.  A  shallow  platinum  dish  of  about  three  inches 
diameter  is  weighed. 

2.  And  into  it  are  placed  10  c.c.  of  milk. 

3.  The  whole  is  reweighed  so  as  to  learn  the  weight 
of  10  c.c.  of  milk. 

4.  Place  on  a  water  bath,  stirring  every  now  and 
then  with  a  small  clean  glass  rod  (which  is  left  in  the 
dish),  until  the  residue  attains  the  consistence  of  a 
tenaceous  pulp. 

5.  If  drying  has  gone  too  far  the  solid  residue  should 
be  moistened,  and  worked  up  by  the  glass  rod,  with  a 
little  absolute  alcohol ;  on  the  other  hand  the  residue 
must  not  be  too  moist  and  soft. 

6.  Half  fill  the  platinum  dish  with  ether,  and  thavmghly 
mix  and  pound  the  residue,  by  means  of  the  glass  rod, 
so  that  the  ether  shall  be  brought  everywhere  in  conta.ct 
with  the  fat  which  the  residue  contains. 

The  ether  will  dissolve  out  this  fat,  and  this  it  does; 
more  readily  and  effectually  if  it  be  made  hot.  A  naked 
flame  brought  near  to  the  ether  will  immediately  ignite 
it,  so  it  becomes  necessary,  in  order  to  effect  the  warm- 
ing of  the  ether,  to  float  the  dish  and  its  contents  in  a 
little  water — heated  to  the  temperature  which  the  fingers 
can  just  tolerate  for  a  moment — until  the  ether  boils 
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gently ;  then  remove,  and  pour  off  the  supernatant 
etherial  solution  of  fat  onto  a  small  Swedish  filter  paper, 
and  collect  the  filtrate  in  a  weighed  platinum  dish. 

7.  Repeat  this  treatment  by  warm  ether  three  times  ; 
or  if  the  residue  by  then  has  not  acquired  a  thorough 
whiteness,  or  has  not  been  thoroughly  broken  up  into  a 
fine  sediment — a  fourth  time.  It  is  never  necessary  to 
to  proceed  beyond  a  fourth  treatment  if  each  of  these 
has  been  done  thoroughly. 

8.  Cut  off  the  upper  part  of  the  filter  and  place  it 
with  the  lower  part  low  down  in  the  glass  funnel,  then 

'thoroughly  wash   with  ether  so  as  to  remove  any  fat 
which  may  have  hung  about  the  paper. 

9.  Place  the  platinum  dish  which  has  collected  the 
filtrate  over  the  water  oven,  gradually  evaporate  ofi"  the 
ether,  and  dry  the  fatty  residue  until  the  weight  is 
found  to  be  constant. 

10.  The  weight,  less  the  weight  of  the  platinum  dish, 
equals  the  weight  of  fat  in  the  weight  of  milk  experi- 
mented on. 

Example. — The  weight  of  the  10  c.c.  of  milk  is  found, 
in  the  manner  already  indicated,  to  be  io-202  grammes. 

The  weight  of  the  platinum  dish  for  receiving  filtrate 
=  11  'oog  grammes. 

The  weight  of  the  platinum  dish  +  fat  =  1 1  -349  ; 
therefore  the  weight  of  fat  in  i0'2O2  grammes  of  milk  = 
(ii'349  — ii-oog)  =0'34  gramme.  How  much  will  this 
be  per  cent.  ? 

io'202  :  100  :  :  0-34  :  x  per  cent.  =  33  per  cent. 

11.  The  solids — non-fat,  are  estimated  from  the  resi- 
due remaining  in  the  dish  from  which  the  fat  has  been 
extracted.  This  is  placed  on  the  water  bath  until 
apparently  dry,  and  then  removed  to  a  water  oven  kept 
at  212°  F.     When  the  weight  is  found  to  be  constant, 
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which  will  take  place  in  less  than  an  hour,  the  weight 
of  the  dish  plus  its  contents,  minus  the  weight  of  the 
dish,  will  represent  the  solids — non-fat.  This  method 
of  estimating  the  solids— non-fat,  is  more  exact  than 
that  of  the  more  ready  method  of  subtracting  the  fat 
from  the  total  solids. 

An  instrument  termed  the  Ladoscope  forms  a  ready, 
but  rough,  means  of  estimating  the  approximate  amount 
of  fat  which  the  milk  contains.  The  principle  of  appli- 
cation of  all  lactoscopic  tests  is  this  : — The  greater  the 
amount  of  fat  present  in  the  milk  the  more  opaque  the 
medium,  and  vice  versa. 

Into  an  accurately  graduated  cylindrical  tube  of  clear 
colourless  glass,  4  c.c.  of  milk  are  placed ;  to  this 
water  is  added,  until  certain  black  lines  placed  upon  a 
vertical  porcelain  stem,  which  rises  up  in  the  centre  of 
the  cylindrical  tube,  can  be  first  discerned  through  the 
milk.  The  level  of  the  milk  and  water  is  then  ascer- 
tained by  the  gradation  on  the  tube,  and  each  such 
level  has  been  found,  by  experiment,  to  correspond  to  a 
certain  percentage  of  fat  in  the  milk. 

The  method  is  a  coarse  one,  and  so  far  as  the  medical 
officer  of  health  is  concerned,  though  it  will  give  him  a 
good  clue  as  to  those  samples  which  more  especially 
require  analysis,  it  can  never  replace  the  more  direct 
and  correct  estimation  of  the  fat,  as  given  above. 


Microscopic  Examination. 

A  microscopic  examination  is  of  great  service  in  de- 
tecting smaller  amounts  of  some  of  the  added  adulter- 
ants, and  also  in  many  cases  in  learning  of  the  con- 
dition of   the    cow  yielding  the  milk  —  although  the 
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latter  is  rendered  very  difficult  in  the  case  of  dairy 
samples,  which  consist  of  the  mixed  products  of  several 
animals. 

Good  milk  under  the  microscope  consists,  as  in  the 
accompanying  figure,  of  a  collection  of  round  highly 
refractile  oil  globules— all  of  about  the  same  dimensions, 
with  an  occasional  epithelial  cell ;  and,  from  3  to  8  days 
after  calving,  colostrum  corpuscles  are  also  present  in 
larger  or  smaller  quantities.  These  latter  mostly  con- 
sist of  large  yellow  cells  containing  large  and  small  fat 
globules  in  their  interior,  and  distinguishable  with  diffi- 
culty from  some  pus  corpuscles  which  become  swollen 
by  the  inhibition  of  milk.     Where,  however,  the  animal 
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Fig.  47. — Milk.     Showing  the  large  colostrum  corpuscles.     (X2505. 

is  not  in  health,  the  following   abnormal  constituents 
may  also  be  found  : — 

Cast  of  the  lacteal  tubes,  blood  corpuscles  (which 
closely  resemble  those  of  the  human  subject),  pus  cor- 
puscles, and  various  micro-organisms  [i.e.,  fungi — such 
as  oidium  lactis,  moulds — such  as  penicillium,  bacteria, 
and  sometimes  infusorians).  Blood  may  be  detected 
either  by  the  spectroscope  or  microscope,  or  by  its 
chemical  reactions  ;  and  it  will  be  remembered  that  an 
excellent  chemical  test  is  the  addition  of  a  few  drops  of 
the  tincture  of  guiacum  and  a  little  solution  of  peroxide 
of  hydrogen  to  the  suspected  liquid,  when  a  blue  colour 
ensues  if  blood  is  present.  When  present  in  consider- 
able quantities  blood  tinges  the  milk,  and  has  a  tendency 
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to  settle.  Some  added  adulterants  would  also  be  dis- 
covered by  the  microscopic  examination,  such  as  the 
various  starch  grains,  (made  more  distinct  by  previously 
adding  iodine),  and  chalk — this  latter  consists  of  irre- 
gularly round  fragments,  frequently  showing  a  double 
contour,  and  disappearing  with  effervescence  if  a  drop 
of  hydrochloric  acid  is  let  to  run  under  the  cover-glass. 
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CHAPTER   III. 

Adulteration. 

Milk  affords  an  excellent  example  of  each  of  the  various 
motives  for  adulteration,  «'.«. ; — i.  To  increase  the  bulk 
and  weight  of  the  article — in  this  case  chiefly  by  the 
addition  of  water.  2.  To  disguise  the  additions  thus 
made,  and  to  give  the  substance  a  false  strength  and 
improve  its  appearance — in  this  case  by  salt,  cane-sugar, 
glycerine,  &c.  3.  To  preserve  the  article — here  chiefly 
to  prevent  its  turning  sour,  by  the  addition  of  carbonate 
of  soda,  salicylic  and  boracic  acids. 

The  dilution  with  water  is  considerable — indeed,  if  the 
milk  supply  of  London  were  pure,  the  number  of  cows 
now  employed  would  doubtless  be  found  thoroughly  in- 
adequate to  meet  our  requirements. 

How  shall  we  decide  then  when  this  fraud  has  been 
perpetrated,  having  consideration  for  the  very  great 
variations  which  have  been  found  to  exist  in  the  strength 
of  milks  which  have  not  been  tampered  with  ?  The 
question  is  one  which  has  given  rise  to  a  great  deal  of 
thought  and  discussion  among  analysts,  but  the  diffi- 
culties are  so  great  that  no  satisfactory  solution  has 
been  found  ;  nevertheless  it  is  clear  that  the  percentage 
amounts  of  solids — fatty  and  non-fatty,  will  be  reduced  by 
such  addition  of  water  (though  these  will  retain  their  nor- 
mal proportions  to  each  other)  and  that  this  fact  will  aff'ord 
some  clue  of  any  "watering;"  more  especially,  however, 
would  this  be  the  case  with  the  fatty  solids,  since  these 
are  not  fraudulently  added  to  anything  like  the  same  ex- 
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tent  as  the  non-fatty  solids.  The  whole  question  as  to 
whether  a  poor  milk  is  a  naturally  poor  one,  or  has  been 
made  so  by  the  addition  of  water — important  as  it  is, 
since  unscrupulous  dairymen  may  always  considerably 
water  a  naturally  rich  milk  and  yet  not  make  the 
sample  a  poorer  one  than  is  sometimes  naturally  given 
by  some  cows — is  impossible  at  the  present  to  decide 
upon.  Special  works  upon  the  subject,  when  dealing 
with  the  addition  of  water,  lay  great  stress  upon  the 
amount  of  the  solids— non-fatty,  and  advise  that  in  all 
cases  a  decision  should  be  come  to  from  this  estimation. 
The  reason  of  this  is  not  at  first  apparent  to  the  reader, 
for  it  is  easy  to  detect  a  fallacy  in  such  a  course  in  those 
cases  where  chalk,  &c.,  has  been  added— as  it  frequently 
is — to  cover  such  additions ;  the  estimation  of  added 
water  is  ascertained  from  the  non-fatty  solids,  however, 
because  the  amount  of  these  does  not  fall  (in  differsnt 
samples)  so  far  below  the  mean  as  does  that  of  the  fatty 
solids ;  otherwise,  as  we  have  just  seen  there  are  strong 
reasons  for  preferring  an  estimation  based  upon  the 
fatty  solids.  The  calculation  is  an  easy  one  !  Suppos- 
ing for  instance  a  sample  yields  8  per  cent,  of  non-fatty 
solids.  The  limit  of  a  very  poor  pure  milk,  which  is 
pretty  generally  agreed  upon,  is  8-5  per  cent.,  and  we 
are  dealing  most  leniently  with  the  vendor  by  adopting 
so  low  a  limit  in  all  cases. 

Then  if  8-5  per  cent,  of  non-fatty  solids  denotes  100 
per  cent,  of  pure  milk  what  percentage  of  pure  m.ilk  will 
8  per  cent,  denote  ? 

8-5  :  8  :  :  100  °/.  :  ;>;  °/o  =  about  94  i=. 

Therefore,  there  is  about  94  per  cent,  oi  pure  milk  in 
the  sample,  and  (100  —  94  =)  ^  per  cent,  of  water  has 
been  added. 

Wanklyn  is  favourable  to  taking  the  amount  of  ash 
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as  a  clue  to  the  estimation  of  the  amount  of  added  water, 
073  per  cent,  being  taken  by  him  as  the  normal.  His 
standard,  however,  is  probably  too  high  to  exclude  the 
risk  of  injustice  being  done  to  the  salesman  ;  moreover, 
there  is  considerably  more  scope  for  error  and  variation 
in  the  results  of  different  operators  when  estimating  an 
ash,  than  exists  in  the  preferable  method  of  making  an 
estimation  of  the  non-fatty  solids. 

Next  as  to  the  question  of  cream-abstraction.  This  of 
course  can  only  be  estimated  from  the  amount  of  fat 
present ;  and  the  difficulty  which  meets  us  at  the  outset 
is  to  fix  a  fair  limit  of  the  amount  of  fat  which  every 
sample  should  contain.  This  matter  has  also  been 
much  discussed,  and  remains  unsettled.  The  limit  of 
the  percentage  amount  of  fat  which  must  be  insisted 
upon,  whenever  this  is  definitely  and  authoratively  set- 
tled, must  of  necessity  be  a  very  low  one,  in  order  to 
include  those  very  poor  samples  naturally,  which  con- 
tain even  less  than  2  per  cent. ;  and,  in  consequence,  it 
is  difficult  to  foresee  any  measure  which  shall  preclude 
unprincipled  dairymen  from  diluting  rich  milk  down  to 
this  percentage.  It  is  doubtful,  therefore,  having  in 
view  this  point,  whether  it  is  wise  to  decide  upon  a 
minimum  standard  of  strength,  but  whether  the  local 
circumstances  of  the  breed,  food,  condition,  &c.,  of  the 
cows  should  not  in  every  case  be  used  in  some  measure 
as  a  check  upon  the  quality  of  the  milk,  consideration 
being  had  of  the  fact,  that  the  milk  from  the  same  cow 
.may  vary  considerably  at  times,  from  reasons  not  yet 
thoroughly  grasped.  Dr.  Wallace  of  Glasgow  suggests, 
in  this  connection,  that  in  every  case  where  the  quality 
falls  below  a  certain  standard,  the  milkman  should  have 
the  privilege  of  proving  his  innocence  by  having  the 
cow,  or  cows,  milked  in  the  presence  of  the  Inspector  or 
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Analyst ;  and  in  the  case  of  a  man  having,  say  a  dozen 
cows,  it  should  be  no  defence  for  him  to  show  that  one 
of  these  gives  milk  of  unusually  low  quality. 

If  then  we  can  decide  definitely  upon  a  fair  limit  of 
fat  in  a  pure  sample,  the  amount  abstracted  by  the  re- 
moval of  cream  becomes  an  easy  calculation  after  an 
estimation  of  the  fat  has  been  made.  Suppose  that  the 
solids  fat  have  been  found  to  amount  to  just  2  per  cent. 
Then  if  we  adopt  2-5  per  cent,  as  a  very  fair  limit  of  the 
fat  in  a  pure  sample,  2-5  per  cent.  —2  per  cent  =  0-5  per 
cent,  at  least  must  have  been  abstracted;  or  2-5  :  2  :  :  roo 
per  cent.  :  x  per  cent,  of  the  total  fat  =  20  per  cent,  of 
the  total  fat. 

The  difficulty  of  deciding  upon  the  amounts  of  fatty 
and  non-fatty  solids  which  any  sample  of  milk  should 
contain  having  already  been  pointed  out,  it  remains 
to  indicate  the  broad  lines  upon  which  the  subject  has 
been  approached,  in  order  to  decide  as  to  whether  the 
sample  should  be  condemned  and  action  taken  against 
the  vendor.  It  is  not  fair  to  the  vendor,  in  every  case, 
to  proceed  against  all  samples  which  fall  below  a  milk 
of  even  average  quality,  nor  is  it  right  to  the  consumer 
to  simply  insist  that  all  milks  should  be  made  to  pass 
only  a  minimum  standard  ;  the  question  has  to  be  con- 
sidered in  a  spirit  of  fairness  and  equality  towards  the 
vendor  and  the  consumer  alike  ! 

It  would  seem  perfectly  just,  however,  to  take  action 
in  those  cases  where  the  fatty  solids  fall  below  2-5  per 
cent.,  and  the  non-fatty  solids  below  8-5,  and  where,  as 
a  consequence,  the  specific  gravity  and  the  cream  fall 
considerably  below  their  averages  ;  and  there  appears 
to  be  a  fairly  general  tacit  consent  to  these  numbers 
among  analysts. 

It  has  been  suggested  that  two  standards  of  quality 
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should  be  adopted  for  all  milk — a  low  and  a  high  one  ; 
but  the  objections  to  such  an  adoption  are  seen,  from 
what  has  already  been  said,  to  lie  upon  the  surface,  and 
to  make  it  highly  undesirable — since  it  would  sanction 
the  reduction  of  good  milk  to  the  lower  standard,  by 
the  addition  of  water  or  the  removal  of  cream,  both  of 
which  are  offences  against  the  sale  of  Food  and  Drugs' 
Act,  1875  [quod  vide). 

As  milk  stands,  a  certain  proportion  of  the  fat  rises  to 
the  upper  layers  before  it  separates  so  completely  as  to 
form  a  layer  of  cream,  and  a  defence  is  sometimes  set  up 
by  the  dairyman,  that  a  poor  sample  was  due  to  the  fact 
that  such  upper  milk  had  all  been  removed,  and  that 
the  sample  was  some  of  the  last  of  the  milk  in  the  can. 
This  defence  is,  in  most  cases  a  well  recognised  subter- 
fuge ;  and  it  is,  moreover,  the  duty  of  the  vendor  to 
rouse  the  milk,  and  to  supply  fair  samples  to  one  and 
all  alike. 

Samples  collected  on  Sunday  mornings  are  generally 
amongst  the  poorest,  for  great  inducement  is  offered  to 
adulteration  on  these  days  in  order  to  meet  the  excep- 
tional demand — due  to  the  fact  that  the  working  class 
more  generally  indulge  in  milk  upon  that  day. 

The  mineral  adulteration  of  milk  consists  chiefly  of  the 
following  salts  : — 

1.  Common  salt.  This  throws  up  the  amount  of  ash, 
and  can  be  estimated  by  calculating  the  amount  of 
chlorine  in  the  dissolved  ash;  when  this  exceeds  0-14 
per  cent.  (Bell),  such  addition  is  at  once  suspected. 

2.  Sodium  carbonate.  Its  presence  also  swells  the 
amount  of  ash,  and  this  is  found  to  yield  considerable 
effervescence  when  hydrochloric  acid  is  dropped  upon 
it ;  whereas  if  the  ash  is  pure  no  such  effervescence  is 
discernible. 
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3.  Chalk  is  now  rarely  added,  but  it  serves  to  thicken, 
improve  the  colour,  and  also  to  neutralise  acidity.  It  is 
best  detected  in  the  ash,  (which  also  effervesces  with 
hydrochloric  acid),  by  dissolving  this  and  testing  by  the 
oxalate  of  ammonia. 

4.  Boracic  acid  is  chiefly  added  to  preserve  the  milk. 
A  good  method  of  detecting  this  form  of  adulteration  is 
that  of  Kretzschmar.  The  sample  is  first  well  shaken — 
since  calcium  borate  has  a  tendency  to  settle — then  6 
c.c.  are  evaporated  down  to  about  one-fourth  of  the  ori- 
ginal bulk ;  a  drop  or  two  of  strong  hydrochloric  acid 
are  then  added,  and  as  evaporation  proceeds  a  Bunsen 
flame  is  directed  immediately  over  the  dish.  Boron 
will  give  a  green  tinge  to  this  flame. 

5.  Salicylic  acid,  like  the  former,  will  lend  a  slight 
increase  to  the  ash,  a  solution  of  which  in  distilled  water 
gives  a  purple  colour  with  a  drop  or  two  of  a  solution  of 
the  perchloride  of  iron.  A  quantitative  estimation  of 
this  salt  can  be  made  by  slightly  acidulating  the  milk 
with  hydrochloric  acid,  and  then  shaking  up  with  ether 
in  a  separator,  after  which  the  ether  is  drawn  off  and 
evaporated.  The  residue  is  then  dissolved  in  a  mea- 
sured quantity  of  distilled  water,  and  the  amount  of 
colour  created  by  adding  a  measured  quantity  of  per- 
chloride of  iron  solution  should  be  titrated,— by  taking  a 
similar  bulk  of  pure  water,  to  which  the  same  quantity 
of  the  iron  solution  has  been  added,  and  then  dropping 
in  a  weak  standard  solution  of  pure  salicylic  acid  until 
the  colour  is  matched. 

Cane  sugar  is  sometimes  added  to  thicken  a  poor  milk 
and  to  slightly  sweeten  it.  This  may  be  tested  for  by 
Fehling's  solution.  Regard  must,  however,  be  had  to 
the  fact  that  some  sugar  (milk  sugar)  is  normally  pre- 
sent in  the  milk.     When  milk  is  boiled  for  4  minutes 
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with  5  c.c.  of  normal  sulphuric  acid,  the  increase  of 
sugar  over  the  quantity  found  before  inversion  is  only 
equal  to  about  two-tenths  per  cent.,  but  when  cane 
sugar  is  present  the  indications  will  equal  the  cane 
sugar  in  the  milk  together  with  the  two-tenths  per 
cent,  derived  from  the  altered  milk  sugar. 

Starch  is  added  to  thicken  poor  milk  and  to  disguise 
its  blue  colour ;  treat  with  iodine  and  then  examine 
under  the  microscope,  when  very  small  traces  will  be  at 
once  discovered. 

Glycerine  and  treacle  axe  also  sometimes'  added  to 
sweeten  and  thicken  milk.  Glycerine  is  best  estimated 
from  the  whey,  by  evaporating  this  to  dryness  and 
freeing  from  fat  by  ether  ;  if  the  residue  is  thoroughly 
digested  in  a  mixture  of  alcohol  and  ether,  the  glycerine 
will  be  in  great  part  dissolved  out  by  this  means.  The 
ether  and  alcohol  are  next  gently  evaporated  oflf,  and  the 
glycerine  remains  as  a  thick  viscid  liquid,  with  no  smell 
and  a  sweet  taste.  Heated  in  a  test-tube  it  decomposes 
without  blackening,  and  emits  acrid  fumes  (of  acrolein). 

Annatto  or  turmeric  are  yellow  colouring  agents,  added 
to  give  the  milk  a  rich  yellow  appearance.  Liquor 
potassae  will  give  a  brown  colour  if  turmeric  be  present. 

Skimmed  milk  is  sometimes  made  to  look  like  good 
rich  milk  by  the  addition  of  "  condensed  milk."  An 
analysis  of  the  ash  and  non-fatty  solids  will,  however, 
detect  the  fraud,  since  these  will  be  in  excess  of  their 
general  proportions,  and  the  sugar  more  especially  so. 
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CHAPTER   IV. 

Butter — Cheese — Tyrotoxicon. 

An  analysis  of  butter  for  sanitary  purposes  need  but 
rarely  proceed  beyond  a  point  which  decides  as  to 
whether  a  fraudulent  attempt  is  being  made  to  sell  such 
compounds  as  "  oleo-margarine  "  for  pure  butter.  In 
the  manufacture  of  oleo-margarine  ordinary  animal  fats* 
(generally  of  the  ox  or  sheep)  are  melted,  strained,  cooled 
with  ice,  worked  up  with  milk,  coloured  with  annatto, 
and  salted  ;  the  result  is  an  article  very  similar  in  ap- 
pearance and  taste  to  ordinary  butter,  and  but  little  in- 
ferior in  nutritive  qualities. 

The  analysis  then — apart  from  the  object  of  detecting 
fraud — has  no  important  public  health  grounds  for  its 
performance,  and  the  addition  of  the  ordinary  adulter- 
ants (water  and  salt)  is  of  such  trivial  consequence  that 
there  is  no  necessity  to  make  any  effort,  as  a  routine 
practice,  to  detect  them. 

It  is  opportune  before  commencing  the  method  of 
analysis,  to  first  consider  the  composition  of  pure  butter. 

A  good  average  butter  has  the  following  approximate 
percentage  proportions  of  its  constituents. 

Fat,  82  per  cent. 

Curd  (casein),  2  per  cent. 

Ash,  2  per  cent. 

Milk  sugar,  i  per  cent. 

Water,  13  per  cent. 

*  In  the  vegetable  kingdoms,  the  cotton  seed  oil  is  most  generally 
employed  in  the  manufacture  of  spurious  butters. 
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Dr.  Bell  found,  in  a  great  number  of  genuine  samples 
which  he  analysed,  that  the  butter-fat  may  fall  as  low 
as  70  per  cent.,  the  salts  to  0-4,  and  that  the  water  may 
vary  from  5  to  20  per  cent. 

The  butter-fat  is  a  compound  of  glycerine  with  cer- 
tain fatty  acids,  and  consists  of: — 

{a)  The  glycerides  of  certain  volatile  fatty  acids,  soluble 
in  hot  water,  i.e.,  principally  butyric,  but  also  smaller 
quantities  of  caproic,  capric,  and  caprylic  acids. 

(b)  The  glycerides  of  certain  fatty  acids  insoluble  in  hot 
water,  i.e.,  palmitic,  stearic,  oleic  and  myristic  acids. 

There  should  be  very  little  casein  in  any  sample  of 
pure  butter — certainly  not  more  than  3  per  cent.  It 
can  be  readily  estimated  by  weighing,  after  washing 
out  the  salts,  the  residue  left  when  the  fat  has  been  ex- 
tracted from  the  total  solid  residue.  The  matter  is  not, 
however,  of  great  importance. 

The  same  difficulties  are  met  in  agreeing  upon  a 
standard  of  quality  to  which  all  butters  should  be  made 
to  conform  as  in  the  case  of  milk,  since  the  same 
causes  which  eifect  a  considerable  difference  of  quality 
in  genuine  milk  samples,  even  from  the  same  animal  at 
different  periods,  act  of  course  with  equal  force  against 
the  butter  formed  from  such  milks. 


The  Analysis. 

It  is  important  to  note  that  after  a  sample  of  butter 
has  been  seized,  it  is  desirable  to  proceed  with  the  ana- 
lysis of  it  without  material  delay ;  and  the  butter  should, 
moreover,  be  kept  in  a  cool  dark  place  in  the  interim  of 
its  seizure  and  analysis,  for  so  soon  as  it  commences  to 
undergo  change  (decomposition),  many  of  the  charac- 
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teristics   which   distinguish  true   butter-fat  from  other 
fats  tend  to  disappear  to  some  extent. 

The  utilisation  of  other  fats  in  the  manufacture  of  a. 
spurious  butter  has  called  for  special  legislation  ;  the 
designation  of  such  compounds  was  originally  "  but- 
terine,"  but  this  term  has  now  been  prohibited  by  law 
(1887)  as  one  liable  to  mislead  the  more  ignorant  sec- 
tion of  the  community  into  the  belief  that  they  were 
buying  genuine  butter.  All  foreign  fats,  therefore,  made 
up  to  resemble  butter,  have  now  to  be  labeled  "  mar- 
garine," (vide  Food  and  Drugs'  Act  and  also  the  Mar- 
garine Act,  in  Appendix). 

Physical  Characters : — 

These  are  too  well-known  to  need  detailing  here ;  the 
smell  and  taste  of  good  butter  are  familiar  to  everyone, 
and  are  so  characteristic  that  they  form  in  themselves 
valuable  evidence  of  its  purity. 

With  regard  to  the  colour,  the  same  remarks  given  in 
connection  with  the  colour  of  milk  must  apply  closely 
to  the  butter  made  from  it ;  mention  should,  however, 
be  made  of  the  fact  that  annatto  is  here  much  more 
commonly  employed  as  a  colouring  agent. 

We  have  seen  that  the  main  issue  of  the  analysis 
is  to  determine  whether  the  sample  consists  of  pure 
butter-fat,  an  admixture  of  this  with  prepared  beef-fat, 
&c.,  or  of  this  prepared  beef-fat,  &c.,  alone.  The  lines 
upon  which  we  must  proceed  to  detect  fraud,  must  ob- 
viously be  those  which  take  advantage  of  any  differences 
existing  in  the  composition  of  the  two  kinds  of  fat ;  these 
differences  are  mainly  the  following  : — 

Butter-Fat.  Bebf-Fat,  &c. 

I.  The  specific  gravity  is  ex-  Is  never  above  904. 

tremely  rarely  below  910,  and 
never  below  909'8. 

U  2 
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2.  The   soluble  volatile  fatty  Constitute   rarely   more   than 
acids  form  between  6  and  7  per  half  per  cent.,  and   never   more 
cent,   on   an  average,   and  se  than  three-fourths  per  cent, 
never  below  4-5 

The  insoluble  fatty  acids  form  Generally  about  95  per  cent, 

about  88  per  cent,  of  its  'otal 
weight. 

3.  The   melting  point  of  the  Rarely,  if  ever,  above  82°  F. 
fat  varies  from  86°  to  94°  F.,  and 

is  commonly  from  88°  to  gi°  F. 

4.  Readily  and  completely  Less  so,  and  leaves  a  resi- 
soluble  in  ether.  due. 

5.  Under  the  microscope  pure  The  contours  of  the  small  oil 
butter  consists  of  a  collection  of  globules  are  less  distinct,  and 
small  oil  globules  with  an  occa-  the  larger  ones  are  more  rumer- 
sional  large  one,  and  no  crystals  ous  and  irregular  in  size.  Often 
except  when  the  fat  has  been  acicular  and  stellate  crystals  of 
melted.  the  non-volatile  acids  sre  seen. 

The  specific  gravity  test  is  most  thoroughly  reliable,  and 
suffices  in  itself  for  the  purposes  of  detecting  fraudulent 
employment  of  other  fats  ;  it  is  effected  in  the  following 
manner : — 

1.  A  quantity  of  the  butter  is  heated  to,  and  main- 
tained at,  about  150°  F.  in  a  water-bath — made  by 
placing  a  smaller  beaker  containing  the  butter  in  a 
larger  beaker  containing  water. 

2.  The  fat  slowly  separates — and  forms  an  upper 
stratum,  which  rests  upon  a  lower  stratum  of  the  water, 
curd,  and  salt. 

3.  In  the  course  of  time  the  upper  layer  of  butter-fat 
gets  clearer  and  clearer,  until  at  last  all  the  water,  curd, 
and  salt  having  separated,  it  becomes  perfectly  clear 
and  transparent.  Immediately  this  has  taken  place  the 
fat  is  decanted  on  to  a  fine  filter,  in  order  to  guard 
against  the  presence  of  traces  of  curd  and  salt,  and  the 
filtrate  of  pure  butter-fat  is  collected  and  poured  into  a 
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specific  gravity  bottle.  The  specific  gravity  bottle  is  a 
small  bottle  of  thin  glass,  fitted  with  a  glass  stopper  per- 
forated by  a  thermometer  which  registers  the  tempera- 
ture of  the  contained  liquids,  so  that  this  may  be  known 
at  the  moment  of  weighing.  This  bottle  must  be  ac- 
curately filled  and  then  stoppered,  care  being  had  that 
no  air  bubble,  or  empty  space,  is  allowed  to  remain 
between  the  stopper  and  the  liquid,  or  the  results  will 
be  untrue. 

4.  The  temperature  at  which  the  fat  is  poured  into 
the  specific  gravity  bottle  is  about  110°  F.,  and  then  the 
bottle  and  its  contents  are  transferred  to  the  balance 
and  weighed.     The  object  is  to  take  the  weight  at  100° 


Fig.  48. — A  specific  gravity  flask. 

F.,  and  in  the  time  absorbed  by  the  process  of  weigh- 
ing, the  attached  thermometer  will,  in  most  cases,  have 
fallen  to  100°  F. ;  if  not,  the  operator  must  delay  until 
that  temperature  is  reached,  before  taking  the  final 
weight. 

The  weight  of  the  specific  gravity  bottle  when  com- 
pletely filled  with  distilled  water  and  closely  stoppered, 
at  the  temperature  of  100°  F.,  has  been  previously  esti- 
mated, and  is  known.  By  a  comparison  of  the  respec- 
tive weights  of  similar  bulks  of  the  two  fluids  at  the 
same  temperature,  the  specific  gravity  of  the  butter-fat  is 
estimated — that  of  distilled  water  being  taken  as  1000, 

The  weight  of  the  fat  at  100°  F. 
^■^•'  ==  The  weight  of  the  water  at  100'  F.  ^  ^°°°" 
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Notes  upon  the  process. — ioo°  F.  is  selected  as  the  tem- 
perature for  weighing  because  it  is  the  lowest  tempera- 
ture to  which  it  is  quite  safe  to  reduce  the  contents 
of  the  bottle,  without  any  solidification  of  its  contents 
ensuing:— all  the  fats,  animal  and  vegetable,  used  as 
adulterants,  remaining  liquid  at  that  temperature. 

Supposing  the  specific  gravity  is  found  to  be  907,  then 
if  we  take  the  lowest  specific  gravity  which  pure  butter 
may  possess  as  910,  the  percentage  amount  of  foreign 
fat  in  the  sample  may  be  rpughly  gauged. 

gio  =  The  lowest  specific  gravity  of  pure  butter-fat. 

904  =  The  highest  specific  gravity  of  pure  foreign  fat. 

A  difference  therefore  of  6  would  certainly  constitute 
100  per  cent  of  adulteration. 

The  sample  has  a  specific  gravity  of  907,  and  there- 
fore a  difference  of  3,  which  will  represent  (6  :  3  : :  100  ;  ;\;) 
50  per  cent,  of  adulteration. 

A  valuable  means  of  ascertaining  whether  the  sample 
is  true  butter-fat  or  not,  is  by  direct  titration  of  the 
amount  of  potash  required  to  affect  saponification. 

A  gramme  of  true  butter-fat  is  found  to  require  at 
least  225  milligrammes  of  an  alcoholic-potash  solution 
for  this  purpose,  so  that  any  amount  less  than  this  which 
suffices,  implies  the  presence  of  other  fats— none  of 
which  require  as  much  as  200  milligrammes  (oleo-mar- 
garine  =  195-5). 

Kcettstorfer  first  pointed  out  this  means  of  detecting 
adulteration :  2  grammes  of  the  clear  fat,  obtained  in  the 
manner  already  seen  in  -performing  the  specific  gravity 
test,  are  placed  in  a  small  beaker,  to  which  25  c.c.  of 
an  alcoholic  solution  of  potash  are  added.  The  whole 
is  then  geptly  heated  in  a  water  bath,  and  stirred 
with  a  glass  rod,  until  the  fat  is  completely  dissolved — 
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when  a  watch-glass  is  placed  over  the  mouth  of  the 
beaker,  and  for  15  minutes  such  heat  is  applied  as 
will  make  the  alcohol  boil  gently.  The  watch-glass, 
having  been  washed  in  alcohol,  is  then  removed,  and 
the  contents  of  the  beaker  are  well  stirred  by  the  glass 
rod — which  should  also  be  washed  in  alcohol.  It  then 
only  remains  to  calculate,  from  the  amount  of  semi- 
normal  hydrochloric  acid  necessary  to  neutralize  the 
potash,  how  much  of  this  latter  has  been  required  for 
complete  saponification  of  the  butter-fat. 

The  exact  stage  of  neutrality  is  denoted  by  an  "  in- 
dicator." Koettstorfer  employed  i  c.c.  of  an  alcoholic  so- 
lution of  phenol-phthalein,  which  changes  from  crimson 
to  yellow  when  an  alkaline  solution  becomes  a  neutral 
one. 

It  must  be  rare  that  it  is  necessary  to  have  resort  to 
any  corroborative  evidence  by  the  tedious  method  of 
estimating  the  amounts  of  the  soluble  and  insoluble  fatty 
acids,  and  under  any  circumstances  where  this  test  is 
employed,  it  is  not  necessary  to  proceed  beyond  an  esti- 
mation of  the  soluble  fatty  acids — which  are  more  quickly 
and  precisely  determined  than  those  which  are  insoluble. 
The  evidence  of  the  presence  of  foreign  fat  which  is  de- 
rivable from  the  soluble  and  volatile  fatty  acids,  is  un- 
doubtedly best  gained  by  Reichert's  process,  and  this  is 
therefore  given  to  the  exclusion  of  many  others,  since 
the  writer's  preference  is  supported  by  many  excellent 
chemical  authorities. 

The  rationale  of  Reichert's  process  lies  in  the  fact,  that 
the  volatile  and  soluble  fats,  as  has  been  pointed  out, 
are  relatively  much  higher  in  butter  than  in  the  other 
animal  fats,  and  that  when  these  are  made  to  yield  their 
corresponding  fatty  acids,  the  butyric  acid  formed  from 
the  butyrin  is  also  relatively  much  more  volatile  than 


2g6  LABORATORY   WORK. 

any  of  those  acids  yielded  by  the  ordinary  substitutes 
for  butter-fat.  If  then  this  volatile  fatty  acid  be  sepa- 
rated, the  acidity  which  it  creates  in  the  medium  con- 
taining it,  will  be  considerably  greater  than  any  acidity 
which  could  be  present  when  other  animal  fats  have 
been  similarly  treated  ;  and  upon  this  fact  depends  the 
issue  of  the  test. 

1.  The  clear  melted  butter-fat  is  collected  in  the 
manner  described  above  for  obtaining  the  specific 
gravity,  and  then  2-5  grammes  of  it  are  weighed  in  a 
small  glass  flask. 

2.  20  c.c.  of  a  solution  of  potassium  hydrate  in  methy- 
lated spirit  (i  in  20}  are  then  added  to  the  flask,  which 
is  next  placed  in  a  water  bath  and  gently  heated. 
Soaps  are  formed  by  the  combination  of  the  fatty  acids 
with  the  alkali,  glycerine  is  set  free  and  the  alcohol  is 
expelled ;  and  the  soap  should  be  allowed  to  form  a  firm 
mass  at  the  bottom  of  the  flask. 

3.  The  last  traces  of  alcohol  should  then  be  re- 
moved from  the  flask— by  sucking  the  air  out  through 
a  tube. 

4.  50  c.c.  of  water  are  next  added,  and  the  whole 
gently  heated  until  the  soap  is  completely  dissolved. 

5.  20  c.c.  of  dilute  sulphuric  acid  (i  in  10)  are  sub- 
sequently poured  in  to  decompose  the  soap,  and  the 
fatty  acids  are  thus  set  free ;  those  soluble  in  hot  water 
are  in  solution,  while  those  which  are  insoluble  form  an 
oil  upon  the  surface. 

6.  The  flask  is  then  connected  to  a  small  condensing 
apparatus  and  the  contents  boiled  slowly — a  piece  or 
two  of  the  stem  of  a  clay  tobacco  pipe  being  inserted  to 
prevent  bumping.  The  butyric  acid  is  distilled  over 
unchanged  ;  but  the  distillate  also  contains  some  of  the 
insoluble  fatty  acids,  and  these  must  be  separated  by 
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allowing  the  distillate  to  run  through  a  wet  filter  before 
it  is  finally  collected. 

7.  Exactly  50  c.c.  of  the  filtered  distillate  are  col- 
lected, and  its  acidity  is  estimated  by  finding  how  much 
of  a  standard  solution  of  an  alkali  (soda)  is  required  to 
effect  neutralization — phenol-phthalein  being  used  as  an 
"indicator."  2-5  grammes  of  pure  butter  treated  in 
this  manner,  never  yields  a  less  amount  of  acidity  than 
corresponds  to  12  c.c.  of  decinormal  soda  solution  (4 
grammes  of  real  sodic  hydrate  per  litre).  If  then  the 
acidity  is  found  to  correspond  to  only  10  c.c.  of  this 
solution,  the  percentage  of  pure  butter  fat  in  the  sample 
would  be  as  12  :  10  :  :  100  :  x  per  cent.  =  83-3  per  cent., 
or  100 — 83-3  =  16-7  per  cent  of  foreign  fat. 

The  alcoholic-potash  solution  when  freshly  made, 
should  always  be  subjected  to  a  blank  experiment  with 
water,  and  the  amount  of  alkali  then  used  must  be 
noted — in  order  that  it  may  be  deducted  from  the 
amount  used  in  the  butter  analysis.  A  check  to  the 
extent  of  2  c.c.  may  be  necessary  with  some  spirit. 

With  regard  to  the  insoluble  fatty  adds  it  is  generally 
admitted  that  genuine  butters  contain  a  percentage  of 
these  which  may  vary  from  85 •  5  to  90  per  cent.  This 
difference  would  permit  of  the  addition  of  about  40 
per  cent,  of  some  foreign  fats  to  a  very  rich  milk, 
without  the  butter — in  respect  of  these  acids — falling 
below  the  limit  of  a  genuine  sample. 

The  melting  point. — It  is  recommended  that,  in  apply- 
ing this  test,  the  butter  fat  be  suddenly  cooled  by 
floating  it  upon  iced  water  in  a  platinum  dish  ;  by  this 
means  uniform  results  are  obtained.  A  little  of  the  fat 
is  then  taken  up  around  a  clean  platinum  wire,  which 
is  then  placed  alongside  a  thermometer  in  a  beaker  of 
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cold  water,  so  that  the  fat  is  very  near  the  bulb  of  the 
instrument.  This  beaker  is  placed  inside  another 
larger  one  also  containing  water,  and  thus  a  water  bath 
is  improvised— by  means  of  which  the  temperature  of 
the  water  in  the  smaller  beaker  can  be  slowly  and  uni- 
formly raised  by  the  application  of  heat  to  the  larger 
beaker.  The  temperature  recorded  by  the  thermo- 
meter at  the  exact  stage  at  which  the  fat  melts,  is  that 
of  the  "  melting  point." 

The  melting  points  of  the  different  fats  vary  within 
narrow  limits,  owing  to  the  variable  quantities  of 
stearin,  olein,  and  volatile  fatty  acids ;  and  this  test, 
therefore,  can  never  prove  complete  purity,  since  small 
amounts  of  some  of  the  other  fats — and  even  large 
amount  of  beef-dripping — would  not  be  detected. 
The  salt  in  hutter  may  be  estimated  thus  : — 
Weigh  out  5  grammes  of  butter  into  a  weighed 
platinum  dish,  and  place  for  about  two  hours  over  the 
water  bath  to  drive  off  water — stirring  frequently  with 
a  glass  rod  or  the  water  will  not  be  able  to  escape. 
Then  extract  fat  with  warm  ether,  in  the  manner  de- 
scribed in  "  milk  analysis."  Dry  the  residue,  dissolve 
out  the  salt  with  warm  distilled  water,  and  estimate  the 
amount  of  sodium  chloride  from  a  quantitative  estima- 
tion of  chlorine — performed  as  in  water  analysis. 

An  instrument  recently  invented  by  M.  Souden,  and 
termed  the  "  liqmscope,"  will  probably  come  to  be  em- 
ployed as  a  rapid  means  of  detecting  adulteration  in 
butter,  oils,  glycerine,  &c.  It  consists  of  a  glass 
cylinder  containing  glycerine,  into  which  two  hollow 
prisms  are  immersed.  When  substances  with  identical 
refractive  indices  are  placed  in  the  prisms,  and  a  black 
horizontal  line  upon  a  white  background  is  looked  at 
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through  these,  the  Hne  appears  continuous  ;  but  when 
the  substances  are  of  diiferent  refractive  indices,  the 
line,  when  thus  viewed,  appears  broken  in  two — one 
part  being  at  a  higher  level  than  the  other. 


Microscopic  Examination. 

Pure  butter,  under  the  microscope,  is  seen  to  consist 
of    a    collection    of  small    round   highly   refractile   oil 


Fig.  49.— Butter-fat.     ( X  350). 

globules,  together  with  a  few  much  larger  ones  of  fairly 
uniform  size.  The  larger  globules  average  about  6  in 
number  in  the  field  of  the  microscope  at  the  same  time, 
while  the  smaller  would  number  many  thousands. 

In  oleo -margarine  the  small  oil  globules  are  much  less 
distinct  in  contour,  i.e.,  they  stand  out  less  markedly 


Fig.  50. — Oleo-margarine.      (X  35°). 

than  in  butter  fat  and  have  the  appearance  of  being 
more  crowded  together  ;  on  the  other  hand,  there  is, 
relatively,  a  much  greater  number  of  the  larger  globules, 
some  of  which  reach  a  much  greater  size  than  others, 
and  these  do  not,  in  consequence,  present  the  same 
uniformity  as  was  noted  in  the  case  of  pure  butter. 
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Adulteration. 

Lard,  beef  mutton  and  horse  fats,  together  with 
vegetable  oils  (linseed,  palm  and  cocoanut),  are  em- 
ployed as  substitutes  of  butter  fat. 

Water  is  rarely  worked  into  a  butter  in  excessive 
quantities  for  fraudulent  purposes,  since  water  exceed- 
ing about  i6  per  cent.,  is  decidedly  prejudicial  to  the 
keeping  powers  of  the  butter.  Such  a  practice,  how- 
ever, increases  the  weight,  and  is  often  resorted  to  in 
those  cases  where  a  ready  market  is- ensured,  and  the 
keeping  powers  of  the  butter  are  not,  therefore,  taxed 
before  sale.  Common  salt  is  added  to  improve  the 
flavour,  and  also  to  preserve  the  butter  by  checking  the 
decomposition  of  the  casein.  It  -has  been  found  to 
reach  as  high  as  14  or  15  per  cent. ;  but  seeing  that  its 
presence  in  such  excess  gives  a  markedly  saline  taste, 
it  becomes  a  question  of  individual  palate  as  to  whether 
such  butter  is  bought  and  consumed ;  the  point  is  not 
one  of  public  health  import,  and  rarely  does  the  per- 
centage amount  exceed  that  which  will  lend  a  palatable 
amount  of  saltness  to  the  butter,  i.e.,  about  5  or  6  per 
cent. 

The  addition  of  potato  or  other  starch  would  be  best 
detected  by  the  microscope,  after  treating  with  iodine ; 
but  these  are  practically  never  employed  for  adultera- 
tion purposes. 

Annatto,  turmeric,  and  other  harmless  colouring 
agents,  are  commonly  used,  and  C.  F.  Cassal  first 
pointed  out  that  boric  acid  was  frequently  to  be  found 
in  butter  and  cream,  and  that  it  plays  an  important  part 
in  the  composition  of  the  numerous  proprietary  nostrums 
sold  for  preserving  these  articles. 
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Cheese. 

Cheese  consists  of  the  original  constituents  (chiefly 
the  casein  and  fat)  of  the  milk  from  which  it  is  made ; 
but,  as  the  process  of  ripening  proceeds,  the  sugar  be- 
comes changed— chiefly  into  lactic  acid. 

The  average  composition  of  Stilton,*  Gorgonzola, 
and  Dutch  cheese — as  shown  by  Bell's  analysis,  is : — 


Water 

Fat. 

a 

Free  acid  as 
lactic  aiid. 

Ash. 

Stilton     .     . 
Gorgonzola . 
Dutch      .     . 

23-57 
31-85 
4i-'30 

39-13 
34-34 

2278f 

32-55 
27-88 
28-25 

1-24 

1-35 
0.57 

3-51 
4-S8 
7-10 

There  is  remarkably  little  adulteration  practised  in  the 
manufacture  of  cheese,  and  the  cause  is  not  far  to  seek, 
for  the  article  does  not  readily  lend  itself  to  sophistica- 
tion. For  the  curd,  which  is  separated  from  milk  by 
rennet,  there  is  no  spurious  and  cheap  substitute  which 
can  be  made  to  yield  the  peculiar  characters  of  pure 
cheese  ;  there  seems,  however,  a  strong  probability  that 
lard  and  animal  and  vegetable  fats  may  eventually  be- 
come extensively  employed  in  the  manufacture  of  the 
cheaper  cheeses — so  that,  by  making  these  replace  the 
abstracted  fat  (cream)  of  skimmed  milk,  this  latter  may 
be  turned  to  account. 

*  Different  samples  of  each  of  these  cheeses  vary  considerably  in 
the  percentage  amounts  of  their  constituents. 

f  Very  poor  because  made  from  milk  which  has  been  partially 
skimmed. 
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In  this  country,  at  the  present  day,  it  may  be  said 
that  with  the  exception  of  colouring  matter— which  is 
generally  annatto  and  harmless — the  cheeses  produced 
are  pure.  It  has  been  shown,  however,  that  in  some 
cases  (especially  foreign  cheeses)  their  surfaces  have  been 
brushed  over  with  highly  poisonous  antiseptic  solutions, 
such  as  arsenious  acid  and  sulphate  of  copper — in  order 
to  preserve  them  from  attack  by  parasites  and  from 
decay ;  that  colouring  matters  have  also  been  used  to 
tint  the  rind  ;  and  that  those  small  and  delicate  cheeses 
which  are  wrapped  in  thin  lead  papers  may  take  up 
the  metal.  A  careful  examination,  therefore,  of  the 
rind  for  metallic  poisons  may  be  occasionally  desirable. 


Fig.  51. — Aspergillus  glaucus. 

Any  starch  employed — as  it  rarely  is — as  an  adul- 
terant, can  be  detected  by  the  iodine  reaction  and  the 
microscope. 

Cheese  is  peculiarly  liable — and  especially  the  moister 
kinds — to  parasitic  growths,  which  are  considered  by 
many  to  add  materially  to  the  flavour  of  the  article. 
They  are  probably  harmless  when  ingested  with  the 
cheese ;  but  a  knowledge  of  the  commoner  forms  of 
growth  is  desirable  : — 

Aspergillus  glaucus  is  a  form  of  vegetable  fungus,  and 
gives  rise  to  the  appearance  popularly  known  as  "  blue 
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mould  " — and  sometimes  also  of  "green  mould" ;    under 
the  microscope  its  appearance  is  that  denoted  in  fig.  51. 


Fig.  52. — Mucor  Mucedo. 

Sporendonema  casei  is  a  similar  growth,  creating  the 
appearance  known  as  "red  mould."  Mucor  mucedo  is 
another  fungus  which  also  attacks  cheese. 


Fig.  53. — The  cheese  mite.     (Acarus  Domesticus). 

The  cheese  mite,  Acarus  domesticus,  is  a  tiny  animal 
parasite  shown  magnified  in  fig.  53. 
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The  cheese  maggot  is  an  animal  parasite  of  much  larger 
growth  ;  they  are  the  larvae  of  a  fly  known  as  "piophila 
casei,"  and  are  readily  detected  by  either  the  naked  eye 
or  by  the  use  of  a  small  hand  lens. 


Tyrotoxicon. 

Milk,  cream,  butter,  cheese  and  ice-creams,  &c.,  may 
all  rarely  contain  this  poisonous  substance,  which  de- 
velopes  under  those  circumstances  most  conducive  to 
fermentative  changes  generally :—«.«.,  warmth,  impure 
and  confined  air,  and  deficient  light.  It  is  a  diazo- 
benzene-butyrate,  and  is  found  to  occur  under  conditions 
of  improper  storage,  in  the  various  food  articles  above- 
mentioned.  It  will  not  be  necessary,  however,  to  exa- 
mine these  as  a  routine  practice  for  tyrotoxicon  ;  but 
when  the  ingestion  of  either  has  given  rise  to  gastro- 
intestinal disturbances,  then  a  most  rigorous  search 
should  be  instituted  for  this  most  powerful  poison.  The 
symptoms  it  creates  commonly  pass  off  within  a  few 
hours,  but  occasionally  serious  consequences  have 
arisen — such  as  the  intervention  of  symptoms  akin  to 
atropine  poisoning,  and  collapse  has  ushered  in  death. 
The  general  appearance  of  the  milk,  &c.,  is  not  neces- 
sarily altered  in  any  way,  but  acidity  is  always  marked, 
and  where  this  is  originally  present,  as  in  cheese,  it  is 
invariably  increased. 

The  method  of  examination  if  milk  be  taken,  is  as 
follows  : — 

I .  The  medium  is  first  rendered  a  distinctly  alkaline 
one  by  means  of  sodium  carbonate,  then  an  equal  bulk 
of  pure  ether  is  added  and  the  whole  well  shaken  up  in 
a  separator. 
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2.  The  mixture  is  next  allowed  to  stand  until  all  the 
ether  is  found  to  have  separated  into  a  layer  upon  the 
surface. 

3.  This  ethereal  layer  is  then  decanted  on  to  a  saucer, 
where  it  is  left  until  the  ether  has  spontaneously  eva- 
porated and  a  comparatively  dry  residue  remains. 

4.  The  residue  is  carefully  dissolved  in  a  little  pure 
water,  and  then  filtered  to  free  it  from  fat. 

5.  The  iiltrate  is  next  well  shaken  with  an  equal  bulk 
of  pure  ether,  and  the  ethereal  layer,  having  separated, 
is  removed  and  allowed  to  again  evaporate  spon- 
taneously. 

6.  The  residue  left  upon  the  saucer  will  then  contain 
any  tyrotoxicon  which  may  have  been  originally  pre- 
sent, sufficiently  pure  to  respond  to  tests— the  best  of 
which  is : — 

7.  Pour  on  to  the  residue  a  few  drops  of  a  mixture  of 
equal  parts  of  pure  carbolic  and  sulphuric  acids — when, 
if  the  poison  be  present,  an  orange  red  or  purple  colour 
appears. 

In  the  case  of  cheese  and  butter,  these  are  first 
thoroughly  worked  up — triturated— with  water,  which 
is  then  treated  in  the  manner  indicated  above. 
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CHAPTER  V. 

Corn — Wheat-flour. 

Corn. — This  term  includes  the  seeds  of  cereal  plants 
in  general,  and  it  is  of  primary  importance,  in  food 
analysis,  that  the  knowledge  shall  be  acquired  whereby 
it  becomes  possible  to  distinguish  between  the  different 
seeds,  whether  in  a  whole  or  ground  state. 

The  appearance  of  the  complete  seeds  is  so  generally 
well  known  that  a  description  is  not  required  here,  and 
it  is,  moreover,  almost  entirely  in  the  form  of  "  flour  " — 
i.e.,  when  these  seeds  are  finely  ground, — that  the 
Health  Officer  is  concerned  with  them.     Before,  how- 


FiG.  54.— The  corn  Weevil  (Calandra  granaria). 
(Magnified  and  natural  size). 

ever,  dismissing  the  subject,  certain  abnormal  con- 
ditions of  the  entirfe  seed,  which  are  brought  about  by 
small  animal  and  vegetable  parasites,  should  be 
considered. 

Those  presenting  minute  round  perforations,  and  con- 
sisting almost  entirely  of  a  shell,  show  that  the  seed  has 
been  penetrated  and  its  bulk  removed  by  a  small  insect, 
visible  to  the  naked  eye,  termed  calandra  granaria  {vide 
fig.  54)  and  popularly  known  as  the  "  weevil." 

Those  which  are  discoloured,  and  in  which  the  bulk 
of  their  substance  is  replaced  by  a  fine  cottony  material, 
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have  been  attacked  by  the  "ear-cockle"  or  vibrio  tritici — 
a  small  worm-like  parasite,  pointed  at  either  end  as 
shown  in  figure  55. 


Fio.  55, — ^Vibriones  tritici  X  about  40. 

The  acarus  farince  is  a  small  microscopic  parasite 
which  infests  the  grain,  and  closely  resembles  the  acarus 
scabiei.     It  especially  affects  damp  and  inferior  flour ; 


Fig.  56. — The  wheat  mite  (Acarus  farinse).     (X  85). 

its  characters  are  shown  in  figure  56.  The  eggs  of  the 
parasite  are  oval. 

The  various  fungi  which  attack  corn,  are  the  follow- 
ing:— 

I.  O'idium  ahortifaciens,  or  "ergot,"  most  frequently 
attacks  rye  ("ergot  of  rye"),  and  causes  when  preva- 
lent in  the  corn,  a  condition  known  as  "  ergotism " 
among   many   of    those   who   habitually   consume    rye 

X2 
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bread  and  bisciaits.  Those  seeds  which  are  not  abso- 
lutely replaced  by  the  fungus  are  discoloured  brown, 
as  is  also  the  flour — which  generally  has  a  peculiar  sour 
odour.  A  microscopic  examination  shows  the  charac- 
teristic appearances  seen  in  figure  57. 

Chemically,  its  presence  in  flour  is  detected  by  one 
of  three  methods : — 

(a)  The  flour  is  made  into  a  paste  with  a  weak  solu- 
tion of  liquor  potassae,  and  then  dilute  nitric  acid 
is  added  to  slight  excess.  When  the  whole  is 
subsequently  neutralised  by  a  little  more  of  the 


Fig.  57.^Ergot  (after  Hassall).      ( x  250). 

liquor  potassae,  a  violet-red  colour  forms  if  ergot 
is  present,  and  a  violet  colour  is  established  when 
more  of  the  alkaline  solution  is  added. 

{b)  On  the  addition  of  liquor  potassae  to  the  flour,  a 
distinct  herring-like  odour  is  appreciable — due  to 
propylamine  coming  away. 

(c)  The  flour  is  made  thoroughly  moist  with  ether, 
a  few  drops  of  dilute  sulphuric  acid  are  added, 
and  the  whole  is  then  well  agitated ;  on  the  ad- 
dition  of  a   few   drops   of  a  saturated   solution 
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of  sodium  bicarbonate  a  violet  colour  appears 
(Hoffman). 
2.  Uredo  segetum,  "  smut,"  especially  affects  barley, 
rye,  and  oats.  The  fine  dark  dust,  which  sometimes 
gives  the  ear  of  wheat  the  appearance  of  having  been 
placed  up  the  chimney,  is  inodorous,  and  has  suggested 
the  popular  name  "  dust  brand "  to  the  condition. 
Bread  made  with  flour  thus  affected  is  bluish. 


O  o..  o 


pO  o  00  0°  "o 
Fig.  58. — Smut  spores  (Uredo  segetum)  X  about  200. 

3.  Ureio  fcetida,  "  bunt,"  affects  the  interior  of  the 
seeds  of  wheat,  which  it  replaces  by  spores  furnishing 
a  fine  dust,  and  hence  the  condition  is  sometimes  called 
"  pepper  brand."     The  dust  when  rubbed  between  the 


Fig.  59. — Bunt  (Uredo  foetida).     (X  350). 

fingers  has  a  slippery  and  greasy  feel,  and  gives  off  a 
peculiar  fcetid  smell.  No  ill  effect  has  been  ascribed  to 
the  consumption  of  flour  affected  with  either  Uredo 
foetida  or  Uredo  segetum.  The  microscopic  appear- 
ance of  "  bunt  "  is  shown  in  figure  59. 

4.  Puccinia  graminis  is  also  known  as  "  rust."  The 
sporangia — as  shown  in  figure  60 — consists  of  dark 
rounded   masses,    which  either   show   a   double   linear 
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contour  or  one  presenting  numerous  small  projections. 
The  wheat  ear  and  stalk  are,  when  attacked  by  this 
fungus,  more  or  less  covered  by  a  fine  deposit,  which 
has  been  most  aptly  designated  "  rust." 

Vihriones  appear  in  flour  which  is  undergoing  fermen- 
tative changes. 


Fig.  6o. — Puccinia  Gtaminis  X  about  200. 


The  Constituents  of  the  Common  Cereals. 


Wheat. 

twinter- 

Barley 

Oats. 

Maize. 

Rye. 

Rice. 

sown). 

Starch*  .        .        .        . 

6371 

63-51 

4978 

64-6€ 

61-87 

77-66 

Nitrogenous  matter  {i.e., 
albumin,  cerealin,  &c. 

}  15-53 

11-46 

14-67 

14-27 

14-87 

9-34 

Cellulose 

3-03 

7-28 

13-53 

1-86 

3-23 

Traces 

Sugarf    .        .        .        . 

2-57 

134 

2-36 

1-94 

4-30 

0-38 

Fat 

1-48 

103 

5-14 

3-5» 

«-43 

o-ig 

Mineral  matter 

I -60 

2-32 

2-66 

1-35 

1-85 

0-28 

Moisture. 

i2-o8 

13-06 

11-86 

12-34 

12-45 

12-15 

Total    . 

loo-oo 

lOO'OO 

lOO'OO 

100-00 

100-00 

100-00 

•  The  starch  includes  from  i  to  1-5  per  cent,  of  dextrin,  and,  to- 
gether with  cellulose  and  sugar,  comprises  the  carbo-hydrates  of  the 
cereals. 

f  The  saccharine  body  is  allied  to  cane  sugar  in  its  reactions. 
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The  numbers  in  the  above  table  have  been  taken 
from  Bell's  analyses,  and  it  may  be  pointed  out  that  the 
results  of  the  analyses  of  different  recognised  authori- 
ties all  differ  somewhat,  and  that  sometimes  the  differ- 
ences are  wide. 

It  will  be  seen  that  barley  is — comparatively  to  wheat 
— poor  in  nitrogenous  matter  and  sugar,  but  rich  in 
cellulose  and  mineral  matter ;  that  oats  are  exception- 
ally rich  in  cellulose  and  fat,  possess  a  high  amount  of 
mineral  matter,  but  are  relatively  poor  in  starch  ;  that 
maize  possesses  a  high  amount  of  fat,  but  the  cellulose 
is  low  ;  that  rye  is  exceptionally  rich  in  sugar,  and  in 
other  respects  closely  approximates  to  wheat ;  and  that 
rice  is  rich  in  starch,  but  poor  in  everything  else. 

Wheat-flour. 

The  average  composition  of  wheat-flour  appears,  from 
a  large  number  of  samples  analysed,  to  be  the  follow- 
ing :— 

Starch,  dextrin,  and  cellulose  .         .     73 
Nitrogenous  matter*         .         .         .     10-5 

Fat 1-5 

Mineral  matter  ....       o-8 

Sugar — corresponding  to  cane-sugar       0-7 
Water       .......     13-5 


loo-o 

The  Analysis. 

Physical  characters  of  flour : — The  colour  should  be 
white,  and  the  flour  clean— a  yellow  hue  denotes  age 
or  fermentation,  and  fermenting  flour  disarranges  the 

*  The  nitrogenous  matter  varies  from  8  to  15  per  cent.,  of  which 
gluten  forms  from  8  to  12  per  cent. 
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digestive  system,  producing  flatulence,  dyspepsia,  diar- 
rhoea, &c. ;  there  should  be  no  acid  or  mouldy  smell, 
and  practically  no  taste— certainly  none  of  acidity  or 
mustiness ;  taken  up  in  the  lingers  the  flour  should  be 
smooth,  soft  and  coherent,  with  no  lumpy  or  gritty  feel, 
and  a  little  flecked  on  to  the  wall  should  mostly  ad- 
here ;  on  mixing  with  a  little  water,  the  dough  should 
draw  out  into  stringy  masses  and  knit  well  together. 

There  must  be  complete  freedom  from  fungi  and 
other  parasitic  growths.  There  is  one  great  peculiarity 
in  the  chemical  composition  of  wheat  flour,  a  peculiarity 
which  arises  from  the  large  amount  of  crude  gluten  it 
contains  ;  and  it  is  to  this  substance — or  rather  to  one 
of  its  constituents  termed  "gliadin" — that  the  charac- 
teristic adhesiveness  of  the  flour,  which  makes  it  so 
peculiarly  adapted  for  bread-making,  is  due. 

If  flour  is  made  into  a  dough  with  water,  and  then 
this  dough  be  thoroughly  washed,  it  is  this  crude  gluten 
which  remains  as  a  sticky  mass  behind  ;  the  starch  and 
other  soluble  substances  {i.e.,  sugar,  soluble  albumen, 
and  salts)  being  washed  away.  It  is  of  great  value, 
therefore,  both  as  a  test  of  the  purity  and  also  of  the 
quality  of  the  flour,  to  estimate  the  amount  of  this  sub- 
stance ;  the  best  way  to  effect  this  is  the  following  : — 

Weigh  out  a  quantity  of  flour — say  50  grammes — 
place  it  in  a  small  basin,  and  carefully  mix  it  with  luke- 
warm water,  by  means  of  a  glass  rod,  into  the  condition 
of  dough  ;  then  slowly  and  thoi  oughly  work  up  the 
dough  with  the  fingers,  either  under  water,  or  while 
allowing  a  gentle  stream  of  water  to  fall  upon  it.  As 
the  dough  becomes  more  and  more  washed,  the  water, 
which  is  being  constantly  emptied  away  and  renewed, 
gets  clearer  and  clearer,  and  the  dough  more  stringy 
and   sticky.      Ultimately  all  the    soluble   materials  in 
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the  original  flour  are  dissolved  out  and  carried  away, 
and  the  water  escapes  in  a  perfectly  clear  condition. 
Nothing  then  but  crude  gluten,  containing  generally  a 
fraction  over  one  per  cent,  of  fat  and  salts,  remains,  and 
the  entire  absence  of  starch  can  be  proved  by  treating 
with  a  little  iodine.  This  should  then  be  spread  out  in 
a  tared  (weighed)  dish  (or  a  crucible  lid  is  convenient), 
the  gluten  dried  in  the  water-oven,  and  finally  weighed. 

If  the  gluten  is  less  that  8  per  cent,  the  flour  is  not 
pure  wheat  flour,  and  if  it  cannot  be  drawn  out  into 
long  fine  threads  without  breaking,  it  is  poor  in  quality. 

The  water  of  flour  should  not  exceed  18  per  cent,  by 
weight,  since  more  than  this,  besides  throwing  up  the 
weight  fraudulently,  impairs  the  keeping  power  —  favour- 
ing as  it  does  the  development  of  fungi,  and  the  acetic 
and  lactic  acid  fermentations,  both  of  which  may  pro- 
duce gastro-intestinal  disturbances.  The  amount  of 
moisture  is,  of  course,  ascertained  by  drying  a  weighed 
quantity  of  flour  over  the  water-bath  (and  subsequently 
in  the  water-oven)  and  noting  the  loss  as  due  to  water. 

The  ash  of  wheat  consists  chiefly  of  phosphate  of  potas- 
sium, magnesium  and  calcium,  but  also  of  salts  of  silica, 
sodium  and  iron,  &c.  ;  the  total  amount  should  not 
much  exceed  i  per  cent.  ;  as  much  as  2  per  cent,  would 
imply  that  mineral  adulterants  have  been  added. 

In  making  the  estimation,  it  is  simply  a  matter  of 
incinerating  a  weighed  quantity  of  flour  in  a  platinum 
dish,  and  then  weighing  the  clean  white  ash  remaining. 
A  short  analysis  of  this  can  then  be  made  if  desirable. 

Adulteration. — 

The  foreign  mineral  matter  of  flour  may  also  be 
readily  and  roughly  estimated  by  shaking  up  with 
chloroform — when  the  flour  floats,  and  most  of  the 
added  mineral  matter  settles  at  the  bottom  of  the  vessel. 
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The  process  is  repeated,  in  order  that  it  shall  be  as 
inclusive  as  possible,  and  the  sediment  is  then  collected 
and  dried,  after  which  it  may  be  weighed  and  analysed. 

The  presence  of  added  minerals  (gypsum,  &c.)  is 
readily  detected  in  the  ash,  for  this  is  of  necessity 
found  to  be  exceptionally  high ;  an  analysis  will  dis- 
close the  nature  of  the  adulterant. 

The  question  of  the  addition  of  alum  is  dealt  with 
under  the  heading  of  bread,  since  this  addition  to  the 
flour  is  most  generally  made  in  the  process  of  bread- 
making  ;  the  test  there  given,  however,  is  of  equal 
applicability  to  flour. 

Recently,  in  Paris,  tin  has  been  found  to  be  com- 
monly present  in  ginger-breads ;  its  addition  appears 
to  allow  of  the  employment  of  an  inferior  quality  flour 
in  their  manufacture. 

It  is  chiefly  by  the  addition  of  other  flours  and  meals 
that  sophistication  is  practised,  and  of  course  the 
cheaper  varieties  are  selected — pea,  bean,  barley  and 
rice  are  therefore  the  most  extensively  employed.  It  is 
a  question  whether  in  the  case  of  oats,  which  are  of 
even  superior  nutritive  power  to  wheat,  any  addition 
could  be  counted  as  "  adulteration  "  !  The  seeds  of  the 
darnel  grass,  or  Lolium  temulentum,  are  apt  to  gain 
access  to  wheat  or  oat-flour,  either  by  accident  or  de- 
sign ;  they  possess  narcotic  poisoning  properties  which 
render  their  detection  additionally  desirable,  and  un- 
fortunately neither  the  starch  grains  or  the  testa  are 
characteristic — since  both  resemble  oats  very  closely. 
The  addition  of  alcohol,  however,  causes  a  greenish 
colour  to  appear,  together  with  a  peculiar  repulsive 
taste,  if  flour  contains  these  seeds. 
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CHAPTER  VI. 

Bread. 

Bread  is  made  chiefly  from  wheat  flour,  but  also  from 
rye,  barley,  oats,  maize  and  rice ;  it  is  to  wheaten 
bread  that  the  following  chapter  refers. 

The  composition  of  good  bread  (freed  from  moisture) 
is  roughly  as  follows  : — 

Starch,  dextrin,  &c.  .         .         .80 


Nitrogenous  matter 

Maltose** 

Fat  . 

Salts 


12 
5-8 

17 


1 00*00 

The  crumb  of  new  bread  contains  about  42  per  cent, 
of  moisture,  and  the  crust  about  half  this  amount. 

There  are  various  means  now  employed  for  obtaining 
the  porosity  of  bread  ;  these  are  harmless  and  do  not 
concern  us  here,  with,  perhaps,  the  exception  of  the 
household  method  of  using  baking  powders — which  con- 
sist almost  invariably  of  a  mixture  of  sodium  bicarbon- 
ate, tartaric  acid  and  rice  flour.  It  is  quite  a  question 
whether  the  general  use  of  these  chemicals  (and  impure 
hydrochloric  acid  is  sometimes  used)  does  not  add  its 
quota  to  the  dyspepsia  which  appears  to  become  more 
common  year  by  year,  and  whether  their  use  should 
not  be  deprecated. 

*  In  the  process  of  cooking,  some  of  the  starch  of  the  wheat-flour 
is  converted  into  a  new  saccharine  body — allied  to  cane-sugar,  and 
termed  "  maltose." 
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The  Analysis. 

The  bread  should  be  fairly  dry,  light  and  spongy 
{i.e.,  uniformly  occupied  by  minute  empty  cells),  and 
no  hard  cores  should  be  present.  It  should  be  clean 
and  of  a  good  colour — nearly  white  that  is  to  say,  for 
a  yellow  or  dirty  colour  betrays  age  and  poorness  in 
quality.  A  peculiar  violet  tint  is  given  to  wheat  con- 
taining melampyrum  and  other  species  of  scro- 
phulariacise,  and  trefolium  (trefoil)  ;  other  plants 
sometimes  give  the  bread  a  dirty  blue  appearance 
(rhinanthus,  &c.)  ;  agrostemma  (corn-cockle)  furnishes 
a  greenish  tint.  Bread  must  possess  a  pleasant  taste, 
and  should  not  be  sodden,  acid  or  musty. 

The  general  principles  of  the  analysis  are  similar  to 
those  of  flour,  and  it  is  unnecessary  to  repeat  what  has 
been  already  given  under  that  heading  with  regard  to 
the  estimation  of  water  and  mineral  matter.  In  the 
case  of  bread,  lo  grammes  of  the  crumbs  are  a  con- 
venient and  suiBcient  amount  to  work  with. 

The  ash. — The  increase  in  weight  of  the  ash  of  bread 
over  that  of  the  original  flour,  is  due  to  the  common 
salt  which  is  added  in  the  process  of  baking  in  order  to 
aid  the  dough  rising.  Any  excess  of  ash — i.e.,  above 
3  per  cent. — is  due  to  added  minerals,  such  as  gypsum, 
chalk,  or  magnesium  salts — added  with  the  object  of 
improving  the  colour,  and  increasing  the  weight  of  the 
loaf.  The  ash  is  normally  neutral,  but  alkaline  if 
sodium  carbonate,  &c.,  have  been  added. 

To  estimate  the  silica,  the  ash  should  be  treated  with 
strong  hydrochloric  acid,  then  a  little  distilled  water, 
and  boiled ;  next  filter  the  solution  through  a  Swedish 
filter  paper  into   a   small   beaker,  wash  the   platinum 


BREAD.  317 

dish  by  boiling  more  distilled  water  in  it,  and  filter 
these  washings  also  into  the  beaker.  The  platinum 
dish  being  perfectly  clean,  well  wash  the  filtrate  upon 
the  filtering  paper  with  small  quantities  of  hot  distilled 
water ;  dry  the  filtrate  which  is  on  the  filtering  paper, 
in  the  water-oven,  then  ignite  in  a  porcelain  crucible 
with  lid  ;  finally  weigh  the  ash  and  deduct  the  weight 
of  the  filter-paper  ash — the  difference  may  be  calculated 
as  silica. 

Adulteration  is  of  the  same  nature  as  that  of 
flour,  but  is  carried  on  to  a  greater  extent,  and  more 
especially  is  this  the  case  with  regard  to  foreign  flours — 
since  the  process  of  baking  so  alters  the  characters  of 
the  starch  granules  that  detection  is  sometimes  im- 
possible. Alum,  however,  is  the  adulteration  for  which 
it  is  of  most  importance  to  examine  the  bread. 

Mashed  potatoes  are  looked  upon  as  a  legitimate 
addition,  in  slight  amount,  where  sponginess  is  depend- 
ent upon  fermentation,  since  they  favour  this  action. 
In  large  quantity  they  are  added,  when  cheap,  to  in- 
crease the  weight ;  and  since  they  contain  between  70 
and  80  per  cent,  of  moisture  they  help  to  keep  the 
bread  moist. 

Pea,  bean,  &c.,  starches  may  sometimes  be  detected 
by  the  microscope,  and  these  would  rank  in  every  sense 
as  adulterants,  for  they  are  not  of  equal  nutritive  value 
to  wheat  flour,  and  they  are  added  either  on  account  of 
their  comparative  cheapness,  or  in  order  to  give  weight 
to  the  loaf.  Pea  flour,  nevertheless,  is  rarely  added  in 
any  but  small  quantities,  or  it  darkens  the  bread.  If 
the  flour  is  drenched  with  boiling  water,  the  presence  of 
pea  and  bean  becomes  perceptible  to  the  sense  of  smell. 

Rice  when  added  also  serves  the  purpose  of  giving  a 
good  white  colour  to  the  loaf. 
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Sulphate  of  copper  though  formerly  employed  is  pro- 
bably now  never  used  as  an  adulterant  in  this  country. 
Its  presence  could  be  readily  detected  by  soaking  bread 
crumbs  in  a  solution  of  the  ferrocyanide  of  potassium, 
and  noting  the  bronze  coloration  produced. 

Dr.  Alford  recorded  a  case  of  lead-poisoning,  affect- 
ing from  15-20  persons,  arising  from  the  consumption  of 
flour  which  had  been  ground  by  a  mill-stone  in  which 
large  spaces  had  been  filled  in  with  lead. 

Microscopic  examination. — The  starch  grains 
of  the  flour  used  in  the  manufacture  of  bread  become 
so  altered  by  the  process  of  cooking,  on  account  of  the 


Fis.  61. — Penicillium  Glaucum  X  about  200. 

rupture  of  their  envelopes,  as  to  lose  most  of  their 
characteristics ;  and  hence,  so  far  as  these  are  con- 
cerned, a  microscopic  examination  of  the  original  flour 
should  be  made — indeed  the  whole  analysis  of  flour  is 
so  much  more  easy  and  satisfactory  than  that  of  bread, 
that  an  endeavour  should  always  be  made  to  secure 
samples  of  the  former. 

Fungi  may  be  discovered,  and  notably  the  different 
forms  of  penicillium  ("mildew"),  which  will  create,  if 
in  quantity,  patches  of  greenish,  brownish,  or  reddish 
discoloration  ;  oidium  aurantiacum  creates  an  orange 
hue.     These  fungi  should'  condemn  a  bread  off-hand. 
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for  they  may  create  serious  poisonous  symptoms  if  con- 
sumed in  considerable  quantities. 

Alum  exists  normally,  in  the  pure  flour,  as  the 
silicate  of  alumina,  and  sometimes  in  considerable 
quantities  ;  but  it  is  also  added  to  inferior  flour,  in 
cooking,  so  as  to  check  the  fermentative  action,  whereby 
a  large  amount  of  sugar  (glucose)  is  formed  and  a  dis- 
coloured bread,  unpleasant  to  the  palate,  results. 
Alum  thus  improves  the  taste  and  colour  of  the  bread, 
and  also  to  some  extent  its  porosity ;  and  it  is  generally 
added  in  quantities  of  about  15-35  grains  to  a  4  lb.  loaf, 
but  more  than  100  grains  have  been  estimated. 

It  is  undoubtedly  the  most  common  form  of  adultera- 
tion practised,  while  at  the  same  time  it  is  the  most 
difficult  to  detect ;  at  the  present  day,  however,  owing 
to  improved  processes  of  bread  manufacture,  alum  is 
very  little  employed,  and  it  is  comparatively  rare  that 
its  presence  is  detected  in  amounts  which  denote  an 
excess  over  that  which  may  be  normally  present.  Large 
quantities  of  the  salt  were  formerly  added  to  flour,  and 
the  great  decline  in  its  use  commenced  with  the  passing 
of  the  Food  and  Drugs  Act,  1875. 

It  is  now  pretty  generally  agreed  among  physicians, 
that  no  addition  of  alum  should  be  countenanced,  and 
that  very  small  amoumts,  in  an  article  like  bread  of 
which  such  large  quantities  are  consumed,  may  be  de- 
leterious to  health,  and  induce  dyspepsia,  constipation, 
&c.  It  is  said,  moreover,  to  reduce  the  nutritive  value 
of  the  bread  by  combining  with  the  phosphoric  acid — 
with  the  resultant  formation  of  the  insoluble  aluminium 
phosphate.  There  is,  however,  some  diversity  of 
opinion  as  to  whether  small  quantities  of  alum  are 
injurious  to  health,  and  on  this  account  most  of  the 
successful   prosecutions   under  the   Sale  of   Food   and 
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Drugs  Act  have  been  taken  out  under  the  sixth  section 
of  the  Act,  where  the  question  of  injury  to  health  does 
not  arise. 

The  best  test  for  the  presence  of  alum,  and  one  which 
will  detect  very  small  traces  (as  little  as  one  grain  per 
pound),  is  the  following  : — 

Reagents  required. — i.  A  strong  freshly  made  tincture 
of  logwood — prepared  by  digesting  5  grammes  of  log- 
wood chips  in  100  c.c.  of  strong  alcohol.  2.  A  solution 
of  ammonium  carbonate — made  by  dissolving  15 
grammes  of  ammonium  carbonate  in  100  c.c.  of  dis- 
tilled water. 

About  5  c.c.  of  each  of  these  reagents  are  added  to 
about  one  oz.  of  water,  and  a  piece  of  the  crumb  of  the 
bread  is  cut  from  the  centre  of  the  loaf,  and  left  to  soak 
in  this  mixture  for  a  few  minutes ;  the  fluid  is  then 
drained  off  and  the  bread  gently  dried. 

The  presence  of  alum  is  denoted  by  the  appearance 
of  a  lavender  or  violet  colour,  according  to  the  amount 
present,  while  the  parts  of  the  bread  which  contain  no 
alum  are  first  stained  the  bright  colour  of  the  logwood 
solution  and  afterwards  change  to  a  dirty  brown  tint. 
Whereas  the  presence  of  alum  is  thus  easily  and  surely 
detected  in  small  traces  by  a  careful  operator,  yet  con- 
siderable difficulty  is  experienced  in  estimating  its 
amount.  If  analyses  did  not  dispute  the  fact  that  a 
definite  and  constant  relation  might  be  assumed  to  exist 
between  the  amount  of  the  alumina  present  and  any 
one  of  the  other  mineral  constituents  of  the  bread  (more 
especially  silica),  this  might  be  taken  into  account,  and 
a  ready  means  of  making  the  estimation  could  be 
adopted  by  computing  the  amount  of  one  of  the  more 
easily  separated  constituents.  No  colorimetric  test 
applied  to  a  small  portion  of  the  loaf  can  be  considered 
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as  aught  but  crude  and  unreliable,  since  one  generally 
sees  the  alum  unevenly  distributed  about  the  bread — • 
that  is  to  say,  the  mixing  with  the  flour  has  been 
roughly  executed,  with  the  effect  that  patches  here  and 
there  may  show  a  deep  blue  tinge  whereas  large  areas 
elsewhere  may  be  free.  The  operator  must  be  careful, 
moreover,  that  he  is  not  led  astray — which  he  often 
might  be  if  a  colorimetric  test  were  adopted — by  mag- 
nesium salts,  which  are  capable  of  creating  a  lavender 
tinge  almost  identical  with  that  of  alum.  The  colour 
created  by  these  salts  is  certainly  not  so  permanent 
upon  drying  as  that  of  alum,  but  it  is  difficult  in  mak- 
ing an  analysis  to  appreciate  the  true  value  of  this  fact 
and  turn  it  to  strict  account.  For  these  and  other 
reasons,  therefore,  it  is  necessary  to  resort  to  the  diffi- 
cult and  tedious  process  of  separating  the  alum,  and 
estimating  it  by  ordinary  methods  of  quantitative 
analysis.  In  brief,  a  weighed  quantity  of  the  crumb  of 
bread  is  evaporated  to  dryness,  incinerated,  and  the 
ash  treated  with  hydrochloric  acid  ;  precautions  hav- 
ing been  taken  to  separate  any  silica  or  iron  which 
may  be  present,  the  alum  is  precipitated  (and  weighed) 
as  phosphate  of  alumina  in  the  presence  of  ammonium 
acetate  and  excess  of  acetic  acid— the  solution  being 
boiled  and  filtered  hot. 

When  it  is  considered,  however,  how  unevenly  the 
alum  is  frequently  distributed  about  the  bread,  it  seems 
that  the  only  way  of  achieving  an  accurate  estimation, 
must  be  by  extracting  the  alum  from  the  bulk  of  the 
loaf ;  and  more  especially  is  this  necessary  from  the 
fact  that  results  are  generally  returned  in  terms  of 
"  grains  of  alum  per  loaf."  Undoubtedly  one  of  the 
best  methods  of  separating  and  estimating  the  alum  in 
bread  is  Bell's  modification  of  DuprS's  method,  which  can- 
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not  be  better  given  than  it  is  in  the  work  upon  "  The 
Chemistry  of  Foods,"  by  Dr.  James  Bell. 

"  One  hundred  grammes  of  flour,   or   the  crumb  of 
bread,  are  carefully  incinerated  in  a  platinum  capsule 
over  a  Bunsen  burner,  until  the  ash  is  nearly  white. 
A  quantity  of  the  mixed  carbonates  of  potassium  and 
sodium,  known  to  be  free  from  alumina,  in  proportion 
equal  to  about  four  times  the  weight  of  the  ash,  is  then 
added,  and   the   whole  thoroughly  fused.      The  fused 
mass  is  dissolved  in  excess   of  hydrochloric  acid,  and 
the   solution    afterwards    evaporated    to    dryness,    and 
gently  ignited  to  render  the  silica  perfectly  insoluble. 
Dilute  hydrochloric  acid  is  ne;;t  added  to  the  residue, 
which  is  then  heated.      The  solution  is  afterwards  fil- 
tered, and  the  insoluble  silica  left  on  the  filter  ignited 
and  weighed.      To  the  filtrate  ammonia  is  added  until 
a   slight   permanent  precipitate  is  produced,   which  is 
then  redissolved  by  a  few  drops  of  strong  hydrochloric 
acid.     A  slight  excess  of  acetate  of  ammonia  is  next 
added,  and  after  the  appearance  of  the  precipitate  has 
been  carefully  noted,  the  mixture  is  raised  to  the  boil- 
ing point,  at  which  it  is  maintained  for  a  .  few  minutes, 
and  then  set  aside  for  several  hours.     If  the  appearance 
of  the  precipitate  becomes  more  granular  during  the 
boihng,  or  increases  very  largely  in  quantity,  as  will 
sometimes  be  the  case,  it  is  evident  that  phosphates  of 
lime   and   magnesia   have   been   precipitated,   and   the 
precipitate  must   be   filtered   off,   dissolved  in   a   little 
hydrochloric  acid,  warmed  and  reprecipitated  as  before 
with  acetate  of  ammonia  solution.      The  precipitate  is 
filtered   off,  washed,    and   again   dissolved   in   a  small 
quantity  of  hydrochloric  acid.      The  solution  is  boiled 
for  a  few  minutes  with  about  five  grains  of  bisulphide 
of  soda,  and  again  for  a  few  minutes  longer  after  the 
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addition  of  an  excess  of  pure  caustic  soda.  The  pre- 
cipitate of  oxide  of  iron  is  filtered  off,  and  the  filtrate 
slightly  acidified  by  hydrochloric  acid.  Acetate  of 
ammonia  in  slight  excess  is  then  added,  and  the  solu- 
tion raised  to  the  boiling  point,  and  allowed  to  stand 
for  several  hours.  The  resulting  precipitate,  which 
should  consist  of  pure  phosphate  of  alumina,  is  washed, 
dried,  ignited  and  weighed.  The  weight  of  the  pre- 
cipitate multiplied  by  3-873  or  3702  gives  the  amount 
of  potash-alum  or  ammonia-alum  respectively,  corre- 
sponding to  the  total  alumina  in  the  one  hundred 
grammes  of  flour  or  bread  taken.  Before  accepting  the 
result  as  conclusive,  care  should  be  taken  to  prove  that 
the  precipitate  consists  of  phosphate  of  alumina  only. 

"In  this  process  for  estimating  alumina  as  originally 
proposed,  the  phosphate  of  alumina  was  precipitated  in 
the  cold,  but  in  our  experiments  on  flour  containing 
known  quantities  of  alum,  it  was  found  that  the  whole 
of  the  alumina  of  the  alum  was  not  precipitated  in  the 
cold  even  after  standing  overnight,  and  that  the  quan- 
tity remaining  in  solution  could  be  recovered  by  boiling. 
It  is  true  that  by  so  doing  there  is  increased  danger  of 
the  precipitate  containing  phosphates  of  lime  and 
magnesia,  but  this  contingency  is  fully  provided  against 
by  repeating  the  precipitation  in  the  presence  of  free 
acetic  acid  and  subsequent  treatment  with  pure  soda." 

Conclusions  to  be  drawn  from  the  amount  estimated. — If  the 
amount  of  alum  present  exceeds  from  6  to  10  grains  per 
4  Bb  loaf,  in  the  vast  majority  of  cases  it  has  been 
fraudulently  added  ;  some  pure  flours,  however,  do  un- 
doubtedly contain  a  greater  quantity  than  this  as  a 
normal  constituent,  and  hence  it  is  difficult  to  lay  down 
any  definite  and  standard  quantity  beyond  which  the 
proof  of  fraudulent  addition  may  be  held  to  be  estab- 

Y  2 
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lished.  The  alum  which  is  taken  up  from  the  soil  is 
in  the  form  of  silicate,  and  at  first  sight  it  would  seem 
that,  taken  up  naturally  in  this  form,  it  could  be  esti- 
mated from  the  silica  present  in  the  ash.  This  point 
would  be  of  great  value  if  it  held  good,  but,  as  has  been 
already  pointed  out,  analysis  shows  no  definite  and  con- 
stant relation  between  the  silica  and  the  alum  of  pure 
flour  or  bread ;  nor  could  such  be  expected  when  it  is 
borne  in  mind  that  silicates — other  than  that  of  alum — 
may  be  yielded  up  by  some  soils  to  the  cereals  growing 
upon  them.  If,  however,  the  amount  of  alum  consider- 
ably predominates  over  that  of  the  silica,  there  is  then 
little  doubt  of  the  presence  of  "  added  alum."  The 
subject,  then,  of  "added  alum"  will  be  seen  to  be  an 
unsatisfactory  and  difficult  one,  from  the  analysts  point 
of  view ;  and  it  is  fortunate  that  we  are  becoming  less 
and  less  often  called  upon  to  estimate  its  amount. 
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CHAPTER  VII. 

The  Average  Composition  of  other  Cereals  and 
THE  Pulses.* — The  Microscopic  Characters  of 
the  different  Starch  Granules. 


Oatmeal. 

Starch,  dextrin  and  cellulose  . 

•     63 

Nitrogenous  matter 

.     i5 

Fat 

.       6-25 

Mineral  ash    .... 

2 

Sugar      

.       1-25 

Water 

■   ii-s 

lOO'OO 

The  only  common  adulterant  is  barley  meal.  The 
husks  of  other  cereals  are  sometimes  ground  up  with 
the  oats,  and  rice  and  maize  are  said  to  be  rarely  added 
also. 


Arrowroot. 

Starch,  dextrin  and  cellulose  . 
Nitrogenous  matter 
Mineral  ash    .... 
Water 


83 
0-8 

0"2 
16 

lOO'O 


When   adulteration   is   practised   it   is   generally  by 
potato,  sago,  or  tapioca  starch. 
*  Chiefly  compiled  from  the  results  of  analysis  made  by  the  writer. 
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Sago. 

Starch,  dextrin  and  cellulose  .         .  85-05 
Nitrogenous  matter          .         .         .       o-8 

Mineral  ash 0-15 

Water 14-00 


100-00 


The  adulterant  chiefly  used  is  potato  starch. 


Tapioca. 


Starch,  dextrin  and  cellulose  . 

•     85-95 

Nitrogenous  matter 

•       0-55 

Mineral  ash    .... 

o-i 

Water 

•     13-4 

loo-oo 

Adulterants. —  Potato,  sago  and  rice,  are  all  cheaper,  || 

and  are  sometimes  used  on  this  account.  !* 


Corn  Flour*  (Maize). 


Starch,  dextrin  and  cellulose  . 

•     70-5 

Nitrogenous  matter 

•       9 

Fat          .         . 

4'5 

Mineral  ash    .... 

2 

Water 

■     H 

loo-o 

*  Corn  flour  consists  of  the  nearly  pure  starch  ol  maize  or  rice. 
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Lentil  Flour. 

Starch,  dextrin  and  cellulose 
Nitrogenous  matter 
Fat          .... 
Mineral  ash     . 

•  59 
26-5 

2 

•  2-5 

Water     .... 

.     10 
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loo-o 


This  is  too  cheap  to  make  adulteration  profitable. 


Pea  Meal. 
Starch,  dextrin  and  cellulose 
Nitrogenous  matter 
Fat  .... 

Mineral  ash     . 
Water     .... 


58 
25 

3 

2-5 

ii'5 


lOO'O 

Bean  (Haricot)  Meal. 

Starch,  dextrin  and  cellulose  . 

•     57-5 

Nitrogenous  matter 

.     26-25 

Fat 

•      2-5 

Mineral  ash     .... 

2-25 

Water 

■     II-5 

loo-oo 

Rye  Meal. 

Starch,  dextrin  and  cellulose  . 

■     7i'25 

Nitrogenous  matter 

.     II 

Fat 

2 

Mineral  ash     .... 

■       1-75 

Water 

•     14 

loo-oo 


328 


LABORATORY    WORK. 


Barley  Meal. 

Starch,  dextrin  and  cellulose 

Nitrogenous  matter 

Fat  .... 

Mineral  ash     . 

"Water     .... 


72 
11-25 

175 
I 

14 


1 00*00 

Potato  Flour. 

Starch,  dextrin  and  cellulose  . 

.     22*85 

Nitrogenous  matter 

2 

Fat 

.       0-15 

Mineral  ash     .... 

1 

Water 

•     74 

lOO'OO 

The  potato  juice  has  an  acid  reaction,  and  the  ash 
consists  almost  entirely  of  phosphate  and  carbonate  of 
potassium. 

The  potato  bulb  should  be  firm  and  resistant  to  the 
knife,  and  show  no  disease  (fungi,  &c.).  A  good  test  is 
that  of  cooking  them,  and  then  noting  their  appearance 
and  taste. 


Ground  Rice. 

Starch,  dextrin  and  cellulose  . 

.     82 

Nitrogenous  matter 

■       5 

Fat 

•      0-5 

Mineral  ash     .... 

•      o"5 

Water 

.     12 

lOO'O 
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The   Microscopic   Characters   of  the   Different 
Starch  Granules. 

The  starch,  of  which  the  foregoing  food-stuffs  are 
mainly  composed,  exists  in  the  forms  of  microscopic 
granules,  which  are  more  or  less  characteristic  of  the 
particular  plant  from  which  they  are  derived  on  account 
of  their  different  sizes,  shapes,  and  markings.  These 
microscopic  granules  consist  of  an  extremely  thin  en- 
velope of  cellulose  enclosing  the  starch  (granulose),  and 
the  latter  appears  to  be  arranged  in  fine  superimposed 
strata — which  accounts  for  the  "  striae,"  or  concentric 
lines,  commonly  discernible  upon  the  external  surface 
of  the  granule. 

Suppose  a  sample  of  any  flour  or  meal  is  to  be  ex- 
amined under  the  microscope,  then  a  very  small  amount 
is  placed  upon  a  clean  glass  slide,  a  drop  of  water  is 
applied,  and  a  clean  cover-glass  is  pressed  firmly  down 
over  the  powder  and  water — in  order  to  evenly  dis- 
tribute the  powder  and  to  press  out  air  bubbles.  It  is 
impossible  to  get  too  thin  a  layer  of  the  substance  in 
order  that  a  satisfactory  examination  may  be  made,  as 
otherwise  granules  get  superimposed  and  conglomerated, 
and  their  contours  and  markings  become  indistinguish- 
able. It  is  a  good  plan,  therefore,  to  drop  a  small 
amount  of  the  powder  upon  the  slide  and  then  to  gently 
blow  it  almost  all  away  again,  before  applying  the 
water  and  cover-glass. 

It  is  important  that  the  reader  should  recognise  that 
in  the  description  which  follows,  it  is  the  characteristic 
cells  which  are  described  in  each  case.  It  must  not 
be  thought  that  in  a  sample  of  arrowroot,  for  instance, 
each   granule   will    possess    the    characters    described 
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under  that  head.  Such  is  by  no  means  the  case  ;  some 
may  have  the  hilum  in  the  centre,  or  even  at  the 
small  extremity  of  the  granule  (as  in  potato)  and  yet 
the  sample  may  be  pure.  By  far  the  majority  of  the  cells 
will,  however,  possess  in  a  more  or  less  marked  degree, 
the  characters  described.  Where,  therefore,  the  starch 
grains  of  different  food  plants  somewhat  closely  re- 
semble each  other,  it  is  difficult  to  decide  as  to  whether 
there  may  or  may  not  be  some  admixture,  although 
considerable  adulteration  admits  of  no  questioning  ;  but 
when  these  grains  are  dissimilar  in  appearance,  the 
faintest  possible  amount  of  admixture  is  detected  by 
the  microscope.  When  it  is  required  to  estimate  the 
amount  of  adulteration  in  any  powdered  substance,  a 
rough  percentage  of  the  foreign  starch  grains  may  be 
made  by  counting  these  upon  the  microscope  "  field " 
of  several  mounted  specimens ;  and  when  the  percentage 
amount  of  foreign  starch  present  has  been  thus  judged, 
a  careful  and  thorough  mixture  is  made  up  containing 
the  supposed  amounts  of  the  ingredients  in  the  com- 
position under  examination,  this  is  then  examined  under 
the  microscope  and  compared  with  the  original  powder, 
in  order  to  see  if  the  estimation  which  has  been  made 
is  broadly  correct.  If  not,  known  quantities  of  the  pure 
substance  are  mixed  with  fresh  quantities  of  the  adul- 
terants found,  until  examination  shows  that  the  ap- 
proximately true  percentages  have  been  arrived  at. 
Or,  to  be  more  accurate,  the  number  of  foreign  starch 
granules  in  the  specimen  may  be  counted  upon  a  plan 
very  similar  to  that  adopted  in  the  case  of  blood-cor- 
puscles— a  plan  with  which  the  reader  is  familiar. 

It  has  been  seen  that,  in  many  cases,  the  differences 
between  the  starch  granules  are  very  slight,  and  some 
skill  is  requisite  in  detecting  them  ;    such  skill  is  only 
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acquired  from  a  steady  use  of  the  microscope,  and  the 
student  is  recommended  to  fit  up  a  small  case  contain- 
ing samples  of  all  the  more  common  starches,  and  to 
practice  assiduously  with  these ;  and  m  order  that  he 
may  be  able  to  better  appreciate  the  slight  differences 
which  distinguish  some  of  the  starch  granules,  it  is 
recommended  that  a  long  piece  of  glass  slide  is  em- 
ployed, so  that  he  may  mount  upon  it  specimens  of  all 
those  which  closely  resemble  each  other,  and  compare 
them,  almost  at  the  same  time,  by  simply  moving  the 
slide  across  the  "field"  of  the  microscope.  It  is  useless 
to  make  any  attempt  at  mounting  these  specimens 
permanently,  even  in  glycerine,  since  they  soon  lose  their 
characters.  A  quarter-inch  power  should  be  employed, 
and  this  suffices  for  all  practical  purposes. 

Here,  space  only  permits  of  mention  being  made  of 
the  valuable  adjuncts  which  the  polariscope  and  photo- 
graphy afford  to  such  examinations. 

Chemical  tests  have  been  proposed,  and  adopted,  as  an 
additional  means  of  detecting  some  of  the  starches,  but 
none  of  these  are  so  reliable  as  the  microscope,  and  are 
therefore  seldom  resorted  to.  To  instance  such  tests : — 
bean  meal  is  found  to  give  a  deep  red  reaction  with 
nitric  acid  followed  by  liquor  ammoniae,  and  pure 
wheat  flour,  mixed  with  plenty  of  water,  turns  pink 
with  iodine,  but  any  potato  starch  present  changes 
this  to  a  purple. 

I.  Large,  round  or  oval  granules,  more  or  less  flattened,  and 
showing  no  marked  "  strice  "  ;  together  with  others  extremely 
small  and  ill-defined. 

May  he  wheat,  harley  or  rye. 

Wheat. — Few,  if  any,  "intermediary"*  sizes,  although 

*  A  term  used,  in  this  connection,  to  denote  a  size  about  midway 
between  that  of  the  large  and  small  granules. 
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the  larger  granules  themselves  vary  somewhat  in  size. 
(A  linear  hilum  and  striae  are  visible  under  a  high 
power,  and  the  small  granules  are  seen  to  be  angular). 

Barley. — Similar,  but  whereas  the  large  granules  are 
more  uniform  in  size,  they  are  rather  more  irregular  in 
shape  and  somewhat  smaller,  and  "  intermediary"  sizes 

-  o-O  M' 


Fig.  62. — Wheat  X  200.  Fig.  63. — Barley  X  200. 

are  more   commonly  present.     Striae  are  slightly  dis- 
cernible sometimes  in  the  larger  cells. 

Rye. — Similar,  but  many  show   a   rayed   hilum  and 
present   cracked   edges ;    the    granules    are   somewhat 


.9 


Fig.  64. — Potato  X  200. 

larger,  and  more  generally  circular  and  flattened,  than 
those  of  wheat  or  barley. 

2.  Large,  pyriform  or  oval  granules,  with  well-marked  con- 
centric stria,  and  a  circular  or  linear  hilum. 

May  be  potato  or  arrowroot. 

Potato. — Typically,  they  have  the  appearance   of  an 
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oyster-valve.  A  well  marked  circular  or  stellate  hilum 
is  at  the  smaller  extremity,  and  the  striae,  starting  and 
ending  at  the  hilum,  are  well  marked.  They  vary 
considerably  in  size. 

Arrowroot* — Similar,  but  the  hilum  is  generally  at  the 


FiG"  65. — Arrowroot  X  200. 

larger  extremity,  and  the  granules  average  a  trifle 
smaller— with  the  exception  of  the  arrowroot  named 
"  tous-les-mois,"  in  which  the  granules  are  commonly 
even  larger  than  those  of  potato.  The  granules  do 
not  swell  with  liquor  potassse  as  do  those  of  potato. 


Fig.  66. — Pea  X  200. 

3.  Ovalish  granules,  with  no  concentric  stria,  hut  with  a 
central  linear  hilum. 

May  he  pea,  lean  or  maize. 

Pea. — Most  have  a  central  longitudinal  hilum,  which 

•  There  are  many  varieties  of  arrowroot,  all  of  which,  however, 
present  the  same  general  characteristics  as  to  their  starch  granules  ; 
the  common  variety  is  derived  from  Maranta  arundinacea. 
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rarely  presents  a  puckered  appearance.      The  granules 
are  large. 

S«fl«. ^Similar,  but  somewhat  larger  and  more  flat- 
tened  {i.e.,  broader)  and  slightly  more  uniform  in  size. 


Fig.  67. — Bean  x  200. 

The  hilum  is  much  more  commonly  crossed  by  trans- 
verse lines  ("  puckered"). 


P"iG.  68. — Bruchus  Pisi  (of  the  pea,  bean,  &c.). 
(Magnified  and  natural  size). 

Maize. — Granules  are  facetted  and  much  smaller,  and 


as 


Fig.  6g. — Maize  X  200. 

more  irregular  in  shape— which  tends  towards  the  cir- 
cular.    Hilum  generally  stellate. 
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4.  Minute,  angular  and  facetted'''  granules,  with  no  hilii" 
(except  under  a  high  power). 
May  he  rice  or  oatmeal. 
Rice. — The  granules  collect  into  angular  masses. 


5  o  0 


0*0  o 

,  "Jo  00" 
O  o  0  o  o 
O     °0     0     0     O;, 

feso   "^  o5  of' 
3y  ®  ^  D  o  ^ 


Fig.  70. — Rice  X  200. 


Fig.  71. — Oatmeal  X  200. 


Oatmeal. — ^The  granules  collect  into  rounded  masses, 
and  are  slightly  larger. 

5.  Irregular  in  size,  rounded  or  with  rounded  edges,  possess- 
ing (generally)  a  central  hilum,  and  showing  ill-defined  con- 
centric stria. 

May  be  sago  or  tapioca. 


Fig.  72. — Sago  x  200. 

Sago. — Mostly  large,  and  very  irregular  in  shape;  com- 
monly elongated  and  round  at  one  larger  extremity,  and 
truncated  at  the  other.     Hijum  stellate  or  linear. 

*  These  facets  are  due  to  the  close  juxtaposition  of  the  granules. 
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Tapioca. — Similar,  but  much  smaller,  and  many  gran- 
ules have  a  tendency  to  assume  the  flask-shape.  Hilum 
generally  more  towards  the  rounded  extremity. 

The    so-called    flours   and   meals   derived   from   the 


<£? 


Fig.  73. — Tapioca  X  200. 

cereals,  in  addition  to  the  starch  granules  which  have 
been  described,  also  give  evidence,  here  and  there  upon 
the  "field"  of  the  microscope,  of  the  thin  envelope  of 


Fig.  74.—  Section  of  wheat  grain  (outer  coat)  x  50. 
II.  Girdle  cells,     h.     Cerealin  cells. 

the  grain— called  the  skin  or  testa  ;    and  this  is  the  case 
with  even  the  finest  ground  and  purest  flours. 

In   whtat  the   envelope  is   composed   of  three*    fine 
•  There  are  probably  six  in  all  under  very  high  powers. 
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membranes.  The  external  and  the  middle  both  con- 
sisting of  flattened  elongated  cells,  whose  contours 
present  a  beaded  appearance,  and  which  are  more  or 
less  dove-tailed  into  each  other. 

The  long  axis  of  the  cells  in  the  middle  coat  are 
disposed  at  right  angles  to  those  in  the  external— which 
are  arranged  with  their  long  axis  corresponding  with 
that  of  the  grain. 

The  external  coat  is  made  up  of  two  or  three  layers 
of  cells,  the  middle  of  only  one — ^and  the  cells  of  the 
latter  are  smaller  and  more  uniform  in  size.  Unicel- 
lular cells  ("hairi.")  with  pointed  apices,  come  off  in 
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Fig.  75. — Wheat.  Tissue  from  the  "  testa  "  ot  the  grain,  showing 
the  appearance  of  the  cells  forming  its  outer  and  inner  membranes. 
(X  100) 

tufts  from  the  external  coat  at  one  extremity  of  the 
grain ;  these  "  hairs  "  are  simply  prolongations  of  the 
cells. 

The  internal  coat  is  made  up  of  irregularly  rounded 
opaque-looking  cells,  which  frequently  contain  one  or 
more  oil  globules.  The  starch  granules,  comprising 
almost  the  whole  of  the  interior  of  the  grain,  are  in- 
cluded within  a  thick-walled  cellular  network. 

In  barley  the  envelopes  are  similar  to  those  in  wheat, 
except  in  the  following  respects : — The  cells  forming  the 
external    coat   are  smaller  and   more   uniform   in    size 
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than  in  wheat,  and  their  outline  is  serrated  instead  of 
beaded  ;  they  carry,  moreover,  short  thick  hairs.  The 
cells  of  the  middle  coat  are  more  elongated,  and  not 
•beaded— or  very  imperfectly  so.  Those  of  the  inner 
coat  are  somewhat  smaller. 


Fig.  76. — Barley.  Tissue  trom  the  "testa  "  of  the  grain,  showing 
the  appearance  of  the  cells  forming  its  outer  and  inner  membranes. 
(X  100). 

Between  the  middle  and  internal  coat  is  a  layer  of 
loiig  narrow  cells,  arranged  with  their  long  axis  at  right 
angles  to  those  forming  the  middle  coat. 

Slight  as  these  differences  are,  it  is  to  the  envelopes 


Fig.  77. — Rye.  Tissue  from  the  '•  testa"  of  the  grain,  showing  the 
appearance  of  the  cells  which  form  its  outer  and  inner  membrane. 
(X  100). 

rather  than  to  the  starch  granules  that  one  must  turn  in 
order  to  discriminate  between  wheat  and  barley. 

In  rye  the  testa  so  closely  resembles  that  of  wheat 
that  it  is  difficult  to  hit  upon  a  point  in  which  they 
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differ,  and  it  is  fortunate  that  the  starch  grains  afford  a 
ready  means  of  distinguishing  between  the  two. 

It  may  be  pointed  out  that  the  unicellular  hairs  are 
somewhat  shorter  than  in  wheat. 

In  maize  (Indian  corn)  the  envelopes  are  two  in  num- 
ber ;  the  external  consists  of  several  superimposed 
layers  of  flattened  elongated  cells,  and  the  internal  of 
a  layer  of  cells  of  irregular  size  and  shape,  but  other- 
wise resembling  the  internal  layer  of  wheat.  What  is 
very  characteristic,  however,  about  maize  is  that  the 
cellular  network,   which  holds  the  starch  granules,  in 


Fig.  78. — Oat.  Tissue  from  the  "testa"  of  the  grain.  Showing 
the  appearance  of  the  cells  which  form  its  outer  and  inner  membranes. 
(X  100). 

this  plant  forms  an  irregular  mosaic — most  often  pen- 
tagonal but  occasionally  polygonal  in  design. 

In  oatmeal  the  envelopes  consist  of  an  external  one  of 
long  narrow  cells  with  evenly  serrated  contours  (not 
wavy  or  beaded),  and  carrying  short  sharp  spinous 
"  hairs ;"  a  middle,  somewhat  similar  coat,  but  indis- 
tinct and  poorly  seen  ;  and  an  inner  layer  of  cells  re- 
sembling the  internal  one  of  wheat,  but  larger. 

In  rice  the  external  coat  of  the  husk,  consisting  of 
long  narrow  cells,  is  characterised  by  the  number  of 
fine  siliceous  particles  it  contains,  and  which  are  col- 

z  2 
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lected  together  into  ridges  crossing  each  other  at  right 
angles.  The  spinous  hairs  are  long  and  numerous, 
and  the  other  coats,  of  which  there  are  several,  consist 
also  of  elongated,  narrow,  flattened  cells,  variously 
arranged. 
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CHAPTER  VIII. 

Meat.     Parasites  of  Flesh. 

By  the  provisions  of  sections  116,  117,  118  and  119  of 
the  Public  Health  Act,  1875,  sanitary  officers  may  exa- 
mine meat,  or  carry  it  away  to  be  dealt  with  by  a  jus- 
tice ;  and  in  the  vast  majority  of  cases  where  unsound 
meat  is  to  be  dealt  with,  proceedings  are  taken  under 
the  above  Act ;  in  a  few  cases,  however — as  when  the 
flesh  of  one  animal  in  represented  as  being  that  of 
another — proceedings  are  taken  under  section  6  of  the 
Sale  of  Food  and  Drugs  Act,  which  provides  that  "  no 
person  shall  sell  to  the  prejudice  of  the  purchaser,  any 
article  of  food  which  is  not  of  the  nature,  substance, 
and  quality  demanded  by  such  purchaser,  under  a 
penalty  not  exceeding  £20" 

Section  116  of  the  Public  Health  Act  is  as  follows  : — 
"  Any  medical  officer  of  health  or  inspector  of  nuisances 
may,  at  all  reasonable  times,  inspect  and  examine  any 
animal,  carcase,  meat,  &c.,  exposed  for  sale  or  de- 
posited in  any  place  for  the  purpose  of  sale,  or  of  pre- 
paration for  sale,  and  intended  for  the  food  of  man  ;  the 
proof  that  the  same  was  not  exposed  or  deposited  for 
any  such  purpose,  or  was  not  intended  for  the  food  of 
man,  resting  with  the  party  charged ;  and  if  any  such 
animal,  carcase,  meat,  &c.,  appears  to  such  medical 
officer  or  inspector  to  be  diseased,  or  unsound,  or  un- 
wholesome, or  unfit  for  the  food  of  man,  he  may  seize 
and  carry  away  the  same  himself  or  by  an  assistant, 
in  order  to  have  the  same  dealt  with  by  a  justice." 
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Section  1 1 7  directs  that : — "If  it  appears  to  the  jus- 
tice, that  any  animal,  carcase,  meat,  &c.,  so  seized  is 
diseased,  or  unsound,  or  unwholesome,  or  unfit  for  the 
food  of  man,  he  shall  condemn  the  same,  and  order  it 
to  be  destroyed,  or  so  disposed  of  as  to  prevent  it  from 
being  exposed  fpr  sale  or  used  for  the  food  of  man  ;  and 
the  person  to  whom  the  same  belongs,  or  did  belong  at 
the  time  of  exposure  for  sale,  or  in  whose  possession,  or 
on  whose  premises  the  same  was  found,  shall  be  liable 
to  a  penalty  not  exceeding  £10,  for  each  piece ;  or  at 
the  discretion  of  the  justice,  without  the  infliction  of  a 
fine,  to  imprisonment  for  a  term  of  not  more  than  three 
months." 

Section  118  imposes  a  penalty  against  anyone  who 
hinders  or  obstructs  any  officer  engaged  in  the  perform- 
ance of  his  duties  in  respect  of  meat  examination,  &c., 
and  section  119  empowers  a  justice  to  grant  a  warrant 
for  an  officer  to  enter  any  premises,  to  search  the  same, 
and  to  seize  any  article  therein  which  is  thought  to  be 
unfit  for  the  food  of  man,  in  order  that  it  may  be  dealt 
with  by  a  justice. 

When  a  piece  of  suspiciously  unwholesome  meat  has 
been  seized,  it  becomes  necessary  for  a  sanitary  offi- 
cial to  make  a  careful  examination  of  such,  in  order 
to  discover  whether  it  is  fit  for  human  consumption. 
The  question  is  not  always  an  easy  one  to  decide  upon, 
and  considerable  numbers  of  poor  and  diseased  animals 
are  killed  yearly  and  consumed,  their  flesh  betraying 
few,  if  any,  of  the  characters  of  bad  meat.  It  is  so 
much  more  easy  to  ensure  the  sale  of  good  meat  by 
even  a  cursory  inspection  of  the  animals  before  death, 
than  it  is  by  any  laboured  investigation  over  a  butcher's 
stall,  or  in  a  laboratory,  that  it  may  be  hoped  in  the 
future  that  the  slaughtering  of  animals  will  be  confined 
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to  public  abattoirs,  where  each  animal  as  it  enters  is 
examined  in  a  routine  manner  by  skilled  oificials.  It 
may  be  said  in  this  connection,  without  fear  of  contra- 
diction, that  whereas  in  almost  every  other  respect  our 
sanitary  code  in  this  country  is  considerably  in  advance 
of  that  of  our  continental  neighbours,  yet,  in  this  one 
respect  of  the  examination  and  control  of  living  animals 
prior  to  slaughter,  we  fall  most  lamentably  behind  them, 
and  that  the  scant  provisions  at  present  made  are  a 
disgrace  to  a  country  which  has  grown — with  just 
claims  in  other  respects — to  be  regarded  as  having 
occupied  the  highest  place  in  sanitary  reform  during 
the  present  century. 

In  these  pages  we  are  concerned  alone  with  the  meat 
as  it  is  exposed  for  sale,  and  when  a  piece  has  been 
seized  as  suspicious,  deep  sections  of  the  meat  should 
be  cut— special  care  being  had  to  examine  that  which 
is  more  immediately  adjacent  to  the  bone. 


The  Characters  of  Good  Meat. 

It  should  have  a  marbled  appearance— due  to  little 
streaks  of  fat  between  the  muscular  fasciculi,  and  the 
whole  surface  should  have  a  glossy  appearance,  the 
colour  being  of  a  bright  florid  hue  and  not  too  dark — 
or  the  meat  is  that  of  an  old  or  diseased  animal.  The 
colour  of  veal  mutton  and  pork  is  always  paler  than 
that  of  beef,  and  this  fact  depends  to  some  extent  upon 
natural  causes,  but  mostly  upon  the  fact  that  calves 
sheep  and  pigs  are  bled  at  the  time  of  killing.  The 
flesh  of  all  young  animals  is  also  naturally  paler  than 
that  of  older  ones.  Should  the  meat  be  very  pale  and 
yellow  ("  white  flesh"),  and  the  animal  an  adult  one  J 
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fatty  infiltration  or  degeneration,  or  fibroid  infiltration, 
is  probably  the  cause.  A  niagenta.  hue  denotes  some 
acute  specific  condition  present  at  the  time  of  death. 

The  connective  tissues  should  glisten  when  exposed, 
and  the  muscular  fasciculi  should  not  be  too  large  and 
coarse. 

To  the  touch  the  meat  should  be  firm  and  slightly 
elastic,  which  implies  that  the  meat  is  fresh  and  has 
set  well  (rigor  mortis)  ;  it  should,  moreover,  be  so  dry 
upon  the  surface  that  the  finger  is  only  slightly  moist- 
ened by  being  passed  over  it — such  moisture  (juice) 
should  be  of  a  clear  red  colour,  and  of  an  acid  reaction. 

On  cutting  through  a  muscle,  the  whole  thickness 
should  present  an  uniform  colour,  or  the  interior  must 
be  but  very  slightly  paler  than  the  more  external  flesh. 
The  odour  of  meat  is  best  obtained  either  by  drenching 
it,  when  finely  minced,  with  very  hot  water ;  or  by 
plunging  a  clean  odourless  knife  deep  down  into  its 
substance — and  preferrably  in  the  direction  of  bone — 
and  then  withdrawing  and  smelling  the  knife.  The 
peculiar  odour  of  good  fresh  meat  is  familiar  to  all,  both 
in  the  raw  and  cooked  state,  and  any  departure  from 
this  would  create  suspicion. 

The  fat  has  a  firm  and  greasy  feel ;  the  normal  faint 
yellow  colour  must  not  be  excessive — although  the  fat 
of  animals  fed  upon  some  oil  cakes  acquires  a  very  dis- 
tinct yellow  hue.  The  fat  deepens  in  colour  with  age. 
It  should  present  no  haemorrhagic  points.  Butchers 
sometimes  rub  melted  fat  over  the  flesh  of  diseased 
animals,  to  give  it  the  glossy  appearance  before  men- 
tioned (Gamgee). 

Any  lymphatic  glands  attached  should  be  firm, 
slightly  moist,  and  of  a  pale  greyish  yellow  appearance 
on  section. 
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The  marrow  of  the  bones  should  be  light  red,  and 
that  from  the  bones  of  the  hind  quarters  should  set 
firmly  within  24  hours ;  but  that  of  the  fore  quarters 
remains  diffluent  for  a  longer  period. 

The  ash  of  the  meat  is  alkaline,  and  consists  almost 
entirely  of  phosphates  and  chlorides. 

Upon  cooking,  the  fibres  do  not  cook  hard,  the  loss 
does  not  exceed  30  per  cent,  (whereas  bad  meat  con- 
taining an  undue  amount  of  water  may  lose  over  40  per 
cent.),  and  a  savoury  odour  escapes. 

Dried  upon  a  water  bath  for  several  hours,  it  does 
not  lose  more  than  74  per  cent,  by  weight. 


The  Characters  of  Bad  Meat. 

A  deep  purple  or  dark  tint  suggests  that  the  animal 
has  not  been  killed  and  bled,  but  has  died  with  the 
blood  in  it,  and  probably  of  some  acute  feverish  condi- 
tion, or  else  of  some  pulmonary  complaint  involving 
mechanical  obstruction  to  respiration.  A  yellow  or 
mahogany  hue  denotes  bile-stained  flesh. 

Well  defined  and  dark  coloured  areas  full  of  blood, 
are  due  to  hypostatic  congestion,  or  post-mortem 
staining. 

Pus  may  be  seen  lying  between  the  muscle  fibres, 
and  tumours,  &c.,  may  be  present  (as  in  anthrax,  &c.). 

There  is  frequently  too  great  a  proportion  of  bone  to 
flesh,  and  the  reaction  of  the  juice  (which  is  dark  or 
discoloured)  is  alkaline  or  neutral.  The  odour  may  be 
that  of  putrefaction,  or  of  a  faint  and  sickly  nature.  It 
may  be  sweet  (uraemia),  or  urinous  (due  to  local  effu- 
sions of  urine). 

Sometimes  there  is  a  smell  of  physic,  as  when,  pre- 
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vious  to  death,  odorous  and  volatile  drugs  such  as 
camphor,  prussic  acid,  turpentine,  creosote,  chloroform, 
&c.,  have  been  administered,  or  the  animal  has  fed  upon 
odorous  plants — or  when,  subsequent  to  death,  the 
carcase  has  been  hung  in  an  atmosphere  which  is 
odorous  from  any  cause  (tobacco,  carbolic  acid,  &c.). 
The  chief  dangers  to  the  meat  would  arise  from  the 
administration  during  life  of  such  drugs  as  arsenic, 
antimony  (tartar  emetic)  or  strychnine  ;  and  if  there 
is  any  reason  for  suspecting  their  presence,  some  of  the 
meat  may  be  given  to  a  dog  or  cat,  and  its  effects  care- 
fully watched.  The  animal  may  in  some  cases  take  in 
poison  by  its  food,  by  feeding  upon  such  herbs  as 
byrony,  meadow-saffron,  rhus  toxicodendron,  &c. 

Bad  flesh  is  frequently  moist,  sodden,  flabby  and 
dropsical,  and  infected  with  parasites.  It  must  be 
remembered,  however,  that  the  flesh  of  young  animals 
is  always  pale  and  moist. 

Some  parts  of  the  meat  generally  feel  softer  than 
others,  that  is  to  say,  there  is  not  an  uniform  resistance 
to  pressure,  and  occasionally  there  may  be  emphyse- 
matous crackling.*' 

The  fat  is  generably  soft  and  flabby,  or  gelatinous, 
frequently  highly  coloured  and  exhibiting  small  haemor- 
rhagic  points. 

Any  attached  lymphatic  glands  will  often  be  either 
enlarged,  softened,  hypersemic,  ecchymosed,  caseated, 
calcified  or  suppurated.  The  marrow  of  the  bones  is 
discoloured — often  brownish —and  sets  badly. 

In  commencing  putrefaction  the  flesh  softens,  and  tears 
readily  ;  it  becomes  paler  ;  the  elastic  resistance  gradu- 

•  The  flesh  of  veal  and  lamb  is  sometimes  blown  out  artificially, 
and  the  surface  then  smeared  with  melted  fat ;  an  artificial  plump- 
ness is  thus  given  to  poor  meat. 
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ally  diminishes  and  becomes  less  uniform,  i.e.,  some 
parts  are  softer  than  others ;  the  characteristic  odour 
is  developed  ;  the  marrow  softens  and  turns  brownish  ; 
and  the  juices  become  alkaline  in  reaction.  Later,  the 
meat  becomes  of  a  greenish  hue,  and  a  glance  then 
suffices  to  detect  the  presence  of  putrefaction. 

Certain  diseases  cause  distinct,  and  sometimes  cha- 
racteristic, appearances  in  the  meat — and  notably  is  this 
the  case  with  anthrax  and  the  anthracoid  diseases 
(quarter  ill,  &c.)  ;  in  these  the  tissues  and  organs 
generally  are  congested,  the  blood  is  dark  in  colour  and 
viscid,  ecchymoses  and  haemorrhages  are  frequent  and 
the  lymphatics  are  enlarged  and  congested  ;  but  it  is 
only  from  an  examination  of  the  internal  organs  that 
a  definite  diagnosis  can  be  attempted.  When,  there- 
fore, any  suspicion  attaches  itself  to  the  sample  of  meat 
under  examination,  every  attempt  should  be  made  by 
the  Health  Officer  to  penetrate  the  thicket  of  difficulties 
and  subterfuge  which  will  beset  his  path,  and  to  gain  a 
glance  at  the  ofFal'*  of  the  animal  in  the  slaughter-house 
if  not  too  late,  and  more  especially  to  carefully  inspect 
the  liver,  lungs  and  lymphatics. 

The  lungs  and  pleura  may  be  the  seat  of  hepatisation, 
oedema,  infiltration  with  pus,  multiple  abscesses,  cavi- 
ties, nodules,  &c.,  and  the  pleura  may  be  adherent,  or 
contain  effusions — in  such  diseases  as  pleuro-pneumonia, 
tuberculosis,  pneumo  enteritis,  anthrax  and  actinomy- 
cosis ;  a  microscopic  examination  may  detect  specific 
germs. 

Tuberculosis  of  the  lungs  is  popularly  known  as  the 
"pearl  disease"  or  "the  grapes,"  the  pearls  referring 

*  The  term  "  offal "  includes  the  head,  the  feet,  the  skin,  and  all 
internal  organs  except  the  kidney.  The  remainder  of  the  animal  is 
termei  the  '■  carcase." 
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to  the  tubercular  deposits  which  hang  down  from  the 
surface  of  the  lungs  like  grapes.  The  lymphatic  glands 
of  the  thorax  may  be  enlarged,  caseous,  calcareous  or 
purulent. 

The  liver  may  be  enlarged,  tuberculous,  softened, 
congested  or  bile-stained,  and  may  show  hydatids,  mul- 
tiple abscesses,  nodules,  or  the  liver  fluke,  &c.,  in  dif- 
ferent diseases  (such  as  tuberculosis,  anthrax,  parasitic 
infection,  &c.). 

The  spleen  may  be  enlarged  and  with  rounded  edges, 
or  contain  nodules  or  ulcers,  &c.,  in  anthrax,  glanders, 
&c. 

The  lymphatic  glands  (abdominal)  may  be  enlarged 
and  inflamed,  &c.,  in  pig-typhoid  (pneumo-enteritis), 
glanders,  small-pox  of  sheep,  swine  plague  or  fever, 
tuberculosis,  &c. 

The  kidneys  may  be  inflamed  and  show  haemorrhages, 
&c.,  in  tuberculosis,  swine-fever,  &c. 

The  stomach,  intestines  and  peritoneum  may  be  inflamed, 
congested  or  ulcerated,  in  pneumo-enteritis  of  the  pig, 
&c.,  swine  plague,  cattle  plague,  anthrax,  &c. 

The  head. — The  tongue  and  mucous  membrane  of  the 
mouth  may  show  blisters  and  ulcers,  due  to  foot  and 
mouth  disease  ;  the  lower  jaw,  the  tumours  of  acti- 
nomycosis ;  the  brain  may  show  hydatids  and  tubercu- 
losis ;  the  small  cysts  of  trichinae  may  be  seen  in  the 
conjunctiva,  or  the  under  surface  of  the  tongue ;  the 
nose  may  be  ulcerated  and  the  membrane  nodular,  from 
glanders  and  farcy  in  the  horse,  or  from  small-pox  in 
the  sheep. 

The  skin. — Variola-like  eruptions  of  spots  (papules  and 
pustules)  may  be  present ;  the  wool  and  hair  rough  and 
patchy,  and  showing  red  blotchy  skin  beneath. 

The  udder  in  cows  may  show  blisters,  ulcers,  nodules, 
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&c.,  in  such  conditions  as  foot  and  mouth  disease, 
tuberculosis,  Hendon  disease,  &c. 

The  fed  may  show  blisters  and  ulcers,  and  the  hoofs 
may  be  loose  and  even  shed — in  foot  and  mouth  disease. 

Opinion  to  be  formed.^It  is  by  no  means  an 
easy  matter  to  decide  as  to  what  shall  condemn  meat. 
Opinion  at  the  present  day  is  very  much  divided  upon 
those  diseases  which  render  the  flesh  of  animals  at- 
tacked by  them  unfit  for  human  consumption.  Most 
authorities  appear,  however,  to  be  agreed  in  condemn- 
ing the  whole  of  the  flesh  of  animals  slaughtered  while 
victims  of  the  following  diseases,  either  on  account  of  the 
poor  quality  of  the  meat,  or  from  its  risks  of  infecting : — 

Pyaemia  \      In  those  cases  where  multiple  ab- 

Septicsemia         scesses  are  fairly  general ;    or  where 

Uraemia  [sloughing  occurs  anywhere  about  the 

Erysipelas  body,  or  where  putrefaction  has  set  in. 

Anthrax  and  anthracic  diseases. 

Cattle  plague. 

Advanced  rabies  or  swine  fever. 

Glanders  or  farcy  of  the  horse. 

Hydatid  diseases. 

Variola. 

Trichiniasis. 

Tuberculosis  and  cancer,  where  deposit,  &c.,  is  fairly 
general,  and  emaciation  is  marked. 

The  question  as  to  whether  tubercular  meat  can 
spread  infection  to  man  is  still  suh  judice,  but  there 
seems  little  doubt  that  it  has  this  power,  although 
direct  evidence  is  lacking ;  if,  however,  as  in  trichini- 
asis, the  meat  is  properly  cooked,*  this  danger  is  re- 

*  A  temperature  of  140°  F.  is  sufficient  to  kill  all  forms  of  hydatids, 
and  212°  F.  will  kill  even  anthrax  bacilli. 
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moved — but  large  joints  are  rarely  cooked  through,  and 
the  temperature  to  which  the  deepest  portions  of  the 
joint  is  raised,  may  often  on  this  account  be  insufficient 
to  destroy  the  more  resistant  infective  materials  ;  raw 
flesh,  moreover,  is  now  largely  given  to  infants  and 
invalids.  The  organs  (internal)  must  in  e^'ery  case  be 
unhesitatingly  condemned. 

The  subject  of  the  spread  of  tuberculosis  through  the 
means  of  the  flesh  and  milk  of  tubercular  animals,  has 
received  of  late — as  befits  its  importance — consider- 
able attention.  We  are  indebted  to  Villemin  for  first 
demonstrating  the  communicability  of  tuberculosis  from 
animal  to  animal,  but  it  was  reserved  for  Koch  to  prove 
the  invariable  presence  and  to  describe  the  character- 
istics of  the  specific  micro-organism.  Subsequent 
investigators,  prominent  among  whom  stand  Sims 
Woodhead,  Macfaydean,  Watson-Cheyne  and  Bang — 
may  be  said  to  have  established  the  fact,  almost  beyond 
questioning,  that  the  milk  and  flesh  of  tuberculous 
animals  may,  under  favourable  conditions,  become  in- 
fective. In  the  case  of  milk  drawn  from  udders  which 
are  the  seat  of  tubercular  lesions,  there  is  no  gainsaying 
its  universal  powers  of  infectivity ;  and  where  the 
cow  is  suffering  from  general  tuberculosis — though  the 
udders  may  be  apparently  unaffected — the  milk  has 
frequently  been  shown  to  also  possess  infective  proper- 
ties. There  is  no  questioning  the  strong  probability" 
that  much  disease  may  be  conveyed  to  human  beings 
by  consuming  the  flesh  of  tubercular  animals,  though 
no  case  has  been  directly  proved,  and  Dr.  Newsholme 
in  a  recent  report  has  laid  great  stress  upon  the  likeli- 

*  Portions  of  tubercles  and  cultures  of  the  bacilli  have  been 
swallowed  by  various  animals,  and  many  have  subsequently  deve 
loped  tuberculosis. 
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hood  of  such  infection.  He  points  out  that  the  only 
question  now  remaining — when  the  disease  affects  more 
than  one  part  of  the  body — is  whether  part  of  the 
animal  or  the  whole  should  be  condemned.  There  is 
no  difference  of  opinion  as  to  the  necessity  of  destroy- 
ing the  parts  obviously  diseased,  but  in  practice  it  is  very 
difficult  to  completely  separate  diseased  from  apparently 
healthy  parts.  There  is  no  difficulty  of  opinion,  again, 
as  to  the  necessity  for  condemning  the  whole  of  tuber- 
culous carcases  when  wasting  has  occurred.  The  real 
question  remaining,  therefore,  is  whether  in  the  event  of 
tuberculosis  affecting  many  internal  organs,  but  without 
having  as  yet  produced  wasting  of  the  flesh,  the  whole 
or  any  part  of  the  carcase  should  be  condemned.  It  is 
admitted  by  all  that  the  bacillus  tuberculosis  may 
under  certain  circumstances  be  taken  in  by  the  alimen- 
tary canal ;  the  great  frequency  of  mesenteric  disease 
in  young  children,  which  is  almost  certainly  derived  in 
a  large  number  of  cases  from  tubercular  milk,  is  an 
unhappy  proof  of  the  last  mode  of  infection.  This 
being  so,  one  is  at  a  loss  to  understand  why  compara- 
tively early  but  widespread  tuberculosis,  without  ema- 
ciation, should  be  less  infectious  than  when  accom- 
panied by  emaciation. 

Birch-Hirschfield  and  Schmall  have  lately  shown 
that  the  bacillus,  in  travelling  from  one  organ  to  the 
other,  must  pass  through  the  general  lymphatic  or  blood 
system ;  and  it  is  impossible  to  guarantee  that  at  any 
given  time,  the  flesh  through  which  these  are  circulating 
is  free  from  infection,  although  no  lesions  have  been 
locally  produced.  Dr.  Newsholme  points  out  that  the 
incidental  presence  or  absence  of  emaciation  is  abso- 
lutely irrelevant— tuberculosis  being  an  infective  dis- 
ease contaminating  the  whole  animal  in  either  case,  and 
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there  will  be  found  few  to  disagree  with  him,  for  the 
whole  of  the  animal's  blood  must  be  infected  with  the 
bacilli  tuberculosis,  and  who  shall  say  that  no  part  of 
the  carcase  of  such  an  animal  may  not  be  given  in  a 
perfectly  raw  condition  to  infants  and  invalids  ? 

As  to  putrefaction,  there  are  many  who  will  not  eat 
certain  kinds  of  meat  which  have  not  been  suffered  to 
reach  advanced  stages  of  this  process ;  there  is  no 
doubt,  however,  that  whatever  be  the  peculiar  desires 
and  tastes  of  the  consumers,  there  is  no  defence  for 
vendors  offering  any  but  fresh  meat  fry  sale.  In  other 
words,  it  should  be  insisted  that  the  meat  is  sold  fresh, 
so  that  whether  it  is  cooked,  and  eaten  as  such  may  be 
entirely  a  matter  of  the  individual  tastes  of  the  pur- 
chasers. There  is  no  doubt  that  with  many,  any  flesh 
in  which  decomposition  has  only  even  made  a  start, 
entirely  disagrees  with  them  ;  and  abundant  evidence 
is  not  lacking,  that  when  an  advanced  state  of  putridity 
has  been  reached,  violent  gastro-intestinal  irritation 
followed  by  diarrhoea,  vomiting  and  toxic  symptoms, 
are  induced — most  of  which  are  due  to  the  presence  of 
toxic  albumoses  and  crystallized  toxic  alkaloids,  which 
are  elaborated  from  the  albuminous  material. 

It  is  not  desirable,  in  the  public  interest,  to  proceed 
in  the  matter  of  condemnation  too  rigorously,  but 
rather  to  adopt  a  standard  based  upon  considerations, 
which  have  been  carefully  studied,  as  to  the  actua 
safety  of  consumption ;  for  too  extensive  restrictions, 
such  as  those  which  would  include  the  condemnation 
of  the  flesh  of  those  animals  dead  from  all  acute  feverish 
conditions,  can  but  have  the  effect  of  increasing  the 
cost  of  a  necessary  article  of  diet,  which  is  already 
almost  beyond  the  reach  of  the  poorest  of  the  com- 
munity. 
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Bearing  this  point  in  mind,  it  will  be  useful  to  con- 
sider what  are  the  means  which  may  be  adopted, 
whereby  the  meat  of  animals  diseased  may  be 
consumed  with  the  minimum  amount  of  risk.  Such 
are  : — 

a.  The  animal  should  be  well  bled  at  the  time  of 
killing. 

b.  All  internal  organs  and  offal  should  be  destroyed, 
and  all  prominent  lymphatics  removed. 

c.  The  meat  should  be  cut  into  strips  before  cooking, 
so  as  to  insure  that  the  cooking  process  shall  be 
thorough  and  there  shall  be  no  underdone  parts. 

d.  The  meat  should  not  be  kept  longer  than  possible, 
and  it  may  be  salted  with  advantage. 

The  subject  of  a  microscopic  examination  is  a  lengthy 
one,  and  the  pathology  of  the  morbid  tissues  of  cattle, 
&c.,  so  closely  resembles  that  of  human  beings  in  such 
common  diseases  as  tuberculosis,  pneumonia,  pleurisy, 
&c.,  that  nothing  special  in  this  relation  need  be  gone 
into  here — since  the  reader  will  be  already  familiar  with 
the  tissue  changes,  &c.,  which  accompany  each  of  these 
diseases ;  nor,  indeed,  is  a  microscopic  examination  in 
these  cases  commonly  called  for,  the  macroscopic  post- 
mortem examination  of  the  tissues  amply  sufficing,  in 
the  majority  of  cases,  to  a  diagnosis. 

In  the  case  of  those  diseases  dependent  upon  the 
presence  of  specific  micro-organisms,  a  careful  micro- 
scopic examination  is  essential,  and  special  bacterio- 
logical methods  must  be  adopted  in  many.  The 
zymotic  diseases  so-called  {i.e.,  pleuro-pneumonia,  malig- 
nant catarrhal  fever,  erysipelas,  muco-enteritis,  in- 
fluenza, diphtheria,  croup,  rabies,  anthrax  and  anthracic 
diseases,  rinderpest  or  cattle  plague,  foot  and  mouth  dis- 
ease,  swine  fever,  variola,   actinomycosis,  tuberculosis 
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and  glanders  or  farcy  of  the  horse)  are  all  due  to  the 
presence  of  specific  micro-organisms. 

Of  those  organisms  which  are  more  commonly  known 
as  "  the  parasites  of  animal  tissues,"  some  only  are 
inter-transmissible  when  the  flesh  is  eaten  by  human 
beings,  and  since  the  subject,  which  is  a  long  one,  must 


Fig.  79. — The  ova  of  the  common  human  parasites  (after  Graham 

Brown). 

Taenia  Solium.  Tasnia  Mediocanellata. 

Ascaris  Lumbiicoides. 

Tricocephalus  Dispar.  Oxyuris  Vermicularis. 

necessarily  be  curtailed  here,  the  salient  points  of  those 
which  authorities  are  agreed  should  be  regarded  with 
apprehension,  will  be  alone  considered,  and  the  fol- 
lowing parasites,  though  commonly  present,  will  not 
concern  us : — i.e.,  Coccidia  oviformes  (Leuckart)  which 
infest  most  animals  and  chiefly  the  liver  and  intestines ; 
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Rainey's  capsules,*  in  the  muscle-fibres  of  animals 
generally ;  Taenia  echinococcus  ("  hydatids  "),  in  the 
lungs,  liver,  brain,  &c.,  of  animals  generally  ;  Ccenurus 
cerebralis,  forming  hydatids  in  the  nervous  system  ot 
the  ox  and  sheep  ;  Cysticercus  pisiformis  is  found  in 
the  abdominal  cavity  and  liver  of  the  rabbit  and  hare  ; 
Cysticercus  tenuicollis  in  the  abdominal  cavity  of 
animals  generally,  i.e.,  ox,  sheep,  pig,  &c.  ;  Distoma 
hepaticum  or  the  liver  fluke  in  the  liver,  and  Strongylus 
filaria  in  the  lungs,  of  sheep ;  Strongylus  micrurus  in  the 
lungs  of  cattle,  and  Strongylus  paradoxicus  in  the  lungs 
of  the  pig. 


The  Important  Parasites  of  Flesh. 

Cysticerci. — The  cysticercus,  or  "  bladder-worm," 
causes  the  condition  known  as  "  measles  "  in  the  pig, 
ox,  and  sheep  ;  and  when  the  flesh  thus  affected  is  con- 
sumed, the  "  bladder- worm "  undergoes  a  series  of 
changes,  which  terminate  in  its  conversion  into  a 
tapeworm.  In  the  flesh  of  the  pig  a  number  of  small  oval 
or  round  cysts  are  seen,  occupying  a  position  between 
the  muscular  fasciculi,  and  commonly  varying  in  size 
from  a  pea  to  a  cherry — though  they  have  been  found 
as  small  as  ^  inch,  and  as  large  as  f  inch  in  length. 
These  cysts  contain  the  "cysticerci  cellulosas" — or  those 
bladder-worms  which  form  a  stage  in  the  development 
of  Taenia  solium — coiled  up,  and  surrounded  by  a  pale 
milky  looking  fluid ;  and  the  whole  cyst  shows  a  white 
spot  (generally  central)  upon  its  surface.      The  a£fected 

*  It  will  be  necessary  to  refer  to  Rainey's  capsules  in  connection 
with  trichiniasis,  and  it  is  thought  advisable — from  its  very  common 
occurrence — to  shortly  describe  the  appearance  of  Distoma  hepaticum. 
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flesh  is  paie,  soft,  unduly  moist  and  flabby  ;  and  it  has 
a  sHmy  feel.  Frequently  there  is  some  degree  of  calci- 
fication of  the  capsule,  and  the  result  is  that  sections 
are  frequently  cut  with  a  grating  sensation. 

The  bladders  should  be  incised  with  a  sharp  knife, 


Fio.  80. — "  Measly  "  Pork,  showing  diagrammatically  its  appearance 
by  the  naked  eye. 

and  the  worm  examined  by  a  powerful  hand-lens — when 
at  one  extremity  will  be  found  the  blunt  square  head 
provided  with  a  sucker  at  each  "  angle,"  and  a  fringe 
of  booklets  placed  m.ore  centrally  ;  these  latter  are  very 
characteristic,  and  must  always  be  found  before  a 
definite  diagnosis  is  ventured  on. 


Fio.  81. — Head  of  Cyst.cercus  Cellulosae  x  about  40  diameters. 

The  younger  pigs  are  especially  attacked,  and  during 
life  the  earliest  evidence  is  afforded  of  the  parasites,  by 
the  presence  of  one  or  more  small  cysts  in  the  conjunc- 
tiva, or  in  the  loose  tissue  of  the  frsenum  linguae.  After 
death  the  liver,  and  the  muscles  of  the  shoulders  inter- 
costals  and  loins,  are  seen  to  be  chiefly  affected. 
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The  cysticercus  of  the  ox — Cysticercus  bovis  or  "  beef- 
measles  " — chiefly  affects  the  calf;  it  possesses  a  flat 
head  armed  with  no  booklets,  but  simply  suckers, 
around  which  there  is  frequently  a  considerable  deposit 
of  pigment,  It  develops  into  the  adult  tape-worm 
called  Taenia  mediocanellata,  which  appears  to  be 
more  prevalent  in  this  country  than  Taenia  solium. 

Trichina  spiralis. — This  parasite  has  been  found 
in  the  flesh  of  many  different  animals,  but  most  com- 
monly, by  far,  in  that  of  pigs  ;  oxen  and  sheep  do  not 
suffer  from  attack  by  these  nematodes. 


Fig.  82. — Trichina  Spiralis,  encysted  in  muscle  X  about  40  diameter. 

The  shape  of  the  minute  worms  is  nearly  that  of  a 
typical  nematode,  i.e.,  a  slender  rounded  body  tapers 
gradually  at  either  end  ;  the  extremity  which  consti- 
tutes the  head,  goes  to  a  long  slender  point  which 
presents  a  small  central  orifice — the  mouth  ;  the  other 
extremity,  the  tail,  ends  more  bluntly.  The  worms 
possess  a  distinct  alimentary  canal,  and  even  rudimen- 
tary sexual  organs  are  present ;  in  the  female  an  uterus 
is  discernible,  which  will  frequently  be  seen  to  be  full 
of  minute  free  embryos,  curved  .upon  themselves ;  these 
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latter  have  been  observed  to  become  extruded  from  the 
vagina,  and  subsequently  to  move  sluggishly  about  the 
field  of  the  microscope.  The  male  worm  is  much 
smaller  than  the  female,  and  is  only  about  ^-^  inch  long 
when  mature ;  the  latter  reaches  J  inch.  The  long 
slender  head  and  blunt  tail  are  two  characteristics 
which  serve  to  distinguish  these  worms  from  parasites 
which  otherwise  resemble  them,  such  as  Dracunculus 
and  Filaria  sanguinis  hominis. 

The  small  worms  are;  mostly  coiled  up  in  cysts,  so 
disposed  that  their  longest  diameter  is  in  a  line  with 
the  muscular  fibres.  These  cysts  lie  between  the  mus- 
cular fibrillse,  and  their  walls  are  sometimes  partially  or 
completely  calcified — so  as  to  feel  quite  gritty  to  the 
touch  ;  and  this  calcareous  deposit  serves  to  shield  the 
parasites  from  the  destructive  consequences  of  salting, 
and  to  a  slight  extent  also  from  heat  when  the  flesh  is 
being  cooked.  There  may  be  from  one  to  three  trichinae 
in  a  cyst ;  frequently  25  per  cent,  of  these  parasites  are 
thus  encysted  in  the  diaphragm,  and  therefore,  when 
possible,  a  piece  of  this  muscle  should  be  procured  ;  the 
back  muscles  on  the  other  hand  are  the  least  atfacked. 

Either  a  section  may  be  made  of  the  muscle  or  it 
may  be  teased  out  with  needles,  and  preferably,  in  the 
case  of  a  long  muscle,  a  point  near  its  insertion  should 
be  selected— since  this  is  a  favourite  site  for  encystment. 
The  affected  muscle  is  seen  to  be  pale  and  cedematous, 
and  if  the  worms  are  encapsuled,  small  rounded  (or 
more  truly,  lemon-shaped),  whitish  specks,  averaging 
about  the  size  of  a  very  small  pin's  head,  are  visible  to 
the  naked  eye— and  distinctly  so  by  means  of  a  hand- 
lens.  A  low  power  of  the  microscope,  however,  should 
be  employed  in  every  case,  and  the  most  characteristic 
appearance  will  be  got  by  making  a  thin  longitudinal 
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section  of  the  affected  muscle,  and  laying  this  in  liquor 
potassae  of  medium  strength— which  serves  to  make  the 
muscle  fibres  transparent,  and  leaves  the  worm  exposed 
in  its  coiled  condition  within  the  capsule.  The  soaking 
should  not  be  prolonged  beyond  a  minute  or  two,  or  the 
worm  itself  will  also  be  cleared  up.  Glycerine  is  a 
good  mounting  medium,  when  a  permanent  specimen  is 
desired.  Sometimes,  owing  to  considerable  calcareous 
deposit  in  and  around  the  walls  of  the  capsule,  a  view 
of  the  worm  is  obscured ;  in  these  cases  a  drop  of  dilute 
hydrochloric  acid,  run  under  the  cover-glass,  will  dis- 
solve this  up  ;  or  if,  as  is  sometimes  the  case,  an  oil 
globule,  or  several,  partially  obscure  the  worm,  a  drop 
of  ether  applied  in  a  similar  manner  to  the  acid  will 
clear  away  the  fat. 

The  parts  which  are  most  likely  to  be  affected  will 
easily  be  remembered  if  it  be  borne  in  mind  that  the 
worms  migrate  to  their  settlements  from  the  gastro- 
intestinal tract,  and  chiefly  from  the  stomach  and  the 
commencement  of  the  small  intestine.  The  diaphragm, 
the  liver,  the  intercostal  and  abdominal  muscles,  are 
necessarily  the  first  encountered,  and  therefore  suffer 
most ;  but  in  later  stages  of  the  infection  there  is  rarely 
a  muscle  which  may  not  be  affected.  It  is  also  a 
common  practice  to  make  an  effort  to  diagnose  the 
presence  of  the  parasites  in  the  living  animals  by  ex- 
amining the  eyes  and  the  under  surface  of  the  tongue, 
both  of  which  will  frequently  show  the  small  pin-head 
nodules. 

The  dangerous  and  often  fatal  condition  created  by 
these  worms  as  they  traverse  the  gastro-intestinal  walls 
and  travel  to  their  encystment  in  the  various  organs  of 
the  body,  is  termed  "  Trichiniasis,"  a  disease  most  pre- 
valent in  those  countries  where  the  uncooked — or  im- 
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perfectly  cooked — flesh  of  the  pig  is  consumed,  as  in  the 
form  of  sausages,  &c.  The  symptoms  of  the  disease 
resemble  those  of  what  a  hybrid  of  acute  rheumatism, 
enteric  fever,  and  pyaemia  may  be  imagined  as  pro- 
ducing. 

Hot  smoking,  and  efficient  cooking,  destroys  these 
parasites ;  but  in  the  latter  case  the  meat  must  be 
"  done  through,"  i.e.,  thoroughly  cooked  through  the 
centre— or  the  parasites  in  this  part  of  the  joint,  es- 
pecially when  shielded  by  calcareous  walls,  may  escape 
the  temperature  necessary  to  destroy  them,  i.e.,  that  of 
150°  to  160°  F. 

There    are    small,    semi-transparent,    bodies    called 


Fig.  83. — One  of  Rainey's  Capsules.    (X  2R5). 

"  Psorospermia  "  or  "  Rainey's  Capsules,"  which  some- 
what closely  resemble  trichinae,  presenting  as  they  do 
small  oval  or  elliptical  bodies,  of  similar  sizes  to  en- 
cysted trichinae.  They  are,  however,  made  up  of  a 
thick  membrane  formed  by  small  hair-like  fibres  ar- 
ranged in  lines,  which  encloses  small  oval— or  rather 
kidney-shaped — granular  cells  closely  adherent  together; 
and  the  whole  lies  embedded  in  the  muscle  substance 
itself,  i.e.,  the  sarcolemma.  They  are  extremely  com- 
mon, and  may  exist  in  the  flesh  of  most  of  the  animals 
used  for  human  consumption,  and  apparently  when 
eaten  they  do  not  harm  the  human  being. 
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Several  more  obscure  bodies,  the  nature  and  signifi- 
cance of  which  we  are  still  more  in  the  dark  about,  may 
exist  in  ilesh  ;  such  as  bodies  somewhat  resembling  pus 
cells,  and  others  forming  minute  concretions  or  tiny 
hard  nodules.  Interesting  as  these  are  pathologically, 
they  are  rare,  and  when  present,  even  in  numbers,  do 
not  appear  to  affect  the  wholesomeness  of  the  meat  to 
any  degree. 

Actinomycosis.  —  The  "  ray-fungus  "  (actinomy- 
cosis), one  of  the  "  fission-fungi,"  is  now  becoming 
recognised  as  a  parasite  of  commoner  occurrence  in  the 
ox  than  was,  until  recently,  suspected ;  the  difficulties 
which  stood  in  the  way  of  an  earlier  appreciation  of  this 
fact,  arose  from  the  circumstance  that  both  the  ante- 
and  post-mortem  conditions  of  the  disease  so  closely 
simulate  those  of  tuberculosis. 

It  has  not  yet  been  proved  that  the  disease  can  be 
communicated  by  the  flesh  of  animals  suffering  from 
attack,  and  the  vitality  of  the  fungus,  when  exposed  to 
heat,  is  very  low.  The  subject  is  of  such  interest  and 
importance,  however,  that  a  few  additional  facts  are 
appended. 

The  parasite  almost  entirely  affects  the  tongue,  the 
jaws  (especially  the  lower  one),  and  the  lungs,  where 
they  may  be  detected,  by  the  naked  eye,  as  small  dirty 
white  specks  commonly  about  the  size  of  a  very  small 
pea,  but  varying  from  the  tiniest  speck  to  J-  inch  in 
diameter.  The  parasites  assume,  when  encysted,  a 
peculiar  symmetrical  appearance,  due  to  the  fact  that 
they  consist  of  small  linear  elements,  thicker  at  one 
extremity  than  at  the  other,  and  are  so  arranged  that 
their  smaller  extremities  are  all  placed  towards  a 
central  point ;  the  stellate  or  rayed  appearance  thus 
created  is  sometimes  remarlcably  regular  and  uniform. 
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The  tongue  when  affected  is  hard  and  swollen,  and 
presents  the  flattened  nodules  chiefly  upon  its  dorsal 
aspect. 

Distoma  hepaticum. — To  examine  for  these  para- 
sitic trematodss  the  liver  should  be  taken,  and  the  bile 
ducts  carefully  exposed.  They  will  be  found  as  small 
organisms,  in  shape  like  little  soles,  and  provided 
at  their  broad  extremity  with  a  sucker  for  attachment 
to  the  walls  of  the  bile  ducts.  They  average  in  size 
from  I  to  if  inches  in  length,  and  about  f  inch  in 
width. 


Poultry  and  Fish. 

The  remarks  hitherto  made  with  regard  to  flesh  are^ 
of  course,  equally  pertinent  to  poultry. 

There  are  few  points  so  easy  to  detect  as  commencing 
putridity  in  fish  ;  this  is  fortunate,  inasmuch  as  decom- 
position sets  in  rapidly,  and  appears  to  be  more  gener- 
ally productive  of  poisonous  symptoms  than  decom- 
posing meat — -the  symptoms  produced  being  very 
similar  in  both  cases.  The  bright  gills,  the  prominent 
eyes,  the  elastic  resistance  of  the  flesh,  and  the  absence 
of  any  but  the  characteristic  odour,  all  arise  in  evidence 
of  freshness.  The  soft  inelastic  feel  of  the  fish,  and  the 
unpleasant  odour,  furnish  the  chief  clue — and  the  most 
reliable — of  commencing  decomposition,  since  some 
salesmen  will  revive  the  gills  by  artificial  colouring 
agents,  and  keep  the  eyes  prominent  by  a  small  piece 
of  stick,  fixed  transversely  in  the  head  so  that  it  presses 
the  eye  outwards  on  either  side. 

Iridescence  —  resembling  the  hues  of  a  peacock's 
feather — is  frequently  seen  upon  the  surface  of  the  flesh 
of  decomposing  fish. 
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Fish  are  subject  to  parasitic  attack,  and  notably  is 
this  the  case  with  the  cod,  in  which  many  varieties  of 
these  organisms  have  been  found  ;  cooking,  however, 
effectually  destroys  them,  and  fortunately,  in  the  case 
of  fish,  the  flesh  is  not  palatable  unless  the  cooking  is 
thorough. 

-  The  power  of  certain  shell-fish  to  create  at  times, 
and  with  some  persons,  violent  gastro-intestinal  dis- 
turbance and  nettle-rash — is  well  recognised,  and 
mussels  and  oysters  collected  from  near  sewage  outfalls, 
have  had  virulent  poisonous  properties  ascribed  to  them. 


Horse  Flesh. 

By  the  Horse  Flesh  Act,  similar  powers  to  those  of 
the  PubHc  Health  Act  (1875)  are  given  as  to  the  in- 
spection, examination  and  seizure  of  horse  flesh  sold  for 
human  food,  and  which  is  not  legibly  labelled  "  horse 
flesh."  It  becomes  necessary,  therefore,  in  order  to 
check  fraud,  to  be  familiar  with  the  chief  differences 
which  exist  between  the  meat  of  the  ox,  &c.,  and  that  of 
the  horse,  and  a  comparison  between  them  will  serve  an 
useful  purpose  here.  In  horse  flesh  the  meat  is  darker 
and  coarser — the  muscular  fasciculi  being  broader — 
than  in  ox-flesh  ;  the  odour  of  the  fresh  meat  is  dif- 
ferent ;  and  after  the  lapse  of  a  day  or  two,  as  the  flesh 
dries,  it  develops  a  peculiar  faint  odour,  and  imparts 
a  soapy  feel  to  the  fingers.  The  fat  is  more  yellow  and 
soft,  and  possesses  a  sickly  taste,  and,  in  consequence, 
it  is  said  that  the  fat  is  sometimes  removed  and  re- 
placed by  ox-fat,  which  is  skewered  on  to  the  meat.  If 
the  bones  have  not  been  removed  they  will  afford  an 
additional  clue,  inasmuch  as  they  are  larger  and  their 
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extremities  (tuberosities,  &c.,  for  the  attachment  of 
muscles  and  Hgaments)  are  larger  and  more  marked — 
in  addition  to  some  anatomical  differences  in  the  con- 
struction of  the  horse's  skeleton. 

The  tongue  and  the  liver  of  the  horse — together  with 
some  other  organs — are  also  occasionally  made  to  do 
duty  for  the  corresponding  organs  in  the  ox.  The 
tongue  of  the  horse  is,  however,  broad  and  rounded  at 
its  free  end,  instead  of  pointed  as  in  the  ox  ;  and,  if 
the  hyoid  bone  is  attached,  it  is  found  to  be  made  up  of 
.5  parts— whereas  that  of  the  ox  consists  of  9.  The 
epiglottis  is,  moreover,  smaller  and  more  pointed  in  the 
horse.  The  liver,  whether  of  the  ox  or  sheep,  consists 
of  one  very  large  lobe,  and  another  relatively  very 
small  one ;  in  the  horse  there  are  three  large  and  dis- 
tinct lobes,  and  a  fourth  which  is  very  small. 

Sausages,  pork-pies,  meat-pies,  bravrn,  &c., 
have  all  given  rise  to  symptoms  of  poisoning.  The 
best  works  upon  Hygiene  will  give  the  reader  the  out- 
lines of  those  cases  which  have  now  become  almost 
classical,  such  as  Welbeck,  Nottingham,  Arlford, 
Retford  and  Chester,  &c. ;  together  with  the  ^teps  and 
methods  by  which  these  articles  were  discovered  to  be 
the  offending  causes. 

The  nature  of  the  agent  which  creates  these  poi- 
sonous symptoms  is  still  very  obscure.  It  seems  to 
have  the  power,  under  some  unknown  conditions,  of 
appearing  and  increasing  in  meat  which  is  undoubtedly 
good  and  healthy  at  the  time  when  it  is  employed  in  the 
making  of  sausages,  pies,  &c.,  for  the  fresh  meat  appears 
in  no  case  to  have  caused  any  unpleasant  symptoms. 
When,  however,  this  meat  is  minced,  cooked,  and  made 
up  into  sausages,  &c.,  and  kept  for  a. little,  the  poisonous 
agent   may  make   itself  manifest.      What   then   is   its 
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nature  ?  There  are  considerations  which  point  to  its 
being  of  a  fatty  character,  but  the  most  generally  ac- 
cepted theory  is  that  it  is  of  the  nature  of  a  crystallized 
toxic  alkaloidal  substance  ("ptomaine")  or  an  albumose 
elaborated  from  the  albuminous  material  by  the  agency 
of  micro-organisms.  All  efforts  to  prove  it  to  be  any  of 
the  better  understood  poisonous  bodies  have  failed,  and 
it  is  apparently  not  of  the  nature  of  a  fungus. 

Bacilli  have  been  found  by  Klein  in  some  cases  only. 

In  1 891,  Dr.  Ballard  summarized  the  cases  of  food 
poisoning  which  had  come  under  the  notice  of  the 
Local  Government  Board  since  1879.  There  were  14 
such  cases,  of  which  9  were  from  pig-meat,  i  each  from 
veal  and  tinned  salmon,  and  3  in  which  the  kind  of 
meat  was  not  stated.  In  almost  every  case  the  food 
had  been  prepared  and  kept  in  a  raw  state  for  at  least 
a  day  prior  to  cooking,  and  was  of  a  kind  specially 
liable  to  be  insufficiently  cooked  ;  it  had  been  invari- 
ably stored  for  a  while  subsequent  to  cooking,  and  had 
only  produced  poisonous  symptoms  when  eaten  in  the 
raw  state.  The  incubation  periods  varied  from  10  to  50 
hours  among  those  attacked.  Probably  the  cause  will 
be  found  as  much  in  the  miserable  provisions  now 
generally  obtaining  for  meat  storage,  as  in  anything, 
and  when  one  considers  the  damp,  dark,  unventilated 
conditions  of  larders  generally,  and  their  almost  invari- 
able proximity  to  the  basement  water  closet,  it  is  a 
matter  for  surprise  that  there  are  not  many  more  such 
cases  of  food  poisoning. 

It  is  not  a  difficult  matter  to  detect  early  decomposi- 
tion in  sausages,  since  the  alteration  in  the  smell  alone 
will  generally  suffice  ;  but  if  a  little  of  the  sausage  is 
boiled  with  water,  and  some  freshly  prepared  lime 
water   is   added,  good   meat   yields   only   a   faint   am- 
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moniacal  smell,  whereas  bad  will  give  off  a  peculiarly 
offensive  ammoniacal  odour. 

The  skins  of  sausages  have  been  known  to  contain 
mineral  poisons,  but  this  is  very  rare. 


Eggs. 

The  composition  of  hen's  eggs  is  roughly  as  follows :  — 
Shell,  10  per  cent. 
Albumen  and  fat,  23  per  cent. 
Water,  67  per  cent. 

The  best  tests  for  stale  and  bad  eggs  are  the  follow- 
ing :— 

1.  Fresh  eggs  are  most  transparent  towards  their 
centres  if  held  vertically  against  the  light ;  stale  eggs 
are  transparent  at  their  upper  extremities. 

2.  If  two  ounces  of  salt  are  dissolved  in  a  pint  of 
water,  fresh  eggs  when  placed  in  the  solution  sink,  and 
stale  ones  float. 

Toxic  albumoses  have  been  separated  from  decom- 
posing eggs. 
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CHAPTER  IX. 

Alcohol,  Vinegar,  Mustard,  Pepper,  Sugar. 

Alcohol, 

The  first  question,  which  naturally  arises  with  respect 
to  these  articles,  is  as  to  the  amount  of  alcohol  (CjHsO) 
which  any  sample  may  contain  ;  the  question,  however, 
as  to  whether  the  amount  of  alcohol  is  that  which  the 
liquid  was  originally  claimed  to  possess,  and  for  which 
excise  duty  was  paid,  is  a  matter  so  entirely  in  the 
hands  of  the  revenue  authorities  that  the  sanitary 
officer  will  not  find  himself  in  a  position,  if  called  upon, 
to  decide  it.  It  is  extremely  rare  that  a  successful 
prosecution  has  been  taken  out  under  the  Food  and 
Drugs  Act  in  connection  with  alcohol ;  nevertheless  it 
is  always  open  to  us  to  ascertain  whether  different 
spirits  reach  the  requirements  (as  regards  alcohol)  of 
the  sale  of  Food  and  Drugs  Amendment  Act ;  and  as 
certain  drinks  have  entered  the  market  which  are  sold 
as  free  from  alcohol,  it  will  be  of  advantage  to  see  here 
how  we  should  proceed  to  ascertain  if  this  is  a  fact,  in  a 
simple  and  ready  manner. 

Some  of  the  liquid  containing  alcohol,  or  suspected  of 
doing  so,  is  measured  out — say  300  c.c,  and  then  placed 
in  a  boiling  flask  or  retort  and  boiled  gently,  until  at 
least  200  c.c*  have  distilled  over  into  a  flask  fitted  air- 
tight, by  a  cork,  to  the  end  of  the  condenser.  This  200 
*  In  the  case  of  spirits  it  is  better  to  distil  almost  all  of  the  liquid 
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c.c.  is  next  diluted  to  the  original  300  c.c.  with  distilled 
water,  and  the  specific  gravity  is  taken  in  a  specific 
gravity  bottle,  at  the  temperature  of  about  60°  F.  If  it 
is  1000  the  fluid  is  free  from  alcohol,  and  the  amount  of 
alcohol  which  has '  distilled  over  will  be  great  in  pro- 
portion to  the  extent  to  which  this  specific  gravity,  falls 
below  1000 — since,  bulk  for  bulk,  alcohol  is  lighter  than 
water.  Pure  absolute  alcohol  at  60°  F.  has  a  specific 
gravity  of  793.  To  find  the  percentage  amount  of 
alcohol,  by  volume,  which  corresponds  to  the  specific 
gravity  found,  it  is  useful  to  consult  the  excellent 
alcohol  tables  of  Mr.  Hehner  or  Dr.  Stevenson,  in 
which  these  data  are  arranged  side  by  side.  If  the 
percentage  by  volume  of  alcohol  is  multiplied  by  o-8, 
the  percentage  by  weight  is  obtained. 

The  expressions  "  over-proof,"  "  proof,"  and  "  under- 
proof," have  the  following  significance: — ^The  term 
"  proof"  arose  from  a  former  mode  of  pouring  the  spirit 
over  gunpowder,  and  setting  fire  to  the  vapour  arising ; 
if  this  fired  the  gunpowder,  it  was  "  over-proof,"  if  it 
damped  it  so  that  the  spirit  burned  without  igniting  the 
powder,  it  was  "under-proof." 

By  "  proof-spirit  "  is  now  implied  a  mixture  of  56-8 
per  cent.,  by  volume,  of  pure  absolute  alcohol  in  water, 
having  a  specific  gravity  of  920  ;  and  solutions  weaker 
or  stronger  than  this  are  "  under  "  or  "  over-proof." 

The  sale  of  Foods  and  Drugs  Amendment  Act,  1879, 
fixes  the  following  limits  of  the  common  "  spirits,"  in 
addition  to  specifying  the  strength  (given  above)  of 
"  proof-spirit."  Brandy,  whisky  and  rum,  may  be  25 
degrees  "under-proof"  {i.e.,  may  only  contain  42'6  per 
cent.,  by  volume,  of  absolute  alcohol). 

Gin  may  be  35  degrees  "  under-proof"  (i.e.,  may  only 
contain  36-9  per  cent.,  by  volume,  of  absolute  alcohoj). 
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The  percentage  amounts  of  absolute  alcohol  generally 
present  in  spirits  =  40  to  50  per  cent.  Wines  =  7  to 
17  per  cent.  Strong  ales  and  porter  =  6  to  8  per  cent. 
Small  beer  =  i  per  cent. 

Beer. — The  adulterants  here  employed  are  all  de- 
tected by  methods  which  will  at  once  occur  to  the 
reader  of  the  former  pages  of  the  book. 

With  regard  to  the  "  finings,"  which  are  added  to 
clarify  the  beer  or  wine  (and  which  are  not  regarded  as 
constituting  sophistication),  their  nature  is  very  varying, 
and  sometimes  disgusting,  and  the  detection  of  the 
composition  of  the  "patent  finings"  commonly  em- 
ployed is  a  matter  of  the  greatest  difficulty,  but  isin- 
glass and  gelatine  frequently  enter  into  their  compo- 
sition. 

Calcium  and  sodium  salts,  ferrous  sulphate,  sulphuric 
acid  and  alum,  are  the  adulterants  in  the  most  general 
employ,  and  it  will  be  convenient  to  proceed  to  detect 
the  presence  of  those  which  would  not  thus  be  vola- 
tilised by  collecting  the  ash  and  dissolving  it,  since  the 
liquid  itself  is  highly  coloured.  A  solution  of  lead 
acetate  will  largely  decolorise  beer,  and  enable  any 
or  all  of  the  above  substances  to  be  tested  for. 

It  must  be  borne  in  mind  that  most  of  these,  except 
when  in  excessive  quantities,  may  be  normally  present, 
and  are  especially  liable  to  gain  access  by  the  large 
amount  of  water  employed  in  the  brewing.  The  alka- 
line salts  are  added  to  correct  undue  acidity,  and  the 
few  prosecutions  which  have  taken  place  under  the  sale 
of  Food  and  Drugs  Act,  have  almost  all  been  for  an 
excess  of  common  salt. 

In  a  comparatively  recent  Revenue  Act,  a  section  is 
inserted  which  aims  at  the  suppression  of  the  adultera- 
tion of  beer.     It  enacts  that : — (i)  A  brewer  of  beer  for 
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sale  shall  not  adulterate  beer,  or  add  any  matter  or 
thing  thereto  (except  finings  for  the  purpose  of  clarifi- 
cation, or  other  matter  or  thing  sanctioned  by  the  Com- 
missioners of  Inland  Revenue)  before  the  same  is 
delivered  for  consumption ;  and  any  beer  found  to  be 
adulterated  or  mixed  with  any  other  matter  or  thing  in 
the  possession  of  a  brewer  of  beer  for  the  purpose  of 
sale  shall  be  forfeited,  and  the  brewer  shall  incur  a  fine 
of  fifty  pounds.  (2)  A  dealer  in,  or  retailer  of,  beer 
shall  not  adulterate  or  dilute  it,  or  add  any  matter  or 
thing  thereto  (except  "finings");  and  any  beer  found 
to  be  adulterated  or  diluted  or  mixed  with  any  other 
matter  or  thing  (except  "finings")  in  the  possession  of 
a  dealer  in  or  retailer  of  beer,  shall  be  forfeited,  and  he 
shall  incur  a  fine  of  fifty  pounds. 

Probably  the  most  important  consideration  connected 
with  beer  is  that  of  its  acidity,  since  an  abnormal 
amount  of  this  denotes  commencing  changes  of  a  de- 
teriorating character,  and  implies  what  is  perhaps  the 
comrnonest  adulteration,  i.e.,  sulphuric  acid  (employed 
to  clarify,  to  lighten  the  colour,  and  to  give  the  beer  the 
hard  taste  which  naturally  only  comes  by  age).  The 
normal  acidity  of  beer  depends  upon  the  presence  of 
carbonic,  acetic,  lactic,'  malic,  tannic  or  gallic  acids, 
and  it  is  obvious  that  such  acidity  can  be  estimated  in 
terms  of  glacial  acetic  acid  by  exactly  neutralising  it 
by  the  standard  alkaline  solution  already  referred  to  (i 
c.c.  of  which  =  6  milligrammes  of  glacial  acetic  acid). 
If  the  total  acidity  exceeds  35  grains  per  pint  when 
estimated  thus,  acid  has  almost  invariably  been  added. 
It  is  most  commonly  somewhere  about  20  grains. 

Spirits.— "  Fusel  oil "  (amylic  alcohol)  is  the  chief 
adulterant  of  spirit,  and  it  appears  to  be,  bulk  for  bulk, 
more  injurious  than  ordinary  (ethylic)  alcohol. 
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TBTine  is  much  more  adulterated  than  beer,  and 
such  adulteration  is  probably  more  generally  and 
readily  detected  by  the  palate. 

Here  again  the  estimation  of  the  acidity  is  of  impor- 
tance, but  inasmuch  as  it  varies  considerably  in  the 
very  nurherous  varieties  of  wines,  the  subject  is  a  broad 
and  somewhat  indefinite  one.  In  this  case,  however, 
results  are  more  generally  returned  in  terms  of  grains 
of  crystallized  tartaric  acid  per  ounce,  and  the  same  stan- 
dard alkaline  solution  which  neutralises  6  milligrammes 
of  glacial  acetic  acid  will  neutralise  7*5  milligrammes 
of  crystallized  tartaric  acid. 

If  the  acidity — which  is  chiefly  due  to  such  acids  as 


Fig.  84.— Torula  Cerevisiae  (yeast  plant)  x  about  200. 

tartaric  and  malic  (non-volatile)  and  acetic,  formic  and 
butyric  (volatile)— exceeds  4  grains  per  ounce,  it  is 
undoubtedly  injurious  in  a  liquid  of  which  considerable 
quantities  are  repeatedly  drank. 

A  microscopic  examination,  as  in  the  case  of  beer, 
will  sometimes  detect  fungoid,  &c.,  organisms. 

The  commoner  adulterants  are  water,  sugar,  various 
ethers,  lime  salts,  alum,  lead  and  copper;  and  these 
are,  of  course,  especially  employed  in  the  manufacture 
of  the  cheap  clarets.  Astringent  agents — commonly 
tannin  and  catechu— are  also  used  extensively. 

Methods  have  already  been  given  by  which  most  of 
these   can   be   detected  : — The   tannin   in   a   measured 
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quantity  of  wine  may  be  precipitated  by  adding  a  solu- 
tion of  gelatine  and  alum,  and  the  precipitate  then 
dried  and  weighed  ;  40  per  cent,  of  this  will  consist  of 
tannin. 

The  chief  colouring  agents  are  logwood,  blackberry, 
elderberry  and  prune  juices,  sandalwood,  cochineal  and 
indigo,  and  these  are  so  comparatively  harmless,  that 
in  the  face  of  the  extreme  difficulty  of  detecting  them 
no  attempt  is  necessary  or  advisable. 

It  may  sometimes  be  necessary  to  examine  any  of 
these  beverages  for  poisonous  metals,  in  those  cases 
where  they  are  judged  to  have  run  the  risk  of  such  con- 
tamination. 

Vinegar  (Acetic  Acid). 

The  most  constant  addition  made  to  vinegar  is  that 
of  sulphuric  acid,  and,  since  this  addition  is  recognised 
by  the  legislature,  it  cannot  be  considered  fraudulent. 
The  sulphuric  acid  undoubtedly  increases  what  harm — 
if  any — attends  the  use  of  this  dietetic  condiment,  since 
the  acidity  is  thereby  increased,  and  insoluble  salts  of 
lime  have  a  greater  tendency  to  form  in  the  body. 

The  acidity  of  good  vinegar  should  never  fall  below 
3  per  cent,  when  estimated  as  the  stronger  glacial 
acetic  acid,  and  this  fact,  along  with  the  specific  gravity 
(which  does  not  fall  below  1015  in  good  vinegar)  will 
serve  to  detect  the  addition  of  water.  The  amount  of 
sulphuric  acid  can  be  estimated,  as  in  water,  by  pre- 
cipitating barium  sulphate  by  the  addition  of  a  drop  or 
two  of  hydrochloric  acid  and  a  solution  of  barium 
chloride.  The  precipitate  is  then  filtered,  washed, 
dried  and  weighed,  and  the  weight  multiplied  by  0-34334 
gives  the  weight  of  SO3. 
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To  estimate  the  total  acidity  of  vinegar,  take  lo  c.c, 
dilute  it  with  go  c.c.  of  distilled  water,  and  into  lo  c.c. 
of  this  diluted  vinegar  (which  will  represent  i  c.c.  of 
the  undiluted  liquid)  run  a  solution  of  liquor  sodse 
which  has  been  standardized  with  glacial  acetic  acid — 
so  that  a  known  amount  of  this  acid  is  required  to  neu- 
tralise I  c.c.  of  the  alkaline  solution.  This  solution  is 
run  into  the  dilute  vinegar  from  a  burette,  and  the 
amount  required  to  effect  neutrality  can  thus  be  calcu- 
lated in  terms  of  glacial  acetic  acid. 

Example. — Supposing  that  5  c.c.  of  the  standard  alka- 
line solution  are  required.  But  i  c.c.  neutralises  6 
milligrammes  of  glacial  acetic  acid ;  .".5  c.c.  will  neu- 
tralise 30. 

-•.  the  acidity  in  10  c.c.  of  dilute  vinegar  corresponds 
to  30  milligrammes  of  glacial  acetic  acid.  But  this  10 
c.c.  only  contains  i  c.c.  of  the  original  undiluted 
vinegar;  .•.  i  c.c.  (1000  milligrammes)  of  vinegar  con- 
tains acidity  amounting  to  30  milligrammes  of  glacial 
acetic  acid,  or  3  per  cent. 

3  per  cent.  =  300  parts  per  100,000;  300  x  0-7  = 
210  grains  per  gallon;  and  210  -^  8  =  26-25  grains  to 
the  pint. 

In  cases  where  vinegar  has  been  added  to  "tinned 
articles,"  such  as  pickles,  fish,  &c.,  the  liquid  should  be 
tested,  where  necessary,  for  lead,  zinc,  copper  or  tin, 
since  the  vinegar  adds  materially  to  the  solvent  ac- 
tion of  the  juices,  &c.,  upon  the  vessels  containing 
them.  Copper  can  often  be  detected  by  allowing  a 
piece  of  steel  (as  a  knife  blade)  to  lie  in  the  liquid  for 
a  short  time,  when  it  becomes  coated  with  a  layer  of 
copper. 

The  ash  of  vinegar  is  alkaline— if  acid,  some  free 
mineral  acid  has  unquestionably  been  added,  and  such 
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is  probably  the  case  even  if  the  ash  is  neutral,  the 
alkaline  carbonates  which  largely  constitute  the  ash 
being  converted  into  neutral  salts  by  sulphuric,  &c., 
acids. 


Mustard. 

Little  need  be  said  upon  this  subject,  for  none  of  the 
adulterants  employed  have  a  harmful  nature;  such 
are:  —  turmeric,  the  different  starches,  linseed,  and 
when  much  foreign  material  is  added  a  little  cayenne 
pepper  is  frequently  mixed  in  with  the  mustard,  in 
order  to  keep  up  its  sharp  flavour.      All  these  are  easily 


Fig.  85. — The  cuticle  of  the  white  mustard  seed  (X  200). 

detected,  and  preferably  by  the  microscope.  The 
brownish-red  reaction  of  turmeric  when  liquor  potasss 
is  added,  and  the  blue  of  starch  in  the  presence  of 
iodine,  are  both  valuable  and  reliable  chemical  tests — 
the  latter  serving  to  detect  the  presence  of  materials 
containing  starch,  i.e.,  the  various  "flours"  and 
"  meals,"  for  pure  mustard  contains  none  of  this  sub- 
stance. In  several  cases  tried  under  the  Food  and 
Drugs  Act,  the  justices  have  held  that  the  addition  of 
flour  is  permissible  under  the  Act,  as  a  preservative,  for 
unmixed  mustard  does  not  keep  well. 

White  mustard  under  the  microscope  presents  certain 
well-marked  characteristics.      Foremost  among  these  is 
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that  presented  by  the  outer  coat  or  cuticle,  which  con- 
sists of  a  layer  of  large  hexagonal,  so-called  "infun- 
dibuliform  "  cells,  which  present  a  central  ostium  occu- 
pied by  other  bodies— called  mucilage  cells  ;  when  water 
is  added,  these  latter  swell  up,  and  escape  from  the 
mouth  of  the  large  hexagonal  cells  into  the  water,  to 
which  they  appear  to  furnish  mucilage. 

Inside  this  layer  are  three  less  characteristic  ones,  the 
innermost  consisting  of  a  thin  layer  of  large  granular 
cells ;  and  the  interior  of  the  seed  comprises  a  fairly 
regular  areolar  network,  containing  granular  matter  and 
minute  oil  globules. 

Black  mustard  is  similar,  but  differs  in  the  fact  that 
the  large  hexagonal  cells  are  absent. 


Pepper. 

Pepper  is  considerably  adulterated,  but  mostly  with 
agents  which  are  harmless : — linseed,  various  starches 
(wheat,  rice,  and  pea  flours  chiefly),  the  palm  nut  pow- 
der, and  some  mineral  substances  (mainly  sand  or 
earthy  matter). 

The  microscope,  and  the  estimation  of  the  ash,  aiford 
the  best  means  of  detecting  sophistication.  The  added 
mineral  matter,  as  in  flour,  can  be  mostly  separated  by 
shaking  up  thoroughly  with  chloroform.  The  mineral 
ash  of  pepper  should  not  exceed  9  per  cent,  in  a  pure 
sample.  The  sand  or  earthy  matter  generally  gains 
access  in  the  following  manner : — The  berries  are 
allowed  to  fall  from  the  trees  on  to  the  ground,  where 
many  of  their  minute  furrows  become  filled  with  the 
soil ;  or  by  the  wearing  of  the  stones  between  which 
they  are  ground  the  powder  acquires  some  sand — y2'] 
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per  cent,  is  a  reasonable  margin  to  allow  for  the  pre- 
sence of  this  unavoidable  sandy  matter. 

A  rather  rough  but  serviceable  method,  recommended 
by  Neuss,  and  quoted  in  Parkes'  "  Practical  Hygiene," 
consists  in  covering  the  pepper  with  concentrated 
hydrochloric  acid,  when,  if  the  sample  is  pure  pepper, 
it  becomes  of  an  intense  and  uniform  yellow,  and  most 
of  the  foreign  ingredients  remaining  uncoloured,  readily 
betray  their  presence. 

Unlike  mustard,  pepper  contains  starch. 

Microscopical  characters  of  pepper. — A  transverse  section 
of  the  llach  pepper  berry  shows  the  following  notable 
points : — Starting  from  the  cortex,   most  externally  is 


Fio.  86. — The  cells  forming  the  central  part  oi  ihs  pepper-berry 
(X  100). 

a  layer  two  or  three  cells  deep,  arranged  vertically,  and 
very  much  resembling  in  appearance  the  bean-starch 
granules,  i.e.,  ovoid,  with  a  central  linear  hilum  crossed 
by  transverse  markings ;  next  follows  an  ill-defined 
layer  of  elongated  cells  arranged  transversely  to  the 
foregoing,  and  then  a  sort  of  irregular  reticular  tissue 
containing  oil  globules  ;  more  internally  still,  a  well- 
defined  single  layer  of  large  vertical  more  or  less  fiask- 
shaped  cells  appears.  The  rest  of  the  interior  of  the 
berry  consists  of  flattened  angular  cells,  dovetailed  into 
each  other,  and  containing  starch. 

White  pepper  is  simply  the  central  part  of  the  berry. 
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Sugar. 


The  sugar  of  commerce  is  almost  entirely  cane  sugar 
— very  little  glucose  coming  into  ordinary  domestic 
employ. 

There  is  nothing  under  the  head  of  adulteration  of 
sufficient  importance  to  concern  us  here,  since  what 
little  is  practised  is  of  a  harmless  nature — with  the 
exception,  perhaps,  of  sand — which  is  sometimes  added 
to  the  commoner  sugars,  and  can  be  detected  in  the  ash. 


FiQ.  87. — The  sugar  mite  (Acarus  Sacchari). 

The  amount  of  sugar  present  in  any  mixture  is  best 
estimated  by  Fehling's  method,  the  rationale  of  which 
is  : — If  solutions  of  caustic  potash  and  sulphate  of  cop- 
per be  boiled  together,  the  mixture  becomes  black — 
owing  to  the  formation  of  the  black  oxide  of  copper  ;  the 
presence  of  certain  organic  substances,  however,  and 
amongst  them  grape  sugar,  prevents  the  copper  becom- 
ing so  highly  oxidised,  and  the  reddish-brown  sub-oxide 
of  copper  is  in  consequence  formed.  Cane  sugar  has 
no  such  action,  but  by  boiling  along  with  a  drop  or  two 
of  sulphuric  acid  it  is  readily  converted  into  grape 
sugar  ("  invert  sugar  "). 
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Fehling's.  solution  is  made  by  dissolving  34-639 
grammes  of  pure  cupric  sulphate  in  water,  and  diluting 
to  500  c.c.  The  solution  so  obtained  is  mixed  with 
another  solution  prepared  by  dissolving  173  grammes 
of  the  tartrate  of  potassium  and  soda  in  water,  mixing 
this  with  100  c.c.  of  liquor  sodae  (sp.  gr.  i*34),  and 
diluting  the  mixture  to  500  c.c.  When  these  two  solu- 
tions, each  of  500  c.c,  are  united,  we  obtain  i  litre  of 
ordinary  Fehling's  solution.  Of  this  solution  120  c.c.  are 
now  taken,  mixed  with  300  c.c.  of  strong  ammonia 
(sp.  gr.  o-88o),  and  diluted  up  to  a  litre  with  distilled 
water.  This  constitutes  Pavy's  standard  solution, 
and  of  it  20  c.c.  corresponds  to  o-oi  gr3.xam.&  oi  gvape 
sugar. 

A  known  volume  of  this  blue  re-agent  is  placed  in  a 
white  porcelain  dish  and  brought  to  the  boiling  point, 
after  which  the  solution  containing  sugar  is  added  by  a 
burette,  until  the  blue  colour  has  quite  disappeared  and 
is  replaced  by  a  brownish-red  one— due  to  the  sub- 
oxide of  copper.  The  arnount  of  sugar  required  to  re- 
duce a  given  quantity  of  the  Fehling's  solution  being 
known,  the  estimation  of  the  amount  of  sugar  in  the 
liquid  under  examination  is  easily  arrived  at.  More- 
over, the  precipitate  of  the  suboxide  may  be  collected, 
washed,  dried  and  weighed,  and  taken  as  a  direct  esti- 
mate of  the  quantity  of  sugar  which  has  precipitated  it. 
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CHAPTER  X. 

Coffee — Cocoa — Chocolate. 

The  unground  coffee  bean,  as  it  reaches  the  market, 
consists  of  the  true  substance  of  the  bean  more  or  less 
enclosed  in  a  thin  skin— which  is  always  most  evident 
in  the  furrow. 

Dr.  Bell  gives  an  analysis  of  Mocha  coffee  which 
serves  to  show  the  respective  amounts  of  the  constitu- 
ents of  the  raw  bean,  and  the  changes  in  these  amounts 
which  are  brought  about  by  roasting. 

Raw  Coffee.       Roasted  Coffee, 

Caffein* l-o8  0-82 

Saccharine  matter     ....  g'55  0-43 

Caffeic  acids 8-46  474 

Extracted  by  alcohol  and  containing 

nitrogenous  and  colouring  matter  6'90  I4'I4 

Fat  and  oil 12-60  i3'59 

Legumin  or  albumin         .        .         .  g-a?  i  f23 

Dextrin 0-87  i'24 

Cellulose    and    insoluble    colouring 

matter 37'95  48-62 

Ash  .    _ 3-74  4-56 

Moisture 8-98  063 

loo-OD  loo-oo 

A  hot  water  infusion  of  the  ground  coffee  contains  the 
oil,  sugar,  caffein,  most  of  the  mineral  matters,  dextrin, 
and  s6me  of  the  albuminous  matters. 

'  The  caffein  of  coffee  and  the  thein  of  tea  are  apparently  the 
same  substance.  Of  the  ash,  the  chief  constituents  are  potash  (over 
50  per  cent.),  carbonic,  and  phosphoric  acids  ;  magnesia,  lime,  and 
sulphuric  acid,  are  in  smaller  quantities. 
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Adulteration. — Chief  among  the  adulterants  is  chi- 
cory, which  is  prepared  from  the  root  of  wild  endive. 
There  are  several  well  marked  characteristics  of  chicory 
which  serve  to  make  detection  of  its  presence  an  easy 
matter.     To  tabulate  these  : — 

(i)  It  has  a  peculiar  and  distinct  odour,  different  to 
that  of  coffee. 

"  (2)  In  infusions  of  similar  strength — made  by  placing 
similar  amounts  of  chicory  and  coffee  in  the  same  quan- 
tities of  water,  bringing  these  up  to  the  boiling  point, 
keeping  at  this  temperature  for  about  half  a  minute, 
and  then  filtering— the  infusion  of  chicory  is  much 
blacker  than  that  of  coffee,  and  its  specific  gravity  is 
higher,  i.e.,  rarely  below  1018,  while  that  of  coffee  never 
exceeds  loio.  The  taking  of  the  specific  gravity  is  also 
a  test  for  the  presence  of  some  of  the  other  adulterants 
of  coffee,  i.e.,  ground  carrots,  parsnips,  turnips,  and 
mangold-wurzel — the  infusions  of  which  will  all  show  a 
specific  gravity  of  1015  and  over  :  it  is  obvious,  how- 
ever, that  these  must  be  in  considerable  quantities 
along  with  the  coffee  to  affect  the  specific  gravity  of 
the  whole  mixture  very  materially  ;  it  is  also  manifest 
that  from  the  specific  gravities  the  extent  of  the  adul- 
teration can  be  estimated,  upon  principles  which  have 
already  been  dealt  with. 

(3)  Roasted  chicory  sinks  in  water  at  once,  while 
roasted  coffee  floats  for  some  time,  and  falls  but  slowly ; 
and  in  chicory  the  sediment  in  the  cup  is  soft  and 
pulpy.  Moreover,  the  particles  of  chicory  become 
almost  immediately  enveloped  in  a  light  brown  cloud, 
which,  travelling  up  in  streaks  through  the  water, 
quickly  imparts  a  distinct  brown  colour  to  the  whole. 
Coffee  will  take  a  much  longer  time  to  achieve  the  same 
result,  i.e.,  from   15-20  minutes;    and  the  other  sweet 
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roots  with  which  it  is  adulterated,  i.e.,  mangold  wurzel, 
carrots,  parsnips,  &c.,  will  require  the  lapse  of  several 
minutes. 

(4)  Microscopically,  the  characteristic  cells  and  the 
dotted  ducts  of  the  chicory  form  a  safe  and  rapid  means 
of  detection. 

(5)  Other  tests  have  been  suggested  depending  upon 
the  difference  in  the  amounts  of  ash  and  sugar  in  the 
two  materials,  but  these  involve  unnecessary  time  and 
trouble. 

The  percentage  admixture  of  chicory  with  coffee 
could  be  gauged  by  estimating  the  chlorine— which  in 
pure  coffee  is  only  about  0-03  per  cent.,  while  in  chicory 
it  commonly  amounts  to  as  much  as  0-25  ;  it  would  be 
necessary,  however,  to  incinerate  the  coffee,  and  it 
would  be  impossible  to  completely  effect  this  without 
some  loss  by  volatilization — which  would  be  larger  or 
smaller  according  to  the  precautions  and  care  taken 
by  the  operator. 

The  sale  of  chicory  is  admissible,  and  its  admixture 
with  coffee  is  now  generally  taken  for  granted — indeed 
the  majority  will  not  drink  the  coffee  without  chicory  ; 
it  only  becomes  an  illegal  and  fraudulent  adulteration 
when  it  is  added  to  samples  which  are  offered  for  sale 
as  "pure;"  such,  however,  have  barely  now  a  place 
upon  the  market,  and  certainly  would  not  constitute 
10  per  cent,  of  all  the  samples  taken — the  admixture 
with  chicory,  &c.,  representing  from  40  per  cent,  to  over 
90  per  cent,  in  most  samples.  The  substance  is  em- 
ployed to  blacken  and  thicken,  and  to  give  the  slight 
bitter  flavour  so  agreeable  to  "coffee;"  but,  owing  to 
the  absence  of  the  alkaloid,  it  has  none  of  the  refreshing 
and  stimulating  powers  of  the  latter  ;  otherwise  it  has  a 
very  similar  dietetic  value — though,  when  mixed  with 
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coffee,  it  decreases  somewhat  the  percentage  amount  of 
all  the  constituents  of  that  substance  except  the  sugar, 
which  it  materially  increases. 

Chicory,  in  its  turn,  does  not  escape  adulteration — the 
various  starches,  roots,  burnt  sugar,  &c.,  used  in  con- 
nection with  coffee,  being  also  employed  to  adulterate 
its  chief  adulterant. 

Roasted  beans  and  other  starches  (potato,  sago,  c&c.) 
are  rarely  employed,  and  when  they  are,  a  microscopic 
examination,  together  with  the  chemical  test  of  iodine, 
will  readily  detect  them.  An  infusion  of  pure  chicory  is 
not  blued  by  iodine. 

Hassall  has  recorded  cases  where  mangold-wurzel, 
carrot,  turnip,  parsnip,  &c.,  have  been  added  in  large 
quantities,  but  these  must  be  very  rare  now,  and  the 
cells  would  all  give  the  iodine  reaction  owing  to  the 
starch  they  contain.  The  starch  grains  of  these  roots 
somewhat  resemble  the  cells  of  chicory  under  the  micro- 
scope, and  have  little  that  is  very  characteristic  about 
them.  Even  cabbage  stalks  and  dandelion  roots  have 
been  credited  with  affording  means  of  adulteration. 

Burnt  sugar,  or  caramel,  has  been  added  to  improve 
the  colour  aroma  and  taste  of  the  infusion ;  it  can  be 
detected  by  the  fact  that  it  will  rapidly  colour  water ; 
the  shining  particles  of  caramel  stand  out  from  the  com- 
paratively dull  particles  of  the  ground  berry,  and  if  the 
former  are  picked  out  with  forceps,  they  will  be  found 
quite  soluble  ;  they  colour  the  water  deeply  and  im- 
mediately, and  the  solution  will  reduce  the  copper-test 
solution,  for  much  of  the  sugar  employed  is  glucose. 

It  is  rarely,  if  ever,  necessary  to  get  the  mineral  ash 
of  a  coffee  sample,  since  mineral  adulterants  are  almost 
unknown.  If  this  is  done,  a  reddish-brown  colour  of 
the  ash  would  indicate  the  addition  of  the  oxide  of  iron 
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— a  very  rare  colouring  adulterant ! — and  it  would  be 
then  necessary  to  proceed  upon  the  principles  for  the 
qualitative  and  quantitative  estimations  of  this  metal 
which  have  been  already  given.  A  deduction  would 
have  to  be  made  in  each  instance  for  the  small  quantity 
of  iron  normally  present — i.e.,  from  about  0-5  to  0-75  per 
cent,  of  the  total  ash. 


Cocoa. 

Cocoa  nibs,  on  analysis,  are  found  to  mainly  con- 
sist of  the  following  ingredients,  together  with  small 
amounts  of  others  less  defined  : — 

Fat — generally  amounting  to  from  45  to  51  per  cent. 

Albuminous  matter — commonly  varying  from  13  to  16 
per  cent. 

An  astringent  substance  resembling  tannin. 

Cellulose,  starch,  gum,  cocoa-red  (a  substance  of  a 
resinous  character,  which  furnishes  the  colour  of  cocoa). 

An  alkaloid — "  theobromine,"  which  closely  resem- 
bles the  alkaloids  of  tea  (thein),  and  coffee  (caffein) — 
about  I  per  cent. 

Mineral  ash  (3'5  per  cent.) ;  and  water. 

The  ash  mainly  consists  of  potassium  phosphate,  and 
to  a  less  extent  of  magnesia  and  lime  salts;  and  as 
much  as  about  a  half  of  it  is  soluble  in  cold  water. 

With  regard  to  fraudulent  addition,  the  term  has  to 
be  qualified  with  reference  to  cocoa  very  much  as  it 
is  in  the  case  of  coffee.  "  Prepared  cocoa  "  is  mixed 
with  starches  (generally  arrowroot  or  sago,  sometimes 
potato),  and  these  by  serving  to  disguise  the  large 
amount  of  fat,  which  otherwise  disagrees  with  some 
persons,  renders  it  more   generally  preferred.     Excep- 
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tion  cannot,  therefore,  be  taken  to  such  addition,  except 
in  those  cases  where  the  sample  is  labelled  "  Pure 
Cocoa." 

Some  of  the  fat,  however,  can  be  readily  removed, 
and  this  plan  is  by  far  the  preferable  one,  as  the  added 
starch  does  not,  while  it  reduces  the  percentage  of  fat, 
provide  a  substance  of  equal  nutritive  value  to  the 
other  constituents  of  the  cocoa  which  it  displaces.  The 
microscope  will  at  once  detect  the  addition  of  such 
foreign  starches  by  disclosing  their  characteristic 
granules. 

The  oxide  of  iron,  brickdust,  chicory  and  chalk  are 
now  very  rarely,  if  ever,  added,  although  they  are  often 
mentioned  as  adulterants.  The  oxide  of  iron  will  give 
evidence  of  its  presence  in  the  red  colour  of  the  ash 
and  by  its  chemical  reactions,  chicory  by  the  micro- 
scope, &c.,  and  chalk  by  effervescing  with  hydrochloric 
acid. 

Sugar  is  generally  added  to  prepared  cocoas,  and  this 
may  be  estimated  by  Fehling's  method. 

The  amount  of  fat,  and  of  the  ash  which  can  be  ob- 
tained from  a  cold  water  extract  of  the  cocoa,  furnish 
two  tests  of  its  purity.  It  is  rarely  necessary  to  em- 
ploy them,  however,  and  in  the  case  of  the  ash  this 
varies  considerably  in  even  pure  samples.  Practically 
the  main  test  which  is  now  applied  to  cocoa  is  that  of 
the  microscope. 

Chocolate  is  cocoa  from  which  much  of  the  fat  has 
been  removed ;  the  paste  remaining  is  then  mixed  up 
with  a  considerable  quantity  of  sugar  and  flavouring 
substances. 

Microscopical  Characters.— The  microscopical 
characters  of  the  raw  coffu  berry  are  distinctive.  The 
testa  or  skin — portions  of  which  are  always  ground  up 
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with  the  rest — consists  of  long  spindle  cells  with  taper- 
ing rounded  extremities,  which  are  dovetailed  into  each 
other.  Their  characters,  by  the  J  inch  power,  are  well 
shown    in    the    accompanying    iigure.      The   internal 


J* 


^^^^ 


Fig.  88.— Coffee. 
Cells  of  testa  and  cellular  structure  X  about  200. 

substance  of  the  berry  is  made  up  of  a  thick  areolar 
tissue,  the  meshes  of  which  are  very  irregular  in  size 
and  shape,  and  contain,  in  addition  to  starch,  yellow 
angular   masses   and   one    or    more    rather    large    oil 


Fig.  89. — Chicory. 
Dotted  ducts  and  cellular  structure  X  about  200. 

globules;    the  walls  of  this  meshwork  are  somewhat 
beaded  in  appearance. 

In  chicory,  the  cellular  tissue,  the  large  dotted  ducts, 
and  the  lactiferous  vessels  are  characteristic. 

cc 
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■  The  cellular  tissue  consists  of  an  oval  or  rounded 
meshwork,  and  is  coarser  than  that  of  coffee.  The  lac- 
tiferous tubes  are  long  pale  and  narrow  branching  tubes, 
which  are  filled  with  a  substance  called  "  latex."  The 
dotted  ducts  appear  as  jointed  tubes  marked  with  bars, 
and  possessing  square  extrernities. 

No  starch  is  contained  in  chicory. 

Of  the  other  vegetable  adulterants  of  coffee,  mangold- 
wurzel  possesses  a  cellular  tissue  which  has  a  tendency 
to  consist,  of  larger  and  more  distinct  elements;  the 
dotted  ducts  have  fewer  joints,  there  are,  no  lactiferous 
tubes,  nor  is  there  any  starch. 


Fig.  90. — CoGoa  Starch  Cells  X  about  200. 

Turnip  closely  resembles  the  former,  but  the  presence 
of  a  considerable  amount  of  woody  tissue  serves  to  dis- 
tinguish it.     It  likewise  contains  no  starch. 

Carrots  and  parsnips  contain  starch,  but  no  lactiferous 
tubes. 

Microscopically  the  starch  granules  of  cocoa-nibs  are 
generally  seen  to  be  massed  together  in  the  cellular 
areolar  tissue,  which,  under  a  high  power,  is  seen  to  be 
hexagonal. 

The  most  external  layer  of  the  husk  of  the  cocoa 
bean  consists  of  long  flat  quadrangular  cells ;  but  the 
bulk  is  made  up  of  large  distinct  and  rounded  mucilage 
cells. 
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CHAPTER   XL 

Tea. 

The  leaves  of  the  tea-plant  (Thea  sinensis),  as  they  find 
their  way  into  our  markets,  are  generally  mixed  with 
some  of  the  flower  buds,  together  with  numerous  small 
stems  of  the  plant. 

An  average  sample  of  Black  Tea  shows  about  the  fol- 
lowing percentages  of  the  two  most  important  and  cha- 
racteristic constituents : — 

Tannin,  15  per  cent. 

Thein,  2"5  per  cent. 

The  ash  is  6  per  cent.,  and  moisture  commonly 
amounts  to  10  per  cent. 

In  the  case  of  Green  Tea,  the  thein  and  moisture 
appear  to  be  generally  less,  and  the  tannin  considerably 
more  {i.e.,  27  per  cent.). 

Thein  is  the  alkaloid  of  tea,  to  which  it  gives  many 
of  its  most  valued  properties  ;  the  substance  has  been 
estimated  as  high  as  6  per  cent,  in  some  samples. 

The  other  constituents  of  the  tea  leaf  are  :— cellulose, 
vegetable  albumen,  extractives  (by  alcohol),  chlorophyll 
and  resin,  pectin  and  pectic  acid,  dextrin  or  gum  (Bell). 

An  infusion  of  the  leaves  will  be  found  to  contain  the 
dextrin  or  gum,  tannin,  thein,  most  of  the  salts,  and 
some  of  the  albuminous  substances,  pectin,  &c.  A  good 
judge  of  tea  will  form  a  ready  and  approximately  accu- 
rate estimation  of  its  purity  and  genuineness  by  the 
smell  and  taste  of  a  fresh  infusion. 
The  ash  consists  chiefly  of  potash — which  amounts  to 
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over  30  per  cent,  in  most  teas  ;  but  also  of  phosphoric 
acid,  carbonic  acid,  lime,  sulphuric  acid,  silica,  alumina, 
iron,  magnesia  and  soda. 

It  does  not  appear,  at  first  sight,  an  easy  matter  for 
adulteration  to  be  practised  in  this  connection,  and  yet 
formerly  there  were  probably  few  articles  of  commerce 
less  systematically  exposed  to  fraud.  Fortunately  this 
fraud— which  is  generally  perpetrated  before  the  leaves 


Fig.  91. 
The  elder-leaf  (after  Bell). 


Fig.  92. 
The  willow  leaf  (after  Bell). 


reach  this  country — rarely  takes  a  dangerous  form  hy- 
gienically,  and  has  of  late  years  very  much  diminished. 
The  commonest  practice,  at  the  present  day,  is  the 
admixture  with  large  quantities  ,of  either  foreign  leaves 
or  of  tea  leaves  which  have  been  already  infused.  How 
can  the  former  practice  be  best  detected  ?  The  micro- 
scope affords  the  readiest  and  truest  means  !  A  very 
low  power  will  suffice  to  disclose  the  structural  charac- 
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ters  of  the  various  leaves,  and  fortunately  the  tea  leaf 
possesses  characteristics  which  mark  it  out  from  those 
of  any  other  plant :  the  differences,  however,  are  slight, 
and  may  be  readily  over-looked,  especially  when  the 
leaves  of  the  elder,  willow,  and  sloe — which  are  those 
most  commonly  employed — are  selected  to  serve  the 
purposes  of  sophistication ;  there  is  much  less  difficulty 
in  detecting  the  presence  of  beech  and  oak  leaves,  when 
these  are  added. 


...<:V-. 


FlQ.  93- 
The  sloe-leaf  (after  Bell). 


Fig.  94. 
The  Tea-leaf  (after  Bell). 


The  common  method  of  examination  is  to  soak  the 
leaves  in  warm  water,  to  spread  them  out  between  glass 
slides,  and  then,  by  holding  them  up  to  the  light,  all  the 
chief  characters,  including  the  venation,  can  commonly 
be  discerned,  and  especially  if  a  hand  lens  be  employed ; 
it  is  commonly  necessary,  however,  to  proceed  to  a  low 
power  of  the  microscope  before  a  definite  conclusion  can 
be  arrived  at. 
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The  characters  of  the  tea  leaf,  when  thus  examined, 
are  these  :— the  shape  is  elliptical,  and  though  its  length 
may  be  as  much  as  five  inches,  it  averages  from  about 
one  to  two  inches  in  length,  and  in  breadth  from  half  to 
one  ;  the  margin  of  the  leaf  shows  distinct  serrations, 
each  of  which  is  surmounted  by  a  small  spine,  and  these 
serrations  do  not  quite  extend  to  the  point  of  attach- 
ment of  the  stalk  ;  the  apex  is  slightly  emarginate  ;  the 
primary  veins  come  off  somewhat  dichrotomously  from 
the  midrib,  and  then  branching  off,  form  a  markedly 
looped  network  extending  to  near  the  rriargin  of  the  leaf, 
where,  by  bending  back,  they  leave  a  narrow  clear  space. 


Fig.  95. — The  epidermis  of  the  under  surface  of  the  Tea-leaf. 
(X  285). 

Under  the  microscope  the  leaf  shows  an  epidermic  layer 
of  flattened  cells  possessing  well  marked  sinuous  out- 
lines, coming  off  from  a  few  of  which  are  long  slender 
unicellular  hairs.  On  the  under  surface  of  the  leaf  there 
are  a  great  number  of  oval  stomates  visible  (fig.  95). 

The  most  distinguishing  characteristics  of  the  tea  leaf 
are  : — the  spine  mounted  serrations,  which  terminate  a 
little  before  the  point  of  attachment  of  the  stalk ;  the 
looped  venation  ;  the  notched  apex ;  the  long  slender 
unicellular  hairs  ;  and  the  large  number  of  stomata  upon 
its  under  surface. 
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The  leaves  of  the  elder,  willow,  and  sloe,  are  shown 
side  by  side  on  pages  388  and  389,  in  order  that  they  may 
be  more  readily  compared  ;  the  difference  will  be  seen  to 
be  so  slight  that  their  early  and  extensive  employment 
as  adulterants  almost  goes  without  saying. 

The  leaf  of  the  elder  is  seen  to  differ  in  the  following 
respects : — its  shape  is  ovate ;  the  margin  is  sharply 
dentated,  and  the  apex  is  pointed.  The  leaf  is,  more- 
over, seen  to  be  asymmetrical — due  to  the  fact  that  one 
lateral  half  of  it  is  attached  lower  down  the  midrib  than 
the  other. 

Microscopically,  the  epidermic  layer  of  cells  upon  the 
upper  surface  of  the  leaf  ire  less  sinuous  than  in  tea, 
and  the  cells  present  marked  striae.  The  unicellular 
hairs  are  either  short  thick  and  conical,  or  short  with 
bulbous  free  extremities. 

The  leaf  of  the  willow  differs  in  the  following  re- 
spects : — it  is  elliptico-lanceolate  in  shape,  with  a  pointed 
apex,  and  its  contour  presents  shallow  serrations. 

Microscopically,  the  epidermic  layer  of  cells  is  smaller, 
their  contour  is  not  sinuous,  and  the  unicellular  hairs 
are  long  and  tortuous. 

In  the  leaf  of  the  sloe  the  shape  is  similar  to  that  of 
the  willow,  and  the  margin  is  slightly  more  deeply 
serrated  than  that  of  the  tea  leaf. 

Microscopically — of  the  epidermic  layer  the  cells  are 
smaller,  their  contour  is  not  sinuous,  and  those  on  the 
upper  surface  of  the  leaf  are  striated.  The  unicellular 
hairs  are  shorter  and  thicker  at  the  base  than  those  of 
tea,  and  upon  the  under  surface  of  the  leaf  the  etomata 
are  seen  to  be  far  smaller  and  fewer  in  number. 

The  question  as  to  how  the  employment  of  used  leaves 
may  be  detected  is  a  much  more  diflcult  one  to  answpr, 
for  these  are  carefully  prepared  to  resemble  those  which 
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are  unexhausted.  By  working  up  and  re-rolling  the 
old  leaves  with  sand  and  gum,  and  uniformly  colouring 
or  "facing"*  them,  in  the  case  of  green  teas,  with  a  mix- 
ture of  Prussian  blue  turmeric  and  sulphate  of  lime, 
and  in  the  case  of  black  teas,  with  black  lead — their 
appearance  is  made  to  closely  resemble  that  of  the  un- 
sophisticated article.  The  natural  perfume  is  sometimes 
furnished,  and  apparently  harmlessly  so,  by  packing 
the  lea:ves  with  certain  aromatic  flowers  ;  and  catechu 
may  be  added  so  as  to  strengthen  the  infusion.  The 
sand  or  quartz  serves  the  purpose  of  furnishing  the  stiff- 
ness of  the  natural  unexhausted  leaf,  when  dried  ;  and 
the  gum,  while  also  aiding  in  this,  imparts  a  gloss  to 
the  otherwise  dull  looking  leaf. 

The  matter  of  detecting  leaves  which  have  been 
already  used,  is  well  nigh  impossible  to  achieve  when 
these  are  only  added  in  reasonable  quantity,  for  genuine 
samples  of  tea  vary  so  much  in  their  quality  {i.e.,  as  to 
the  relative  amounts  of  their  constituents),  that  leaves 
of  some  samples  may  even  have  been  partially  exhausted 
and  yet  yield  more  extract  to  boiling  water  than  a  very 
poor  but  genuine  sample. 

There  is  no  practical  utility,  therefore,  in  introducing 
here  any  method  of  estimating  the  amount  of  that  which 
can  be  extracted  from  tea  by  boiling  water,  since  this 
varies  within  such  very  wide  limits  in  pure  samples. 

Most  will  probably  be  learnt  of  this  form  of  adultera- 
tion by  the  analysis  of  the  ash  of  the  leaves,  and  Dr. 
Bell  found,  that  in  average  samples  of  genuine  teas, 
this  never  reached  8  per  cent.f — except  in  one  sample 
out  of  a  considerable  number  ;  and  in  only  one  case  did 
the  ash  soluble  in  water  fall  below  3  per  cent.      It  fol- 

*  The  practice  of  facing  is  now  little  resorted  to. 

f-The  Society  of  Public  Analysts  have  adopted  this  as  the  limit. 
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lows,  of  necessity,  that  a  sample  of  tea  containing  much 
exhausted  leaf,  will  show  a  reduction  below  the  limit  of 
the  soluble  ash  ;  this  should  be  estimated  by  taking  a 
weighed  quantity  of  tea  (say  lo  grammes),  gently  in- 
cinerating this  in  a  platinum  dish,  and  weighing  the 
ash — which  is  generally  grey  in  colour.  The  ash  should 
then  be  treated  with  boiling  water,  and  the  whole  filtered 
through  a  small  Swedish  filter  paper  ;  the  insoluble  part 
must  next  be  thoroughly  washed  on  the  filter,  re-ignited, 
and  weighed— the  difference  between  the  weight  ob- 
tained and'  that  of  the  total  ash  will  be  due  to  the  loss 
of  soluble  matter.*  If  the  insoluble  residue  is  treated 
with  dilute  hydrochloric  acid,  'that  which  still  remains 
insoluble  will  consist  mostly  of  sand  and  quartz — which 
should  not  much  exceed  one  per  cent.,  or  the  sample  is 
not  pure. 

The  agents  employed  for  colouring  can  be  detected 
by  well  shaking  up  the  leaves  with  cold  water  and  de- 
canting this  immediately  afterwards,  so  that  no  sus- 
pended matters  shall  have  time  to  settle  with  the  leaves. 
A  slight  sediment  will  form  in  the  case  of  those  leaves 
which  have  been  "faced,"  and  the  nature  of  this  is 
sometimes  to  be  detected  by  the  microscope— as  in  the 
case  of  indigo,  when  blue  shining  particles  may  be  Seen. 
Any  colour  due  to  Prussian  blue  is  discharged  by  liquor 
potassae  and  restored  again  by  acid,  and  that  due  to 
indigo  is  discharged  by  the  permanganate  of  potassium 
in  the  presence  of  liquor  potassae. 

Copper  and  lead  can  be  tested  for  by  the  ferrocyanide 
and  chromate  of  potassium  respectively,  and  turmeric, 
which  is  sometimes  added  to  the  indigo  to  furnish  the 
green  colour  of  green  tea,  is  detected  by  its  character- 

*  The  Society  of  Public  Analysts  have  adopted  a  limit  of  30  per 
cent,  as  the  smallest  amount  of  "  extract "  in  a  genuine  sample. 
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istic  reddish-brown  reaction  in  the  presence  of-  alkalies. ' 
Ferruginous  particles  may  sometimes  be  separable 
by  means  of  a  magnet,  when  they  may  be  collected, 
dissolved,  and  analysed ;  and  silica  may  be  obtained 
and  estimated  from  the  ash. 

The  presence  of  catechu  may  be  detected,  except 
when  it  is  in  very  small  amount,  by  precipitating  an 
infusion  of  tea  leaves  by  a  little  solution  of  neutral  lead 
acetate,  then  filtering,  and  treating  the  filtrate  with  a 
drop  or  two  of  a  dilute  solution  of  ferric  chloride.  A 
bright  green  colour  appears,  in  the  presence  of  catechu, 
which  ultimately  settles  as  a  precipitate  of  a  more 
sombre  hue. 

The  tannin  may  be  estimated  from  the  infusion  of  a 
weighed  quantity  of  tea,  from  which  it  may  be  precipi- 
tated by  gelatine — 40  per  cent,  of  the  precipitate,  when 
collected  and  dried,  will  consist  of  tannin. 
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CHAPTER  XII. 

Preserved   and    Tinned   Provisions — Colouring 
Agents  employed  in  Food. 

Most  articles  of  food,  when  preserved  in  "  tins,"  run 
some  risk  of  contamination,  and  the  source  from  which 
this  danger  issues  is  in  either  one  of  the  following  di- 
rections : — 

(i)  Chemical  changes  in  the  food  itself— generally  of 
decomposition,  owing  to  preservative  precautions  being 
inefficiently  taken. 

(2)  Substances  added — as  antiseptics — to  preserve  the 
contents. 

(3)  Substances  employed  as  colouring  agents. 

(4)  Impurities  yielded  by  "  tins,"  or  the  solder  used 
in  their  manufacture.  By  the  action  of  the  juices  upon 
the  "  tins,"  arsenic,  antimony,  lead,  tin,  or  even  zinc, 
may  thus  be  taken  up  from  the  "  tin  "  and  solder.  It  is 
the  vegetable,  &c.,  a'cids  naturally  in  the  food,  or  those 
which  are  added  to  it,  that  act  chiefly  upon  the  "tins," 
and  this  action  is  increased  by  the  galvanism  which  is 
sometimes  set  up  between  the  metals  present. 

The  most  important  consideration  under  the  first 
heading,  arises  from  the  fact  that  in  some  preserved 
meats  (bacon,  sausages,  minced  beef,  &c.)  chemical 
products,  under  certain  ill-understood  conditions,  are 
apt  to  form,  and  such  foods  give  rise  to  symptoms  of  a 
choleraic  type  among  those  partaking  of  them. 

Klein  and  others  have  discovered  micro-organisms 
in  some  cases  only,  and  the  poison  is  generally  con^ 
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sidered  to  result  from  a  chemical  ferment  produced  by- 
micro-organisms.  Such  ferments,  then,  are  believed  to 
be  the  products  of  putrefactive  bacteria,  and  they  fur- 
nish toxic  albumoses  and  crystallised  animal  alkaloidal 
substances. 

It  seems  that  in  those  cases  where  poisoning  has  arisen 
from  eating  pork  pies,  that  the  temperature  of  cooking, 
though  it  may  kill  the  putrefactive  microbes,  does  not 
suffice  to  destroy  their  chemical  ferments,  which  remain 
to  give  rise  to  symptoms  of  poisoning.  And  yet  high 
venison  and  game,  in  which  these  same  putrefactive 
agents  with  their  products  are  present,  are  generally 
eaten  with  impunity  !     What  is  the  explanation  ? 

The  present  state  of  our  knowledge  with  regard  to 
these  poisonous  matters  is  so  unsatisfactory  and  ill- 
defined  that  no  acceptable  solution  to  this  question  can 
be  given.  Any  ordinary  chemical  analysis  fails  to  de- 
tect a  toxin,  which  can  only  be  separated  by  special 
and  difficult  methods,  and  identified  by  its  action  upon 
living  animals.  The  subject  is  a  very  complex  one  and 
its  study  is  surrounded  by  many  difficulties,  but  when 
one  so  frequently  reads  of  poisoning  by  meat,  milk,  &c. 
— sometimes,  alas,  with  a  fatal  result — and  considers 
the  many  slight  cases  there  must  necessarily  be  where 
the  food  though  the  offending  cause  is  not  suspected  of 
being  so — the  matter  urgently  calls  for  close  investiga- 
tion. Nothing  could  be  much  more  unsatisfactory  than 
the  manner  in  which  these  interesting  cases  are  com- 
monly disposed  of!  What  generally  happens  is  the 
following : — A  and  B  are  poisoned — say  by  milk  ;  an 
ordinary  chemical  analyst  is  called  upon  to  examine 
this,  and  does  so,  of  course,  with  negative  results  in  the 
absence  of  the  common  well  understood  poisons ;  and 
there  the  matter  ends !     It  is  from  the  union  of  Bacteri- 
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ology  and  Chemistry  that  the  whole  truth  will  be  ulti- 
mately arrived  at,  and  probably  neither  the  one  science 
nor  the  other  alone  will  suffice  to  detect  the  true  origin 
and  nature  of  these  poisonous  products. 

The  contents  of  the  "  tins  "  in  preserved  articles  of 
diet  are  hermetically  sealed  down  by  solder  at  the  boil- 
ing temperature,  and  the  partial  vacuum  thus  created  in 
the  tins  is  evidenced  by  their  tops  and  bottoms  being 
slightly  depressed  from  the  outside ;  should,  however, 
there  be  any  flaw  in  the  "  tins,"  or  the  solder  seal  be 
imperfectly  applied,  or  should  the  heating  process  be  but 
partially  conducted,  then  the  contents  may  go  bad, — 
and  in  the  latter  case,  owing  to  the  accumulation  of  the 
gases  of  putrefaction,  the  tops  and  bottoms  of  the  "tins" 
become  quite  flat,  and  later  on,  convex  outwards.  It  is 
not  difficult,  therefore,  in  the  majority  of  cases  to  de- 
tect, before  opening  them,  those  "  tins "  in  which  the 
contents  are  bad.  Captain  Stacpole  (quoted  by  Mr. 
Walley  in  his  "  Practical  Guide  to  Meat  Inspection  ") 
says : — "  If  the  meat  has  been  improperly  tinned,  or  if 
the  slightest  aperture  exists  in  the  tin  or  the  solder,  the 
contents  will  almost  certainly  be  in  a  state  of  putrefac- 
tion, and  as  a  result  of  this  process  gas  will  be  dis- 
engaged, and  this  will  give  rise  to  a  hollow  or  drum-like 
sound  when  the  tin  is  struck  with  a  solid  body,  in  place 
of  its  being  non-resonant.  A  hollow  sound  will  also  be 
produced  if  the  tin  has  been  imperfectly  filled,  but  in 
this  case  the  lid  is  generally  depressed  in  the  centre 
owing  to  the  pressure  of  the  atmosphere." 

By  raising  the  contents  to  the  boiling  temperature, 
and  then  hermetically  sealing  them-,  those  micro-organ- 
isms which  induce  decomposition  are  destroyed,  and 
their  further  access  is  guarded  against ;  nothing  is 
thereby  added  to  the  food  article,  and  thus  this  process 
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along  with  such  methods  of  preserving  as  freezing  and 
sun-drying,  are  undoubtedly  the  safest  and  the  best. 

As  a  means  to  the  same  end,  the  employment  of 
agents  which  will  prevent  the  development  of  micro- 
organisms, and  termed  "antiseptics,"  is  extensively  prac- 
tised. There  seems  no  doubt  that  the  use  of  these  should 
be  condemned,  for  although  in  the  case  of  those  more 
commonly  employed  their  use  has  not  been  proved  to 
cause  any  direct  harm  to  consumers,  it  is  rational  to 
believe  that  such  a  salt  as  sodium  salicylate  may  effect 
slight  and  indirect  injury — which  can  none  the  less  be 
disregarded  because  it  is  not  immediately  manifest — 
seeing  that  in  larger  amounts  than  any  in  which  it 
is  liable  to  be  consumed  with  preserved  foods,  it  has 
the  power  of  working  harm  ;  moreover,  few  of  these 
agents  enter  normally  into  the  constitution  of  the 
human  body,  and  at  least  they  must  be  regarded  as 

.  foreign  bodies  whose  ingestion  works  no  possible  good, 
and  which,  not  being  foods,  do  not  in  any  way  make 
amends  for  the  additional  work  of  elimination  which 
their  presence  demands. 

The  antiseptics  most  commonly  employed  are : — 
boracic  acid,  salicylate  of  soda,  salicylic  acid,  salt  and 
vinegar ;  but  saltpetre,  chloride  of  ammonium,  the 
sulphates  of  potassium  sodium  and  calcium,  alum, 
creosote  (which  furnishes  a  smoky  flavour),  spirits  of 
wine  and  sulphurous  acid — have  all  been  employed, 
but  are  becoming  far  less  frequent.  (For  the  charac- 
teristic   reactions    of  boracic   and   salicylic   acids   vide 

:  "  milk  "). 

In  order  to  preserve  joints  they  have  been  coated 
with  collodion,  solidi paraffin,  and  a  mixture  of  gelatine 
and  charcoal,  and  antiseptic  agents  have  been  injected 

-  by-  fine  syringes  into  the  flesh. 
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Of  the  impurities  yielded  by  "  tins,"  or  by  the  solder 
used  either  in  their  manufacture  or  in  their  sealing, 
lead,  copper,  tin  and  arsenic  are  the  only  ones  which 
concern  us.  The  presence  of  tin  has  been  very  much 
overlooked,  especially  in  this  country,  and  many  con- 
tinental investigators  have  traced  poisonous  symptoms 
to  its  presence. 

A  tin  sulphide  is  formed  by  the  action  of  the  albu- 
minous matters  upon  the  receptacles  made  of  that 
metal,  and  it  would  be  well  to  prohibit  the  employment 
of  tin  plate  unless  it  be  coated  by  some  special  prepara- 
tion. 

To  a  solution  suspected  of  containing  tin,  after  such 
has  been  evaporated  to  a  considerably  reduced  bulk,  a 
drop  or  two  of  hydrochloric  acid  should  be  added,  fol- 
lowed by  a  few  drops  of  a  solution  of  sulphuretted 
hydrogen — when,  if  the  metal  be  present,  a  yellow  or 
blackish-grey  precipitate  is  formed,  according  as  to 
whether  stiinnic  or  stannous  salts  are  present.  If  to 
-either  of  these  precipitates  an  alkali  (such  as  ammonia 
or  liquor,  potassas)  be  added,  it  is  at  once  dissolved. 
The  best  corroborative  test  is  the  expensive  one  of  add- 
ing gold  chloride  to  the  solution  acidified  by  hydro- 
chloric acid,  and  obtaining  the  beautiful  and  charac- 
teristic colour  known  as  "  the  purple  of  Cassius." 

The  acidity  necessary  for  the  juices  and  liquors  of 
"  tinned  "  and  potted  articles  in  order  that  they  shall 
take  up  these  metals,  is  generally  furnished  by  vinegar 
(acetic  acid) — as  in  pickles,  fish,  &c. ;  and  where  this 
acid  is  employed  there  is  always  a  special  risk  of 
metallic  iriipurity  being  taken  up,  and  hence  these  are 
.the  cases  where  the  liquid  contents  should  be  most 
.generally  tested.. 

It  is.  not. necessary  to  repeat  here  the  means  of  testing 
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for  the  various  metals,  since  their  characteristic  reac- 
tions have  been  seen  in  treating  of  "  water."  The 
presence  of  copper,  however,  can  often  be  roughly  de- 
monstrated by  allowing  a  piece  of  steel,  such  as  a  knife- 
blade,  to  lie  in  the  Hquid  for  a  short  time,  and  noting  the 
appearance  of  a  bronze  coloration  upon  it. 

Having  in  view  the  fact  that  aluminium  is  now  be- 
coming cheaper,  and  that  the  metal  is  so  extremely 
well  adapted  for  making  into  "tins,"  pots,  canteens, 
&c.  (on  account  of  its  lightness,  ductility  and  mallea- 
bility), and  owing  to  the  fact  that  its  bright  appearance 
is  very  little  affected  by  damp— the  subject  is  growing 
into  importance.  The  results  of  recent  investigations 
do  not  yet  appear  to  be  conclusive  on  all  points,  but  it 
may  be  accepted  as  proven  that  alcohol  can  dissolve  up 
the  metal  in  a  slight  degree,  and  that  acids— even 
acetic  and  lactic — have  a  similar  power  though  much 
more  marked.  It  is  probable,  however,  that  even  in 
the  latter  case  there  is  not  sufficient  dissolved  to  give 
rise  to  symptoms  of  poisoning  under  the  common  con- 
ditions of  food-potting — for  the  metal  is  not  a  very  poi- 
sonous one. 

The  tin-foil  around  sweets,  &c.,  sometimes  furnishes 
lead  to  these  articles. 


The  Colouring  Agents  employed  in  Confection- 
eries, Preserved  Fruits  and  Vegetables,  and 
AS  "  Dyes,"  etc. 

The  only  important  matter  in  this  connection,  from  a 
health  standpoint,  is  to  examine  these  various  articles 
so  as  to  ascertain  whether  the  agents  employed  for 
colouring  purposes  are  of  a  harmful  nature  or  not. 
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It  is  comparatively  rare,  now-a-days,  that  harmful 
ingredients  are  added,  but  the  health  student  must 
know  what  these  may  consist  of,  and  be  able  at  the 
same  time  to  detect  their  presence.  In  order,  therefore, 
that  he  may  be  alive  to  most  of  the  sources  from  which 
any  colour  (harmful  or  otherwise)  with  which  he  may 
have  to  deal,  has  been  derived,  the  following  summary 
of  the  subject  is  given  : — 

I.  The  harmful  colouring  agents  are  for  the 
most  part  of  mineral  origin  ;  and  the  list  which  follows 
comprises  all  of  those  which  are  at  all  likely  to  be  met 
with. 

Lead  has  been  employed  for  the  production  of  yellow, 
red  and  white  tints. 

Arsenic  for  yellow,  orange,  magenta,  violet-lake,  and 
(in  the  form  of  Scheele's  green,  i.e.,  the  arsenite  of 
copper,  or  Schweinfurth  green,  i.e.,  the  aceto-arsenite  of 
copper)  green. 

Copper  for  green  and  blue. 

Zinc  for  white. 

Chromium  for  yellow  and  green. 

Cobalt  and  manganese  for  pink  and  blue. 

Mercury  for  vermilion-red. 

Iron  for  various  shades  of  brown,  and  in  the  form  of 
Prussian  blue,  i.e.,  the  cyanide,  for  the  beautiful  blue  of 
that  name. 

Gamboge  and  picric  acid  for  yellow. 

Gamboge  is  very  insoluble  in  water  but  readily  so  in 
alcohol.  Its  presence  is  detected  by  dissolving  out  the 
colouring  matter  from  the  article  by  alcohol,  and  then, 
when  water  is  added,  the  gamboge  resin  is  precipitated  ; 
this  precipitate  will  dissolve  in  ammonia,  with  the  pro- 
duction of  a  blood-red  colour.    ' 

Picric  acid   (tri-nitro-phenol)  is   detected   by   gently 

DD 
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heating  after  the  addition  of  the  cyanide  of  potassium, 
when  the  colour  of  the  iso-purpurate  of  potassium 
forms. 

Aniline  colours  are  liable  to  contain  arsenic,  but  if 
tested  and  found  to  be  free  from  this  metal  they  are 
harmless ;  as  a  rule  only  minute  quantities  of  these 
are  employed  at  a  time. 

2.  The  various  harmless  colouring  agents  are 
very  numerous  and  are  almost  all  of  animal  and  vege- 
table origin.  To  enumerate  those  which  are  most 
commonly  employed  in  the  production  of  various 
tints : — 

A  red,  pink,  crimson  and  lake  colour  are  generally  pro- 
duced by  either  cochineal  or  the  "  aniline  reds." 

The  former  colouring  agent  is  derived  from  the 
cochineal  insect,  and  is  the  more  commonly  employed. 
It  can  be  detected  by  its  character  of  turning  violet 
with  alkalies,  and  yellow  with  acids. 

The  reddish  colours  extracted  from  the  root  of  the 
madder,  from  beetroot,  and  from  safflower,  are  also  used. 

Logwood  is  also  of  common  employ,  and  may  be  tested 
for  by  the  addition  of  alum  and  ammonium  carbonate — 
when  a  lavender  or  blue  colour  results  (vide  Bread). 

A  yellow,  amber,  or  orange  hue,  is  commonly  imparted 
by  annatto,  turmeric,  saffron,  aniline-orange,  or  chrysophanic 
acid  (which  is  extracted  from  rhubarb,  and  yields  a  fine 
purple  colour  with  potash). 

Annatto  is  very  extensively  used  as  a  colouring  agent, 
and  like  turmeric,  it  is  readily  soluble  in  alcohol,  though 
not  in  water. 

It  is  obtained  from  the  seed  of  a  plant  named  Bixa 
orellana,  the  starch  grains  of  which,  though  smaller  in 
size,  closely  resemble  those  of  bean.  While  it  is  at 
the  present  day  one  of  the  most  extensively  employed 
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adulterants,  it  is  itself  subjected  to  considerable  adulter- 
ation— turmeric  and  the  flours  of  the  various  cereals 
being  most  frequently  added,  together  with  calcium 
sulphate  and  carbonate,  Venetian  red,  &c.  Copper  is 
also  sometimes  added  to  prevent  the  growth  of  fungi. 
A  microscopic  examination,  followed  (in  the  case  of  the 
minerals)  by  a  chemical  analysis  of  the  ash,  will  be 
required  to  detect  the  presence  of  these  adulterants. 

A  violet  or  blue  colour  is  frequently  derived  from  the  use 
of  the  aniline  violets. 

Indigo  is  extensively  employed,  and  it  sublimes  in 
dense  violet  vapours  when  the  article  is  burned. 

The  blue  colour  of  litmus  affords  another  means  of 
such  coloration.  The  substance  is  derived  from  Roc- 
cella  tinctoria  and  from  certain  other  lichens. 

A  purple  colour  is  usually  formed  from  a  mixture  of 
blue  with  some  vegetable  pink,  such  as  rose-pink, 
logwood  and  cochineal. 

The  various  shades  of  brown  are  most  commonly 
imparted  by  heating  wg-ar  to  various  stages  ("caramel"), 
and  a  green  colour  is  now  almost  invariably  obtained  by 
the  use  of  the  chlorophyll  extracted  from  plants  rich  in 
this  substance,  such  as  parsley,  &c. 

The  aniline  greens  are  also  employed. 

To  decide,  then,  as  to  whether  the  colour  employed  is 
of  a  poisonous  nature  or  not,  the  substance  should  be 
thoroughly  macerated  in  a  small  quantity  of  slightly 
warmed  distilled  water,  and  if  the  colouring  matter  can 
be  dissolved  out  by  these  means  it  is  in  all  probability 
organic  and  harmless,  providing  the  colour  is  not  a  yel- 
low created  by  gamboge. 

The  colouring  matter  being  thus  dissolved  out,  is  next 
treated  with  a  solution  of  sodium  hypochlorite  and 
gently  warmed,   when  corroborative    evidence    of    its 

DD  2 
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organic  origin  is  obtained  if  all  the  colour  is  discharged 
("bleached"). 

If  the  colour  is  insoluble  in  water  and  not  bleached 
by  sodium  hypochlorite,  it  is  in  all  probability  of 
a  harmful  nature,  and  of  mineral  origin,  and  the 
presence  of  copper,  zinc,  lead,  chromium**  and  ar- 
senic should  at  least  be  tested  for.  Such  tests,  in 
many  cases,  are  best  made  from  a  solution  of  the  ash 
of  the  substance,  upon  the  principles  of  qualitative  and 
quantitative  analyses  which  have  been  already  dealt 
with. 

Of  all  articles,  tinned  vegetables  have  been  most 
commonly  found  to  be  coloured  (green)  by  copper. 
Some  contend  that  the  copper — as  it  is  converted  into 
an  albuminate— is  non-injurious,  because  insoluble;  but 
Dr.  Charteris  and  others  seem  to  have  established  the 
fact  that  the  albuminate  of  copper  is  rendered  soluble 
by  the  process  of  digestion.  It  is  highly  desirable  that 
it  should  be  decided  whether  copper  salts,  as  thus  em- 
ployed, are  injurious  to  health  or  not,  because  there 
appears  to  be  a  strong  inclination  among  magistrates 
generally,  to  take  the  view  that  they  are  not  so ;  and 
accordingly  summonses  taken  out  against  offenders  are 
dismissed. 

Much  interest  and  discussion  upon  this  subject  has 
recently  been  evoked  by  an  important  case  of  supposed 
poisoning  by  this  means,  tried  at  Glasgow.  Even  ex- 
pert opinion  in  this  country  still  remains  very  conflicting 
as  to  the  danger  or  innocuousness  of  the  practice,  as 
generally  followed,  i.e.,  the  peas  are  treated  with  a  so- 

*  The  most  convenient  test  for  chromium  is  to  boil  the  solution 
with  some  carbonate  of  potassium,  so  as  to  create  the  chromate  of 
potassium,  and  this  in  a  neutral  solution  yields  a  purple  precipitate 
with  silver  nitrate. 
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lution  of  cupric  sulphate,  this  is  almost  immediately 
poured  oiF,  and  the  peas  are  subsequently  well  washed 
with  water  ;  they  are  next  boiled  in  their  tins  and  then 
soldered  up.  Probably  the  concensus  of  opinion  tended 
to  the  direction  of  the  innocuousness  of  the  copper  salt 
formed  by  the  action  of  the  copper  on  the  peas  (when 
this  does  not  exceed  if  grains  per  Bb),  either  on  account 
of  its  difficulty  of  solution,  or  from  the  very  small  quan- 
tities of  copper  in  question.  A  writer  in  the  "  Chem. 
Zeit."  attributes  the  coloration  to  the  formation  of  a 
copper  salt  by  an  acid  derived  from  phyllocyanin,  which 
body  is  very  inert,  and  insoluble  in  water,  hydrochloric 
acid  and  acetic  acid,  though  soluble  in  alcohol.  The 
recent  experiments  of  W.  Ogilvie  and  M'Lean  Wilson, 
which  were  prompted  by  the  conflicting  evidence  in  the 
case  above  mentioned,  point  very  conclusively  to  the 
danger  arising  from  the  employment  of  the  copper  salt 
as  a  colouring  agent.  Both  these  investigators  sepa- 
rated the  colouring  matter  yielded  by  the  copper  to  the 
peas,  and  the  former  by  experiments  upon  mice  and 
also  his  own  body,  showed  that  the  organic  salts  of 
copper  thus  obtained  were  absorbed  by  the  alimentary 
canal  of  man  and  mice,  that  they  tend  to  accumulate  in 
the  liver,  and  are  partially  excreted  in  the  urine,  and 
probably  to  a  less  extent  by  the  salivary  glands.  The 
latter  experimenter  found  the  copper  compound  to  he 
soluble  in  distilled  water,  to  which  a  drop  of  hydro- 
chloric acid  and  a  teaspoonful  of  Benger's  liquor  pepticus 
had  been  added,  the  whole  being  kept  at  a  temperature 
of  98°  F.  for  several  hours.  It  thus  seems  that  the 
old  theory,  that  the  copper  formed  with  the  legumen  of 
of  the  peas  a  compound  which  is  insoluble  by  the 
gastro-intestinal  secretions,  will  have  to  be  abandoned. 
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CHAPTER   XIII. 

Poisons  in  Foods — Arsenic  in  Wall  Papers,  &c. 

One  is  sometimes  called  upon  to  examine  an  article  of 
food  for  some  poison,  the  nature  of  -which  may  or  may 
not  be  suspected  ;  in  the  former  case  a  direct  examina- 
tion may  be  made  for  the  suspected  poison,  but  in  the 
latter  all  poisons  must  be  sought  after — both  organic 
and  inorganic ;  such  an  examination  is  more  especially 
the  province  of  the  toxicologist,  and  presents  a  very 
wide  field  to  survey  ;  the  commoner  poisons,  however, 
should  be  well  understood  by  the  Health  Officer,  and 
he  should  be  able  at  any  time  to  test  for  these,  remem- 
bering in  every  case  to  retain  one-third  of  the  bulk  of 
the  substance  under  examination  for  any  future  con- 
tingencies that  may  arise. 

It  will  frequently  be  found  that  the  solution  under 
examination  is  of  a  dark  colour,  or  is  somewhat  of  a 
slimy  consistence,  so  that  characteristic  chemical  re- 
actions are  unattainable  ;  in  these  cases  it  is  necessary 
to  destroy  the  colouring  and  slimy  matters  before  pro- 
ceeding to  test  for  metallic  poisons,  &c.  This  is  effected 
in  the  following  way : — Some  of  the  solution  is  treated 
with  hydrochloric  acid,  and  then  placed  upon  the  water 
oath  and  heated  for  a  short  time.  A  solution  of  the 
chlorate  of  potassium  is  then  gradually  added,  until 
there  is  no  longer  any  smell  of  chlorine,  when  the  whole 
is  diluted  with  about  an  e^ual  bulk  of  distilled  water  and 
filtered.  The  filtrate  can  then  be  examined  for  the 
presence  of  poisonous  substances. 
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The  mode  of  examining  for  arsenic  and  the  commoner 
poisonous  metals  has  been  already  seen,  and  it  will 
only  be  necessary  to  introduce  here,  a  means  by  which 
phosphorus  and  "  prussic  acid"  (hydrocyanic  acid)  may 
each  be  detected. 

Phosphorus. — It  is  necessary  that  this  metal  be 
found  in  the  free  state,  for  when  it  exists  in  the  form  of 
phosphates  its  presence  proves  nothing — for  phosphates 
are  the  invariable  constituents  of  animal  and  vegetable 
substances.  The  analysis  must,  moreover,  be  proceeded 
with  without  delay,  or  the  phosphorus  becomes  oxidised 
to  phosphoric  acid. 

The  solution  suspected  of  containing  phosphorus  is 
put  into  a  flask,  a  cork  is  inserted  (loosely)  to  the  under 
surface  of  which  a  strip  of  filtering  paper  moistened 
with  a  neutral  solution  of  argentic  nitrate  is  attached, 
and  the  whole  is  heated  to  about  35°.  In  the  presence 
of  phosphorus  the  paper  turns  black,  and  if  after  some 
time  no  such  change  ensues,  no  unoxidised  phosphorus 
is  present. 

If,  however,  there  is  a  blackening,  this  may  be  caused 
by  sulphuretted  hydrogen,  which  may  be  tested  for  by 
a  strip  of  paper  moistened  with  a  lead  solution,  and 
which  may  be  absorbed  by  a  concentrated  solution  of 
potash. 

If  negative  results  are  obtained  it  will  be  advisable  to 
test  iox phosphorous  acid,  produced  by  the  partial  oxidation 
of  the  metal,  and  some  of  the  solution  should  be  trans- 
ferred to  an  appropriate  apparatus  in  which  hydrogen 
gas  is  generated,  and  careful  notice  taken  as  to  whether 
the  emerald-green  coloration  of  the  otherwise  colour- 
less hydrogen  flame,  reveals  the  presence  of  phosphorus. 
If  the  flame  remains  uncoloured,  organic  substances 
may  be  present  and  preventing  the  colour  from  appear- 
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ing  ;  the  apparatus  should  then  be  connected  with  an 
U-tube  containing  a  solution  of  neutral  nitrate  of  silver, 
through  which  the  gas  is  allowed  to  pass  for  many 
hours  in  a  slow  stream  ;  if  phosphorous  acid  is  present  a 
precipitate  containing  the  phosphide  of  silver  will  sepa- 
rate in  the  silver  solution. 

Hydrocyanic  acid  (HCN).— This  poisonous  sub- 
stance should  be  early  sought  after  in  any  food  stuff,  Sec, 
since  it  is  extremely  volatile  and  unstable.  The  only 
other  important  poisonous  cyanogen  compound  is  the 
cyanide  of  potassium,  for  the  ferro-  and  ferricyanides 
of  potassium,  and  the  cyanide  of  iron,  are  innocuous. 

A  great  deal  of  stress  is  frequently  laid  upon  the 
alniond-like  odour  of  these  poisonous  compounds,  but 
sucn  is  not  characteristic,  for  the  Odour  of  nitro-benzine 
and  benzaldehyde  closely  resemble  it. 

If  the  article  is  not  a  liquid,  a  solution  of  it  is  made, 
and  this  is  filtered  through  a  moistened  filter-paper ; 
the  filtrate  is  collected,  acidified  with  hydrochloric  acidj, 
and  then  tested  with  the  perchloride  of  iron  for  ferro- 
cyanides,  and  with  ferrous  sulphate  for  ferricyanides  and 
soluble  ihiocyanates.  The  presence  of  the  cyanide  of  iron 
is  disclosed  by  the  Prussian  blue  colour  of  the  solution. 

Should  these  all  be  absent  then  poisonous  cyanogen  com- 
pounds may  be  tested  for.  If  guaiacum  paper  treated  with 
a  two  per  cent,  solution  of  copper  sulphate  is  suspended 
in  the  air  over  the  suspected  solution  placed  in  a  bottle, 
and  is  found  to  become  blued  when  the  whole  is  gently 
warmfed;  this  is  a  strong  indication  of  their  presence ; 
but  the  solution  if  alkaline  or  neutral  must  be  acidified 
by  tartaric  acid  (Schonbein's  test). 

A  corroborative  test  of  great  value  is  Scheele's  iron 
test,  in  which  an  excess  of  liquor  potassse  is  added  to 
the   Suspfected  solution  ;    a  mixture  of  a  solution  of  a 
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ferric  and  ferrous  salt  is  then  added,  and  the  whole 
acidulated  with  dilute  hydrochloric  acid  ;  the  colour  of 
Prussian  blue  appears,  in  the  presence  of  hydrocyanic 
acid. 

If  the  innocuous  cyanides  are  present  it  is  necessary  to 
proceed  thus  : — If  the  solution  is  acid  it  should  be  ren- 
dered neutral  by  the  addition  of  pure  liquor  potassae, 
and  subsequently  to  this,  a  cold  concentrated  solution 
of  sodium  bicarbonate  is  added.  The  mixture  is  then 
distilled,  and  the  distillate  tested  for  hydrocyanic  acid  ; 
and  this  distillation  will  exclude  the  presence  of  the 
harmless  cyanides. 

Arsenic— There  are  a  few  special  points  which 
have  to  be  here  considered,  with  regard  to  the  presence 


Fig.  96. — Crystals  of  Arsenic. 

of  this  very  poisonous  metal  in  food  stuffs — since  a 
special  line  of  procedure  should  be  adopted  in  detecting 
its  presence  in  these  cases.  The  general  practice  is  to 
stir  the  article  up  and  mix  it  thoroughly  with  distilled 
water,  and  then  place  aside  to  settle  ;  the  almost  clear 
supernatant  liquid  is  then  poured  into  a  beaker  ;  several 
of  these  washings  are  repeated,  and  ultimately  all  the 
water  is  drawn  off  as  closely  as  possible. 

Arsenious  acid  is  only  sparingly  soluble  in  water,  but 
the  washings  should  be  carefully  examined — say  by 
Reinsck's  test ;  it  is  the  residue  which  demands  the 
closest  investigation  under  the  microscope.  Sometimes 
small  hard  white  grains  of  arsenious  acid  may  be  picked 
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out  by  means  of  a  hand  lens,  and  when  these  are  placed 
in  a  glass  tube  and  heated  (after  washing),  a  brilliant 
white  sublimate  forms,  which  when  examined  under  the 
microscope  is  seen  to  consist  of  sparkling  octahedrons 
and  tetrahedrons  ;  or  again,  small  black  scales  of  metal- 
lic arsenic  may  be  seen,  and  when  these  are  similarly 
treated,  the  well-known  steel-grey  arsenical  mirror  is 
formed  upon  the  glass  tube,  beyond  the  flame. 

Arsenic  sometimes  gains  admission  to  food  even  in 
the  process  of  cooking,  from  the  enamelled,  &c.,  cooking 
utensils  employed. 


The  Examination  ofWall  Papers,  Curtains,  Dresses, 
Artificial  Flowers,  etc.,  for  Arsenic 

This  is  sometimes  of  the  greatest  import.  The  dan- 
gers which  may  arise  from  the  presence  of  this  dread- 
fully poisonous  agent,  are  too  well  appreciated,  and  have 
unhappily  been  too  frequently  demonstrated,  to  need 
any  insistence  upon  here.  There  is  a  widespread  im- 
pression among  the  general  public  that  green  is  the  only 
colour  likely  to  contain  this  deadly  agent ;  this  has 
already  been  seen  to  be  far  from  the  truth,  though 
there  is  no  gainsaying  that  the  metal  has  ben  found 
more  commonly  present  in  this  colour  than  in  any  other. 

The  writer  has  quite  recently  detected  considerable 
traces  of  arsenic  in  a  paper  of  a  mauve  colour,  in  a 
house  where,  strange  to  say,  the  inmates  had  previously 
had  a  green  wall  paper  removed  on  account  of  its  pro- 
bable dangers,  without  having  subjected  it  to  an  analy- 
sis. It  is  a  difficult  matter  to  enumerate  the  various 
colouring  agents  which  may  comprise  arsenic  in  their 
constitution,  and  the  matter  may  be  dismissed  by  point- 
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ing  out  that  almost  every  colour  may  do  so  ;  and  it  may 
be  accepted  that  since  the  colour  gveen  is  now  so  gener- 
ally associated  with  arsenic  in  the  popular  mind,  this 
is — of  all  others — the  colour  which  is  now  most  likely  to 
be  kept  free  from  arsenic  by  manufacturers. 

The  metal  gains  access  to  the  atmosphere  chiefly  in 
the  form  of  arseniuretted  hydrogen,  in  which  form  it  is 
commonly  disassociated  from  wall  papers  by  the  action 
of  the  paste — when  this  is  kept  more  or  less  damp  by 
walls  which  transmit  moisture.  Small  grains  of  ar- 
senious  acid  also  sometimes  enter  the  atmosphere  in  a 
suspended  form,  and  rarely  even  metallic  arsenic  may 
thus  be  discovered  ;  so  that  a  microscopic  examination 
of  the  dust  of  a  room  will  sometimes  disclose  the  pre- 
sence of  minute  octahedral  crystals  and  flakes. 

The  suspected  article  must  be  most  thoroughly  exa- 
mined— much  upon  the  principles  shown  upon  a  former 
page.  If  Scheele's  green  is  suspected  as  furnishing  the 
colour,  a  little  of  the  paper  or  cloth  may  be  thoroughly 
well  soaked  in  liquor  ammoniae,  when  a  blue  colour  is 
created.  In  no  case,  however,  can  the  employment  of 
either  Reinsch's  or  Marsh's  test  be  dispensed  with. 

If  Marsh's  test  be  employed — and  it  is  an  extremely 
delicate  and  reliable  one — the  paper  or  cloth,  &c.,  is  torn 
up  into  small  pieces,  and  these  are  introduced  into  an 
apparatus  of  the  following  description  : — a  bottle  is  pro- 
vided with  a  closely  fitting  doubly  perforated  cork ; 
through  one  of  these  perforations  is  conducted  a  glass 
tube  with  an  external  trumpet-shaped  mouth,  and 
through  the  other  a  rectangular  glass  tube  provided 
with  a  finely  drawn  point.  So  soon  as  the  apparatus 
and  reagents  have  themselves  been  found  free  from 
arsenic  by  a  blank  experiment,  small  pieces  of  the  sub- 
stance are  placed  inside  the  bottle,  together  with  some 
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pure  zinc,  and  the  cork  is  inserted ;  through  the  verti- 
cal glass  funnel  some  pure  sulphuric  acid  is  then  run 
in,  and  as  the  result  of  an  interchange  between  the 
acid  and  the  zinc,  hydrogen  gas  is  liberated,  and  will 
escape  at  the  small  orifice  in  the  finely  drawn  point 
of  the  rectangular  glass  tube — where  it  can  be  lighted. 
The  hydrogen  flame  is  a  colourless  one,  but  if  any, 
arsenic  be  present  it  unites  with  the  hydrogen  forming 
arseniuretted  hydrogen,  which  burns  with  a  charac- 
teristic bluish  flame.  If  a  piece  of  clean  cold  por- 
celain (white)  be  brought  against  this  flame,  the  steel- 
grey  metallic  mirror  of  arsenic  is  deposited. 


Fig.  97 — Apparatus  employed  for  Marsh's  test. 

Arsenic  may  exist  in  varying  quantity  in  any  material, 
i.e.,  from  a  fraction  of  a  grain  (of  arsenious  acid)  to  even 
80  grains  per  square  yard — but  since  the  smallest  traces 
will  condemn  the  article  containing  it,  there  is  no  neces- 
sity here  to  enter  upon  the  subject  of  a  quantitative 
analysis.  It  may  be  pointed  out,  however,  that  it  is 
customary  to  estimate  the  metal  as  arsenious  acid, 
("  white  arsenic  "  =  AsjOj). 

Supposing,  for  instance,  a  certain  quantity  of  a  green 
material  yields  0-05  gramme  of  "Scheele's  green,"  this 
arsenite  of  copper  (2  CuO,HO,Asj03)  is  found  to  have  a 
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combined  atomic  weight  of  375,  of  which  arsenious  acid 
(AsjOj)  forms  198  ;    therefore  -i-  of  the  0-05  gramme  of 

arsenite  of  copper  =  arsenious  acid. 

It  is  frequently  useful  to  take  advantage  of  the  pattern 
upon  a  wall-paper,  curtain,  or  carpet,  &c. ;  and  when  this 
consists  of  flowers  and  leaves,  &c.,  of  different  colours, 
to  cut  these  out,  arrange  them  according  to  their  tints, 
and  to  examine  each  colour  separately. 

The  presence  of  arsenic  in  the  aniline  dyes  is  often 
exemplified  by  the  appearance  of  an  arsenical  rash  upon 
the  skin  of  those  whose  underclothing  is  coloured  by 
means  of  these  agents.  More  especially  is  this  the  case 
with  the  scarlet  and  blue  stockings  so  frequently  worn, 
and  the  legs  in  consequence  are  the  commonest  seats  of 
such  eruptions. 

The  presence  of  lead  in  these  various  articles  may 
also  induce  chronic  lead  poisoning,  and  large  quantities 
are  commonly  contained  in  wall  paints  and  papers,  in 
floor  cloths,  and  in  artificial  flowers — and  chiefly  to 
create  the  colour  red.  An  examination,  therefore,  for 
the  presence  of  this  metal  sometimes  also  becomes 
necessary. 


APPENDIX  TO   FOOD   EXAMINATION. 

The  Sale  of  Food  and  Drugs  Act,  1875. 

(An  Act  to  yepeal  the  adulteration  of  Food  Acts,  and  to  make 
better  provision  for  the  sale  of  Food  and  Drugs  in  a  pure 
state.) 

Definitions.— The  term  "  food"  shall  include  every  article  used  for 
food  or  drink  by  man,  other  than  drugs  or  water. 
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Note. — Section  70  of  the  Public  Health  Act  provides  for  the  ana- 
lysis of  waters,  including  those  used  in  the  manufacture  of  drinks. 

The  term  "  drug  "  shall  include  medicine  for  internal  or  external 
use. 

Description  of  Offences : — • 

Section  III. — It  is  illegal — under  a  penalty  which  may  amount  to 
;f5o. 

(a)  To  mix,  colour,  stain  or  powder,  or 

(6)  To  permit  any  other  person  to  do  so,  or 

(c)  To  sell  when  thus  mixed — any  ingredient  with  any  article  of 
food  which  renders  the  latter  injurious  to  health. 

Section  IV. — The  same  applies  to  any  drug  when  such  measures 
effect  injuriously  the  quality  or  potency  of  such  drug,  with  the  intent 
that  the  same  may  be  sold  in  that  state. 

Note. — It  is  therefore  not  necessary  in  the  case  of  drugs  to  prove 
injury  to  health. 

Section  V. — Provided  that  the  offender  was  not  ignorant  of  such 
admixture,  &c.,  or  could  not  with  reasonable  diligence  have  obtained 
that  knowledge. 

After  the  first  conviction,  6  months  imprisonment  may  be  imposed. 

Note. — Adulteration  of  food  with  injurious  materials  is  now  com- 
paratively rare,  and  expert  evidence  is  generally  conflicting  as  to 
what  materials  are  injurious,  and  hence  proceedings  are  seldom  in- 
stituted under  this  section. 

Note. — A  baker  was  fined  at  the  Cambridge  Petty  Sessions  for 
selling  buns  containing  marked  quantities  of  alum.  In  his  defence 
he  pleaded  that  the  baking  powders  which  he  employed  contained 
the  alum,  and  that  he  was  not  aware  of  this  fact.  The  magistrate 
held,  however,  that  he  should  have  ascertained  the  nature  of  the 
baking  powders,  and  in  default  of  this  he  could  not  have  exercised' 
reasonable  diligence.     (Analyst,  vol.  iv.,  p.  176). 

Section  VI. — A  fine  of  £20  may  be  imposed  for  selling  to  the 
prejudice  of  the  purchaser  any  article  of  food,  or  any  drug  not  of  the 
nature,  substance  and  quality  of  the  article  demanded  by  the  pur- 
chaser, save : — 

(a)  When  the  ingredient  is  not  injurious  to  health,  and  has  not 
been  added  fraudulently  to  increase  the  bulk  or  weight,  or  to  con- 
ceal inferior  quality. 

(b)  When  the  food  or  drug  is  a  proprietary  or  patent  medicine,  and 
is  Supplied  in  the  state  required  by  the  specification  of  such  patent. 
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{c)  Or  is  a  compounded  article. 

(rf)  Or  is  unavoidably  mixed  with  some  extraneous  matter  in  the 
process  of  collection  or  preparation. 

Note. — This  is  the  section  under  which  almost  the  whole  of  the 
action  under  this  act  is  taken,  and  is  therefore  by  far  the  most  im- 
portant. A  purchaser  to  be  prejudiced  must  buy  an  article  mixed 
with  some  foreign  ingredient  not  specified  at  the  time  of  sale,  it  is 
not  sufficient  that  the  article  be  of  low  quality  so  long  as  it  is 
genuine. 

Sections  VII.  and  VIII. — Compound  foods  or  drugs  must  be  sold 
with  the  ingredients  in  accordance  with  the  demand  of  the  purchaser, 
under  a  penalty  not  exceeding  ;f  20,  unless : — 

(a)  The  ingredient  is  not  injurious  to  health. 

(b)  Or  intended  to  fraudulently  increase  the  bulk  or  weight. 

(c)  Or  to  conceal  the  inferior  quality  of  the  article,  provided  a 
legible  notice  that  the  article  is  mixed  be  affixed. 

Note. — This  section  applies  to  compound  articles  of  food  such  as 
infant's  foods,  &c.,  and  in  the  case  of  drugs,  to  "  prescriptions."  With 
regard  to  drugs,  there  is  nothing  specified  in  the  Act  which  shall 
guide  us  as  to  the  standard  composition  or  quality  of  different  drugs. 
The  British  Pharmacopoeia  is  not  accepted  as  a.  standard  for  such 
medicines  which  it  includes,  but  if  the  medicine  is  ordered  in  exactly 
similar  terms  to  those  employed  in  the  B.  P.,  and  the  purchaser  is 
supplied  with  an  article  not  similarly  compounded,  he  woulu  be 
prejudiced  by  the  purchase.  A  grocer  was  fined  at  Glasgow  for 
selling  "  chemical  food  "  said  to  contain  2J  gr.  of  phosphate  of  lime 
and  I  gr.  of  iron  in  every  teaspoonful.  Analysis  discovered,  how- 
ever, only  J  gr.  of  phosphate  of  lime  and  J  gr.  of  iron  to  the  tea- 
spoonful.     (Analyst,  vol.  vi.). 

Section  IX. — A  similar  penalty  may  be  imposed  for  selling  with- 
out notice  any  article  of  food  from  which  any  part  has  been  ab- 
stracted so  as  to  affect  injuriously  its  quality,  substance  or  nature. 

Note.— This  section  is  especially  designed  to  prevent  the  ab- 
straction of  cream  from  milk. 

Section  XIII. — Any  medical  officer  of  health,  inspector  of  nuis- 
ances, inspector  of  weights  and  measures,  inspector  of  a  market,  or 
any  police  constable,  under  the  direction  and  cost  of  the  local 
authority,  may  purchase  and  procure  any  sample  for  analysis. 

Section  XVII.— A  penalty  of  ;£'io  may  be  imposed  for  refusal  to 
sell  any  article  or  drug  exposed  for  sale,  on  tender  of  a  reasonable- 
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price  for  same.  (N.B.— There  must  be  an  actual  tender  of  the 
money,  apart  from  any  proposal  of  purchase). 

Section  X.— Various  specified  local  bodies  may,  and  shall  when 
required  by  the  Local  Government  Board,  appoint  analysts,  and 
such  appointments,  and  any  dismissals,  shall  be  subject  to  the 
approval  of  the  Local  Government  Board.  But  no  such  analyst 
must  be  engaged  even  indirectly  in  any  trade  or  business  connected 
with  the  .sale  of  foods  or  drugs  in  the  place  for  which  he  is  appointed. 

Section  XIX. — Analysts  appointed  must  send  in  a  quarterly  re- 
port to  the  local  authority,  who  shall  transmit  annually  to  the  Local 
Government  Board  a  certified  copy  of  such  reports. 

Section  XXL — The  analyst's  certificate  is  evidence,  but  he  must 
attend  personally  if  required  to  do  so  ;  and  the  justices  may  send 
sample  to  Somerset  House  for  analysis  at  their  discretion. 

Section  XIL — All  purchasers  of  foods  and  drugs  are  entitled,  on 
payment  of  a  fee  not  exceeding  los.  6d.,  to  have  an  analysis  made, 
and  a  certificate  of  the  result  given  them. 

Section  XVL — Articles  may  be  forwarded  to  the  analyst  through 
the  Post  Office  in  a  registered  letter. 

Section  XIV. — The  purchaser  must,  after  the  purchase  is  com- 
pleted, notify  his  intention  of  having  the  article  analysed  by  the 
public  analyst,  and  offer  to  divide  it  into  three  parts,  each  to  be 
marked  and  sealed  or  fastened,  and  one  of  these  he  shall  deliver  to  the 
seller  or  his  agent,  another  he  shall  retain  for  future  comparison,  and 
a  third  shall  be  given  or  sent  to  the  analyst. 

Note. — To  show  how  necessary  it  is  to  carry  out  this  section  ac- 
cording to  the  exact  words  employed  in  its  construction,  the  follow- 
ing cases  will  suffice : — A  grocer  convicted  of  selling  adulterated 
coffee  appealed  successfully  to  the  Durham  Quarter  Sessions  on  the 
ground  that  the  purchaser  had  merely  said  that  he  was  going  to 
have  the  sample  analysed  and  did  not  add  "by  the  public  analyst." 
(Analyst,  vol.  ix.,  p.  2&).  A  summons  was  dismissed  at  Portsmouth 
because  although  the  purchaser  had  divided  the  sample  into  three 
parts,  he  had  not  made  an  offer  to  the  vendor  so  to  do. 

Section  XV. — If  the  seller  will  not  accept  a  part,  the  analyst 
shall  divide  the  sample  into  two,  one  of  which  parts  he  shall  seal  or 
fasten  up  and  deliver  to  the  purchasers,  who  shall  retain  the  same 
for  production  in  case  proceedings  are  taken  in  the  matter. 

Section  XX.— If  by  the  analysis  an  offence  against  the  Act  ap- 
pears to  have  been  committed,  the  person  causing  the  analysis  to  be 
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made  may  proceed  in  a  summary  manner  to  recover  the  penalty  im 
posed  before  any  justice  in  petty  sessions  assembled  having  jurisdic 
tion  in  the  place  where  the  article  was  purchased,  and  any  penaltj 
may  be  reduced  according  to  the  judgment  of  the  justices. 

Section  XXIII. — Provision  is  made  for  the  defendant  to  appeal 
(in  England  to  the  next  General  or  Quarter  Sessions  of  the  Peace) 
under  certain  conditions. 

Section  XXV. — If  the  defendant  proves  that  he  purchased  the 
article  as  the  same  in  nature,  substance  and  quality,  as  that  de- 
manded of  him  by  the  prosecutor,  and  with  a  written  warranty  to 
that  effect ;  that  he  had  no  reason  to  believe  at  the  time  of  selling  it 
that  the  article  was  otherwise ;  and  that  he  sold  it  in  the  same  state 
as  when  he  purchased  it, — he  shall  be  discharged  from  the  prosecu- 
tion, but  shall  be  liable  to  pay  the  costs  incurred  by  the  prosecutor, 
unless  he  shall  have  given  due  notice  to  him  that  he  will  rely  on  the 
above  defence. 

Section  XXVI. — Penalties  in  England  go  to  the  authority  and 
are  to  be  applied  to  the  expenses  of  the  Act. 

Section  XXVII. — Heavy  penalties  are  imposed  upon  persons 
forging  certificates  or  giving  false  warranty  respecting  an  article  of 
food  or  drug,  or  for  affixing  false  labels. 

Section  XXX. — All  tea  imported  as  merchandise  shall  be  exa- 
mined by  persons  appointed  by  the  Commissioners  of  Customs  for 
the  inspection  and  analysis  thereof — such  persons  may  take  samples 
and  give  them  to  the  analyst  appointed,  and  if  mixed  with  other 
substances  or  "  exhausted  "  the  tea  shall  not  be  delivered  except  by 
the  sanction  of  said  Commissioners,  who  may  impose  certain  con- 
ditions, or  even  destroy  the  tea  if  found  to  be  unfit  for  human  food. 
("  Exhausted "  includes  any  tea  deprived  of  its  proper  quality  and 
strength  by  steeping,  infusion,  decoction  or  other  means). 


The  Sale  of  Food  and  Drugs  Amendment  Act, 
1879. 

Section  II. — It  is  no  defence  of  the  sale  of  adulterated  articles  to 
allege  that  the  purchaser,  having  bought  only  for  analysis,  was  not 
prejudiced  by  such  sale,  or  that  the  article  though  defective  in 
nature,  or  substance,  or  quality,  was  not  defective  in  all  three 
respects. 

EE 
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Sections  III  and  IV.— A  sample  of  milk  may  be  procured  at  the 
place  of  delivery  as  well  as  in  the  shop,  &c.,  and  a  penalty  of  £io 
may  be  enforced  for  refusal  to  give  such  sample. 

Section  V. — What  applies  to  premises,  shops,  &c.,  in  the  previous 
Act  applies  equally  to  articles  sold  in  any  street  or  open  place  of 
public  resort. 

Note. — In  order  to  act  in  strict  conformity  with  the  requirements 
of  the  Act,  the  purchasers  should  demand  a  sample  (of  milk),  and 
offer  the  price  of  it,  not  while  the  milk  is  being  carried  along  the 
streets  but  when  the  vendor  stops  at  any  premises  to  deliver  it. 

Section  VI. — It  shall  be  a  good  defence  to  prove  that  with  re- 
gard to  spirits  not  adulterated,  save  by  water,  that  such  spirit  is  not 
reduced  to  more  than  25  degrees  under  proof  in  the  case  of  brandy 
whisky  or  rum,  or  35  degrees  under  proof  in  the  case  of  gin. 

Section  X. — In  all  prosecutions  under  the  previous  Act,  the  sum- 
mons to  appear  before  the  magistrates  shall  be  served  within  a  rea- 
sonable time,  and  in  the  case  of  a  perishable  article — ^not  exceeding 
28  days  from  the  time  of  the  purchase  ;  and  particulars  of  the  offence 
or  offences  against  the  said  Act  of  which  the  seller  is  accused,  and 
also  the  name  of  the  prosecutor,  shall  be  stated  on  the  summons  ; 
and  the  summons  shall  not  be  made  returnable  in  a  less  time  than 
seven  days  from  the  day  it  is  served  upon  the  person  summoned. 


Form  of  Certificate  of  Public  Analyst. 

To 

I,  the  undersigned,  public  analyst  for  the  do 

hereby  certify   that   I  received  on  the  day  of        18        from 

a  sample  of  for  analysis  (which  then 

weighed  ),  and  have  analysed  the  same,  and  declare  the 

result  of  my  analysis  to  be  as  follows : — 


I  am  of  opinion  that  the  same  is  a  sample  of  genuine 

or 
I  am  of  opinion  that  the  said  sample  contained  the  parts  as  under, 
or  the  percentages  of  foreign  ingredients  as  under. 


APPENDIX   TO    FOOD    EXAMINATION.         4X9 


Observations.* 

As  witness  my  hand  this  day  of 

at 
In  transmitting  articles  to  Somerset  House  for  analysis  the  follow- 
ing regulations  should  be  observed : — 

1.  The  sample  should  be  carefully  secured  in  paper  or  in  a  box  and 
sealed,  and  the  seal  should  be  stamped  in  a  way  which  would  enable 
its  identity  to  be  sworn  to. 

2.  The  sample  should  be  addressed  thus : — "  The  Commissioners 
of  Inland  Revenue  Office,  Somerset  House,  London,  W.C.  (To  the 
Principal  of  the  Laboratory)  " ;  and  the  place  from  whence  the 
sample  is  sent,  and  the  nature  of  its  contents,  should  be  written  upon 
the  packet. 

3.  At  the  same  time  a  letter  should  be  sent  to  the  Principal  of  the 
laboratory,  informing  him  of  the  dispatch  of  the  sample,  and  the 
reasons  for  desiring  an  analysis,  together  with  the  nature  of  any 
suspected  adulteration  (if  known). 

The  Margarine  Act,  1887. 

(An  Act  to  protect  the  public  against  the  sale,  as  butter,  of  sub- 
stances made  in  imitation  thereof,  as  well  as  of  butter  mixed 
with  any  such  substances). 

The  word  "  butter  "  shall  mean  the  substances  usually  known  as 
butter,  and  made  exclusively  from  milk  or  cream  or  both,  with  or 
without  salt  or  other  preservatives,  and  with  or  without  the  addition 
of  colouring  matter. 

*  Here  the  analyst  may  insert,  at  his  discretion,  his  opinion  as  to 
whether  the  mixture  (if  any)  was  for  the  purpose  of  rendering  the 
article  portable  or  palatable,  or  of  preserving  it,  or  of  improving  the 
appearance,  or  was  unavoidable  ;  and  may  state  whether  it  is  in  ex- 
cess of  what  is  ordinary  or  otherwise,  and  whether  the  ingredients  or 
materials  mixed  are,  or  are  not,  injurious  to  health. 

In  the  case  of  a  certificate  regarding  milk,  butter,  or  any  article 
liable  to  decomposition,  the  analyst  shall  specially  report  whether 
any  change  had  taken  place  in  the  constitution  of  the  article  that 
would  interfere  with  the  analysis. 

BE  2 
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The  word  "  margarine  "  shall  mean  all  substances,  whether  com- 
pounds or  otherwise,  prepared  in  imitation  of  butter,  and  whether 
mixed  with  butter  or  not ;  and  no  such  substances  shall  be  lawfully 
sold  except  under  the  name  of  "  margarine,"  and  under  the  condi- 
lons  set  forth  in  this  Act. 

Note. — Margarine — this  term  will  include  "butterine"  and  "oleo- 
margarine." 

Heavy  pecuniary  penalties  may  be  inflicted,  upon  conviction,  for 
offending  against  the  Act. 

Every  package  whether  open  or  closed,  and  containing  margarine, 
shall  be  branded  or  durably  marked  "  margarine "  upon  the  top 
bottom  and  sides,  in  printed  capital  letters  not  less  than  J  inch 
square  ;  and  if  such  is  exposed  for  retail  sale  there  shall  be  attached — 
so  that  it  is  clearly  visible  to  the  purchaser — a  label  marked,  in 
printed  capital  letters  not  less  than  ij  inches  square,  with  the  word 
"  margarine." 

Every  person  selling  any  quantity  of  margarine,  save  in  a  package 
duly  branded  or  duly  marked  as  aforesaid,  shall  deliver  to  purchaser 
the  same  in  a  paper  wrapper,  on  which  shall  be  printed  in  capital 
letters  not  less  than  J  inch  square,  the  word  "margarine."  A  person 
becomes  liable  under  the  Act,  by  dealing  with,  selling,  exposing  or 
offering  for  sale,  or  having  in  possession  tor  purpose  of  sale,  any 
quantity  of  margarine  contrary  to  the  Act,  unless  he  shows  to  the 
satisfaction  of  the  Court  that  he  purchased  the  article  as  butter,  and 
with  a  written  warranty  of  opinion  of  invoice  to  that  effect,  and  that 
he  sold  it  in  the  same  state  as  when  he  purchased  it. 

Anyone  authorised  under  section   13  of  the   Sale  of  Food  and 
Drugs   Act   may   procure   samples   for   analysis  from  any  package 
jt/jtAoMi/MycAase,  but  otherwise  in  accordance  with  the  provisions  of 
the  Sale  of  Food  and  Drugs  Act. 

Every  manufactory  of  margarine  must  be  registered. 

The  Sale  of  Horse-flesh  &c.,  Regulation   Act, 
1889. 

{An  Act  to  regulate  the  sale  of  Horse-flesh  for  Human  food). 

Section  I. — No  person  shall  sell,  offer,  expose,  or  keep  for  sale, 
any  horse-flesh  for  human  food,  elsewhere  than  in  a  shop,  stall,  or 
place  over  or  upon  which  there  shall  be  at  all  times  painted,  posted, 
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or  placed  in  legible  characters  of  not  less  than  four  inches  in  length, 
and  in  a  conspicuous  position,  and  so  as  to  be  visible  throughout  the 
whole  time  (whether  by  night  or  day)  during  which  such  horse-flesh 
is  being  offered  or  exposed  for  sale — words  indicating  that  horse-flesh 
is  sold  there. 

Section  II. — Horse-flesh  must  not  be  sold  as  other  meat  than 
horse-flesh. 

Section  III. — Any  medical  officer  of  health,  or  inspector  of  nuis- 
ances, or  other  officer  of  a  local  authority  acting  on  the  instructions 
of  such  authority,  or  appointed  by  such  authority  for  the  purposes  of 
this  Act,  may  at  all  reasonable  times  inspect  and  examine  any  meat 
which  he  has  reason  to  believe  to  be  horse-flesh,  which  is  exposed  or 
deposited  for  the  purpose  of  sale,  or  of  preparation  for  sale,  and  in 
tended  for  human  food,  in  any  place  other  than  such  shop,  stall,  or 
place  as  aforesaid  ;  and  if  such  meat  appears  to  him  to  be  horse- 
flesh, he  may  seize  and  carry  away,  or  cause  to  be  seized  and  carried 
away,  the  same,  in  order  to  have  it  dealt  with  by  a  justice,  as  herein- 
after provided. 

Section  IV. — On  complaint  made  on  oath  by  a  medical  officer  of 
health  or  inspector  of  health,  or  other  officer  of  a  local  authority,  any 
justice  may  grant  a  warrant  to  any  such  officer  to  enter  any  building 
or  part  of  a  building  other  than  such  shop,  stall,  or  place  as  aforesaid, 
in  which  such  officer  has  any  reason  for  believing  that  there  is  kept 
or  concealed  any  horse-flesh  which  is  intended  for  sale,  or  for  pre- 
paration for  sale  for  human  food,  contrary  to  the  provisions  of  this 
Act ;  and  to  search  for,  seize,  and  carry  away,  or  cause  to  be  seized 
and  carried  away,  any  meat  that  appears  to  such  officer  to  be  such 
horse-flesh,  in  order  to  have  the  same  dealt  with  by  a  justice,  as 
hereinafter  provided. 

Any  person  who  shall  obstruct  any  such  officer  in  the  performance 
of  his  duty  under  this  Act,  shall  be  deemed  to  have  committed  an 
offence  under  this  Act. 

Section  V. — If  it  appears  to  any  justice  that  any  meat  seized 
under  the  foregoing  provisions  of  this  Act  is  such  horse-flesh  as 
aforesaid,  he  may  make  such  order  with  regard  to  the  disposal 
thereof  as  he  may  think  desirable  ;  and  the  person  in  whose  posses- 
sion or  on  whose  premises  the  meat  was  found,  shall  be  deemed  to 
have  committed  an  offence  under  this  Act,  unless  he  proves  that  such 
meat  was  not  intended  for  human  food  contrary  to  the  provisions  of 
this  Act. 
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Section  VI. — Any  person  offending  against  any  of  the  provisions 
of  this  Act,  for  every  such  offence  shall  be  liable  to  a  penalty  not 
exceeding  ;^2o,  to  be  recovered  in  a  summary  manner. 

Section  VII.— For  the  purpose  of  this  Act,  "horse-flesh"  shall  in- 
clude the  flesh  of  asses  and  mules,  and  shall  mean  horse-flesh,  cooked 
or  uncooked,  alone,  or  accompanied  by,  or  mixed  with,  any  other 
substance. 

Section  VIII.— For  the  purposes  of  this  Act  the  local  authorities 
shall  be  :— In  the  city  of  London  and  liberties  thereof,  the  Commis- 
sioners of  Sewers,  and  in  the  other  parts  of  the  county  of  London 
the  vestries  and  district  boards  acting  in  the  execution  of  the 
Metropolis  Local  Management  Acts,  and  in  other  parts  of  England 
the  urban  and  rural  sanitary  authorities,  and  in  Ireland  the  uiban 
and  rural  sanitary  authorities  under  the  Public  Health  (Ireland) 
Act,  1878. 

Section  IX. — In  the  application  of  this  Act  to  Scotland,  the  ex- 
pression "justice  "  shall  include  sheriff  and  sheriff  substitute,  and 
the  expression  "local  authority"  shall  mean  any  local  authority 
authorised  to  appoint  a  public  analyst  under  the  Sale  ot  Food  and 
Drugs  Act,  187s,  and  the  procedure  for  the  enforcement  of  this  Act 
shall  be  in  the  manner  provided  in  the  33rd  section  of  the  said  Sale 
of  Food  and  Drugs  Act,  1875. 


Aerated  Waters. 

The  examination  of  aerated  waters  should  be  con- 
ducted on  precisely  the  same  lines  as  those  of  an  or- 
dinary water  sample — that  is  to  say,  an  effort  must  be 
made  to  ascertain  the  freedom  of  the  water  from  dan- 
gerous organic  and  metallic  contamination. 

All  such  "waters"  consist  of  ordinary  water  into 
which  carbonic  acid  gas  is  forced  under  pressure  : — 
Lithia  water  is,  in  addition,  charged  with  lithia  ;  potass 
water  with  bicarbonate  of  potassium ;  soda-water  is 
commonly  sold  without  the  addition  of  any  soda,  but 
when  such  is  added,  it  is  usually  to  the  extent  of  10 
grains  (of  bicarbonate)   to   the  piiit ;    seltzer-water   is 
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naturally  aerated,  and  is  found  at  Nieder- Seltzers, 
Germany — it  contains,  in  addition  to  its  free  carbonic 
acid,  sodium  chloride  and  calcium  carbonate. 

Lemonade   and   ginger-beer   are  especially  liable  to 
contain  traces  of  lead. 


Drugs. 

The  object  of  an  analysis  of  drugs  is  to  detect  im- 
purity or  adulteration,  and  the  lines  upon  which  one 
proceeds  are  those  of  a  qualitative  and  quantitative 
chemical  analysis— aided,  in  a  few  cases,  by  the  micro- 
scope. It  will  be  of  service  to  bear  in  mind  that  in 
many  cases  it  is  convenient  and  expeditious  to  proceed 
by  methods  of  alkalimetry  and  acidimetry.  To  briefly 
indicate  the  method  of  procedure,  take  for  instance  a 
seidlitz  powder  (pulvis  sodse  tartaratse  effervescens, 
B.P.)  ;  the  powder  contained  in  the  blue  packet  should 
consist  of  tartarated  soda,  in  dry  powder,  7'776  grammes, 
and  bicarbonate  of  soda,  in  dry  powder,  2-592  grammes ; 
the  whole  should  thus  weigh  io"368  grammes.  After 
ascertaining  the  presence  of  these  two  salts,  and  the 
absence  of  common  salt  or  other  Likely  form  of  adul- 
teration, the  powder  should  be  dissolved  in  neutral  dis- 
tilled water ;  the  solution  will  be  a  markedly  alkaline 
one,  and  it  may  be  learnt,  from  the  amoimt  of  deci- 
normal  acid  solution  required  to  neutralise  it,  whether 
the  bicarbonate  of  soda  is  in  excess — as  judged  by  con- 
sidering whether  the  alkalinity  of  the  whole  exceeds 
that  which  should  be  present,  in  a  mixture  of  the  two 
salts  containing  only  2'592  grammes  of  bicarbonate. 
All  excess  of  alkalinity  invariably  indicates — owing  to 
its   greater   cheapness — an   unduly  large  proportion  of 
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the  bicarbonate,  the  excess  of  which  may  be  estimated 
from  the  excess  of  alkalinity  it  furnishes. 

The  white  powder,  which  contains  2-4624  grammes 
of  tartaric  acid,  in  dry  powder,  need  only  be  weighed 
and  tested  for  purity.  It  should  be  completely  soluble 
in  water ;  when  heated  it  should  give  off  an  odour  of 
burnt  sugar  and  leave  a  residue  of  carbon ;  warming 
with  sulphuric  acid  should  carbonize  it  uniformly  in  a 
minute  or  two  ;  and  on  shaking  with  potassium  acetate 
a  white  crystalline  precipitate  of  potassium-hydrogen- 
tartrate  should  be  produced. 
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PART  VI. 

METHODS  EMPLOYED  IN  BACTERIOLOGI- 
CAL RESEARCH,  WITH  SPECIAL  REFER- 
ENCE TO  THE  EXAMINATION  OF  AIR, 
WATER  AND   FOOD. 

By  RUBERT   BOYCE,  M.B. 
Assistant  Professor  of  Pathology  in  University  College,  London. 


CHAPTER  I. 

Sterilisation. 

A  RIGID  attention  to  detail  and  absolute  cleanliness  are 
essential  to  the  investigation  of  any  bacteriological 
problem. 

Sterilisation,  according  to  the  end  in  view,  is  performed 
in  several  ways,  viz.,  by  the  use  of  antiseptics,  the  direct 
action  of  flame,  hot  air,  hailing,  the  action  of  steam  or 
superheated  steam,  and  by  filtering  through  porous  earth. 

Antiseptics. — These  are  especially  useful  in  cleansing 
any  apparatus  or  utensils  which  may  have  been  con- 
taminated by  micro-organisms.  Thus  a  i  in  1000  solu- 
tion of  perchloride  of  mercury  should  be  used  to  wash 
regularly  the  tables,  floors,  &c.,  where  bacteriological 
investigation  is  going  on.  In  the  same  manner  the 
hands  should  be  well  rinsed  in  the  sublimate  after 
handling  the  pathogenic  organisms.     Syringes  and  glass 
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work  may  also,  after  use,  be  steeped  in  perchloride. 
The  skin  of  man  or  animals,  when  it  is  desired  to  take 
a  sample  of  blood  (for  cover-slip  preparations  or  culti- 
vation), or  to  make  an  inoculation,  should  be  well 
scrubbed  with  an  antiseptic. 

As  sublimate,  carbolic  acid,  and  the  other  antiseptics 
are  powerful  bactericides,  they  must  not  be  allowed  to 
come  in  contact  with  the  media  or  cultures.  Thus 
syringes  and  glass  after  cleansing  with  the  above  solu- 
tions must  be  rinsed  in  water  and  rendered  sterile  by  hot 
air  or  steam,  previous  to  use.  Occasionally  a  flask  or 
other  piece  of  apparatus  is  rinsed  in  alcohol,  ether  or 
chloroform,  and  the  fluid  allowed  to  evaporate.  Filter 
paper,  scraps  of  tissue,  or  blood,  where  contaminated 
with  micro-organisms,  and  cultures,  should  be  thrown 
into  a  vessel  of  sublimate  or  burnt.  Where  the  tables 
are  enamelled  and  the  floors  tiled,  strong  solutions  of 
hydrochloric  or  sulphuric  acid  may  be  used  with  advan- 
tage. In  the  case  of  the  floors  sawdust  moistened 
with  a  solution  of  sulphuric  acid  serves  both  as  a  bac- 
tericide and  to  allay  the  dust  in  sweeping. 

Direct  action  of  flame. — This  simple  method  is 
made  use  of  every  day  in  the  bacteriological  laboratory,  to 
sterilise  the  platinum  needle  employed  in  making  cul- 
tures, &c.  It  is  to  be  observed  that  the  needle  should 
be  held  vertically  so  that  the  portion  of  the  glass  rod 
to  which  the  "  needle  "  is  fused  is  steriUsed  at  the  same 
time  (see  later).  Pipettes,  ampullae  and  narrow  glass 
tubing  may  be  readily  sterilised  by  passing  quickly 
through  the  flame.  It  is  unnecessary  to  point  out  that 
burning  is  the  most  efficacious  means  of  getting  rid  of 
all  refuse. 

Hot  air. — Hot  air  is  a  very  useful  method  of  sterilis- 
ing glass,  metal  work  and  cotton-wool.      The  hot  air 
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chamber  is  a  simple  and  cheap  form  of  iron  oven  (fig. 
98).  It  is  furnished  with  a  thermometer  and  heated  by 
a  Bunsen.  A  temperature  of  170°  C.  is  perhaps  the 
most  serviceable  heat  for  most  purposes,  and  main- 
tained for  from  ten  to  fifteen  minutes  effectually  steril- 
ises most  apparatus.* 


Fig.  98. — The  hot  air  oven. 

Boiling. — Boiling,  or  subjecting  to  steam  for  from 
ten  minutes  to  half  an  hour,  sterilises  many  things. 
There  are  very  numerous  forms  of  steam  sterilisers. 
Figure  99  represents  the  well  known  steam  steriliser 
of  Koch. 

*  In  sterilisation  allowance  must  naturally  be  made  for  the  thick- 
ness and  conductivity  of  the  object  to  be  sterilised.  The  surgeon 
for  instance  is  satisfied  with  boiling  his  instruments  for  ten  minutes, 
but  insists  on  several  hours  for  the  ligatures. 
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The   principle   of  this   apparatus   is  that  of  the  or- 
dinary kitchen   steamer,    and   many   of  the   American 


Steam  steriliser  of  Koch. 


vegetable  steamers  are  more  rapid  and  cheaper.     It  is 
filled  to  the  right  level  with  water,  and  the  apparatus 
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to  be  sterilised  is  placed  in  the  steamer  ;  it  is  furnished 
with  a  theimometer.  Sterilising  in  steam  at  100°  must 
be  employed  in  the  case  of  gelatine.  Agar-agar  will 
bear  an  exposure  to  120°  C.  To  make  sure  that  the 
sterilisation  is  absolute  in  the  case  of  the  nutrient 
media  (gelatine  chiefly),  successive  sterilisation  must 
be  resorted  to.  Thus  the  gelatine  should  be  kept  at 
100°  C.  for  a  quarter  of  an  hour  on  three  consecutive 
days.  The  reason  for  so  doing  is  this  : — Whilst  the 
vegetative  forms  of  the  micro-organisms  may  be  killed 
at  one  boiling,  the  spores  need  not ;  allowing  an  inter- 
val of  a  day,  however,  gives  time  for  the  spores  to 
develop  into  adult  forms,  and  these  are  killed  by  the 
reboiling.  It  may  be  pointed  out  that  the  hay  bacillus 
is  isolated  from  the  other  numerous  organisms  in  an 
infusion  of  hay,  by  boiling  the  latter  for  half  an  hour  ; 
at  the  end  of  this  time  all  the  organisms  are  killed 
except  the  spores  of  the  hay  bacillus.  Where  steam  is 
to  be  used  for  sterilising  or  in  the  manufacture  of  the 
nutrient  media,  we  strongly  recommend  the  use  of  the 
following  apparatus : — 

The  Autoclave. — This  is  a  form  of  Papin's  digester. 
It  is  represented  in  figure  100,  and  consists  of  a  boiler  to 
which  may  be  firmly  fixed  a  lid  furnished  with  a  steam 
cock,  safety  valve  and  gauge  ;  the  latter  indicates  the 
steam  pressure  and  the  temperature  corresponding  to  it, 
thus  a  pressure  of  one  atmosphere  of  steam  corresponds 
to  a  temperature  of  120°  C. 

It  is  the  most  generally  serviceable  of  all  the  steril- 
isers, both  on  account  of  the  rapidity  of  its  action,  and 
from  the  fact  that  a  short  exposure  in  the  super-heated 
steam  serves  to  thoroughly  sterilise. 

In  its  use  certain  precautions  must  be  adopted.  Care 
must  be  taken  that  there  is  sufficient  water  in  the 
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bottom  reservoir,  and  that  all  the  air  is  thoroughly 
driven  out  before  the  steam  cock  is  shut  off.  If  the 
latter  precaution  is  not  taken  the  gauge  will  record,  in 
addition,  the  pressure  of  the  expanded  air;  therefore 
to  ensure  that  all  the  air  is  driven  out,  the  steam  should 


Fig.  ioo. — The  autoclave,  showing  flasks  in  the  interior  undergoing 
sterilisation. 


be  allowed  to  issue  through  the  stop  cock  for  about  five 
minutes.  When  the  cock  is  closed,  the  guage  must  be 
closely  watched,  lest  any  accident  should  happen.  The 
desired  temperature  having  been  reached,  the  gas  must 
.be  lowered,   in  order   to  keep  the  temperature    con- 


STERILISATION. 


till  the  pressure  in- 


stant.    The  stop  cock  must  not  be  opened 
side  the  boiler  has  regained  the  normal. 

For  most  purposes  an  exposure  to  a  temperature  of 
115°  C.  for  twenty  minutes,  or  to  120°  for  ten  to  fifteen 
minutes,  serves  to  sterilise.  Gelatine,  it  is  to  be  re- 
membered, must  not  be  superheated,  so  that  the  stop 
cock  must  be  left  open  whilst  making  it.  In  the  manu- 
facture of  agar,  the  autoclave  is  very  useful,  the  high 


Fig.  ioi. — Chamberland's  filter. 

temperature  causing  the  agar  to  dissolve  readily,  and 
rendering  it  very  easy  to  filter;  it  also  very  rapidly 
sterilises  potatoes. 

Filtration  in  the  cold. — It  is  often  required  to 
separate  the  products  of  metabolism  from  cultivations  of 
micro-organisms,  without  subjecting  them  to  the  action 
of  heat.  For  this  purpose  filters  of  (unglazed)  porcelain 
or  of  porous  earth  are  employed.  The  porcelain  is 
usually  in  the  form  of  a  hollow  cylinder,  through, which 
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the  liquid  to  be  filtered  is  either  forced  or  sucked  by 
means  of  a  pump.  There  are  numerous  forms  of  these 
filters,  of  which  the  Chamberland  model  is  well  known, 
fig.  loi.  Such  a  filter  may  readily  be  attached  to  an 
ordinary  water  tap  when  it  is  desired  to  obtain  pure 
water.      With   the   same   end   in   view   a   much   more 


Fig.  102. — Porcelain  filter. 
The  material  to  be  filtered  is  placed  in  the  upper  receiver  and  then 
sucked  through  the  porcelain  bougie ;  the  filtrate  collects  in  the  test 
tube  immediately  beneath  the  latter. 

porous  substance  of  diatomaceous  earth  is  made  into 
cylinders,  to  which  are  attached  indiarubber  tubes  ;  the 
cylinders  are  simply  placed  in  water,  and  by  a  syphon 
action  the  water  slowly  passes  through.  A  simple 
porcelain  filter  for  cultures  is  seen  in  fig.  102.  Porous 
filters,  like  the  above,  are  best  cleaned  by  calcining. 
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Sterilisation  at  temperatures  between  60°  and  100°  C. — In 
the  case  of  blood  serum,  it  is  desirable  to  sterilise  at  a 
temperature  just  below  that  at  which  the  albumins  co- 
agulate. For  this  purpose  an  incubator,,  water  bath, 
oven,  or  the  special  serum  steriliser  of  Koch,  may  be 
used.  The  sterilising  has  to  be  performed  several 
times,  and  the  process  watched.  To  obviate  the  ne- 
cessity of  sterilisation,  blood  may  be  received  directly 
through  a  sterilised  cannula  from  an  artery,  into  a 
sterilised  vessel.  The  vessel  is  carefully  protected,  and 
the  serum  allowed  to  separate ;  it  is  then  pipetted  off 
into  sterile  flasks  and  sealed  (see  later). 

Means  of  avoiding  contamination. — After  sterilisation, 
and  in  the  case  of  cultivations,  it  is  necessary  to  keep 
off  the  ambient  micro-organisms.  In  the  air  micro- 
organisms appear  to  fall  more  vertically  than  might  be 
supposed  from  their  minute  size.  For  in  opening 
nutrient  test  tubes  and  flasks  for  the  purposes  of  in- 
oculation, it  is  remarkable  how  seldom  contamination 
arises  if  the  tubes  are  inverted  or  held  horizontally 
during  the  process.  Similarly  a  sterilised  wine  glass, 
the  mouth  of  which  is  simply  protected  by  a  piece  of 
paper,  the  edges  of  which  are  turned  down,  may  remain 
for  a  very  long  time  free  from  contamination.  Recently 
the  author  had  an  opportunity  of  verifying,  in  a  very 
complete  manner,  the  accuracy  of  the  statement  that  if 
the  neck  of  a  flask,  containing  a  sterile  putrescible  sub- 
stance, be  drawn  out  and  bent  in  the  form  of  an  S,  the 
substance  remains  pure,  although  there  is  free  access  of 
air  to  the  interior  of  the  flask.  In  1886  a  flask  was 
filled  with  sterilised  urine,  and  had  remained  sterile  and 
clear  until  the  end  of  the  year  1891,  when  the  neck  was 
accidently  broken  ;  then  in  a  few  days  the  urine  became 
turbid  and  covered  with  a  growth  of  moulds. 

FF 
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Cotton-wool  is  an  effectual  filter  of  the  ambient 
microbes,  and  is  the  common  material  used  in  plugging 
test  tubes,  flasks,  &c.  Although  it  effectually  hinders 
the  ingress  of  micro-organisms,  the  higher  fungi  are 
nevertheless  capable  of  penetrating  and  ramifying 
through  the  cotton  stopper,  and  of  then  contaminating 
the  interior.  The  mouths  of  sterilised  vessels  and 
cotton  plugs  should  therefore  always  be  carefully  flamed 
and  covered  by  a  proper  sized  elastic  or  tin-foil  cap, 
which  has  itself  been  carefully  sterilised  in  i  in  looo 
sublimate.  The  cap,  moreover,  prevents  evaporation 
and  drying  of  the  cultures  or  nutrient  media.  Sand 
and  granulated  sugar  are  used  for  filtering  air,  under 
special  circumstances. 


The  Nutrient  Media. 

The  media  are  very  numerous,  and  include  both 
liquids  and  solids,  and  may  be  either  artificial  or 
natural.  Little  need  be  said  in  this  place  of  Pasteur's, 
Cohn's  and  Raulin's  mineral  fluids,  which  are  all  of 
them  connected  with  very  instructive  and  interesting 
histories.  It  may  be  mentioned,  however,  that  Raulin 
found  that  a  trace  of  silver  inhibited  the  growth  of 
aspergillus  niger,  and  it  is  necessary  to  bear  in  mind 
that  micro-organisms  in  general  are  very  sensitive  to 
their  nutrient  media,  a  special  medium,  or  one  having 
an  acid  or  alkaline  reaction,  being  very  often  necessary. 
Useful  liquid  and  natural  media  are : — Hydrocele  and 
.lOther  albuminous  fluids,  the  aqueous  humour  of  the  eye 
of  the  ox,  blood  serum,  milk,  &c.  It  may  be  remem- 
bered that  Koch  largely  employed  aqueous  humour  and 
serum  in  his  early  experiments  upon  anthrax  and 
tubercle. 
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Peptonised  broth  is,  however,  the  most  generally 
used  of  the  fluid  media. 

Formula : — 

Meat         ....  500  grm. 

Water      .         .         .         ,       i  litre. 

Peptone   .         .         .         .10  grm.  (i  per  cent.). 

Salt  ....       5  grm.  (0-5  per  cent.). 

A  pound  of  lean  meat,  freed  from  fat,  should  be 
thoroughly  minced,  and  after  the  addition  of  one  litre 
of  water,  should  be  set  aside  in  a  cool  place  for  twelve 
to  twenty-four  hours.  The  fluid  is  strained  off,  and  the 
minced  meat  thoroughly  squeezed  in  a  press  or  cloth  to 
make  it  part  with  as  much  of  the  extract  as  possible ; 
there  is  usually  a  loss  of  several  c.c.  of  fluid.  To  the 
extract  add  0-5  per  cent,  of  salt  and  i  per  cent,  of 
peptone  and  dissolve.  Neutralise  with  a  few  drops  of 
a  10  per  cent,  or  saturated  solution  of  sodium  carbonate. 
Place  in  a  flask  and  plug  with  cotton-wool,  and  gradually 
warm  up  to  the  boiling  point,  then  further  carry  it  to 
115°  C,  and  maintain  at  this  in  the  autoclave  for  ten 
minutes.  Filter,  test  the  reaction,  and  distribute  into 
flasks  as  required.  Plug  and  sterilise  for  ten  minutes 
at  115°  in  the  autoclave.  Where  a  higher  temperature 
than  100°  cannot  be  obtained,  the  original  meat  extract 
should  be  kept  at  100°  for  half  an  hour,  and  intermittent 
sterilisation  should  be  resorted  to.  Instead  of  beef 
broth,  chicken  or  fish  broth  is  used  when  required. 
Broth  may  be  used  in  the  process  of  isolation  of  micro- 
organisms by  the  fractional  method,  and  for  inoculation 
purposes. 

Gelatine.'* — Formula : — 

•  The  following  is  a  modification,  upon  the  side  of  simplicity, 
which  I  employ  for  making  gelatine. 

Dissolve  the  gelatine  (100  grm.)  in  just  sufficient  boiling  water,  and 

FF2 
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Meat 


500  grm. 


Water        ,         .         .         i  litre. 

Peptone     ...       10  grm.  (i  per  cent.). 

Salt    ....         5  grm.  {i  per  cent.). 

Gelatine  .  .  .100  grm.  (10  per  cent.). 
Prepare  the  meat  extract  as  before,  add  the  peptone 
and  salt,  but  do  not  neutralise  ;  boil  to  coagulate  the 
proteids,  then  add  10  per  cent,  of  fine  gelatine  which 
has  been  cut  up  in  small  pieces.  Warm  gently  to  dis- 
solve the  gelatine  and  then  neutralise.  Mix  the  white 
of  an  egg  with  about  an  equal  quantity  of  water  and 
add  it  to  the  luke-warm  gelatine  solution.  Then  slowly 
warm  in  a  flask  to  the  boiling  point  and  maintain  it  at 
this  temperature  for  half  an  hour.  Filter  whilst  hot 
through  a  sufificiently  large  folded  filter  paper ;  the  filter 
paper  should  be  of  stout  and  very  good  quality,  it  is 
also  as  well  to  moisten  before  filtering.  In  filtering 
gelatine  the  hot  water  filter  is  usually  employed,  but  it  is 
not  necessary.  The  filtered  gelatine  is  next  distributed 
into  test  tubes  and  flasks  as  required,  and  it  is  as  well 
that  these  should  have  been  previously  plugged  and 
sterilised  in  the  hot  air  oven  (p.  427).  To  distribute 
proceed  as  follows : — Fix  a  funnel  in  a  retort  stand 
and  attach  a  small  piece  of  drawn  out  glass  tubing  by 
means  of  a  short  piece  of  india-rubber  tubing  over 
which  a  pinch  cock  has  been  slipped.  Fill  the  funnel 
with  the  warm  liquid  gelatine  solution,  and  run  into 

add  it,  together  with  the  peptone  and  salt,  to  the  watery  extract  of 
the  meat ;  keep  the  whole  at  a  temperature  of  45°  to  50°  C,  until 
the  gelatine  and  peptone  have  thoroughly  dissolved  ;  neutralise  ;  put 
into  a  glass  flask  and  boil  for  three-quarters  of  an  hour ;  filter 
whilst  hot  through  good  filter  paper,  well  folded  and  moistened ;  (a 
hot  filter  is  not  necessary).  The  coagulation  of  the  proteids  of  the 
extract  clears  the  solution  and  does  away  with  the  necessity  of 
the  egg. 
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each  test  tube  from  one-fourth  to  one-third  its  volume 
of  the  mixture,  in  doing  this  carefully  avoid  smearing 
the  mouth  or  even  the  upper  part  of  the  test  tube.  As 
many  as  forty  to  fifty  tubes  may  be  thus  filled,  whilst  a 
few  may  be  half  and  two-thirds  filled  ;  these  will  serve 
for  plate  culture  making.  As  soon  as  the  gelatine  is 
distributed,  the  test  tubes  and  flasks  must  be  placed  in 
the  steamer  and  sterilised  for  ten  minutes  at  ioo°  C, 
and  this  process  must  be  repeated  on  the  two  following 
days.  After  the  third  sterilisation  the  major  proportion 
of  the  tubes  should  be  sloped  whilst  the  gelatine  is 
liquid,  and  then  allowed  to  set ;  by  this  means  a  large 
surface  of  gelatine  is  obtained ;  the  surface  should  com- 
mence at  the  junction  of  the  bottom  with  the  side  of 
the  tube  and  end  about  i  in.  to  i^  in.  from  the  stopper. 
It  is  very  essential  that  the  mouths  of  test  tubes  and 
flasks  which  contain  nutrient  media,  should  be  protected 
by  some  form  of  cap.  These  may  be  of  india-rubber 
or  simply  tinfoil,  which  in  either  case  should  be  sterilised 
before  use,  and  before  they  are  applied  the  mouths  of 
the  vessels  and  the  cotton  plugs  should  be  flamed. 
When  these  precautions  are  taken,  the  media  do  not 
evaporate  and  the  chances  of  accidental  contamination 
are  greatly  diminished. 

For  the  luminous  and  salt  water  bacteria  the  following 
formula  is  very  good : — 

Cod 500  grm. 


Sea  water 
Gelatine 
Salt    . 
Peptone 


I  litre. 
10  per  cent. 
3       .. 


Agar. — This  has  several  advantages  over  gelatine 
and  should,  therefore,  be  always  kept  in  stock.  Gela- 
tine liquefies  at  a  temperature  slightly  above  20°  C, 
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whilst  agar  can  be  incubated  at   a  very  much   higher 
temperature  ;    it  can  further  be  sterilised  at  a  high  tem- 
perature.    On  the  other  hand  it  is  not  quite  so  trans- 
parent as  gelatine. 
Formula : — 


Meat 


500  grm. 


Water         .         .         .       i  litre. 

Peptone      .         .         .10  grm.  (i  per  cent.). 

Salt    ....       5  grm.  (0-5  per  cent.). 

Agar  .  .  .  10  to  15  grm.  (i  to  i"5  per  cent.). 
Prepare  the  peptonised  broth  in  the  usual  way  and 
alkalinise.  Add  the  agar,  cut  up  or  in  the  ground  form 
(best),  and  boil  for  three-quarters  of  an  hour,  stirring 
occasionally.  Strain  through  a  sieve.  When  cooled  to 
about  40°  stir  in  the  white  of  egg  mixture,  place  in  the 
autoclave,  and  at  first  gradually  heat  to  the  boiling 
point,  then  maintain  it  at  120°  for  three-quarters  of  an 
hour.  When  ready  filter  through  stout  filter  paper, 
Using  a  moistened  folded  filter.  Distribute  ;  sterilise  at 
115°  C.  for  fifteen  minutes. 

Nutrient  gelatine  may  be  stiffened  by  an  equal  quan- 
tity of  agar.  The  addition  of  5  per  cent,  of  glycerine 
(Nocard  stnd  Roux)  both  to  gelatine  and  agar,  but  es- 
pebially  to  the  latter,  greatly  enhances  the  nutrient 
value,  many  organisms  as  tubercle  bacilli  growing 
reaciily  Upon  agar  to  which  it  has  been  added. 

Potatoes. — Potato  is,  after  gelatine  and- agar,  the 
most  useful  medium,  and  owing  to  the  great  ease  with 
which  it  can  be  prepared,  a  great  favourite. 

Method  of  preparation. — Wash  a  dozen  or  more  pota- 
toes, cut  off  each   end,   and   with   the  special   potato 
borer*  (fig.  103),  or  with  a  suitable  sized  cork  borer, 
punch  out  the  potato.     The  pieces  must  then  be  well 
*  The  borer  should  be  plated. 
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rinsed  in  water,  dried  lightly  on  filter  paper  and  placed 
in  the  special  test  tubes  (fig.  104).  The  tubes  are  then 
plugged  and  sterilised,  once  for  all,  at  a  temperature  of 
115"  for  15  minutes,  or  for  three-quarters  of  an  hour  at 
the  boiling  point  with  a  subsequent  sterilisation  for  a 
shorter  time. 

A  very  great  number  of  organisms  grow  well  on 
potatoes,  in  spite  of  the  fact  that  the  reaction  of  tht 
potato  appears  usually  acid  (author's  experience).  It 
is  well,  therefore,  to  always  test  the  reaction  of  the 
potato. 


Potato  borer. 


Fig.  104. — Potato  test  tube. 


Fig.  103.— 

Serum. — This  is  an  indispensable  medium  under 
certain  circumstances,  and  we  should  certainly  counsel 
the  laying  in  of  a  stock.  It  is  especially  valuable  for 
the  cultivation  of  tubercle  and  other  pathogenic  bacilli. 

Method  of  preparation. — It  is  used  in  the  fluid  or  the  co- 
agulated form,  but  in  either  case  the  initial  preparation  is 
the  same.  The  blood  of  a  slaughtered  animal  is  re- 
ceived directly  into  a  tall  cylindrical  glass  jar,*  which 

*  The  student  should  take  his  sterilised  vessel  to  the  slaughterer's 
and  see  that  he  gets  the  blood  as  free  from  contamination  as  possible. 
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must  be  furnished  with  a  proper  stopper  or  lid,  and  the 
whole  should  have  been  thoroughly  sterilised.  The 
blood  is  set  aside  in  a  cool  chamber  to  coagulate.  On 
the  following  day  the  serum  is  carefully  pipetted  off,  and 
some  placed  in  sterilised  flasks  and  the  rest  in  sterilised 
test  tubes,  as  in  the  case  of  gelatine  and  agar ;  the  former 
are  held  as  reserve  stock  of  the  fluid  serum,  whilst  that 
in  the  test  tubes  is  intended  for  coagulation.  In  the 
above  method  of  preparation  there  are  numerous 
chances  of  contamination,  so  that  the  serum  has  next  to 
be  sterilised.  Owing  to  the  fact,  however,  that  the 
serum  albumins  coagulate  at  a  temperature  slightly 
above  70°,  the  sterilisation  is  necessarily  prolonged, 
and  moreover,  the  temperature  must  be  kept  constant. 
Special  serum  sterilisers  are  therefore  usually  employed, 
in  which  the  temperature  can  be  nicely  regulated,  but 
with  care  an  ordinary  water  bath  may  be  used.  The 
serum  in  the  flasks  and  tubes  should  be  sterilised  on 
three  successive  occasions,  for  one  hour,  at  a  tempera- 
ture slightly  below  70°  (trial  should  be  made  at  what 
temperature  coagulation  occurs).  The  serum  in  the 
test  tubes  may  then  be  sloped  and  coagulated  at  a 
temperature  between  70°  and  80°.  The  coagulation  re- 
quires care  and  time  if  a  clear  medium  is  wished  for,  as 
opacity  soon  sets  in. 

Numerous  other  media  will  naturally  suggest  them- 
selves to  the  reader,  such  as  eggs,  bread,  paste, 
hydrocele  and  pericardial  fluids,  milk,  urine,  &c.  An 
undoubtedly  useful,  but  little  known  basis,  is  Kuhne's 
coagulated  silicate  of  soda,  it  is  a  quite  neutral 
substance,  and  is  free  from  nitrogen,  it  can  therefore  be 
mixed  with  known  quantities  of  food  material.  The 
fluid  media  of  Pasteur  and  Cohn  are  also  of  a  definite 
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composition.      The  formula  of  Cohn's  fluid  is  the 

following : — 

Distilled  water . 
Tartrate  of  ammonia 
Phosphate  of  potassium    . 
Sulphate  of  magnesia 
Tribasic  phosphate  of  lime 


.    200 

grm 

20 

)) 

20 

j> 

10 

»» 
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Vessels  used   for  the   Storage   of  the  Nutrient 
Media,  &c. 

Figs.   105-109  serve  to  give  an  idea  of  the  various 
tubes  and  flasks  employed  to  preserve  the  media  in  a  steri- 


FiG.  105. — Culture  flask. 


Fig.  106. — Culture  flask. 


lised  condition.  We  have  already  spoken  of  the  ordinary 
and  the  special  test  tubes,  the  most  economical  size  of 
the  former  is  6  in.  x  |  in.,  and  of  the  latter  6f  in.  x 
■|  in.  A  large  number  of  flasks  of  various  sizes  should 
always  be  kept  in  stock.  The  special  siphon  flask 
(fig.  107)  is  often  used  to  store  serum  ;  but  smaller 
pipettes  can  be  readily  made  by  the  student  and  are 
very  useful.  They  are  made  of  glass  tubing  of  various 
diameters,  according  to  the  size  of  receptacle  wanted. 
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Take  the  glass  tubing  and  draw  from  it  in  .  the  flame  a 
piece  about  8  in.  long,  not  including  the  tapering  end 
which, should  be  4, or  5  jn.  long,  and  break  off;  about  one 
inch  in  front  of  the  tapering  end,  draw  out  the  tube  for 
2  or  3  inches,  thus  making  a  constriction.  Seal  the  ex- 
tremity of  the  tapering  end  in  the  flame,  and  lightly 
plug  the  other  extremity  of  the  tube  with  cotton-wool. 
Sterilise  in  the  hot  air  steriliser,  or  rapidly  in  the  flame. 
To  use,  break  off  the  sealed  end,  rapidly  sterilise  the 
tapering  portion  in  the  flame,  and  plunge  it  into  the  fluid 


Fio.  107. — Siphon  flask, 

to  be  taken  up  (aqueous  humour,  serum,  blood  from  a 
vein,  &c.),  then,  when  the  ampulla  is  nearly  filled,  seal 
the  tapering  end,  and  applying  the  flame  to  the  constricted 
portion,  draw  out,  break  off  and  seal.  Virus  may  be 
preserved  for  a  very  long  time  in  these  ampullae  ;  they 
should  be  kept  in  a  cool  place. 

The  test  tubes  and  flasks  containing  media,  as  well  as 
the  potatoes,  should  not  be  kept  in  too  warm  a  place,  as 
they  tend  to  dry  up. 

It  is  useful  to  have  always  ready  a  stock  of  sterilised 
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plugged  and  capped  test  tubes,  flasks  and  pipettes.  The 
mouths  of  conical  glasses  and  the  glass  boxes,  such  as 
are   used  for  making  plate  cultures,  may  be  wrapped 


Fio.  108. — Pasteur  flask.  Fig.  109. — Pipette. 

round  in  paper  and  sterilised  in  the  hot  air  oven  ;  the 
paper  serves  as  a  very  efficient  protection  from  the 
ambient  micro-organisms. 
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CHAPTER  II. 

The  Methods  of  Cultivation. 

Inoculation  of  Media — Incubators — Drop  Cul- 
tures— Inoculation  of  Animals — Post-Mortem 
Examinations. 

Inoculation  of  media. — The  inoculation  of  gelatine, 
agar,  and  of  potatoes,  is  usually  effected  by  the  platinum 
needle.  This  consists  of  a  short  glass  rod,  as  handle, 
into  which  is  fused  a  piece  of  platinum  wire,  two  to 
three  inches  long ;  the  wire  should  not  be  too  thick, 
but  it  is  useful  to  have  two  sizes,  both  coarse  and  fine. 
Inoculation  is  thus  performed.  Take  the  tube  to  be 
inoculated  and  remove  the  cotton  plug,  in  doing  this 
rotate  the  tube  and  keep  it  at  the  same  time  horizontal, 
then  rotate  the  mouth  of  the  tube  in  the  Bunsen  flame 
for  a  moment,  and  replace  the  plug.  Take  the  tube 
from  which  the  inoculation  is  to  be  made  and  treat  it- as 
above ;  then  holding  this  last  tube  in  the  left  hand,  with 
the  right  sterilise  the  platinum  needle  and  lower  end  of 
the  glass  rod,  then  allow  it  to  momentarily  cool  and  with 
the  little  and  ring  finger  of  the  same  hand  remove  the 
cotton  plug  from  the  test  tube,  holding  the  tube  as 
before  in  the  left  hand,  and  keeping  it  horizontal  or  verti- 
cally downwards ;  pass  the  needle  rapidly  and  carefully 
into  the  interior  of  the  tube  and  stick  it  into  the  nutrient 
medium  to  make  sure  that  it  is  cool,  when  it  is,  remove 
a  very  small  piece  of  the  growth,  rapidly  cork  the  tube, 
and  take  up  with  the  left  hand  the  first  tube  and  open 
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as  above  directed ;  pass  the  needle  to  the  surface  of  the 
medium— then  if  this  is  a  slanted  surface  or  a  potato, 
draw  the  needle  from  the  bottom  to  the  top,  thus  mak- 
ing a  streak  culture,  or  where  the  medium  fills  the  lower 
portion  of  the  tube,  make  a  stab  culture,  by  plunging  the 
needle  through  the  medium,  care  being  taken  to  make 
it  as  straight  and  median  as  possible.  Withdraw  the 
needle  and  plug,  and  before  laying  down  the  needle 
sterilise  it.  Finally  repeat  the  process  of  flaming  the 
mouths  of  the  tubes,  and  just  singe  the  stoppers,  then 
cap.  The  freshly  inoculated  tube  is  then  to  be  labelled 
and  dated  and  transferred  to  the  incubator.  In  the 
above  procedure  dexterity  and  expedition  are  important, 
and  it  is  necessary  always  to  hold  the  tubes  horizontal 
or  with  the  mouths  pointing  downwards.  When  inocu- 
lating, more  especially  between  fluids,  it  is  usual  to 
make  a  loop  in  the  end  of  the  wire  in  order  that  it  may 
carry  more  virus  ;  for  the  same  purpose  a  sterilised 
pipette  may  be  used.  Sometimes  it  is  advisable,  as  in 
the  case  of  actinomyces  and  tubercle,  to  use  a  narrow 
spatula,  in  order  to  thoroughly  crush  up  the  growth 
when  inoculating. 

Incubators. — Incubators  are  well  insulated  cham- 
bers (fig.  no)  surrounded  by  either  a  jacket  of  air  or 
water ;  by  means  of  a  heat  regulator  they  can  be  main- 
tained at  a  constant  temperature. 

Much  depends  upon  the  form  of  regulator  used.  A 
most  useful  and  non-breakable  form  is  the  horse-shoe 
metal  regulator  which  was  early  used  in  the  physiological 
laboratory  of  University  College,  London,  and  has 
since  been  adopted  by  M.  Roux  in  the  Pasteur  Insti- 
tute. A  common  form  is  the  well  known  mercury 
regulator ;  it  is,  however,  very  liable  to  break,  and  then 
if  the  mercury  comes  in  contact  with  the  copper  work 
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of  the  incubator,  very  considerable  corrosion  is  the 
result ;  another  form  is  the  membrane  regulator  used 
by  D'Arsonval,  in  which  the  expansion  of  a  column  of 
water  presses  an  india-rubber  or  thin  copper  membrane 


Fig.  1 10. — Incubator. 

against  the  gas  inlet.  Where  gas  is  not  available,  oil  or 
the  heat  of  a  greenhouse  may  be  used.  It  is  often  very 
useful,  as  well  as  easy,  to  maintain  a  small  room  at  a 
temperature  of  20°  C.  by  means  of  hot  water  pipes  or 
by  one  of  the  numerous  forms  of  patent  stoves.      As 
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soon  as  the  tubes  in  the  incubator  have  well  started 
growing  they  should  be  removed,  for  as  before  ex- 
plained the  media  tend  to  become  dry. 

Drop  cultures.*— This  is  a  most  useful  form  of 
cultivation  and  one  which  was  much  used  by  the 
pioneers  of  bacteriology.  By  its  means  the  growth  of 
the  organisms  can  be  studied  under  the  microscope. 
It  is  necessary  to  have  several  micro-slides,  hollowed 
in  the  centre,  or  slides  to  which  glass  rings,  varying 
from  the  J^  to  ^  in.,  are  firmly  cemented  (to  withstand 
heat  and  moisture).  These  slides  are  sterilised,  and 
over  each  a  sterilised  cover-slip  is  placed ;  the  slides 
may  then  be  arranged  on  a  slide  rack  made  for  the 
purpose,  and  the  whole  should  be  placed  under  a  bell 
jar  fitting  into  a  glass  dish  ;  the  bottom  of  the  latter  is 
covered  by  a  fold  of  filter  paper  which  is  kept  moistened 
with  a  I  in  1000  solution  of  sublimate.  The  bell  jar 
serves  as  a  protective  and  moist  chamber.  When  it  is 
desired  to  make  use  of  the  slides,  the  cover-slip  is  re- 
moved from  a  slide  with  the  forceps,  and  again  steri- 
lised by  rapidly  passing  it  through  a  flame ;  holding  the 
slip  horizontal,  a  drop  of  serum  or  other  medium  is 
forced  on  to  the  under  surface  by  means  of  a  pipette,  the 
end  of  which  points  upwards,  the  slip  is  then  replaced 
on  the  slide  ;  when  all  the  slides  are  ready,  each  cover- 
slip  is  inoculated  by  again  removing  it  from  the  slide, 
holding  it  horizontal  with  the  drop  downwards,  and 
then  touching  it  with  the  needle  containing  the  virus ; 

*  One  of  the  nicest  and  simplest  drop  culture  chambers  is  made  of 
a  piece  of  stout  glass  tubing  about  J  inch  in  diameter  drawn  out  at 
both  ends.  The  opposite  sides  of  the  glass  bulb  are  ground  till  large 
apertures  are  made  ;  one  side  can  then  be  cemented  to  a  glass  micro 
slide,  whilst  over  the  other  the  cover-slip  is  placed.  Moist  air  or 
any  desired  gas  can  be  circulated  through  the  tube. 
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the  cover-slip  is  replaced  and  may  be  more  firmly  fixed 
to  the  slide  by  means  of  the  least  trace  of  oil  or  vaseline. 
The  bell  jar  containing  the  cultures  may  be  placed  in 
the  hot  chamber,  and  the  slides  should  be  examined 


Fig.  III. — Bell  jar  for  potato  culture  or  moist  chamber. 

from  time  to  time  under  the  microscope,  to  see  whether 
growth  is  advancing.  It  is  sometimes  necessary  to 
place  the  microscope  and  the  slide  in  a  specially  con- 
structed box,  which  can  be  maintained  at  a  desired 
temperature. 

Inoculation  of  Animals    and  their    Post-Mortem 
Examination. 

Inoculation  is  an  indispensable  procedure  in  the 
study  of  the  more  important  organisms  or  in  any  in- 
vestigation of  a  pathogenic  microbe.  Leaving  aside 
inoculation  by  inhalation  and  by  feeding,  there  are  two 
important  methods,  one  the  subcutaneous,  the  other  the 
intravenous.  In  the  former  instance  the  skin  of  the  thigh 
or  abdomen  is  usually  taken,  or  in  the  case  of  the 
feathered  animals,  the  breast  muscle.  Very  often, 
however,  the  tip  of  the  tail  or  ear  is  chosen,  as  these 
are  convenient  places  to  watch  the  progress  of  the 
tissue  reaction* ;  similarly  the  cornea  and  the  anterior 

*  Thus  if  in  preventive  inoculation  the  local  reaction  is  not  the 
one  desired  and  is  dangerous,  the  part  affected  can  be  readily  cut 
off  vtrithout  sacrificing  the  animal. 
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chambers  of  the  eye  are  very  useful  under  circum- 
stances. Sometimes  trephining  is  essential  (hydro- 
phobia). Previous  to  inoculation  a  small  portion  of 
the  skin  may  be  shaved  and  scrubbed  with  sublimate. 

The  syringes  used  are  numerous,  but  any  form  which 
can  stand  boiling  or  hot  air  sterilisation,  may  be  em- 
ployed ;  Stroschein's,  although  not  very  delicate,  is 
one  which  stands  much  wear  and  tear,  is  very  cheap, 
and  is  readily  sterilised. 

Post-mortem  examination.— In  dealing  with 
the  pathogenic  organisms  great  care  should  be  exer- 
cised to  prevent  unnecessary  dissemination  of  the  virus. 
Thus  a  special  dissecting  tray  should  be  used,  such  as 
one  made  out  of  zinc  and  having  the  margins  perforated 
for  the  tapes ;  such  a  tray  can  be  readily  sterilised 
without  deterioration.  When  the  animal  is  small,  it 
may  be  nailed  to  a  piece  of  waste  board,  which  is 
burnt  with  the  animal  as  soon  as  finished.  A  saucepan 
containing  boiling  water,  a  Bunsen  flame  and  a  vessel 
containing  sublimate,  should  be  at  hand  in  order  to  im- 
mediately sterilise  or  burn  contaminated  articles.  The 
instruments  required  are  forceps,  scalpels,  a  pair  of 
scissors,  cautery  irons,  and  a  few  prepared  and  sterilised 
pipettes.  As  an  example  of  a  post-mortem  we  may 
take  a  rabbit  which  has  been  subcutaneously  inoculated 
on  the  abdomen  with  anthrax. 

Make  the  autopsy  as  soon  after  death  as  possible,  and 
proceed  by  nailing  the  animal  on  its  back  upon  a  piece 
of  board.  Observe  on  the  abdomen  a  large  cedematous 
swelling  at  the  seat  of  the  inoculation.  With  the 
cautery  iron,  cauterise  a  small  area  of  the  skin  over  the 
tumour,  in  order  to  thoroughly  sterilise  it ;  then  take  a 
pipette,  break  off  the  sealed  point,  pass  through  the 
flame  and  insinuate  it  beneath  the  skin  at  the  prepared 

GG 
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spot,  then  suck  up  as  much  of  the  oedematous  fluid  as 
possible ;  repeat  the  process  with  other  pipettes,  seal 
the  ends  of  some  of  them  preparatory  to  making 
ampullse  ;  whilst  one  may  be  left  open  for  immediate 
microscopic  investigation.  Cut  into  the  tumour  and 
observe  the  extreme  oedema  of  the  tissue  as  well  as  the 
hsemorrhagic  staining.  Open  the  abdominal  and 
thoracic  cavities  and  observe  any  congested  or  dark 
appearance  of  the  viscera.  Expose  the  vena  cava,  just 
cauterise  the  surface  and  insert  the  end  of  a  pipette,  and 
draw  up  some  blood  and  make  several  ampullae ;  the 
heart  may  be  similarly  pierced  for  the  blood  it  contains. 
With  great  precaution  (cautery  and  sterilisation  of  the 
instruments)  snip  out  pieces  of  the  liver  and  spleen  and 
transfer  to  agar  tubes  to  incubate.  Make  cover-slip 
preparations  (^see  later)  of  the  juice  of  the  liver  and 
spleen.  Place  pieces  of  the  liver,  spleen,  kidneys, 
lung,  heart,  intestine  or  other  organs  into  absolute 
alcohol  to  harden,  and  at  same  time  spread  small 
pieces  of  the  mesentery  over  bits  of  cork  and  transfer  to 
the  alcohol.  Plenty  of  alcohol  must  be  used,  or  renew 
it  within  a  few  days.  Make  cover-slip  preparations  of 
the  cedema  fluid  and  blood,  and  also  make  some  test 
tube  inoculations  directly  from  the  oedematous  tumour 
and  the  blood  or  from  the  ampullse.  Finally  clean  the 
instruments  and  burn  the  animal. 
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CHAPTER   III. 

Methods  of  Examination. 

Staining    for    Micro-organisms.       Cover-slip    Pre- 
parations AND  Tissue  Staining. 

Only  a  few  of  the  more  important  staining  methods 
can  be  given  here,  for  the  rest  the  student  must  consult 
the  proper  text-books. 

Reagents  &c.,  required. — The  following  list  of 
apparatus  and  reagents  will  be  found  indispensable  for 
any  microscopic  investigation,  viz  : — 

A  large  number  of  slides  and  cover-slips  which  have 
been  thoroughly  cleansed ;  the  cover-slips  must  be  first 
rinsed  in  nitric  acid,  and  then,  after  rinsing  in  water, 
may  be  kept  in  stock  in  a  glass  jar  of  pure  alcohol  or 
ether ;  they  must  be  dried  when  wanted  for  use  with  a 
perfectly  clean  rag,  or  with  some  of  the  finer  varieties  of 
tissue  paper.  It  may  be  pointed  out  that  handling  the 
rag  a  few  times  is  sufficient  to  make  it  greasy  and  to 
therefore  impart  its  greasiness  to  the  cover-slips,  a 
condition  which  makes  it  impossible  to  spread  an  even 
film  on  the  slips.  A  large  stock  of  watch  glasses  for 
holding  the  stains  and  reagents  ;  when  in  service  these 
must  be  protected  by  another  series  of  watch  glasses  or 
glass  covers.  A  series  of  glass  jars  with  lids  to  hold  the 
more  bulky  reagents.  Plenty  of  needles,  a  small  pair 
of  good  forceps,  one  or  two  good  plated  section  lifters. 

The  reagents  required  may  be  thus  grouped : — 

I.  For  fixing  and  hardening : — 

Absolute  alcohol   (best) ;    methylated   spirit ;    osmic 
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acid  (vapour  i  per  cent,  solution) ;  Flemming's  solution ; 
saturated  solution  of  HgCl^  in  |  per  cent,  salt  solution. 

2.  For  embedding  tissues  :  — 

Paraffin  melting  at  40°  to  45°  C. ;  saturated  solution 
of  paraffin  in  ether  ;  methylated  collodion  ;  strong  solu- 
tion of  thymolised  gum. 

3.  For  mounting : — 

Solution  of  Canada  balsam  in  xylol ;  glycerine ; 
Meyer's  albumin  for  fixing  sections  to  slides  (equal  parts 
glycerine  and  egg  albumin  and  a  little  thymol,  filtered). 

4.  For  dehydrating  and  dissolving  out  paraffin  or  fats  :— 
Absolute   alcohol ;    methylated    spirit ;    equal    parts 

ether  and  alcohol  and  ether. 

5.  For  clearing  sections  : — 

Oil  of  cloves ;  xylol ;  xylol  3  parts,  and  phenol  i  part ; 
cedar,  bergamot  and  origanum  oils  ;  glycerine. 

6.  For  decolorising  : — 

Methylated  spirit ;  nitric,  hydrochloric  and  acetic 
acids ;  Gram's  iodine  solution  (iodine  i  gramme,  potas- 
sium iodide  2  grammes,  water  300  c.c.) ;  oil  of  cloves ; 
aniline  oil ;  alcohol  70  per  cent.,  saturated  watery 
solution  of  picric  acid  30  per  cent.,  and  HCl  -^  per  cent. 

7.  Staining  reagents. — A  stock  of  the  more  im- 
portant stains  should  be  kept  in  the  dry  state,  as  it  is 
better  in  many  cases  to  use  freshly  made  staining  solu- 
tions ;  the  stains  most  frequently  employed  are  those 
manufactured  by  Grubler  of  Leipsig.  The  solutions 
should  be  filtered  before  use. 

(i)  Ekrlick's  solution  of  gentian  violet : — 

Gentian  violet,  i  gramme)       ,       .    ,      ,    , . 
. ,     ,    ,  '     °  [  saturated  solution. 

Alcohol,  15  c.c.  J 

'  ^    ■  ■   I  =  a  saturated  aniline  oil  solu- 
Aqua  dest.,  80  c.c-  J 

tion,  filtered. 
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Staining  is  effectual  under  one  minute.  It  is  very 
usual  to  treat  sections  and  cover-glasses  stained  in  this 
manner  with  Gram's  iodine,  the  whole  process  being 
then  called  Gram's  method.  It  is  performed  thus : — 
The  cover-slip  or  section  is  stained  from  J  to  i  minute 
in  the  gentian  violet,  then  rinsed  in  water  and  trans- 
ferred to  a  watch  glass  containing  the  iodine  solution 
for  about  J  minute ;  the  section  is  again  rinsed  and 
placed  in  alcohol,  until  most  of  the  stain  has  disap- 
peared, the  endeavour  being  made  to  remove  the  stain 
from  everything  except  the  micro-organisms,  and  then  to 
counter -stain  if  necessary  with  a  contrast  colour  (see  below). 

(2)  Carbol-fuchsine :  — 

Fuchsine  r  gramme;  alcohol  10  c.c. ;  carbolic  acid  5 
grammes  ;  water  100  c.c. 

This  stain  is  especially  used  for  Tubercle,  and  the 
bacilli  found  in  Leprosy.  Cover-slip  preparations  of 
tubercular  sputum  require  J  hour  in  the  warm,  and 
sections  24  hours  or  longer.  Decolorisation  is  effectual 
in  the  case  of  tubercle  with  a  i  in  3   solution  of  HNO3. 

(3)  Methylene  blue : — 

Watery  and  alcoholic  solutions  are  very  usefiil.     The 
following  are  well  known  solutions :  — 
Koch's  weak  alkaline  methylene  blue  solution  : — 

Concentrated  alcoholic  sol.  of  methylene  blue     i  cm. 

Distilled  water 200  cm. 

10  per  cent,  caustic  potash  solution  .  .  0"2  cm. 
L  offler's  strong  solution : — 

Concentrated  alcoholic  sol.  of  methylene  blue  30  cm. 

Caustic  potash  i  per  cent.  ....  100  cm. 
Sahli's  strong  borax  solution : — 

Saturated  watery  solution  of  methylene  blue     24  cm. 

5  per  cent,  borax  solution    .         .         .         .16  cm. 

Distilled  water 40  cm. 
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The  following  counter  stains  are  indispensable : — 
(i)  Solutions  of  hematoxylin  and  logwood. 

(2)  Watery  and  alcoholic  solutions  of  eosine.  This  is 
especially  useful  in  cover-slip  preparations  of  the  blood 
as  the  red  corpuscles  give  a  very  distinctive  reaction. 

(3)  Biondi's  fluid. 

(4)  Carmine  and  picro-carmine.- — In  counter  or  contrast 
staining  with  picro-carmine  (a  double  stain,  carmine  and 
yellow),  the  following  plan  may  be  adopted  either  before 
or  after  staining  the  micro-organisms.  Thus  stain  the 
sections  -^  to  i  minute  in  Orth's  carmine,  then  well  wash 
out  all  excess  with  the  alcoholic  picric  acid  solution  (p.  452), 
the  section  assuming  a  very  light  pink  tint.  Next 
proceed  to  stain  with  saturated  watery  solution  of 
picric  acid,  allowing  as  long  as  possible.  Wash  in  water 
and  stain  the  microbes  with  gentian  violet,  pass  through 
Gram's  iodine,  wash,  just  dehydrate  with  alcohol,  and 
quickly  decolorise  with  oil  of  cloves,  then  wash  in  xylol 
and  mount  in  xylol  balsam ;  if  Loffler's  blue  is  used, 
decolorise  in  aniline  oil. 

(5)  Picric  acid  dissolved  in  water,  alcohol  or  oil  of 
cloves,  is  a  very  useful  yellow  counter-stain.  The  same 
may  be  said  of  methylene  bbie,  which  may  likewise  be 
dissolved  in  oil  of  cloves. 

Cover-slip  preparations. — Spread  a  very  thin 
film  of  the  substance  to  be  examined  upon  a  cover-slip 
(properly  cleaned,  see  above"),  or  place  a  small  quantity 
of  the  substance,  such  as  sputum,  between  two  cover- 
slips  and  then  slide  them  apart.  Or  in  the  case  of 
blood  smear  a  very  thin  and  uniform  layer  on  by  means 
of  a  glass  rod.  Let  the  film  thoroughly  dry.  Take  the 
slip  up  in  the  forceps  and  pass  it  through  the  flame  of  a 
Bunsen  three  times  to  fix  the  film  ;  fixing  may  also  be 
done  by  dropping  on  the  solution  of  J  ether  and  alcohol. 
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Then  stain  film  downwards  in  a  watch  glass  containing 
the  dye,  say  gentian  violet,  remove  in  about  ^  minute 
and  rinse  in  water ;  then  transfer  to  a  watch  glass  of 
the  iodine  solution,  rinse  in  water  and  then  in  alcohol 
until  nearly  all  colour  has  disappeared  ;  finally  in  the 
case  of  blood  preparations,  stain  it  for  a  couple  of 
minutes  in  a  watch  glass  containing  a  dilute  watery 
solution  of  eosine ;  allow  to  dry  and  mount  in  balsam 
solution. 

Section  cutting  and  staining. — Having  hard- 
ened in  alcohol  (absolute  preferably)  only  just  sufficient 
tissue  necessary  (a  process  which  requires  a  few  days) 
thoroughly  dehydrate  by  another  immersion  in  absolute 
alcohol ;  then  transfer  to  a  mixture  of  alcohol  and  ether 
for  a  few  hours,  then  to  ether,  and  finally  to  a  saturated 
solution  of  paraffin  in  ether  for  12  hours;  the  vessel  con- 
taining the  latter  should  be  kept  in  a  warm  place  and  as 
much  paraffin  added  as  the  ether  will  take  up.  Then 
the  piece  of  tissue  must  next  be  transferred  to  paraffin 
melting  at  40,  or  just  above,  and  kept  in  this  in  the  incu- 
bator for  12  or  24  hours.  This  process  requires  consider- 
able care  and  attention  and  must  not  be  hurried.  To 
cut,  place  the  tissue  upon  the  carrier  of  the  microtome 
embedded  in  plenty  of  wax.  The  sections  must  be  as 
thin  as  possible  ;  then  if  they  are  friable,  psrint  one  side 
of  a  cover-slip  with  a  very  small  quantity  of  Meyer's 
albumin  (p.  452)  and  press  the  section  down  upon  it, 
undoing  all  folds ;  the  cover-slip  must  then  be  gently 
heated  for  an  instant  over  a  flame  to  just  coagulate  the 
solution,  when  this  is  done  the  cover-slip  may  be  treated 
in  every  respect  as  a  section.  Place  the  sections  in  ether 
to  dissolve  the  paraffin,  then  in  absolute  alcohol.  Stain 
with  picro-carmine  and  gentian  violet  according  to  §  4 
p.  454.     In  the  case  of  tubercle  stain  for  24  hours  in 
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carbol-fuchsine  decolorise  in   i    in  3   HNO3,  and  after 
washing  counter-stain  with  methylene  blue. 

The  quicker  way  of  cutting  sections  is  the  common 
one  of  embedding  in  gum  and  freezing,  but  it  is  not  so 
accurate,  owing  to  liability  of  contamination.  The  col- 
lodion or  the  combined  collodion  and  paraffin  methods 
are  very  good. 


AIRi 
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CHAPTER   IV. 

The   Bacteriological  Examination  of  Air,  Water, 
AND  Soil — Anaerobic  Micro-organisms. 

Air. 

Many  of  the  methods  adopted  for  the  examination  of 


Fio.  112. — Petri  dish. 


Fig.  113. — Filtering  tube  to  keep  back  the  bacteria, 

the  ambient  micro-organisms  are  both  easy  and  instruc- 
tive.    One  of  the  simplest  and  self-evident,  consists  in 
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exposing  a  sterilised  surface  of  gelatine  to  the  air,  for  a 
known  period.  Glass  dishes  (Petri's  dishes)  with  lids, 
fig.  112,  of  various  sizes  are  made  for  the  purpose;  they 
should  be  of  clear  glass,  and  it  is  an  advantage  to  have 
each  surface  polished.  They  are  sterilised  in  the  hot 
oven  and  then  sufficient  nutrient  gelatine  to  cover  the 
bottom  is  rapidly  poured  into  them,  in  doing  this  the  lid 
is  only  just  raised  to  permit  of  the  pouring  in  of  the 
gelatine.  The  gelatine  should  be  made  to  set  as  soon 
as  possible  and  the  boxes  should  then  be  kept  for  two 


Fig.  114. — Punch  for  making  the' gauze  wads  which  fit  in  the 
filtering  tube. 

days  in  a  moist  atmosphere,  to  see  whether  they  remain 
sterile.  When  it  is  desired  to  make  an  observation,  the 
lid  of  the  box  is  taken  off  for  a  second  or  longer,  then 
replaced  and  put  into  the  warm  moist  chamber  to 
incubate.  Very  numerous  forms  of  fungi,  according  to 
the  locality,  rapidly  develop.  The  moulds  are  early 
identified ;  amongst  the  micro-organisms  are  observed 
some  which  liquefy  the  gelatine,  others  of  various  shades 
of  red,  yellow  and  other  colours  ;  some  assume  definite 
forms  of  growth.      The   number   of  separate   colonies 
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should  be  counted,  a  process  which  may  be  facilitated 
by  a  hand  lens,  or  by  placing  the  box  on  the  stage  of 
the  microscope  and  examining  with  a  low  power.  The 
number  of  distinct  species  may  also  be  ascertained,  and 
from  these  single  cultures  should  be  made;  in  this 
manner  a  large  number  of  interesting  micro-organisms 
can  be  readily  obtained  from  the  air. 

Other  methods  of  air  analysis  consist  in  drawing 
known  volumes  of  air  by  means  of  some  form  of  as- 
pirator over  solidified  gelatine  or  through  liquefied  gelatine, 
cotton-wool,   sand,   or  granulated  or   powdered    sugar.      In 


Fig.  115. — Petri's  apparatus  for  examination  of  air. 

Hesse's  apparatus  the  air  is  drawn  through  a  glass  tube 
some  18  inches  or  more  in  length,  the  floor  or  the  whole 
of  which  is  covered  with  sterilised  gelatine  ;  the  micro- 
organisms are  deposited  on  the  gelatine  surface  and 
form  colonies  which  are  counted.  In  Petri's  apparatus 
the  air  is  drawn  through  a  column  of  sand  ;  the  sand  is 
then  shaken  up  with  liquefied  gelatine  and  run  on  to  a 
plate  or  spread  out  in  an  Esmarch  tube  (see  later).  In 
Frankland's  apparatus  the  air  is  sucked  through  a  plug 
of  glass-wool,  which  is  afterwards  thoroughly  shaken 
up    with   gelatine.      In    Sedgwick's   and    in    Tucker's 
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methods,  the  air  is  drawn  through  a  column  of  granu- 
lated sugar,  which  when  mixed  with  the  liquid  gelatine 
dissolves  (an  advantage  over  the  sand  employed  by 
Petri),  leaving  the  bacteria  to  develop.  Sedgwick's 
apparatus  may  be  said  to  consist  of  an  open  tube 
one  inch  in  diameter  and  six  inches  in  length,  one  end 
of  which  is  drawn  out  into  a  mouth  in  such  a  way  as  to 
present  a  fair  sized  shoulder  from  the  point  where  the 
drawing  out  commences  ;  the  other  extremity  is  also 
pulled  out  into  a  tube  of  about  one  quarter-inch  dia- 
meter, and  to  this  eight  inches  of  quarter-inch  tubing 
is  annealed.  The  narrow  limb  of  the  tube  is  filled 
with  10  c.c.  of  sterilised  granulated  sugar  and  both  ends 
of  the  tube  plugged  with  cotton-wool ;  the  whole  is  then 
sterilised.  Having  removed  the  large  cotton  stopper  a 
known  volume  of  air  is  sucked  through,  and  then  steri- 
lised liquefied  gelatine,  sufficient  to  coat  the  interior  of 
the  wide  portion  of  the  tube,  is  poured  in,  and  the  cotton 
plug  replaced ;  whilst  the  gelatine  is  still  liquid  the 
sugar  is  shaken  down  into  it  where  it  dissolves,  and 
then  by  turning  the  tube  round  under  a  stream  of  water, 
(as  in  making  an  Esmarch  tube),  the  gelatine  is  made  to 
coat  the  interior ;  when  the  colonies  appear  they  can  be 
readily  counted.  Other  apparatus  are  those  of  Miquel, 
of  Schonauer,  and  of  Strauss  and  Wiirtz. 


Water. 

A  ready  and  easy  method  of  ascertaining  the  relative 
number  of  micro-organisms  in  a  sample  of  water,  is  to 
take  a  gelatine  tube  -f  filled  with  sterilised  gelatine ; 
the  gelatine  is  just  liquefied  and  a  small  measured 
quantity  (say  i  c.c.)  of  the  sample  of  water  is  added,  and 
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distributed  well  throughout  the  gelatine  by  careful 
shaking.  The  tube  is  set  aside  in  a  warm  place 
and  colonies  soon  appear.  When  it  is  desired  to 
count  the  colonies  and  to  thus  come  to  a  more  accurate 
conclusion  as  to  the  number  of  bacteria  in  a  sample  of 
water,  the  gelatine  must  be  spread  upon  a  plate  or  line 
the  interior  of  a  tube.  A  sample  of  the  water  is  taken 
up  in  the  sterilised  pipette,  but  if  there  is  any  delay  in 
making  the  cultures  immediately,  ampullae  of  the  water 
may  be  made  (p.  442).  By  means  of  the  pipette  i  c.c. 
or  less  of  the  water  is  mixed  with  some  sterilised 
liquefied  gelatine  in  the  test  tube,  the  contents  are  then 
poured  into  a  sterilised  Petri  box  ;  the  colonies  can 
subsequently  be  counted  and  an  endeavour  made  to  iso- 
late and  identify  the  growths  (see  later).  In  Esmarch's 
method  the  tube  containing  the  liquefied  gelatine  to 
which  the  water  has  been  added  is  turned  round,  under 
a  stream  of  cold  water  or  on  a  block  of  ice  in  order  to 
cause  the  gelatine  to  solidify  on  the  interior  of  the  tube  ; 
to  obtain  a  uniform  coating  some  practice  is  required  ; 
the  outside  of  the  tube  (or  of  the  box  as  in  the  preceding 
method)  may  be  divided  into  small  squares  with  pen  and 
ink  and  the  colonies  counted,  by  the  aid  of  a  lens  if 
necessary.  The  most  suitable  form  of  tube  for  per- 
forming the  rolling  is  one  in  which  a  shoulder  has  been 
made,  as  in  fig.  116. 


Soil. 

A  very  small  sample  of  earth  may  be  shaken  up  with 
sterilised  liquefied  gelatine  and  an  Esmarch  tube  made ; 
or  the  contents  may  be  poured  out  into  a  Petri  box. 
An  endeavour  may  be  made  to  separate  the  microbes 
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from  the  earth  by  careful  washing  in  sterilised  water, 
the  latter  may  then  be  mixed  with  the  gelatine. 

In  exa.minmg  foods,  streak  cultures  may  be  made  with 
the  platinum  needle. 


Anaerobic  Micro-organisms. 

There  are  some  organisms  which  thrive  best  in  the 
absence  of  oxygen,  and  indeed  in  some  cases  the  oxygen 
has  an  inhibitory  action  upon  their  growth.  Owing  to 
this  circumstance,  the  class  of  anaerobic  micro-organisms 
as  they  are  called,  is  not  a  large  one,  but  they  include 
two  very  pathogenic  micro-organisms,  viz.,  the  bacilli 
of  tetanus  and  of  malignant  oedema.  As  is  well  known 
different  groups  of  fungi  succeed  one  another  in  a 
nutrient  medium  undergoing  decomposition.  The 
moulds  early  make  their  appearance  to  be  succeeded 
by  the  bacteria  ;  whilst  the  former  are  vegetating  there 
is  very  little  smell  of  decomposition,  but  when  they 
have  died  away  and  their  place  has  been  taken  by  the 
schizomycetes,  gases  begin  to  be  formed.  When  the 
substance  undergoing  the  decomposition  is  well  ex- 
posed to  the  air,  the  oxygen  undoubtedly  masks  the 
exhalation  of  the  foul  smelling  gases  by  thoroughly 
oxidising  these  odorous  bodies.  The  removal  of  the 
foul  smelling  gases  favours  the  further  growth  and 
multiplication  of  organisms— the  aerobic,  whose  activity 
depends  upon  the  presence  of  oxygen.  But  if  the  foul 
smelling  gases  tend  ta  collect,  as  they  do  in  stagnant 
water  and  mud,  in  cesspools  and  in  drains,  the  condi- 
tions of  growth  of  the  aerobic  organisms  become  ex- 
hausted, and  they  are  replaced  by  a  new  class — the 
anaerobic.     These  continue  the  putrefactive  processes 
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still  further  and  give  rise  to  an  abundance  of  stinking 
gases ;  Pasteur  even  maintained  that  they  were  the 
chief  cause  oi putrefaction. 

The  hygienic  lessons  to  be  deduced  from  these  facts 
are  obvious  and  important : — The  free  access  of  air  favours, 
by  its  oxidation,  the  removal  of  odours  during  the  process  of 
decomposition ;  stagnation,  on  the  other  hand,  favours  putre- 
faction along  with  the  production  of  odourous  gases,  and  in  the 
stagnating  filth  of  cesspools,  drains,  S'C,  the  germs  of  tetanus 
and  malignant  cedema  find  a  resting  place. 

The  anaerobic   organisms   are  artificially  cultivated 


Fig.  116. — Tube  for  making  anserobic  cultures. 

in  media  in  virhich  the  free  oxygen  has  been  expelled, 
and  to  which  the  free  access  of  air  is  hindered  as  much 
as  possible  ;  or  they  are  cultivated  in  an  atmosphere  of 
hydrogen. 

Methods. — These  are  numerous.  A  sterilised  gela- 
tine tube  may  be  carefully  boiled  over  a  flame  for  a  few 
minutes  to  expel  the  free  air ;  it  may  then  be  inoculated 
with  the  organism,  and  sterilised  oil,  paraffin,  or  gela- 
tine poured  over  to  further  exclude  the  air.  Or  a  large 
test-tube  containing  sterilised   gelatine   is   heated  and 
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then  connected  to  the  exhaust  pump  ;  in  addition  a 
stream  of  hydrogen  may  at  the  same  time  be  passed 
through  the  gelatine  ;  this  process  may  be  repeated 
several  times,  till  the  gelatine  is  thoroughly  free  from 
air.  The  tube  is  then  inoculated,  and  the  inoculated 
gelatine  drawn  up  into  long  ampullae  and  sealed,  or  the 
tube  itself  is  sealed.  In  the  case  of  tetanus  and  malig- 
nant oedema,  the  development  of  gas  bubbles  reveals 
the  growth  of  the  organisms.  Or  the  inoculated  gela- 
tine is  spread  over  the  bottom  of  a  glass  flask  and  a 
slow  stream  of  hydrogen,  from  a  Kipp's  or  other  appa- 
ratus, kept  circulating  over  it. 
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CHAPTER   V. 

General  Morphology  and  Biology. 

In  the  preceding  pages  the  apparatus  and  the  methods 
necessary  for  the  study  of  the  micro-organisms  were 
passed  in  review  ;  it  remains  now  to  discuss  the  pecu- 
liarities and  behaviour  of  the  latter  upon  the  nutrient 
media,  and  in  animal  tissues,  or  in  other  words,  their 
relationship  to  disease. 

The  following  table  drawn  up  by  Fliigge  serves  to 
give  an  idea  of  the  mode  in  which  bacteria  might  be 
studied : — 

I.  The  conditions  necessary  to  their  life,  including:  — 
{a)  The  nutrient  materials. 
(6)  The  influence  of  oxygen. 


II. 


w 

,,           ,,         of  temperature. 

w 

of  light. 

(e) 

„           ,,         of  pressure. 

if) 

„           „         of  electricity. 

(g) 

,,           ,,         of  movement. 

The  result  of  the  life  of  the  microbes  as  seen  in : 

W 

The  assimilation. 

(b)  The  tissue  changes. 

(0 

The  growth. 

(d) 

The  multiplication. 

{") 

The  fructification. 

(/)  The  peculiar  products  of  excretion. 

ii) 

The  fermentative  processes. 

(A) 

The  relation  to  disease. 

HH 
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III.  The  winding  up  of  the  life  or  involution. 

The  media. — Numerous  species  of  bacteria  have  a 
characteristic  mode  of  growth.  In  the  first  place  there 
are  certain  micro-organisms  which  liquefy  gelatine,  so 
that  they  may  at  the  outset  be  divided  into  the  gelatine 
liquefying  and  non-liquefying.  The  extent  to  which  lique- 
faction may  occur  may  vary  however. 

In  the  case  of  a  stab  culture  in  gelatine,  the  growth 
may  be  uniform  along  the  track,  or  in  isolated  colonies, 
or  may  branch  out  like  a  pipe  brush  ;  or  the  growth  on 
the  surface  proceeding  more  rapidly,  a  nail-shaped 
growth  results  ;  the  liquefaction  may  be  funnel-shaped 
or  proceed  uniformly  from  the  top ;  in  the  case  of 
Bacterium  Zopfii  a  beautiful  feather  like  growth  is 
assumed.  On  agar  likewise  the  growths  may  be  strik- 
ing ;  thus  anthrax  has  a  most  characteristic  frosted 
appearance  ;  Bacillus  subtilis  rapidly  forms  a  wrinkled 
membrane  ;  the  ray  fungus  assumes  a  scab  like  growth. 
On  the  potato,  the  shining  inconspicuous  growth  of  the 
typhoid  bacillus  is  very  characteristic.  In  broth  some 
micro-organisms  produce  great  turbidity,  and  this  may 
assume  a  diffuse,  flocculent  form,  or  a  sediment  rapidly 
settles  to  the  bottom,  or  a  scum  is  formed  on  the  surface. 
Some  micro-organisms  produce  gas  bubbles  in  the 
nutrient  substance ;  some  cultures  smell  sweet,  others 
foul.  Certain  micro-organisms  grow  with  great  diffi- 
culty upon  certain  media.  Bacterium  Zopfii  assumes 
its  characteristic  feather  like  appearance  upon  gelatine 
but  not  on  agar.  Some  microbes  are  very  sensitive  to 
the  reaction  of  the  medium.  In  the  case  of  Bacillus 
pyocyaneus,  grown  upon  potato,  the  presence  of  am- 
monia vapour  very  rapidly  induces  the  green  coloration. 
Similarly  lactic  acid  favours  the  development  of  the 
coloration  of  the  bacillus  of  blue  milk. 
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In  the  case  of  the-  cromogenic  bacteria,  oxygen  in- 
creases the  coloration,  thus  merely  shaking  a  tube  of 
liquefied  gelatine  of  B.  pyocyaneus  produces  a  deep 
green  coloration ;  similarly  the  phosphorescence  of  the 
phosphorescent  bacteria  is  increased  on  shaking,  and 
the  fluorescence  of  B.  fluorescens  becomes  marked  upon 
the  free  access  of  air.  The  anaerobic  micro-organisms 
thrive  best  in  the  absence  of  oxygen. 

The  most  favourable  temperature  for  growth  ranges 
from  20°  to  40°  C,  At  higher  temperatures  the  properties 
of  most  of  the  organisms  become  altered  ;  thus  anthrax 
at  high  temperatures  (42°)  loses  its  virulence  to  a  re- 
markable extent.  Chauveau  describes  three  degrees  of 
temperature,  "favourable,"  "impeding,"  "suppressive," 
thus  for  B.  anthracis  42°  to  43°  is  impeding,  whilst  47° 
inhibitive. 

Light  appears  unfavourable  for  spore  formation  ;  it  is 
stated  (Koch)  that  direct  sunlight  kills  tubercle  bacilli. 

The  products  of  the  bacteria. — When  the 
bacilli  of  anthrax  and  tuberculosis  were  first  found  in- 
separably connected  with  these  diseases,  and  when  sub- 
sequently a  large  number  of  other  contagious  diseases 
were  proved  to  be  due  to  a  specific  organism,  an  immense 
advance  was  made  in  the  pathology  of  disease  and  in 
preventive  medicine.  Since  these  discoveries, 
numerous  investigators  have  been  at  work  to  find  out 
the  way  in  which  the  bacilli  brought  about  the  disease. 
At  first  it  was  assumed,  as  in  anthrax,  that  the  bacilli 
appropriated  to  themselves  the  oxygen  in  the  blood, 
and  so  starved  out  the  system.  This,  however,  could 
not  explain  the  severe  toxic  symptoms  observed  in 
septicaemia,  and  in  diphtheria,  where  the  contagium 
vivum  appeared  limited  to  one  spot,  and  was  not  to  be 
found  in  the  nerve  tissues,  or  in  the  liver,  heart,  and 
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other  viscera,  although  these  were  profoundly  altered. 
As  is  known,  bad  meat,  fish,  sausages,  pork  pies, 
cheese,  milk,  and  other  articles  of  diet  may  give  rise  to 
violent  symptoms  of  poisoning ;  and  as  early  as  1856 
Panum  had  isolated  from  watery  and  alcoholic  extracts 
of  putrefying  flesh  certain  poisonous  substances.  In 
1868  Schmiedeberg  and  Bergmann  obtained  a  nitro- 
genous body  resembling  the  vegetable  alkaloids,  which 
they  named  sepsine.  Later  Selmi  very  carefully  studied 
the  physiological  action  of  these  alkaloidal  substances, 
to  which  the  name  of  ptomaines  was  given.  Brieger 
worked  most  carefully  at  them,  and  succeeded  in  ob- 
taining some  beautiful  crystallisable  bases  (ptomaines) 
from  a  variety  of  putrefying  nitrogenous  substances,  and 
from  cultures  of  pathogenic  fungi.  It  thus  became  re- 
cognised that  in  the  decompositions  effected  by  bacteria, 
certain  extremely  poisonous  substances  might  be  elab- 
orated from  the  proteid  materials,  and  that  not  only 
might  these  be  manufactured  in  the  culture  tube,  or  in 
the  dead  body,  but  also  in  foul  wounds  where  their 
absorption  produced  toxic  symptoms.  In  the  meantime 
Gautier  (1880)  found  that  similar  toxic  alkaloids  might 
be  formed  as  the  result  of  the  activity  of  the  cells  of 
the  living  organism;  he  termed  them  the  leucomdines. 
Brieger  obtained  putrescine  and  cadaverine  from  cul- 
tures of  the  cholera  bacillus,  typho-toxine  from  the 
typhoid  bacillus  and  tetanine  from  tetanus  ;  he  gave  to 
them  the  name  of  toxines.  It  has,  however,  not  always 
been  possible  to  isolate  a  crystallisable  alkaloid,  even 
When,  as  in  diphtheria,  there  are  all  the  signs  of  the  ab- 
sorption of  a  virulent  poison.  Another  train  of  investi- 
gation led  to  the  explanation  of  this,  and  at  the  same 
time  threw  much  light  upon  the  subject  of  vaccination. 
Wooldridge  by  cultivating  anthrax  bacilli  in  a  solu- 
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tion  of  tissue  fibrinogen,  obtained  a  substance  which 
conferred  immunity  to  an  animal  subsequently  inoculated 
with  anthrax.  Martin  obtained  in  cultures  of  anthrax 
upon  alkali-albumin  an  alkaloid  and  albumoses,  and 
suggested  a  relationship  between  the  two;  thus  the 
albumins  may  first  be  converted  into  albumoses,  tox- 
alhumins  or  -albumoses  in  the  case  of  the  poisonous 
varieties,  and  then  into  the  ptomaines  (compound  of 
ammonias),  or  toxines.  In  anthrax  it  appears  that  the 
alkaloid  is  the  most  poisonous  product,  whilst  the  albu- 
moses are  less  so,  and  it  is  suggested  that  the  latter  may 
in  the  case  of  anthrax  act  as  a  vaccine.  Working  upon 
diphtheria,  Loffler  found  that  a  porcelain  filtrate  of  a 
pure  culture  of  the  diphtheritic  bacillus  gave  rise  to  the 
symptoms  of  diphtheria,  and  with  Roux  and  others  con- 
cluded that  one  of  the  active  principles  of  the  filtrate 
was  a  ferment.  Martin  further  has  recentljj  separated 
from  pure  cultures,  and  from  the  diphtheritic  membrane, 
blood  and  spleen  of  diphtheritic  patients,  albumoses  and 
an  acid,  but  no  alkaloid  ;  these  substances  are  capable  of 
producing  certain  definite  symptoms,  but  the  albumoses 
are  the  most  powerful ;  more  powerful  than  either,  how- 
ever, is  the  ferment.  Thus,  in  diphtheria  it  may  be 
that  the  ferment  splits  the  proteids  into  albumoses  and 
that  one  of  the  end  products  of  these  is  the  acid  and  not 
the  alkaloid  as  in  anthrax. 

In  the  above  we  have  briefly  alluded  to  the  subject  of 
vaccination  and  immunity.  For  hygiene  in  general,  both 
are  of  the  highest  importance,  occupying  as  they  do,  the 
first  place  in  preventive  medicine  ;  unfortunately,  however, 
space  does  not  permit  us  to  enter  upon  a  discussion  of 
tiie  numerous  theories  that  have  been  brought  forward, 
and  we  would  earnestly  counsel  the  student  of  hygiene 
to  seek  for  fuller  information  in  the  writings  of  those 
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who  have  devoted  themselves  to  this  all  important  sub- 
ject. We  know  that  of  a  number  of  individuals  ex- 
posed to  a  contagious  disease,  some  remain  unaffected, 
others  sicken  and  a  few  die.  The  infant  is  more  liable 
to  a  large  number  of  infectious  diseases  than  the  adult. 
The  young  rat  is  susceptible  to  certain  inoculations,  the 
adult  rat  is  refractory.  Some  sheep  readily  become 
affected  by  anthrax,  others  are  immune ;  differences 
even  exist  in  the  case  of  town  and  country  mice.  In 
man  the  proneness  to  become  tuberculous  is  often  he- 
reditary. In  some  animals  tubercle  makes  a  very  slow 
progress,  in  others  a  very  rapid  one ;  sometimes  it  re- 
mains confined  at  other  times  it  spreads.  In  anthrax 
in  man,  the  local  reaction  is  so  limited  that  there  is 
sufficient  time  to  remove  it  before  general  infection 
occurs  ;  in  the  rabbit  very  large  oedematous  tumours 
are  formed  at  the  seat  of  inoculation,  whilst  in  the 
guinea  pig  the  local  reaction  is  not  so  great  and  the 
general  infection  is  more  rapid.  Before  the  bacillus 
can  find  a  footing  the  ground  must  be  prepared  for  it ; 
thus  in  the  case  of  the  diphtheritic  bacillus  it  is  especi- 
ally an  ulcerated  surface  that  is  attacked,  a  surface  in 
other  words  in  which  it  finds,  as  has  been  pointed  out, 
the  proteid  material  which  it  can  act  on  with  its  fer- 
ment. The  above  are  some  of  the  questions  which 
present  themselves  at  the  outset  of  a  discussion  upon 
immunity.  We  seek,  however,  to  produce  immunity 
artifically  by  vaccinatiQfi  and  even  to  check  the  progress 
of  a  contagious  disease  by  an  antidote  or  by  what  has 
been  termed  an  antitoxin.  It  has  been  mentioned  above 
that  the  bacillus  of  anthrax  produces  a  vaccine  and  a 
toxine,  the  former  an  albumose  which  may  be  as  has 
been  suggested  a  less  virulent  form  of  the  latter  ;  it  is 
known  that  the   serum  of  animals  vaccinated  against 
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anthrax  and  hog  cholera  tends  to  confer  immunity  upon 
unvaccinated  animals ;  and  that  a  subcutaneous  inocula- 
tion of  a  certain  specific  disease  may  produce  immunity, 
whilst  an  intravenous  causes  death.  It  is  further  known 
that  attenuated  virus — attenuated  by  heat,  drying,  pro- 
longed keeping,  addition  of  antiseptics,  &c. — confers  a 
certain  degree  of  immunity.  The  remarkable  discovery 
of  Jenner's,  that  inoculation  with  the  mild  cow-pox  pro- 
tects for  a  very  long  time  against  virulent  small-pox, 
has  received  the  strongest  support  by  the  above  more 
recent  observations.  The  specific  virus  at  some  stage 
of  its  existence,  elaborates  something  which  like  cer- 
tain drugs  appears  to  have  a  remarkable  influence  on 
the  cells — a  stimulating  influence  it  has  been  called. 


General  Morphology. 

Micro-organisms  are  simply  divided  into  the  following 
divisions : — 

Micrococcus. 

Bacterium. 

Bacillus. 

Vibrio. 

Spirillum. 

Segmentation  is  transverse.  In  the  micrococci  divi- 
sion may  take  place  in  different  planes.  After  division 
the  elements  usually  separate,  but  they  may  remain 
united  in  threads  as  in  the  case  of  bacilli,  or  in  chains 
as  in  the  streptococci.  In  the  staphylococci,  the  cocci  form 
irregular  groups.  When  division  occurs  in  more  than 
one  direction,  and  the  segments  remain  united,  tetrad 
and  sarcina  forms  result.  Very  often  two  cocci  remain 
united — diplococci.    Large  colonies  may  remain  united 
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by  the  presence  of  a  gelatinous  substance,  the  aggrega- 
tion is  then  termed  a  zooglea;  the  zooglea  may  assume 
a  very  definite  form.  Many  of  the  diplococci  and  sar- 
cinae,  and  some  of  the  bacilli  possess  an  outer  faintly 
staining  envelope ;  they  are  said  to  be  encapsukd.  A 
large  number  of  micro-organisms  are  furnished  with 
flagellis. 

Amongst  the  higher  bacteria,  as  cladothrix,  poly- 
morphism is  common,  coccal,  bacillary,  and  spiral 
forms  being  met  with.  Even  amongst  the  less  highly 
developed  forms  as  anthrax,  bacillus  pyocyaneus,  &c., 
these  are  numerous  "  form  phases  "  ;  and  what  is  most 
interesting  these  phases  appear  greatly  dependent  upon 
surrounding  conditions.  Thus  Bacillus  anthracis  may 
in  serum  be  made  to  assume  a  beautiful  filamentous 
type,  in  the  segments  of  which  spores  form  ;  but  in  the 
blood  and  tissues  it  occurs  only  in  the  segmented  state, 
and  no  spores  are  produced.  The  glanders  bacillus  is 
said  to  differ  in  a  fresh  tumour  and  in  an  old  tumour 
in  winter ;  and  the  addition  of  glycerine  and  sulphate 
of  iron  to  broth  containing  a  culture  of  this  bacillus 
gives  rise  to  clove-shaped  forms.  The  vibrio  of  septi- 
caemia of  Pasteur  is  rod-like  in  the  subcutaneous  tissue, 
but  filamentous  in  the  blood.  Again,  anthrax  in  the 
normal  frog  occurs  in  the  usual  bacillary  form,  but  if 
the  temperature  of  the  animal  is  kept  elevated,  hyphal 
forms  are  obtained.  This  difference  in  form  also  very 
often  implies  a  difference  in  physiological  action. 
Bacillus  pyocyaneus  offers  a  whole  series  of  "form 
phases"  intimately  dependent  upon  minute  changes  in 
the  chemical  composition  of  the  surrounding  medium. 
For  instance,  the  addition  of  o-2o  to  0-25  per  cent,  of 
naphthol,  or  of  0-50  per  cent,  thymol,  gives  rise  to  a 
growth  in  which  the  rods  are  much  larger.     Potassium 
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dichromate  o"io  to  o'i5  per  cent,  causes  the  filaments 
to  become  still  longer  and  degenerate,  or  involution  forms 
appear.  The  addition  of  4  to  5  per  cent,  boracic  acid 
gives  rise  to  filamentous,  comma  and  spirillum-like  forms. 
The  addition  of  creosote  or  of  salicylic  acid  causes  a 
coccus  growth.  Polymorphism  is  extremely  common 
amongst  mifcro-organisms  and  is  dependent  upon  very 
many  causes.  According  to  Billet,  in  the  case  of  clado- 
thrix,  the  motile  spirilla  forms  are  most  abundant  when 
putrefaction  is  present.  When  the  medium  is  becoming 
exhausted,  zooglea  and  involution  forms  make  their 
appearance. 

Spore  formation. — Spore  formation  occurs  in  many  of 
the  bacilli,  and  may  lead  to  changes  in  form  of  the 
segments ;  thus  they  may  become  beaded,  club  or 
dumbell-shaped.  The  spore  is  more  resistant  to  ex- 
ternal influences,  i.e.,  heat ;  it  requires  a  period  of  rest 
before  germination  and  usually  transportation  to  a  fresh 
soil. 
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CHAPTER  VI. 

The  Infective  Processes  in  Man  and  Animals. 

It  is  intended  in  this  section  to  point  out  the  leading 
tissue  changes  in  some  of  the  more  important  specific 
diseases,  but  the  student  is  again  recommended  to  seek 
the  textbooks  devoted  to  the  infective  processes  both  in 
man  and  in  animals,  as  well  as  the  allied  subject  of 
meat  inspection. 

The  active  tissue  changes  of  ths  infective  processes 
are  all  included  under  the  term  inflammation,  and  the 
great  characteristic  feature  of  this  is,  in  the  acute  pro- 
cesses, the  massing  of  leucocytes,  and  in  the  chronic 
the  formation  of  granulation  tissue  consisting  of  pro- 
liferating tissue  corpuscles,  leucocytes,  macrocytes 
(macrophages),  and  giant  cells.  The  phenomenon 
of  leucocytic  massing  has  been  interpreted  differently 
by  various  great  Teachers  and  their  Schools.  Thus 
Virchow  regarded  the  cell  increase  as  a  reaction  to 
a  stimulus ;  Cohnheim  that  the  vsralls  of  the  vessels 
were  damaged  and  so  permitted  the  escape  of  leuco- 
cytes, and  lastly  Metschnikoff  states  that  the  microbe, 
by  the  aid  of  its  toxine,  causes  the  arrival  of  a  large 
number  of  leucocytes  upon  the  battle  field.  For  this 
last  observer  and  for  his  followers,  the  leucocytic  mass- 
ing is  not  passive,  but  depends  upon  direct  attraction 
between  the  leucocyte  and  the  substances  excreted  by 
the  microbes.  This  attractive  power  is  spoken  of  as 
chemotaxis,  and  although  in  the  large  number  of  cases' 
the  chemotaxis  is  attractive  or  positive,  yet  it  seems  as 
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if  in  a  few  cases  there  was  a  repellent  action,  so  that  no 
leucocytes  appear  at  the  focus  of  inoculation.  It  is 
argued  by  Metschnikoif  that  the  migratory  cells — leuco- 
cytes and  macrocytes,  are  phagocytic,  that  they  take  up 
and  digest  the  microbes. 

Diphtheria. — In  diphtheria  the  virus  rapidly  leads 
to  the  formation  of  a  tenacious  or  stiffened  mass  of  dead 
tissue,  which  can  often  be  peeled  off  in  the  form  of  a 
distinct  membrane.**  The  necrotic  mass  consists  both 
of  the  coagulated  tissue  elements  and  of  the  coagulated 
exudation  from  the  vessels.  The  fibrin  may  be  in  the 
form  of  a  network,  or  with  the  corpuscles  be  reduced  to 
a  firm  granular  mass.  Coagulation  necrosis  has  been 
applied  to  the  process.  The  microbe  is  Loffler's  bacil- 
lus, and  is  found  beneath  the  membrane,  numerous 
non-specific  bacterise  being  encountered  in  the  necrotic 
tissue.  The  bacillus  may  be  stained  with  Loffler's  blue 
and  the  tissues  decolorised  with  a  half  per  cent,  solu- 
tion of  acetic  acid.  According  to  Roux  and  Yersin  it 
suffices  to  obtain  cultures,  to  transfer  a  piece  of  the 
membrane  on  to  solid  serum  by  means  of  a  minute 
spatula  ;  the  tubes  are  incubated  at  33°  C.  to  35°  C, 
minute  colonies  rapidly  begin  to  appear  and  enlarge ; 
it  is  said  that  the  colonies  of  the  diphtheritic  bacillus 
are  the  only  ones  which  appear  within  the  first  twenty 
hours. 

Pneumonia. — The  reaction  in  the  lung  as  seen  in 
man  consists  of  an  intense  inflammation,  characterised 
by  the  presence  of  enormous  numbers  of  leucocytes  and 
of  much  coagulated  fibrinous  material.  The  alveoli  are 
distended  by  the  exudations  and  the  lung  is  solid  and 
engorged. 

*  As  previously  mentioned  the  surface  often  appears  ulcerated, 
prior  to  infection. 
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FrdnkeVs  micrococcus  or  bacillus  appears  to  be  the  most 
constant  excitant.  It  is  a  diplococcus,  or  perhaps  ba- 
cillus, for  the  segments  are  slightly  elongated  and  lance 
shaped ;  a  capsule  may  be  demonstrated.  They  may 
be  stained  with  alkaline  methylene  blue,  or  by  Gram's 
method.  The  growth  on  nutrient  media  is  feeble,  and 
difficult  to  keep  alive ;  inoculated  into  rabbits,  when 
virulent,  it  produces  septicaemia. 

Frankel's  diplococcus  resembles  Friedlander's  diplo- 
coccus which  is  also  found  in  the  lungs,  but  the  latter 
grows  much  more  rapidly,  forming  in  stab  cultures, 
nail-shaped  growths.     Rabbits  are  refractory  to  it. 

Pleuro-pneumonia. — This  is  peculiar  to  the  bovine 
species,  and  one  attack  is  said  to  confer  immunity.  A 
specific  organism  appears  not  to  have  been  isolated. 
The  tissue  changes  in  the  lung  consist  of  a  very  pro- 
nounced interstitial  and  sometimes  of  an  intra-alveolar 
(as  in  man  in  pneumonia)  inflammation,  marked  by  the 
presence  of  much  leucocytes  and  fibrin  ;  the  pleura  is 
the  seat  of  an  acute  fibrinous  inflammation  ;  the  lung  is 
solidified  and  greatly  enlarged. 

Typhoid. — The  virus  of  this  intestinal  disease  is  the 
bacillus  of  Eberth.  It  grows  upon  gelatine  in  the  form 
of  very  flattened  and  shining  colonies ;  it  does  not 
liquefy  the  gelatine ;  on  potato  it  produces  a  very 
characteristic  growth,  rapid  in  its  development,  but 
scarcely  to  be  detected  were  it  not  for  the  glairy  wet- 
like reflection  it  gives  the  surface  of  the  potato.  The 
rods  are  short,  but  on  cultivation  threads  may  be 
formed.  A  spore  is  formed  at  the  end  of  a  rod,  and 
minute  flagellae  may  be  demonstrated  with  suitable 
staining  ;  the  bacilli  are  motile.  They  may  be  stained 
with  alkaline  methylene  blue  or  with  gentian  violet,  but 
thjy  are  decolorised  by  Gram's  method.     They  may  be 
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separated  from  the  stools  by  plate  cultures,  and  reliance 
placed  upon  potato  growths  for  their  identification. 
The  bacilli  are  not  easy  to  stain  in  sections,  they  occur 
in  characteristic  little  clumps,  both  in  Peyer's  patches 
and  in  the  spleen. 

As  definite  changes  do  not  appear  to  regularly  follow 
the  inoculation  of  the  typhoid  bacillus  in  animals,  it  can 
readily  be  understood  that  the  identification  of  Eberth's 
bacillus  is  no  easy  matter  when  taken  either  from  de- 
jecta or  from  water,  and  much  has  already  been  written 
concerning  its  close  resemblance  or  even  identity  with 
the  Bacillus  coli  communis,  one  of  the  common  para- 
sites of  the  intestine. 

Cholera. — The  microbe  of  this  disease  is  the  comma 
bacillus  of  Koch.  It  may  be  found  in  the  form  of  short 
curved  rods,  or  in  the  larger  spirillum  form  ;  there  is  in 
fact  considerable  variation  in  the  size  of  the  segments  ; 
the  spirillum  is  the  more  motile  form,  and  it  is  due  to  the 
presence  of  the  active  movements,  so  that  it  is  better  to 
study  the  organism  in  the  living  state  in  drop  cultures. 
On  gelatine,  a  thread-like  growth  follows  in  the  track 
of  the  needle  in  stab  cultures  ;  liquefaction  slowly  com- 
mences at  the  top  and  a  round-headed  nail-like  growth 
results.  The  organism  also  grows  upon  agar  and  po- 
tato. The  bacillus  is  most  abundant  in  the  intestine  in 
the  early  stages  ;  later  when  ulceration  and  gangrene  is 
set  up  all  kinds  of  micro-organisms  are  found.  A  flake 
of  mucus  from  the  "  gruel  water  "  stools  may  be  shaken 
up  with  gelatine  and  plate  cultivations  made  ;  the  colo- 
nies are  then  idsntified  and  isolated.  The  bacilli  may 
be  stained  with  alkaline  methylene  blue. 

Feeding  experiments  on  animals  do  not  always  give 
definite  results,  for  in  the  case  of  the  cholera  bacillus, 
as  indeed  in  the  case  of  other   microbes,  the   gastric 
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juice  acts  as  a  bactericide.  It  has  been  found,  how- 
ever, that  although  the  comma  bacillus  is  aerobic,  it 
can  be  accustomed  to  an  anaerobic  existence  and  that 
then  the  virulence  is  increased.  The  anaerobic  con- 
ditions are  met  with  in  the  intestine,  the  aerobic  when 
the  dejecta  have  passed  out.  Several  methods  of  pro- 
tective inoculation  have  been  devised  ;  Haftkine  attenu- 
ates the  virus  by  cultivating  it  in  a  slow  current  of 
moist  air ;  when  this  is  injected  under  the  skin  of  a 
guinea  pig  it  produces  a  local  tumour,  when  this  has 
subsided  it  is  found  that  the  animal  reacts  less  to  the 
injection,  and  that  after  two  or  three  injections  it  is 
immune ;  similarly  injected  into  the  human  subject 
it  produces  a  local  oedema.  The  same  worker,  by 
gradually  accustoming  the  bacillus  to  grow  upon  rab- 
bits' serum,  serum  that  is,  which  is  inimical  to  this 
bacillus,  obtains  a  culture  which  produces  choleraic 
symptoms  and  death  in  the  rabbit,  when  before  this 
was  impossible.  He  also  increases  the  virulence  of  the 
microbe  by  passing  it  through  a  series  of  guinea  pigs.- 
Klemperer  attenuates  by  heat  at  70°  C.  for  two  hours, 
or  by  passing  an  electric  current  through  growths.  By 
interfering  with  the  natural  secretions  of  the  stomach 
by  the  administration  of  alcohol,  or  of  soda  and  opium, 
infection  by  the  mouth  has  been  produced. 

Chicken  cholera. — The  microbe  is  a  very  short 
rod  and  when  inoculated  into  the  fowl  produces  drowsi- 
ness, great  weakness,  and  finally  death ;  there  may  be 
diarrhoea.  Guinea  pigs  are  refractory,  only  developing 
a  local  reaction. 

Pig  cholera  or  typhoid,  swine  erysipelas, 
Rouget  du  Pore. — The  microbe  is  a  small  bacillus 
similar  to  mouse  septicaemia.  House  mice  and  pigeons 
are  very  susceptible,  guinea   pigs   and  fowls   are   very 
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refractory.  Pasteur  found  that  the  virus  was  increas- 
ed by  passing  through  pigeons  and  lessened  by  passing 
through  rabbits  ;  the  virus  obtained  from  the  latter  he 
employed  to  produce  immunity  in  young  pigs. 

Glanders. — The  bacillus  is  very  difScult  to  stain  in 
sections  ;  soaking  for  24  hours  in  alkaline  methylene 
blue  being  necessary.  On  potato  the  growth  has  a 
yellowish  brown  appearance  but  appears  white  in  the 
other  media.  Guinea  pigs,  horses,  asses  and  maa  are 
susceptible ;  in  the  rabbit  there  is  a  local  lesion,  but 
the  virus  fails  usually  to  generalise. 

Anthrax. — We  have  already  mentioned  the  pleo- 
morphism  of  the  bacillus.  Stroke  cultures  on  gela- 
tine show  characteristic  small  colonies  with  undulating 
margins  (medusa  heads)  and  of  a  frosted  appearance 
when  viewed  by  transmitted  light.  Stab  cultures  have 
a  pipe  brush  appearance  and  there  is  not  much  lique- 
faction of  the  gelatine.  Adult  dogs,  white  rats,  Algerian 
sheep  and  frogs  are  immune.  For  staining,  &c.,  see 
Chap.  III. 

Tuberculosis. — This  occurs  as  a  miliary  lesion,  or 
locally.  Infection  occurs  through  the  lungs  by  the 
alimentary  tract  and  by  external  wounds.  The  tissues 
which  are  often  attacked  are  the  lungs,  intestines, 
tongue,  the  bones  and  joints,  epididymis,  lymphatic 
glands  and  serous  surfaces.  The  lesion  consists  of  a 
typical  granuloma,  giant  cells,  macrocytes  (epithelioid 
cells)  proliferating  endothelial  and  connective  tissue 
cells,  leucocytes,  &c. 

Central  necrosis  of  the  granuloma  is  usual  and  re- 
sults in  the  formation  of  the  very  characteristic  caseous 
material.  The  bacilli  may  be  found  at  the  spreading 
edge  of  the  caseation,  free  or  in  the  macrocytes  or 
giant  cells ;   it  is  usually  difficult  to  demonstrate  any- 
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usually  in  the  form  of  clubs,  whilst  the  centre  consists 
of  delicate  hyphse ;  spores  are  formed.  When  one  of 
the  sulphur  yellow  specks  mentioned  above  is  crushed 
under  a  cover-slip  and  examined,  its  fungus  nature  is 
readily  seen.  It  may  readily  be  stained  by  the  method 
of  Gram,  fuchsine  or  by  the  blues.  The  tissue  reaction 
is  a  granuloma  closely  resembling  that  seen  in  tubercle. 
It  may  be  mentioned  that  the  colour  of  the  fungus  may 
vary  from  yellow  to  black,  or  be  in  the  young  stage 
nearly  colourless. 

Inoculation  on  agar,  gelatine  or  glycerine  agar,  or 
broth,  may  readily  be  performed,  provided  that  the 
fungus  be  thoroughly  broken  up  with  the  sterilised 
spatula.  The  growth  on  the  solid  media  is  charac- 
terised by  a  scab  or  crater-like  appearance. 
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Acarus  farinae,  307 

Acidimetry,  162,  163 

Actinomycosis,  361-362 

Aerated  waters,  422-423 

A?ar,  437-438 

Air,  composition  of,  177  ;  country 
air,  178  ;  town  air,  178  ;  ex- 
amination of,  179-241  ;  carbon 
and   compounds   of   carbon   in, 

179,  192-203,  210-218 ;  sulphur 
and  compounds   of  sulphur  in, 

180,  217-218;  chlorine  and  com- 
pounds of  chlorine  in,  180,  218; 
compounds  of  nitrogen  in,  180, 
209-210,  218;  organic  matter, 
180,  204-208 ;  metallic  fumes, 
180 ;  eudiometric  examination 
of,  181-186;  collection  of  sam- 
ples, 187-igi  ;  ozone,  219-221  ; 
ozonometry,  221 ;  aqueous  va- 
pour, 221-223,  240-241  ;  sus- 
pended matter,  224-230 ;  marsh 
air,  231  ;  sewer  air,  232  ;  air 
over  burial  grounds,  232  ;  air  of 
mines,  233  ;  air  during  fogs, 
233 ;  ground  air,  233-235 ;  scheme 
for  detecting  large  quantities  of 
gases,  236-239;  Glaisher's  tables 
for  estimating  vapour,  240-241  ; 
bacteriological  examination  of, 
457-460 


Albuminoid  ammonia,  vide  Wank- 

lyn's  process, 
Alcohol,  367-372 ;  proof  spirit,  368 ; 

beer,  369-370  ;    finings,  369-370  ; 

spirits,  370  ;  wine,  371-372 
Alkalinity,  33 
Alkalimetry,  161-163 
Allowable  respiratory  impurity,  201, 

203 
Aluminium  for  tinning  foods,  400 
Alum  in  bread,  319-324 
Ambient     micro-organisms,     433- 

434.  443.  457 
Ammonia  in  water,  vide  Wanklyn's 

process;  in  air,  209-210;  in  coal 

gas,  251-252 
Anaerobic    micro-organisms,   462- 

464 
Analytical  form  for  coarse  analysis 

of  a  mineral  residue,  156-160 
Angus  Smith's  household  test  fo 

purity  of  air,  202-203 
Annatto,  268,  288,  300,  402-403 
Anthrax,  347,  348,  349,  479 
Antiseptics  employed  in  provisions, 

398;  for  bacteriological  research, 

425-426 
Antitoxin,  470 

Apparatus  required  for  water  an- 
alysis, 2-12  ;    for  milk  analysis, 

267 
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Aqueous  vapour,  221-223,  240-241 

Arrowroot,  325,  333 

Arsenic,  in  water,  98  ;    in  air,  180  ; 

in  food,   399,  409-410  ;    in  wall 

papers,  &c.,  410-413 
Aspirator,  the,  206 
Atmosphere  {vide  Air) 
Atomic  weights,  15,  163 
Attenuated  virus,  471,  478 


Bacillus  of  anthrax,  466,  467,  470, 
472,  479 ;  of  chicken  cholera, 
478  ;  of  cholera,  477-478  ;  of 
diphtheria,  470, 475 ;  fluorescens, 
467  ;  of  glanders,  472,  479  ;  of 
pig  cholera,  478-479  ;  of  pneu- 
monia, 475-476  ;  pyocyaneus, 
466,  467,  472 ;  of  septicaemia, 
472  ;  subtilis,  466 ;  of  tubercu- 
losis, 479-481 ;  of  typhoid,  466, 
476.477 

Bacteria,  mode  of  studying,  465- 
466  ;  mode  of  growth,  466  ; 
products  of,  467 

Bacteriological  examination  of  air, 
457-460 ;  water,  460-461 ;  soil, 
171,  461-462 

Bacterium  Zopfii,  466 

Baking  powders,  315 

Barley-meal,  328,  332,  337-388 

Bean-meal,  327,  334 

Beef,  measley,  357 

Beer,  369-370 

Beggiotoa  alba,  107 

Biology,  general,  465-473 

Biondi's  counter-stain,  454 

Boiling  for  sterilisation,  427-428 

Boiling  flasks,  cleansing  of,  53 


Bread,  315-324;  composition,  315; 
analysis,  316-317;  adulteration, 
317-318;  microscopical  examina- 
tion, 318;  alum  in,  319-324 

Bumping,  during  boiling,  52 

Bunsen  burner,  2 

Bunt,  309 

Burette,  graduated,  7,  53,  90 

Burial  grounds,  air  over,  232 

Butter,  289-300 ;  composition  of, 
289-290 ;  oleo-margarine,  289  ; 
analysis,  290-299;  microscopical 
examination  of,  299  ;  adultera- 
tion, 300 


Calandra  granaria,  306 
Calcareous  soil,  172 
Calcium  salts,  in  water,  104-105 
Carbol-fuschine  stain,  453 
Carbonic  acid,  in  air,  179,  192-193  ; 

estimation  of,  193-203  ;    in  coal 

gas,  258 
Carbon  bisulphide,  in  air,  218 
Carbonic  oxide,  in   air,   179,   211- 

217  ;  in  coal  gas,  245,  258 
Carmine  and  picro-carmine  stain, 

454 
Cereals,  composition  of,  310-311 
Chamberland's  filter,  431-432 
Cheese,  301-304;  parasites  in,  302- 

304 ;    tyrotoxicon    in,   304-305  ; 

poisoning  from,  468-469 
Chemical  balances,  2 
Chemotaxis,  474 
Chicken  cholera,  478 
Chicory,  380-382 
Chlorine,  in  water,  83-90  ;    in  air, 

180 
Chocolate,  384 
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Cholera,  477-478 

Clark's  process  for  softening  water, 
128 

scale  of  hardness,  125 

Clay  soil,  172 

Clearing  tissue  sections,  agents 
for,  452 

Coal  gas,  in  water,  32 ;  purifica- 
tion of,  242  ;  composition  of, 
243-244;  gaseous  compounds  of 
sulphur  in,  246-251  ;  ammonia 
in,  251-252  ;  illuminating  power, 
252-256 ;  pressure  gauging,  256- 
258  ;  carbonic  acid  and  carbonic 
oxide  in,  258:  tar  in,  258-259 

Cocoa,  383-384 

Coffee,  379383 

Cohn's  nutrient  fluid,  441 

Colorimetric  analysis,  39 

Colostrum,  268 

Colouring  agents  in  sweets,  &c., 
400-405 

Condy's  fluid,  57 

Confectionaries,  colouring  agents 
in,  400-405 

Contamination  in  bacteriological 
research,  433 

Copper,  in  water,  92,  97,  100,  loi- 
103  ;  in  tinned  provisions,  399- 
400  ;  in  other  food,  404-405 

Copper  zinc  process  for  estimating 
nitrates  and  nitrites  in  water, 
78.82 

Corn,  306-311  ;  parasites  in,  306- 
310 

Cornflour,  326 

Counter  stains,  454-455 

Cover-slip  preparations,  451,  454- 

455 
Cows'  milk,  260-288 


Cream,  260 

Culture  flasks,  441-443 

Cultivation     of    micro-organisms, 

444.448 
Cumulative  poisons  in  water,  92 
Cromogenic  bacteria,  467 
Cysticercus  cellulosse,  355-356  ;  C. 

bovis,  357 


Dangerous  water,  sample  of,  147 
Decinormal  solutions,  161 
Decolourising    agents,    for    tissue 

examination,  452 
Deep  well  water  from  chalk,  sample 

of,  153 

Degree  of  hardness  (Clark),  125 

Dehydration  of  tissues,  452 

Desiccator,  the,  12 

Diphtheria,  475 

Diplococci,  471 

Direct  action  of  flame  for  sterilisa- 
tion, 426 

Distilled  water,  ammonia.free,  42 

Distilling  apparatus,  6 

Distoma  hepaticum,  362 

Distribution  of  gelatine,  436.437 

Drop  cultures,  447.448 

Drugs,  Sale  of  Food  and  Drugs 
Act,  413-417 ;  the  Amended  Act, 
417  ^rg;  analysis  of,  423-424 

Du  Chaumont's  method  of  estimat- 
ing organic  matter  in  water,  58, 
60 

Dumas'  process  for  estimating 
oxygen  in  air,  186 


Ear-coccle,  307 
Eberth's  bacillus,  476-477 
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Effluents,  sewage,  go 

Eggs,  366  ;   as  nutrient  media,  440 

Ehrlich's  solution  of  gentian  violet, 
452 

Embedding  tissues,  agents  for,  452 

Encapsuled  micro-organisms,  472 

Eosine,  454 

Ergot,  308 

Esmarch's  method  for  bacterio- 
logical examination  of  air,  461 

Eudiometer,  the,  181 

Eudiometric  examination  of  air, 
183-186 

Expired  air,  177 


Fehling's  solution,  377-378 

Ferments  from  micro-organisms, 
469 

Filtration  for  sterilisation,  431-432 

Finings,  369-370 

Fish,  362-363 

Fixing,  and  hardening  tissues,  451- 
452 

Flagells,  472 

Flour,  wheat,  311-314 

Fog,  air  during,  233 

Food  and  Drugs  Acts,  413-419 

Forchammef's  process,  in  water 
analysis,  58,  59,  60 

Frankel's  bacillus,  476 

Frankland's  apparatus  for.  air  ex- 
amination, 459 

process  in  water  examination, 

36,  67-71 

Free  ammonia,  vide  Wanklyn's 
method 


Garden  vegetable  mould,  173  


Garrett's  test  for  lead,  in  water,  96 
Gas  burette,  Hempel's,  183-184 
Gas  meter,  experimental,  247-248 
Gases  in  water,  139-141 
Gelatine    as  a  nutrient   medium, 

435-437 
liquefying  and  non-liquefying 

organisms,  466 
Ginger  beer,  423 

Glaisher's  tables,  two  of,  240,  241 
Glanders,  479 
Gluten-crude,  312-313 
Glycerine,  test  for  in  milk,  288 ;  in 

nutrient  media,  438 
Graham's  condenser,  6 
Gram's  iodine,  452 
method  of  tissue  decolourisa- 

tion  after  staining,  453 
Griess'  test  for  nitrites  in  water, 

76-78 
Ground  air,  233-235 


Haffkine's  anti-cholera  inoculation, 
478 

Hardening  agents  for  tissues,  451- 
452 

Hardness  of  water,  118-129;  source 
and  significance,  118-121;  total 
hardness,  iig,  121-125,  129  ; 
temporary,  120,  125-127  ;  per- 
manent, 120,  125-127  ;  magne- 
sium hardness,  127-128 

Hempel's  gas  burette,  183-184 

Hesse's  apparatus  for  bacterio- 
logical examination  of  air,  459 

collecting     suspended 

matter  of  air,  226-227 

ground  air,  234 
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Horseflesh,"363.364;  Act  to  regu- 
late sale  of,  420-422 

Hot  air  for  sterilisation,  426-427 

chamber,  427 

Houzeau's  test  for  ozone,  221 

Hydrochloric  acid,  in  water,  83-90; 
in  air,  21S 

Ignition  of  solid  residue,  113-117 

Immunity,  469-471 

Incubators,  445-447 

Indicators,  86,  87 ;  methyl-orange, 

162,  201 
Infective    processes    in    man   and 

animals,  474,  482 
Inhalation,  inoculation  by,  448 
Inoculation  of  animals,  448-449 

of  nutrient  media,  444-445 

Intravenous  inoculation,  448 
Iron,  in  water,  30,  31,  92,  95,  100, 

101-103 

Kcettstorfer's  test  for  butter   fat, 

294-295 
Koch's  comma  bacillus,  477-478 

steam  steriliser,  428-429 

weak  alkaline  methylene  blue 

stain,  453 
Koumiss,  261 
Kiihne's  coagulated  silicate  of  soda, 

440 

Laboratory,  fitting  up  of,  1-13 

Lactometer,  273 

Lactoscope,  279 

Lead,  in  water,  91-92,  95-97>  9^ 

100,    101-103 

food,  399.  413 


in   air,    180 ;    in 


Lemonade,  423 

Lentil  flour,  327 

Leucomaines,  468 

Liebig's  condenser,  6 

Lime  in  water,  104-105 

Liquoscope,  the,  298-299 

Lithia  water,  422 

Loeffler's  staining  solution,  453 

Logwood,  test  for,  402 

Lolium  temulentum,  314 

Luminous  bacteria,  437 


Magnesium,  salts  in  water,  105- 
106 ;  hardness  due  to,  127-128 

Maize,  334,  339 

Manures,  174-175 

Margarine  Act,  419-420 

Marsh  air,  231 

gas,  210 

Marsh's  test  for  arsenic,  411-412 

Measley  beef,  357 

pork,  355-356 

Measuring  flasks,  9 

Meat,  examination  of,  341-366 ; 
characters  of  good  and  bad 
meat,  343-347;  offal,  347-349; 
condemnation  of  meat,  349-353  ; 
tubercular  meat,  347,  349-352; 
parasites  in,  354-362 ;  poultry 
and  fish,  362-363 ;  horseflesh, 
363-364 ;  sausages,  pork  pies, 
&c.,  364-366,  468-469;  eggs, 
366  ;  poisoning,  468-469 

Melting  point  of  butter  fat,  297- 
298 

Metals,  poisonous,  in  water,  91- 
103 

Methods  employed  in  bacteriologi- 
cal research,  425-482 


488 


LABORATORY    WORK. 


Methylene  blue  stain,  453 
Methyl-orange  indicator,  162,  201 
Metrical   system  of  weights   and 

measures,  14-15 
Meyer's  albumin,  452,  455 
Micro-organisms,  divisions  of,  471 
Milk,    260-288 ;      composition    of, 
260-264 ;  of  diseased  cows,  265- 
266 ;    analysis,    267-279 ;    adul- 
teration,    282-288 ;      poisoning, 
468-469 
Mineral  waters,  141-142 
Mines,  air  of,  233 
Miniature  gallon,  the,  ig 
Moisture,  in  air,  221-223,  240-241 ; 

in  soil,  167-171 
Morphology,  general,  465-473 
Mounting  agents  for  tissues,  452 
Mustard,  374-375 


Nessler's  reagent,  41,  54-55 

glasses,  40 

Nesslerisation,  44-47,  51 

Nitrates  in  water,  72-82,  163-165 

Nitrites  in  water,  72-82 

Nitrogen,  oxidised  in  water,  72-82, 
163-165  ;  compounds  of  in  air, 
180,  218 

Normal  solutions,  161 

Nutrient  media,  434-443  ;  pepton- 
ised  broth,  435  ;  gelatine,  435- 
437 ;  agar,  437-438 ;  potatoes, 
438  -  439  ;  serum,  439  -  440  ; 
Kiihne's  coagulated  silicate  of 
soda,  440 ;  Cohn's  fluid,  441 


Oatmeal,  325,  335,  339 

Offal,  examination  of,  347-349 


Oidium  abortifaciens,  308 

Oleo-margarine,  289 

Opinion  on  a  water  analysis,  142- 

145 
Organic  ammonia,  vide  Wanklyn's 
process 

carbon    and    nitrogen,   vide 

Frankland's  process 

matter  in   water,   34-38 ;    in 

air,  180,  190-igi,  204-208 

Orth's  carmine  stain,  454 

Oxidisable  organic  matter  in  water, 
36,  56  66 

Oxidised,  nitrogen  in  water,  72-82 

Oxygen  absorbed  by  organic  mat- 
ter in  water,  56-66 

estimation  of  by  eudiometry, 

183-186 ;  by  Dumas's  process, 
186 

Ozone,  219-221 

Ozonometry,  221 


Parasites,  of  cheese ;  302-304 ;  of 
corn,  306-310;  of  meat,  354-362 

Pasteur's  flask  for  storing  nutrient 
media,  443 

Pavey's  solution,  378 

Pea  meal,  327,  333-334 

Peaty  acids,  171 

Peaty  soil,  173 

water,  150 

Penicillium  glaucum,  318 

Pepper,  375-376 

Peptonised  broth,  435 

Petri  apparatus,  for  air  examina- 
tion, 459 

dish,  457-458 

Pettenkofer's  estimation  of  car- 
bonic acid  in  air,  193-202 
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Phenol-sulphuric  acid  method  for 
nitrates  in  water,  163-165 

Phosphates  in  water,  108-iog 

Phosphorus,  fumes  in  air,  180  ;  in 
food,  406-408 

Photometer,  the,  253 

Picric  acid,  454 

Pig-cholera,  478-479 

Pipettes  for  storing  nutrient  media, 
443 

Platinum   needle   for  inoculating, 

444 

Pleuro-pneumonia,  476 

Polymorphism  in  micro-organisms, 
473 

Porcelain  filter  for  sterilisation, 
432 

Pork  pies,  &c.,  364-366 

measly,  355-356 

Post-mortem  examination  of  in- 
oculated animals,  449-450 

Potass  water,  422 

Potato  flour,  328,  332-333 

Potato  cultures,  438-439,  448 

Pouchet's  aeroscope,  225-226 

Poultry,  362 

Preserved  provisions,  395-400 

Previous    sewage    contamination, 

74-75 
Proof-spirit,  368 
Provisions,  tinned,  395-400 
Prussia  acid  in  food,  408409 
Psorospermia,  360 
Ptomaines,  265,  468 
Puccinia  graminis,  310 
Pure  water,  146 


Quantitative  expressions   used  in 
water  analysis,  18-19 


Rain  water,  149 

Ray-fungus,  466,  481-482 

Reagents  required  for  water  ana- 
lysis, 12-13  ;  tnilk  analysis,  267 

Reichert's  process  for  butter  ana- 
lysis, 295-297 

Reinsch's  test  for  arsenic,  98 

Report,  water,  17-20 

Residue,  solid,  of  water,  110-117 

Respired  air,  177 

Rice,  328,  335,  339-340 

River  water,  151-152 

Rust,  92 

Rye-meal,  327,  332,  33^-339 


Sago,  326,  335 

Sahli's  stain,  453 

Sale  of  Food  and  Drugs  Acts,  413- 

419 
Saline    ammonia,  vide  Wanklyn's 

method 
Sausages,  364-366,  468-469 
Scheme  for  quick  analysis  of  water, 

155-156 

detecting  large  quanti- 
ties of  gases  in  air,  236-239 

Schultze's  method  of  soil  analysis, 
168-170 

Sea-water,  85,   153-154 ;    bacteria, 

437 
Section  cutting  and  staining,  455- 

456 
Sedgwick's  apparatus,  459-460 
Sediments  in  water,  33,  130-138 
Seidlitz  powder,  423-424 
Seltzer-water,  422-423 
Semi-normal  solutions,  161 
Sepsine,  468 
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Serum  as  a  nutrient  medium,  439 
Sewage,  154  ;  effluents,  go;  micro- 
scopical evidence   of,  in   water, 

134.  138 

Sewage  fungus,  107 

Sewer  air,  232 

Silica  in  water,  106 

Siphon-flasks  for  nutrient  media, 
441-442 

Smut,  in  wheat,  309 

Soap,  test  for  hardness,  121-129 

Soda-water,  422 

Soil,  chemical  examination  and 
analsisof,  166-175;  bacteriologi- 
cal examination,  461-462 

Softness,  classification  of  water  as 
to,  129 

Solid  residue  of  water,  110-117 

Solubilities,  table  of,  16 

Specific  gravity,  test  for  butter-fat, 
292-294 

Spectroscopic  examination  for  car- 
bonic oxide  in  air,  213-214 

Spirits,  370 

Spore  formation  of  micro-organ- 
isms, 473 

Spring  water  from  chalk,  151 

Stab  cultures,  445 

Staining  for  micro-organisms,  451- 

454 
Staphylococci,  471 
Starch  granules,  characters  of,  329- 

336 
Sterilisation,  425-433  ;  direct  action 

of  flame,  426  ;   hot  air,  426-427  ; 

boiling,    427-429 ;     steam,  429- 

431  ;  filtration,  431-432 
Storage  of  nutrient  media,  441-443 
Streak  cultures,  445 
Streptococci,  471 


Stroschein's  syringe,  449 

Subcutaneous  inoculation,  448 

Subsoil,  168 

Successive  sterilisation,  429 

Sugar,  377-378 

Sulphates  in  water,  107-108 

Sulphurous  acid,  in   air,   180,  217- 

218  ;  in  coal  gas,  246-251 
Sulphuretted   hydrogen,   in  water, 

32  ;  in  air,  217-218  ;  in  coal  gas, 

246 
Suspended  matter  in  air,  224-230 
Suspicious  water,  148 
Sweets,  colouring  agents  in,  400- 

405 
Syringes  for  inoculation,  449 


Tapioca,  326,  336 

Tar  in  coal  gas,  259 

Tea,  387-394 

Thermometer  scales,  15 

Tidy's  process  in  water  analysis, 

58,  61-66 
Tinned  provisions,  395-400 
Tin,  in  food,  399 
Total  combined  nitrogen,  71 
Total    solids    in    water,    110-117; 

volatile    and    non-volatile,    113- 

117 
Tox-albumins,  or  albumoses,  469 
Toxines,  468-469 
Trichina  spiralis,  357-360 
Titration,  39,  44 
Tubercular    meat,    347,     349-352, 

480-481 
Tuberculosis,  470,  479-480 
Tucker's  apparatus  for  air  examina- 
tion, 459-460 
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Two  foot  tube,  11,  29 
Typhoid,  467-477 
Tyrotoxicon,  304-305 


Upland  surface  water,  150 
Uredo  foetida,  309 
segetum,  309 


Vaccination,  468-471 

Vapour     aqueous,     vide     aqueous 

vapour, 
Vessels  for  storing  nutrient  media, 

441-443 
Vibrio  tritici,  307 
Vinegar,  372-374 
Vogel's    test   for   carbonic   oxide, 

212-215 
Volatile  solids  in  water,  113-117 


Wanklyn,  Chapman  and  Hall  pro- 
cess, 37,  39-55,  57 

Water  analysis,  opinion  on,  26,  28, 
29,  38,  142-145  ;  the  physical 
characters,  29-33  !  organic  mat- 
ter, 34-38  ;  Wanklyn,  Chapman 
and  Hall  process.  37,  39-55 ; 
oxidisable  organic  matter,  56-66; 
Frankland's  process,  67-71  ;  oxi- 
dised nitrogen,  72-82 ;  chlorine, 
83-go;  poisonous  metals,  91-103; 
non-poisonous  metals,   104-106 


Water  analysis  (continued). 

sulphates,  107-108 ;  phosphates, 
10S-109;  solid  residue,  110-117  • 
hardness,  118- 129;  water  sedi- 
ments,  130-138;  gases  in,  139- 
141 ;  water  samples,  146-154  ; 
schemes  for  water  analysis,  155- 
156 ;  bacteriological  examina- 
tion, 460-461 

Water-bath,  lo-ii 

oven,  II 

report,  17-20 

samples,  collection  of,  21-24  ■ 

label  recommended,  26-27,  146- 

154 

standards,  143 

Weevil,  306 

Well-water,  deep  from  chalk,  153 

Weighing,  operation  of,  2-5 

Wet  and  dry  bulb  thermometers, 
222 

Wheat-flour,  composition  of,  311 ; 
analysis,  311-313  ;  adulteration, 
313-314;  microscopical  charac- 
ters, 331-332,  336-337 

Wheat-mite,  307 

Winchester  quart-bottle,  23 

Wine,  371-372 

Wynter  Blyth's  tube  for  sediments 
131 


Zinc  in  water,  92,  97,  100,  101-103 
Zooglea,  472 


No.  8  September,  igoo 

A  Classified  Catalogue  of 
Books  on  Medicine  and  the 
Collateral  Sciences,  Phar- 
macy, Dentistry,  Chemistry, 
Hygiene,    Microscopy,    Etc. 


^ 


P.  Blakiston's  Son  &  Company,  Pub- 
lishers of  Medical  and  Scientific  Books, 
IOI2    Walnut    Street,    Philadelphia 


SUBJECT    INDEX. 


Special  Catalogues  of  Books  on  Pharmacy,  Dentistry, 
Chemistry,  Hygiene,  and  Nursing  will  be  sent  free  upon 
application.  All  inquiries  regarding  prices,  dates  of  edition, 
terms,  etc.,  will  receive  prompt  attention. 


SUBJECT  PAGE 

Alimentary  Canal(seeSurgeiy)  19 

Anatomy 3 

Anesthetics 14 

Autopsies  (see  Pathology) 16 

Bacteriology  (see  Pathology)  .  16 

Bandaging  (see  Surgery) 19 

Blood,  Examination  of 16 

Brain  4 

Chemistry 4 

Children^  Diseases  of 6 

Climatology 14 

Clinical  Charts 6 

Compends 22,  23 

Consumption  (see  Lungs) 11 

Cyclopedia  of  Medicine 8 

Dentistry 7 

Diabetes  (see  Urin.  Organs)..  21 

Diagnosis 17 

Diagrams  (see  Anatomy) 3 

Dictionaries,  Cyclopedias  8 

Diet  and  Food 14 

Dissectors 3 

Ear 9 

Electricity 9 

Emergencies  (see  Surgery) ig 

Eye 9 

Fevers 9 

Gout 10 

Gynecology , 21 

Hay  Fever 20 

Heart 10 

Histology 10 

Hospitals  (see  Hygiene) 11 

Hydrotherapy 14 

Hygiene ii 

Insanity  4 

Intestines  (see  Miscellaneous)  14 
Latm,   Medical  (see  Miscella- 
neous and  Pharmacy) 14, 16 

Life  Insurance 14 

Lungs 12 

Massage 12 

Materia  Medica 12 

Medical  Jurisprudence 13 

Microscopy  13 

Milk  Analysis  (see  Chemistry)  4 


SUBJECT.  PAGE 

Miscellaneous  14 

Nervous  Diseases  14 

Nose 20 

Nursing 15 

Obstetrics 16 

Ophthalmology 9 

Organotherapy 14 

Osteology  (see  Anatomy) 3 

Pathology  x6 

Pharmacy x6 

Physical  Diagnosis 17 

Physical  Training  (see  Miscel- 
laneous)    14 

Physiology  17 

Pneumotherapy 14 

Poisons  (see  1  oxicology) 13 

Popular  Medicine 10 

Practice  of  Medicine 18 

Prescription  Books 18 

Refraction  (see  Eye) 9 

Rheumatism 10 

Sanitary  Science 11 

Skin ig 

Spectacles  (see  Eye) 9 

Spine  (see  Nervous  Diseases)  14 

Stomach  (see  Miscellaneous)...  14 

Students'  Compends 22,  23 

Surgery    and     Surgical     Dis- 
eases   19 

Syphilis 21 

Technological  Books 4 

Temperature  Charts 6 

Therapeutics iz 

Throat  20 

Toxicology 13 

Tumors  (see  Surgery) ig 

U.  S.  Pharmacopoeia 17 

Urinary  Organs 20 

Urine 20 

Venereal  Diseases ai 

Veterinary  Medicine 21 

Visiting  Lists,  Physicians*. 
{Sena /or  SJ^ecial  Circular.) 

Water  Analysis 11 

Women,  Diseases  of. 21 


^^^  The  prices  as  given  tn  this  Catalogue  are  net.  Cloth 
binding,  unless  otherwise  specified.  Postpaid,  upon  receipt 
of  advertised  price. 


SUBJECT  CATALOGUE  OF  MEDICAL  BOOKS. 


.hfffF'^^  JrpT^.-The  prices  given  in  this  catalogue  are 
abso  utely  net,  no  discount  can  be  allowed  retail  purchaserrinder  anv 
consideration  This  rule  has  been  established  in  o.der  that  evervoSe 
will  be  treated  alike,  a  general  reduction  in  former  prices  havTngCn 
made  to  meet  previous  retail  discounts.  Upon  receipt  of  the  advfr&ed 
pn^^f  forwarded  by  mail  or  express,  all  charges 

ANATOMY. 

MORRIS.  Text-Book  of  Anatomy,  ad  Edition.  Revised  and 
tnlarged.  790  Illustrations,  214  of  which  are  printed  in  colors 
Cloth,  J6.0O;  Leather,  $7.00;  Half  Russia,  $8.00 
.  "  The  ever-growing  popularity  of  the  book  with  teachers  and  students 
IS  an  index  of  its  value,  and  it  may  safely  be  recommended  to  all  inter- 
ested."— Medical  Record,  New  York. 

.49* Sample  pages  ind  illustrations  will  be  sent  free  to  any  address. 
BROOMELL.    Anatomy  and  Histology  of  the  Human  Mouth 
and  Teeth.    284  Illustrations.  t.  ^^ 

OEAVER.  Surgical  Anatomy.  A  Treatise  on  Human  Anatomy 
in  its  Application  to  Medicine  and  Surgery.  With  about  400  very 
Handsome  full-page  Illustrations  Engraved  from  Original  Drawings 
made  by  special  Artists  from  dissections  prepared  for  the  purpose 
Three  Volumes.     Royal  Square  Octavo. 

Cloth,  Jzi  00;  Half  Morocco  or  Sheep,  $24.00 ;  Half  Russia,  $27  00 
ECKL>EY.  Practical  Anatomy,  A  Manual  for  use  in  the  Dissect- 
ing Room.  Based  upon  Morris' Text-Bookof  Anatomy  and  Including 
a  Section  on  the  Fundamental  Principles  of  Anatomy.  With  347 
Illustrations, manvofwhichareincolors.  Cloth, $3  50;  Oil  Cloth,  $4.00 
GORDINIER.  Anatomy  of  the  Central  Nervous  System. 
With  271  Illustrations,  many  of  which  are  original.  Cloth,  $6.00 

HEATH.    Practical  Anatomy.    8th  Edition.    30a  Illus.         %^.i^ 
HOLDEN.     Anatomy.    A  Manual  of  the  Dissections  of  the  Human 
Body.     Carefully  Revised  by  A.  Hewson,  m.d..  Demonstrator  of 
Anatomy,  Jefferson  Medical  College.  Philadelphia.    Over  300  hand- 
some Illustrations.    7th  Edition      In  two  compact  i2mo  Volumes, 
Large  New  Type.    Bound  in  Oil  Cloth,  price  of  each  Volume,  j^i.so 
HOLDEN.    Human  Osteology.    Comprising  a  Description  of  the 
Bones,  with  Colored  Delineations  of  the  Attachments  of  tne  Muscles. 
The  General  and  Microscopical  Structure  of  Bone  and  its  Develop- 
ment.  With  Lithographic  Plates  and  numerous  Illus.   8th  Ed.    $5.25 
HOLDEN.    Landmarks.    Medical  and  Surgical.    4th  Ed.  .75 

MACALISTER.  Human  Anatomy.  Systematic  and  Topograph- 
ical, including  the  Embryology,  Histology,  and  Mori>hology  of  Man. 
With  Special  Reference  to  the  Requirements  of  Practical  Surgery  and 
Medicine.    8x6  Illustrations.  Cloth,  fs.oo ;  Leather,  $6.00 

MARSHALL.  Physiological  Diagrams.  Life  Size.  Colored. 
Eleven  Life-Size  Diagrams  (each  seven  feet  by  three  feet  seven 
inches).    Designed  for  Demonstration  before  the  Class. 

In  Sheets,  Unmounted,  £40.00;  Backed  with  Muslin  and  Mounted 

on  Rollers,  $60.00 ;  Ditto,  Spring  Rollers,  in  Handsome  Walnut  Wall 

Map  Case,  fioa.oa ;   Single  Plates— Sheets.  $5.00 ;  Mounted,  $7.50. 

Explanatory  Key,  .50.     Purchaser  must  pay  freight  charges. 

POTTER.    Compend  of  Anatomy,  Including  Visceral  Anatomy. 

6th  Ed.    16  Lith.  Plates  and  117  other  Illus.     .80 ;  Interleaved,  $1.25 

WILSON.    Anatomy,     nth  Edition.    429  Illus.,  26  Plates.      %s.oa 

WINDLE.    Surface  Anatomy.    Colored  and  other  Illus.       $1.00 


SUBJECT  CATALOGUE. 


BRAIN  AND  INSANITY  (see  also 
Nervous  Diseases). 

BL.ACKBURN.  A  Manual  of  Autopsies.  Designed  for  the  Use 
of  Hospitals  for  the  Insane  and  other  Public  Institutions.  Ten  full- 
page  Puites  and  other  Illustrations.  $i-^5 

GORDINIER.  The  Gross  and  Minute  Anatomy  of  the  Central 
Nervous  System.  With  many  full-page  and  other  Illustrations. 
8vo.  Cloth,  $6.00;  Sheep,  J7.00 

HORSLEY.  The  Brain  and  Spinal  Cord.  The  Structure  and 
Functions  of.     Numerous  Illustrations.  ^2.50 

LEWIS  (SEVAN).  Mental  Diseases.  A  Text-Book  Haying 
Special  Reference  to  the  Pathological  Aspects  of  Insanity.  26  Litho- 
graphic Plates  and  other  Illustrations.     2d  Ed.     /ust  Ready.    $7.00 

MANN.  Manual  of  Psychological  Medicine  and  Allied 
Nervous  Diseases.  j$3.oo 

REGIS.  Mental  Medicine.  Authorized  Translation  by  H.  M. 
Bannister,  m.d.  $2.00 

SHUTTLEWORTH.  Mentally  Deficient  Children.  New 
Edition  $i<50 

STEARNS.  Mental  Diseases.  With  a  Digest  of  Laws  Relating 
to  Care  of  Insane.     Illustrated.  Cloth,  ^2.75;  Sheep,  ^3.35 

TUKE.  Dictionary  ol  Psychological  Medicine.  Giving  the 
Definition,  Etymology,  and  Symptoms  of  the  Terms  used  in  Medical 
Psychology,  with  the  Symptoms,  Pathology,  and  Treatment  of  the 
Recognized  Forms  of  Mental  Disorders.    Two  volumes.  ^10.00 

WOOD,  H.  C.    Brain  and  Overwork.  .40 


CHEMISTRY  AND  TECHNOLOGY. 

special  Catalogue  of  Chemical  Books  sent  free  upon  application. 

ALLEN.  Commercial  Organic  Analysis.  A  Treatise  on  the 
Modes  of  Assaying  the  Various  Organic  Chemicals  and  Products 
Emploved  in  the  Arts,  Manufactures,  Medicine,  etc.,  with  concise 
methods  for  the  Detection  of  Impurities,  Adulterations,  etc.  8vo. 
Vol.  I.  Alcohols,  Neutral  Alcoholic  Derivatives,  etc..  Ethers,  Veg- 
etable Acids,  Starch,  Sugars,  etc.    3d  Edition,  by  Henry  Leff- 

MANN,  H.  D.  ^4-50 

Vol.  II,  Part  I.  Fixed  Oils  and  Fats,  Glycerol,  Explosives,  etc. 
3d  Edition,  by  Henry  Leffmann,    m.  d,  j3-50 

Vol.  II,  Part  II.  Hydrocarbons,  Mineral  Oils.  Lubricants,  B''nzencs, 
Naphthalenes  and  Derivatives,  Creosote,  Phenols,  etc.  3d  Edition, 
by  Henry  Leffmann,  m.s.  P3-5o 

Vol.  II,  Part  III.  Terpenes,  Essential  Oils,  Resins,  Camphors,  etc. 
3d  Edition,  by  Henry  Leffmann,  m.d.  Preparing. 

Vol.  HI,  Part  1.  Tannins,  Dyes  and  Coloring  Matters.  3d  Edition. 
Revised  by  J.  Merritt  Matthews,  ph.d.,  of  the  Philadelphia 
Textile  School.     Illustrated.  /«  Press. 

Vol.  Ill,  Part  II.  The  Amines,  Hydrazines  and  Derivatives, 
Pyridine  Bases.  The  Antipyretics,  etc.  Vegetable  Alkaloids,  Tea, 
Coffee,  Cocoa,  etc.     8vo.     2d  Edition.  «4  50 

Vol.  Ill,  Part  III.  Vegetable  Alkaloids,  Non-Basic  Vegetable  Bitter 
Principles.  Animal  Bases,  Animal  Acids,  Cyanogen  Compounds, 
etc.    3d  Edition,  8vo.  ^4.50 

Vol.  IV.    The  Proteids  and  Albuminous  Principles.    2d  Ed.      ^Iso 
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ALLEN.    Albuminous  and  Diabetic  Urine.    Illustrated.    {2.25 
HARTLEY.    Medical    and    Pharmaceutical    Chemistry.     A 
Text-Book  for  Medical,  Dental,  and  Pharmaceutical  Students.   With 
Illustrations,  Glossary,  and  Complete  Index.     5th  Edition,  carefully 
Revised.  Cloth,  $3.00;  Sheep,  $3.50 

HARTLEY.  Clinical  Chemistry.  The  Examination  of  Feces, 
Saliva,  Gastric  Juice,  Millc,  and  Urine.  $1.00 

BLOXAM.  Chemistry,  Inorganic  and  Organic.  With  Experi- 
ments. 8th  Ed..  Revised      281  Engravings.    Clo.,  {4.25;  Lea.,  {5.25 

CALDWELL.  Elements  of  Qualitative  and  Quantitative 
Chemical  Analysis.    3d  Edition,  Revised.  ft. 50 

CAMERON.    Oils  and  Varnishes.    With  Illustrations.  {2.25 

CAMERON.    Soap  and  Candles.    54  Illustrations.  $2,00 

CONGDON.   Laboratory  Instructions  in  Chemistry.  In  Press. 

GARDNER.  The  Brewer,  Distiller,  and  Wine  Manufac- 
turer.    Illustrated.  $1.50 

GARDNER.    Bleaching,  Dyeing,  and  Calico  Printing,       $1.50 

GROVES  AND  THORP.    Chemical  Technology.    The  Appli- 
cation of   Chemistry  to  the  Arts  and   Manufactures. 
Vol.  I.  Fuel  and  Its  Applications.     607  Illustrations  and  4  Plates. 

Cloth,  fs.oo;  yi  Mor  ,  $6.50 
Vol.  II.  Lighting.     Illustrated.  Cloth,  #4.00;  }^  Mor.,  fc.50 

Vol.  III.  G-'s  Lighting.  Cloth,  J3.50;  }4  Mor.,  $4. 50 

Vol.  IV.  Electric  Lighting.  In  Press. 

HOLLAND.  The  Urine,  the  Gastric  Contents,  the  Common 
Poisons,  and  the  Milk.  Memoranda,  Chemical  and  Microscopi- 
cal, for  Laboratory  Use,    6th  Ed.     Illustrated  and  interleaved,  f  i.oo 

LEFFMANN.  Compend  of  Medical  Chemistry,  Inorganic 
and  Organic.  Including  Urine  Analysis.  4th  Edition,  Rewritten 
and  Revised.  .80  ;  Interleaved,  $1.25 

LEFFMANN.  Analysisof  Milk  and  Milk  Products.  Arranged 
to  Suit  the  Needs  of  Analytical  Chemists,  Dairymen,  and  Milk  Inspec- 
tors.   2d  Edition.     Enlarged,  Illustrated.  $1.25 

LEFFMANN.  Water  Analysis.  For  Sanitary  and  Technic  Pur- 
poses.    Illustrated.    4th  Edition.  I1.25 

LEFFMANN.  Structural  Formulae.  Including  180  Structural 
and  Stereo-Chemical  Formula:.     i2mo.     Interleaved.  $1.00 

MUTER.  Practical  and  Analytical  Chemistry,  zd  American 
from  the  Eighth  English  Edition  Revised  to  meet  the  requirements 
of  American  Students.     56  Illustrations.  $1 .25 

OETTEL.     Exercises  in  Electro-Chemistry.    Illustrated.        .75 

OETTEL.    Electro-Chemical  Experiments.    Illustrated.        .75 

RICHTER.  Inorganic  Chemistry.  5th  American  from  loth  Ger- 
man Edition.  Authorized  translation  by  Edgar  F.  Smith,  m.a., 
PH.D.    89  Illustrations  and  a  Colored  Plate.  $i.7S 

RICHTER.  Organic  Chemistry.  3d  American  Edition.  Trans, 
from  the  8th  German  by  Edgar  F.  Smith.  Illustrated.  2  Volumes. 
Vol.    I.    Aliphatic  Series.    62s  Pages.  K-°° 

Vol.  II.    Carbocyclic  Series.    671  Pages.  t3-°° 

SMITH.  Electro-Chemical  Analysis.  2d  Edition,  Revised.  28 
Illustrations.  ''-^S 

SMITH  AND  KELLER.  Experiments.  Arranged  for  Students 
in  General  Chemistry.     3d  Edition.     Illustrated.  .60 
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SUTTON.  Volumetric  Analysis.  A  Systematic  Handbook  for 
the  Quantitative  Estimation  of  Chemical  Substances  by  Measure, 
Applied  to  Liquids.  Solids,  and  Gases,  8th  Edition,  Revised,  iiz 
Illustrations,   Just  Ready.  $5.00 

SYMONDS.  Manual  of  Chemistry,  for  Medical  Students. 
2d  Edition.  I^oo 

TRAUBE.  Physico-chemical  Methods.  Translated  by  Hardin. 
97  Illustrations.  $^'5o 

THRESH.    Water  and  Water  Supplies.    2d  Edition.  S2.00 

ULZER  AND  FRAENKEL.  Chemical  Technical  Analysis. 
Translated  by  Fleck.    Illustrated.  ii-25 

WOODY.  Essentials  of  Chemistry  and  Urinalysis.  4th 
Edition.    Illustrated.  $i-5o 

*»*  Special  Catalogue  of  Books  on  Chemistry  free  upon  application . 

CHILDREN- 

CAUTLEY.    Feeding  of  Infants  and  Young  Children  by  Nat- 
ural and  Artificial  Methods.  J2.00 
HALE.    On  the  Management  of  Children.  -So 

HATFIELD.  Compend  of  Diseases  of  Children.  With  a 
Colored  Plate,    ad  Edition.  .80;   Interleaved,  Ji. 25 

MEIGS.  Infant  Feeding  and  Milk  Analysis.  The  Examination 
of  Human  and  Cow's  Milk,  Cream,  Condensed  Milk,  etc.,  and 
Directions  as  to  the  Diet  of  Young  Infants.  .50 

POWER.  Surgical  Diseases  of  Children  and  their  Treat- 
ment by  Modern  Methods.     Illustrated.  J2.50 

SHUTTLEWORTH.  Mentally  Deficient  Children.  New 
Edition.  $^-5^ 

STARR.  The  Digestive  Organs  in  Childhood.  The  Diseases  ol 
the  Digestive  Organs  in  In&ncy  and  Childhood.  With  Chapters  on 
the  Investigation  of  Disease  and  the  Management  of  Children.  2d 
Edition,  Enlarged.  Illustrated  by  two  Colored  Plates  and  numerous 
Wood  Engravings.  $2  00 

STARR.  Hygiene  of  the  Nursery.  Including  the  General  Regi- 
men and  Feeding  of  Infants  and  Children,  and  the  Domestic  Manage- 
ment of  the  Ordinary  Emergencies  of  Early  Life,  Massage,  etc.  6th 
Edition.     25  Illustrations.  $1.00 

SMITH.     Wasting  Diseases  of  Children,    6th  Edition.        $2.00 

TAYLOR  AND  WELLS.  The  Diseases  of  Children.  Illus- 
trated.   A  New  Manual.    746  pages.  $4  00 

CLINICAL  CHARTS. 

GRIFFITH.,  Graphic  Clinical  Chart  for  Recording  Temper- 
ature, Respiration,  Pulse,  Day  of  Disease,  Date,  Age,  Sex, 
Occupation,  Name,  etc.  Printed  in  three  colors.  Sample  copies 
free.  Put  up  in  loose  packages  of  fifty,  .50.  Price  to  Hospitals,  500 
copies,  ^4,00 ;  1000  copies,  $7.50.  With  name  of  Hospital  printed 
on,  .50  extra. 

KEEN'S  CLINICAL  CHARTS.  Seven  Outline  Drawings  of  the 
Body,  on  which  may  be  marked  the  Course  of  Disease,  Fractures, 
Operations,  etc.  Pads  of  fifty,  f  i.oo.  Each  Drawing  may  also  be 
had  separately ,^twenty-five  to  pad,  25  cents. 
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SCHREINER.     Diet   Lists.     Arranged  in  the  form  of  a  chart. 
With  Pamphlets  of  Specimen  Dietaries.    Pads  of  50.  .75 


DENTISTRY. 

Sfiecial  Catalogite  of  Dental  Books  sent  free  upon  application. 

BARRETT.  Dental  Surgery  for  General  Practitioners  and 
Students  of  Medicine  and  Dentistry.  Extraction  of  Teeth, 
etc.    3d  Edition.     Illustrated.  Nearly  Ready. 

BROOMELL.  Anatomy  and  Histology  of  the  Human  Mouth 
and  Teeth.     284  Handsome  Illustrations.  ^4.50 

FLAGG.  Plastics  and  Plastic  Filling,  as  Pertaining  to  the  Filling 
of  Cavities  in  Teeth  of  all  Grades  of  Structure.    4th  Edition.       $4.00 

FILLEBROWN.  A  Text-Book  of  Operative  Dentistry. 
Written  by  invitation  of  the  National  Association  of  Dental  Facul- 
ties.   Illustrated.  fz.as 

GORGAS.  Dental  Medicine.  A  Manual  of  Materia  Medica  and 
Therapeutics.    6th  Edition,  Revised.         Cloth,  f 4.00;  Sheep,  $5.00 

HARRIS.  Principles  and  Practice  of  Dentistry.  Including 
Anatomy,  Physiology,  Pathology,  Therapeutics,  Dental  Surgery, 
and  Mechanism.  13th  Edition.  Revised  oy  F.  J.  S.  Gorgas,  m.d., 
D.D.s.     1250  Illustrations.  Cloth,  ^6.00;  Leather,  $7.00 

HARRIS.  Dictionary  of  Dentistry.  Including  Definitions  of  Such 
Words  and  Phrases  of  the  Collateral  Sciences  as  Pertain  to  the  Art  and 
Practice  of  Dentistry.  6th  Edition.  Revised  and  Enlarged  by  Fer- 
dinand F.  S.  Gorgas,  m  d.,  d.d.s.         Cloth,  $5.00 ;  Leather,  f6.oo 

HEATH.  Injuries  and  Diseases  of  the  Jaws.  4th  Edition.  187 
Illustrations.  $4>50 

HEATH.  Lectures  on  Certain  Diseases  of  the  Javrs.  64 
Illustrations.  Boards,  .50 

RICHARDSON.  Mechanical  Dentistry.  7th  Edition.  Thor- 
oughly  Revised  and  Enlarged  by  Dk.  Geo.  W.  Warren.  691  Illus- 
trations. Cloth,  $5.00;  Leather,  J6. GO 

SMITH.     Dental  Metallurgy.     Illustrated.  $1.75 

TAFT.    Index  of  Dental  Periodical  Literature.  $2.00 

TALBOT.  Irregularities  of  the  Teeth  and  Their  Treatment. 
2d  Edition  .  234  Illustrations.  <3 00 

TOMES.  Dental  Anatomy.  Human  and  Comparative.  263  Illus- 
trations.   5th  Edition.  J4.00 

TOMES.     Dental  Surgery.    4th  Edition.     289  Illustrations.     $4.00 

WARREN.  Coropend  of  Dental  Pathology  and  Dental  Medi- 
cine     With  a  Chapter  on  Emergencies.    3d  Edition.    Illustrated. 

.80;  Interleaved,  ^1.25 

WARREN.  Dental  Prosthesis  and  Metallurgy.  129  Ills.  $1.25 

WHITE.     The  Mouth  and  Teeth.     Illustrated.  .40 

••*  Special  Catalogue  0/  Dental  Books  free  upon  application. 
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DICTIONARIES. 

GOULD.  The  Illustrated  Dictionary  of  Medicine,  BiolO|^y, 
and  Allied  Sciences.  Being  an  Exhaustive  Lexicon  of  Medicine 
and  those  Sciences  Collateral  to  it:  Biology  (Zoology  and  Botany), 
Chemistry.  Dentistry,  Parmacology,  Microscopy,  eic,  with  many 
useful  Tables  and  numerous  fine  Illustrations.  1633  pages.  5th  Ed. 
Sheep  or  Half  Dark  Green  Leather,  fio.oo;  Thumb  Index,  ^11.00 
Half  Russia,  Thumb  Index,  $12.00 

GOULD.  The  Medical  Student's  Dictionary,  xith  Edition. 
Illustrated.  Including  all  the  Words  and  Phrases  Generally  Used 
inMedicine,  with  their  Proper  Pronunciation  and  Definition,  Based 
on  Recent  Medical  Literature.  With  a  new  Table  of  Eponymic 
Terms  and  Tests  and  Tables  of  the  Bacilli,  Micrococci,  Mineral 
Springs,  etc.,  of  the  Arteries,  Muscles,  Nerves,  Ganglia,  Plexuses,  etc. 
nth  Edition.  Enlarged  by  over  loa  pages  and  illus'rated  wiih  a 
large  number  of  engraving"?.     840  paees.    Just  Beady. 

Half  Giecn  Morocco,  $2.50 ;  Thumb  Index,  $3  00 

GOULD.  The  Pocket  Pronouncing  Medical  Lexicon.  4th  Edi- 
tion. (30,000  Medical  Words  Pronounced  and  Defined.)  Containing 
all  the  Words,  their  Definition  and  Pronunciation,  that  the  Medical, 
Dental,  or  Pharmaceutical  Student  Generally  Comes  in  Contact 
With ;  also  Elaborate  Tables  of  Eponymic  Terms,  Arteries,  Muscles, 
Nerves,  Bacilli,  etc.,  etc.,  a  Dose  List  in  both  English  and  Metric 
Systems,  etc..  Arranged  Ina  Most  Convenient  Form  for  Reference  and 
Memorizing.  A  new^  (Fourth)  Edition,  Revised  and  Enlarged. 
838  pages.    Just  Ready. 

Full  Limp  Leather,  Gilt  Edges,  $1.00  ;  Thumb  Index,  $1.25 
100,000  Copies  of  Gould's  Dictionaries  Have  Been  Sold. 

GOULD  AND  PYLE.  Cyclopedia  of  Practical  Medicine  and 
Surgery.  Seventy-two  Special  Contributors.  Illustrated. 
One  Volume.  A  Concise  Reference  Uandbjok,  Alphabetically 
Arranged,  of  Medicine,  Surgery,  Obstetrics,  Materia  Medica, 
Therapeutics,  and  the  Various  Specialties,  with  Particular  Reference 
to  Diagnosis  and  Treatment.  Compiled  under  the  Editorial  Super- 
vision of  George  M.  Gould,  m.d..  Author  of  *'  An  Illustrated 
Dictionary  of  Medicine  "  ■  Editor  "  Philadelphia  Medical  Journal," 
etc.;  and  Walter  L.  Pyle.  m.d..  Assistant  Surgeon  Wills  Eye 
Hospital ;  formerly  Editor  "  International  Medical  Magazine,"  etc., 
and  Seventy-two  Special  Contributors.  With  many  Illustrations. 
Large  Square  8vo,  to  correspond  with  Gould's  "  lllusirated  Dic- 
tionary." Just  Ready.  Full  Sheep  or  Half  Dark- Green  Leather, $io.co 
With  Thumb  Index,  %\\.qo\  Ha  f  Russia,  Thumb  Index,  $12.00  net. 
*«*  Sample  Pages   and    Illustrations  and    Descriptive   Circulars    of 

Gould's  Dictionaries  and  Cyclopedia  sent  free  upon  application. 

HARRIS.  Dictionary  of  Dentistry.  Including  Definitions  ol  Such 
Words  and  Phrases  of  the  Collateral  Sciences  as  Pertain  to  the  Art 
and  Practice  of  Dentistry.  6th  Edition.  Revised  and  Enlarged  by 
Ferdinand  J.  S.  GoR<iAS,  M.D.,  D.D.s.   Cloth,  $5.00;  Leather.  J6  00 

LONGLEY.  Pocket  Medical  Dictionary.  With  an  Appendix, 
containing  Poisons  and  their  Antidotes,  Abbreviations  used  in  Pre- 
scriptions, etc.  Cloth,  .75;  Tucks  and  Pocket.  Ji.oo 

MAXWELL.  Terminologia  Medica  Polyglotta.  By  Dr. 
Theodore  Maxwell,  Assisted  by  Others.  J3.00 

The  object  of  this  work  is  to  assist  the  medical  men  of  any  nationality 

in   reading   medical  literature  written   in  a  language  not   their  own. 

Each  term  is  usually  given  in  seven  languages,  viz. :  English,  French, 

German,  Italian,  Spanish,  Russian,  and  Latin. 

TREVES  AND  LAN  G.    German-English  Medical  Dictionary . 

Half  Russia,  ^3.25 
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EAR  (see  also  Throat  and  Nose). 

BURNETT.     Hearing  and  How  to  Keep  It.     Illustrated.  .40 

DALBY.  Diseases  and  Injuries  of  the  Ear.  4th  Edition.  38 
Wood  Engravings  and  8  Colored  Plates.  J2.50 

HOVELL.  Diseases  of  the  Ear  and  Naso-Pharynx.  Includ- 
ing Anatomy  and  Physiology  of  the  Organ,  together  with  the  Treat- 
ment of  the  Affections  of  the  Nose  and  Pharynx  which  Conduce  to 
Aural  Disease.     122  Illustrations.     2d  Edition.  Preparing. 

PRITCHARD.  Diseases  of  the  Ear,  3d  Edition,  Enlarged. 
Many  Illustrations  and  Formulae.  $1.50 

WOAKES.  Deafness,  Giddiness,  and  Noises  in  the  Head. 
4th  Edition.    Illustrated.  ^2.00 

ELECTRICITY. 

BIGELOW.  Plain  Talks  on  Medical  Electricity  and  Bat- 
teries. With  a  Therapeutic  Index  and  a  Glossary.  43  Illustra- 
tions.    2d  Edition.  fi.oo 

HEDLEY.  Therapeutic  Electricity  and  Practical  Muscle 
Testing.     99  Illustrations.    Just  Ready.  $2.50 

JACOBI.     Electrotherapy.     Illustrated.  In  Press. 

JONES.   Medical  Electricity.  3d  Edition.   117  Illus.  ^3  00 

MASON.    Medical  Electricity.    Numerous  Illustrations.  .75 

EYE. 

A  Special  Circular  0/  Books  on  the  Eye  sent  free  upon  application 

DONDERS.  The  Nature  and  Consequences  of  Anomalies  of 
Refraction.     With  Portrait  and  Illustrations.     Half  Morocco,  |i. 25 

PICK.  Diseases  of  the  Eye  and  Ophthalmoscopy.  Trans- 
lated by  A.  B.  Halb,  m.  d.  157  Illustrations,  many  of  which  are  in 
colors,  and  a  glossary.  Cloth,  ^4.50;  Sheep,  $5.50 

GOULD  AND  PYL.E.  Compend  of  Diseases  of  the  Eye  and 
Refraction.  Including  Treatment  and  Operations,  and  a  Section 
on  Local  Therapeutics.  With  Formulae,  Useful  Tables,  a  Glossary, 
and  III  Illus.,  several  of  which  are  in  colors.     2d  Edition,  Revised. 

Cloth,  .80 ;  Interleaved,  $1.25 

GOWERS.  Medical  Ophthalmoscopy.  A  Manual  and  Adas 
with  Colored  Autotype  and  Lithographic  Plates  and  Wood-cuts, 
Comprising  Ori^nal  Illustrations  of  the  Changes  of  the  Eye  in  Dis- 
eases of  the  Brain,  Kidney,  etc.     3d  Edition.  $4.00 

HARLAN.    Eyesight,  and  How  to  Care  for  It.     Illus.  .40 

HARTRIDGE.  Refraction.  104  Illustrations  and  Test  Types, 
loth  Edition,  Enlarged.    Just  Ready.  $1.50 

HARTRIDGE.  On  the  Ophthalmoscope.  3d  Edition.  With 
4  Colored  Plates  and  68  Wood-cuts.  $1-5° 

HANSELL  AND  REBER.  Muscular  Anomalies  of  the  Eye. 
Illustrated.  %'-i° 

HANSELL  AND  BELL.  Clinical  Ophthalmology.  Colored 
Plate  of  Normal  Fundus  and  120  Illustrations.  I1.50 

lESSOP.  Manual  of  Ophthalmic  Surgery  and  Medicine.  Col- 
ored Plates  and  108  other  Illustrations.  Cloth,  J3.00 
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MORTON.  Refraction  of  the  Bye.  Its  Diagnosis  and  tlie  Cor- 
rection of  its  Errors.    6thi  Edition.  ^i.oo 

OHLBMANN.  Ocular  Therapeutics.  Authorized  Translation, 
and  Edited  by  Dr.  Charles  A.  Oliver.  |i  75 

PHILLIPS.  Spectacles  and  Eyeglasses.  Their  Prescription 
and  Adjustment    3d  Edition.     49  Illustrations.  $1.00 

SWANZY.  Diseases  of  the  Eye  and  Their  Treatment.  7ih 
Edition,  Revised  and  Enlarged.  164  Illustrations,  i  Plain  Plate, 
and  a  Zephyr  Test  Card.    Just  Ready.  $2.50 

THORINGTON.    Retinoscopy.    3d  Edition.     Illustrated.       ii.oo 

THORINGTON.  Refraction  and  How  to  Refract.  2ooIllustra- 
tions,  13  of  which  are  Colored.    301  pages.    Just  Ready.  ^1.50 

V\^ALKER.  Students'  Aid  in  Ophthalmology.  Colored  Plate 
and  40  other  Illustrations  and  Glossary.  f  i-SO 

WRIGHT.  Ophthalmology.  2d  Edition,  Revised  and  Enlarged. 
With  new  Illustrations.  In  Press. 


FEVERS. 

COLLIE.  On  Fevers.  Their  History,  Etiology,  Diagnosis,  Prog- 
nosis, and  Treatment.    Colored  Plates.  ^2.00 

GOODALL  AND  WASHBOURN.  Fevers  and  Their  Treat- 
ment.    Illustrated.  $3-oo 

GOUT  AND  RHEUMATISM. 

DUCKWORTH.  A  Treatise  on  Gout.  With  Chromo-lithographs 
and  Engravings.  Cloth,  f  6.00 

HAIG.  Causation  of  Disease  fay  Uric  Acid.  A  Contribution  to 
the  Pathology  of  High  Arterial  Tension.  Headache,  Epilepsy,  Gout, 
Rheumatism,  Diabetes,  Bright's  Disease,  etc.     5th  Ed.  $3  00 

HEART. 

SANSOM.  Diseases  of  the  Heart.  The  Diagnosis  and  Pathology 
of  Diseases  of  the  Heart  and  Thoracic  Aorta.  With  Plates  and  other 
Illustrations.  f6.oo 

THORN  E.  The  Schott  Methods  of  the  Treatment  of  Chronic 
Heart  Disease.     Third  Edition.     Illustrated.    Just  Ready.    %\  75 

HISTOLOGY. 

STIRLING.  Outlines  of  Practical  Histology.  368  Illustrations. 
2d  Edition,  Revised  and  Enlarged.    With  new  Illustrations.       j2.oo 

STOHR.  Histology  and  Microscopical  Anatomy.  Translated 
and  Edited  by  A.  Schapbr,  m.d..  Harvard  Medical  School.  Second 
American  from  7th  German  Edition,  Revised  and  Enlarged.  292 
Illustrations.  ts.^x) 
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HYGIENE  AND  WATER  ANALYSIS. 

special  CatcUague  of  Books  on  Hygiene  sent  free  upon  application. 

C&NPIELD.  Hygiene  of  the  Sick-Room.  A  Book  for  Nurses 
and  Others  Being  a  Brief  Consideration  of  Asepsis,  Antisepsis,  Dis- 
infection, Bacteriology,  Immunity,  Heating,  Ventilation,  etc.      $1.25 

COPLIN.  Practical  Hygiene.  A  Complete  American  Text-Book. 
138  Illustrations.     New  Edition.  Preparing. 

ERNST.    Prophylaxis  and  Personal  Hygiene.  In  Press. 

HARTSHORNE.     Our  Homes.     Illustrated.  .40 

KENWOOD.  Public  Health  l^aboratory  Work.  116  Illustra- 
tions and  3  Plates.  ^2.00 

LEFFMANN.  Examination  of  Water  for  Sanitary  and 
Technical  Purposes.     4th  Edition.     Illustrated.  ^1.25 

LEFFMANN.  Analysis  of  Milk  and  Milk  Products.  Illus- 
trated.   Second  Edition  $1-35 

LINCOLN.    School  and  Industrial  Hygiene.  .40 

McNeill.  The  Prevention  of  Epidemics  and  the  Construc- 
tion and  Management  of  Isolation  Hospitals.  Numerous  Plans 
and  Illustrations.  $3.50 

NOTTER  AND  FIRTH.  TheTheory  and  Practice  of  Hygiene. 
10  Plates  and  135  other  Illustrations.     1034  pages.     8vo.  $7.00 

PARKES.  Hygiene  and  Public  Health.  By  Louis  C.  Parkes, 
H.D.     5th  Edition.     Enlarged.     Illustrated.  $2.50 

PARKES.  Popular  Hygiene.  The  Elements  of  Health.  A  Book 
for  Lay  Readers.     Illustrated.  $1.25 

STARR.  The  Hygiene  of  the  Nursery.  Including  the  General 
Regimen  and  Feeding  of  Infants  and  Children,  and  the  Domestic 
Management  of  the  Ordinary  Emergencies  of  Early  Life,  Massage, 
etc.     6th  Edition.     25  Illustrations.  ^1 .00 

STEVENSON  AND  MURPHY.  A  Treatise  on  Hygiene.  By 
Various  Authors.     In    Three    Octave   Volumes.     Illustrated. 

Vol.  I,  J6.00;  Vol.  II,  $6.00;  Vol.  Ill,  ^5.00 
*«*  Each  Volume  sold  separately.   Special  Circular  upon  application. 

THRESH.    Water  and  Water  Supplies,    ad  Edition.  (2.00 

WILSON.  Hand-Book  of  Hygiene  and  Sanitary  Science. 
With  Illustrations.     8th  Edition.  %Z-°° 

WEYL.  Sanitary  Relations  of  the  Coal-Tar  Colors.  Author- 
ized Translation  by  Hbnrv  Lefpmann,  m.d.,  ph.d.  $1.25 


LUNGS  AND  PLEURiE. 

HARRIS  AND  BEALE.  Treatment  of  Pulmonary  Consump- 
tion. ^2-So 

KNOPF.  Pulmonary  Tuberculosis.  Its  Modem  Prophylaxis 
and  Treatment  in  Special  Institutions  and  at  Home.     Illus.        fo  00 

POWELL.  Diseases  of  the  Lungs  and  Pleurae,  including 
Consumption.    Colored  Plates  and  other  Illus.     4th  Ed.         ^4.00 


SUBJECT   CATALOGUE. 


MASSAGE. 

KLEEN.  Hand-Book  of  Massage.  Authorized  translation  by 
MusSEY  Hartwbll,  M.D.,  PH.D.  With  an  Introduction  by  Dr.  S. 
Weir  Mitchell.  Illustrated  by  a  series  of  Photographs  Made 
Especially  by  Ur.  Kleen  for  the  American  Edition.  ^2.25 

OSTROM.  Massage  and  the  Original  Swedish  Move- 
ments. Their  Application  to  Various  Diseases  of  the  Body  A 
Manual  for  Students,  Nurses,  and  Physicians.  Fourth  Edition,  En- 
larged.    105  Illustrations,  many  of  which  are  original.  $1.00 

MITCHELL  AND  GULICK.  Mechanotherapy.  lUus.  InPress. 

WARD.     Notes  on  Massage.     Interleaved.  Paper  cover,  $1 .00 


MATERIA    MEDICA    AND     THERA- 
PEUTICS. 

BIDDLE.  Materia  Medica  and  Therapeutics.  Including  Dose 
List,  Dietary  for  the  Sick,  Table  of  Parasites,  and  Memoranda  of 
New  Remedies.  13th  Edition,  Revised.  64  Iltustrations  and  a 
Clinical  index.  Cloth,  $4.00;  Sheep,  $5.00 

BRACKEN.    Outlines  of  Materia  Medica  and  Pharmacology.    ^2.75 

COBLENTZ.  The  Newer  Remedies.  Including  their  Syronj  ms. 
Sources,  Methods  of  Preparation,  'lests.  Solubilities,  JJoses,  etc. 
3d  Edition,  Enlarged  ai.d  Revised.  f  i.oo 

COHEN.  Physiologic  Therapeutics.  Mechanotherapy,  Mental 
Therapeuiics,  ElfCtrotberapy,  Climatologv,  Hydrotherapy,  Pneumo- 
theiapy,  Prophylaxis,  Alimentotherapy,  etc.  In  Press. 

DAVIS.     Materia  Medica  and  Prescription  Writing.        %\  50 

GOROAS.  Dental  Medicine.  A  Manual  of  Materia  Medica  and 
Therapeutics.     6th  Edition,  Revised.  j4-oo 

GROFF.  Materia  Medtca  for  Nurses,  with  questions  for  Self  Exam- 
ination and  a  compleie  Glossary.  Ji-25 

HELLER.  Essentials  of  Materia  Medica,  Pharmacy,  and 
Prescription  Writing.  $1.50 

MAYS.    Theine  in  the  Treatment  of  Neuralgia.     %  bound,  .50 

POTTER.  Hand-Book  of  Materia  Medica,  Pharmacy,  and 
Therapeutics,  including  the  Action  of  Medicines,  Special  Therapeu- 
tics* Pharmacology,  etc.,  including  over  600  Prescriptions  and  For- 
mulae. 8th  Edition,  Revised  and  Enlarged.  With  Thumb  Index  in 
each  copy.  Nearly  Ready. 

POTTER.  Compend  of  Materia  Medica,  Therapeutics,  and 
Prescription  Writing,  with  Special  Reference  to  the  Physiologi- 
cal Action  of  Drugs.     6th  Edition.  .80:  Interleaved,  $1.25 


MEDICAL  BOOKS. 


SAYRE.  Organic  Materia  Medlca  and  Pharmacognosy.  An 
Introduction  to  the  Study  of  the  Vegetable  Kingdom  and  the  Vege- 
table and  Animal  Drugs.  Comprising  the  Botanical  and  Physical 
Characteristics,  Source,  Constituents,  and  Pharmacopeial  Prepara- 
tions, Insects  Iniurious  to  Drugs,  and  Pharmacal  Botany.  With 
sections  on  Histology  and  Microtechnique,  by  W.  C.  Stevens. 
374  Illustrations,  many  of  which  are  original.    2d  Edition. 

Clolh,  ^4.50 

WHITE  AND  WILCOX.  Materia  Medica,  Pharmacy,  Phar- 
macology, and  Therapeutics..  4th  American  Edition,  Revised  by 
Rkvnold  W.  Wilcox,  m.a..  win.,  i,t,.D.,  Professor  oi  Clinical 
Medicine  and  Therapeutics  at  the  New  York  Post-Graduate  Medical 
School.  Cloih,  $3  00 ;  Leather,  ^3.50 

'*  The  care  with  which  Dr.  Wilcox  has  performed  his  work  is  con- 
spicuous on  every  page,  and  it  is  evident  that  no  recent  drug  possess- 
ing any  metit  has  escaped  his  eye.  We  believe,  on  the  whole,  this  is 
the  best  book  on  Materia  Medica  and  Therapeutics  to  place  in  the 
hands  of  students,  and  the  practitioner  will  find  it  a  most  satisfactory 
work  for  daily  use.*' —  The  Cleveland  Medical  Gazette. 


MEDICAL    JURISPRUDENCE     AND 
TOXICOLOGY. 

REESE.  Medical  Jurisprudence  and  Toxicology.  A  Text-Book 
for  Medical  and  Legal  Practitioners  and  Students.  5th  Edition. 
Revised  by  Hbnrv  Lepfmann,  m  d.       Clo.,f3.oo;  Leather,  $3.50 

"  To  the  student  of  medical  jurisprudence  and  toxicology  it  is  in- 
valuable, as  it  is  concise,  clear,  and  thorough  in  every  respect."— 7%/ 
American  Journetl  of  the  Medical  Sciences. 

MANN.     Forensic  Medicine  and  Toxicology.     Illus.  $6.50 

TANNER.  Memoranda  of  Poisons.  Their  Antidotes  and  Tests. 
7th  Edition.  -75 


MICROSCOPY. 

CARPENTER.  The  Microscope  and  Its  Revelations.  8th 
Edition.    800  Illustrations  and  many  Lithographs.  Preparing. 

L.BE.  The  Microtomist's  Vade  Mecum.  A  Hand-Book  of 
Methods  of  Microscopical  Anatomy.  887  Articles.  5th  Edition, 
Enlarged.    Just  Rea^y.  »4oo 

REEVES.  Medical  Microscopy,  including  Chapters  on  Bacteri- 
ology, Neoplasms,  Urinary  Examination,  etc.  Numerous  lUus- 
trations,  some  of  which  are  printed  in  colors.  f^.jo 

WETHBRED.  Medical  Microscopy.  A  Guide  to  the  Use  of  the 
Microscope  in  Practical  Medicine.     100  Illustrations.  Jsoo 


SUBJECT  CATALOGUE. 


MISCELLANEOUS. 

BRAMWELL.    Anaemia.  ^2.5° 

BURNETT.     Foods  and  Dietaries.     A  Manual  of  Clinical  Diet- 
etics.    2d  Edition.  $^-5o 
BUXTON.     Anaesthetics.     Illustrated.    3d  Edition.                  $1.50 
COHEN.     Organotherapy.                                                      In  Press. 
DAVIS.     Alimentotherapy.                                                    In  Press. 
FEN  WICK.     Ulcer  of  the  Stomach.    42  Illustrations.            $3.50 
GOULD.      Borderland    Studies.      Miscellaneous  Addresses  and 
Essays.     i2mo.                                                                                    82-00 
GREENE.    Medical  Examination  for  Life  Insurance.    Illus- 
trated.                                                                                           In  Press. 
HAIG.    Causation  of  Disease  by  Uric  Acid.    A  Contribution  to 
the  Pathology  of  High  Arterial  Tension,  Headache,  Epilepsy,  Gout, 
Rheumatism,  Diabetes,  Bright's  Disease,  etc.     sth  Ed.               l3-oo 
HAIG.    Diet  and  Food.    Coiisidered  in  Relation  to  Strength  and 
Power  of  Endurance.    2d  Edition.    Jutt  Ready.                          Ji.oo 
HEMMETER.     Diseases  of  the  Stomach.    Their  Special  Path- 
ology, Diagnosis,  and  Treatment.     With  Sections  on  Anatomy,  Diet- 
etics, Surgery,  etc.    2d  Edition,  Revised  and  Enlarged.     Illustrated. 
Tust  Ready.                                                    Cloth,  $6.00;  Sheep,  $7.00 
HEMMETER.     Intestines.     Illustrated.                          Preparing. 
HENRY.    A  Practical  Treatise  on  Anemia.          Half  Cloth,  .50 
MARSHALL.    History  of  Woman's  Medical  College  of  Penn- 
sylvania.                                                                                     $1.50 
NEW  SYDENHAM  SOCIETY'S  PUBLICATIONS.    Circulars 
upon  application.                                                               Per  Annum,  ^8.00 
OSGOOD.    The  Winter  and  Its  Dangers.  .40 
PACKARD.     Sea  Air  and  Sea  Bathing.  .40 
RICHARDSON.     Long  Life  and  How  to  Reach  It.  .40 
ST.  CLAIR.    Medical  Latin.                                                      ti.oo 
TESSIER.     Pneumotherapy.                                                 In  Press. 
TREVES.    Physical  Education  :  Its  Effects,  Methods,  Etc.  .75 
TURNBULL,    Artificial  Anssthesia.    4th  Edition.    Illus.    $2.50 
WEBER  AND  HINSDALE.     Climatology.                      In  Press. 
'WILSON.    The  Summer  and  Its  Diseases.  .40' 
WINTERNITZ.     Hydrotherapy.                                         In  Press. 

NERVOUS  DISEASES, 

BKEVOR.  Diseases  of  the  Nervous  System  and  their  Treat- 
ment. $2.50 

DERCUM.   Rest,  Hypmotism,  Mental  Therapeutics.  In  Press. 

GORDINIER.  The  Gross  and  Minute  Anatomy  of  the  Cen- 
tral Nervous  System.  With  271  original  Colored  and  other 
Illustrations.  Cloth,  J6  00;  Sheep,  Jy.co 

GOWERS.  Manual  of  Diseases  of  the  Nervous  System.  A 
Complete  Text-Book.  Revised,  Enlarged,  and  in  many  parts  Re- 
written. With  many  new  Illustrations.  Two  volumes. 
Vol.  I.  Diseases  of  the  Nerves  and  Spinal  Cord.  3d  Edition,  En- 
larged. Cloth, $4.00;  Sheep,  $5.00 
Vol.  II.  Diseases  of  the  Brain  and  Cranial  Nerves;  General  and 
Functional  Disease.    2d  Edition.             Cloth,  ^4.00 ;  Sheep,  $5.00 

GOWERS.    Syphilis  and  the  Nervous  System.  ^i.oo 

GOWERS.  Clinical  Lectures.  A  New  Volume  of  Essays  on  the 
Diagnosis,  Treatment,  etc.,  of  Diseases  of  the  Nervous  System.  $2.00 
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QOWERS.  Epilepsy  and  Other  ChroDic  Convulsive  Diseases. 
2d  Edition.  In  Press. 

HORSL.BY.  The  Brain  and  Spinal  Cord.  The  Structure  and 
Functions  of.    Numerous  Illustrations.  $2,50 

ORMEROO.  Diseases  o<  the  Nervous  System.  66  Wood  En- 
gravings, ^1.00 

OSL.ER.    Chorea  and  Choreiform  Affections.  fs.oo 

PRESTON.  Hysteria  and  Certain  Allied  Conditions.  Their 
Nature  and  Treatment.     Illustrated.  $2.00 

WOOD.    Brain  Work  and  Overwork.  .4° 

NURSING  (see  also  Massage). 

special  Catalogue  of  Books  for  Nurses  sent  free  upon  application. 
BROWN.    Elementary  Physiology  for  Nurses.  .75 

CANFIEL.D.  Hygiene  of  the  Sick-Room.  A  Book  for  Nurses  and 

/^*U-_      Da.'»..  n  U.lal  r^nnt^I^t Aro tinTi  nt  Ac^ncic     AntiseT)SiS,  DisinfeC- 

and  Kindred 


jAJNr  ic>i.«ij.  nygiene  01  inc  oiuK-xvuuiii.  i»  ijv^uiv  iwj 
Others.  Being  a  Briel  Consideration  ot  Asepsis,  Antisepsi 
tion.  Bacteriology,  Immunity,  Heatingand  Ventilation,  and  K.marea 
Subjects  for  the  Use  of  Nurses  and  Other  Intelligent  Women.    (1.25 

CUFF.    Lectures  to  Nurses  on  Medicine.    New  Edition.     $1.25 

DOMVILLE.  Manual  for  Nurses  and  Others  Engaged  in  At- 
tending the  Sick.  8th  Edition.  With  Recipes  for  Sick-room  Cook- 
ery, etc.  '75 

FULLERTON.    Obstetric  Nursing.    41  Ills.    5th  Ed.  $1.00 

FULLERTON.  Surgical  Nursing.  Comprising  the  Regular 
Course  of  Instruction  at  the  Training-School  of  the  Woman's  Hos- 
pital, Philadelphia.     3d  Edition.    69  Illustrations.  $1.00 

GROFF.  Materia  Medica  for  Nurses.  With  Questions  for  Self-Ex- 
amination  and  a  very  complete  Glossary.  >i.25 

"  It  will  undoubtedly  prove  a  valuable  aid  to  the  nurse  in  securing  a 

knowledge  of   drugs  and  their  uses."— 7*»  Medical  Record,  New 

York. 

HORWITZ.    Duties  of  the  Surgical  Nurse.  In  Press. 

HUMPHREY.  A  Manual  for  Nurses.  Includiiig  General 
Anatomy  and  Physiology,  Management  of  the  Sick  Room,  etc. 
17th  Ed.     lUustrated.  »'°° 

"  In  the  fullest  sense.  Dr.  Humphrey's  book  is  a  distinct  advance  on 

all  previous  manuals.     It  is,  in  point  of  fact,  a  concise  treatise  on 

medicine  and  surgery  for  the  bcgirner,  incorporating  with  the  text  the 

management  of  childbed  and  the  hygiene  of  the  sick-room      Its  value 

is  gready  enhanced  by  copious  wood-cuts  and  diagrams  of  the  bones 

and  internal  organs."— British  Medical  Journal ,  London. 

STARR.  The  Hygiene  of  the  Nursery.  Including  the  General 
Regimen  and  Feeding  of  Infants  and  Children,  aiid  the  Domestic  Man- 
agement of  the  Ordinary  Emergencies  of  Early  Life,  Massage,  etc.  6th 
Edition.    25  Illustrations.  »'°° 

TEMPERATURE  AND  CLINICAL  CHARTS.     See  page  6. 

VOSWINKEL.  Surgical  Nursing.  Second  Edition,  Enlarged. 
Iiz  Illustrations. 

WESTLAND.    The  Wife  and  Mother.  *i-5° 
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OBSTETRICS. 

CAZEAUX  AND  TARNIBR.  Midwifery.  With  Appendix  by 
MuNBi.  The  Theory  and  Practice  of  Obstetrics,  including  the  Dis- 
eases ot  Pregnancy  and  Parturition,  Obstetrical  Operations,  etc. 
8th  Edition.  Illustrated  by  Chromo-Lithographs,  Lithographs^  and 
other  full-page  Plates,  seven  of  which  are  beautifully  colored,  and 
numerous  Wood  Engravings.  Cloth,  ^.50 ;  Full  Leather,  I5.50 

DAVIS.     A  Manual  of  Obstetrics.    3d  Edition.  Preparing. 

LANDIS.  Compend  of  Obstetrics.  6th  Edition,  Revised  by  Wm. 
H.  Wells,  Assistant  Demonstrator  oi  Clinical  Obstetrics,  Jefferson 
Medical  College.    With  47  Illustrations,   .80;    Interleaved,  $1.25. 

WINCKEL.  Text-Book  of  Obstetrics,  Including  the  Pathol- 
ogy and  Therapeutics  of  the  Puerperal  State.  Authorized 
Translation  by  J.  Clifton  Edgar,  a.m.,  h.d.  With  nearly  200  Illus- 
trations. Cloth,  J5.00;  Leather,  ^6.00 

FULLERTON.    Obstetric  Nursing,     sth  Ed.    Illustrated,    ^i.oo 

PATHOLOGY. 

BARLOW.     General  Pathology,     795  pages.     8vo,  js-oo 

BLACK.     Micro-Organisms.     The  Formation  of  Poisons.  .75' 

BLACKBURN.  Autopsies.  A  Manual  of  Autopsies  Designed  for 
the  Use  of  Hospitals  for  the  Insane  and  other  Public  Institutions. 
Ten  full-page  Plates  and  other  Illustrations.  ^1.35 

COMPEND  of  General  Pathology.     Illustrated.  Preparing. 

COPLIN.  Manual  of  Pathology.  Including  Bacteriology,  Technic 
of  Post-Mortems,  Methods  of  Pathologic  Research,  etc.  330  Illus- 
trations, 7  Colored  Plate=,  many  of  which  are  original.  3d  Edition. 
Just  Ready.  $3.50 

DA  COSTA.    Clinical  Pathology  of  the  Blood.    ILus.    In  Press. 
GILLIAM.     Pathology.  A  Hand-Book  for  Students    47  lUus.     .75 
HEWLETT.     Manual  of  Bacteriology.     7i  Illustrations.    J3.00 
VIRCHOW.    Post-Mortem  Examinations.     A  Description  and 
Explanation  of  the  Method  of  Performing  Them  in  the  Dead  House 
of  the  Berlin  Charity  Hospital,  with  Special  Reference  to  Medico- 
Legal  Practice.    3d  Edition,  with  Additions.  .75 
WHITACRE.     Laboratory  Text-Book  of  Pathology.     With 
121  Illustrations.                                                                                         $1.50 
WILLIAMS.     Bacteriology.     A  Manual  for  Students.     78   Illus- 
trations.                                                                                                J,  50 

PHARMACY. 

special  Catalogue  of  Books  an  Pharmacy  sent  free  upon  application. 

COBLENTZ.  Manual  of  Pharmacy.  A  Complete  Text-Book 
by  the  Professor  in  the  New  York  College  of  Pharmacy,  id  Edition 
Revised  and  Enlarged.  437  Illus.  Cloth,  $3.50:  Sheep,  $4  50 

BEASLEY.  Book  of  3100  Prescriptions.  Collected  from  the 
Practice  of  the  Most  Eminent  Physicians  and  Surgeons— English, 
French,  and  American.  A  Compendious  History  ot  the  Materia 
Medica,  Lists  of  the  Doses  of  all  the  Officinal  and  Established  Pre- 
parations, an  Index  of  Diseases  and  their  Remedies.     7th  Ed.    f  z  00 
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BEASLEY.  Druggists'  General  Receipt  Book.  Comprising 
a  Copious  Veterinary  Formulary,  Recipes  in  Patent  and  Proprietary 
Medicines,  Druggists'  Nostrums,  etc. ;  Perfumery  and  Cosmetics, 
Beverages,  Dietetic  Articles  and  Condiments,  Trade  Chemicals, 
Scientific  Processes,  and  many  Useful  Tables.     loth  Ed.  $2.00 

BEASLEY.  Pharmaceutical  Formulary.  A  Synopsis  of  the 
British,  French,  German,  and  United  States  Pharmacopoeias.  Com- 
prising Standard  and  Approved  Formulae  for  the  Preparations  and 
Compounds  Employed  in  Medicine.     12th  Edition.  ^2.00 

PROCTOR.  Practical  Pharmacy.  Lectures  on  Practical  Phar- 
macy. With  Wood  Engravings  and  32  Lithographic  Fac-simile 
Prescriptions.  3d  Edition,  Revised,  and  with  Elaborate  Tables  of 
Chemical  Solubilities,  etc.  f3<oo 

ROBINSON.  Latin  Grammar  of  Pharmacy  and  Medicine. 
3d  Edition.     With  elaborate  Vocabularies.  fi-75 

SAYRE.  Organic  Materia  Medica  and  Pharmacognosy,  An 
Introduction  to  the  Study  of  the  Vegetable  Kingdom  and  the  Vege- 
table and  Animal  Drugs.  Comprising  the  Botanical  and  Physical 
Characteristics,  Source,  Constituents,  and  Pharmacopeial  Prepar- 
ations, Insects  Injurious  to  Drugs,  and  Parmacal  Botany.  With 
sections  on  Histology  and  Microtechnique,  by  W.  C.  Stevens. 
374  Illustrations.    Second  Edition.  Cloth,  $4.50 

SCOVILLB.  The  Art  of  Compounding.  Second  Edition,  Re- 
vised and  Enlarged.  Cloth,  $2.50 

STEWART.  Compend  of  Pharmacy.  Based  upon  "  Reming- 
ton's Text-Book  of  Pharmacy."  5th  Edition,  Revised  in  Accord- 
ance with  the  U.  S.  Pharmacopceia,  1890.  Complete  Tables  ol 
Metric  and  English  Weights  and  Measures.     .80;    Interleaved,  fi.25 

UNITED  STATES  PHARMACOPCEIA.  7th  Decennial  Revision. 
Cloth,  $2.50  (postpaid,  $2.77);  Sheep,  $3.00  (postpaid,  $3.27) ;  Inter- 
leaved, 24-0O  (postpaid,  $4.50) ;  Printed  on  one  side  of  page  only, 
unbound,  ^3.50  (postpaid,  $3.90). 

Select  Tables  jfrom  the  U.  S.  P.  Being  Nine  of  the  Most  Impor- 
tant and  Useful  Tables,  Printed  on  Separate  Sheets.  Carefully 
put  up  in  patent  envelope.  .25 

POTTER.  Hand-Book  of  Materia  Medica,  Pharmacy,  and 
Therapeutics.    600  Prescriptions.    7th  Ed.    Clo.,$5.oo;  Sh.,  f6.oo 

PHYSICAL  DIAGNOSIS. 

BROWN.  Medical  Diagnosis.  A  Manual  of  Clinical  Methods. 
4th  Edinon.     112  Illustrations.  Cloth,  $2.25 

DA  COSTA.     Clinical  Examination  of  the  Blood.     Illustrated. 

In  Press, 

FENWICK.  Medical  Diagnosis.  8th  Edition.  Rewritten  and 
very  much  iLnlarged.     135  Illustrations.  Cloth,  $2.50 

MBMMINGER.    Diagnosis  by  the  Urine.   2dEd.   24  Illus.  $100 

TYSON.  Hand-Book  of  Physical  Diagnosis.  For  Students  and 
Physicians.  By  the  Professor  of  Clinical  Medicine  in  the  University 
of  Pennsylvania.  Illus.  3d  Ed.,  Improved  and  Enlarged.  With 
Colored  and  other  Illustrations.  t^-S° 

PHYSIOLOGY. 

BIRCH.      Practical    Physiology.     An   Elementary  Class  Book. 

62  Illustruions.  S'-7S 

BRUBAKER.    Compend  of  Physiology.    loth  Edition,  Revised 

and  EnUrged.     Illustrated,    fust  Ready.        .go;  Interleaved,  $1.25 
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KIRKE. 
A] 
and 

London.     671   Illustrations,  some  of   which   are  printed   in  colors. 
Just  Ready.  Cloth,  ^3.00;  Leather,  ^3-75 

LANDOIS.  A  Text-Book  of  Human  Physiology,  Including 
Histology  and  Microscopical  Anatomy,  with  Special  Reference  to 
the  Requirements  of  Practical  Medicine.  5th  American,  translated 
from  the  9th  German  Edition,  with  Additions  by  Wm.  Stirling, 
M.D.,D.sc.    845  [llus.,  many  of  which  are  printed  in  colors.  In  Press. 

STARLING.     Elements  of  Human  Physiology,     zoo  Ills.    $1.00 

STIRLING.  Outlines  of  Practical  Physiology.  Including 
Chemical  and  Experimental  Physiology,  witn  Special  Reference  to 
Practical  Medicine.    3d  Edition.    289  Illustrations.  ^2.00 

TYSON.    Cell  Doctrine.    Its  History  and  Present  State.        $1.50 


PRACTICE. 

BEALE.  On  Slight  Ailments;  their  Nature  and  Treatment. 
2d  Edition,  Enlarged  and  Illustrated.  $1-25 

FOWLER.  Dictionary  of  Practical  Medicine.  By  various 
writers.  An  Encyclopaedia  of  Medicine.  Clo.,^3.00:  Half  Mor.  $4  00 
GOULD  AND  PYLE.  Cyclopedia  of  Practical  Medicine  and 
Surgery.  A  Concise  Reference  Handbook,  Alphabetically 
Arranged,  with  particular  Reference  to  Diagnosis  and  Treatment. 
Edited  by  Drs.  Gould  and  Pyle,  Assisted  by  /i  Special  Con- 
tributors. Illustrated^  one  volume.  L^,rge  Square  Octavo,  Uniform 
with  **  Gould's  Illustrated  Dictionary."    Just  Ready. 

Sheep  or  Half  Morocco,  $  0.00;  with  Thumb  Index,  ^11.00 
Half  Russia,  Thumb  Index,  $12  00 
_  4®~  Cofnplete  descriptive  circular  with  sample  pages  and  illustra- 
tions of  this  hook  will  be  sent  free  upon  application. 
HUGHES.    Compend  of  the  Practice  of  Medicine.    6th  Edition, 
Revised  and  EnUu-ged.   Just  Ready. 

Part  I.    Continued,  Eruptive,  and  Periodical  Fevers,  Diseases  of  the 
Stomach,  Intestines,  Peritoneum,  Biliary  Passages,  Liver,  Kid- 
neys, etc.,  and  General  Diseases,  etc. 
Part  II.     Diseases  of  the  Respiratory  System,  Circulatory  System, 
and  Nervous  System;  Diseases  of  the  Blood,  etc. 

Price  of  each  part,  .80;  Interleaved,  $1.25 
Physician's   Edition.      In  one  volume,  including  the  above  two 
parts,  a  Section  on  Skin   Diseases,  and  an  Index     6th  Revised 
Edition.     625  pp.    Just  Ready.        Full  Morocco,  Gilt  Edge,  $2.25 
TAYLOR.    Practice  of  Medicine.    5th  Edition.  Cloth,  «4.oo 

TYSON.  The  Practice  of  Medicine.  By  James  Tyson,  m.d., 
Professor  of  Medicine  in  the  University  of  Pennsylvania.  A  Com- 
plete Systematic  Text-book  with  Special  Reference  to  Diagnosis  and 
Treatment.  2d  Edition,  Enlarged  and  Revised.  Illustrated.  8vo. 
fust  Ready.  Cloth,  $5.50  ;  Leather,  J6.50;  Half  Russia,  $7.50 

PRESCRIPTION  BOOKS. 

BEASLEY.  Book  of  3100  Prescriptions.  Collected  from  the 
Practice  of  the  Most  Eminent  Physicians  and  Surgeons— English, 
French,  and  American.  A  Compendious  History  of  the  Materia, 
Medica,  Lists  of  the  Doses  of  all  Officinal  and  Established  Prepara- 
tions, and  an  Index  of  Diseases  and  their  Remedies.     7th  Ed.     $3  00 


MEDICAL   BOOKS.  19 


BBASLBY.  Druggists'  Qeneral  Receipt  Book.  Comprising 
a  Copious  Veterinary  Formulary,  Recipes  m  Patent  and  Proprie- 
tary Medicines,  Druggists'  Nostrums,  etc.  ;  Perfiimery  and  Cos- 
metics, Beverages,  Dietetic  Articles  and  Condiments,  Trade  Chem- 
icals, Scientific  Processes,  and  an  Appendix  of  fjsefiil  Tables, 
loth  Edition,  Revised.  ^2.00 

BEASLEY.  Pocket  Formulary.  ASynopsisottheBritish, French, 
German,  and  United  States  Pharmacopceias  and  the  chief  unofilicial 
Formularies.     X2th  Edition.  $2.00 

SKIN. 

BULKLKY.    The  Skin  in  Health  and  Disease.    Illustrated.    .40 
CROCKER.     Diseases  of  the  Skin.     Their  Description,  Pathol- 
ogy. Diagnosis,  and  Treatment,  with  Special  Reference  to  the  Skin 
Eruptions  of  Children.   92  lUus.  3d  Edition.  Preparing. 

IMPEY.     Leprosy.    37  Plates.     8vo.  $3.50 

SCHAMBERG.  Diseases  of  the  Skin.  2d  Edition,  Revised  and 
Enlarged.  105  Illustrations.  Being  No.  16  ?Quiz-Compend?  Series. 
Just  Ready.  Cloth,  .80;  Interteaved,  $1.35 

VAN  HARLINGEN.  On  Skin  Diseases.  A  Practical  Manual 
of  Diagnosis  and  Treatment,  with  special  reference  to  Differential 
Diagnosis.  3d  Edition,  Revised  and  Enlarged.  With  Formula 
and  60  Illustrations,  some  of  which  are  printed  in  colors.        fa. 75 

SURGERY  AND  SURGICAL  DIS- 
EASES (see  also  Urinary  Organs). 

BUTLIN.  Operative  Surgery  of  Malignant  Disease.  2d  Edi- 
tion. Illustrated.  Octavo.  Jttst  Ready.  $4.50 
CRIPPS.  Ovariotomy  and  Abdominal  Surgery.  Illus.  fH.oo 
DEAVER.  Surgical  Anatomy.  A  Treatise  on  Human  Anatomy 
in  its  Application  to  Medicine  and  Surgery.  With  about  400  very 
Handsome  full-page  Illustrations  Engraved  from  Original  Drawings 
made  by  special  Artists  from  Dissections  prepared  for  the  purpose. 
Three  Volumes.     Royal  Square  Octavo. 

Cloth,  ^21.00;  Half  Morocco  or  Sheep,  $24.00 ;  Half  Russia,  $27.00 
Complete  descriptive  circular  and  special  terms  upon  application. 

DEAVER.  Appendicitis,  Its  Symptoms,  Diagnosis,  Pathol- 
ogy, Treatment,  and  Complications.  Elaborately  Illustrated 
with  Colored  Plates  and  other  Illustrations.     2d  Edition.  $3-5o 

DUI-LES.  What  to  Do  First  in  Accidents  and  Poisoning. 
5th  Edition.     New  Illustrations.  $1.00 

FULLERTON.     Surgical  Nursing.    3d  Edition.    69  Illus.    %\  00 

HAMILTON.  Lectures  on  Tumors,  from  a  Clinical  Stand- 
point.   Third  Edition,  Revised,  with  New  Illustrations.  $1.25 

HEATH.  Minor  Surgery  and  Bandaging,  nth  Ed.,  Revised 
and  Enlarged.     176  Illustrations,   Formulae,  Diet  List,  etc.      $1.25 

HEATH.  Injuries  and  Diseases  of  the  Jaws.  4th  Edition. 
187  Illustrations.  ^4- 5° 

HEATH.  Lectures  on  Certain  Diseases  of  the  Jaws.  64  Illus- 
trations. Boards,  .50 
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HORWITZ.  Compend  of  Surgery  and  Bandaging,  including 
Minor  Surgery,  Amputations,  Fractures,  Dislocations,  Surgical  Dis- 
eases, and  the  Latest  Antiseptic  Rules,  etc.,  with  Differential  Diagno- 
sis and  Treatment,  5th  Edition,  very  much  Enlarged  and  Rear- 
ranged,   167  Illustrations,  98  Formulae,   Clo,,  ,80  ;  Interleaved,  ^1.25 

JACOBSON.    Operations   of  Surgery.    Over  200  Illustrations. 

Cloth,  $3,00 ;  l,eather,  ^4.00 
JACOBSON.    Diseases  of  the  Male  Organs  of  Generation. 

88   Illustrations,  $6,00 

LANE.  Surgery  of  the  Head  and  Neck,  no  Illustrations. 
2d  Edition.  ^5'00 

MACREADY.    A  Treatise   on    Ruptures,    24  Full-page  Litho- 
graphed Plates  and  Numerous  Wood  Engravings.  Cloth,  ^6,00 
MAYLARD.    Surgery  of  the  Alimentary  Canal.   97  Illustrations, 
2d  Edition,  Revised,    Just  Ready,  ^3.00 

MOULLIN.  Text-Book  of  Surgery,  With  Special  Reference  to 
Treatment,  3d  American  Edition,  Revised  and  edited  by  John  B, 
Hamilton,  hid.,  ll.d,.  Professor  of  the  Principles  of  Surgery  and 
Clinical  Surgery,  Rush  Medical  College,  Chicago,  623  Illustrations, 
over  200  of  which  are  original,  and  many  of  which  are  printed  in 
colors.  Handsome  Cloth,  ^6.00 ;  Leather,  $7,00 

ROBERTS.  Fractures  of  the  Radius.  A  Clinical  and  Patho- 
logical Study.    33  Illustrations,  ^z.oo 

SMITH.  Abdominal  Surgery.  Being  a  Systematic  Description  cf 
all  the  Principal  Operations.    224  lUus,  6th  Ed,    2  Vols,  Clo.,  ^lo.oo 

SWAIN,    Surgical  Emergencies.     Fifth  Edition.        Cloth,  $1,75 

VOSWINKEL.  Surgical  Nursing.  Second  Edition,  Revised  and 
Enlarged,     in  Illustrations,  ^i.oo 

WALSHAM.  Manual  of  Practical  Surgery,  7th  Ed,,  Re- 
vised and  Enlarged,   483  Engravings    950  pages.  Just  Ready,  fe.50 

THROAT   AND    NOSE   (see  also  Ear) 
COHEN.    The  Throat  and  Voice.    Illustrated.  .40 

HALL.     Diseases   of  the    Nose    and    Throat,    Two   Colored 

Plates  and  59  Illustrations.     New  Edition  Preparing, 

HOLLOPETER.     Hay  Fever.     Its  Successful  Treatment,      $1,00 

KNIGHT.     Diseases  of  the  Throat.     A  Mai.ual  for  Students. 

Illustrated.  Nearly  Ready. 

MACKENZIE.    Pharmacopceia  of  the  London  Hospital  for 

Dis.  of  the  Throat.    5th  Ed.,  Revised  by  Dr.  F.  G.  Harvev.  $i  00 
McBRIDE.  Diseases  of  the  Throat,  Nose,  and  Ear.  A  Clinical 

Manual,    With  colored  lUus,  from  origmal  drawings.  2d  Ed,      >6,oo 

POTTER.  Speech  and  its  Defects.  Considered  Physiologically 
Pathologically,  and  Remedially,  Ji,oo 

URINE  AND  URINARY  ORGANS. 

ACTON.  The  Functions  and  Disorders  of  the  Reproductive 
Organs  in  Childhood,  Youth,  Adult  Age,  and  Advanced  Life 
Considered  m  their  Physiological,  Social,  and  Moral  Relations' 
8th  Edition.  |,     ' 
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BEAL.B.  One  Hundred  Urinary  Deposits.  On  eight  sheets, 
for  the  Hospital,  Laboratory,  or  Surgery.  Paper,  $3.co 

HOLLAND.  The  Urine,  the  Gastric  Contents,  the  Common 
Poisons,  and  the  Milk.  Memoranda,  Chemical  and  Microscopi- 
cal, for  Laboratory  Use,  Illustrated  and  Interleaved.    6th  Ed.    ^x.oo 

JACOBSON.    Male  Organs  of  Generation,    83  lUus.  fe.oo 

KLEEN.    Diabetes  and  Glycosuria,  {2.50 

MEMMINQER.    Diagnosis  by  the  Urine.  2d  Ed.  24  Illus.  fi.oo 

MORRIS.  Renal  Surgery,  with  Special  Reference  to  Stone  in  the 
Kidney  and  Ureter  and  to  the  Surgical  Treatment  of  Calculous 
Anuria.     Illustrated.  fz.oo. 

MOULLIN.  Enlargement  of  the  Prostate.  Its  Treatment  and 
Radical  Cure.    2d  Edition.     Illustrated.    Just  Ready,  fi.7S 

MOULLIN.  Inflammation  of  the  Bladder  and  Urinary  Fever. 
Ocuvo.  fi.So 

SCOTT.  The  Urine.  Its  Clinical  and  Microscopical  Examination. 
41   orieinal   Lithographic   Plates   and  other  Illustrations.    Quarto. 

Cloth,  J5.00 

TYSON,  Guide  to  Examination  of  the  Urine.  For  the  Use  of 
Physicians  and  Students.  With  Colored  Plate  and  Numerous  Illus- 
trations engraved  on  wood.    9th  Edition,  Revised.  fr-ss 

VAN   NUYS.    Chemical  Analysis  of  Urine.    39  lUus.         fi.oo 

VENEREAL  DISEASES. 

COOPER.    Syphilis.    2d    Edition,  Enlarged  and  Illustrated  with 

20  full-page  Plates.  $5-00 

GOWERS.    Syphilis  and  the  Nervous  System.  i.oo 

STURGIS.     Student's  Manual  of  Venereal  Diseases.      7th 

Revised  and  Enlarged  Edition,     lamo.  In  Press. 

VETERINARY. 

BALLOU.  Veterinary  Anatomy  and  Physiology.  29  Graphic 
Illustrations.  .80;  Interleaved,  $1.35 

TUSON.  Veterinary  Pharmacopoeia.  Including  the  Outlines  ot 
Materia  Medica  and  Therapeutics,    sth  Edition.  t'-'S 

;VOMEN,  DISEASES  OF. 

BYFORD  (H.  T.).    Manual  of  Gynecology.    Second  Edition, 

Revised  and  Enlarged  by  100  pages.     341  illustrations.  fo.oc 

DUHRSSEN.     A  Manual    of  Gynecological    Practice.     105 

Illustrations.  %^-V 

FULLERTON.     Surgical   Nursing.     3d   Edition,  Revised  and 

Enlarged.    69  Illustrations.  |i.oo 

LEWERS.    Diseases  of  Women.    146  Illus.    5th  Ed.  $2.50 

MONTGOMERY.     A  Text-Book   of  Practical    Gynecology. 

527  Handsome  lUustrations.     8vo.  Cloth,  J5.00;  Leather,  )f6.oo 

WELLS.    Compend  of  Gynecology.    Illustrated.    2d  Edition. 
-       t-  •  _g^.  Interleaved,  >i.2S 
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COMPENDS. 


JF^om  The  Southern  Clinie. 

*'  We  know  of  no  series  of  books  issued  by  any  house  that  so  fully 
meets  our  approval  as  these  TQuiz-CompendsT.  They  are  well  ar- 
ranged, full,  and  concise,  and  are  really  the  best  line  of  text-books  that 
could  be  found  for  either  student  or  practitioner/' 


BLAKISTOrS  PQUIZ-COMPENDS? 

The  Best  Series  of  Manuals  for  the  TTse  of  Students. 
Price  of  each,  Cloth,  .80.         Interleaved,  for  taking  Notes,  $1.25. 

49*  These  Compends  are  based  on  the  most  popular  text-books 
and  the  lectures  of  prominent  professors,  and  are  kept  constantly  re- 
vised, so  that  they  may  thoroughly  represent  the  present  state  of  the 
subjects  upon  which  they  treat. 

4®*  The  authors  have  had  large  experience  as  Quiz-Masters  and 
attaches  of  colleges,  and  are  well  acquainted  with  the  wants  of  students. 

4^  They  are  arranged  in  the  most  approved  form,  thorough  and 
concise,  containing  oyer  6oo  fine  illustrations,  inserted  wherever  they 
could  be  used  to  advantage. 

4S*'  Can  be  used  by  students  of  any  college. 

49*  They  contain  information  nowhere  else  collected  in  such  a 
condensed,  practical  shape.    Illustrated  Circular  free. 

No.  X.  POTTER.  HUMAN  ANATOMY.  Sixth  Revised  and 
Enlarged  Edition.  Including  Visceral  Anatomy.  Can  be  used 
with  either  Morris's  or  Gray's  Anatomy.  117  Illustrations  and  x6 
Lithographic  Plates  of  Nerves  and  Arteries^  with  Explanatory 
Tables,  etc.  By  Samuel  O.  L.  Pottbr,  m.d..  Professor  of  the 
Practice  of  Medicine,  College  of  Physicians  and  Surgeons,  San 
Francisco  ;  Brigade  Surgeon,  U.  S.  Vol. 

No.  2.  HUGHES.  PRACTICE  OF  MEDICINE.  Part  I.  Sixth 
Edition,  Enlarged  and  Improved.  By  Daniel  E.  Hughes,  m.d., 
Physician-in-Chief,  Philadelphia  Hospital,  late  Demonstrator  of 
Clinical  Medicine,  Jefferson  Medical  College,  Phila. 

No.  3.  HUGHES.  PRACTICE  OF  MEDICINE.  Part  II. 
Sixth  Edition,  Revised  and  Improved.    Same  author  as  No.  2. 

No.  4.  BRUBAKER.  PHYSIOLOGY.  Tenth  Edition,  with 
Illustrations  and  a  table  of  Physiological  Constants.  Enlarged 
and  Revised.  By  A.  P.  Brubakbr,  m.d..  Professor  of  Physiology 
and  General  Pathology  in  the  Pennsylvania  College  of  Dental 
Surgery;  Adjunct  Professor  of  Physiology,  Jefferson  Medical 
College,  Philadelphia,  etc. 

No.  5.  LANDIS.  OBSTETRICS.  Sixth  Edition.  By  Henry  G. 
Landis,  m.d.  Revised  and  Edited  by  Wm.  H.  Wells,  m.d.. 
Instructor  of  Obstetrics,  Jefferson  Medical  College,  Philadelphia. 
Enlarged.    47  Illustrations. 

No.  6.  POTTER.  MATERIA  MEDICA,  THERAPEUTICS, 
AND  PRESCRIPTION  WRITING.  Sixth  Revised  Edition 
(U.  S.  P.  1890),  By  Samuel  O.  L.  Potter,  m.d.,  Profeasor  of 
Practice,  College  of  Physicians  and  Surgeons,  San  Francisco; 
Brigade  Surgeon,  U.  S.  Vol. 
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No.  7.  WELLS.  GYNECOLOGY.  Second  Edition.  ByWM.H. 
WEL1.S,  M.D..  Instructor  of  Obstetrics,  JeffeisoD  College,  Fhiladel- 
phia,     140  Illustrations. 

No.  8.  GOULD  AND  PYLE.  DISEASES  OF  THE  EYE 
AND  REFRACTION.  Second  Edition.  Including  Treatment 
and  Surgery,  and  a  Section  on  Local  Therapeutics.  By  Gborge 
M.  Gould,  m.d.,  and  W.  L.  Pylb,  m.d.  With  Formulae,  Glossary, 
Tables,  and  109  Illustrations,  several  of  which  are  Colored. 

No.  9.  HORWITZ.  SURGERY,  Minor  Surgery,  and  Bandag- 
ing. Fifth  Edition,  Enlarged  and  Improved.  By  Orvillk 
HoRWiTZ,  B. s.,  M.D., ClinicalProfessor  of Genito-Urinary  Surgery 
and  Venereal  Diseases  in  Jefferson  Medical  College ;  Surgeon  to 
Philadelphia  Hospital,  etc.    With  98  Formulae  and  71  Illustrations. 

No.  10.  LEFFMANN.     MEDICAL    CHEMISTRY.     Fourth 

Edition.  Including  Urinalysis,  Animal  Chemistry,  Chemistry  of 
Milk,  Blood,  Tissues,  the  Secretions,  etc.  By  Hbhrv  Lefphanh, 
M  D. ,  Professor  of  Chemistry  in  Pennsylvania  College  of  Dental 
Surgery  and  in  the  Woman's  Medical  College,  Philadelphia. 

No.  II.  STEWART.  PHARMACY.  Fifth  Edition.  Based  upon 
Prof.  Remington's  Text-Book  of  Pharmacy.  By  F.  E.  Stewart, 
M.D.,  PH. G.,  late  Quiz-Master  in  Pharmacy  and  Chemistry,  Phila- 
delphia College  of  Pharmacy;  Lecturer  at  Jefferson  Medical 
CoUege.     Carefully  revised  in  accordance  with  the  new  U.  S.  P. 

No.  H.  BALLOU.  VETERINARY  ANATOMY  AND  PHY- 
SIOLOGY. Illustrated.  By  Wm.  R.  Ballou,  m.d..  Professor 
of  Equine  Anatomy  at  New  York  College  of  Veterinary  Surgeons ; 
Physician  to  Bellevue  Dispensary,  etc.     29  graphic  Illustrations 

No.  13.  WARREN.  DENTAL  PATHOLOGY  AND  DEN- 
TAL MEDICINE.  Third  Edition,  Illustrated.  Containing 
a  Section  on  Emergencies.  By  Geo.  W.  Warren,  d.d.s..  Chief 
ot  Clinical  Staff,  Pennsylvania  College  of  Dental  Surgery. 

No.  14.  HATFIELD.  DISEASES  OF  CHILDREN.  Second 
Edition.  Colored  Plate.  By  Marcus  P.  Hatfield,  Profes- 
sor of  Diseases  of  Children,  Chicago  Medical  College. 

No.  15.  GENERAL  PATHOLOGY.     Illustrated  Preparittg. 

No.  16.  DISEASES  OF  THE  SKIN.  Second  Edition.  By 
Jay  F.  Schambkrg,  m.d..  Professor  of  Diseases  of  the  Skin, 
Philadelphia  Polyclinic.  Second  Edition,  Revised  and  Enlarged. 
105  han<^ome  Illustrations. 

Price,  each,  Cloth,  .80.  Interleaved,  for  taking  Notes,  t1.26. 

In  preparing,  revising,  and  improving  Blakiston's  TQuii-Com- 
PENDSt  the  particular  wants  of  the  student  have  always  been  kept  in 
mind.  ^        1.        . 

Carefiil  attention  has  been  given  to  the  construction  of  each  sentence, 
and  while  the  books  will  be  found  to  contain  an  immense  amount  01 
knowledge  in  small  space,  they  will  likewise  be  found  easy  reading; 
there  is  no  stilted  repetition  of  words ;  the  style  is  de"i '""d.  ^'"l.'^f  " 
tinct.  The  arrangement  of  subjects  is  systemanc  and  thorough  ;  there 
Is  a  reason  for  every  word.    They  conUm  over  6co  illustrations. 


Morris* 
Anatomy 

Second  Edition,  Revised  and  Enlarged. 

790  Illustrations,  of  which  many 
are  in  Colors. 

Royal  Octavo.    Cloth,  $6.00 ;  Sheep,  $7.00  ; 
Half  Russia,  $8.00. 


Prom  The  Medical  Record,  New  York. 

"  The  reproach  that  the  English  language  can  boast  of  no 
treatise  on  anatomy  deserving  to  be  ranked  with  the  masterly 
works  of  Henle,  Luschka,  Hyrtl,  and  others,  is  fast  losing 
its  force.  During  the  past  few  years  several  works  of  great 
merit  have  appeared,  and  among  these  Morris's  "  Anatomy  " 
seems  destined  to  take  first  place  in  disputing  the  palm  in 
anatomical  fields  with  the  German  classics.  The  nomencla- 
ture, arrangement,  and  entire  general  character  resemble 
strongly  those  of  the  above-mentioned  handbooks,  while  in 
the  beauty  and  profuseness  of  its  illustrations  it  surpasses 
them.  .  .  .  The  ever-growing  popularity  of  the  book 
with  teachers  and  students  is  an  index  of  its  value,  and  it 
may  safely  be  recommended  to  all  interested." 

From  The  Philadelpbia  Medical  Journal. 

"  Of  all  the  text-books  of  moderate  size  on  human  anatomy 
in  the  English  language,  Morris  is  undoubtedly  the  most 
up-to-date  and  accurate." 


*t*  Handsome  Descriptive  Circular,  with  Sample  Pages  and 
Colored  Illustrations,  will  be  sent  free  upon  application. 
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